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PREFACE. 


The  new  therapy,  based  upon  recent  discoveries  in  the  domain 
of  radiant  energy,  has  akeady  achieved  such  positive  results 
in  some  hitherto  intractable  maladies  as  to  warrant  us  in.  con- 
sidering it  a  powerful  addition  to  our  armamentarium.  Natu- 
rally this  has  stimulated  an  immense  amount  of  investigation 
and  experiment,  so  that  the  reduction  of  this  mass  of  knowledge 
to  a  usable  form  and  the  elimination  of  faulty  observation  have 
required  the  review  of  a  vast  quantity  of  literature  coming  from 
all  quarters  of  the  civilized  globe.  Much  that  is  incorrect 
has  gained  publicity  and  even  credence.  In  order  to  secure 
adequate  data  on  which  to  base  a  judgment  of  the  actual  merits 
and  relative  values  of  the  various  methods  of  treatment  by  light 
and  rays,  the  author  and  those  aiding  him  have  endeavored  to 
ascertain  the  truth,  so  far  as  possible,  by  actual  work  before 
committing  any  statement  to  print. 

As  several  excellent  books  are  already  available  upon  the 
practical  and  technical  side  of  radiography,  this  subject  has  been 
briefly  treated  in  the  present  volume,  and  the  space  thus  gained 
has  been  devoted  to  the  newer,  larger,  and  more  important  field 
of  therapy.  For  similar  reasons  shadow  pictures  and  elementary 
electrophysics  have  been  excluded  as  foreign  to  the  purpose  of 
the  work.  High-frequency  currents  have  been  considered  at 
length  because  of  the  newness  of  the  subject,  its  comparative 
absence  from  American  medical  literature,  and  its  close  relations 
to  other  new  methods  here  discussed. 
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vi  PREFACE 

The  object  of  the  book  is  distinctly  practical,  to  enable  the 
reader  to  secure  for  his  patient  the  most  prompt  and  permanent 
benefit.  Accordingly,  the  author  has  especially  endeavored,  in 
the  chapters  on  Cancer  and  on  Skin  Diseases,  to  indicate  thera- 
peutic measures  of  value  aside  from  those  directly  related  to 
radio-  and  phototherapeutics. 

It  should  never  be  forgotten  that  forces  so  powerful  for  good 
may  equally  work  harm  if  improperly  appUed.  Cautionary 
directions  are  therefore  freely  given. 

Decided  advances  have  been  recently  made  in  the  matter  of 
exact  dosage,  a  point  quite  as  important  as  in  the  case  of  drugs. 
We  can  to-day  apportion  the  dose  necessary  to  be  absorbed  by 
the  skin  for  the  cure  of  many  distinct  diseases.  Utility  and 
exactitude  have  been  the  constant  aim.  Where  the  preferable 
technique  differs  from  the  usual  it  has  been  given  prominence 
under  each  separate  chapter. 

The  author  desires  to  thank  his  many  friends  who  have 
extended  courtesies,  but  especially  his  former  and  present  office 
associates.  To  Dr.  Franklin  belongs  the  credit  for  most  of  the 
original  drawings.  Indeed,  had  it  not  been  for  his  known  ability 
in  electrophysics  the  work  would  not  have  been  undertaken. 
Without  the  willing  and  able  efforts  of  Dr.  Stem  the  book  could 
not  have  been  completed  and  brought  so  fully  up  to  the  date  of 
issue  within  the  allotted  time. 

Acknowledgment    is   also   made  to  the  pubUshers    for    their 

uniformly   courteous    and    kind    consideration   and   willingness 

to  carry  out  the  writer's  views. 

C.  W.  A. 

New  York,  July,  1904. 
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RADIOTHERAPY  AND    PHOTOTHERAPY, 


INTRODUCTION. 

The  beginning  of  an  epoch  in  medical  science  will 
always  be  associated  with  the  name  of  Professor  Roentgen. 
Intimately  linked  with  his  name  will  go  down  to  future 
generations  those  of  Finsen  and  Becquerel.  Important  as 
were  the  discoveries  of  methods  of  exploration  of  the  great 
cavities  of  the  body  by  auscultation  and  percussion,  they 
appear  to  us  to-day  to  recede  into  secondary  positions, 
when  compared  with  those  newer  methods  which  permit 
the  eye  to  do  or  to  aid  materially  the  ear  in  doing  what 
was  formerly  left  to  the  latter  alone.  Great  as  have  been 
the  benefits  to  humanity  from  the  newer  methods  of  explo- 
ration in  surgery  made  possible  by  his  discovery  of  this 
new  force,  their  extension  to  non-surgical  conditions  and 
the  development  of  a  wholly  new  method  of  ray  treatment 
bid  fair  to  confer  a  still  greater  boon. 

Few  great  discoveries  in  the  realms  of  science  have  come 
so  suddenly  and  seemingly  so  unheralded  into  a  field  of 
practical  utility.  Still  if  we  pause  for  a  moment  to  con- 
sider these  startling  and  sensational  phenomena,  bursting, 
as  it  were,  from  the  confines  of  a  Crookes  tube,  and  if 
we  bear  in  mind  the  years  of  painstaking  experimental 
work  preceding  and  leading  up  to  what  seemed  almost  an 
accidental  discovery  on  the  part  of  Roentgen,  the  subject 
takes  on  a  wholly  different  aspect,  and  we  ask  ourselves 
the  question,  ^*Why  was  not  this  new  form  of  energy  dis- 
covered earlier  in  the  world's  history? 

In  a  review  of  the  scientific  labors  which  preceded  those 
of  the  discoverer  we  perceive  that  for  years  Geissler,  Crookes, 
Hertz,  Lenard,  and  Hittorf   were  preparing  the  way.     It 
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was  left  to  Roentgen  to  take  that  one  necessary  step  in 
advance  along  the  path  of  light  which  had  its  beginning 
in  V.  Guericke's  electric  spark,  and  whose  whole  extent 
was  refulgent  with  the  brilliancy  of  discovery  of  such  men 
as  Keppler,  the  father  of  the  modem  science  of  light; 
Wallaston,  whose  substitution  of  the  slit  for  the  round  hole 
made  possible  the  science  of  spectroscopy;  Sprengel,  Boyle, 
and  Hawksbee.  The  beautiful  experiments  made  by 
Crookes  in  demonstration  of  his  theory  of  radiant  matter, 
though  combated  by  Lenard,  went  far  toward  that  culmi- 
nation of  work  upon  these  lines  which  fell  to  the  lot  of 
Roentgen.  Indeed,  had  not  Crookes  persisted  in  his  work 
under  the  stimulation  of  attack  and  proven  his  theory,  the 
brilliant  discovery  to  which  it  led  might  have  been  delayed 
many  years  or  even  indefinitely. 

At  about  the  same  time  that  Roentgen  surprised  and 
edified  the  world  with  his  announcements,  Finsen,  of 
Copenhagen,  entered  upon  a  line  of  treatment  by  light 
whose  benefits,  though  almost  restricted  to  that  form  of 
skin-tuberculosis  known  as  lupus,  is  nevertheless  remark- 
able in  the  fact  that  pathological  conditions  hitherto  prac- 
tically incurable  and  most  disfiguring  withal  are  now  cured. 

Becquerel,  inspired  by  the  achievements  of  Roentgen, 
entered  with  renewed  vigor  and  confidence  into  his  investi- 
gations of  the  luminous  properties  of  phosphorescent  bodies, 
and  finally  in  1896  announced  his  discovery,  which  may  be 
said  to  have  inaugurated  the  science  of  radio-activity. 

The  new  ray  now  known  by  his  name  has  been  found 
to  possess  most  remarkable  qualities,  and  to  be  capable 
of  producing  decided  therapeutic  effects.  Thus  there  have 
arisen  three  methods  of  treatment  by  light  which  are  so 
intimately  associated  in  their  natures,  origins  and  results 
that  they  can  well  be  studied  together. 

If  we  consider  these  new  forces  in  association  with  recent 
discoveries  in  the  application  of  electricity  and  especially 
the  currents  of  high  frequency  to  various  pathological  pro- 
cesses, we  have,  as  it  were,  a  new  practice  of  medicine. 

The  therapeutic  application  of  high-frequency  currents 
or  d'Arsonvalization  has  attained  such  importance,  and  can 
be  employed  oftentimes  with  such  advantage  along  with 
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the  more  strictly  speaking  light  methods,  that  its  consider- 
ation in  association  with  them  here  seems  not  inappropriate. 
Though  exaggerated  optimism  should  be  warned  against, 
still  it  seems  to  me  the  time  has  arrived  when  we  must 
lay  aside  doubts,  fears,  and  prejudices  and  realize  that 
we  are  entering  upon  an  entirely  new  era  in  the  science  of 
medicine,  whose  horizon  grows  brighter  the  more  we  strive 
to  penetrate  it.  Our  present  efforts  will  be  largely  expended 
in  a  study  of  these  newer  agencies  as  applied  to  the  detection 
and  cure  of  disease.  Nothing  need  be  said  of  the  numerous 
workers  in  these  new  spheres  of  discovery.  Their  achieve- 
ments are  of  themselves  far  too  luminous  to  require  any 
laudatory  remark,  and  no  brilliancy  of  verbiage  could  add 
to  their  lustre. 

NOMENCLATXJRE. 

The  many  names  applied  in  connection  with  light  and 
ray  matters,  and  the  careless  manner  in  which  terms  are 
sometimes  used,  makes  it  necessary  to  define  clearly  the 
meaning  of  the  various  neologisms  employed  in  this  volume. 

When  the  term  x-ray  is  used  it  always  means  the  ray  of 
unknown  quantity  so  designated  by  its  discoverer,  Professor 
Roentgen,  and  not  any  of  the  other  rays  connected  with 
radio-active  substances  which  have  been  likewise  called  ":x;." 

The  cathode  ray  means,  unless  otherwise  explained,  that 
formed  within  a  Crookes  tube,  and  taking  an  essential  part 
in  the  production  of  the  :x:-ray. 

Radiodiagnosis,  radiopraxis,  radiotherapy^  radiography, 
etc.,  refer  to  the  methods  in  which  Roentgen's  ray  are 
utilized.  While  it  is  proper  to  employ  the  same  terms  for 
effects  produced  by  radio-active  substances,  too  little  has, 
till  now,  been  done  in  this  direction,  and  the  faulty  use  of 
these  terms  might  confuse. 

Phototherapy  refers  to  treatment  by  light  in  general,  and 
to  that  by  the  Finsen  light  and  its  modifications  in  par- 
ticular— but  not  to  :x:-ray  treatment. 

Heliotherapy,  on  the  contrary,  means  treatment  by  light 
of  the  sun  in  its  various  applications  other  than  those 
devised  by  Finsen. 
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Finsen^s  method,  treatmefit,  etc.,  are  terms  restricted  to 
his  original  or  actual  recommendations  and  technique,  and 
do  not  apply  to  phototherapy  in  general.  They  refer  espe- 
cially to  his  plan  of  focusing  sun  and  arc  lights  specially 
produced,  before  they  reach  the  surface  to  be  affected. 

Actinotherapy  relates  to  the  various  methods  in  which 
the  actinic  or  chemical  rays  are  known  to  be  or  thought 
to  be  the  effective  agent,  in  treatment  by  violet  or  ultra- 
violet rays,  including  the  methods  of  Finsen  and  his 
followers. 

Skiagraphy  can  be  employed  synonymously  with  radiog- 
raphy just  as  we  speak  of  photography,  telegraphy,  etc. 

Chromotherapy,  This  term  has  been  employed  for 
treatment  by  variously  colored  lights  such  as  red,  blue, 
etc.  It  is  not  strictly  proper  to  employ  it  in  connection 
with  Finsen's  treatment  of  the  suppurative  stage  of  variola, 
for  here  it  is  not  so  much  a  treatment  by  color  effects,  but 
an  exclusion  of  the  irritating  actinic  or  chemical  rays. 

Light  treatment  has  been  much  employed  as  a  term  for 
the  use  of  therapeutically  active  rays — blue,  visible  violet, 
ultra-violet  or  actinic — but  it  is  too  indefinite. 

High-frequency  currents  in  therapy  are  those  currents 
without  evident  polarity,  but  of  enormous  frequency  and 
possessing  oscillations  whose  rate  is  too  great  to  be  appre- 
ciated by  human  senses. 

D\Arsanvalization  is  a  method  devised  by  d' Arson val  of 
applying  these  high-frequency  currents  in  a  closed  circuit 
without  producing  any  sensation. 

Becquerel  rays  are  those  named  after  their  discoverer,  the 
French  scientist,  Henri  Becquerel  in  1896,  and  refer  to  the 
radiations  emanating  from  uranium,  radium,  polonium, 
thorium,  etc. 

Radio-activity  is  the  acting  force  of  these  radiations,  and 
the  term  is  used  to  denote  the  comparative  strength  of  the 
emanations,  with  uranium  as  a  standard. 

Histofltwrescence.  The  production  of  fluorescence  in  the 
tissues  of  the  body  by  the  administration  of  various  sub- 
stances before  exposure  to  x  or  other  rays. 
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OF  ITS  PRODUCTION. 


CHAPTER   I. 
HISTORY  AND  CHARACTER  OF  THE  X-RAY. 


RoENTOpK"^  :x:-rays  are  generated  in  a  vacuum  tube 
of  the  ffdieraf  type  of  that  invented  by  Geissler,  and  after- 
ward fextetlsively  employed  and  modified  by  De  la  Rue, 
Spottiswoode,  and  many  others,  but  particularly  Crookes, 
Lenard,  and  Roentgen.  The  discovery  of  the  :x:-ray,  while 
it  burst  upon  the  world  without  the  least  warning,  and 
completely  astounded  the  most  astute  and  learned  physicists 
of  the  time,  was  only  the  natural  consequence  of  a  series 
of  discoveries  that  were  rewarding  a  few  earnest  workers 
who  were  persistently  following  the  clew  that  Geissler  had 
laid  bare  when  he  discovered  that  in  the  partial  vacua  of 
different  gases,  the  electric  discharge  is  very  different  from 
that  in  air,  which  was  disruptive  and  called  a  spark.  Thus 
it  was  first  noted  that  the  colors  emitted  by  the  "tube" 
changed  with  every  variation  of  the  vacuum  within,  and 
with  every  different  gas  that  the  tube  contained.  Then 
it  was  discovered  that  the  discharge,  or  presumably  the 
matter  remaining  within  the  tube,  divided  itself  into  disks 
or  striae,  of  different  shapes  and  sizes  depending  upon  the 
state  of  the  vacuum  and  the  potential  of  the  discharge, 
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and  that  the  spaces  occupied  by  these  differently  colored 
bodies  exhibited  various  conditions  of  resistance.  Following 
this  came  the  discoveries  of  Crookes,  the  most  important 
of  which  was,  that  a  stream  of  some  kind  emanated  from 
the  negatively  attached  pole  or  cathode  of  the  tube  and 
flowed  across  the  tube  to  the  positive  pole,  or  the  anode. 
He  later  discovered  that  this  stream  was  propagated  in 
straight  lines,  by  the  following  experiment:  In  a  tube  of 
the  shape  shown  in  Fig.  i  was  placed  a  cross  made  of 
mica,  in  such  a  position  that  the  stream  from  the  cathode 
would  encounter  it  on  its  way  to  the  glass  side  of  the  tube 
opposite.  When  the  tube  was  excited  by  a  suitable  dis- 
charge of  electricity  it  was  seen  that  the  mica  cross,  which 

Fig.  I. 


Crookes*  experimenl. 

evidently  occluded  the  stream,  cast  a  sharp  and  clear 
shadow  upon  the  glass  side  of  the  tube.  It  was  noted  at 
the  same  time  that  the  glass  fluoresced  brilliantly  wherever 
the  stream  impinged.  Later  the  same  observer  discovered 
that  the  cathode  stream  was  capable  of  being  transformed 
into  kinetic  energy,  and  he  demonstrated  this  by  means  of 
an  ingenious  glass  railway  that  he  had  constructed.  The 
form  of  this  is  shown  in  Fig.  2.  The  small  wind-wheel  is 
supported  on  an  axis  passed  through  the  centre  and  pro- 
trudes on  both  sides,  where  it  may  run  on  the  glass  rails. 
Now  if  the  cathode  stream  is  so  directed  that  it  strikes 
the  top  of  one  of  the  mica  vanes  of  the  wheel  above  the 
axis,  it  will  cause  the  wheel  to  revolve  toward  the  anode, 
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indicating  that  the  vane  of  the  wheel  is  repelled  by  the 
stream. 

The  raotive  power  of  the  cathode  stream  was  further 
shown  by  the  following  simple  experiment:  In  the  centre 
of  a  vacuum  tube  was  suspended  a  small  screw  propeller. 
The  cathode  stream  was  directly  in  a  line  with  the  axis 
of  the  propeller,  and  when  the  current  was  allowed  to  flow 
the  wheel  turned  as  would  a  turbine.  To  show  that  the 
action  of  the  cathode  stream  was  propulsive,  Crookes  con- 
structed a  tiny  weather-vane  in  a  vacuum  tube,  and  when 
the  vanes  were  connected  with  the  cathode,  the  streams 
flowing  from  the  surface  in  one  direction  caused  the  wheel 
to  rotate  in  the  opposite.  The  speculations  of  Crookes  as 
to  the  nature  of  the  phenomena  which  he  had  discovered 
in  these  tubes  led  him  to  the  conclusion  that  there  existed 
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Crookes*  cxperiraent 

a  new  state  of  matter  which  he  called  radiant  matter. 
This  name  seems  to  have  been  selected  unfortunately  in 
that  it  was  fiercely  attacked  by  a  great  many  of  the  scien- 
tific men  of  the  time,  who  endeavored  to  prove  that  the 
theory  amounted  to  nothing. 

It  is  well,  however,  tliat  this  diJierence  in  opinion  existed, 
because  it  is  almost  directly  due  to  this  fact  and  the  dis- 
putes engendered  that  the  Roentgen  rays  were  eventually 
discovered.  Crookes'  greatest  opponent  was  Lenard,  in 
France,  who  performed  many  experiments  with  the  object 
of  disproving  the  theory  that  Crookes  had  advanced  as  to 
the  nature  and  causation  of  his  phenomena.  The  most 
important  discover}^  of  Lenard  was  that  the  cathode  stream 
could  be  detected  outside  of  the  tube  as  well  as  within,  and 
that  the  stream  was  capable  of  being  deflected  or  attracted 
by  a  magnet.    There  were  many  others  who  were  engaged 
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in  research  along  the  same  lines,  and  almost  every  day 
some  new  fact  was  discovered  bearing  upon  the  peculiar 
effects  of  the  electric  discharge  in  more  or  less  complete 
vacua.  When  on  November  8,  1895,  William  C.  Roentgen, 
a  professor  of  physics  in  the  University  of  Wiirzburg,  in 
Bavaria,  discovered  that  a  great  many  photographic  plates 
which  were  within  the  range  of  the  rays  from  a  Crookes 
tube  with  which  he  was  making  some  experiments  were 
spoiled  or  fogged,  although  they  were  amply  protected  from 
light  by  regular  plate-holders,  it  was  at  once  suspected 
that  the  cause  of  the  chemical  action  on  the  plates  was 
due  to  the  peculiar  radiations  from  the  tube.  He  was 
strengthened  in  his  suspicion  by  finding  shadows  of  the 
forms  of  various  objects  which  had  lain  upon  the  holders, 
over  the  developed  plates.  He  had  noted  a  short  time  before 
that  the  rays  that  emanated  from  the  tube  were  capable 
of  causing  fluorescence  in  certain  salts,  and  this  fact  com- 
bined with  the  evident  effect  on  photographic  plates,  encour- 
aged him  to  go  farther  into  the  matter  and  directly  experi- 
ment with  these  newly  observed  rays.  These  observations 
led  to  the  discovery  that  the  rays  could  pass  through  black 
paper  that  was  totally  unable  to  transmit  the  ultra-violet 
or  other  chemical  rays  of  the  sun  or  arc  light,  and  then 
cause  platino-barium  cyanide  to  fluoresce  brilliantly;  that 
the  radiation  was  capable  of  passing  through  the  thick, 
black  cardboard  covers  of  the  plate-holders  and  affect  the 
plates  within;  that  the  radiation  was  capable  of  acting 
through  many  substances  and  causing  fluorescence  on  their 
emergence,  these  substances  being  totally  opaque  to  ordi- 
nary light  and  the  ultra-violet  rays;  and  that  the  trans- 
missibility  of  the  substance  to  the  rays  had  a  relation  to 
the  specific  density  of  that  substance.  The  reason  for  this 
was  at  the  time  not  quite  clear.  When  Roentgen  read 
his  first  paper,  announcing  his  discovery,  in  December  of 
the  same  year,  he  had  already  experimented  with  many 
substances  to  ascertain  their  perviousness  to  the  new  form 
of  radiation,  and  was  able  at  this  early  date  to  give  con- 
siderable information  on  this  subject. 

In  the  tube  with  which  the  work  of  Roentgen  was  per- 
formed the  cathode  consisted  of  a  plate  of  metal  from 


HISTORY 


25 


which  the  rays  travelled  in  a  straight  h*ne  and  struck  the 
glass  side  of  the  tube  opposite*  at  which  point  the  new 
rays  were  generated.  The  effects  that  Roentgen  observed 
were  clearly  not  due  to  the  cathode  stream,  as  he  found 
that  they  differed  from  the  latter  in  that  they  were  not 
capable  of  being  reflected,  refracted,  or  polari/^ed,  and 
were  not  affected  by  a  magnet,  or  capable  of  discharging 
negatively  charged  bodies.  The  rays  were  further  dis- 
tinguished from  ultra-violet  rays  among  other  ways  by  the 
fact  that  the  ultra-violet  rays  are  capable  of  discharging 
either  negatively  or  positively  charged  bodies;  of  being 
regularly  refracted,  reflected,  and  polarized;  also  in  the 
fact  that  there  were  bodies  which  the  rays  would  not  trav- 
erse, some  being  substances  that  readily  transmitted  the 
ultra-violet  rays,  such  as  rock  salt. 

The  theories  that  were  advanced  to  show  the  position 
of  the  .v-ray  in  the  physical  firmament  were  at  first  numerous^ 
but  are  fewer  now.  The  most  important  among  those  first 
advanced  was  that  of  Roentgen  himst^lf,  that  the  rays  were 
a  short  form  of  longitudinal  vibration  in  the  ether.  Later 
this  was  totally  abandoned  in  favor  of  the  two  views  which 
now  hold  the  field.  The  first  of  these  is  the  theor}-  that  the 
rays  consist  of  minute  particles  or  ions,  [jrojected  into  space 
at  an  enormous  velocity;  and  the  other,  that  the  rays  are 
short  transverse  vibrations  of  the  ether,  similar  to  those  of 
light,  but  infinitely  shorter  than  the  latter,  and  that  they 
occupy  a  space  in  the  spectrum  of  ether  vibrations,  beyond 
the  Becquerel  rays.  The  latter  theory,  while  it  is  far  from 
being  satisfactorily  confirmed,  and  while  the  emission 
theory  has  many  strong  points,  seems  destined  to  hold  the 
field  to  the  exclusion  of  all  others. 

While  a  discussion  of  the  many  theories  cannot  here  be 
entered  into,  an  attempt  will  be  made  in  another  chapter 
to  give  an  insight  into  what  has  been  accomplished  along 
these  lines. 

CATHODE  RAY. 

This  ray,  which  was  discovered  and  named  by  Crookes, 
plays  a  very  important  part  in  the  production  of  the  .\--ray. 
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It  is  the  ray  which,  given  off  from  the  cathode,  strikes  the 
target  of  the  anode  and  is  there  converted  into  and  sent 
forth  from  the  tube  as  an  rv-ray. 

Cathode  rays  are  thrown  off  as  particles  from  all  highly 
heated  and  highly  electrified  bodies. 

According  to  Villard,  they  consist  of  a  stream  of  hydrogen 
corpuscles  negatively  charged,  moving  at  about  70,000  miles 
per  second. 

This  molecular  bombardment  within  a  Crookes  tube 
can  cause  phosphorescence  of  various  substances.  Some 
German  physicists  believe  that  these  rays  are  due  to  longi- 
tudinal vibrations,  but  J.  J.  Thomson's  theory,  that  they 
consist  of  a  shower  or  stream  of  corpuscular  particles  strik- 
ing the  anode,  is  the  explanation  generally  regarded  as 
correct. 

The  cathode  has  an  exaggerated  saucer-shape  to  con- 
verge the  rays  to  a  point  on  the  target  and  to  counteract 
the  tendency  of  the  particles  making  up  the  stream  to 
repell  one  another.  They  are  clearly  visible  in  a  very  low 
vacuum  tube,  generally  coming  to  a  focus  before  they  reach 
the  anode,  when  they  do  not  cross  one  another,  but  con- 
verge to  form  a  pencil-like  stream  and  continue  in  a  straight 
line  until  they  meet  an  obstruction. 

At  times,  beyond  the  focus  point,  the  stream  may  seem 
to  widen,  making  a  second  funnel  whose  base  includes 
and  often  passes  beyond  the  anode,  so  that  the  latter  does 
not  intercept  all  its  rays.  As  the  vacuum  increases  the 
focus  moves  toward  the  anode. 

That  Roentgen  rays  can  be  converted  back  again,  so  to 
speak,  into  cathode  rays  has  apparently  been  demonstrated 
by  Hammer. 

By  bombarding  the  outside  of  an  Edison  tube  with  :x:-rays, 
he  found  that  cathode  rays  are  stimulated  in  its  interior, 
causing  tungstate  of  calcium  to  become  brightly  phosphor- 
escent. 

Rudis-Jicinsky  says  that  to  get  the  anodyne  effects  in 
treatment  we  must  have  an  abundance  of  cathode  rays 
which  are  changed  into  the  unknown  rays.  The  rv-rays 
alone  or  the  cathode  rays  alone  are  not  sufficient.  The 
cathode  rays  may  be  deflected  by  a  magnet  or  they  may 
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pass  through  substances  opaque  to  light,  and  they  may  cast 
shadows  of  objects  less  opaque.  They  possess  the  property 
of  actmg  upon  photographic  plates.  They  will  pass  in 
straight  lines,  independent  of  the  position  of  the  anode.  In 
very  low  vacua  they  exhibit  a  beautiful  violet  color.  They 
produce  fluorescence  of  the  tube  or  of  certain  objects  con- 
tained within  the  tube,  and  their  main  difference  from  the 
:v-ray  consists  in  the  fact  that  they  may  be  focused. 

The  cathode  rays  are  similar  to  the  ultra-violet  rays  in 
that  they  will  not  affect  the  deeper  tissues,  nerves,  or  nerve 
centres,  unless  the  parts  are  first  deprived  of  their  usual 
blood  contents. 

It  is  generally  conceded  that  all  possible  therapeutic  effect 
of  the  cathode  ray  is  lost  because  of  its  non-emergence  as 
such  from  the  tube. 


THE  NATXJRE  OF  THE  X-RAY. 

The  so-called  :x:-ray  is  a  form  of  energy  manifested  in 
its  action  upon  certain  unstable  chemical  compounds  in 
which  it  produces  chemical  changes,  and  on  certain  salts 
in  which  it  produces  brilliant  phosphorescence. 

The  mode  of  transmission  of  this  energy  and  its  nature 
are  matters  of  some  importance  and  great  obscurity,  though 
there  exist  several  plausible  theories.  All  these,  however, 
lack  confirmative  basis,  owing  to  the  limited  amount  and 
indefinite  nature  of  our  present  knowledge.  The  x-ray, 
although  itself  invisible,  is  at  times  spoken  of  as  light  on 
account  of  its  ability  to  produce  light  in  certain  fluorescent 
substances,  and  because  of  its  chemical  action  being  in  a 
measure  similar  to  that  of  light;  at  least  in  so  far  as  results 
obtain. 

The  x-T2iy  is  produced  by  passing  electric  discharges  of 
tremendous  potential  through  gases  at  different  degrees  of 
attenuation. 

The  latest  point  of  interest  in  the  controversy,  as  regards 
the  nature  of  the  rays,  is  the  statement  of  Lord  Rayleigh, 
Professor  of  Natural  Philosophy  in  the  British  Royal 
Institution,    who   has   announced    that    M.    Blond elot,    a 
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cilfiil  French  experimenter,  very  recently  adduced  evidence 
■^oing  far  to  prove  that  the  Roentgen  rays  are  susceptible 
of  jXilarization,  if  they  have  not  been  already  polarized, 
and  can  therefore  be  traced  in  the  solar  si)cctrum.  If 
this  is  true,  and  the  rays  are  transversal,  as  AL  Blondelot 
thinks,  it  follows  that  they  are  a  form  of  ordinary  light, 
but  of  extremely  short  wavedength,  perhaps  a  hundred 
times  shorter  than  visible  light  waves. 

Lord  Rayleigh  said  that  he  saw  no  reason  to  question 
the  discovery,  which  is  of  great  importance  in  aiding  to 
determine  the  nature  of  the  .r-rays,  which  has  been  a 
matter  of  doubt  ever  since  their  discovery. 

As  to  the  nature  of  the  light  itself,  if  it  is  in  reality  proper 
to  speak  of  its  aj)plication  as  a  form  of  light  treatment,  very 
little  more  is  known  to-day  than  when  the  rays  w^ere  first 
discovered.  Of  the  two  surviving  theories,  tliat  of  extremely 
rapid  wave  vibration  seems  to  have  the  greatest  number  of 
supporters.  The  fact  of  the  vibrator}'  nature  of  Herzian  and 
electric  phenomena,  and  the  more  recent  placing  of  the  Bee- 
querel  rays  in  the  wave-gamut,  make  a  sequence  beginnhig 
with  the  Herzian  waves  on  the  one  hand,  and  sliding  by 
fine  gradations,  successively  through  the  electric,  heat,  lights 
actinic,  BecquereK  and.  lastly,  the  .v-rays,  and  otTer  a  tempt- 
ing scientific  classification  which  seems  rather  convincing. 
When  taken  in  connection  with  the  various  other  phenomena 
which  point  in  the  same  direction,  it  appears  almost  inevit- 
able that  the  x-ray  should  find  its  proper  place  in  the  vacant 
space  which  has  apparently  existed  in  the  scale  of  ethereal 
viljrations.  It  is  interesting  to  note  in  this  connection  that 
Goldschmidt  has  amfjly  demonstrated  that  a  thin  layer 
of  ultra-violet  light  is  generatefl  at  the  point  of  impact 
of  the  x-rdv  within  the  tube,  but  he  denies  that  the  chemical 
action  of  the  ray  is  due  to  this  agent,  having  experimented 
amply  with  ultra-violet  rays  otherwdse  generated. 

In  the  evolution  of  the  cathode  ray  it  would  seem  that 
its  component  atoms  are  broken  up  into  one  larger  portion 
immobile  and  positively  electrified,  and  a  smaller  portion 
negatively  electrified,  which  by  its  rapid  flight  produces 
the  phenomenon  known  as  the  .r-ray.  It  is  not  some 
form  of  electricity,  but  is  a  higher  rate  of  vibration  even 
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than  light — it  is  the  transformed  energy  of  the  electric 
current. 

Pratt  claims  that  it  is  a  form  of  electric  energy. 

Many  physicists,  including  Thomson  and  Stokes,  believe 
that  the  ray  is  an  irregular  electromagnetic  wave  as  com- 
pared with  light,  which  is  of  a  regular  recurrence.  A  great 
many  German  scientists  claim  that  the  phenomenon  is  due 
to  longitudinal  vibrations. 

Heidingsfeld^  believes  that  the  :x:-ray  consists  of  minute 
particles  of  platinum,  in  a  very  high  state  of  "radiant" 
excitation,  emanating  from  the  enclosed  disk  and  moving 
radially  with  sufficient  velocity  to  readily  penetrate  the  cir- 
cumscribed glass  enclosure  and  all  exposed  soft  and  fairly 
hard  substances.  He  thinks  that  this  theory  is  to  a  degree 
confirmed  by  the  close  analog)^  that  exists  between  the 
:v-rays  and  the  rays  emanating  from  uranium,  radium,  pol- 
lonium,  and  other  allied  substances.  An  objection  to  this 
view  lies  in  the  fact  that  rays  may  be  generated  in  tubes 
without  metallic  anode. 

The  reason  these  waves  cannot  be  reflected  is  probably 
that  they  are  so  small  that  no  polish  which  we  can  secure 
upon  a  surface  can  turn  them  back. 

The  cathode  rays  in  striking  the  anode  are  deflected  and 
not  reflected. 

The  :x:-rays  are  capable  of  discharging  electrified  bodies; 
they  accomplish  this  by  making  the  air  through  which 
they  pass  a  good  conductor. 

We  find  that  they  not  only  act  at  the  site  of  entrance, 
but  also  at  the  site  of  exit.  As  regards  the  way  the  rays 
act  upon  living  tissues,  it  is  undoubtedly  a  reducing  or 
chemical  action,  very  similar  to  their  effect  on  photographic 
plates. 

:x;-rays,  radium  rays,  or  Becquerel  rays  have  one  property 
in  common,  and  that  is  they  all  show  their  effect  in  the  dis- 
tance without  affecting  the  media  through  which  they  pass. 

Eder  and  Valenta  have  proven  that  only  plates  prepared 
with  gelatin  show  results  in  ^r-ray  photographic  work; 
those  prepared  with  collodion  show  little  or  no  result. 

*  Journal  of  Cutaneous  Diseases,  January,  1904. 
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The  lighter  the  specific  gravity  of  a  substance,  the  easier 
it  is  penetrated  by  the  :v-rays,  but  it  also  depends  a  great 
deal  upon  the  thickness  of  the  substance.  V.  Novak, 
Sule,  Voller,  and  Walter  have  proven  that  the  penetrability 
of  substances  to  :x;-rays  depends  more  on  their  atomic  weight 
than  on  their  density. 

Lead,  platinum,  and  gold  are  almost  impenetrable  to  the 
rays.  Zinc,  nickel,  iron,  and  chiefly  mercury  are  very 
difficult  of  penetration.  Glass  weakens  the  rays  much  more 
than  the  same  thickness  of  aluminium. 


CHAPTER   II. 

APPARATUS— METHODS  OF  PRODUCING  THE  RAY- 
MEASURE  OF  CURRENTS— PHYSICS  OF  THE 
RAY— TUBES  AND  ACCESSORIES. 

STATIC  MACHINES. 

We  will  first  consider  the  static  electric  machines. 
These  are  of  three  general  varieties,  as  used  at  present, 
the  Holtz,  Toepler-Holtz,  and  the  Wimhurst.  The  first 
two  are  used  principally  in  this  country,  while  the  last  is 
used  chiefly  in  England.  In  other  Continental  countries  of 
Europe  the  use  of  the  static  machine  is  almost  unknown. 

The  Holtz  machine  was  invented  in  1854,  by  Holtz,  of 
Berlin,  who  introduced  it  as  a  vast  improvement  upon  the 
friction  type  of  machine  which  had  grown  out  of  that 
invented  by  Hawksbee.  The  Holtz  machine  was  indeed  a 
wonderful  invention,  and  was  so  far  superior  to  the  fric- 
tion-plate apparatus  as  to  completely  supersede  it.  It  pos- 
sessed two  inherent  weaknesses,  however,  which,  notwith- 
standing its  many  advantages,  such  as  tremendous  power 
and  ease  of  operating,  etc.,  rendered  its  use  limited,  and 
these  were  that  it  was  not  self-charged — i.  e.,  before  start- 
ing, it  had  to  be  separately  excited  by  another  body  which 
had  been  electrified.  It  was  in  every  respect  an  influence 
machine,  or,  more  plainly,  an  inductive  machine,  and  for 
this  reason  the  second  weakness,  that  of  susceptibility  to 
moisture,  became  evident.  The  machine  did  not  operate, 
except  in  the  driest  of  weather. 

The  Toepler-Holtz  added  to  this  machine  certain  im- 
provements, in  the  shape  of  metal  disks  set  in  the  revolv- 
ing plate,  with  metallic  brushes,  causing  to  communicate 
disks  at  opposite  points  upon  the  periphery  of  the  plate. 
The  friction  of  these  brushes  caused  the  machine  to  be- 
come self-exciting.  The  influence  of  the  atmosphere  was, 
however,  quite  as  much  felt  in  this  type  as  in  the  older 
machine,  with  the  added  disadvantage  that  the  machine 
current,  being  made  up  of  a  series  of  pulsating  charges, 
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would  frequently,  on  account  of  slight  interruptions,  alter 
its  polarity,  even  while  running,  and  thus  cause  very  serious 
inconveniences  when  used  for  delicate  work  or  experiments. 

The  Wimhurst  machine  is  of  a  different  type  from  either, 
and  in  its  present  form,  while  not  quite  so  powerful  as  the 
Holtz  or  Toepler-Holtz  machine,  is  truly  self-exciting  and 
more  reliable  than  either,  under  varying  conditions  of 
weather.  All  of  these  machines  as  at  present  made  contain 
many  more  plates  than  was  formerly  the  case,  most  of 
them  for  x-ray  work  having  from  six  to  twenty  revolving 
plates,  these  being  generally  from  twenty-sLx  to  thirty- two 
inches  in  diameter.  Other  machines  have  been  made 
which  have  had  twenty-six  revolving  plates,  and  there  is 
one  machine  in  existence  having  plates  sixty  inches  in 
diameter.  The  principle  which  governs  the  construction 
of  these  machines  is  that  the  insulation  should  be  as  nearly 
perfect  as  it  is  possible  to  construct  it,  and  the  whole  pro- 
tected from  moisture  by  means  of  waterproof  and  nearly 
air-proof  glass  cases. 

The  static  electric  machine  has  enjoyed  a  long  popularity, 
in  America  especially,  and  is  reputed  to  possess  several 
advantages  of  importance,  but  it  is  scarcely  probable  that 
a  coil  of  the  most  modem  type  will  not  be  found  far  superior 
to  any  static  machine  now  made.  Besides  this,  it  is  un- 
doubtedly true  that  the  better  informed  operators  have 
expressed  a  preference  for  the  coil,  as  a  more  scientific 
apparatus  and  capable  of  unlimited  extension  theoretically, 
even  at  a  time  when  they  were  employing  the  modem 
static  machine. 

Advantages  of  the  Machine. 

The  advantages  claimed  for  the  static  machine  are  that 
the  rays  excited  by  it  are  more  steady,  and  therefore  better 
suited  for  direct  screen  examinations;  that  when  applied 
to  therapeutic  uses  the  rays  have  a  lesser  tendency  to  pro- 
duce bum,  and  that  the  machine  being  a  primar}^  generator, 
is  independent  of  all  other  sources  of  electricity  and  need 
only  be  driven,  even  by  hand-power,  to  produce  results. 

Its  suitability  for  use  for  a  wider  range  of  tubes. 
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Two  or  more  machines  can  be  run  simultaneously  as 
one,  giving  increased  voltage  and  current. 

It  may  be  used  to  better  advantage  than  the  coil  for  a 
greater  number  of  therapeutic  purposes  outside  of  the  pro- 
duction of  a*-rays, 

Vamey  and  others  prefer  the  use  of  the  static  machine, 
since  on  account  of  its  low  amperage  it  will  not  heat  the 
platinum  disk  as  rapidly  as  the  coil,  and  enables  one  to 
give  much  longer  exposures. 

Let  us  consider  the  advantages  here  claimed  and  deter- 
mine how^  much  truth  there  is  in  them.  As  to  the  steadiness 
of  the  light,  it  is  more  than  probable  that  the  observation 
was  made  in  comparison  with  the  older  coils  provided  with 
electromagnetic  vibrators,  none  of  which,  as  is  wtU  known, 
is  capable  of  giving  a  steady  secondary  current.  With  the 
more  modem  electrolytic  break  and  the  mercur)^  jet  breaks 
that  have  been  latterly  perfected,  it  is  doubtful  whether 
the  static  machine  is  capable  of  surpassing  the  induction 
coil  in  this  respect.  In  the  experience  of  the  author  a 
Wehnelt  interrupter  when  properly  adjusted,  furnished  with 
just  enough  condenser,  will  cause  the  coil  to  perform  in  a 
manner  that  very  nearly  approximates  the  ideal.  The  sup- 
position that  the  static-excited  rays  are  less  prone  to  burn, 
a  view  which  w^as  at  one  time  pretty  generally  accepted, 
does  not  at  present  receive  the  same  support  as  at  first. 
The  difference  if  it  does  exist  is  probably  due  to  the  fact 
that  the  static  machine  furnishes  a  so  much  weaker  current 
that  it  takes  longer  to  produce  the  same  result,  or  to  other 
possible  reasons  that  are  mentioned  in  the  chapter  on  .^-ray 
dermatitis  and  "bums/'  The  third  advantage,  that  of  its 
being  independent  of  other  sources  of  electricity,  would  be 
a  factor  if  it  w^re  generally  possible  to  utilize  hand- power. 
The  percentage  of  instances  in  which  hand-pow'cr  may  be 
used  is  so  small  that  the  matter  need  not  be  seriously 
considered.  Where  it  is  necessary  to  have  a  source  of 
powTr,  it  will  l>e  cheaper  and  better,  all  things  considered,  to 
use  the  power  to  drive  a  small  d}Tiamo  with  which  to  excite 
the  coil.  With  the  regulating  and  self-regulating  tubes  at 
our  command  at  the  present  day,  we  find  that  a  12-inch 
coil  may  be  used  for  a  sufficiently  wide  range  of  tubes  to 
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give  satisfactory  results  for  practically  any  use  to  which  we 
may  put  the  A:-rays.  As  regards  the  advantage  of  connect- 
ing two  machines  to  get  an  increased  current,  this  can  be 
entirely  left  aside,  as  we  find  that  the  current  one  can  get 
from  an  ordinary  coil  is  sufiicient  for  all  practical  purposes- 
Disadvantages  of  the  Machine. 

The  disadvantages  of  the  static  machine  are  great  and 
glaring.  It  must  of  necessity  be  so  large  and  heavy,  and 
at  the  same  time  so  essentially  stationar}%  that  it  cannot 
be  considered  in  any  light  but  as  a  permanent  immovable 
installation;  it  may  be  said  to  depend  upon  a  motor  for  its 
operation;  it  is  extremely  unreliable,  not  working  evenly 
in  damp  weather,  and  suddenly  becoming  ** freaky''  and 
working  badly  in  a  way  which  cannot  always  be  explained; 
the  capacity  is  verj^  limited,  both  as  to  spark  length--/,  t^, 
potential  difference — and  current  volume,  it  being  necessarj' 
to  enlarge  the  whole  machine  enormously  to  attain  a  rela- 
tively small  increase  in  efficiency.  It  is  more  expensive  than 
a  coil  of  the  same  power.  In  photographic  work  it  requires 
longer  exposures.  It  is  practically  impossible  to  control 
the  strength  of  current  with  any  degree  of  certainty. 

It  has  a  low  amperage.  It  is  often  almost  necessary  to 
add  a  two-series  spark  gap  between  the  machine  and  the 
tube.  Here  the  use  of  the  spark  gap  for  increasmg  excita- 
tion in  the  tube  acts  better,  however,  than  when  applied 
to  the  coil. 

The  Holtz  Machine,  as  made  by  the  several  manufac- 
turers, is  essentially  as  follows:  It  consists  of  alternate 
movable  (A)  and  fixed  {B)  plates  (Fig.  3),  the  latter  being 
circular  or  of  any  convenient  shape,  and  the  former  being 
circular.  The  movable  plate  revolves  upon  an  axis  (D) 
passing  through  the  centre  of  the  immovable  plate,  and  is 
placed  at  a  distance  of  about  one-half  an  inch  from  the 
latter.  At  a  distance  from  the  centre  of  the  stationary 
plate,  equal  to  a  little  less  than  one -half  the  radius  of  the 
revolving  plate,  are  cut  two  holes  (C),  situated  on  either 
side  of  the  diameter  a  b.  At  the  margins  of  these  h\^o 
windows,  and  opposite  to  each  other,  on  the  side  of  the 
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plate  opposite  to  that  opposed  to  the  revolving  plate,  or 
on  both  sides,  in  multiple  machines,  are  pasted  pieces  of 
paper  {d)  having  a  free  edge  of  about  three-quarters  of  an 
inch  extending  into  the  opening.  These  pieces  of  paper, 
called  armatures,  are  sometimes  covered  with  gold  leaf, 
and  have  their  free  edges  serrated.  The  movable  disks 
revolve  in  a  direction  opposite  to  that  in  which  the  teeth 
of  the  armature  point,  or  against  the  teeth.  At  a  distance 
from  the  revolving  disk  equal  to  that  of  the  armatures, 
and  on  the  opposite  side,  are  arranged  the  collecting  combs 
E,  These  are  a  set  of  metal  pins  set  in  a  metal  rod  in  a 
straight  line  and  so  placed  that  they  point  directly  at  the 
free  edges  of  the  armatures.  These  collectors  are  con- 
nected directly  with  the  prime  conductors  or  terminals  of 
the  machine,  E.  Where  there  are  a  number  of  plates,  as  in 
multiple  machines,  the  collectors  are  all  connected  together 
on  each  side,  thus  adding  the  current  from  all  of  the  plates. 

The  machine  must  be  charged  before  it  can  be  operated 
— i,  e.,  an  electric  charge  must  be  given  to  one  of  the 
armatures  from  some  outside  source.  For  this  purpose 
the  machines  of  large  size  are  generally  provided  with  a 
smaller  auxiliary  machine,  called  an  exciter,  of  some  type, 
such  as  the  Wimhurst,  which  is  capable  of  self-excitation. 

The  working  of  the  machine  is  somewhat  complicated. 
If,  for  instance,  there  is  imparted  to  one  of  the  armatures 
{d)  a  positive  charge,  then  there  will  be  on  the  side  of  the 
movable  plate  opposite  it  an  induced  negative  charge, 
and  on  the  other  side  of  the  plate,  at  the  same  position, 
an  induced  positive  charge,  on  the  points  of  the  comb  e, 
a  negative  charge,  and  if  the  poles  E  E  are  in  contact,  as 
is  necessary  for  the  successful  starting  of  the  machine,  a 
positive  charge  will  exist  on  the  points  of  the  opposite 
comb;  this  will  induce  a  negative  charge  upon  the  surface 
of  the  plate  opposite  to  it,  which  in  turn  will  induce  a 
positive  charge  on  the  opposite  side  of  the  plate,  and  will 
result  in  an  induced  negative  charge  in  the  other  armature. 
The  negative  charge  on  the  first  comb  escapes  to  the  face 
of  the  plate  and  is  carried  around  toward  the  second  comb. 
The  positive  charge  on  the  second  comb  escapes  to  the 
surface  of  the  plate  and  is  carried  around  toward  the  other. 
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In  the  Holtz  machine  the  length  of  spark  is  independent 
of  the  speed  at  which  the  machine  is  run,  but  the  amoimt 
or  volume  of  the  current  produced  increases  almost  in 
exact  ratio  as  the  speed.  This  is  true  only  if  the  hygro- 
metric  state  remains  constant.  The  electromotive  force 
or  difference  in  potential  decreases  with  the  addition  of 
moisture  to  the  atmosphere.  The  addition  of  plates  to  the 
machine  does  not  increase  the  length  of  the  spark,  but 
only  the  volume  thereof.  The  length  of  spark  is  limited 
by  the  diameters  of  the  plates  and  the  least  distance  of 
opposite  portions  of  the  machine,  the  spark  never  exceed- 
ing in  length  this  minimum  distance. 

A  description  of  the  theoretical  working  of  the  Wimhurst 
machine  is  omitted  as  these  types  arc  seldom  seen  in  this 
country,  except  in  small  sizes  for  charging  the  Holtz  machine* 
For  a  given  size,  the  Holtz  machine  is  more  powerful  than 
any  other  type,  but  the  extreme  delicacy  and  the  uncertainty 
of  its  performance,  and  the  necessity  of  charging  them 
ev^ery  time  they  are  used,  the  liability  of  their  suddenly 
changing  their  pole,  either  while  starting  or  while  running, 
render  them  perhaps  less  useful  than  the  Wimhurst,  which 
possesses  none  of  these  drawbacks* 

One  firm  has  made  a  machine  in  which  the  plates  are 
^composed  of  a  material  which  will  resist  great  centrifugal 
strain,  and  in  that  way  great  speed  is  possible^  and  conse- 
quently great  current  strength,  with  safety  to  the  machine* 
In  this  way  the  advantage  of  somewhat  lessened  space 
is  gained,  but  the  slight  advantage  is  more  than  lost  by 
the  mechanical  objections  to  high-speed  machinery,  besides 
the  noise  and  additional  expenditure  of  energy  that  is  con- 
sumed in  driving  the  machine. 

All  plate  machines  suffer  from  moisture  condensing  upon 
the  plates.  This  is  overcome  by  employing  some  non- 
hygroscopic  material  for  the  plates*  construction,  but  as 
this  method  is  fraught  with  great  diificulties  in  the  finding 
of  a  suitable  material,  and  in  the  better  dialectric  properties 
of  glass,  it  is  customary  to  varnish  the  glass  plates  with 
■some  non-hygroscopic  varnish,  and  this  must  be  renewed 
^frora  time  to  time. 

The  loss  of  current  is  of  great  importance  in  the  case 
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of  a  plate  machine  where  the  total  amount  is  small  at  the 
outset^  and  so  every  precaution  must  be  employed  in  the 
construction  of  such  a  machine  to  avoid  all  loss.  This 
is  in  a  measure  accomplished  by  avoiding  all  sharp  corners 
and  points.  All  of  the  conducting  parts  are  made  as  smooth 
and  round  as  possible  and  all  joints  are  made  very  secure. 
Sharp  points  and  all  roughnesses  tend  to  cause  the  escape 
of  electricity  into  the  air,  while  polished  round  conductors 
are  more  tenacious  of  their  charge,  and  do  not  readily 
leak.  For  this  reason  it  is  customary  to  furnish  all  con- 
ductors with  small  globes  of  hard  rubl>er  at  the  terminals, 
and  to  avoid  anything  in  the  nature  of  a  sharp  point  or 
corner  an}'whcrc  in  the  circuit. 

The  Wimhurst  Machine.  This  consists  of  a  numl^er  of 
pairs  of  glass  plates  mounted  upon  a  shaft,  in  such  a 
manner  that  each  plate  of  each  pair  may  be  revolved  in 
an  opposite  direction.  The  diameter  of  these  plates  may 
be  of  any  size,  but  thirty  inches  is  found  to  be  the  most 
convenient.  To  each  plate  is  attached  a  small  pulley, 
w^hich  is  driven  by  a  belt  from  a  common  countershaft; 
the  belts  of  the  alternate  plates  are  crossed,  thus  producing 
motion  in  different  directions.  On  the  outside  of  the  plate, 
thin  radia!  strips  of  tin-foil  or  brass  are  applied  ver\'  close 
together.  The  action  of  these  strips  is  barely  material  to 
the  operation  of  the  machine,  as  the  surface  of  the  glass 
holds  the  charge*  In  small  machines,  however,  the  presence 
of  these  strips  renders  self  excitation  more  readily  accom- 
plishetj,  and  it  is  for  this  i>urpose  that  they  are  api>lied. 

The  action  of  the  Wimhurst  machine  does  not  seem  to 
be  fully  understood  at  this  time,  though  there  are  several 
inadequate  theories  at  present  in  existence.  Running 
across  the  face  of  each  disk  but  separate  from  it  is  a  rod 
of  metal  which  holds  at  each  end  a  metal  brush  which 
communicates  lightly  with  the  surface  of  the  ]>late,  or 
with  the  metallic  sector,  where  these  exist.  The  two  bars 
on  each  set  of  [)lates  are  at  right  angles  to  each  other,  so 
that  at  any  moment  two  portions  of  the  plate's  surface 
diametrically  opposite  to  each  other  arc  in  electric  com- 
munication. The  inclination  of  one  brush  bar  to  the 
other  may  be  varied  from  thirty  to  forty-five  degrees,  and 
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each  plate  is  furnished  with  a  collecting  comb,  situated 
between  the  two  brushes  on  the  same  side.  The  combs 
on  each  side  are  collected  together.  It  is  presumed  that 
one  of  the  strips  or  one  portion  of  the  plate  possesses  a 
small  initial  charge.  When  this  is  revolved,  so  that  it 
comes  opposite  to  the  brush  on  the  opposite  plate,  it  induces 
an  opposite  charge  at  that  portion  of  the  plate,  which  is 
rapidly  transmitted  by  the  brush  bar  to  the  opposite  diam- 
eter of  the  plate,  where  it  induces  an  opposite  charge  at 
the  point  opposite  on  the  first  plate.  This  is  carried  along 
until  it  comes  opposite  a  brush  on  the  second  plate,  where 

Fig,  4. 


Type  of  Iloltz  machme. 

induces  a  further  charge  of  the  same  kind  as  that  which 
already  there  existed.  Fig.  4  shows  a  static  machine  of  the 
above  tv^^e  as  generally  used  at  the  present  time,  and  in 
Plate  I.  will  be  seen  my  own  ten-plate  machine,  which  now^ 
for  a  number  of  years  has  given  entire  satisfaction. 

.\n  excellent  Wimhurst  machine  has  recently  been  put 
upon  the  French  market.  Each  pair  of  plates  is  supported 
upon  an  independent  iron  pillar,  so  that  bending  of  the 
shaft  is  prevented. 

The  whole  can  be  readily  dismounted.     The  plates  are 
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of  vulcanite,  and  a  high  rate  of  speed  can  be  kept  up  for 
a  long  time.  A  great  disadvantage  is  that  it  is  not  self- 
exciting.  For  fluoroscopic  screen  examinations  this  pro- 
duces a  minimum  of  flickering.  By  controlling  the  speed 
of  the  plates  shadows  of  different  densities  can  be  readily 
appreciated. 

Mica  Plate  Static  Machine.  There  has  recently  been 
introduced  a  static  machine,  having  plates  made  of  mica 
instead  of  glass.  They  are  prepared  by  cementing  scales 
of  mica  together,  with  melted  schellac,  under  hydraulic 
pressure.  There  are  two  movable  plates  in  the  machine, 
between  which  is  placed  a  stationary  plate  of  glass.  Many 
advantages  are  claimed  for  this  machine,  such  as  high 
efficiencies,  small  compass,  freedom  from  the  effect  of 
moisture,  etc.  The  machine  is  constructed  with  the  gen- 
eral view  to  withstand  the  strain  of  very  high  speed  at 
which  it  is  intended  to  be  run — 2000  revolutions.  The 
mica  plates,  it  is  claimed,  will  not  fly  apart,  while  the  shaft 
is  mounted  on  ball  bearings. 

We  have  had  no  experience  with  this  type  of  apparatus, 
but,  judging  by  the  claims  made  by  the  manufacturers,  we 
would  say  that  the  apparatus  is  theoretically,  at  least,  im- 
practicable. It  is  claimed  that  the  plates  will  hold  together 
for  indefinite  periods,  but  experience  with  compound  plates 
has  shown  that  they  are  never  durable. 

The  freedom  from  disturbance  from  hygroscopic  con- 
ditions claimed  is  hardly  tenable,  in  view  of  the  fact  that 
the  immovable  plate  is  of  glass.  The  lessening  of  the 
number  of  plates  lessens  the  size  of  the  machine  only  in 
one  dimension,  while  the  great  speed  at  w^hich  it  is  proposed 
to  operate  the  machine,  to  compensate  for  the  volume  of 
current  which  a  larger  machine  would  produce,  is  hardly 
an  adequate  exchange  for  the  greatly  increased  powder 
demanded. 

High-speed  machinery,  as  is  well  known,  is  scarcely  to 
be  considered  as  durable  in  comparison  wdth  slow-speed 
machinery.  The  power  required  to  drive  a  machine  at 
that  velocity  is  much  greater  than  to  drive  a  larger  machine 
at  a  lesser  velocity.  Besides  this,  the  machines  are  extremely 
noisy  in  operation.    To  such  an  extent  in  fact  is  this  true, 
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that  instances  are  known  in  which  machines  have  been 
removed  from  offices  for  this  reason  alone. 

Glass  plates  may  be  run  at  a  velocity  equal  to  from 
five  to  six  hundred  revolutions  per  minute  for  a  thirty-inch 
plate  with  perfect  safety,  and  there  are  limits,  as  proven 
by  experience,  beyond  which  there  is  no  benefit  derived 
from  increasing  the  speed.  Ball  bearings  mounted  upon 
wooden  supports  are  mechanically  poor  construction,  as 
weather  changes  in  the  wood  distort  the  arrangement  of 
the  bearings.  We  may  be  mistaken  in  our  valuation  of 
the  machine,  but  it  is  open  at  least  to  these  theoretical 
objections. 

Methods  of  Connecting  Tube  with  Static  Machine/  i .  By 
connecting  the  anode  of  the  tube  to  the  positive  and  the 
cathode  of  the  tube  to  the  negative  end  of  the  prime  con- 
ductor. 

2.  By  connecting  as  before  with  a  spark  gap,  either 
single  or  multiple,  in  series. 

3.  By  connecting  up  as  in  2,  with  the  Leyden  jars  in 
parallel. 

4.  In  connecting  the  cords  to  the  outside  of  the  Leyden 
jars,  producing  an  induced  current  through  the  tube  in  the 
opposite  direction  from  the  direct  current,  the  tube  must 
be  connected  up  accordingly. 


MEASURE  OF  CURRENTS. 

Efforts  have  been  made,  from  the  earliest  times  at  which 
static  discharges  have  been  observed,  to  determine  the 
potential  and  the  volume  of  these  currents.  It  was  quite 
early  recognized  that  the  spark  followed  the  same  general 
law  as  currents  in  other  media,  but  attempts  to  exactly 
measure  the  spark  have  been  in  the  main  unsatisfactory. 
Small  sparks  up  to  and  including  one  inch  in  length  have 
been  measured  by  means  of  Thompson's  high-potential 
electroscope,  and  it  appears  from  the  data  that,  for  small 
currents  at  least,  the  length  of  the  spark  varies  with  the 

*  Eden  V.  Delphey,  New  York  State  Journal  of  Medicine,  July,  1903. 


42    GENERAL  CONSIDERATIONS  UPON  RADIOLOGY 

scjuare  of  the  current.  It  is  estimated  that  the  potential 
necessary  to  cause  a  spark  of  one  inch  in  air  is  70,000  volts, 
and  on  this  basis  a  table  may  be  constructed  that  may  give  a 
clew  to  the  potential  of  lonj^er  discharges.  We  say  ''may^' 
because  there  are  so  many  known,  and  perhaps  so  many 
unknown,  factors  that  might  alter  the  ratios  that  exist 
between  the  spark  lengths,  that  it  is  probable  the  table 
is  far  from  accurate.  For  example,  it  need  only  be  observed 
how  different  the  results  are  in  a  Geissler  tube  from  which 
a  large  quantity  of  air  has  been  withdrawn,  and  one  in 
which  normal  pressure  exists  when  a  static  discharge  takes 
place  therein.  Now,  the  rapid  change  that  occurs  in  the 
appearance  of  the  discharge  from  a  static  source,  after  it  has 
been  going  for  an  instant,  leads  to  the  conclusion  that  a 
great  change  in  the  state  of  the  atmosphere  takes  place 
and  renders  the  nature  of  the  discharge  commensurable 
with  that  in  a  partially  exliausted  Geissler  tube.  The 
resistance  of  different  degrees  of  vacua  in  Geissler  tubes 
have  been  measured  comparatively,  but  not  with  standards, 
and  we  do  not  possess  any  data  upon  which  to  base  the 
actual  resistance  of  air. 

To  measure  the  capacity  of  a  machine  by  the  length 
of  the  spark  that  it  is  capable  of  producing  is  erroneous, 
as  it  gives  an  indication  of  the  difference  in  potential  only, 
and  none  of  the  volume  of  the  current.  It  ai)pears  that 
the  intensity  of  the  rays  is  directly  proportionate  to  the 
volume  of  current,  and  that  the  penetration  of  the  rays  is 
proportionate  to  the  difference  in  potentiaL  From  this 
it  will  be  plain  that  an  estimate  of  the  value  of  a  current 
Tftill  depend  upon  each  factor  equally.  The  *' fatness*'  or 
thickness  of  the  spark  is  the  only  ocular  evidence  of  its 
volume  that  we  possess,  as  the  color  depends  upon  other 
factors  than  volume  or  intensity. 

In  the  case  of  coils  we  have  one  method  more  or  less 
satisfactory  for  the  determination  of  the  strength  of  the 
secondary  discharge,  and  that  is  by  accurately  measuring 
the  amount  of  current  consumed  in  the  primary.  The 
secondar}^  current  will  bear  a  constant  ratio  to  that  in  the 
primary,  and  theoretically  they  are  equal.  If  a  coil  could 
be  constructed  perfect  in  every  respect,  the  energy  gener- 
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ated  in  the  secondarj'  would  just  equal  that  consumed  in 
the  primary;  but  there  are  elements  of  loss  that  enter  into 
the  construction  of  aU  coils  that  render  the  secondary 
current  less  than  that  in  the  primary.  In  large  machines 
where  there  is  not  a  great  transformation  effected,  the  loss 
is  comparatively  smaU;  but  in  smaller  machines,  where 
there  is  a  tremendous  dilTerence  in  the  prima r)^  and  second- 
ary electromotive  forces,  there  is  a  great  loss,  and  this  loss 
seems  to  increase  with  the  size  of  the  machine  within  certain 
limits.  These  losses  depend  upon  a  great  many  factors, 
among  which  may  be  mentioned  distance  of  the  secondary 
from  the  primary  number  of  layers  in  the  secondary, 
thickness  of  the  primary,  size  of  the  core,  and  conditions 
of  self-induction,  and  consequently  condensers  in  the 
primary.  The  slower  the  rate  of  interruption  in  the  primary, 
the  higher  will  be  the  coefficient  of  value  in  the  secondary; 
but  at  the  same  time  the  total  output  of  the  machine  will 
be  lessened.  It  is  necessary  to  have  the  quickest  inter- 
ruptions that  are  at  our  disposal  in  order  to  get  as  even 
and  nearly  continuous  a  discharge  at  the  secondary  poles 
as  possible.  When  the  rate  of  discharge  becomes  rapid 
beyond  certain  limits,  the  core  of  the  coil  does  not  have 
sufficient  time  in  which  to  become  completely  saturated 
magnetically,  and  then  completely  demagnetized  at  each 
interruption.  The  result  is  that  the  full  inductive  effect 
upon  the  secondary  coil  is  not  exercised,  but  the  relatively 
^high  number  of  impulses  generated  in  the  secondary  circuit 
renders  the  value  of  this  form  of  discharge  greater  than 
when  the  slower  interruptions  are  used, 

With  all  of  these  losses  and  factors  that  render  the  exact 
estimation  of  the  value  of  the  current  in  the  secondary 
impossible,  it  be^ars  an  exact  relation  to  that  in  the  primary, 
wWch  is  the  same  for  each  coil  at  each  degree  of  primary 
consumption.  We  do  not  know  whether  or  not  the  value 
in  the  secondary  increases  in  the  same  proportion  as  that 
in  the  primar\',  but  we  do  know  that  the  value  of  the 
secondary  output  will  l>e  the  same  for  the  same  coil,  with 
the  same  primary  consumption,  and  the  same  resistance  in 
the  secondary  circuit.  Thus,  if  we  have  a  rheostat  in  the 
primary  circuit  capable  of  regulating  the  amount  of  current 
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allowed  to  pass,  and  at  the  same  time  an  amperemeter, 
we  can  keep  a  record  of  the  exact  relations  existing  between 
two  exposures  to  the  ray,  on  the  same  person  or  on  different 
'  persons. 

It  may  be  well  to  mention  here  that  the  amount  of  energy 
consumed  in  any  form  of  electric  machine,  whether  it  be 
a  lamp,  a  motor,  a  coil,  or  any  other  apparatus,  is  measured 
by  the  product  of  the  electromotive  force  in  volts  into  the 
amount  of  current  in  amperes,  and  the  result  expressed  in 
watts  commercially  or  in  volt-amperes  scientifically.  It  is 
evident  that  there  is  no  difference  in  the  amount  of  current 
consumption  in  a  coil  that  runs  on  a  ten-volt  battery  and 
uses  ten  amperes  and  one  that  is  run  on  a  hundred-volt 
circuit  and  uses  one  ampere.  All  statements  concerning 
different  results  obtained  in  using  a  low  or  high  voltage, 
or  a  high  or  low  amperage,  are  false  and  misleading.  The 
only  way  in  which  the  amounts  can  be  compared  is,  as 
was  mentioned,  in  watts,  and  any  other  method  may  be 
stamped  as  wrong  and  not  giving  any  clew  to  the 
results. 

In  the  case  of  the  static  machine,  it  is  true  that  there 
exists,  theoretically,  a  constant  ratio  between  the  amount  of 
mechanical  power  applied  at  the  driving  pulley  and  the 
amount  of  electric  energy  delivered  at  the  machine  ter- 
minals. In  other  words,  the  amount  of  power  delivered  by, 
say,  an  electric  motor  will  depend  on  the  amount  of  elec- 
tricity consumed,  and  the  amount  of  electricity  generated  in 
the  machine  will  depend  on  the  amount  of  mechanical  energy 
consumed ;  now,  if  the  machines  were  all  perfect  we  could 
estimate  the  amount  of  electric  energy  delivered  by  the 
static  machine  as  just  equal  to  that  consumed  in  the  motor; 
but  there  are  losses  in  converting  the  electric  power  in 
the  motor  to  mechanical  power,  and  there  are  other  losses 
in  converting  the  mechanical  power  in  the  static  machine 
to  electric  power.  We  may  arrive  at  a  very  satisfactory 
estimate  of  the  amount  of  loss  that  there  is  in  the  motor, 
or  at  the  amount  of  mechanical  force  consumed  in  the 
machine,  but  the  vagaries  and  factors  of  loss  and  variation 
in  the  performance  of  the  static  machine  are  so  numerous, 
complex,  complicated,  and    diverse  in    their  action,  that 
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any  attempt  to  base  the  output  thereof  upon  the  value  of 
the  energy  consumed  can  lead  only  to  false  results  and 
confusion. 

It  is  within  reason  to  expect  that  there  will  be  perfected 
coils  in  the  future  in  which  we  may  know  to  a  certainty 
the  exact  voltage  and  the  amount  of  current  in  amperes, 
or  fractions  of  them,  as  compared  with  the  same  factors 
in  the  primary  coil;  that  we  \vall  be  able  to  know  the  exact 
power  of  the  rays  with  regard  to  the  voltage  and  the  current 
in  the  secondar>%  and  the  vacuum  in  the  tube;  that  we  shall 
know  definitely  the  relations  existing  between  the  currents 
in  the  secondary  and  the  capacity  of  the  primary.  There 
is  little  or  no  reason  to  expect  that  there  is  likely  to  be  a 
perfected  static  machine,  as  it  will  greatly  increase  the  size, 
one  of  the  great  drawbacks;  to  increase  either  the  volume 
or  the  length  of  the  spark  and  to  overcome  some  of  the 
other  faults  will  necessitate  the  discovery  of  an  entirely  new 
principle  in  the  construction. 

Care  of  a  Static  Machine.  One  must  be  extremely  careful 
to  keep  the  machine  very  evenly  balanced,  as  at  times  a 
slight  jar  is  apt  to  throw  the  plates  out  of  balance,  pro- 
ducing an  undue  amount  of  friction. 

If  the  machine  is  used  to  any  extent,  it  is  advisable  to 
clean  the  plates  with  ammonia-water  at  occasional  inter- 
vals. 

To  keep  the  atmospheric  state  of  the  machine  as  favor- 
able as  possible  as  regards  the  amount  of  moisture  present, 
we  must  keep  several  bowls  of  perfectly  dried  calcic  chloride 
in  the  case,  which  must  be  changed  at  intervals,  especially 
in  summer,  when  it  should  be  changed  as  often  as  it  be- 
comes moist. 

An  excellent  method  of  drying  out  the  machine  and 
rendering  less  calcium  necessary,  since  the  latter  tends  to 
corrode  the  metallic  fittings,  is  to  enclose  in  several  glass 
fruit-preserving  jars  a  mixture  of  one  part  rock  salt  and 
four  parts  cracked  ice.  The  lids  are  then  securely  fastened 
on,  and  the  jars  are  placed  for  several  hours  in  a  pan  in 
the  bottom  of  the  machine.  As  the  hoar-frost  forms  upon 
the  outside  of  the  jars  it  can  be  wiped  off,  the  jars  being 
promptly  replaced.     To  insulate  the  machine,  thick  plates 
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of  glass  or  saucers  shoukl  be  kept  under  the  legs.  All  brass 
or  metallic  parts  must  Ix^  kept  thoroughly  dry  and  carefully 
polished. 

THE  INDUCTION  COIL. 

The  induction  coO  consists  of  an  electromagnet  with  an 
arrangement  in  series  with  the  winding  for  breaking  and 
making  the  circuit  very  rapidly,  and  a  so-called  secondar)^ 
coil  J  that  is,  a  coil  of  very  fine  wire  closely  wound  around 
the  electromagnet  and  carefully  insulated  from  it. 

In  1832  it  was  discovered  by  Faraday  that  one  galvanic 
current,  when  travelling  in  a  wire  under  suitable  circum- 
stances, was  capable  of  affecting  another  current  in  another 
wire  entirely  separate  from  the  first;  that  it  might  cause  a 
second  current  in  a  second  wire  entirely  separated  from  it; 
and  that  a  permanent  magnet  could  cause  a  current  to 
flow  in  a  wire  suitably  arranged  under  certain  circumstances. 
It  was  at  that  time  known  that  if  a  wire  covered  with  some 
insulating  medium  were  wound  spirally  upon  a  piece  or 
rod  of  iron,  the  passage  of  a  current  in  the  wire  would  render 
the  iron  magnetic,  and,  on  the  supposition  that  it  is  a  poor 
rule  that  will  not  work  bcjth  ways,  Faraday  assumed  that  if 
the  iron  in  the  coil  of  wire  were  magnetized  by  some  outside 
source,  a  current  would  flow  in  the  wire.  This  was  proven 
to  be  true  by  an  experiment  which  consisted  in  winding  a 
length  of  wire  upon  a  piece  of  soft  iron,  and  then  suddenly 
magnetizing  the  iron  by  bringing  another  piece  of  iron, 
strongly  magnetized  in  proximity  with  the  first  piece.  The 
ends  of  the  wire  were  brought  close  together  and  so  arranged 
that  when  the  coil  with  its  iron  core  was  rapidly  vibrated 
the  two  ends  of  the  wire  could  be  made  to  touch  each  other 
for  an  instant  and  then  separate.  The  coil  was  then  grasped 
in  the  hand  and  as  rapidly  as  possible  vibrated  toward  and 
from  the  permanent  magnet,  so  that  each  time  it  approached 
the  ends  of  the  winding  came  in  contact,  and  each  time  it 
was  withdrawn  the  ends  of  the  wire  separated.  Faraday 
observed  that  there  occurred  two  sparks  at  each  time  that 
the  coil  was  approached  and  withdrawn,  a  faint  one  when 
the  wire  ends  separated.     A  further  experiment  consisted 
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constructing  a  coil  having  a  hollow  space  in  the  centre 
into  which  could  be  slipped  a  magnet.  The  ends  of  the 
coil  were  connected  with  a  galvanometer,  and  it  was  obser\^ed 
that  when  a  magnet  was  suddenly  slipped  into  the  space 
in  the  centre  of  the  coil  a  deflection  took  place  in  the  galva* 
nometer,  and  when  the  magnet  was  withdrawn  a  deflection 
took  place  in  the  opposite  direction.  This  clearly  indicated 
that  there  were  two  currents  induced  in  the  coil— one  on 
the  introduction  of  the  magnet  and  another  in  the  opposite 
direction — when  it  was  withdrawn;  and  it  was  further  found 
that  the  current  formed  on  the  withdrawal  of  the  magnet 
was  the  much  more  powerful. 

The  Ruhmkorflf  Coil.  The  induction  coil  was  invented 
by  Ruhmkorff  at  a  time  when  there  was  a  great  demand  for 
an  apparatus  that  would  deliver  currents  of  a  high  potential 
for  exciting  Geissler  tubes.  The  coil  is  similar  to  the  ex- 
perimental apparatus  described  above,  with  the  exception 
that  instead  of  introducing  and  then  withdrawing  the  mag- 
net it  Is  made  of  an  electromagnet  which  can  be  made  or 
rendered  devoid  of  any  magnetic  properties  in  an  instant 
by  causing  a  current  to  flow  in  its  winding  and  then  in- 
terrupting it,  and  so  on  ahematcly.  This  arrangement,  it 
will  be  seen,  is  much  more  efficient  than  that  of  rapidly 
approaching  and  withdrawing  a  permanent  magnet,  because 
the  interruptions  in  the  current  may  be  made  with  much 
greater  rapidity,  and  elcctroma.gnets  may  l>e  much  stronger 
than  permanent  ones. 

The  core  of  the  induction  coil  consists  of  a  bundle  of 
thin  iron  wire  bound  together  to  form  a  solid  rod.  Wire 
is  used  because  it  is  caiialile  of  a  higher  degree  of  magnetic 
saturation  than  a  solid  rod,  and  because  the  heating  that 
generally  accompany  all  rapid  alternate  magnetizing  and 
demagnetizing  is  much  less  in  a  bundle  of  wire  than  would 
the  case  in  a  solid  bar. 

The  core  is  covered  with  a  thin  layer  of  some  insulating 
material  such  as  paratlin  paper  or  a  thin  mica  tube,  and 
on  this  covering  is  closely  wound  the  primary  coil  consisting 
of  a  thick  and  well-insulated  wire.  The  primary  generally 
consists  of  one  or  tw^o  layers,  preference  being  given  to  the 
fonner.    The  whole  winding  is  saturated  with  hard  paraffin 
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or  shellac  to  ensure  good  insulation,  and  then  covered  with 
a  further  protection  in  the  shape  of  a  rubber  cloth,  or  a 
tube  made  of  red  fibre,  vulcanite,  mica,  or  any  other  suit- 
able material  The  secondan,'  coil  consists  of  a  great 
length  of  very  fine  wire>  and  is  wound  upon  the  primary 
coil  which  has  been  described.  The  object  is  to  get  the 
secondary  coil  as  near  to  the  primar)^  as  possible  without 
weakening  the  insulation,  which  is  one  of  the  most  important 
considerations  in  the  coil.  The  secondary^  coil  is  not  wound 
from  one  end  of  the  core  to  the  other  as  in  the  primarj^ 
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coil,  but  is  wound  in  small  sections,  about  five-eighths  of 
an  inch  wide  and  as  high  as  the  finished  thickness  of  the 
coiL  The  reasons  for  this  are  that  the  potential  increases 
as  the  length  of  the  wire,  and  the  difference  in  potential 
between  one  layer  at  the  initial  end  and  the  distal  end  of 
the  next  layer,  which  would  lie  just  on  top  of  it  if  the  wire 
were  wound  from  end  to  end  of  the  coil^  would  be  so  great 
as  to  endanger  the  coil  from  sparking  l>etween  layers,  and 
thus  rendering  it  useless  or  necessitating  so  much  insulation 
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as  to  render  it  very  ungainly  and  inefficient.  Another 
reason  is  that  this  method  of  winding  makes  it  possible  to 
take  out  and  renew  any  sections  that  may  be  injured.  A 
further  advantage  of  the  method  of  winding  in  sections  is 
that  the  sections  may  be  connected  up  in  series  and  thus 
get  an  enormous  potential,  or  in  parallel  of  as  many  sections 
desired  and  then  get  a  lesser  potential,  but  a  much  increased 
volume.  This  is  accomplished  by  having  separate  connec- 
tions for  the  ends  of  each  section,  and  then  making  the 
connections  between  these  as  may  be  desired. 


Fig.  6. 
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Showing  detail  construction  of  priman*  coil,  with  vibratory  interrupter* 

How  the  Interrupter  Works.  The  contact  breaker  or  in- 
terrupter, first  used  by  Ruhmkorff,  was  very  simple,  and 
while  there  have  been  many  modificalions  of  it,  the  most 
satisfactory  magnetic  breaks  of  the  present  day  differ  from 
the  original  only  in  minor  details.  Fig.  6  gives  the  essential 
features  of  the  magnetic  break.  Here  .4  represents  the  iron 
core  of  the  primary  coil  of  the  induction  coil  and  B  a  small 
mass  of  soft  iron  attached  to  the  end  of  the  spring  C,  wliich 
is  fastened  at  its  lower  end  to  the  base  of  the  coiL  Z>  is  a 
screw  passing  through  the  brass  post  E,  and  having  a  plat- 
inum tip  which  can  be  made  to  touch  C  when  the  latter  is 
in  the  normal  position,  G  is  the  positive  pole  of  the  battery, 
to  which  one  end  of  the  primar}'  coil  is  attached.  The 
current  passes  along  the  coil  and  around  the  magnet  core  to 
C,  and  thence  through  the  screw  D  to  the  post  £,  and 
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along  the  wire  to  F.  This  completes  the  circuit,  and  the 
core  of  the  coil  becomes  at  once  a  magnet  and  ^attracts  the 
mass  of  iron  B^  which  approaches  A  and  drags  the  spring 
C  away  from  the  point  of  the  screw  D,  This  causes  an 
opening  in  the  circuit,  and  the  core  at  once  ceases  to  be  a 
magnet  and  attract  the  mass  B,  which  is  released  and  per- 
mits the  sprmg  C  to  fly  back  and  again  come  into  contact 
with  D,  again  completing  the  circuit  and  going  through  the 
same  performance  again. 

At  each  make  and  break  of  the  primary  circuit  there  are 
currents  in  the  secondar)^,  and  the  circuit  made  on  the 
completing  of  the  primary  circuit  is  in  the  opposite  direction 
to  the  primary  current  and  of  high  potential  as  compared 
with  the  current  that  flows  in  the  primary  coil,  when  the 
primary  circuit  is  broken.  When  the  circuit  in  the  primary 
is  completed  the  current  does  not  at  once  attain  its  full 
intensity,  owing  to  the  resistance  that  the  current  in  each 
turn  of  the  coil  meets  from  the  current  in  the  adjacent  turn 
flowing  in  the  same  direction,  and  the  result  is  that  when 
the  circuit  is  broken  the  current  that  has  already  flown  into 
the  coO,  against  the  resistance,  is  piled  up  on  itself  at  one 
portion  of  the  coil,  and  continues  to  even  its  intensity  over 
the  whole  circuit  after  the  potential  of  the  battery  has  been 
discontinued.  The  result  is  that  the  current  does  not  cease 
after  the  circuit  is  broken,  but  continues,  and  on  account  of 
the  high  potential  accumulated  at  the  initial  end  of  the 
coil  is  able  to  flow  over  the  gap  formed  between  C  and  D 
in  the  shape  of  a  spark.  This  current  continues  to  render 
the  core  magnetic  and  the  current  gradually  weakens;  the 
induced  current  is  not  formed  by  an  instantaneous  demagnet- 
ization of  the  core,  and  is  therefore  comparatively  weak. 

Self-induction,  x\t  the  same  time  that  the  current  in  the 
primary  coil  is  attaining  its  maximum  intensity  slowly,  the 
induction  that  takes  place  behveen  the  different  turns  causes 
the  formation  of  an  *' extra"  current  flowing  in  the  opposite 
direction,  and  this  phenomenon  is  known  as  self-induction. 
Self-induction  has  a  certain  value  for  every  circuit  and  de- 
pends on  many  factors,  among  which  is  the  induced  current 
in  the  secondary  coil  (Lenz's  law).  As  has  been  seen,  the 
strength  of  the   secondar}^  current   on  the  break  of  the 
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priinan'  is  dependent  to  a  great  extent  on  the  rapidity  of 
the  demagnetization  of  the  core,  and  that  takes  place  slowly 
on  account  of  the  resistance  and  subsequent  delay  of  the 
current. 

Condensers*  Fitzeau  invented  a  small  apparatus  which 
so  effectually  increased  the  eflicicncy  of  the  coil  that  at  the 
present  time  there  are  no  coils  in  use  without  one  of  these 
condensers,  as  they  are  called,  excepting  in  special  cases,  as 
shall  be  mentioned  later.  The  condenser  consisted  in  the 
first  instance  in  a  Leyden  battery  which  was  shunted  or 
connected  in  **paraller'  with  the  primary  coil. 

The  condenser  as  now  universally  used  is  in  a  much  more 
compact  form  than  a  Leyden  battery  of  the  same  capacity. 
It  consists  of  two  sets  of  tin-foil  plates  each  carefully  insulated 
from  the  other,  forming  the  two  plates  of  the  condenser. 
The  arrangement  is  as  follows:  A  thick  sheet  of  mica  is 
first  laid  on  the  table,  and  then  a  sheet  of  tin-foO,  smaller 
in  each  dimension  than  the  mica  and  having  a  lug  at  one 
side,  say  the  left,  to  project  over  the  edge  of  the  mica.  Then 
comes  a  thinner  sheet  of  mica  of  the  same  dimensions  as 
the  last,  and  on  this  is  laid  another  sheet  of  tin-foU  having 
the  lug  on  the  right  side,  and  so  on,  a  sheet  of  foil  and  a 
sheet  of  mica,  until  the  required  amount  is  obtained.  The 
lugs  on  the  alternate  sheets  of  foil  are  placed  on  the  alternate 
sides,  so  that  the  first,  third,  fifth,  etc.,  are  on  one  side,  and 
the  second,  fourth,  sixth,  etc.,  are  on  the  other.  The 
lugs  on  each  side  are  connected  together,  forming  the  two 
poles.  The  sudden  demagnetizing  of  the  core  and  the  buck 
that  the  current  from  the  condenser  gives  to  the  primary 
current  ensure  a  sudden  break  and  consequently  a  powerful 
current  in  the  secondary.  The  capacity  of  the  condenser 
depends  on  the  size  and  number  of  the  plates,  and  must 
be  accurately  adjusted  for  each  coil.  There  are  many 
factors  which  enter  into  the  question  of  the  size  of  the 
condenser  or  rather  into  the  self-induction  of  the  primary, 
as  on  that  directly  depends  the  size  or  capacity  of  the 
condenser.  The  amount  of  current  in  the  primary,  the 
number  of  turns,  the  length  of  the  wire,  the  rapidity  of 
the  break,  and  in  the  secondary  the  length  of  the  coil,  the 
relation  of  the  length  of  wire  to  that  in  the  primary,  the 
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number  of  turns,  the  carrying  capacity  of  the  wire,  the  space 
between  the  two  coils  and  numerous  other  small  details 
have  a  bearing  on  the  result.  In  practice  the  capacity  of 
the  condenser  is  not  arrived  at  by  calculation,  as  that  would 
be  a  Herculean  task,  but  practically  by  trying  with  varying 
capacities,  until  the  proper  amount  is  reached.  The  coils 
are  built  as  nearly  alike  as  possible  by  each  maker,  wn*th  the 
result  that  there  is  a  ver)^  constant  quality  of  perfomiance. 

On  the  large  modern  coils  it  is  customary  to  place  an 
adjustable  condenser,  so  that  it  may  Ix^  varied  with  each 
change  in  the  conditions. 

A  very  interesting  recommendation  is  made  by  Borden/ 
He  advises  the  condenser  of  the  coil  to  be  made  in  sections 
and  connected  to  a  series  of  four  plugs  on  the  top  of  the 
base,  by  w^hich  it  is  possible  to  use  any  portion  or  the  whole  I 
of  the  condenser  at  will.  It  will  be  found  that  some  focus 
tubes  will  w^ork  best  when  using  only  a  few^  sheets  of  the 
condenser,  other  focus  tubes  require  considerably  more  con-- 
denser,  and  in  some  cases  it  is  necessary  to  plug  it  all  in. 

Insulation.  One  of  the  first  difficulties  that  Roentgen  and 
his  followers  found  with  the  coils  then  existing  was  that 
the  insulation  was  insufficient,  and  that  under  strain  the 
current  in  the  secondary  would  spark  from  one  turn  of 
the  coil  to  the  others. 

This  and  the  other  imperfections  that  constantly  arose  i 
soon  led  to  improvements  in  construction,  and  to-day  they 
are  so  far  ahead  of  the  tubes  in  this  respect  that  a  com- 
paratively small  coil    will  be  amply  sufficient  to  run  the 
largest  and  most  powerful  tube  that  can  be  constructed. 

The  primary  coils  are  now  insulated  from  the  secondaries 
by  the  thinnest  and  most  perfectly  insulating  media  that 
can  be  found.  Thus  vulcanite,  red  fibre,  and  mica  are  used, 
the  idea  being  to  get  the  secondary  as  near  to  the  primary 
as  possible,  and  at  the  same  time  to  get  the  best  insulation. 
The  secondary  is  wound  in  small  separate  coils  from  one-half 
to  two  inches  long  and  of  as  many  layers  as  the  whole  coil. 
These  are  w^ound  separately  upon  spools  and  then  finished 


^  The  Use  of  the  Roentgen  Ray  by  the  Medical  Department  of  the  United 
States  Army  in  the  War  with  Spain. 
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and  cemented  with  shellac,  and  when  taken  from  the  spool 
they  look  like  disks  of  wire,  having  a  hole  in  the  centre  large 
enough  to  permit  of  their  being  sHpped  upon  the  primary 
coil.  In  the  more  improved  forms  of  coils  these  have  each 
their  separate  terminals,  so  that  several  lengths  and  several 
thicknesses  of  the  secondar}^  may  be  utilized  by  suitably 
selecting  the  connections*  These  coil  disks  are  slipped  upon 
the  core  formed  by  the  primar)^  with  its  insulating  ring,  and 
^parated  from  each  other  by  a  glass  or  mica  plate,  and  are 
thus  very  little  liable  to  short  circuit.  The  whole  is  then 
covered  with  a  dust-proof  case  of  hard  rubber,  and  mounted 
upon  a  heavy  base  to  ensure  rigidity. 

Fig.  7 


Portable  coii  to  Dc  aiiainrd  u>  ■.irri  i  current. 


In  computing  the  exact  amount  of  current  consumed 
in  the  primary*  circuit  of  the  induction  coil  Ohm's  law  is 
not  altogether  reliable,  Ixxause  when  any  circuit  is  at  first 
completed  it  requires  an  appreciable  space  of  time  for  the 
wire  to  attain  the  charge  of  maximum  saturation;  and  when 
the  interruption  is  very  high  the  circuit  never  quite  attains 
its  full  charge  before  the  current  is  interrupted.  Also,  the 
new  current  induced  in  the  secondary  coil  will  offer  additional 
resistance  to  the  primary  current,  w^hich  resistance  cannot 
be  accounted  for  in  terms  of  the  resistance  of  the  jirimary 
circuit  (Lenz's  law).  Thus  it  will  be  evident  that  the  only 
satisfactory  way  of  determining  the  current  consumption  in 
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the  primary  is  by  direct  measurement  with  an  amperemeter. 
The  interruptions  being  very  fast  and  even,  the  instrument 
does  not  have  time  in  which  to  drop  back  to  the  zero  point 
after  the  current  has  been  broken  and  before  it  is  again 
made,  and  the  result  is  that  in  the  small  space  of  time 
between  impulses  the  meter  remains  steady  and  gives  a 
mean  value  of  the  current  employed. 

High-frequency  coils  excited  by  a  series  of  currents  of 
rapid  oscillation  are  represented  by  the  Kinraide  type. 
While  they  fulfil  therapeutic  indications,  the  rapid  alter- 
nations of  the  discharge  in  these  coils  do  not  give  suflScient 
definition,  as  a  rule,  for  good  radiographic  work. 

Some  of  these  coils  are  attached  to  portable  apparatus 
supplied  with  storage  cells,  which  has  the  advantage  of 
being  used  in  the  patient's  own  house.  These  should 
contain  at  least  from  four  to  eight  cells  in  order  to  supply 
sufficient  voltage.  Charging  at  a  battery  charging  station 
is  necessary  from  time  to  time,  although  a  charge  can  be 
supplied  from  a  primarj^  battery  or  from  the  street  main. 
Such  a  storage-cell  portable  apparatus  is  seen  upon  the 
right  in  Plate  I. 

TUBES. 

How  the  Ray  is  Produced.  The  apparatus  required  in 
the  production  of  the  :x:-ray  consists  essentially  of  a  vacuum 
tube  of  one  form  or  another,  and  an  electric  apparatus  for 
exciting  the  same  by  means  of  a  high-tension  electric  current. 
The  tubes  are  usually  some  modification  of  the  type  perfected 
by  Sir  William  Crookes  in  his  endeavor  to  demonstrate  and 
validate  his  theory  of  radiant  matter,  at  the  time  so  bitterly 
combated  by  Lcnard  and  other  Continental  physicists.  In 
the  original  form  the  tube  with  which  the  rays  were  first 
produced  and  demonstrated  consisted  of  a  globe  having  fused 
into  its  substance  two  or  more  metal  bodies  communicating 
with  its  interior.  When  the  air  or  other  gas  within  was  ex- 
hausted to  a  high  degree  of  vacuum,  phenomena  of  varying 
natures  were  observable  within  the  tube  upon  the  passage 
of  an  electric  discharge  between  the  metal  plates.  In  these 
tubes  the  cathode  stream  emanating  in  straight  lines  from  the 
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negative  pole  struck  the  glass  of  the  tube  at  various  points, 
at  each  producing  ^^-radiation.  Improvements  have  been 
suggested  and  added  from  time  to  time  until  in  the  present 
form  all  tubes  consist  essentially  of  a  globe  with  a  platinum 
plate  forming  the  anode,  and  at  the  same  time  acting  as  a 
target  for  the  focal  point  of  the  cathode  stream.  It  is  so 
inclined  that  the  :x:-rays  emanating  in  all  directions  from 
the  point  of  impact  are  directed  to  one  side  of  the  tube. 

Fig.  8. 


&: 


3 


Early  forms  of  Geisslcr  tubes. 

Opposite  to  the  anode  is  placed  the  cathode,  which  consists 
of  a  concave  aluminium  mirror  so  placed  that  the  stream 
will  be  accurately  focused  upon  the  centre  of  the  target.  It 
is  necessary  to  place  the  target  at  twice  the  distance  of  the 
centre  of  curvature  from  the  cathode.  The  cathode  stream 
does  not  focus  at  the  centre  of  curvature  of  the  condensing 
mirror,  but  owing  to  mutual  repellance  the  similarly  charged 
molecules  focus  at  a  point  found  to  be  at  about  twice  the 
distance  from  the  cathode  as  the  centre  of  curvature. 

Earlier  Forms  of  Tubes.  The  Geissler  tube,  which  is  the 
forerunner  of  all  the  tubes  that  are  now  used,  consisted 
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originally  of  a  simple  glass  tube  having  fused  iiito  each 
end  a  tip  of  platinum  wire.  The  tube  was  generally  her- 
metically sealed,  or  was  in  connection  with  an  air  pump,  so 
that  the  degree  of  the  %^acuum  of  the  medium  within  the 
tube  could  be  varied  at  will  (Fig.  8).  The  object  of  the 
tube  was  to  observe  the  phenomena  of  electric  discharges  of 
high  potential  in  different  pressures  of  air  and  other  gasesi 
confined  within  the  tube.  The  source  of  electricity  was 
connected  with  the  platinum  ends  of  the  tube,  and  the 
discharges  took  place  between  the  tips  witliin  the  tube. 
The  tubes  of  Crookes  were  many  in  number  and  various  in 
design,  but  the  ones  that  concern  the  history  of  tlie  discov- 
ery^ of  the  Roentgen  ray  are  the  later  ones  that  he  made 
and  which  are  represented  diagrammatically  in  the  cuts 
(Figs.  9  and  lo).  The  numerous  plates  inside  of  the  tube 
could  be  connected  up  in  any  manner  that  it  was  desired. 
If  one  pole  was  connected  with  the  negative  pole  of  the 
electric  generator  and  all  of  the  others  were  connected 
with  the  positive  pole  when  the  vacuum  w^as  moderately 
high,  the  cathode  stream,  visible  as  a  purplish-violet  l>eam, 
W'Ould  divide  itself  and  approach  each  of  the  positive  plates, 
no  matter  wOiat  its  direction  from  the  negative  plate.  It 
w^as  observed  that  if  the  vacuum  became  still  higher,  the 
cathode  stream  would  proceed  in  a  straight  line  to  the 
boundary  of  the  glass  and  not  follow  the  former  path.  At 
the  position  on  the  glass  globe,  w^herc  the  cathode  ray  im- 
pinged, it  w^as  noted  that  a  most  brilliant  fluorescence 
occurred;  but  it  was  not  until  the  subject  was  taken  up  by 
Roentgen  that  the  discovery  was  made  that  a  new'  kind  of 
ray  w^as  generated  at  the  point  of  impact  of  the  cathode 
ray,  and  that  this  new  ray  possessed  some  remarkable 
properties. 

The  nature  of  the  cathode  ray,  as  the  emanations  from 
the  negatively  connected  pole  were  called,  had  been  pretty 
thoroughly  investigated  by  Crookes  and  more  fully  by 
Lenard,  w^ho  amply  disproved  the  erroneous  theory  of 
'* radiant  matter"  which  had  been  advanced  by  Crookes, 
The  controversy  that  this  started  among  the  scientific  men 
of  the  time  is  responsible  for  a  great  deal  of  the  investiga- 
tions that  were  carried  on  in  that  line,  and  eventually  for 
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the  discovery  of  the  Roentgen  ray.  The  theory  of  Crookes 
is  essentially  that  a  new  state  of  matter  exists  at  the  high 
degree  of  attenuation  which  he  had  attained  in  his  tubes, 


Fig.  9. 


Fig.  10. 


Crookes'  tube  at  low  exhaustion 


Crookes'  tube  of  a  higher  vacuum. 


and  the  experiments  that  he  performed  to  demonstrate  the 
truth  of  his  conception  were  as  ingenious  as  they  were 
numerous,  and  were  the  means  of  disclosing  many  facts 
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in  connection  with  the  cathode  stream  that  were  not  at  the 
time  being  sought  for. 

The  tube  that  was  designed  and  utilized  by  Roentgen 
has  been  previously  described.  This  was  at  first  the  form 
of  tube  that  was  used  by  almost  all  of  the  men  who  took  up 
the  investigations  at  the  beginning  and  worked  along  the 
lines  that  Roentgen  had  laid  out.  As  soon  as  the  ray  was 
in  a  condition  to  be  demonstrated,  and  was  found  to  be  of 
general  importance,  Crookes'  tube  became  the  most  widely 
used,  as  it  was  desirable  to  have  a  clear  path  from  the 
cathode  to  the  side  of  the  tube  where  the  rays  are  produced, 
and  that  the  surface  over  which  the  rays  are  generated 
should  be  as  large  as  possible.  It  was  soon  found  that  the 
large  amount  of  energy  that  the  cathode  rays  projected 
against  the  glass  caused  heating  that  resulted  in  melting 
of  the  glass  in  many  cases,  and  that  the  large  area  that  was 
the  source  of  the  rays  caused  a  confusion  of  the  image  that 
rendered  the  number  of  applications  of  subjects  to  which 
the  ray  could  be  applied  extremely  limited. 

Modem  Forms  of  Tubes.  The  most  important  step  in 
advance  that  was  made  in  the  construction  of  tubes  for  the 
generation  of  the  ray  was  that  of  Mr.  Herbert  Jackson,  who 
invented  a  form  of  tube  in  which  the  cathode  was  a  convex 
mirror  of  aluminium  that  would  accurately  focus  the  rays 
in  a  point,  and  thus  vastly  improving  the  definition  of  the 
fluoroscopic  and  photographic  images  made  by  the  rays. 
The  fault  was  found  with  this  tube  that  the  heat  generated 
by  the  intense  concentration  of  the  cathode  rays  was  so  great 
as  to  destroy  the  tube  in  a  few  minutes,  and  a  metal  plate 
was  introduced  within  the  tube  at  a  point  opposite  to  the 
cathode,  so  that  the  cathode  ray  would  impinge  upon  it  and 
there  generate  the  rv-rays.  After  many  experiments  and 
modifications  a  tube  having  a  concave  aluminium  cathode 
and  an  anode  of  a  flat  plate  of  platinum,  or  platinum  and 
iridium,  was  developed,  and  is  the  type  of  all  tubes  used 
at  the  present  time. 

It  has  been  claimed  by  some  operators  that  if  the  "target,'' 
as  this  plate  has  been  termed,  is  connected  with  the  anode 
of  the  tube  the  results  will  be  much  better.  It  is  not  at 
all  certain  that  this  is  strictly  the  case,  but  at  all  events 
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it  is  frequentiy  very  satisfactory  to  make  the  tube  after 

»this  pattern  for  mechanical  reasons,  and  the  majority  of 
tubes  at  the  present  time  have  an  anode  that  is  also  the 
target.  As  a  result  a  confusion  of  the  terms,  target  and 
anode,  has  resulted,  and  they  are  often  used  synonymously* 

It  had  been  found  by  Crookes  that  different  metals  at 
the  cathode  were  acted  upon  in  a  most  peculiar  manner 
by  the  discharges  within  the  tube,  and  that  many  were 
disintegrated  and  small  particles  were  torn  oflF  and  driven 
with  great  rapidity  in  the  direction  of  the  cathode  stream- 
Aluminium  was  found  to  suffer  the  least  in  this  way,  and  has 
therefore,  come  into  general  use  for  the  formation  of  cathodes. 

That  aluminium  undergoes  the  same  change  is  almost 
certain.  In  the  possession  of  the  author  is  a  tube  w^hich  has 
undergone  much  blackening.  In  a  position  upon  the  glass 
corresponding  w^th  the  area  of  impact  of  the  cathode  ray, 
if  it  is  regularly  reflected,  is  an  area  of  much  more  intense 
coloration  than  the  surrounding  parts,  indicating  that  metal 
from  the  cathode  follows  the  stream  in  all  its  course. 

The  cathode  rays  are  capable  of  regular  reflection,  and 
are  therefore  focused  by  a  concave  mirror  in  the  same 
way  as  light  rays.  This  fact  is  taken  advantage  of  in  the 
designing  of  the  Jackson  or,  as  it  is  now  knowTi,  the  *' focus 
tube/*  The  cathode  ray  is  focused  upon  a  spot  on  the 
target,  and  at  the  point  of  impact  the  .r-rays  are  generated. 
The  target  is  inclined  at  an  angle  to  the  side  of  the  tube 
so  that  the  rays  emanating  from  the  anode  are  feent  in 
straight  lines. 

The  factors  that  are  necessary  to  the  perfect  working  of 
a  tube  are  that  the  vacuum  be  properly  regulated  to  the 
utmost  degree;  that  the  anode  and  cathode  bear  the  proper 
relative  positions  and  are  of  the  proper  metals  and  correct 
size;  and  that  the  resistance  be  the  best  for  the  w^ork  that 
is  to  be  done  with  the  particular  tube. 

The  vacuum  in  a  tube  is  usually  produced  by  attaching 
to  a  n^ular  air  pump  and  exhausting  it  until  a  certain  low 
vacuum  is  attained,  when  it  is  connected  by  fusing  to  a 
mercury  pump  of  the  Sprengel  or  Geissler  pattern.  When 
the  degree  of  exhaustion  is  sufficient,  the  tube  is  sealed 
and  is  ready  for  use. 
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The  position  of  the  anode  must  be  opposite  the  cathode, 
in  the  optical  axis  of  the  curvature.  It  is  generally  placed 
at  an  angle  of  135  degrees  to  the  current  of  the  cathode 
stream.  The  size  of  the  anode  will  in  a  small  measure 
determine  the  resistance  of  the  tube,  but  is  not  important 
on  that  account »  There  should  be  enough  metal  in  the 
anode,  if  it  forms  the  target,  to  prevent  its  fusing  at  the 
ordinary  heat  to  which  it  is  subjected.    The  position  of  the 

anode  is  a  matter  of  some  impor- 
tance, as  the  distance  from  the  anode 
to  the  cathode  determines  the  resist- 
ance in  the  tube  after  a  certain  dis- 
tance has  been  reached.  There  are 
certain  positions  in  the  tul^c,  near 
the  cathode,  at  which  the  resistance 
is  so  high  that  no  discharge  can  be 
made  to  pass  in  it  under  ordinary 
conditions.  If  the  anode  be  situated 
in  this  region  it  will  obviously  in- 
crease the  resistance  of  the  tube 
without  regard  to  the  vacuum  within 
certain   limits.      This  principle  has 

f.  been  utilized  in  the  * '  penetrator  tube." 

In  this  tube  the  cathode  is  arranged 
as  usual  and  the  anode  is  placed 
very  near,  so  as  to  occupy  the  zone  of 
greatest  resistance  near  the  cathode. 
The  target  is  placed  in  the  usual 
position,  at  the  focal  point  of  the 
cathode,  and  may  or  may  not  be  in 
connection  with  the  anode.  To  give 
the  anode  the  proper  area,  it  is 
usually  made  in  the  form  of  a  ring, 
so  situated  as  to  allow  the  cathode 
stream  to  pass  through  it.  It  is  espe- 
cially valuable  for  fluoroscopic  work 
where  high  penetration  is  desirable.  The  general  appear- 
ance of  this  tube  is  shown  in  Fig.  1 1 . 

That  the  size  of  the  cathode  has  an  effect  on  the  working 
of  the  tube  has  been  sliown  by  Mr,  A,  A.  Campbell  Sw^inton, 


Penetrator  tul^.     (After 
Pusey-Caldwcll.) 
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who  after  thoroughly  investigating  the  subject  came  to  the 
conclusion  that  there  was  nothing  gained  in  making  the 
cathode  of  larger  diameter  than  1^25  inches  for  use  on 
coils  of  about  lo-inch  spark,  and  that  they  should  not  be 
smaller  than  0^375  inch  in  diameter  for  fear  of  the  heating 
effects  of  the  current.  Smaller  sizes  may  be  used  with 
smaller  coils. 

It  is  impossible  to  say  that  the  thickness  and  diameter 
and  radius  of  curv^ature  of  the  cathode  should  be  this  or 
that.  The  conditions  in  each  case  govern  the  circumstances 
of  dimensions.  It  is  customary^,  however,  to  make  the 
cathode  about  one  and  one-eighth  inch  in  diameter  and 
less  than  one-eighth  inch  thick.  The  diameter  of  the 
curvature  is  generally  one-fourth  that  of  the  bulb  in  which 
it  Ls  designed  to  work. 

The  condition  of  the  tube  for  use  in  radiotherapy  is  of 
the  utmost  importance,  as  upon  this,  to  the  greatest  extent, 
depends  the  results  obtained,  assuming  that  the  patient  is 
always  treated  with  the  same  source  of  power. 


DEGREES  OF  VACUUM. 


Tubes  are  described  as  high  or  low,  according  to  the 
degree  of  vacuum  within  them.  A  low  tube  is  one  in  which 
the  vacuum  is  low,  2  mm.  being  about  the  lowest  vacuum 
or  conversely  highest  pressure  at  which  A-rays  can  be  gener- 
ated. A  high  tube  is  one  in  which  the  vacuum  is  extremely 
high,  and  may  be  so  high  that  no  current  under  any  attain- 
able pressure  can  be  made  to  pass.  Thus,  it  will  be  seen 
that  the  terms  high  and  low  are  distinctly  relative*  For 
general  usage,  however,  certain  rough  standards  have  been 
accepted. 

Roentgen  divides  tubes  into  two  classes:  hard  or  high, 
and  soft  or  low.  This  does  very  well  per  se,  but  as  the  point 
when  a  tube  ceases  to  be  high  and  becomes  low  is  not 
stated,  it  is  of  no  use  where  fine  differences  are  essential, 
as  in  radiography.  On  the  general  principle  that  the 
electric  current  will  always  follow  the  path  of  least  resistance, 
it  will  be  readily  seen  that  in  any  tube  only  part  of  the 
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current  will  go  through,  part  will  travel  across  the  air  space 
between  the  outside  terminals  of  the  tube,  and  part  will 

Fig.  12. 


~'sl 


To  illustrate  current  passing  through  air  and  poles  of  tube. 
Fig.  13. 


Illustrating  loss  of  current. 
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escape  across  the  air  space  separating  the  two  terminals  of 
the  source  of  energy.  The  amount  passing  in  each  of  these 
circuits  will  vary  inversely  as  its  resistance  to  that  of  the 
other  circuits  (Fig.  12).  The  circuit  between  the  terminals 
of  the  machine  should  be  as  long  as  possible,  and  therefore 
the  amount  of  current  passing  therein  (^4)  may  be  ignored. 
Let  us  assume,  then,  that  all  of  the  current  passes  from  one 
outside  terminal  of  the  tube  to  the  other,  then  part  of  the 
current  will  pass  around  the  tube  in  the  air  (B)  and  part 
within  the  tube  from  anode  to  cathode  (G).  Now,  in  the 
same  tube,  if  the  vacuum  be  progressively  raised,  the  ratio  of 
current  passing  within  the  tube  to  that  passing  in  the  outside 
circuit  will  vary  in  inverse  proportion  as  the  resistance  in 
the  two  circuits  vary,  it  being  imderstood  that  the  resistance 
in  the  air  path  is  constant. 

Thus,  in  Fig.  13,  if  the  resistance  from  ^4  to  J5  outside  of 
the  tube  is  equal  to  R,  and  the  resistance  from  A  to  B 
within  the  tube  is  equal  to  R^,  and  the  difference  in  potential 
between  A  and  B  is  equal  to  P,  then  the  current  passing 
outside  the  tube  from  A  to  B  will  be  expressed  by  P  and 

R 
the  current  flowing  within  the  tube  will  be  expressed  by 
P 

i?'  and  the  total  current  C  flowing  from  A  to  B  will  be 
expressed  by 

P      P  ^ 

and  the  ratio  of  the  current  passing  through  the  tube  to 
that  passing  without  the  tube  is  expressed  by 

P 

^  _R 
~P~R 
R 

Now,  if  the  vacuum,  and  consequently  the  resistance, 
within  the  tube  be  increased  until   it  equal   R'  +  n,  then 

R  ^  R'-^  n 

amount  of  current  passing  from  A  to  B  when  resistance 
within  the  tube  is  increased  to  R'  4-  n. 
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c 
p 

<c, 

R 

R'+n 

P 

~     R 

R'.\-n 

Thus  the  quantity  of  current  passing  within  the  tube 
will  bear  a  definite  ratio  to  the  quantity  of  current  passing 
between  the  terminals  without  the  tube,  which  will  vary 
inversely  as  the  resistance  within  the  tube  to  that  between 
A  and  B  without  the  tube.  The  resistance  without  the  tube 
will  be  constant  for  any  tube  under  similar  conditions  of 
atmosphere;  but  as  conditions  of  atmosphere  may  alter 
the  value  of  /?,  it  will  be  seen  that  with  an  exciting  current 
of  constant  value  any  tube  may  act  very  differently  at 
different  times  irrespective  of  any  change  in  the  value 
of  R^ 

A  tube  whose  vacuum  is  so  high  that  a  considerable 
portion  of  the  current  passes  around  it  and  a  smaller  amount 
passes  through  would  be  called  a  high  tube,  and  thus  when 
a  much  greater  portion  of  the  current  passes  within  the 
tube  and  a  comparatively  small  amount  passes  around, 
it  is  a  low  tube.  It  should  be  borne  in  mind  that  a  portion 
of  the  current  is  always  conducted  around  the  tube. 

Williams  has  devised  an  ingenious  method  of  keeping 
this  inevitable  outside  circuit  of  as  high  resistance  as  pos- 
sible, and  thus  keeping  the  outside  current  as  low  as  the 
conditions  will  permit.  This  consists  of  making  a  tube  in 
which  the  ends  are  so  long  that  the  distance  from  one 
terminal  to  the  other  in  air  is  as  great  as  the  principles 
of  construction  will  permit.  These  tubes  are  a  little  difficult 
to  handle,  and  on  account  of  the  long  ends  are  apt  to  break 
easily. 

An  advantage  of  employing  high-frequency  currents  to 
excite  the  tube  would  be  that  the  patient  would  have  the 
added  benefit  of  these  outside  currents. 

Classification  of  Tubes.  The  general  classification  of 
tubes  is  essentially  as  follows: 

Low.  Tubes  that  give  an  image  of  the  hand,  that  when 
viewed  with  the  fluoroscope  shows  little  or  no  difference 
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in  the  densities  of  the  soft  tissues  and  the  bones.  The 
whole  hand  resembles  a  silhouette  against  thg  illuminated 
part  of  the  screen, 

MEDiira.  Tubes  that  give  an  image  of  the  hand  in 
which  the  soft  parts  appear  to  have  a  density  of  about 
one-half  that  of  the  bones,  and  the  latter  do  not  appear 
quite  opaque. 

High.  Tubes  that  give  an  image  in  which  the  bones 
and  soft  parts  seem  to  var>^  very  little  in  density,  both 
appearing  to  be  very  diaphanous  to  the  rays. 

Besides  these  tubes,  which  are  within  the  limits  of  useful- 
ness, there  are  tubes  so  low  that  the  passage  of  the  current 
does  not  result  in  the  generation  of  A-rays,  and  still  others 
that  are  so  high  that  no  strength  of  current  within  the 
limits  of  attainment  can  be  made  to  traverse  the  tube. 

Generally  speaking,  the  strength  or  rather  the  activity  of 
the  rays  generated  in  any  tube  is  directly  proportionate 
to  the  strength  of  the  exciting  current,  and  that  ditTerences 
in  the  tubes  of  dilTerent  patterns  have  comparatively  little 
effect  upon  the  resultant  rays.  This  may  be  demonstrated 
by  taking  two  tubes  of  very  different  size  and  design,  but 
kof  the  same  degree  of  penetration,  and  making  two  equal 
exposures,  one  with  each  tube  nmning  in  turn  on  the  same 
source  of  power  and  under  the  same  conditions.  If  the 
frtube  in  each  instance  is  the  same  distance  from  the  plate, 
the  plate  is  the  same  in  each  case,  and  the  object  photo- 
graphed is  the  same  each  time,  the  two  pictures  will  be  so 
nearly  alike  in  strength  and  density  that  they  may  be  called 
identical.  This  must  not  be  construed  to  mean  that  a  large 
tulje  will  not  give  any  more  rays  than  a  smaller  one,  because 
the  larger  tube  may  be  excited  to  a  greater  degree,  and 
thus  will  produce  quicker  results.  The  small  tube  will  reach 
its  limit  of  capacity  before  the  large  one,  but  if  they  are 
both  excited  with  the  same  amount  of  current,  the  results 
will  be  the  same. 

It  is  generally  supposed  that  the  penetration  of  the  rays 
depends  upon  the  potential  difference  in  the  exciting  current, 
and  that  the  intensity  or  quality  of  the  rays  are  more  directly 
dependent  on  the  volume  of  the  current.  While  this  is  in 
a  measure  indirectly  true,  a  consideration  of  the  steps  that 
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origmally  of  a  simple  glass  tube  having  fused  into  each 
end  a  tip  of  platinum  wire.  The  tube  was  generally  her- 
metically sealed,  or  was  in  connection  with  an  air  pump,  so 
that  the  degree  of  the  vacuum  of  the  medium  within  the 
tube  could  be  varied  at  will  (Fig.  8).  The  object  of  the 
tube  was  to  observe  the  phenomena  of  electric  discharges  of 
high  potential  in  different  pressures  of  air  and  other  gases 
confined  within  the  tube.  The  source  of  electricity  was 
connected  with  the  platinum  ends  of  the  tube,  and  the 
discharges  took  place  betw^een  the  tips  within  the  tube. 
The  tubes  of  Crookes  were  many  in  number  and  various  in 
design,  l>ut  the  ones  that  concern  the  history  of  the  discov- 
ery of  the  Roentgen  ray  are  the  later  ones  that  he  made 
and  which  are  represented  diagrammatically  in  the  cuts 
(Figs,  9  and  lo).  The  numerous  plates  inside  of  the  tube 
could  bt^  connected  up  in  any  manner  that  it  was  desired* 
If  one  pole  was  connected  with  the  negative  pole  of  the 
electric  generator  and  all  of  the  others  w^ere  connected 
with  the  positive  pole  when  the  vacuum  was  moderately 
high,  the  cathode  stream,  visible  as  a  purplish-violet  beam, 
w^ould  divide  itself  and  approach  each  of  the  positive  plates^ 
no  matter  what  its  direction  from  the  negative  plate.  It 
was  observed  that  if  the  vacuum  became  still  higher,  the 
cathode  stream  would  proceed  in  a  straight  line  to  the 
boundary  of  the  glass  and  not  follow  the  former  path.  At 
the  position  on  the  glass  globe,  where  the  cathode  ray  im- 
pinged, it  w^as  noted  that  a  most  brilliant  fluorescence 
occurred;  but  it  was  not  until  the  subject  was  taken  up  by 
Roentgen  that  the  discovery  w^as  made  that  a  new^  kind  of 
ray  was  generated  at  the  point  of  impact  of  the  cathode 
ray,  and  that  this  new  ray  possessed  some  remarkable 
properties. 

The  nature  of  the  cathode  ray,  as  the  emanations  from 
the  negatively  connected  pole  were  called,  had  been  pretty  , 
thoroughly  mvestigated  by  Crookes  and  more  fully  by ' 
Lenard,  who  amply  disproved  the  erroneous  theory  of 
'*  radiant  matter ''  which  had  been  advanced  by  Crookes. 
The  controversy  that  this  started  among  the  scientific  men 
of  the  time  is  responsible  for  a  great  deal  of  the  investiga- 
tions that  were  carried  on  in  that  line,  and  eventually  for 
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the  discovery  of  the  Roentgen  ray.  The  theory  of  Crookes 
is  essentially  that  a  new  state  of  matter  exists  at  the  high 
degree  of  attenuation  which  he  had  attained  in  his  tubes, 

Fig.  9.  Fig.  10. 


Crookes'  tube  at  low  exhaustion  Crookes'  tube  of  a  higher  vacuum. 

and  the  experiments  that  he  performed  to  demonstrate  the 
truth  of  his  conception  were  as  ingenious  as  they  were 
numerous,  and  were  the  means  of  disclosing  many  facts 
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in  connection  with  the  cathode  streana  that  were  not  at  the 
time  beiJig  sought  for. 

The  tube  that  was  designed  and  utilized  by  Roentgen 
has  been  previously  described.  This  was  at  first  the  form 
of  tube  that  was  used  by  almost  all  of  the  men  who  took  up 
the  investigations  at  the  beginning  and  worked  along  the 
lines  that  Roentgen  had  laid  out.  As  soon  as  the  ray  was 
in  a  condition  to  be  demonstrated,  and  was  found  to  be  of 
general  importance,  Crookes*  tube  became  the  most  widely 
used,  as  it  was  desirable  to  have  a  clear  path  from  the 
cathode  to  the  side  of  the  tube  where  the  rays  are  produced, 
and  that  the  surface  over  which  the  rays  are  generated 
should  be  as  large  as  possible.  It  was  soon  found  that  the 
large  amount  of  energy  that  the  cathode  rays  projected 
against  the  glass  caused  heating  that  resulted  in  melting 
of  the  glass  in  many  cases,  and  that  the  large  area  that  was 
the  source  of  the  rays  caused  a  confusion  of  the  image  that 
rendered  the  number  of  applications  of  subjects  to  which 
the  ray  could  be  applied  extremely  limited. 

Modern  Forms  of  Tubes.  The  most  important  step  in 
advance  that  was  made  in  the  construction  of  tubes  for  the 
generation  of  the  ray  was  that  of  Mr.  Herbert  Jackson,  who 
invented  a  form  of  tube  in  which  the  cathode  was  a  convex 
mirror  of  aluminium  that  would  accurately  focus  the  rays 
in  a  point,  and  thus  vastly  improving  the  definition  of  the 
fluoroscopic  and  photographic  images  made  by  the  rays. 
The  fault  was  found  with  this  tube  that  the  heat  generated 
by  the  intense  concentration  of  the  cathode  rays  was  so  great 
as  to  destroy  the  tube  in  a  few  minutes,  and  a  metal  plate 
was  introduced  within  the  tube  at  a  point  opposite  to  the 
cathode,  so  that  the  cathode  ray  would  impinge  upon  it  and 
there  generate  the  rc-rays.  After  many  experiments  and 
modifications  a  tube  ha\ing  a  concave  aluminium  cathode 
and  an  anode  of  a  flat  plate  of  platinum,  or  platinum  and 
iridium,  was  developed,  and  is  the  type  of  all  tulxs  used 
at  the  present  time. 

It  has  been  claimed  by  some  operators  that  if  the  **  target," 
as  this  plate  has  been  termed,  is  connected  with  the  anode 
of  the  tube  the  results  will  be  much  better.  It  is  not  at 
all  certain  that  this  is  strictly  the  case,  but  at  all  events 
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it  is  frequently  ven^  satisfactory  to  make  the  tube  after 
this  pattern  for  mechanical  reasons,  and  the  majority  of 
tubes  at  the  present  time  have  an  anode  that  is  also  the 
target.  As  a  result  a  confusion  of  the  terms^  target  and 
anode,  has  resulted,  and  they  are  often  used  s>Tionymously. 

It  had  been  found  by  Crookes  that  different  metals  at 
the  cathode  were  acted  upon  in  a  most  peculiar  manner 
by  the  discharges  within  the  tube,  and  that  many  were 
disintegrated  and  small  particles  were  torn  off  and  driven 
with  great  rapidity  in  the  direction  of  the  cathode  stream. 
Aluminium  was  found  to  suffer  the  least  in  this  way,  and  has 
therefore,  come  into  general  use  for  the  formation  of  cathodes. 

That  aluminium  undergoes  the  same  change  is  almost 
certain.  In  the  possession  of  the  author  is  a  tube  which  has 
undergone  much  blackening.  In  a  position  upon  the  glass 
corresponding  with  the  area  of  impact  of  the  cathode  ray, 
if  it  is  regularly  reflected,  is  an  area  of  much  more  intense 
coloration  than  the  surrounding  parts,  indicating  that  metal 
from  the  cathode  follows  the  stream  in  all  its  course. 

The  cathode  rays  are  capable  of  regular  reflection,  and 
are  therefore  focused  by  a  concave  mirror  in  the  same 
way  as  light  rays.  This  fact  is  taken  advantage  of  in  the 
designing  of  the  Jackson  or,  as  it  is  now  known,  the  *^  focus 
tube.*'  The  cathode  ray  is  focused  upon  a  spot  on  the 
target,  and  at  the  point  of  impact  the  .%:-rays  are  generated. 
The  target  is  inclined  at  an  angle  to  the  side  of  the  tube 
so  that  the  rays  emanating  from  the  anode  are  Sent  in 
straight  lines. 

The  factors  that  are  necessary  to  the  perfect  working  of 
a  tube  are  that  the  vacuum  be  properly  regulated  to  the 
utmost  degree;  that  the  anode  and  cathode  bear  the  proper 
relative  positions  and  are  of  the  proper  metals  and  correct 
size;  and  that  the  resistance  be  the  best  for  the  work  that 
is  to  be  done  with  the  particular  tube. 

The  vacuum  in  a  tube  is  usually  produced  by  attaching 
to  a  regular  air  pump  and  exhausting  it  until  a  certain  low 
vacuum  is  attained,  when  it  is  connected  by  fusing  to  a 
mercury  pump  of  the  Sprengel  or  Geissler  pattern.  When 
the  degree  of  exhaustion  is  sufficient,  the  tube  is  sealed 
and  is  ready  for  use. 
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originally  of  a  simple  glass  tube  having  fused  into  each 
end  a  tip  of  platinum  wire.  The  tube  was  generally  her- 
metically sealed,  or  Avas  in  connection  with  an  air  pump,  so 
that  the  degree  of  the  vacuum  of  the  medium  within  the 
tube  could  be  varied  at  wiU  (Fig.  8).  The  object  of  the 
tube  was  to  observe  the  phenomena  of  electric  discharges  of 
high  potential  in  different  pressures  of  air  and  other  gases 
confined  within  the  tube.  The  source  of  electricity  w^as 
connected  with  the  platinum  ends  of  the  tube,  and  the 
discharges  took  place  between  the  tips  within  the  tube. 
The  tubes  of  Crookes  were  many  in  number  and  various  in 
design,  but  the  ones  that  concern  the  history  of  the  discov- 
ery of  the  Roentgen  ray  are  the  later  ones  that  he  made 
and  which  are  represented  diagrammatically  in  the  cuts 
(Figs.  9  and  lo).  The  numerous  plates  inside  of  the  tube 
couid  be  connected  up  in  any  manner  that  it  was  desired. 
If  one  pole  was  connected  with  the  negative  pole  of  the 
electric  generator  and  all  of  the  others  were  connected 
with  the  positive  pole  when  the  vacuum  was  moderately 
high,  the  cathode  stream,  visible  as  a  pur]>lish-violct  beam, 
w^ould  divide  itself  and  approach  each  of  the  positive  plates, 
no  matter  what  its  direction  from  the  negative  plate.  It 
was  observed  that  if  the  vacuum  became  still  higher,  the 
cathode  stream  w^ould  proceed  in  a  straight  line  to  the 
boundary  of  the  glass  and  not  follow  the  former  path.  At 
the  position  on  the  glass  globe,  where  the  cathode  ray  im- 
pinged, it  w^as  noted  that  a  most  brilliant  fluorescence 
occurred;  but  it  w^as  not  until  the  subject  w^as  taken  up  byj 
Roentgen  that  the  discovery  was  made  that  a  new  kind  of] 
ray  w^as  generated  at  the  pomt  of  impact  of  the  cathode) 
ray,  and  that  this  new  ray  possessed  some  remarkable 
properties. 

The  nature  of  the  cathode  ray,  as  the  emanations  from 
the  negatively  connected  pole  were  called,  had  been  pretty 
thoroughly  investigated  by  Crookes  and  more  fully  by 
Lcnard,  who  amply  disproved  the  erroneous  theory  of 
^*  radiant  matter"  which  had  been  advanced  by  Crookes.  i 
The  controversy  that  this  started  among  the  scientific  men 
of  the  time  is  responsible  for  a  great  deal  of  the  investiga- 
tions that  were  carried  on  in  that  line,  and  eventually  for 
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the  discovery  of  the  Roentgen  ray.  The  theory  of  Crookes 
is  essentially  that  a  new  state  of  matter  exists  at  the  high 
degree  of  attenuation  which  he  had  attained  in  his  tubes, 


Fig.  9. 


Fig.  10. 


Crookes'  tube  at  low  exhaustion 


Crookes'  tube  of  a  higher  vacuum. 


and  the  experiments  that  he  performed  to  demonstrate  the 
truth  of  his  conception  were  as  ingenious  as  they  were 
numerous,  and  were  the  means  of  disclosing  many  facts 
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in  connection  with  the  cathode  stream  that  were  not  at  the 
time  being  sought  for. 

The  tube  that  was  designed  and  utilized  by  Roentgen 
has  been  previously  described.  This  was  at  first  the  form 
of  tube  that  was  used  by  almost  all  of  the  men  who  took  up 
the  investigations  at  the  beginning  and  worked  along  the 
lines  that  Roentgen  had  laid  out.  As  soon  as  the  ray  was 
in  a  condition  to  be  demonstrated,  and  w^as  found  to  be  of 
general  importance,  Crookes'  tube  became  the  most  widely 
used  J  as  it  was  desirable  to  have  a  clear  path  from  the 
cathode  to  the  side  of  the  tube  where  the  rays  are  produced, 
and  that  the  surface  over  which  the  rays  are  generated 
should  be  as  large  as  possible.  It  w^as  soon  found  that  the 
large  amount  of  energy  that  the  cathode  rays  projected 
against  the  glass  caused  heating  that  resulted  in  melting 
of  the  glass  in  many  cases,  and  that  the  large  area  that  was 
the  source  of  the  rays  caused  a  confusion  of  the  image  that 
rendered  the  number  of  applications  of  subjects  to  which 
the  ray  could  be  applied  extremely  limited. 

Modem  Forms  of  Tubes.  The  most  important  step  in 
advance  that  was  made  in  the  construction  of  tubes  for  the 
generation  of  the  ray  was  that  of  Mr.  Herbert  Jackson,  who 
invented  a  form  of  tube  in  w^hich  the  cathode  was  a  convex 
mirror  of  aluminium  that  would  accurately  focus  the  rays 
in  a  point,  and  thus  vastly  improving  the  definition  of  the 
fluoroscopic  and  photographic  images  made  by  the  rays. 
The  fault  was  found  with  this  tube  that  the  heat  generated 
by  the  intense  concentration  of  the  cathode  rays  was  so  great 
as  to  destroy  the  tul>e  in  a  few  minutes,  and  a  metal  plate 
was  introduced  within  the  tube  at  a  point  opposite  to  the 
cathode,  so  that  the  cathode  ray  would  impinge  upon  it  and 
there  generate  the  a*-rays.  After  many  experiments  and 
modifications  a  tube  having  a  concave  aluminium  cathode 
and  an  anode  of  a  flat  plate  of  platinum,  or  platinum  and 
iridium,  was  developed,  and  is  the  type  of  all  tubes  used 
at  the  present  time. 

It  has  been  claimed  by  some  operators  that  if  the  *' target/' 
as  this  plate  has  been  termed,  is  connected  with  the  anode 
of  the  tube  the  results  wiQ  be  much  better*  It  is  not  at 
all  certain  that  this  is  strictly  the  case,  but  at  all  events 
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it  is  frequently  very  satisfactory  to  make  the  tube  after 
this  pattern  for  mechanical  reasons,  and  the  majority  of 
tubes  at  the  present  time  have  an  anode  that  is  also  the 
target.  As  a  result  a  confusion  of  the  termSj  target  and 
anode,  has  resulted,  and  they  are  often  used  s}'Tionymously* 

It  had  been  found  by  Crookes  that  different  metals  at 
the  cathode  were  acted  upon  in  a  most  peculiar  manner 
^by  the  discharges  within  the  tube,  and  that  many  were 
lisintegrated  and  small  particles  were  torn  off  and  driven 
with  great  rapidity  in  the  direction  of  the  cathode  stream. 
Aluminium  was  found  to  suffer  the  least  in  this  way,  and  has 
therefore,  come  into  general  use  for  the  formation  of  cathodes. 

That  aluminium  undergoes  the  same  change  is  almost 
certain.  In  the  possession  of  the  author  is  a  tul>e  which  has 
undergone  much  blackening*  In  a  position  upon  the  glass 
corresponding  with  the  area  of  impact  of  the  cathode  ray, 
if  it  is  regularly  reflected,  is  an  area  of  much  more  intense 
coloration  than  the  surrounding  parts,  indicating  that  metal 
from  the  cathode  follows  the  stream  in  all  its  course. 

The  cathode  rays  are  capable  of  regular  reflection,  and 
therefore  focused  by  a  concave  mirror  in  the  same 
way  as  light  rays.  This  fact  is  taken  advantage  of  in  the 
designing  of  the  Jackson  or,  as  it  is  now  known,  the  ''focus 
tube."  The  cathode  ray  is  focused  upon  a  spot  on  the 
target,  and  at  the  point  of  impact  the  .v-rays  are  generated- 
The  target  is  inclined  at  an  angle  to  the  side  of  the  tube 
so  that  the  rays  emanating  from  the  anode  are  feent  in 
straight  lines. 

The  factors  that  arc  necessary  to  the  perfect  working  of 
a  tube  are  that  the  vacuum  be  properly  regulated  to  the 
utmost  degree;  that  the  anode  and  cathode  bear  the  proper 
relative  positions  and  are  of  the  proper  metals  and  correct 
size;  and  that  the  resistance  be  the  best  for  the  work  that 
is  to  be  done  with  the  particular  tube. 

The  vacuum  in  a  tube  is  usually  produced  by  attaching 
to  a  regular  air  pump  and  exhausting  it  until  a  certain  low 
vacuum  is  attained,  when  it  is  connected  by  fusing  to  a 
mercury  pump  of  the  Sprengel  or  Gcissler  pattern.  When 
the  degree  of  exhaustion  is  sufficient,  the  tube  is  sealed 
and  is  ready  for  use. 
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Blue  Tube.  Friedlander  has  constructed  a  tube  of  cobalt- 
blue  glass  from  which  the  radiations  are  claimed  to  be  more 
powerful  than  from  the  ordinary  tube.  Since  willemite 
fluoresced  more  brilliantly  than  in  the  rays  of  the  ordinary 
tube,  it  was  at  first  thought  that  ultra-violet  rays  were  given 
off.  This  radiation  was  proven,  however,  to  be  due  to  the 
x-ray  alone,  or  at  least  not  to  the  ultra-violet,  since  it  could 
not  be  reflected  with  either  a  plain  glass  or  concave  mirror. 
The  rays  would  also  not  penetrate  rock-salt. 

Tubes  for  Treatment  in  Cavities.  Caldwell,  of  New  York, 
introduced  a  tube  in  which  the  object  is  to  get  the  point 
of  generation  of  the  rays  as  near  to  the  point  of  utilization 
as  possible,  and  thus  secure  great  concentration,  at  the  same 
time  rendering  it  possible  to  apply  the  rays  to  cavities  of 

Fig.  19. 


Osmo-regulator  tube.     (Villard.) 

the  body  without  penetrating  the  superimposed  healthy 
parts.  The  greatest  use  of  this  tube  is  in  the  treatment 
of  cancer  of  the  larynx,  as  the  direction  of  the  ray  is  at 
right  angles  to  the  extended  arm.  A  further  use  is  for 
cancer  of  the  cervix,  when  it  can  be  reached  by  the  end  of 
the  tube. 

The  disadvantages  of  the  tube  are  that  they  must  be  run 
very  much  below  their  normal  capacity,  as  all  of  the  heat 
that  is  developed  will  be  absorbed  by  the  closely  adjacent 
tissues  Another  disadvantage  is  that  there  is  no  method  of 
confining  the  action  to  any  particular  locality,  as  the  rays 
will  cover  a  large  area,  and  no  means  are  at  hand  to  aff'ord 
protection  where  the  whole  field  is  hidden  in  some  recess 
of  the  body. 


APPARATUS 


75 


In  a  general  way  it  may  be  said  that  this  variety  of  tube 
has  not  given  great  satisfaction. 

In  the  tube  shown  in  Fig.  20  there  is  no  anti-cathode, 
the  glass  at  the  end  of  the  tube  acting  in  that  capacity. 
The  rays  emanate  in  the  directions  shown  by  the  lines  in 
the  cut,  and  it  will  be  seen  that  they  are  not  absorbed  in 

Fig.  20. 


Caldwell  tube  for  treatment  in  cavities. 
Fig.  2t. 


Same  as  Fig.  20,  with  water-jacket. 


any  direction  by  any  part  of  the  apparatus.  This  tube  was 
designed  for  treatment  of  cancer  of  the  uterus  and  other 
cavities.  A  water-jacket,  shown  in  the  illustration  (Fig.  21), 
is  applied  to  the  tube  to  absorb  the  heat  generated  at 
the  point  of  impact  and  prevent  the  end  of  the  tube  from 
melting. 
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The  tube  has  the  advantage  of  great  concentration  of  the 
ra)rs  at  the  point  of  utiJitVj  but  the  disadvantages  greatly 
outweigh  any  benefit  that  might  be  derived  therefrom.  The 
water  m  the  jacket  gets  so  hot  in  a  short  time  that  treat- 
ment must  be  discontinued;  this  is  not  helped  appreciably 
by  having  the  water  circulate.  The  rays  emanate  on  every 
side,  so  that  no  part  of  the  tissues  escape  from  their 
action.  Besides  this,  the  water  in  the  jacket  will  absorb 
a  certain  amount  of  the  rays,  which  can  be  ill  afforded, 
and  the  heating  is  excessive  even  when  the  tube  is  operated 
very  conservatively. 

Fig.  22* 


r^\ 


Improved  Caldwell  tube. 

An  improved  Caldwell  tube  is  seen  in  Fig.  22;  it  has  the 
advantage  of  doing  away  with  the  tube-holder. 

Another  variety  of  this  tube  manufactured  with  a  regulat- 
ing attachment  is  seen  in  Fig.  23.  This  has  the  advantage 
that  the  vacuum  can  be  regulated  with  ease. 

Another  form  of  tube  for  the  treatment  of  cavities  is 
seen  in  Fig.  24.  This  tube  is  made  of  lead  glass,  which 
does  not  permit  the  a-rays  to  pass  through,  with  the 
exception  of  the  tip  of  the  projection,  which  is  made  of 
ordinary  glass*  The  extension  at  the  other  extremity  of 
the  tube  is  for  the  purpose  of  enabling  the  operator  to  hold 
the  tube  while  it  is  in  operation. 
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Heating  of  the  Tube,    The  second  essential  of  a  perfect 
tube,  that  of  remaining  cool  within  safe  limits,  was  of  the 


Fig.  23. 


Friedlander's  tube  for  internal  treatment. 

greatest  importance  in  the  days  when  the  glass  side  of  the 
tube  formed  the  anode,  and  it  took  very  little  heating  to 

Fig.  24. 


E.MACHLETTASONN.Y 


Tube  made  of  lead  glass  for  the  treatment  of  ca\'ities. 

melt  a  hole  in  the  tube  and  ruin  it.    At  the  present  time, 
however,  the  method  of  constructing  the  anode  of  an  almost 
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infusible  metal  and  the  material  reduction  in  the  duration 
of  all  forms  of  exposures  have  rendered  the  question  of  over- 
heating one  of  rather  theoretical  than  actual  importance. 
At  the  same  time  it  must  be  admitted  that  there  are  occa- 
sions when,  in  order  to  secure  the  desired  amount  of  rays, 
the  current  must  be  pushed  to  a  dangerous  point. 

The  first  step  in  the  direction  of  securing  a  safe  tube 
was  taken  only  after  the  invention  of  the  focus  tube,  when 
it  was  found  that,  while  a  comparative  immunity  from  over- 
heating existed  in  the  old  Crookes  tube,  where  the  cathode 
ray  struck  the  glass  over  an  extended  area,  in  the  con- 
centrated condition  the  cathode  ray  generated  so  much 
heat  that  the  glass  was  not  safe.  Almost  immediately  after 
the  introduction  of  the  concave  focusing  cathode,  the 
infusible  target  was  introduced  into  the  interior  of  the  tube, 
and  different  metals  were  tried  until  platinum  was  hit  upon 
as  the  most  generally  suitable. 

Metals  for  Anode.  Platinum  was  not  altogether  satis- 
factory, as  it  is  found  that  if  the  cathode  stream  is  focused 
too  finely  or  if  the  tube  is  operated  too  long  or  too  strongly, 
there  is  a  great  risk  that  the  target  will  have  a  hole  fused 
in  the  spot  where  the  rays  impinge.  Different  means  have 
been  tried  to  overcome  this  wasteful  and  dangerous  tendency 
in  the  targets,  and  many  metals  and  other  substances  have 
been  employed.  Osmium,  which  has  never  been  fused  at 
any  temperature,  was  introduced  by  Mr.  Mackenzie  David- 
son, and  proved  of  the  utmost  satisfaction  in  his  hands  and 
in  others  who  tried  the  metal;  but  for  some  reason  the  tube 
thus  equipped  has  fallen  into  disuse,  and  is  now  rarely  to 
be  seen. 

A  second  method  was  the  employment  of  a  support  for 
the  platinum  anode  that  would  conduct  the  heat  from  it 
and  at  the  same  time  dissipate  it  into  the  surrounding  space. 
This  was  accomplished  by  having  a  large  mass  of  copper 
in  contact  with  the  anode,  and  depending  upon  the  conduc- 
tivity of  the  copper  and  the  large  area  exposed  to  cause 
the  desired  radiation.  Most  tubes  are  now  made  with  a 
copper  stem  to  support  the  target,  with  this  object  in  view. 

Besides  platinum  the  anode  can  be  made  of  iron  and  steel 
especially  hardened.     The   surface   should   be  as  highly 
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polished  as  it  is  possible  to  make  it.  It  has  also  been  made 
of  selenium  iron,  and  there  are  various  other  secret  methods 
of  preparation  causing  gas  to  be  given  off  which  tends  to 
keep  the  vacuum  stable. 

At  the  focus  point  of  the  cathode  stream  the  anode  target 
may  perforate  through,  due  to  too  strong  a  current.  It  has 
been  sought  to  obviate  this  by  making  the  target  so  that 
a  slight  jar  of  the  tube  will  cause  it  to  change  its  position 
so  as  to  present  a  new  point  where  the  cathode  ray  is 
focused. 

Water-cooled  Tubes.      Tubes  have   been   introduced   in 

Germany  in  which  the  anode  is  supported  upon  a  hollow 

stem  of  a  diameter  as  large  as  that  of  the  anode  itself. 

This  stem  is  somewhat  m  the  nature  of  a  test-tube  with  a 

flat  bottom  projecting  into  the  centre  of  the  tube,  and  to 

the  outside  of  the  bottom  of  which  is  attached  the  anode; 

-    the  upper  end  of  the  tube  is  open  and  communicates  with 

I    the  air.    If  the  tube  is  started,  and  the  stem  of  the  anode 

tilled  with  water,  the  heat  that  is  generated  in  the  anode 

_    will  be  absorbed  in  the  water  and  dissipated  by  the  evapo- 

P   ration  that  takes  place  at  the  open  end  of  the  stem.    This 

form  of  tube  is  very  complicated,  and  although  the  cooling 

is  vcr\'  perfectly  done  the  additional  expense  of  manufacture 

and  the  liability  to  breakage  do  not  warrant  the  general 

adaptation  of  these  tubes  (Fig.  25). 

The  Centre  of  Radiation.  The  .T-rays  will  be  generated 
at  the  point  of  impact  of  the  cathode  stream,  and  if  that 
point  is  small  the  centre  of  radiation  will  gradually  approach 
the  dimensions  of  a  point.  This  is  the  generally  accepted 
explanation  of  the  facts.  Lately,  however,  Gocht,  of 
Berlin,  has  shown  that  in  tubes  in  which  the  anode  had 
been  perforated  the  .r-rays  were  generated  in  almost  undi- 
minished quantity,  although  almost  all  of  the  cathode  stream 
passed  through  the  hole  thus  formed.  His  conclusion  is 
that  the  rays  .are  generated  in  a  ring  around  the  area 
impinged  upon  by  the  cathode  stream.  If  the  rays  are 
given  off  over  a  rather  large  area,  the  image  formed  by  such 
a  tube  will  lack  sharpness  and  the  finer  details  will  be 
rendered  inaccurately  or  not  at  all.  The  smaller  the  area 
from  which  the  rays  are  given  off,  the  finer  will  be  the 
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Fig.  25. 


definition  and  the  detail  in  the  resulting  picture.  If  the 
point  at  which  the  cathode  stream  comes  to  a  focus  be 
accurately  determined  and  the  target  be  placed  at  this 
point,  then  the  conditions  of  definition  will  be  the  best  that 

can  be  had  for  that  tube.  There 
are  certain  reasons  for  not 
placing  the  target  as  near  to 
the  focal  point  of  the  cathode 
as  is  possible,  the  first  of  which 
being  that  at  this  point  the  heat 
developed  will  melt  any  ordi- 
nary platinum  target  at  present 
in  use.  Further,  it  is  not  abso- 
lutely necessary  that  the  target 
be  placed  at  the  exact  mathe- 
matical centre  of  the  focal 
point  of  the  cathode  stream, 
as  the  definition  falls  oflf  in  a 
very  much  smaller  ratio  than 
the  heat,  and  at  a  small  dis- 
tance from  the  centre  the  defi- 
nition is  ver>^  little  affected, 
while  the  heat  falls  off  in  a 
marked  degree. 

It  is  only  essential  that  the 
point  of  radiation  be  kept 
small  in  the  tubes  that  are  for  use  in  diagnosis  and  radiog- 
raphy; the  tubes  that  are  for  therapeutic  use  need  not  be 
so  accurate  in  this  detail.  If  the  point  be  not  so  small,  the 
number  of  parallel  rays  over  a  given  area  v^dll  be  greater 
and  the  tube  consequently  more  efiicient.  The  size  of  the 
area  over  which  the  cathode  rays  act  upon  the  anode  may 
be  determined  by  observing  the  gradually  heating  up.  The 
small  area  referred  to  will  heat  up  first;  or  it  may  be 
observed  on  the  screen  by  interposing  a  sheet  of  thick  lead- 
foil  having  a  minute  pmhole  punched  in  the  centre. 

The  Angle  of  Greatest  Intensity.  It  is  generally  supposed 
that  the  rays  at  the  target  radiate  into  space  in  every  direc- 
tion equally,  and  that  the  rays  are  given  off  in  the  manner 
indicated  in  Fig.  26.    It  is  known  that  the  rays  at  the  margin 
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Watcr-cooled  regulating  tube. 
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of  the  hemisphere  of  the  total  rays  that  are  emitted  by  the 
target  are  weaker  or  less  in  number  than  at  the  line  normal 
to  the  centre  of  the  target.  Now,  it  has  been  shown  that 
the  rays  from  a  surface  are  stronger  at  the  centre,  and  fall 
oflE  or  decrease  as  the  angle  of  the  ray  to  that  of  the  central 
ray  increases.  It  has  been  further  shown  that  the  strength 
of  the  light  decreased  as  the  cosine  of  the  angle  and  the 
relative  strength  of  the  light  at  any  point  is  roughly  shown 

Fig.  26. 


Illustrating  the  generally  accepted  but  erroneous  conception  of  distribution 

of  the  rays. 

in  the  cut  (Fig.  27).  There  have  been  no  exact  measurements 
of  the  relative  intensities  of  the  rays  at  the  different  angles 
from  the  central  perpendicular  ray  in  the  case  of  the  jc-ray, 
but  it  is  evident  to  the  most  casual  observer  that  the  intensity 
of  the  rays  decreases  as  the  angle  to  the  central  ray  is  in- 
creased. The  exact  ratio  in  which  this  decreases  is  not  yet 
determined,  but  we  are  justified  in  assuming  that  the  ratio 
is  roughly  similar  as  that  of  light,  especially  as  the  ray  is 
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now  being  regarded  as  a  form  of  vibration  in  ether  similar 
to  the  vibrations  of  light.  At  all  events,  whatever  the  rate 
of  decrease  in  the  strength  of  the  radiation  from  the  central 
point  outward,  it  is  certain  that  the  rays  that  emanate  from 
the  centre  of  the  cathode,  in  a  direction  perpendicular  to 
its  surface,  are  the  most  powerful,  and  it  seems  advisable 
to  utilize  rays  as  little  removed  from  these  central  rays  as 
the  case  will  permit  of.  The  best  use  of  these  rays  is  pro- 
hibited in  the  tubes  of  the  ordinary  pattern,  as  their  utiliza- 
tion brings  the  cathode  end  of  the  lube  nearer  to  the  patient 
than  is  safe  or  convenient.  It  also  entails  some  inconvenience 
to  the  operator  in  the  proper  adjustment  of  the  tube  for 
any  particular  use.  The  most  useful  rays,  coming  as  they 
do  in  a  diagonal  direction  from  the  tube,  often  render  con- 
siderable thought  necessary  in  the  proper  arrangement  of 
the  tulje  in  making  an  examination  or  a  picture.  Also  in 
certain  forms  of  shields  it  is  impossible  to  so  arrange  the 
tube  that  these  rays  can  be  readily  used. 

A  new  form  of  focus  tube  devised  by  Dr.  Milton  Franklin, 
has  for  its  essential  feature  the  difference  in  position  of  the 
target  and  the  cathode. 

The  rays  from  the  target  in  the  focus  tube  now-  in  use 
do  not  emanate  in  all  directions  with  equal  intensity,  but 
follow  the  same  rule  as  light  waves  from  a  flat  illuminated 
surface,  and  are  the  strongest  in  a  line  at  right  angles 
to  the  surface,  and  steadily  decrease  at  every  increase  of 
the  angle  of  obliquity.  In  the  case  of  illuminating  rays, 
as  is  well  known,  the  decrease  is  as  the  cosine  of  the  angle, 
and  in  a  direction  corresponding  with  that  of  the  plane  of 
the  illuminated  surface,  the  light  becomes  ml.  In  the  case 
of  the  .v-rays  it  can  be  assumed  that  the  ndc  would  be  the 
same  if  the  rays  came  from  a  geometric  point,  but  on  account 
of  the  size  of  the  area  from  which  the  rays  emanate,  there 
are  some  rays  at  the  plane  of  the  anode.  The  greatest 
intensity  of  the  rays  is,  as  in  the  case  of  light  rays,  in  a 
direction  perpendicular  to  the  plane  of  the  anode,  and  in 
a  line  passing  through  the  point  on  the  anode  at  which  the 
cathode  stream  impinges*  It  is  therefore  very  inconvenient, 
hi  the  tube  of  ordinary'  construction,  to  utilize  these  rays, 
on  account  of  their  direction  being  away  from  the  centre 


in-ection  of  the  most  powerful  rays  can  be  obtained  from 
the  annex  through  which  the  target  support  is  directed. 

The  annex  through  which  the  target  enters  is  placed 
midway  betw^een  the  other  two  provided  for  the  second 
anode  and  the  cathode,  and  the  plate  of  the  target  placed 
at  right  angles  to  its  stem,  presents  a  plane  at  right  angles 
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to  a  line  passing  through  the  free  boundary  of  the  tube 
midway  between  the  anode  and  cathode  annexes.  The 
cathode  is  inclined  to  its  stem  in  an  angle  of  about  sixty 
degrees,  so  that  the  cathode  stream  impinges  upon  the  target 
at  an  angle  of  about  thirty  degrees. 

Fig.  28. 


Dr.  Milton  Franklin's  device  for  focus  tube. 

We  are  indebted  to  the  Jotmial  of  Cutnneotis  Diseases 
for  the  accompanying  cuts  as  well  as  for  that  of  the  Stel- 
wagon  shield  in  the  succeeding  chapter. 
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Radiations  at  the  Surface  of  the  Tube.  The  fluorescence 
of  glass  to  the  .r-rays  causes  brilliant  light  to  be  visible  at 
the  point  where  the  rays  strike  the  glass  of  the  tube  on 
their  way  through.  This  light  is  often  of  a  decided  dis- 
advantage  in  making  screen  examinations,  as  it  quite 
illuminates  the  room  and  interferes  with  the  perfect  viewing 
of  the  screen.  Besides  this,  it  is  within  the  range  of  possi- 
bility that  these  rays  may  in  some  measure  interfere  with 
the  results  obtained  in  making  radiographs,  as  they  may 
possess  some  penetrating  qualities  not  yet  determined  which 
influence  the  plate,  causing  the  blurring  often  found,  and 
the  lack  of  definition.  The  difficulty  may  be  obviated  by 
making  the  tube  of  such  a  glass  that  the  fluorescence  is  of 
a  different  and  less  brilliant  color.  Red  has  been  tried  in 
this  w^ay,  since  it  is  not  active  photographically,  and  does 
not  interfere  with  the  observations  made  directly.  Another 
way  to  cut  off  all  light  which  does  not  interfere  with  the 
Jtr-rays  is  to  coat  the  tube  with  some  paint  that  is  not  of 
too  dense  a  composition.  This  may  easily  be  done.  Lamp- 
black niLxed  with  boiled  linseed  oi!  to  the  color  desired 
will  answer  admirably.  A  window  may  be  left  in  the  back 
of  the  covering  to  render  possible  the  examination  of  the 
parts  within  the  tube.  This  is  the  advantage  claimed  for 
the  blue  tube  previously  mentioned. 

Absorption  of  the  Rays  by  the  Tube  Wall,  Tn  the  earlier 
tubes  the  desire  to  attain  sufficient  strength  in  the  tube 
often  led  the  manufacturers  to  use  dense  and  thick  glasses, 
which  had  a  marked  absorj)tive  effect  on  the  rays.  This 
has  now  been  remedied  to  a  very  great  extent.  Tubes  are 
now  made  of  such  light  transradiant  glass  and  of  such 
thinness  that  they  scarcely  interfere  with  the  ray's  passage. 

The  Life  of  the  Tube.  The  length  of  service  yielded  by 
a  given  tube  depends  upon  various  factors  entering  into 
its  application  and  its  manufacture. 

A  tube  that  is  used  steadily  will  not  last  as  many  hours 
as  one  that  is  used  intermittently.  A  tube  that  is  used  for 
long  exposures  at  each  time  will  not  last  as  long  as  one 
that  is  use<l  for  shorter  exposures.  To  secure  long  life  a 
tube  should  be  given  occasional  rests.  A  high  tube  will  not 
last  as  long  as  a  low  tube,  taking  the  terms  relatively. 
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Tubes  degenerate  and  spoO  in  a  variety  of  ways.  They 
become  leaky  so  that  they  will  not  retain  their  state  of 
vacuum  for  any  practical  length  of  time.  These  tubes 
would  best  be  discarded,  as  they  require  too  frequent  pump- 
ing to  be  useful. 

Tubes  burn  out — /.  e.,  they  become  perforated  at  the 
point  on  the  anode  where  the  cathode  stream  impinges. 
No  method  of  remedying  this,  excepting  the  careful  use  of 
the  tube,  has  pro\*ed  practical.  The  use  of  thick  targets  is 
a  safeguard  to  a  certain  extent.  It  costs  more  to  mend  such 
a  tube  than  to  buy  a  new  one. 

Tubes  perforate  from  being  too  high.  They  also  perforate 
from  having  a  conducting  surface  brought  too  near  to  the 
tube  surface  while  a  current  is  passing  through,  thus  caus- 
ing the  spark  to  perforate  the  glass. 

Tubes  become  opaque  from  long  usage.  The  minute 
particles  that  are  torn  from  the  anode  are  deposited  on  the 
glass  and  render  it  at  first  of  a  purplish  color  and  then  black. 
When  a  tube  has  acquired  so  much  of  this  opacity  as  to 
interfere  whh  the  ray's  passage  it  is  useless,  but  it  usually 
perforates  before  this.  Perforated  tubes  may  be  usually 
repaired  and  repumped. 

The  cheapest  tube  may  give  excellent  ray,  while  the  most 
expensive  may  prove  unsatisfactor}^  Personally  we  have 
had  more  satisfaction  frr>m  having  on  hand  a  large  supply 
of  inexpensive  and  uncomplicated  tidies  than  from  attempts 
to  do  all  kinds  of  work  with  adjustable  tubes. 

Breakage  of  tubes  has  relatively  decreased  of  late,  due 
perhaps  to  a  better  appreciation  of  their  frailties  and 
knowledge  of  w^ays  to  avoid  injurious  overwork,  as  wtII  as 
becausi^  of  the  improvements  in  their  manufacture  by 
employing  a  finer  grain  of  sand,  enabling  the  blower  to 
produce  a  tube  thinner,  evener,  and  freer  from  lead  or 
other  metaL  Thuringian  glass  is  said  to  be  practically 
free  from  metal.  The  tendency  of  the  tube  to  expand  soon 
after  it  becomes  energized  from  the  heat  generated  has 
caused  a  number  of  breakage  accidents,  when  the  tubes 
were  held  in  tight  clamps  which  would  not  allow  of  sufficient 
expansion.  Rubber  or  leather  straps  offer  here  an  advantage 
over  unyielding  wooden  clamps. 
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In  the  tube-holding  shield  which  is  figured  elsewhere, 
elastic  bands  arc  used.  Sudden  changes  in  the  temperature 
of  the  room  in  which  the  tubes  are  kept  is  a  source  of 
breakage  that  should  not  be  overlooked.  When  a  tube  has 
been  running  for  some  time  and  has  become  heated,  if  the 
room  IS  cold  the  tube  may  collapse  as  soon  as  the  electricity 
is  shut  off.  In  the  experience  of  the  authors,  tubes  have 
collapsed  with  loud  report  and  without  the  least  warning, 
even  when  they  have  been  standing  at  rest  in  their  stands 
unmolested,  hours  after  use,  1  aylor  and  others  report  like 
occurrences.  In  an  instance  related  by  Biddle,  of  Detroit, 
his  assistant's  face  w^as  badly  cut.  The  current  was  not 
turned  on  at  the  time.  Still,  tubes  may  explode  while  running 
as  well  as  after  being  a  long  time  at  rest,  as  we  have  seen, 
and  this  furnishes  a  strong  argument  for  enclosing  the  bulb 
in  a  box-like  arrangement  to  prevent  injury  of  patient  or 
operator  from  the  m>Tiad  of  minute  fragments  which  fly 
off  in  various  directions.  Differences  in  the  temperature 
by  varying  the  pressure  are  frequently  responsible.  Anodes 
become  perforated  from  overheating,  and  this,  in  many 
instances*  renders  the  tube  useless;  but  frequently  does  not 
interfere  wnth  its  efficient  working.  New  platinum  anodes 
may  be  placed  in  these  tubes.  Tubes  occasionally,  though 
rarely,  develop  a  condition  which,  for  want  of  a  better  term, 
may  be  called  porous,  in  which  they  get  continually  lower,  and 
cannot  be  pumped  into  a  satisfactory  condition  of  vacuum. 

Resistance  of  Tubes.  The  resistance  of  the  tulx;  depends 
upon  the  degree  of  the  vacuum,  primarily,  and  secondarily 
upon  the  position  of  the  anode  as  related  to  the  cathode. 

It  is  impossible  to  maintain  a  constant  vacuum  in  any 
but  a  self-regulating  tube  while  running.  Much  has  been 
said  of  maintaining  a  balance  l>etween  the  generation  and 
radiation^  but  no  one  has  as  yet  demonstrated  that  it  is 
possible  to  do  so. 

While  it  is  true  that  tubes  grow  continually  higher  with 
use,  occasionally  the  reverse  is  true,  the  tube  growing 
steadily  lower.  These  vagaries  are  various,  and  cannot  be 
annotated  nor  classified.  When  a  tube  is  too  low  to  produce 
-T-rays,  the  cathode  stream  is  readily  visible  as  an  orange- 
violet  luminositv. 


88    GENERAL  CONSIDERATIONS  UPON  RADIOLOGY 

The  vacuum  may  be  lowered  by  wrapping  the  tube  in 
cotton  and  baking  in  an  ordinary  cook  oven  at  a  temper- 
ature of  350°  F.  for  from  thirty  minutes  to  ten  hours. 
Another  method,  not  to  be  recommended,  is  to  hold  the 
tube  in  the  hand  and  subject  it  to  the  greatest  heat  of  a 
lamp  that  the  hand  can  bear  for  ten  minutes.  Miiller  tubes 
are  lowered  by  heating  the  end  of  the  palladium  wire  that 
protrudes  from  the  tube.  Other  adjustable  tubes  are 
lowered  by  passing  the  current  through  the  annex  con- 
taining chemicals.  A  bianodal  tube  may  be  lowered  by 
detaching  the  anode  from  the  anticathode  and  attaching 
the  positive  wire  from  coil  or  static  to  anticathode  and 
run  until  vacuum  is  lowered. 

Without  spark  gap,  and  on  high  amperage  as  some  coils 
require,  when  some  tubes  are  used  they  are  ruined  by  the 
drawing  out  of  the  gas  from  the  metal  terminals  within  the 
tube,  thereby  raising  the  vacuum  beyond  all  repair. 

There  must  be  a  certain  amount  of  gas  in  the  metal,  and 
this  once  driven  out  makes  re-exhaustion  very  diflficult. 
The  extra  terminals  act,  as  it  were,  as  gas-storage  tanks. 
This  rcserv^e  gas  enables  one  to  pump  the  tube  to  a  point 
of  greatest  working  efficiency. 

When  tubes  get  so  high  that  they  are  filled  with  fluorescent 
ring  fluctuations,  giving  a  very  unsteady  glow,  they  can  be 
regulated  to  a  certain  extent  by  arranging  a  condenser  on 
the  outside  of  the  tube,  consisting  of  a  piece  of  cardboard 
lined  with  a  sheet  of  lead  or  tin  about  six  inches  square 
with  a  small  hole  in  the  centre.  This  is  slipped  over  the 
terminal  of  the  anode,  which  is  then  connected  up  in  the 
usual  manner. 

If  a  tube  is  too  low  it  may  be  raised  by  running  for  a 
few  minutes  on  a  static  with  an  open-spark  gap,  or  by 
using  a  multiple-spark  gap. 

The  simplest  method  of  raising  the  vacuum  in  a  tube  is 
by  passing  the  current  through  it  in  the  wrong  direction — 
i,  e.,  from  anode  to  cathode — by  attaching  the  negative  wire 
to  the  positive  pole. 

Extremely  low  tubes  can  be  made  to  give  moderate 
penetration  by  connecting  Leyden  jars  in  multiple,  or  by 
inducing  Leyden-jar  current. 
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Luminosity  in  Tubes.  M.  S.  Leduc,  in  a  paper  read 
before  the  Association  Francaise,  at  Boulonge,  says  that  a 
Roentgen  tube  after  working  remains  luminous  in  the  dark, 
with  a  uniformly  distributed  white  light.  This  luminosity 
can  be  started  afresh  by  heating  the  tube,  and  is  maximum 
at  a  particular  temperature.  It  is  not  due  to  rarefied  gas 
in  the  tube,  for  the  result  is  the  same  even  when  the  tube 
has  become  filled  with  air.  The  glass  of  the  Roentgen  tube 
before  being  used  does  not  present  this  phosphorescence; 
it  is  an  acquired  property,  apparently  due  to  the  action  of 
high-tension  electricity.  The  property  is  lost  on  repeated 
heating. 

Fig.  29 


Wagner  tube. 

Adjustable  Focus  Tube.  Dr.  Wagner/  of  Chicago,  has 
devised  a  target  whose  position  can  be  changed  at  any  time 
(Fig.  29).  This  is  accomplished  by  having  the  anode 
mounted  on  a  threaded  stem  which  can  be  magnetically 
operated  through  the  glass  so  as  to  move  the  anode  up  or 
down  or  circumferentially  with  the  surface  of  the  tube. 
The  platinum  on  the  anode  is  especially  fortified  at  the 
focus,  and  is  electrically  welded  to  the  metal  forming  the 
body  of  the  anode.  This  the  author  claims  will  enable  it 
to  stand  an  unusual  degree  of  heat  and  unlimited  usage, 
even  with  the  sharpest  focus. 


*  Journal  of  the  American  Medical  Association,  March  26,  1904. 


Merc  urial  intemi,  \ '  i '  ■  i . 

The  mechanical  interrupters  make  and  break  the  circuit 
through  a  metallic  contact.  One  of  the  simplest  and  best 
of  these  is  the  slate-wheel  interrupter,  which  breaks  and 
makes  the  circuit  by  coming  in  contact  with  a  copper 
segment. 
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The  interrupters  which  are  perhaps  the  most  used  are 
the  mercur)^  interrupters,  a  form  of  which  is  the  apparatus 
devised  by  Le\7,  in  which  an  Archimedean  screw  pumps  up 
and  forces  out  laterally  the  mercur)^  through  tulx^s.  The 
mercury  strikes  the  fingers  of  a  rotating  metallic  disk 
connected  with  one  of  the  poles,  but  insolated  from  the 
other.  The  current  is  interrupted  as  the  flow  of  mercury 
passes  from  one  finger  into  the  other. 

The  Cunningham  is  similar  to  the  Levy  interrupter,  but 
differs  from  it  in  that  here  the  screw  and  arms  revolve 
while  the  fingers  are  stationary  on  their  insolated  segment. 


Fig.  31. 


"T^^f^ 


Wehndl  ekctrolylic  inleirupters.     ( WiJlyoung-Cmxiiingham  type  ) 

A  favorite  in  England  is  the  Mackenzie-Davidson  inter- 
rupter* In  this  machine  the  contact  piece  is  rigidly  attached 
to  the  shaft  of  a  motor.  This  shaft  is  placed  at  an  angle 
arranged  so  that  at  each  revolution  the  contact  piece  dips 
into  tihe  mercury. 

The  electrolytic  interrupters  may  be  placed  directly  on 
the  no-volt  circuit,  making  and  breaking  the  circuit  very 
rapidly  and  producing  a  powerful  secondary  discharge. 
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The  one  constructed  by  Wehnelt  consists  of  a  glass  tube 
through  which  passes  a  small  platinum  wire,  a  very  small 
portion  of  which  projects  through  the  sealed  end  of  the 
tube.  This  is  immersed  in  a  mixture  of  sulphuric  acid  and 
water,  which  also  has  a  lead  plate  dipping  into  it.  The 
platinum  wire  is  connected  with  the  positive  and  the  lead 
plate  with  the  negative  end  of  the  supply  current,  thereby 
completing  the  circuit. 

The  current  is  broken  by  a  bubble  of  hydrogen  passing 
through  the  opening  interrupting  the  circuit.  In  Crane's 
modification  there  is  a  short  but  thick  platinum  wire  inserted 
in  the  end  of  a  glass  tube,  from  which  it  is  separated  by  a 
piece  of  rubber  tubing.  A  copper  wire  connects  with  the 
platinum  through  the  medium  of  a  layer  of  mercury,  in  which 
the  end  of  the  platinum  wire  is  exposed. 

These  interrupters  cannot  be  used  with  a  current  below 
50  volts.  Their  disadvantage  is  that  they  may  stop  work- 
ing at  any  time. 

To  obviate  this,  Williams  has  been  using  a  commutator 
on  the  circuit  with  the  interrupter.  This  lessens  the  severe 
strain  on  the  coil  and  tube. 

There  are  a  number  of  modifications  of  the  Wehnelt  inter- 
rupter on  the  market,  but  the  principle  on  w^hich  they  work 
is  very  much  the  same.  Among  these  we  may  mention  an 
apparatus  to  be  used  with  an  alternating  current  described 
by  Gaiffe  and  Galliot.  In  this  apparatus  a  platinum  elec- 
trode slips  easily  through  a  porcelain  tube  resting  upon  an 
insulated  support  beneath.  As  the  wire  wears  away,  a 
new  surface  will  be  exposed  by  gravity,  thereby  assuring 
approximately  the  same  amount  of  wire  exposed  at  one 
time. 

To  regulate  the  frequency  of  the  interruptions,  the  porce- 
lain tube  can  be  raised  or  lowered  by  means  of  a  screw, 
thereby  exposing  a  smaller  or  larger  surface  of  platinum 
to  the  liquid. 

Another  form  that  has  been  gaining  in  favor  is  the  Contre- 
moullin  interrupter.  Its  main  advantage  lies  in  the  fact 
that  the  spark  can  be  adjusted  for  any  length,  and  that 
it  can  be  used  directly  from  the  main  up  to  250  volts. 
It  consists  of  an  insulated  circular  plate  with  two  metal 
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Strips  around  its  margin,  leaving  two  intervals  between 
the  ends.  This  revolves  in  paraffin,  and  the  contact  is 
made  by  means  of  two  carbons,  the  distance  between 
which  is  easily  regulated,  detenninmg  the  length  of  spark 
obtained. 

Another  variety  of  electrolytic  interrupters  is  seen  in 
Fig.  32. 

One  of  the  first  forms  of  electrolytic  interrupters  w^as  the 
one  devised  by  Spottiswoode,  who  was  one  of  the  first  to 
observe  that  if  a  current  is  passed  through  two  electrodes, 


Fig.  32 
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Electrolytic  ioterrupter.     ;^Friedliindt*r.) 

one  of  which  had  a  small  area,  the  collection  of  non-conduct- 
ing gases  over  the  small  electrode  would  interrupt  the 
current. 

Among  the  other  forms  of  instruments  belonging  to  this 
type  we  might  mention  the  Newton  interrupter  used  w^ith 
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an  alternating  current,  iMt  which  may  be  also  used  with 
the  constant  current. 

The  Heinze  interrupter  is  one  of  the  mechanico-electrolytic 
type,  combining  the  slate  wheel  with  the  copper  segment 
and  the  perpendicular  dip  interrupter. 

The  Caldwell  interrupter  belongs  to  the  thermo-electrolytic 
type.  In  this  apparatus  the  interruptions  are  produced  by 
the  tension  of  the  current  as  it  passes  through  a  small  open- 
ing in  the  partition  which  divides  its  two  chambers^ 

Fio,  3j. 


The  CaldwL'll  liquid  inlerrupler.     (Loaned  by  Van  HauiLMi  &:  Ten  Broeck  Co.) 


The  liquid  is  heated  to  the  boiling  point,  and  the  bubble 
of  steam  destroys  all  electric  connection  l3etwecn  the  two 
chambers. 

The  Baric  Vacuum  Regulator,  This  is  a  hard-rubber 
tube  enclosing  two  terminals  producing  a  spark  gap.  It  is 
connected  in  shunt  with  a  regulating  tube.  When  the 
resistance  through  the  tube  is  greater  than  across  the  gap, 
the  current  passing  through  the  chemical  in  the  tube's 
extension  lowers  the  vacuum. 

A  sliding  rod  enables  careful  adjustment  of  the  spark 
gap  corresponding  to  any  degree  of  vacuum. 

Dielectric*  Pitkin,  of  Buffalo,  has  designed  an  apparatus 
on  the  principle  that  many  small  air  gaps  in  series  are 
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superior  to  one  long  interval.  The 
apparatus  consists  of  a  glass  rod 
about  twelve  inches  in  length  and 
three-quarters  of  an  inch  in  thick- 
ness, which  projects  horizontally 
outw^ard  and  forw^ard  from  the  arm 
of  the  positive  prime  conductor,  be- 
tw^een  the  gi'cat  ball  and  the  handle 
of  the  discharging  rod.  On  this  rod 
are  slipped  several  plain  brass  band 
rings  which  are  freely  movable  to 
form  intervening  air  gaps.  In  this 
way  the  .r-ray  is  greatly  intensified. 
This  spark  gap  multiplex  is  espe- 
cially adapted  to  use  with  low- 
vacuum  tubes. 

Indicator  of  the  Incidence.  This 
consists  of  two  metallic  crosses 
placed  one  in  front  of  the  other 
parallel  to  the  screen.  The  twn 
shadows  become  one  when  the  nor- 
mal ray  traverses  the  points  of  in 
tersection.  To  secure  this  the  bulb 
is  raised  or  lowered  on  its  supports. 

Multiple  Spark  Gaps.     Static  ma 
chines  are  usually  suj)plied  with  a 
spark-gap    attachment     in    circuit. 
Low  tutes  often   give  Ix-tter  lluor 
escence  with  one  or  sometimes  bolh 
spark  gaps  open.    In   the  accom 
panying   figure  is  shown   a  recent 
device  for  attaching  to  the  insulated 
handle  of  the  discharged  nxls. 

This  is  based  upon  WiHiams' 
series  spark  gap.  It  consists  of  an 
insulating  support  and  a  sliding  rod 
which  permits  any  given  number 
of  gaps  to  be  put  in  circuit.  The 
effect  of  spark  gaps  in  general  is 
to  decrease  brush  discharge,  in 
crease  the  penetrating  qualities  of 
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the  ray  in  some  tubes,  and  to  give  steadier  interruptions  and 
consequently  a  steadier  flow  of  rays. 

The  Fluoroscope.  The  fluorescent  screen  employed  for 
observing  the  ray  and  making  examinations  is  constructed 
from  cardboard  or  similar  material,  coated  with  the  crystal 
of  some  fluorescent  substance  and  mounted  in  a  suitable 
frame  with  a  light-excluding  eye-piece.  The  crystals  utilized, 
because  of  their  fluorescent  qualities  under  jc-ray  stimulation, 
are  usually  either  calcium  tungstate  or  barium  platino- 
cyanide;  the  latter,  having  greater  brilliancy,  is  mostly 
employed. 

The  calcium  salt  has  its  greatest  field  of  utility  in  radio- 
graphic work. 

Two  fluoroscopes  will  be  seen  in  Plate  I.,  one  with  a 
Benoist  radiochromometer  attached. 

Recently  a  number  of  operators  have  reported  injury  to 
the  eyesight  from  the  continuous  use  of  the  fluoroscope.  To 
obviate  this,  Dr.  Loring*  suggests  attaching  a  thick  piece  of 
glass  to  the  back  of  the  fluoroscope. 

*  Medical  Record,  October  lo,  1903. 


CHAPTER   III. 

METHODS   OF   ADMINISTRATION— MODES   OF   PRO- 
CEDURE—PROTECTIVE  MEASURES— RADI- 
OSCOPY AND   RADIOGRAPHY. 

POSING  THE  PATIENT  FOR  RAT  TREATMENT. 

While  it  might  seem  that  posing  the  patient  is  a  matter 
of  small  significance,  it  will  be  found  upon  experience  that 
the  question  is  one  of  considerable  importance,  and  that 
the  comfort  of  the  patient  as  well  as  the  eflScacy  of  the 
treatment  depends  upon  the  skill  with  which  the  position 
of  the  patient,  with  respect  to  the  tube,  and  the  direction 
and  control  of  the  rays  are  arranged.  The  varied  localities 
to  which  it  is  necessary  to  apply  them  and  the  impossibility 
of  focusing  the  rays,  often  render  it  extremely  diflficult  to 
proceed  successfully. 

One  of  the  most  important  points  in  this  connection  is 
the  shielding  from  the  ray  those  parts  which  it  is  not  desired 
to  affect.  This  must  be  accomplished  by  means  of  shields 
or  protecting  screens,  several  of  which  are  upon  the  market 
and  described  in  the  succeeding  chapter. 

It  is  also  well  that  other  portions  of  the  body  in  a  line 
with  any  of  the  rays  be  protected,  it  being  remembered  that 
the  rays  form  a  hemisphere  whose  centre  is  at  the  point  of 
the  target  bombarded  by  the  cathode  stream  and  whose  cir- 
cumference is  infinite.  The  method  of  covering  the  patient 
with  metallic  sheets  has  been  used,  but  is,  however,  never 
entirely  satisfactory,  because  of  the  difficulty  and  necessity 
of  protecting  the  entire  body,  and  most  operators  use  one 
or  the  other  of  the  numerous  protecting  screen  devices 
designed  for  that  purpose.  These  consist  essentially  of  a 
shield  of  opaque  material  having  only  a  sufficient  opening, 
usually  in  the  centre,  to  permit  enough  rays  to  go  through 
to  cover  the  area  it  is  desired  to  treat.    These  shields  have 
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the  advantage  of  permitting  only  a  single  pencil  of  ray,  if 
desired,  to  pass  through,  whose  diameter  may  be  varied  at 
will,  and  it  is  thus  equally  as  convenient  as  a  focused  beam. 

Any  attempt  at  protection  in  treatment  by  the  rays  should 
be  devoted  to  the  tissues  surrounding  the  diseased  area,  as 
any  protection  of  the  area  treated  can  only  be  at  the  ex- 
pense of  the  beneficial  efiEects,  because  anything  that  will 
lessen  the  liability  of  burning  will  also  lessen  the  liability 
to  cure. 

In  the  therapy  of  internal  conditions  the  overlying  skin 
can  at  present  not  be  amply  protected  without  cutting  oflf 
the  efficient  rays.  Parafl^  coating,  which  has  been  recom- 
mended, absorbs  a  portion  of  the  ray  and  makes  the  treat- 
ment weaker. 

The  Efficient  Ray.  In  posing  the  patient  we  must  take 
cognizance  of  the  portion  of  the  tube  from  which  the  most 
efficient  rays  are  probably  given  ofiE.  In  other  words,  we 
must  aim  the  weapon.  The  sphere  of  greatest  activity  is 
perpendicular  to  the  plane  of  the  anode.  Dr.  Franklin^  has 
shown  this  (see  Figs.  26  and  27)  and  Rudis-Jicinsky*  reiter- 
ates it.  Recent  experiments  seem  to  cast  some  doubt  upon 
this,  or  at  least  in  as  far  as  quantity  of  rays  is  concerned; 
but  in  substance  the  rule  is  a  safe  one  to  follow,  especially 
where  the  tube  is  placed  at  any  distance  from  the  subject. 

This  is  important  in  making  the  opening  of  the  protecting 
shield  correspond,  not  to  the  centre  of  the  globe  as  now 
made,  but  rather  to  the  side  toward  the  cathode  extremity. 


PROTECTION  BY  SHIELDS. 

Protection  from  Bum.  There  are  two  methods  of  pro- 
tecting the  patient  from  the  deleterious  effects  of  the  rays 
with  especial  reference  to  bum :  by  covering  the  whole  body 
excepting  the  portion  it  is  desired  to  treat  with  a  materiail 
which  will  not  transmit  the  rays,  and  by  enclosing  the  tube 
in  a  box  or  hood  which  will  permit  the  passage  of  the  rays 

'  Journal  of  Cutaneous  Diseases,  April,  1903. 
'  New  York  Medical  Journal,  May  23,  1903. 
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in  a  small  beam  whose  diameter  may  be  varied  at  will,  and 
which  may  be  directed  to  any  portion  of  the  body  that  it 
is  desired  to  aflfect,  or  suspending  the  tube  behind  a  fenes- 
trated disk  or  metallic  plate  before  which  the  patient  sits 
or  lies. 

Other  methods  of  averting  bums  have  been  suggested, 
depending  on  various  hypotheses  as  to  their  causation. 
The  most  common  of  these  is  that  the  bum  is  caused  by 
the  projection  of  different  substances,  as  bacilli,  etc.,  encoun- 
tered in  the  air  by  the  rays,  and  their  subsequent  irritating 
action  on  the  tissues.  With  this  theory,  the  principle  of 
prophylaxis,  is  to  interpose  between  the  tube  and  the  patient 
a  screen  which  will  absorb  all  of  the  foreign  bodies  and  at 
the  same  time  not  interfere  with  the  transmission  of  the 
rays.  It  does  not  seem  at  all  probable  that  a  medium 
which  does  not  interfere  with  the  rays  would  interfere  with 
the  passage  of  minute  bodies  such  as  described,  and  at  the 
same  time  there  is  not  the  slightest  evidence  that  the  rays 
have  any  appreciative  impulse. 

Shields  of  the  latter  sort  were  made  of  aluminium,  celluloid, 
and  of  foil,  but  it  is  probable  that  if  there  was  any  effect 
from  their  employment  it  was  due  to  lessening  the  efficiency 
of  the  rays  rather  than  to  direct  protection.  The  therapeutic 
effect  of  the  rays  is  similar  to  the  burning  effect,  and  any 
agent  which  will  lessen  the  one  will  lessen  the  other  in  like 
proportion. 

The  method  of  covering  those  portions  of  the  body  it  is 
desired  to  protect  is  subject  to  certain  disadvantages. 

Shields  to  cover  portions  of  the  entire  body  should  be 
made  of  lead-foil,  as  that  is  the  most  impervious  substance 
to  the  rays  commonly  available,  and  they  should  be  fitted 
as  nearly  as  possible  to  the  part  to  which  the  ray  is  applied, 
being  padded  if  necessary,  or  for  the  face  applied  over  a 
mask  of  soft  material.  A  method  of  shielding  the  face  and 
head  during  treatment  which  is  very  popular,  and  has  been 
very  widely  used,  is  that  of  forming  a  mask  out  of  sheet 
lead  or  Dutch  lead,  a  mixture  of  lead  and  tin,  roughly 
fashioned  to  fit  the  face.  This  is  accomplished  by  means 
of  moulding  the  lead  upon  a  wooden  figure  of  a  head 
having  dimensions  somewhat  larger  than  the  average  human 
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head.  In  this  mask  holes  arc  cut  to  i>ermil  exposure  of  the 
various  lesions  to  the  rays.  These  openings  can  be  cut  so 
that  a  door-Iike  piece  may  be  turned  back  and  afterward 
replaced  and  soldered  up,  leaving  the  mask  practically 
intact  for  subsequent  use.  Around  the  edge  of  the  inside 
of  the  mask,  and  at  various  other  points,  should  be  placed 
blocks  of  felt,  or  rubber,  to  prevent  the  metal  from  coming 
in  contact  with  the  face.  Holes  should  be  cut  to  admit 
air  to  the  nostrils.  Such  masks  must  be  carefully  sterilized 
after  each  use  or  new  ones  made  for  each  patient. 

It  is  generally  recommended  to  insulate  the  mask  w^here 
it  touches  the  skin,  or  to  attach  a  grounding  wire,  as  the 
tiny  induction  currents  that  are  continually  being  generated 
in  the  shield  give  uncomfortable  shocks  or  annoying  tingling 
sensations  to  the  patient.  Sheet  rubber  or  paper  can  be 
used. 

Among  other  methods  suggested  for  preventing  the  de%'el- 
opment  of  burn  might  be  mentioned  applying  vaselin  to 
the  skin  before  exposing  to  the  rays. 

The  application  of  methylene  blue  to  the  skin  has,  perhaps, 
as  good  an  etTect  as  any  other  of  the  simpler  methods.  A 
saturated  watery  solution  or  a  blue  collcxlion  is  used  and 
applied  by  means  of  a  swab  or  brush.  I  have  never  seen 
dermatitis  occur  in  the  surfaces  thus  protected. 

Applied  over  an  open  ulcerating  cancerous  surface  I  have 
thought  an  adde<i  therapeutic  elTect  was  secured  from  the 
methylene  medication  which  the  author  originally  suggested. 

Besides  these,  it  has  been  suggested  to  cover  the  parts 
with  rubber,  vulcanite,  celluloid,  or  with  paraffin  shields, 
through  which  the  rays  are  allowed  to  pass;  it  Ijeing  supposed 
that  these  substances  intercept  the  element  in  the  rays 
which  cause  the  burning.  Most  of  these  methods  are  now 
but  little  used;  still  I  often  employ  a  vulcanite  disk  in  con- 
nection with  one  of  metal,  either  separated  or  superimposed, 
the  rubber  Ixing  next  the  skin.  Hokknecht  and  Grunfeld 
have  had  made  a  tin  finjtective  covered  upon  Ixjth  sides  mth 
hard  rubber.  It  is  flexible,  easily  adapted  to  uneven  surfaces, 
and  capable  of  being  sterilized. 

Pratt  interposes  celluloid  to  prevent  microbes  being  driven 
in  along  with  other  impurities. 
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The  hair  may  be  very  readily  protected  at  the  same  time 
as  the  eyes,  by  folding  a  strip  of  sheet  lead  three  inches 
wide  and  twenty-four  inches  long  in  a  towel,  and  fastening 
about  the  head  with  a  safety  pin.  Another  plan  is  to  apply 
a  cap  made  of  very  thick  rubber,  or  vulcanite ;  a  large  rubber 
ball  or  football  cut  in  half  will  answer  the  purpose.  Another 
simple  method,  possessing  the  advantages  of  economy, 
adaptability,  and  of  being  readily  prepared,  is  the  bandbox 
shield  which  I  occasionally  employ.  This  consists  of  an 
ordinary  bandbox  thoroughly  covered  on  the  outside  with 
lead -foil  and  placed  over  the  head.  This  gives  complete 
protection  to  the  head  and  neck,  and  a  partial  protection 
to  the  shoulders.  Opposite  the  point  it  is  desired  to  treat, 
a  small  opening  is  cut  in  the  box  and  the  lead  covering, 
just  large  enough  to  admit  the  rays  to  the  diseased  area. 
To  avoid  the  pressure  upon  the  head  I  have  suspended 
such  a  cage  from  the  chandelier  or  ceiling.  A  separate  box 
can  be  kept  for  each  patient. 

It  should  not  be  forgotten  that,  as  Scholtz  has  pointed 
out,  the  strongest  action  of  the  ray  is  at  the  point  of  entrance 
and  at  the  point  of  exit  upon  the  skin.  In  this  connection, 
it  is  well  to  remember  that  when  the  skin  of  the  face  is 
exposed  to  the  ray  the  buccal  mucous  membrane  may 
possibly  be  affected,  as  also  the  inside  of  the  nose.  When 
the  ears  are  rayed,  the  skin  upon  both  sides,  as  well  as  the 
skin  surface  which  is  apparently  protected  by  the  ear,  is 
likely  to  be  affected. 

WTien  the  skin  over  the  abdomen  is  exposed,  the  omentum 
may  suffer.  Exposing  one  side  of  the  nose  in  profile  may 
cause  ray  dermatitis  on  the  opposite  side.  A  peculiar  in- 
stance of  this  transmitted  effect  or  manifestation  at  the  point 
of  exit  was  that  of  Mr.  C,  whom  I  was  treating  for  epi- 
thelioma upon  the  left  side  of  the  forehead,  above  and  pos- 
terior to  the  eye.  He  was  ex-posed  to  the  rays  from  this 
side  only,  and  suddenly  developed  a  rather  severe  bullous 
dermatitis,  which  manifested  itself  upon  the  right  side  of  his 
face  and  side  of  the  nose  opposite  the  tube. 

In  one  other  patient  I  have  noticerl  an  er}'thema  ujx^n 
the  surface  of  the  body  opposite  that  on  which  the  ray 
was  given. 
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In  a  patient  being  rayed  for  tuberculous  nodes  in  the 
neck  by  Neiswangery  the  head  was  protected  by  four  thick- 
nesses of    lead-foil  extending  over  both  sides  like  a  sun- 
bonnet.     Despite  this,  both  sides  of  the  face  were  burned      M 
as  though,  he  says,  the  rays  had  gone  around  the  comer,      ■ 
and  he  asks  for  an  explanation  of  the  phenomenon. 

This,  I  think,  can  be  given  in  the  same  way  as  for  my      M 
own  case  just  related,  especially  since  others  have  observed      " 
a  similar  effect  at  the  point  at  which  the  rays  would  seem 
to  emerge  from  the  body.     There  is  also  a  possibility  of 
effects  from  objects  made  radio-active. 

Protection  of  the  Eye,  While  in  treating  many  cancerous 
growths  and  other  diseases  involving  the  eyelids,  and  even 
cancerous  growth  upon  the  globe  itself,  I  have  found  that 
the  eyeball  can,  as  a  rule,  Ije  rayed  without  apparent  injurjs 
still  the  lids  may  burn  and  swell  readily,  the  lashes  and 
eyebrows  fall,  and  conjunctivitis  may  occasionally  develop 
with  prolonged  exposure  unless  a  protecting  shield  is  used, 
which  shuts  off  all  rays  excepting  those  directed  to  the 
actual  limits  of  the  disease.  It  is  at  times  necessary  to  cover 
the  glol>e  when  the  growth  is  adjacent  to  it,  as  upon  the 
lid.  or  near  the  inner  canthus,  as  is  so  often  the  case. 

Williams  has  suggested  soldering  a  piece  of  metal  to  the 
silver-wire  instrument,  such  as  ophthalmologists  use  for 
raising  the  lid.  This  covers  the  globe,  while  the  outer 
shield  protects  the  head  in  general 

Stationary  Shields.  Several  years  ago  I  suggested  a 
funnel-shaped  shield  and  tube- holder,  combined,  having 
slots  in  the  sides  to  support  the  annexes  or  arms  of  the 
tube.  This  I  published  by  describing  it  at  the  Lenox 
Medical  Society  about  June,  1901.  The  features  of  the 
apparatus  were  for  the  tube  and  shield  to  move  as  one, 
so  that  the  target  would  be  always  opposite  the  exit  for 
the  rays  and  that  the  opening  for  the  rays  to  pass  should 
have  an  adjustable  tubal  prolongation  for  applying  the 
treatment  to  such  cavities  as  the  mouth,  throat,  vagina,  and 
rectum.  A  shield  was  perfected  by  the  manufacturers, 
Messrs.  Waite  and  Bartlett,  carrying  out  all  the  require- 
ments excepting  the  funnel  shape,  which  presented  numer- 
ous serious  obstacles. 
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This  shield  (Fig.  35)  I  have  used  constantly  for  about 
two  years  with  much  satisfaction.  It  is  a  great  saving  of 
time,  as  the  patient  has  only  to  sit  before  the  opening  in 
the  disk,  and  is  also  saved  the  discomfort  of  a  mask  or 
metallic  covering  to  the  body. 

In  my  office  I  have  two  shields,  one  arranged  with  a 
large  central  opening  and  provided  with  hooks  from  which 
small  disks  with  various-sized  openings  can  be  suspended; 
the  other  fitted  with  metallic  tubes  of  various  calibre  and 
length  for  use  in  the  various  cavities  of  the  body. 


Fig.  35. 


Fig.  36. 


Allen  shield,  with  ray  applied  to  small 
area. 


Allen  shield,  with  rays  shut  ofif  from  all 
but  a  limited  area  of  tongue  or  lip. 


I  have  found  the  smaller-sized  tubes  useful  in  excluding 
the  rays  from  surrounding  parts  in  treating  limited  areas 
about  the  eye,  nose,  ear,  tongue,  throat,  etc. 

The  advantages  over  masks  and  other  devices  are  obvious. 
There  is  no  contact  or  pressure,  no  soiling,  no  sterilization 
required,  no  time  lost  in  constructing  individual  and  tempo- 
rary coverings. 

Treatment  can  be  applied  to  any  area  in  any  position  of 
patient. 


In  Fig,  38  is  shown  a  hood -like  tube-holder  which 
carries  out  my  original  idea  of  a  funnel  to  include  the 
tube  as  one  piece  in  a  very  practical  way.  The  manu- 
facturers, Messrs.  Friedlander  &  Co.,  have  kindly  placed 
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one  of  these  at  my  disposal,  and  so  far  its  use  has  been 
ver)'  satisfacton%  It  consists  of  some  substance  opaque  to 
het  rays  covered  with  felt.  Were  it  possible  to  construct 
the  outer  covering  of  \'ulcanite  or  hard  rubber  it  would  be 
better.  In  the  earlier  hoods  there  was  sparking  on  near 
approach,  but  this  has  now  been  remedied.  It  has  the 
advantage  of  protecting  the  operator  and  others  besides 
the  patient,  since  most  of  the  rays  are  shut  off. 

The  foil  encased  in  hard  rubber,  already  mentioned  as 
iK'ing  used  by  Holzknecht  and  Grunfeld  for  shield  purposes, 
might  be  adapted  to  such  a  bulb  hood.  This  shield  will  be 
seen  without  extension  tube  in  Plate  I.  The  chief  objec- 
tion to  the  ho(xI  is  that  the  anode  and  quality  of  ray  are  not 
so  well  under  the  operator's  eye, 

Stelwagon  has  depicted  and  described^  a  shield  originally 
constructed  by  Pfahler  from  a  photographic  head-rest  to 
which  a  circular  board  eighteen  inches  in  diameter  is 
attached  (Fig,  39),  This  has  a  central  opening  five  inches 
in  diameter  over  which  three  circles  are  arranged  to  make 
an  adjustable  diaphragm.  This  shield  is  constructed  some- 
what upon  the  lines  of  that  which  the  manufacturers  have 
been  pleased  to  designate  by  my  name.  In  this  connection 
I  would  call  attention  to  another  similar  shield,  recently 
advertised  as  the  *' Allen*'  shield,  which  might  mislead. 
This  is  a  shield  which  was  devised  by  Dr,  Custer,*  and 
?hile  it  is  based  upon  much  the  same  principle  and  pos- 
?sses  many  excellent  features,  it  differs  from  that  originally 
designated  by  this  name  some  time  previously. 

A  glass  funnel  is  used  by  Deming^  as  a  shield  when  it  is 
desired  to  expose  only  a  small  area  to  the  action  of  the  rays. 

Protection  of  the  Operator.  Protecting  methods  for  the 
operator  should  interest  all  ray  workers^  since  more  than 
one  has  fallen  victim  to  cancer  superinduced  liy  the  rays' 
injurious  influence  upon  the  skin,  and  the  numter  who  have 
suffered  in  various  degree  short  of  this  has  been  legion. 
Thick  rubber  gloves,  gloves  fortifiefl  with  sheets  of  lead-foil 
or  tin-foil,  or,  as  Stelwagon  has  suggested,  two  pairs  of  mit- 

*  Journal  of  Cutaneous  Diseases,  August,  1903, 

*  Anjeriran  R«»cnlgcn  Ray  Society,  December  10,  1002. 

*  Fort  Wayne  Nfediral  and  Surgical  Journal   Or  U:»ber»  1905. 
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tens  can  be  used,  one  several  sizes  larger  than  the  other. 
The  smaller  is  covered  with  foil  and  the  second  is  drawn 
over  the  outside  and  fastened  with  stitches.  The  foil  be- 
tween can  be  renewed  as  often  as  it  cracks  and  crumbles. 

Even  in  standing  behind  the  plane  of  the  anode  in  super- 
vising the  treatment,  the  operator  is  often  in  a  powerful 
beam,  as  the  fluoroscope  will  demonstrate. 

I  have  at  times  placed  an  ordinary  three-piece  room  screen 
covered  with  thick  lead-foil  between  the  bulb  and  the  coil, 
so  that  in  going  back  and  forth  I  would  not  be  continually 
under  the  ray*s  influence. 

The  physician,  as  well  as  all  others  who  are  exposed  much 
to  .v-rays,  should  use  at  least  ordinary  care  for  their  own 
welfare.  I  know  of  no  less  than  four  instances  of  cancer 
developing  in  tissues  irritated  by  the  ray.  I  have  also  been 
consulted  by  many  :r-ray  workers  because  of  injury  to  the 
hands,  hav*e  seen  perhaps  a  score,  and  have  received  verbal 
reports  of  many  similar  accidents.  Having  been  myself 
almost  incapacitated  for  a  season,  I  may  be  permitted  to 
speak  feelingly. 

Besides  enclosing  the  tube  in  an  unradiable  box,  hood,  or 

similar  de%ace,  or  placing  a  screen  between  the  bulb  and  the 

f  operator,  ray-proof  gloves,  or  gloves  with  a  supplementarj^ 

^back  of  rubber  sheet  one-eighth  inch  thick,  can  be  worn 

when  holding  the  crj'ptoscojje  or  experimenting  in  the  line 

of  ray  outflow. 

Tube-makers  should  wear  unradiable  face-  and  hand- 
coverings,  and  during  the  pumping  and  tuning  the  tube 
should  be  kept  in  an  oven  with  unradiable  walls* 

To  guard  against  contagion  from  cancer  patients,  Rollins 
ad\ases  the  proper  fumigation  of  the  room  and  the  keeping 
of  the  cryptoscope  and  other  appliances  carefully  sterile. 
He  suggests  using  formalin  vapor  for  fumigation,  and  that 
the  instruments  be  made  of  such  material  that  they  can  be 
sterilized  by  heat.  He  falls  into  the  error  against  which  I 
have  cautioned,  of  arguing  that  cancer  developing  in  those 
|who  treat  cancer  with  the  ray  points  to  the  contagious 
nature  of  the  disease. 

WTiile  I  have  leaned  toward  the  contagious  or  infectious 
knature  of  some  forms  of  cancer,  I  find  little  in  these  cases 
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to  strenicthen  this  position.  The  tube-maker  who  developed 
cancer  in  the  ray-changed  tissues  of  his  hand,  and  whose  case 
I  reported  at  the  American  Dermatological  Association  in 
1902,  so  far  as  I  can  learn,  had  not  come  into  contact  in 
any  way  with  cancer  cases.  Carcinoma  or  epithehoma,  it 
seems  to  me,  arises  after  irritation  of  the  ray  just  as  it  may 
follow  the  irritation  produced  in  a  great  variety  of  other 
ways.  We  have  an  analogy  in  arsenic  given  for  the  cure  of 
cancer  or  psoriasis,  as  HartzeU  has  shown.  By  producing 
keratotic  and  other  changes  in  the  epidermis  an  irritation 
is  set  up  in  the  tissues  which  favors  carcinomatous  changes. 

An  authentic  instance  of  direct  infection  would,  I  believe, 
be  the  first  on  record,  and  would  go  far  toward  doing  away 
with  the  inqiiir}^  into  the  causes  of  cancer  by  investigating 
committees. 

Screen  Tube-holders.  The  essentials  in  screen  tube- 
holders  that  ha^e  for  an  object  the  occluding  of  all  rays 
excepting  those  coming  through  a  certain  specified  opening ' 
are:  that  the  material  Ix*  impervious  to  the  rays,  that  the 
opening  be  in  a  position  so  that  the  rays  of  greatest  intensity 
may  be  utilized,  that  the  material  of  which  the  screen  or 
box  is  constructed  be  of  non-conducting  nature  and  at  such 
distance  that  there  will  be  no  sparking  across  the  spaces 
wnthin,  and  that  the  whole  be  perfectly  adjustable  so  that  it 
may  be  utilized  in  any  position. 

Such  a  tube-holder  as  that  devised  by  Williams*  consists 
of  a  wooden  box  mounted  in  an  adjustable  clamp  upon  an 
upright,  so  that  the  height  may  be  regulated  at  will  The 
clamp  also  admits  of  regulating  the  distance  from  the 
upright  to  the  box  within  limit,  and  revolution  upon  a 
horizontal  and  vertical  axis,  A  circular  disk  of  thick  lead 
having  a  number  of  holes  cut  into  its  substance  so  as  to 
constitute  a  ring  of  different  diapjliragms  is  pivoted  at  the 
edge  of  the  opening  in  the  cover  through  which  the  rays 
come^  in  such  a  manner  as  to  allow  any  of  the  diaphragms 
to  be  used  by  revolving  the  disk  upon  its  centre.  The 
interior  of  the  box  is  lined  with  thick  sheet  lead  to  prevent 
the  penetration  of  the  rays. 


*  The  Roentgen  Rays  in  Medicine  and  Surgery,  ic^os^  p.  $0. 
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METHODS  OF  PROCEDURE. 

Method  of  Administration.  Naturally  methods  of  dosing 
and  applying  the  ray  must  vary  with  the  object  to  be  accom- 
plish^ and  will  be  considered  under  each  pathological  con- 
'dition  taken  up*  Different  observers  and  workers  usually 
have  settled  upon  a  more  or  less  routine  method,  as  regards 
the  time  of  exposure  and  the  intervals  between  sittings.  In 
^a  general  way  it  may  be  stated  that  the  length  of  exposure 
has  been  gradually  decreased  in  recent  years,  and  that  a 
ray  at  mo<:lerate  distance  and  for  a  brief  time  is  preferred 
to  the  long  exposure  formerly  in  vogue. 

In  view  of  the  decided  dangers,  it  is  far  better  to  act 

LUpon  the  side  of  safety  even  at  the  expense  of  prolonged 

I  treatment  or  of  increasing  the  expense.    Two  methods  are 

chiefly  to  be  considered:      (i)   that  of    making  the  first 

exposure  of  full  strength  and  full  length,  or  what  has  been 

^designated  a  '^normal''  sitting  of  iifteen  or  twenty  minutes, 

then  allowing  a  sufficient  interval  to  permit  of  visible  reaction 

if  it  is  to  occur  and  proceeding  with  frequent  short  sittings; 

(2)  that  of  starting  in  the  case  of  a  new  patient  with  very 

short  exposures  at  a  distance  from  the  tube,  gradually  length- 

lening  the  first  and  shortening  the  latter,  and  stopping  at  the 

[first  manifestation  of  decided  effect.    Between  these  extremes 

various  mtxlifications  may  be  introduced,     V.  Lion  uses 

Ljnedium  tubes,  begins  w-ith  an  exposure  of  five  to  ten  minutes 

'at  a  distance  of  30  to  50  cm,,  gradually  decreases  distance  to  5 

to  10  cm.,  and  increases  time  of  exposure  up  to  thirty  minutes* 

Caution.     The   latter   sounds  almost  incredible,    and   I 

strongly    warn    against     this    procedure.      I    can    scarcely 

imagine  any  condition  which  would  to-day  justify  our  giving 

thirt)'-minute  exposures  with  a  medium  tute  at  a  distance  of 

5  or  even  10  cm.     Oudin,  in  employing  a  soft  tube,  begins 

with  half-minute  exposures,  increasing  rapidly  to  five.    Gaunt 

has  given  hourly  sittings  at  a  distance  of  twelve  feet. 

Naturally  one  turns  to  Freund  and  SchitT  for  guidance, 
since  the  experience  of  these  pioneers  extends  over  the 
itest  length  of  time,  if  not  over  the  largest  number  of 
itients. 
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These  obsen^rs  advise  placing  the  new  patient  at  15  cm. 
and  exposing  for  five  minutes,  gradually  lengthening  to  ten       . 
minutes  and  diminishing  to  5  cm.     In  using  low  tubes  the       I 
Scholtz  method  is  followed,  beginning  with  longer  ex]x>sures 
and  shorter  distance,  gradually  diminishing  the  length  of  ex-       - 
posure  and  increasing  the  distance.  I 

The  reaction,  which  must  be  our  indication  for  with- 
holding entirely  or  greatly  diminishing  the  strength,  consists 
in  a  tingling,  itching,  or  burning  sensation  in  the  skin,  slight 
erythema,  slight  turgescence,  beginning  pigmentation,  fall- 
ing of  the  hair,  or  a  decided  change  in  its  appearance. 
These  possibilities  should  be  enumerated  to  the  patient,  with 
a  request  to  report  should  any  of  the  signs  occur. 

We  have  found  in  our  experience  that  a  method  which 
gave  considerable  satisfaction  was  to  begin  in  the  majority 
of  cases  with  exposures  of  five  minutes  at  a  distance  of 
about  three  inches  from  the  surface  of  the  tube— that  is, 
about  six  inches  from  the  anode. 

The  character  of  the  tulx^  generally  depends  on  the  nature 
of  the  case  to  be  treated.  In  skin  diseases  we  generally  use 
a  soft  or  a  medium  tul^e,  giving  a  spark  length  not  longer 
than  four  inches.  In  cases  that  require  a  deeper  penetration 
we  use  tubes  to  correspond  with  the  depth  of  effect  aimed 
at  in  the  particular  case.  The  strength  of  current  is,  as 
a  general  rule,  alxait  three  amperes  for  the  soft  tubes,  and 
rarely  above  four  am]}eres  for  tubes  of  a  higher  vacuum. 
In  cases  of  epithelioma,  etc,  where  we  aim  to  get  a  reaction, 
the  exT^osure  is  somewhat  lengthened,  but  we  very  seldom 
find  it  necessary  to  extend  it  beyond  ten  or  twelve  minutes. 

In  accordance  with  the  law  that  the  intensity  of  a  ray 
varies  inversely  as  the  sffuare  of  the  distance  from  the  radi- 
ating point,  but  that  as  the  distance  increases  the  surface 
exposed  also  increases,  it  is  advisable,  if  the  surface  to 
be  acted  upon  is  large»  to  let  the  patient  sit  at  a  longer  dis- 
tance from  the  tube,  but  also  to  proportionately  increase 
the  time  of  exposure. 

The  distance  of  the  tube  from  the  patient  is  a  matter  that 
has  received  a  good  share  of  attention.  There  are  diversified 
opinions  at  the  present  time,  and  almost  Qvery  operator  of 
any  experience  has  a  fixed  rule  of  his  own  to  go  by.     There 
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are  operators  who  have  a  certain  distance  for  each  tube  that 
they  use,  and  others  who  have  a  distance  for  each  class  of 
disease-  There  are  certain  rules  by  w*hich  some  operators 
are  governed  as  to  the  distance  for  dilTerent  t}^es  of  persons, 
as  to  the  apparent  susceptibOity  to  the  rays. 

Beck  advises,  when  the  ray  is  to  be  used  for  therapeutic 
purposes  in  non-malignant  disease,  to  begin  with  a  first 
exposure  of  five  minutes  with  a  low  tube,  just  strong  enough 
to  show  the  carpus  of  the  operator  black.  In  a  w^eek, 
repeat  same  procedure  for  ten  minutes.  If  after  a  third 
exposure  and  two  weeks  after  the  first  no  reaction  is  obsen^d, 
then  the  patient  may  be  irradiated  every  second  or  third 
day  or  even  ever}^  day  for  ten  or  fifteen  minutes  until  some 
reaction  is  seen*  He  places  the  distance  between  the  tubal 
wall  and  the  skin  at  four  inches, 

Buchanan   says  the  tube  should   ne\Tr  be  nearer  than  * 

elve  inches. 

In  therapy  Scholtz  advises  tubes  of  large  volume  supplied 
with  regenerators  or  regulators,  especially  when  a  ray  of 
great  intensity  is  desired.  He  favors  those  with  oil  or  water- 
cooling  attachments,  The  distance  between  the  two  poles 
should  depend  upon  the  size  of  the  bulb,  varying  from 
5  to  lo  cm.  If  the  tube:  becomes  too  hard  the  current 
should  be  increased  to  bring  the  ray  up  to  the  same  intensity. 
The  only  measure  of  the  therapeutic  usefulness  of  a  tube 
is  its  proneness  to  burn.  It  has  been  stated  the  tendency 
of  a  tube  to  bum  is  not  a  measure  of  its  curative  strength, 
but  we  must  take  exception  to  this  view.  We  cannot  see 
that  the  ray  has  more  than  one  eflfect  on  the  body  at  one 
time,  and  it  seems  at  least  logical  that  the  effect  produced 
is  the  same  w^hether  it  results  in  a  burn,  in  the  sloughing 
of  tissue,  or  leads  to  the  absorption  of  waste  products  into 
the  circulatory  system.  Many  operators  at  the  present 
time  are  of  the  opinion  that  it  is  necessary  to  ]>roduce  a 
bum  before  any  therapeutic  action  of  the  tube  can  be 
manifested.  There  are,  on  the  other  hand,  quite  a  formid- 
able array  of  champions  of  the  theor}^  that  a  bum  is  a 
calamity  under  any  circumstances,  and  should  be  shunned. 
It  is  probable  that  the  production  of  a  decided  burn  at  any 
time  is  an  indication  that  the  rays  have  been  pushed  too  far. 


reaction 
until  the  effect  of  dermatitis  is  attained.  On  the  other 
hand  there  are  a  numlxT  uf  pathological  conditions  which 
heal  or  become  very  much  better  from  a  mild  ai>plication 
of  the  rays.  There  is  no  rule  which  governs  all  cases,  and 
there  certainly  are  individuals  who  do  not  in  the  least 
respond  to  the  treatment  until  there  has  been  sufficient 
exposure  to  cause  decided  reaction.  The  readiness  with 
which  skin  lesions  or  the  normal  skin  will  respond  to  the 
action  of  the  rays  will  depend,  in  a  great  measure,  on  the 
idiosyncrasy  of  the  j)atient,  but,  unlike  the  normal  skin»  the 
skin  which  is  the  seat  of  a  pathological  lesion  will  exhibit 
a  susceptibility  to  the  rays  that  ai)parently  has  no  relation 
to  the  subject's  susce].>tibility  to  sun  burning. 

Caution,  Patients  should  not  be  given  the  ray  in  a  stand- 
ing position,  as  severe  etTects  referable  to  the  heart  are  at 
times  noted,  and  sudden  dyspnoea,  faintness,  vertigo,  or  even 
fainting  and  collapse  might  result- 
When  some  trophic  disturbance  exists,  as  in  various  dis- 
eases of  the  ner^^ous  system  or  in  anaemia  or  hysteria,  or  where 
there  is  partial  or  total  anaesthesia,  great  care  is  necessary  to 
prevent  too  severe  action,  on  account  of  the  conditions  being 
so  altered  as  to  render  the  ordinary  w^arning  signs  useless. 
A  growth  should  he  exposed  from  as  many  different 
directions  as  possible.  The  pulse  and  temperature  should 
be  carefully  watched,  and  if  there  is  any  rise,  treatment 
should  be  discontinued. 

Measure  the  fluorescence  excited;  this  gives,  according  to 
Williams,  a  measure  of  the  activity  of  the  tube— that  is,  the 
amount  of  effective  radiation.  There  is  no  definite  rule 
we  could  formulate  that  would  govern  every  case;  the 
element  of  experience  and  effect  in  the  given  case  must 
always  remain  an  important  factor. 

Selectioo  of  Tube.  The  ideal  tube  to  select  in  any  case 
would  Ix;  one  whose  rays  will  just  penetrate  the  growth 
to  be  treated  and  no  more,  for  it  must  be  kept  in  mind 
that  all,  or  at  least  a  portion,  of  the  rays  that  escape  at  the 
posterior  limit  of  the  diseased  mass,  are  absorbed  in  the 
unaffected  tissues  of  the  body  lying  beyond*  It  is  not 
desirable  to  subject  healthy  tissues  and  organs  to  the  rays 
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when  it  can  be  avoided.  This  will  readily  suggest  that  the 
more  superficial  the  condition  the  softer  will  be  the  tube 
needed,  and  vice  versa.  Note  carefully  all  of  the  factors 
in  the  patient  which  tend  to  effect  the  issue.  The  length 
of  exposure  will  be  given  for  each  disease  separately  based 
upon  what  experience  has  demonstrated  to  be  most  advan- 
tageous, but  the  nature  and  size  of  the  tubes,  exciting 
apparatus,  and  the  peculiarity  of  the  patients  will  play  an 
important  part. 

T.  G.  Beckett  suggests  that  the  reason  why  so  many 
get  unsatisfactory  therapeutic  results  from  the  use  of  the 
ray  is  because  the  tubes  they  use  are  unsuitable  for  the  work. 
They  are  mostly  constructed  for  radiographic  purposes  and 
are,  as  a  rule,  too  high  for  any  other  work. 

Kienbock  claims  that  the  high  vacuum  (hard)  tubes  give 
exclusively  electric  discharges  and  rays  of  such  a  strong 
penetrating  power  that  they  pass  through  the  body  with 
ver\*  little  effect  on  the  skin.  They  penetrate  w^th  such 
ease  that  there  is  very  little  absorption  and  exchange  into 
chemical  energy.  The  middle  vacuum  tubes  work  the 
strongest.  The  low  vacuum  tubes  somewhat  less.  If  the 
vacuum  is  too  low^,  then  the  rays  have  often  not  sufficient 
penetrating  power  to  even  enter  the  skin. 

Scott,  of  Kansas  City,  uses  a  series  of  tubes,  one  for  each 
day  of  the  week,  to  make  an  average  of  therapeutic  result. 

Tousey,^  in  giving  long  exposures,  advises  shutting  off  the 
current  a  few  times  to  prevent  the  tube  from  getting  too  hot. 
He  thinks  there  is  more  chance  of  a-ray  burn  from  a  hot  tube. 

Shields,  among  others,  claims  that  a  new  tube  is  more 
effective  than  an  old  one.  Delphey  advises  that  if  we  want 
-to  get  good  penetration  the  target  should  be  brought  up  to 
fa  white  heat. 

Tubes  in  Series.  Guthrie,  of  New  Orleans,  speaks  of 
iplacing  tulics  in  series  to  apply  treatment  to  different 
Fportions  of  the  body  simultaneously. 

CaUing  the  tubes  a  and  6^the  cathode  of  a  is  connected 

^with  the  cathode  of  generator,  and  the  anode  of  tube  b  to 

he  anode  of  generator,  the  anode  of  tube  a  is  then  con- 


^  New  York  Medical  Journal,  July  ir,  1903. 
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nected  with  cathode  of  tube  h  by  flexible  wire.  Each  tube 
takes  the  current  it  needs  and  allows  the  excess  to  pass 
on  to  the  other.  A  high  and  low  tube  will  both  glow  simul- 
taneously if  their  aggregate  resistance  does  not  exceed  the 
sparking  capacity  of  the  generator. 

Schohz  has  termed  rays  emanating  from  soft  tubes  with 
small  penetrative  powers  .v,-rays,  those  from  hard  tubes 
with  strong  penetrating  powers  Avrays,  and  the  medium 
soft  tubes^  between  the  two,  .Tj-rays. 

The  Keeping  of  Records.  I  have  found,  and  others  must 
have  had  the  same  experience,  that  it  is  unwise  to  trust  to 
the  memory  for  the  details  of  histor>%  technical  or  other 
data  connected  with  ray  work.  In  diagnosis  accurate 
recording,  and  in  skiagraphic  work  at  any  time  likely  to 
be  brought  into  court,  definite  detaOs  written  at  the  time 
are  absolutely  essential.  The  negatives  may  be  numbered 
and  packed  away  in  envelopes,  the  reference  number  being 
placed  in  history.  Record  books  are  to  be  preferred  to  cards, 
each  patient  having  a  page  ruled  for  date,  tube  numljer, 
spark-gap  distance,  time,  quality  and  quantity  of  ray,  and 
remarks. 

METHODS  OF  EXAMIlfmG  VARIOUS  CONDITIONS  OF 
THE  HUMAN  BODY. 

The  position  of  the  patient  during  an  examination  or  the 
making  of  a  radiographic  record  should  be  immovable.  The 
importance  of  this  is  made  evident  in  any  attempt  to  make 
comparisons  between  the  conditions  in  different  patients  and 
conditions  in  the  same  patient  at  different  times.  To  accom- 
plish  this,  the  simplest  way  is  that  suggested  by  Williams,  viz., 
a  canvas  cot,  sufliciently  large  to  support  the  body  comfort* 
ably,  and  of  a  height  that  will  permit  of  tubes  being  placed 
under  it  at  the  proper  distances  for  the  different  require- 
ments. Plates  may  be  placed  upon  any  portion  of  the ' 
anatomy  it  is  desired  to  make  a  record  of,  and  screen 
examinations  may  be  made  with  fair  satisfaction  from 
above  or  below  the  table*  An  ordinar}^  hospital  str€*tcher 
supported  upon  two  carpenter's  horses  wDl  answer  the 
same  purpose. 


difficuJt  and  troublesome  to  make  any  examinations  of  the 
patient  at  any  distance,  or  at  any  angle  other  than  at  right 
angles  to  the  anteroposterior   diameter  of   the  body.     To 
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overcome  these  difficulties  and  render  all  examinations  more 
facile,  several  tables,  more  or  less  elaborate  and  complicated, 
have  been  placed  upon  the  market. 

The  Queen  radiograph  table  is  a  good  example  of  a 
universal  table.  The  table  is  jointed  in  the  middle  so  that 
the  patient  can  be  placed  in  a  flexed  position,  and  examined 
with  great  ease  in  various  directions-  The  most  important 
feature  is  the  arrangement  of  the  plate  holders,  aUowing 
the  plates  to  be  removed  and  replaced  at  will  without  in 
the  least  disturbing  the  position  of  the  patient.  This 
facilitates  the   making  of   two  exposures  wherever   it  is 

Fig,  41. 
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Another  form  of  radiograph  tabic. 


necessary  to  locate  the  position  or  a  condition  in  more  than 
one  plane.  The  table  is  covered  with  thin  fibre  sheet  which 
is  much  stronger  and  stitler  than  canvas,  and  is  quite  pervious 
to  the  rays.     (Fig.  40.) 

The  Macintyre  couch  (Fig.  41)  has  two  detachable  end 
pieces,  making  it  convenient  in  limited  space.  By  a  reflecting 
mirror  placed  beneath  the  couch  the  part  being  skiagraphed 
can  be  watched. 

The  relative  positions  of  the  tube,  patient^  and  screen  or 
plate  will  require  careful  consideration,  as  great  difference 
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in  the  result  will  follow  alterations  in  these  relations.  The 
position  of  the  patient  may  be  assumed  as  fixed  and  as 
forming  a  fulcrum  for  the  lever  of  the  first  degree,  formed 
by  each  ray  in  its  passage  from  the  anode  to  the  plate  or 
screen.  Now,  as  tiie  rays  emanate  from  a  point  on  the 
anode,  and  are  constantly  diverging  imtil  they  meet  the 
plate,  it  will  be  seen  that  the  longer  the  arm  of  the  lever, 
represented  by  the  distance  from  the  part  to  be  examined, 
to  the  plate,  as  compared  with  the  length  of  the  arm  repre- 
sented by  the  distance  from  the  body  to  the  tube,  the  greater 
will  be  the  size  of  the  shadow  cast;  and  conversely,  the 
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Showing  distortion  for  distance  from  body. 

greater  the  distance  from  the  tube  to  the  body  as  compared 
with  the  distance  from  the  body  to  the  plate,  the  smaller 
will  be  the  shadow,  until  the  distance  represented  by  the 
short  arm  of  the  lever  becomes  nil,  and  then  the  size  of  the 
shadow  is  equal  to  that  of  the  body  radiographed.  These 
different  conditions  are  represented  in  the  accompanying 
diagrams.     (Fig.  42.) 

It  is  therefore  of  advantage,  in  order  to  secure  a  good 
radiograph,  to  place  the  plate  at  the  nearest  possible  distance 
from  the  object  and  to  place  the  tube  at  the  farthest  distance. 
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If  the  tube  were  placed  at  an  infinite  distance  beyond  the 
parallax,  the  rays  would  become  theoretically  parallel  and 
the  image  would  be  the  same  size  as  the  object,  but  we 
are  limited  to  a  definite  distance  governed  by  the  time 
allotted  to  the  exposure  and  by  the  strength  of  the  tube. 
The  distance  or  rather  nearness  of  the  object  to  the  plate 

Fig.  4:v 
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Illustrating  distortion  of  image. 

that  can  be  commanded   is  limited  by  material  consider- 
ations. 

Another  cause  for  difference  between  the  object  and 
image  is  the  distortion  resulting  from  the  plane  of  the  plate 
not  being  normal  to  the  line  drawn  from  the  centre  of  the 
anode  through  the  centre  of  the  object  to  the  plate.    la 
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Fig.  43,  A  represents  the  anode  and  P  L  the  plate,  O  is 
the  object  to  be  obsen-ed;  then  it  will  be  readily  seen  that 
the  shadow  P  L  will  be  greater  than  the  shadow  P'  U  when 
the  plate  is  perpendicular  to  the  central 
ray. 

The  size  of  the  shadow  will  always  bear 
a  definite  ratio  to  the  size  of  the  object, 
varying  with  the  value  of  these  two  diflFer- 
ences;  thus,  if  the  distances  be  known,  the 
exact  size  of  the  object  may  be  calculated 
from  a  single  shadow  picture.  In  the  case 
of  the  heart,  for  instance,  if  the  distance  of 
the  greatest  diameter  to  the  position  of  the 
plate,  while  the  patient  is  in  the  correct 
position  for  the  exposure,  be  measured  by 
a  fluoroscopic  obser\'ation,  the  tube  may 
be  placed  at  a  point  whose  distance  from 
the  plate  has  an  exact  mathematical  rela- 
tion to  its  distance  to  the  heart,  and  the 
size  of  the  shadow  will  bear  the  same  ratio 
to  the  actual  size  of  the  organ  that  the  dis- 
tance of  the  tube  from  the  plate  bears  to  showing  distortion  for 
the  distance  of  the  tube  from  the  heart,  distance  from  piatc. 
In  Fig.  44,  if  A  B  be  the  distance  from  the 
tube  to  the  heart,  and  A  C  be  the  distance  from  the  tube 
to  the  plate,  and  D  E  be  the  width  of  the  shadow,  then 
A'  F,  the  actual  width  of  the  heart,  may  always  be  found 
by  the  equation,  providing  that  the  line  A  C  is  perpen- 
dicular to  D  E. 
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Briefly  speaking,  the  cause  of  distortion  in  x-ray  photo- 
graphs is  the  fact  that  it  is  a  case  of  uniplaner  projection 
of  multiplaner  objects,  and  that  the  .v-rays  form  a  cone  of 
light,  thus  producing  magnification  and  distortion. 

There  is  no  element  of  uncertainty  or  chance  for  error 
in  the  rays  themselves.  No  scientific  aid  to  diagnosis  has 
ever  been  more  governed  by  inexorable  and  immutable  laws. 
They  cannot  be  tampered  with,  so  far  as  we  know,  nor 
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deviated  from  their  path.  We  can  neither  bend,  break, 
deflect,  nor  reflect  them,  and  most  ordinary  materials  and 
objects  offer  no  obstacle  to  their  straightforward  course. 
When  they  encounter  substances  more  or  less  impervious 
to  them  they  cast  an  exact  shadow  of  this  object  upon  a 
fluorescent  screen,  and  it  rests  with  us  alone  to  arrange  the 
object  so  that  this  shadow^  will,  when  rightly  interpreted, 
teach  us  only  the  truth.  If  examinations  prove  unsatis- 
factory the  fault  must  lie  in  the  method  of  employment  of 
the  rays  and  not  in  the  rays  themselves. 

One  should  be  w^ell  grounded  in  the  normal  appearances 
to  be  regarded  as  a  trustworthy  interj>reter  of  abnormalities. 
The  anatomy  of  the  articulated  skeleton,  and  even  that  of 
the  dissecting  table,  is  not  identical  with  the  more  modern 
radioscopic  anatomy.  In  examination,  or  radiographing, 
the  parts  must  be  placed  in  their  normal  anatomical  position, 
so  far  as  this  is  possible.  This  is  especially  true  of  the 
region  of  joints  w^here  flexion,  extension »  abduction,  or 
adduction  would  give  an  unusual  picture  susceptible  of 
mal  interpretation . 

The  actual  distance  of  the  tube  from  the  plate  will  be 
determined  by  several  dilTercnt  considerations.  The  liability 
to  produce  burn  may  be  considered  as  of  minor  importance, 
as  few  persons  are  likely  to  suffer  injury  from  one  sitting. 
Removing  the  tube  to  a  greater  distance  from  the  patient 
does  not,  as  is  sometimes  stated,  have  an  appreciable  effect 
upon  the  liability  to  burn,  as  the  necessary  prolongation  of 
the  exposure  compensates,  as  is  clearly  seen  in  the  pro- 
duction of  the  same  result,  on  the  plate.  The  distance  of 
the  tulje,  therefore,  should  be  governed  by  considerations 
of  purely  technical  nature. 

The  object  being  placed  as  near  to  the  plate  as  possible, 
and  this  distance  being  fixed,  it  has  been  shown  that  the 
farther  the  tube  is  placed  from  the  plate  the  less  distortion 
of  the  image  there  will  be;  but  the  farther  we  put  the  tube 
from  the  plate  the  longer  \vi\\  be  the  necessar}^  exposure,  and 
as  the  length  of  exposure  increases  as  the  square  of  the  dis- 
tance, it  will  be  evident  that  beyond  the  distance  absolutely 
necessary  to  remove  distortion  it  is  not  desirable  to  increase 
the  distance  for  any  small  gain  in  accuracy.    The  greater  the 
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power  of  a  tube,  the  longer  the  distance  at  which  it  may 
be  from  the  plate  without  rendering  the  exposure  incon- 
veniently long.  It  is,  therefore,  a  good  plan  ahvays  to  select 
the  largest  tube  at  one's  disposal  and  excite  it  with  the 
greatest  possible  source  of  power  within  the  limits  of  safety, 
and  place  it  at  the  greatest  possible  distance  at  which  an 
exposure  can  be  made  in  a  reasonable  time,  or  at  which 
a  satisfactory  image  can  be  secured  on  the  screen.  Only 
when  haste  is  of  prime  importance  should  the  distance  be 
lessened.  By  adhering  to  a  fixed  distance  for  every  case 
a  uniformity  of  results  will  be  established  which  will  prove 
of  the  utmost  value  in  estimating  relations  between  various 
cases  and  conditions. 

As  the  rays  from  the  tube  practically  emanate  from  a  point 
and  diverge  in  all  directions,  one  ray  and  only  one  can 
strike  the  plate  perpendicularly,  and  one  ray  will  always 
do  so,  provided  the  tube  centre  is  included  within  the  prism 
formed  by  the  plate,  moving  in  a  line  perj^endicular  to  its 
plane.  It  is  therefore  evident  that  only  one  point  of  the 
object  can  be  depicted  upon  the  plate  by  a  vertical  ray, 
and  that  all  other  points  will  suffer  distortion  in  the  picture, 
resulting  from  displacement,  in  a  definite  proportion,  which 
varies  as  the  distance  from  the  central  ray  and  the  distance 
from  the  plate.  Under  the  circumstances  the  best  results 
are  obtained  when  the  important  part  of  the  object  is 
disposed  so  that  the  ray  passing  through  its  centre  strikes 
the  plate  perpendicularly,  and  its  distance  from  the  plate 
is  rendered  as  small  as  possible — i,  e,^  the  distance  of  the 
tube  is  made  as  great  as  possible. 

Diffusion  and  Secondary  Rays.  A  potent  cause  for  lack 
of  definition  in  radiographs  is  the  phenomenon  known  as 
diffusion.  The  exact  nature  of  this  is  not  known,  but  there 
are  various  h}Tpotheses  which,  while  they  do  not  satisfac- 
torily answer  the  question,  put  us  in  a  position  to  lessen 
somewhat  the  evil  results  due  to  this  cause.  Professor 
Roentgen  showed  that  most  solid  btxiies,  and  even  air  in 
a  measure,  act  upon  the  rays  as  turbid  bodies  act  on  light. 
But  we  cannot  believe  that  the  :v-rays  are  refracted  within 
these  bodies,  although  the  results  are  very  similar.  It  is 
more  probable,  as  Roentgen    himself  observed,    that  the 
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effect  of  the  rays  was  to  produce  secondary  rays  which  have 
an  action  on  the  plate  in  proporlion  to  their  strength.  It 
has  also  been  pointed  out  that  a  very  wide  region  surround- 
ing the  tube  is  filled  with  rays  that  can  influence  the  plate, 
and  the  location  of  these  rays  have  been  rouj^hly  mapped 
out. 

Dr.  Franklin,  who  has  given  some  attention  to  the  subject, 
IS  inclined  to  believe  that  the  secondary  rays  are  the  result 
of  a  fluorescent  action  on  the  tissues  and  the  air  through 
which  the  rays  pass.  This  opinion  is  strengthened  by  the 
fact  that  if  a  plate  be  ''backed''  the  image  will  Ije  improved, 
and  it  is  probable  that  the  rays  that  are  thus  proved  to  be 
absorbed  supply  the  disturbing  element.  Now  it  is  accepted 
that  the  x-rays  are  not  reflected  at  the  back  surface  of  the 
plate,  so  the  disturbing  rays  are  generated  there  and  are 
absorbed  by  the  *' backing."  These  disturbing  rays  may 
also  be  .r-rays,  as  it  is  known  that  the  cathode  ray  in  a 
measure  follows  the  course  of  the  .v-ray,  and  at  any  point 
of  impact  these  would  generate  .v-rays.  Other  causes  of| 
faulty  definition  are  given  under  the  sections  on  Tubes  and 
Apparatus. 

Intensifying  Screens.  The  light  rays  that  are  the  result 
of  fluorescence  of  the  .v-ray  on  some  substances  have  been 
observed  to  possess  greater  chemical  rjualities  than  the  .v-ray 
itself,  and  this  fact  was  taken  advantage  of  in  the  utilization 
of  ** intensifying  screens.^'  These  consist  of  fluorescent 
screens,  usually  of  calcium  tungstate,  which  is  placed  in 
contact  with  the  plate,  and  the  exposure  is  thus  made  with 
the  visible  rays  resulting  from  the  fluorescence.  By  this 
means  exposure  may  be  reduced  to  a  fraction  of  what  it 
would  l>e  without  the  screen.  The  .v-rays  are  not  all  altered 
in  the  screen,  as  may  be  seen  from  the  following  experiment; 
An  object  is  placcfl  in  contact  with  one  fluorescent  screen 
and  illuminated  by  the  ray  in  the  ordinary  manner:  the 
image  upon  the  screen  may  be  seen  in  a  weakened  condition 
on  the  screen  of  another  fluoroscope,  which  proves  that 
some  .T-rays  pass  through  the  first  screen  and  form  an 
image  on  the  second.  The  intensifying  screen  has  fallen 
into  comparative  disuse  with  the  increased  etliciency  of 
coils.     They  are  still  in  use  with  some  static  machines, 
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whose  power  is  not  suftlcicnt  to  give  quick  exposures*  The 
objection  to  the  use  of  the  screen  is  that  there  results  a 
coarse  granularity  of  the  image  owing  to  the  nature  of  the 
screen  which  cannot  be  overcome. 

Position  of  the  Tube.  It  is  of  the  utmost  importance  that 
the  rays  which  traverse  the  essential  point  of  the  object  to 
be  recorded  should  pass  through  it  in  a  line  perpendicular 
to  llie  plate.  The  rays,  as  has  Ixen  shown,  emanate  in  all 
directions  from  the  anode  in  straight  lines,  and  in  any 
position  of  the  anode  there  will  be  one  straight  line  peq>on- 
dicular  to  the  plane  of  the  plate.  If  the  tute  be  so  placed 
that  this  line  fall  within  the  plate,  in  the  centre,  preferably, 
and  the  object  to  be  radiographed  Ix*  placed  over  the  centre 
of  the  plate,  then  the  ray  passing  through  the  object  will 
cast  a  shadow  of  the  centre  of  the  object  on  the  plate  without 
distortion.  The  linear  distortion  of  the  boundaries  of  the 
object  will  vary  as  the  size  of  the  object  and  the  distance 
from  the  plate.  The  size  may  then  Ije  computed  from  the 
formulae  given  in  the  chapter  on  Posing  the  Patient. 

Position  Finders^  A  method  and  an  instnmient  for  6nding 
the  position  of  the  vertical  ray  when  the  tube  is  filaced  aljove 
the  plate  was  devised  by  Mr.  Lynn  Thomas,  and  consists  of  a 
plumb  line  and  lead  which  is  suspended  from  the  tube  in  a 
position  under  the  anode.  The  line  is  attached  at  one  end  to 
a  short  hard-rublxT  wand  and  the  other  end  holds  the  lead, 
which  consists  of  a  small  shot  which  is  fastened  by  splitting 
and  then  closing  upon  the  line.  The  wand  is  held  to  the 
tulx*  in  a  position  vertically  Ix'low  the  anode,  and  naturally 
the  plumb  will  fall  in  the  line  of  the  vertical  ray  from  the 
tube.  The  results  with  this  arrangement  are  very  satis- 
factor)'  and  quite  accurate,  but  depend  upon  Ijeing  placed 
near  the  centre  of  the  anode  for  correctness, 

A  position  finder  devised  by  Monell  consists  of  a  metal 
tube  about  twelve  inches  long  and  about  three-quarters  of 
an  inch  in  internal  diameter.  The  suljstance  of  the  tube 
should  be  thick  enough  to  be  almost  impervious  to  the  rays. 
The  instrument  is  used  by  placing  it  between  the  tube  and 
the  screen,  and  the  direction  of  the  rays  will  be  indicated 
by  the  position  of  the  tube  when  the  shadow  cast  is  repre- 
sented by  a  clean  ring  with  an  illuminated  centre.    If  the 
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tube  is  not  parallel  to  the  direction  of  the  ray,  at  any  point, 
the  shadow  of  the  ring  will  be  distorted  or  lost  in  the  shadow 
of  a  bar.  The  results  thus  obtained  are  absolutely  correct, 
but  the  application  of  the  instrument  is  almost  nil.  It  is 
almost  of  no  practical  importance,  and  the  few  cases  in 
which  it  may  be  used  are  screen  cases. 

Radiographs  of  Deeply  Seated  Structures,  WTien  it  is 
desired  to  secure  records  of  the  kidneys,  spine,  or  other 
portions  of  the  bc^ly  near  the  plate,  the  patient  being  in 
any  particular  position,  as  prone  upon  the  back,  the  dis- 
tortion that  takes  place  in  the  structures  that  are  far  away 
from  the  plate,  as  the  sternum,  etc.,  will  cause  the  latter 
to  become  almost  extinct.  This  is  of  advantage  in  some 
cases,  as  by  placing  the  tube  nearer  to  the  body,  the  object 
to  be  photographed  may  be  clearly  pictured  without  inter- 
ference in  the  picture  from  the  other  objects. 

The  many  factors  which  might  influence  diffusion^  and 
whose  action  has  not  been  satisfactorily  explained,  make 
the  use  of  boxes,  which  will  exclude  all  rays  other  than 
those  which  actually  are  of  use  in  producing  the  picture, 
of  great  assistance  in  securing  good,  clear  records,  and 
their  use  will  remove  much  of  the  diffusion  that  is  inevitable 
under  almost  all  circumstances.  The  air,  the  action  of  the 
body  on  the  rays,  the  objects  in  the  room,  and  other  rays, 
perhaps,  that  may  be  generated  in  different  parts  of  the 
circuit  of  the  rays  themselves,  are  to  be  taken  into  account. 


THE  ART  OF  SKIAGRAPHY. 


The  skiagraph  is  very  much  superior  to  the  fluoroscope 
in  the  diagnosis  of  all  bone  and  joint  conditions.  If  we 
can  use  the  expression  the  photograph  has  often  been  sho\Mi 
capable  of  seeing  things  which  the  human  eye  cannot 
detect  or  cannot  so  well  discern.  This  is  equally  true  of 
the  skiagraph.  Slight  fractures  in  bones  which  cast  only 
a  faint  shadow  may  escape  wholly  the  eye  aided  by  the 
fluoroscope,  while  the  shadowgraph  will  make  it  plainly 
evident.  Two  pictures  should  be  usually  taken  in  two 
different  planes.     One  must  be  constantly  on  the  alert  to 
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avoid  mistaking  buttons,  pins,  etc.,  in  the  clothing  for 
substances  within  the  body. 

The  best  skiagraphs  are  made  in  the  field  of  the  greatest 
ray  activity — that  is,  in  the  segment  of  the  tube  giving  off 
the  most  penetrating  or  strongest  rays,  which  is  probably 
in  the  straight  line  passing  through  the  centre  of  the  hot 
frjcus  point  upon  the  centre  of  the  anode.  Just  as  the 
photograph  is  capable  of  being  so  focused  as  to  show  parts 
with  seeming  deformities  or  abnormalities,  so  can  the  radio- 
graph be  made  to  represent  shadows  of  too  great  or  too 
little  amplitude.  The  rays  diverge  from  a  small  point, 
hence  the  nearer  the  object  the  greater  the  magnification. 
Posing  in  itself  requires  much  study  in  reference  to  the 
illumination  and  is  of  vital  importance. 

In  the  making  of  a  picture,  and  especially  when  the 
exposure  is  one  at  all  likely  to  produce  injury,  the 
amount  of  surface  exposed  should  be  as  limited  as  pos- 
sible. 

Among  other  things  to  be  avoided  arc  overillumination 
as  well  as  overexposure.  The  tube  must  not  be  too  near 
the  plate,  never  less  than  three  inches,  or  the  film  will  be 
'M>umed," 

Some  claim  that  the  best  skiagraphs  are  obtained  by  long 
exposures  with  tubes  of  low  vacuum  and  an  intense  current* 

A  tube  of  high  vacuum  requires  only  a  short  exposure, 
but  the  details  of  the  skiagraph  arc  not  so  clear. 

With  the  aid  of  the  Wehnelt  interrupter  the  longest 
exposure  (the  pelvis)  for  diagnostic  purfjoses  does  not 
require  more  than  ten  minutes. 

Caution.  When  these  exposures  are  repeatedly  necessary 
there  should  be  an  interval  of  about  a  week  between  them, 

Reading  the  plate  is  many  times  preferable  to  printing 
from  it,  because  of  the  possibility  of  errors  in  reproduction. 
This  is  especially  true  of  the  shades  of  difference  in  radio- 
graphs of  the  head  where  increased  or  decreased  perme- 
ability to  the  light,  although  perceived  with  difliculty,  may, 
when  properly  interpreted,  point  to  an  anatomical  basis 
for  even  such  affections  as  traumatic  neuroses  or  so-called 
^* shock  neuroses'*  after  injury  to  the  head. 

The  proper  interpretation  of  the  shadow  can  only  be 
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arrived  at  by  the  physician  whose  mind  is  open  to  all  the 
possibilities. 

Rees  mentions'  a  shado\vgra]>h  which  might  have  been 
interpreted  as  stone  in  the  bladder,  but  which  w^as  in  reality 
a  rinfi:  pessary  in  the  vagina. 

Sketching  from  the  Negative.  It  has  been  the  experience 
of  a  great  numljer  of  men  that  very  often,  in  puliishing 
pictures  taken  with  the  ray,  the  copy  will  show^  none  of  the 
points  of  interest  that  may  be  clearly  defined  on  the  negative. 
To  obviate  this,  Kienbock/  among  others,  advises  sketching, 
from  tlie  negative  instead  of  printing  it.  lie  has  a  competent 
artist,  who  has  had  some  exj>erience  in  this  class  of  work, 
make  an  exact  copy  of  the  negative.  He  has  found  that  out- 
side of  the  advantages  this  offered  for  the  puq)oses  of  repro- 
duction it  is  of  immense  value  in  very  often  showing  con- 
ditions that  might  have  possibly  escaped  obser\^ation  if  a 
mere  print  were  made. 

In  this  respect  it  is  ver\'  similar  to  microphotography, 
where  an  artificial  copy  of  the  negative  is  often  far  superior 
to  an  ordinary  print. 

The  accompanying  illustrations  show  sketches  made  from 
negatives  taken  by  Kienbock,  representing  different  affec- 
tions of  the  bones  of  the  linger  as  shown  by  the  x-ray. 
Fig,  45  represents  the  bones  of  a  norma!  finger;  Fig.  46 
shows  a  chronic  arthritis  of  the  joints;  Fig.  47  represents 
^n  arthritis  mxlusa  (with  senile  atrophy);  Fig.  48  shows  an 
""itrophy  of  the  l;ones  (osteomalacia),  and  Fig.  49  represents 
"a  condition  of  gummous  (syphilitic)  ostitis. 

Instantaneous  Skiagraphy.  Our  methods  of  taking  skia- 
graphs are  Ix^coming  so  perfected  that  we  find  absolutely 
no  necessity  of  subjecting  our  jjatients  to  unnecessar}^  danger 
by  long  exposures.  Under  proper  conditions  wc  can  take 
pictures  practically  instantaneously,  the  length  of  time 
tlepending  largely  u\nm  the  size  of  the  apparatus  employed; 
whether  it  is  coil  or  static,  upon  the  degree  of  vacuum  of  the 
tulx",  and  upon  the  thickness  of  the  part  to  be  photographed. 

Kassabian^  has  established   a   standard  of  time  of  one 


*  Wiener  klinisdic  Rundschau.  Octuber  26,  IQ02. 

•  Tran<:i<  hnris  *>f  the  American  Rci^ntgcn  Ray  Society,  D^rember  ro  ami  tu 
1902. 
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second  which  is  the  time  required  to  skiagraph  the  hand, 
and  the  length  of  time  necessary  to  photograph  other  parts 
of  the  body  will  be  in  direct  ratio  to  their  thickness  as 
compared  wuth  the  hand.  The  time  exposures  he  uses  are 
as  follows: 

Upper  Extremity,  Hand,  i  second;  forearm,  3;  wrist,  2; 
elbow,  3  to  5;  shoulder,  10  to  15. 

Lower  ExtremUy,  Foot,  5  to  6  seconds;  knee,  10  to  15; 
ankle,  s  to  6;  hip,  40  to  60;  leg,  5  to  7;  skull,  face,  10  to  15; 
thorax,  20  to  30. 

Cranium^  40  to  60  seconds;  abdomen,  50  to  90. 

This  was  established  for  individuals  weighing  from  125 
to  145  pounds;  for  those  weighing  more  we  must  make 
additional  allow^ance  from  i  to  2  seconds  for  every  5  pounds. 

The  apparatus  used  was  a  15-inch  spark-producing  coil, 
run  with  a  no- volt  current.  The  tube  should  be  of  high 
vacuum  and  the  distance  from  the  anode  platinum  plate 
to  the  surface  of  the  part  from  12  to  15  inches.  The  plate 
used  is  especially  prepared  for  .r-ray  work.  All  clothing 
must  be  removed,  and  the  time  is  estimated  from  the  moment 
the  rays  are  penetrating  perfectly,  to  be  ascertained  by  the 
fluoroscope,  and  from  the  time  the  protecting  lead  sheet 
is  removed.  When  a  static  machine  is  used,  the  time  of 
exposure  should  be  increased  by  one-fifth  to  one-third, 
depending  upon  the  size  and  number  of  revolving  plates 
and  the  number  of  revolutions  per  minute. 

The  advantages  of  short  exposures  are;  less  danger  of 
producing  burns,  prevention  of  secondary  rays;  in  chest 
exposures  the  effects  are  not  marred  by  the  movement  of 
the  ribs,  lung,  and  diaphragm. 

In  radiographs  of  calculi  the  rays  will  not  penetrate  them 
and  more  differential  detail  is  obtained. 

Radiography  without  Plates.  Kronecker^  has  produced 
fine  radiographs,  obtained  by  the  use  of  silver  bromide  paper 
in  place  of  plates.  A  much  longer  exposure  was  required, 
and  the  exposed  parts  of  the  paper  become  shiny  black 
before  the  picture  is  complete.  But,  once  taken,  the  advan-j 
tages  of  having  the  paper  instead  of  a  plate  are  obvious. 
The  radiogram  can  be  taken  and  completely  finished  in  an 

*  Berliner  klinische  VVochcnschrift,  June,  1903. 
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tiour  or  so.     Another  advantage  of  the  paper  is  that  as 

rge  an  area  can  be  photographed  as  desired.  By  com- 
ttinuig  tW'O  of  the  large  sheets  it  might  be  possible  to  take 
the  entire  skeleton  of  an  adult  at  one  operation. 

He  finds  that  ordinar}^  sensitized  paper  will  not  do,  as  it 
is  too  coarse-grained  and  a  special  paper  must  be  made, 
such  as  is  used  for  meteorological  work.  The  picture  can 
be  taken,  developed,  mounted,  and  presented  complete  in 
thirt\^  minutes.  The  only  drawback  is  that  it  cannot  be 
j manifolded  as  w^ith  a  plate.  The  radiogram,  however,  can 
'  be  easily  photographed  when  a  number  of  copies  are  desired. 

M.  Eykman,  of  Amsterdam,  has  published  a  method  of 
.v-ray  photography  by  which  the  movements  of  the  i)harynx 
and  larynx  are  shoMvu.  To  get  a  distinct  picture  the  move- 
ments had  to  be  repeated  120  to  130  times. 

Stereoscopic  Pictures.  The  great  objection  to  radiography 
is  the  fact  that  while  it  shows  the  exact  state  of  affairs  it 
does  not  show  the  exact  locality  where  the  difficulty  may 
exist,  or  where  a  foreign  body  is  located.  The  picture  rep- 
,  resents  all  the  parts  lying  in  one  plane.  In  cases  of  foreign 
^xxlies  it  is  impossible  to  tell  whether  the  object  lies  above 
or  below  the  bone.  In  fractures  it  has  generally  been  found 
necessary  to  take  two  pictures  at  right  angles  to  one  another. 
Even  this  is  very  often  unsatisfactory  in  showing  the  exact 
location  of  injuries,  especially  if  they  are  situated  in  the 
various  joints. 

To  obviate  all  this,  it  has  been  suggested  to  apply  the 
principle  of  stereoscopic  vision  to  these  pictures. 

Weigel's  stereoscope  was  first  described  in  the  New  York 
Medical  Journal  of  November  16,  190T,  and  w^as  designed 
to  overcome  the  difliculty  met  with  in  taking  skiagraphs 
of  bodies  and  pathological  conditions  at  variable  distances 
below  the  surface.  Ordinary  skiagraphs  give  the  relations 
of  such  bodies  or  conditions  to  the  lateral  boundaries  of 
the  tissues  in  which  they  arc  located,  but  do  not  in  any 
way  indicate  the  depth  Ijelow  the  surface  or  the  proximity 
to  either  of  the  horizontal  lx)undaries.  The  stereoscope  is 
on  the  Hnes  of  that  of  the  Wheatstonc  reflecting  stereoscope^ 
and  is  designed  to  enable  the  obsen^er  to  view^  tw*o  skia- 
jjraphs,  taken  from  different  points  of   \iew  at  the  same 
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time,  one  with  either  eye.  The  result  is  a  reconstruction, 
of  the  original  in  space.  To  use  Dr.  Weigel's  own  words  ^ 
in  the  description:  **As  seen  in  the  illustration,  it  consists 
of  a  bed  piece  upon  which,  at  its  centre,  two  mirrorSj  inclined 
to  each  other  at  an  angle  of  90  degrees,  are  mounted  on  a 
slide  having  a  forward  and  backward  movement  to  facilitate 
adjustment.  At  the  angle  formed  by  the  mhrrors  a  screen 
with  opening  for  the  eyes  is  placed, 

**Two  grooves  for  holding  the  negatives  face  the  mirrors  j 
and  are  adjustable  in  two  directions  by  a  simple  sliding 
motion— one  at  right  angles  to  the  base  and  the  other 
parallel  to  it.  In  the  base  of  the  frames  there  is  also  a 
mechanism  controlled  by  a  milled  screw  for  vertical  adjust- 
ment. By  means  of  these  various  adjustments  the  image 
of  the  two  negatives  reflected  in  the  tM^o  mirrors  may  be 
quickly  adjusted  until  they  are  correctly  superimposed,  and , 
stereoscopic  relief  is  obtained. 

"Transillumination  of  the  negatives  is  necessarj^  and 
this  is  best  secured  by  artificial  light,  A  sixteen -candle- 
power  lamp  is  placed  behind  each  negative.  Flexible  con- 
ducting cords  from  these  lamps  are  wired  in  parallel  to  a 
single  key-socket,  attached  to  the  under  side  of  the  bed. 
.  •  For  concentrating  the  light  on  the  negative  an 
ordinary  metal  shade,  or  reflector,  surrounds  the  light  bulb 
which  should  preferably  be  of  ground  glass.  An  even 
diffusion  of  the  light  is  still  further  obtained  by  having 
one  side  of  the  negative  frames  covered  with  a  sheet  of 
ground  celluloid,  which  is  lighter  and  less  fragile  than 
ground  glass.  The  lamp  brackets  are  adjustable  vertically, 
and,  as  they  are  attached  to  an  independent  base,  the 
distance  between  light  and  negative  may  be  easily  regulated, 
according  to  the  varying  density  of  the  plates,  WTiere  an 
electric- light  plant  is  not  avaOable,  Welsbach  gas  lamps 
or  acetylene  bicycle  lamps  may  be  substituted  for  the 
illumination. 

"The  negative  holders  are  square  and  large  enough  to 
take  in  plates  of  all  sizes^  and  may  be  placed  in  the  frames 
either  vertically  or  horizontally.  For  the  smaller-sized  plates 
it  is  advisable  to  use  masks  of  black  press-board,  or  other 
material  to  cut  off  all  extraneous  light.    The  left-hand  frame. 
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in  the  illustration,  shows  a  mask  for  an  eight  by  ten  plate 
in  position." 

Hickey/  of  Detroit,  suggests  the  method  of  procedure  as 
follows: 

A  tube-holder  is  so  arranged  that  the  :v-ray  tube  can  be 
moved  any  measured  distance  desired.  By  means  of  a 
suitable  plate-holder,  the  plate  which  has  been  exposed  is 
removed  without  disturbing  the  parts  and  a  fresh  plate 
substituted.  The  tube  is  then  moved  in  the  same  plane  a 
distance  of  two  and  one-half  inches  (corresponding  to  the 
pupillary  distance  of  the  eyes)  so  that  the  rays  from  the 
target  will  impinge  on  the  parts  at  a  different  angle.  (See 
Fig.  51.)    A  second  exposure  is  now  made,  equal  in  time 

Fig.  51. 


A.  Crookes'  tube  in  |X)silion  for  first  exposure.     B.  Crookes'  tube  in  position 
for  second  exposure.     E,  E.  Plate-holder. 


to  the  first.  In  order  to  secure  similar  density  in  each 
negative,  the  plates  are  developed  for  the  same  length  of 
time.  In  order  to  produce  the  stereoscopic  effect,  it  is 
necessary  to  either  combine  these  two  negatives  in  the 
stereoscope  or  to  combine  the  prints  made  from  the  negatives. 
Wheatstone's  stereoscope,  as  described  in  the  chapter  on 
Accessories,  is  used ;  the  negatives  are  placed  one  at  each 
side  and  properly  illuminated  by  electric  lamps  softened  by 
an  intervening  ground  glass.  Viewing  the  negatives  in  this 
way,  there  results  a  picture  of  the  denser  structures  which 
is  truly  startling.    With  properly  made  stereoscopic  nega- 

*  Detroit  Medical  Journal,  August  15,  1902. 
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lives  of  the  wrist,  for  example,  the  osseous  structures  stand 
out  in  their  true  relations  and  we  see,  as  it  were,  the  joint 
stripped  of  its  soft  tissues. 

Another  advantage  of  using  stereoscopic  negatives  is  that 
the  image  from  one  negative  reinforces  and  strengthens  the 
other,  so  that  independently  of  the  stereoscopic  eflEect  the 
eye  receives  a  stronger  impression.  This  feature  is  valuable 
in  radiographs  of  the  heavier  parts  of  the  body  or  when  the 
tissues  are  enveloped  in  dressings  which  obstruct  to  some 
extent  the  passage  of  the  ray. 

In  fractures  of  a  joint,  the  size  and  relation  of  the  frag- 
ments can  be  made  out  in  a  way  never  before  shown.  In 
the  study  of  the  anatomy  of  the  normal  joints,  stereoscopic 
radiography  will  undoubtedly  be  of  great  value,  as  the 
relation  of  the  articular  surfaces,  the  angle  at  which  the 
bones  are  joined  together,  and  the  depth  at  which  the  smaller 
bones  are  placed  are  shown  in  a  manner  which  cannot  be 
approached  by  any  method  of  flat  illustration  or  dissection. 

Skiagraphic  Errors.  In  an  excellent  paper  devoted  to 
this  feature  of  the  subject,  Dr.  L.  G.  Cole^  illustrates  by 
diagrams  how  distortion  of  shadow  can  readily  be  a  source 
of  error.  The  fundamental  principle  must  not  be  lost  sight 
of  that  in  making  a  radiograph  some  rays  are  absorbed  by 
the  object,  while  others  pass  through  and  are  registered  on 
the  plate  beyond.  The  skiagraph  is  the  registration  of  the 
rays  which  have  penetrated.  The  shadow  of  the  interposed 
body  may  be  made  to  vary  at  will  by  varying  the  distance 
and  direction  of  the  tube  from  the  plate  and  from  the  body, 
both  surfaces  of  a  solid  body  being  shadowed  upon  the 
plate,  and  in  reading  any  plate  the  relation  of  the  various 
shadows  to  one  another  must  be  rightly  interpreted. 

RELATIVE  VALUE  OF  RADIOSCOPY  AND 
RADIOGRAPHY. 

In  numerous  instances  the  fluoroscope  will  fail  to  indicate 
in  a  satisfactory  manner  what  the  actual  conditions  are, 
both  in  medical  and  surgical  cases,  and  the  radiograph  must 

^  New  York  Medical  Journal,  March  26,  1904. 
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be  resorted  to  before  a  final  opinion  is  justifiable.  In 
studying  the  chest,  the  results  of  radiography  are  imperfect 
and  unsatisfactory,  as  compared  with  studying  the  con- 
ditions disclosed  by  the  large  fluoroscope.  If  we  wish  to 
preserve  a  record  of  the  condition  found  we  can  make  a 
tracing  upon  a  sheet  of  celluloid  placed  upon  the  patient's 
chest  in  front  of  the  screen,  or  by  using  a  dermographic 
pencil  we  can  map  out  areas  on  the  skin  and  subsequently 
retrace  them  on  transparent  paper. 

Radioscopy  is  almost  always  untrustworthy  in  kidney 
stones;  a  radiograph  must  always  be  taken.  The  operator 
should  be  familiar  with  shades  of  density  produced  in 
healthy  skin,  fat,  cartilage,  muscle,  bone,  and  the  relation 
of  parts  in  varying  positions. 

Linear  fractures,  when  there  is  no  displacement,  can  be 
accurately  diagnosticated  only  by  the  skiagraphic  method. 


PART    II. 
DIAGNOSIS. 


CHAPTER   IV. 

GENERAL  MEDICAL  DIAGNOSIS. 

INVESTIGATIONS  OF  THE  THORACIC  CAVITY. 

From  the  moment  it  was  discovered  that  the  transparency 
of  the  lung  area  varied  with  the  occurrence  of  the  inflam- 
matory or  other  products  causing  density  of  tissue,  a  wide 
field  for  investigation  was  presented  and  promptly  occupied. 
It  was  argued  that  sclerous  conditions,  thickenings,  tuber- 
culous deposits,  and  fluid  collections  might  be  detected. 
Experience  has  demonstrated  that  these  suppositions  were 
based  upon  good  grounds. 

Not  only  has  it  been  possible  to  map  out  diseased  areas 
of  lung  tissue  and  to  detect  hypertrophic  conditions  of  heart 
muscle,  deposits  in  vessels,  aneurysmal  dilatations,  but  also 
to  base  a  diagnosis  upon  the  movement  of  the  heart  and 
diaphragm,  and  upon  the  dilatation  of  the  heart's  cavities 
and  of  aneurysmal  sacs. 

The  patient  should  stand,  if  possible,  for  fluoroscopic 
examinations  of  the  chest;  if  this  is  not  possible  he  should 
sit  on  a  revolving  stool.  The  ray  which  strikes  the  chest 
perpendicularly  has  been  called  the  normal  ray  and  should 
be  directed  upon  the  part  under  examination.  To  locate 
this  ray  an  indicator  of  incidence  may  be  used.  Due  allow- 
ance must  be  made  in  examining  muscular  individuals,  in 
whom  the  rays  would  pass  less  readily. 

For  securing  good  results  in  chest  examinations  a  shutter 
in  the  orifice  of  the  protecting  shield  is  almost  essential, 
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or  some  device  vvliereby  the  irradiated  area  can  be  promptly 
increased  or  diminished.  It  is  also  essential,  as  Beclere,  to 
whom  we  are  indebted  for  so  many  excellent  suggestions, 
has  pointed  out,  that  the  quality  of  the  ray  should  be  under 
our  control. 

Chest  examinations  for  the  army,  life  insurance,  etc., 
should  take  into  account  the  symmetry  of  the  two  sides,  as 
it  relates  to  transparence,  position  of  the  bony  yjarts,  position 
of  opposite  sides  of  the  diaphragm,  and  whether  shadows 
pointed  to  infiltrations,  hypertrophies,  or  thickenings  of  any 
soft  parts,  as  well  as  the  form,  area,  and  rhythm  of  dilatations 
corresponding  with  the  heart  beats. 

Radioscopic  examination  of  the  chest,  Beclere^  says,  is 
only  to  be  considered  complete  when  the  anterior,  posterior, 
lateral,  and  oblique  surfaces  of  the  body  are  presented  to  the 
screen  and  are  successively  traversed  by  the  rays  in  diltcrent 
directionSj  while  for  each  of  these  directions  the  bulb  is 
placed  at  different  heights  from  the  top  of  the  head  to  the 
lower  strait  of  the  pelvis. 

Thoracic  affections  have  been  carefully  studied  by  Beclere, 
in  a  report  to  the  International  Congress  of  Electrology  and 
Radiology,  Paris,  igoo. 

Radiography  of  the  Chest.  The  position  of  choice  is  the 
sitting  posture,  so  that  the  direction  of  the  rays  may  be  con- 
trolled and  the  fluoroscopic  examination  may  be  made  imme- 
diately preceding  the  radiographic.  It  also  has  its  obvious 
advantage  when  pleuritic  effusions  are  present.  A  special 
table  or  chair  can  be  arranged  to  act  as  plate-holder,  as  will 
be  found  illustrated  in  a  preceding  chapter. 

Examination  of  the  Lungs*  While  the  comparative  elas- 
ticity of  the  parenchyma  of  the  two  sides  and  the  changes 
in  the  level  of  fluid  collections  in  the  pleural  cavities  are 
detected  by  the  fluoroscopc,  the  radiograph  gives  only  a 
fixed  image  and  does  not  permit  the  study  of  the  physio- 
logical changes.  Besides,  the  chances  of  error  of  a  single 
picture  are  decreased  and  we  are  empowered  to  examine  the 
chest  in  every  direction  and  diameter.  The  direction  of 
penetration  and  distance  of  the  ray  cause  the  same  distor- 

*  La  prcsse  inddicale,  M.irch  i.  1902* 
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tion  of  image  as  one  produces  in  throwing?  shadow  pictures 
of  the  hands  making  various  animal  forms  uy>on  the  wall. 

The  Diagnosis  of  Pulmonary  Tuberculosis.  In  the  pre- 
tuberculous  period,  besides  the  methods  already  in  vogue. 
Dr.  Bonnet  Leon'  advocates  a  radioscopic  method.  In 
patients  in  whom  radiography,  auscultation,  and  the  micro- 
scope show  neither  opacity,  modification  of  the  vesicular 
murmur  nor  the  bacillus,  an  attentive  study  of  the  dia- 
phragm and  of  the  muscles  of  respiration  by  radioscopy 
may  give  valuable  information.  If  anomalies  are  found  in 
tiie  functional  working  in  the  synchronism  and  the  degree 
of  displacement  of  the  two  sides  of  the  diaphragm,  in  their 
ascent  and  descent  and  in  their  curvature,  one  can,  in  the 
absence  of  all  other  signs,  diagnosticate  tuberculous  pre- 
disposition unless  some  other  cause  is  found  for  these 
anomalies.  In  the  absence  of  other  cause,  it  almost  always 
has  to  do  with  diaphragmatic  pleurisy  which  has  escaped 
observ^ation,  with  imperceptible  bacillary  changes  in  the 
pulmonary  tissue,  or  of  paresis  caused  by  the  toxin  of  dis- 
seminated tubercles.  In  six  hundred  observations,  the  diag- 
nosis was  confirmed  ninety-eight  times  out  of  a  hundred. 
A  large  number  of  subjects  in  apparent  goofl  health,  ex- 
amined from  1897  to  1 900,  were  subsequently  examined, 
and  found  to  present  other  manifest  evidences  of  tuber- 
culosis. Leon  thinks  a  radioscopic  examination  should  be 
made  of  all  subjects  exposed  to  tuberculosis  by  heredity, 
alcoholism,  contagion,  or  enviRinment.  In  view  of  the  wide- 
spread effort  now  being  made  to  combat  this  most  distress- 
ing affliction  of  humanity,  it  would  Ije  highly  desirable  to 
utilize  the  .v-ray  in  every  way  possible  for  early  detection, 
so  that  methodical  exercises  of  the  diaphragm  and  the 
muscles  of  respiration,  out-of-door  life,  and  other  measures 
appropriate  for  coml>ating  this  early  tendency  could  be  in- 
stituted. 

Williams,  in  his  book,  has  pointed  out  the  diminished 
descent  of  the  diaphragm  on  the  side  implicated  by  pneu- 
monia or  tuberculosis,  but  only  in  connection  with  advanced 
stages  of  these  affections. 

*  La  in^d.  oncntalet  September,  loof 
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J.  E.  Stubbcrt^  speaks  very  highly  of  the  value  of  the 
rays  in  the  early  diagnosis  of  phthisis.  He  points  out  that 
density  in  a  very  slight  degree  will  produce  a  shadow,  and 
that  it  will  frequently  do  so  when  it  is  far  from  sufficient 
to  produce  physical  signs.  He  further  speaks  of  a  haze, 
often  seen  at  the  apex,  which  is  of  the  utmost  importance 
as  seen  in  the  picture.  The  condition  causing  this  gives 
absolutely  no  indication  of  its  presence,  wnth  the  usual 
methods  of  examination. 

This  haze  is  so  slight  in  some  of  the  pictures  that  it  is 
not  safe  to  trust  the  eye  a!onc»  but  a  metal  rod  should  l^e 
placed  across  both  apices,  and  its  shadow  upon  the  plate 
closely  examined  for  differences  in  distinctness  of  outline. 
In  some  of  these  very  incipient  cases  the  edges  of  the 
clavicle  upon  the  affected  side  appear  a  little  ragged,  and 
the  bone  itself  does  not  stand  out  quite  so  prominently. 

Patients  showing  these  signs  should  bo  closely  observed 
and  placed  early  under  treatment. 

Oudin  and  Barthelemy  made  a  serious  study  of  this 
question  in  1896.  They  found  that  the  shadow  correspond- 
ing to  the  area  which  could  l>e  detected  by  other  methods 
bore  a  definite  relation  to  the  depth  of  the  lesion;  also  that 
there  was  a  possibility  of  detecting  early  deposits  before  the 
older  methods  gave  any  indication,  and  others  have  con- 
firmed this  advantage  of  the  ray.  In  making  fluoroscopic 
examinations  of  the  chest  it  is  well  to  employ  such  a  metallic 
screen  as  that  which  goes  by  my  name,  for  example,  having 
a  circular  orifice  for  illuminating  the  chest  area  by  area. 
The  normal  movements  of  the  diaphragm  are  approximately 
from  the  sixth  rib  in  expiration  to  the  eighth  or  ninth  in 
inspiration.  It  is  this  continued  change  going  on  whhin 
the  thorax,  as  well  as  the  heart's  movements,  which  gives 
to  the  radioscopic  an  advantage  over  the  radiographic 
procedure.  The  limits  of  these  movements,  as  well  as  the 
outlines  of  the  shadows,  can  be  traced  upon  the  skin  as 
they  arc  observed.  For  the  permanent  record  the  radio- 
graph is  necessary.  The  operator's  eye  must  accustom  itself 
to  its  unusual  task,  and  to  increase  the  sensitiveness  of  the 
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retina  a  stay  of  some  minutes  in  a  dark  room  before  using 
the  screen  is  advisable  and  often  absolutely  necessary. 

Bficlere'  finds  that  twenty  minutes  in  darkness  increases 
the  fluoroscopic  vision  225  times  above  that  immediately  suc- 
ceeding exposure  to  strong  daylight. 

The  importance  of  detecting  cheesy  deposits  lies  in  the 
fact  that  acute  miliary  tuberculosis  is  often  due  to  the 
breaking  down  of  these  latent  lesions  in  subjects  in  whom 
their  presence  has  not  even  been  suspected.  In  these 
examinations  the  normal  changes  in  transparency  of  king 
tissue  according  to  the  age  of  the  subject  must  l>e  remem- 
bered, being  greater  in  youth  as  well  as  in  spare  and  debil- 
itated indi\'iduals  and  in  women.  Also  that  it  varies  from 
moment  to  moment,  being  clearest  under  full  inspiration. 
Unfortunately,  the  most  important  area  in  incipient  deposits, 
that  corresponding  to  the  apex,  is  normally  least  transparent. 

Williams  believes  the  right  apex  is  less  clear  than  the 
left.  Corresponding  regions  upon  the  two  sides  must  be 
carefully  compared,  bearing  in  mind  the  points  mentioned. 

Healed  areas  in  chronic  tuberculosis  show  as  a  deep 
dmdow,  which  contrasts  with  the  surrounding  clear  tissue. 

It  is  particularly  in  the  undiscovered  cases,  suspected 
rather  of  neurasthenia,  dyspepsia,  or  one  of  the  various 
causes  for  anaemia,  that  fluoroscopic  diagnosis  must  come 
to  play  a  valuable  role;  diminished  transparency  may 
antedate  the  physical  signs  or  pronounced  subjective  symp- 
toms by  a  considerable  interval.  As  a  rule,  however,  men 
of  such  mde  experience  as  Beclere  have  full  confidence 
in  the  method  only  as  it  confirms  pronounced  suspicions 
arising  from  former  knowledge  and  recognized  diagnostic 
signs.  Combined  with  the  radiograph  and  physical  diag- 
nosis a  screen  examination  may  render  clear  an  otherwise 
obscure  case. 

Naturally  leprous  and  luetic  infiltrations  would  have  to 
be  further  differentiated. 

Cavities  show  as  clear  spaces,  quite  circular  in  outline 
and  of  varj^ing  dimensions,  contrasting  by  their  brilliancy 
against  a  dull  background. 

*  Commumcatian  to  ifee  Fourth  Tuberculosis  Congress^  Paris,  1898, 
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If  the  cavity  be  filled  with  fluid  or  pus  it  is  opaque,  while 
in  generalized  emphysema  or  pneumothorax  the  trans- 
parency is  increased  beyond  the  normal  To  distinguish 
from  pulmonary  congestion  we  must  take  into  account  that 
the  shadow  diminishes  or  almost  disappears  under  deep 
inspiration,  and  subsequent  examinations  will  show  a  varia- 
tion. At  times  a  swelling  of  the  tracheobronchial  glands, 
a  thickening  of  the  pleura,  or  diaphragmatic  adhesions 
may  cast  confusing  shadows.  In  chronic  iibroid  phthisis 
we  get  an  irregularly  mottled  light  and  dark  shadow. 

Emphysema.  This  is  shown  by  increase  in  size  of  the 
clear  lung  areas,  by  the  brevity  of  respiratory  movements 
of  the  diaphragm,  and  the  permanent  lowering  of  the  latter's 
shadow.  By  lateral  examination  the  retrosternal  space 
appears  enlarged  and  clearer.  The  size  and  situation  of 
the  heart  arc  better  indicated  than  by  percussion  and  palpa- 
tion, hidden  as  it  is  by  the  emphysematous  lung  tissue. 

Pyopneumotliorax,  Here  the  upper  limit  of  the  shadow 
is  very  clearly  defined  owing  to  the  air-containing  tissue 
above  it. 

Bronchial  Steoosis.  Unilateral  constriction  has  been 
detected  by  Holzknecht  by  the  inspiratory  displacement 
of  the  median  shadow  toward  the  affected  bronchus. 

(Edema.  This  gives  about  the  same  diminished  trans- 
parency  over  a  variable  extent  as  in  congestion. 

Cylindrical  Dilatation  of  the  Bronchi.  This  does  not 
usuaDy  give  definite  signs.  The  ray  aids  by  showing  the 
whole  of  both  images  relatively  clear. 

Pulmonary  sclerosis  shows  diminished  clearness  of  the 
pulmonar)^  picture,  restricted  area,  and  more  or  less  com- 
plete lack  of  change  in  its  different  diameters  under  inspi- 
ration and  expiration. 

Interlobar  pleural  sclerosis  has  been  studied  by  B6clfere^  in 
a  patient  with  chronic  fibrous  phthisis;  the  ray  disclosed  a 
deep  induration  extending  to  the  whole  interlobar  j^artition. 

Pneumonia,  As  Beclere"  puts  it,  *'all  foci  of  lung  con- 
densation, all  lesions,  w^hich  drive  air  out  of  the  vesicles,  sub- 


*  La  prcssc  m^icale,  March  i,  IQ02, 

'  Li  railioscopie  et  la  radiographic  dts  organes  splatichniqucs.  Bern,  190J. 
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stitiiting  for  it  a  substance  whose  density  is  analogous  to  that 
of  water,  show  as  an  abnormal  opacity  on  the  screen.*' 
Whatever  their  nature,  he  it  pneumonic,  gangrenous,  puru- 
lent, tuljerculous,  an  infarct,  an  hydatid  cyst,  or  a  neoplasm, 
provided  they  attain  a  size  var)^ing  from  a  filbert  to  a 
u'alnut. 

Infantus  has  a  predDectiun  for  the  border  of  the  lung; 
abscess  which  has  opened  may  present  a  clear  spot  in  the 
centre;  metastatic  neoplasms  show  usually  as  rounded 
shadows  distinctly  limited;  hydatid  cysts  have  a  rounded 
shadow  with  a  verv^  distinct  outline,  showing  like  a  ring 
with  clear  centre  when  it  has  opened  into  a  bronchus;  peri- 
brofichial  adenopathies  arc  ill-defined,  with  perhaps  poly- 
cyclic  outline. 

Empyema.  In  this  condition  the  area  filled  with  pus  is 
quite  dark  at  times;  the  shadow  is  almost  black. 

Gangrene  of  Lung.  The  area  involved  is  darker  than  in 
pneumonia.  The  use  of  the  ray  in  this  condition  is  mainly 
of  value  as  confirmator}^  to  diagnosis  made  by  other  means. 

Pleuritic  Effusions,  In  the  ditTerential  diagnosis  of  pleu- 
ritic effusions  from  empyema  it  is  important  to  note  that  in 
the  former  a  change  in  the  position  of  the  patient  from  a 
vertical  to  a  horizontal  attitude  will  cause  a  change  in  the 
location  of  the  shadow.  This  is  not  true  when  there  exists 
an  adhesion  or  other  reason  for  the  maintaining  of  the  fluid 
in  one  place.  The  shadows  cast  by  effusions  into  the  pleural 
cavities  are  less  dense  than  in  the  case  of  pus,  and  may  be 
distinguished  by  that  difference  alone  in  most  cases.  When 
the  depth  of  the  shadow  is  uniform  throughout  its  extent, 
or  w^hen  the  density  changes  gradually  and  evenly  from  one 
portion  to  another,  and  the  outlines  may  be  recognized  as 
natural  anatomical  boundaries,  it  may  be  assumed  that  the 
process  is  a  simple  effusion  and  that  pus  is  not  present. 
\Vhen»  on  the  other  hand,  there  is  marked  differences  in 
the  shadow  at  dillVrent  locations  within  the  boundaries  of 
the  shadow,  distributed  indiscriminately  and  without  rela- 
tion to  anatomical  landmarks,  it  is  an  indication  that  there 
exist  adhesions  and  involved  inflammatory  changes,  and  it 
has  been  noted  that  in  these  cases  there  is  frequently  tuber- 
culosis present. 
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In  any  apparently  simple  pleurisy^  the  lung  apex  should 
be  rayed  to  make  sure  of  a  non-tuberculous  origin. 

Thickening  of  the  Pleura.  This  shows  as  a  deep  shadow, 
and  is  characterized  by  darker  stripes,  probably  due  to 
folding  or  puckering  of  the  pleura. 

Dyspncea,  Adhesion  between  the  costal  pleura  and  the 
diaphragm  was  diagnosticated  by  Benedikt  in  a  case  of 
dyspnoea  after  supposed  pneumonia. 

The  shadow  of  the  heart  and  diaphragm  showed  no  change 
in  position  of  these  organs  during  inspiration  and  expiration 
pointing  to  adhesion,  the  dyspnoea  being  due  to  interference 
with  the  diaphragm's  action. 

Diseases  of  the  Heart,  Radioscopy,  according  to  Beclere, 
permits  a  differentiation  between  acquired  and  congenital 
dextrocardia.  The  latter  alone  is  indicated  by  a  true  inver- 
sion of  the  organ  accompanied  by  inversion  of  the  arch  of 
the  aorta,  which  is  shown  by  oblique  examination.  The 
momentary  increase  in  the  distended  right  auricle  during 
inspiration  can  be  detected  by  screen  examination. 

The  Aorta,  This  is  best  studied  by  radioscopy,  showing 
dilatation,  aneurysmal  sacs,  decreased  calibre,  etc. 

Oblique  examination  is  required  for  small  aneurysms  of 
the  arch.  Osier  finds  that  this  examination  is  of  most 
value  in  cases  that  give  symptoms,  but  show  no  physical 
signs. 

Caution.  That  we  must  always  be  on  our  guard  in  inter- 
pretmg  shadows  is  shown  in  a  case  recorded  by  R.  Kuckein^ 
which  had  all  the  appearances  of  an  aneurysm,  and  on 
autopsy  was  found  to  be  a  carcinoma  of  the  middle  third 
of  the  oesophagus. 

Among  the  conditions  observed  by  Griinmach  are  com- 
pression of  the  bronchi  by  aortic  aneurysm,  strumous 
swellings,  tumors  of  the  lungs,  pneumonic  infiltration  foci, 
etc.  A  dark  shadow  moving  with  a  distinct  impulse  differ- 
entiates it  from  ordinary  tumor. 

If  the  walls  of  an  aneurysm  are  excessively  thick  the  pul- 
sation may  be  lacking. 

In  the  case  of  femoral  tumor,  osteosarcoma  might  come 


*  Deutsche  med.  Wochenschrlft,  November  6,  1902. 
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into  question  under  these  conditions  until  the  shadow  of  the 
intact  bone  was  made  out. 

Aneurysm.  B^clfere  reports  a  case  of  a  man,  forty-eight 
years  old,  who  had  an  enormous  aneurysm  at  the  arch  of  the 
aorta,  situated  between  the  sternum  and  the  posterior  medi- 
astinum. Physical  examination  failed  to  reveal  the  char- 
acter of  the  affection,  and  a  radioscopic  examination  with 
the  fluorescent  screen  showed  an  enormous  mass  which 
looked  like  a  second  heart  superimposed  upon  the  first. 

The  radiograph,  however,  showed  that  the  second  tumor 
possessed  a  much  greater  and  denser  volume  than  the  heart. 

Wassermann  made  out  an  aortic  aneurysm  in  the  first 
intercostal  space,  which  gave  no  pulsation  and  could  not 
be  diagnosticated  by  physical  signs.  The  dilated  aorta  was 
also  seen  beneath  the  aneurysmal  sac. 

Examination  of  the  (Esophagus.  Here  the  radioscope  is 
probably  the  best  means  at  our  command. 

(Esophageal  deglutition  is  best  studied  in  this  way:  The 
best  position  for  examination  is  observing  from  before  back- 
ward and  from  right  to  left;  the  clear  line  is  then  seen 
between  the  shadow  of  the  spinal  column  and  that  of  the 
heart  and  aorta,  and  foreign  bodies  are  seen  outlined 
against  the  medium  clear  space  (that  between  the  shadow 
of  the  spine  and  the  heart).  The  patient  faces  the  screen 
rotating  at  an  angle  of  45  degrees.  The  oesophagus  is  invisible, 
but  a  bismuth  tablet  swallowed  or  an  oesophageal  catheter 
containing  a  metal  such  as  mercury  brings  the  parts  into 
view. 

The  bismuth  tablet  shows  not  only  the  calibre  but  the 
functional  integrity  of  the  muscular  walls.  Examination  for 
stricture  necessitates  three  tests  corresponding  to  the  degrees 
of  stenosis.  When  the  calibre  is  narrow  the  patient  may 
swallow  a  mixture  of  fifteen  grains  of  bismuth  in  two  ounces 
of  water.  This  is  swallowed  slowly  so  as  to  cover  the  walls 
over  the  whole  extent  of  the  constricted  area.  For  wider 
strictures  a  tablet  or  powder  in  cachet  which  will  be  arrested 
and  throw  a  shadow  is  preferable.  Or  the  patient  may 
masticate  and  swallow  a  mouthful  of  bread ;  when  this  gives 
a  sensation  of  becoming  arrested  bismuth  powder  may  be 
swallowed.    The  passage  of  a  bismuth  tablet  shows  also  the 
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energ\^  or  weakness  of  muscular  activity— spasm  or  pare 
Blum'  has  pointed  out  this  method  fur  detecting  oesophagc 
diverticulum. 


INVESTIGATION  OF  THE  ABDOMINAL  ORGANS. 

Abdominal  asciks  shows  much  the  same  as  hydropneumo- 
thorax,  especially  in  children. 

Intesiinal  stefwsis  is  explored  in  the  same  way  as  oesoph- 
ageal stenosis. 

The  liver  sometimes  shows  rhythmic  elevations  synchro- 
nous with  the  apex  beat  in  tricuspid  insufficiency  (von 
Criegern). 

OBSTETRICS  AND  GYNECOLOGY. 


It  seems  to  be  the  opinion  of  most  observ^ers  that  the  use 
of  the  ray  in  dia^jnosing  conditions  concomitant  with  preg- 
nancy is  extremely  limited.  In  studyinpj  the  dimensions  of 
the  pelvis  the  viduc  of  the  ray  is  almost  lost  on  account  of 
the  great  difficulties  attending  its  use,  and,  when  performed 
by  a  skilled  operator,  mensuration  and  palpation  give  results 
more  accurate  and  less  inconvenient.  Portable  outfits  for 
generating  the  ray  at  the  bedside  may  be  used, 

A  good  field  for  its  employment  lies  unopened  in  diag- 
nosticating obscure  conditions,  such  as  ectopic  pregnancies, 
double  pregnancies,  and  the  presence  of  deformed  and 
abnormal  monsters.  This  field,  however,  has  not  been, 
extensively  explored  and  much  development  of  technique 
and  verification  of  results  is  necessary  before  it  can  be  placed 
upon  a  suitable  basis  of  scientific  utility, 

Bouchacourt  finds  the  ray  unsatisfactory  in  studying  the 
foetus  in  utero.  The  liquor  amnii,  membranes,  mass  of 
the  womb,  movements  of  lioth  mother  and  fa^tus,  opacity 
of  lx>ny  walls,  unequal  distance  of  various  portions  from 
the  skiagraphic  plate,  etc.,  combine  to  interfere  with  gc 
results. 

*  Wiener  klinische  Wochcnsrhrlft,  No.  3d.,  1900. 
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The  use  of  the  rays  in  the  diagnosis  of  gynecological  con- 
ditions has  not  fulfilled  the  promises  which  some  operators 
believed  it  held  forth  in  the  early  days.  In  this  branch  the 
results  have  been  disappointing. 

Delphe/  finds  the  ray  of  limited  utility  in  the  field  of 
gynecological  diagnosis. 

Tiunors  or  internal  growths  in  which  opaque  objects  like 
teeth  or  bone  or  such-like  substances  are  present  may  be 
diagnosticated  by  the  ray.  Thus  dermoid  cysts  and  tumors 
due  to  extrauterine  gestation  may  be  diagnosticated  when 
other  tumors  fail  to  cast  a  shadow.  Psoas  abscess  has  been 
diagnosticated  by  means  of  the  ray.  Dr.  Bodog  F.  Beck 
reports  a  case  in  his  practice  in  which  an  operation  had 
been  performed  confirming  the  diagnosis. 

The  abscess  is  easier  penetrated  by  the  ray,  and  shows  as  a 
circumscribed  light  area  in  the  pelvis. 

Urethra.  Loewenhardt  succeeded  in  securing  a  good 
radiograph  by  passing  a  catheter  into  the  urethral  canal. 

A  bismuth  injection  can  be  used  to  indicate  position  of 
tight  stricture,  etc. 

*  Annals  of  Gynecology  and  Pediatrics,  Boston,  February,  1903. 
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CHAPTER    V, 
GENERAL  SURGICAL  DL\GNOSIS. 

While  it  can  scarcely  be  cLnimed  that  the  use  of  the 
Roentgen  ray  has  enabled  us  to  diagnosticate  conditions  that 
could  not  be  detected  with  former  means  at  our  command, 
it  can  be  stated  with  absolute  certainty  that  the  aid  of  the 
ray  has  enabled  us  to  eliminate  the  elements  of  chance  to 
which  diagnosis  was  formerly  always  subject. 

It  has  put  surgery  on  a  much  more  scientific  basis  by 
excluding  much  of  the  circumstantial  evidence  that  is  always 
regarded  with  some  degree  of  hesitation,  no  matter  how 
conclusive  it  may  ap]>ear.  In  a  great  many  instances  it  has 
put  surgical  diagnosis  on  a  positive  basis. 

Diseases  of  the  bones,  and  under  some  circumstances 
tumors  of  the  brain,  are  rendered  comparatively  simple  of 
detection.  Besides  these  and  the  detection  of  foreign  bodies 
there  are  numerous  conditions  whose  exact  determination  has 
been  rendered  possiljle  or  at  least  less  difficult. 

In  determining  the  nature  and  condition  of  fractures  the 
ray  apparatus  is  the  most  valuable  armamentarium  of  the 
surgeon.  In  a  paper  devoted  to  the  treatment  of  CoUes' 
fracture.  Beck  states,  after  saying  that  the  laws  of  treatment 
and  the  final  result  are  entirely  determmed  by  a  correct 
diagnosis,  that  '*such  complete  and  correct  diagnosis  could 
not,  as  a  rule,  be  made  before  Roentgen's  great  discover)'. 
It  can  safely  be  maintained  that  in  most  cases  skiagraphy 
has  revealed  conditions  that  wTre  not  expected  and  required 
the  original  diagnosis  to  be  more  or  less  modified.*' 

We  are  in  a  position  to-day  of  making  a  differential  diag- 
nosis between  ostitis,  tuberculosis,  syphilis,  and  any  lesion 
that  may  impair  the  usefulness  of  the  joint,  without  affecting 
the  bone  proper.  The  signs  of  periostitis  and  osteomyelitis 
are  quite  w^ell  marked,  and  abscesses  can  be  readily  localized. 

It  does  not  only  enable  one  to  diagnosticate  these  various 
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lesions,  but  also  acts  as  a  trustworthy  guide  for  operative 
procedures. 

Supposed  sprains  and  strains  of  the  wrist  and  knee  have 
now  in  innumerable  instances  (many  of  which  were  long 
after  the  injury)  been  shown  by  the  ray  to  be  fractures. 
Fracture  of  the  carpus  has  actually  become  a  frequent  occur- 
rence where  formerly  it  was  considered  extremely  rare. 

The  surgeon  now  finds  at  times  a  practical  interest  in  the 
detection  of  gangrene  of  the  lungs,  pleuritis  with  effusion, 
empyema,  and  tuberculosis. 

The  action  of  the  diaphragm  is  in  most  of  these  conditions 
a  point  of  great  importance,  since  it  can  be  watched  and  the 
restricted  range  of  motion  always  present,  as  pointed  out  by 
Williams,  can  be  studied. 

Tumors  have  occasionally  to  be  differentiated  from 
exostoses  or  bony  growths. 

Here  it  is  well  to  go  into  the  history,  searching  for  pre- 
ceding fracture  or  bone  injury,  lues,  etc. 

If  the  exostosis  has  resulted  from  fracture  it  may  be 
larger  than  it  appears  by  ray  diagnosis,  the  external  portion 
being  of  softer  tissue  and  not  throwing  so  dense  a  shadow. 

It  is  not  very  long  since  surgeons  possessed  many  illusions 
as  to  the  infallibility  of  radiodiagnosis,  and  undertook 
operations  for  the  relief  of  conditions  which  it  was  thought 
the  radiograph  clearly  demonstrated. 

We  have  now  learned  that  unless  we  secure  skiagraphs 
in  tvvo  or  more  planes  the  exact  localization  is  uncertain. 
Lucas-Championnifere  operated  upon  the  cranium  to  extract 
a  bullet  whose  location  was  apparently  well  defined.  At 
the  autopsy  it  was  found  embedded  in  the  bones  of  the  face. 
Many  similar  experiences  could  be  related.  Now,  however, 
localization  has  been  carried  to  such  a  degree  of  perfection 
that  in  the  hands  of  experienced  operators  such  mistakes 
should  not  occur. 

Tumors  of  the  Chest  Wall.  It  is  at  all  times  a  question 
whether  to  operate  in  tumors  of  the  chest  wall.  The  impos- 
sibility of  knowing  exactly  the  extent  of  the  involvement  of 
the  thoracic  viscera  clouds  these  cases  with  uncertainty  and 
renders  the  work  of  determining  whether  operation  will 
benefit  the  patient  very  unsatisfactory  and  complicated. 
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By  means  of  the  rays  the  relations  of  such  tumors  may  be 
readily  understood  and  a  much  more  valuable  opinion  may 
be  given  as  to  the  necessity  or  othenvise  of  adopting  measures 
of  inten'ention. 

Ainhum.  Among  other  interesting  demonstrations  made 
by  the  ray  is  that  in  the  condition  known  as  ainhoid  leprosy 
or  the  ainhum-like  atrophy  and  final  amputation  of  the 
small  toe,  the  constricting  ring  of  tissue  does  not  cause 
amputation  by  strangulation,  but  by  a  progressive  atrophy 
which  involves  all  tissues,  including  the  bones  l>nng  beyond 
the  ring/ 

This  point  has  been  demonstrated  most  strikingly  in  a 
case  presented  at  the  meeting  of  the  American  Dermato- 
logical  Association  in  Boston  in  September,  1902. 

Foreign  Bodies.  Just  as  in  medical  diagnosis  by  the  rays 
we  iind  often  decided  aid  upon  the  negative  side.  Thus, 
in  bullet  wounds  of  the  head  Lucas-Championniere  finds' 
that  most  projectiles  fired  into  the  mouth  are  shown  not  to 
penetrate  the  cranium,  and  the  surgeon's  mind  is  relieved 
of  the  apprehension  of  cerebral  complications.  In  other 
instances  the  location  is  shown  to  be  so  inaccessible  that 
attempts  at  extraction  would-  be  ill-advised. 

When  it  is  necessary  to  know  the  relative  position  of  a 
foreign  body  to  the  bones,  some  other  method  of  locaHzation 
must  be  resorted  to  than  a  single  radiogram. 

Method  of  Locating  a  Foreign  Body.  S.  P,  Cramer, 
of  Cincinnati,  has  devised  a  method  which,  though  rough, 
should  be  of  considerable  help  in  locating  foreign  bodies 
which  have  proven  elusive.  The  object  is  first  roughly 
located  w^ith  the  fluoroscope,  the  distance  in  two  directions 
is  measured,  a  needle  is  then  inserted  under  the  guidance 
of  the  fluoroscope  into  the  tissues  until  the  shadow  of  the 
needle  point  corresponds  with  the  shadow  of  the  foreign 
body  when  viewed  from  two  different  directions  at  right 
angles  to  each  other,  x\nother  needle  is  now  inserted  at  90 
degrees  to  the  first,  until  its  point  seems  to  touch  the  foreign 
body.  Both  are  now  firmly  secured,  and  it  will  be  found 
upon  dissection  that  the  foreign  body  is  at  the  point  of  inter- 
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secrion  of  the  two  needles,  which  are  used  as  a  guide  in  dis* 
section. 

Foreign  Bodies  in  the  Thoracic  Cavity,     It  is  difficult  to 

lake  correct  diagnoses  between  the  different  tumors  that 

invade  the  thorax^  and  in  the  differentiation  of  these  the 

rays  have  proven  of  exceptional  aid  to  the  other  methods 

that  are  in  common  use*    It  is  now  possible  to  determine 

Llhe  condition  in  every  case  of  aneurysm  of  the  different 

anions  of  the  aorta  with  certainty  w^here  there  existed 
doubt  in  the  past;  and  in  the  cases  that  might  have  been 
diagnosticated  by  the  ordinar)^  methods  in  use^  the  assistance 
of  the  rays  in  making  possible  a  rapid  diagnosis  has  been 
ver\'  potent. 

That  it  is  not  infallible  in  locating  foreign  bodies  is 
illustrated  in  a  case  shown  by  Weil,  of  Zurich,  in  which  the 
ray  failed  to  show  a  large  false-tooth  plate  in  the  left  bron- 
chus, where  its  presence  was  revealed  by  bronchoscopy. 

Crile,^  of  Cleveland,  reports  a  case  where  a  patient  thought 
he  had  swallowed  a  plate  of  artificial  teeth.  A  radiograph 
seemed  to  show^  that  it  was  located  at  a  level  with  the  superior 
internal  angle  of  the  scapula.  An  operation  was  performed 
in  that  region  and  nothing  found;  some  time  after  the 
tomach  was  opened  and  the  upper  incision  reopened  again 
rith  the  same  result.  The  patient  died  shortly  after  this 
operation,  and  the  plate  was  found  in  some  obscure  part  of 
the  patient's  sleeping- room. 

Autopsy  showed  that  the  misinterpretation  of  the  shadow 
was  probably  due  to  an  atheromatous  aorta. 

A  similar  case  is  reported  from  the  clinic  of  Prof.  Konig, 
where  a  girl  of  twenty- two  thought  she  swallowed  some 
artificial  teeth.  The  fluoroscope  showed  a  shadow  in  the 
ileocaecal  region,  and  as  some  tenderness  developed  there  a 
laparotomy  w^as  performed.  The  entire  intestinal  tract  was 
explored  with  negative  result.  Some  time  after,  the  plate 
was  found  under  the  patient's  bed.  There  are  two  cases 
reported  from  Mikulicz's  clinic  where  artificial  teeth  were 
swallow*ed,  and  a  careful  examination  with  the  ray  gave 
negative  results.    In  both  cases  they  were  promptly  located 

*  Cleveland  Medical  Journal,  December^  igo2. 
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in  the  (rsophagus  by  means  of  a  sound.  There  are  a  number 
of  similar  cases  which  have  Ijecn  reported  at  various  times, 
mainly  of  foreign  bodies  located  in  the  thoracic  portion  of 
the  ccsophagus.  This  is  due  to  the  fact  that  the  heart  in  front 
and  the  vertebral  column  in  the  rear  produce  such  dense 
shadows  that  it  is  difficult  to  distinguish  any  intermediate 
objects*  To  obviate  this  Wilms  suggests  applying  the  ray 
obliquely.  Some  anatomical  bodies  at  times  cast  shado\vs 
that  may  be  mistaken  for  foreign  todies;  in  this  way  the 
cornua  of  the  hyoid  bone  has  been  frequently  mistaken. 

Foreign  Bodies  in  the  Stomach,  ilayou*  describes  a 
method  of  extracting  objects  of  iron  or  steel  from  the  stomach 
without  a  cutting  operation.  He  employs  the  A'-rays  in 
connection  with  a  small  round  electromagnet  8  mm.  in 
diameter  and  5  cm.  long.  The  ends  and  centre  are  made 
of  soft  iron  and  w-ound  in  the  usual  way.  This  instrument 
has,  when  connected  by  stiff  wires  to  a  4'VoIt  battery,  a 
lifting  power  of  one-quarter  pound.  This  magnet  is  inserted 
in  a  celluloid  tube  having  a  smooth  inner  surface  so  that 
the  magnet  can  be  drawn  up  and  slipped  back  with  ease, 
or  a  stomach-tube  with  the  extremity  cut  away  will  answer 
the  same  purpose.  A  narrow*  silver  band  is  placed  on  the 
outer  side  of  the  end  of  the  tu]>e  which  enters  the  stomach. 
This  is  to  enable  this  portion  of  the  tute  to  be  seen  by 
means  of  the  :v-ray  when  it  is  w^ithin  the  stomach.  The 
remainder  of  the  tulx*  casts  no  shadow*  The  patient  is 
placed  upon  the  back  with  the  :v-ray  tube  below  the  couch, 
and  the  fluorescent  screen  upon  the  alxlomen.  Preferably 
under  anaesthesia  the  stomach-tube  containing  the  magnet 
which  jjrotrudes  from  its  extremity  is  passed  into  the  stomach. 
The  current  is  made  to  tlow  through  the  magnet  and  by 
means  of  the  connecting  wire  the  foreign  body  is  drawn 
into  the  tube.  When  it  is  shown  through  the  screen  that 
the  foreign  body  has  passed  above  the  silver  band,  the 
tube  now  containing  the  magnet  and  the  foreign  body  is 
withdrawm. 

Tuljes  and  magnets  suited  to  the  size  of  the  foreign  body 
to  Ix'  extracted  can  be  employed,    A  hairpin  located  by  the 
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ray  across  the  pyloric  orifice,  but  which  subsequently  passed 
into  the  duodenum,  was  successfully  extracted  in  this  way 
from  the  level  of  the  umbilicus. 

Foreign  Bodies  in  the  (Esophagus.  It  is  a  suggestion 
made  by  Gibson'  that  in  attempts  at  removal  of  coins  or 
other  objects  swallowed  the  movements  of  the  instrument  or 
coin  catcher  be  w^atched  through  a  fluoroscopic  screen. 
In  a  number  of  instances  this  plan  has  succeeded  and  its 
originator  considered  it  the  least  dangerous  to  the  patient 
of  all  methods. 

The  patient  may  be  seated  with  the  .'V-ray  tube  behmd 
him  or  be  on  a  canvas  couch  with  the  tube  below,  A  ver\' 
interesting  case  was  recorded  by  Dr.  J.  W,  White,^  of 
Philadelphia,  where  a  child  swallowed  a  jack-stone,  which 
was  located  in  the  oesophagus  by  means  of  the  ray  and  was 
successfully  removed  by  an  operation. 

When  a  sufficiently  dense  foreign  body  is  to  be  extracted 
from  the  nose,  cesophagus,  larynx,  or  trachea,  this  fluoro- 
scopic oversight  should  be  carried  out  wath  the  aid  of  an 
assistant. 

Foreign  Bodies  in  the  Bladder.  In  the  case  of  a  young 
woman  who  suffered  from  a  vesical  catarrh,  which  had 
proven  ver}^  refractory  to  treatmeni,  and  at  the  same  time 
was  very  painful,  SielTart^  found  by  means  of  a  sound  that 
there  was  a  strange  ljK>dy  in  the  bladder.  Upon  examination, 
the  young  woman  admitted  that  she  had  ^'swallowed''  a 
hairpin.  The  bladder  was  then  examined  by  means  of  the 
Roentgen  rays,  the  sensitive  plate  being  placed  in  the  vagina. 
The  radiograph  showed  a  hairpin  in  the  bladder,  which  was 
readily  removed  without  diihculty. 

Foreign  Bodies  in  the  Eye.  In  Sweet's*  method  of  trian- 
gulation  of  the  shadow  of  the  foreign  body  a  skiagraph  is 
taken  from  tw^o different  positions;  the  relation  of  the  shadow 
on  the  photographic  plates  to  two  points  previously  known 
assures  the  necessary  accuracy,  all  precautions  having  been 
taken  to  avoid  error.     In  this  method  we  have  the  most 

*  The  Lanrt't,  December  13,  1Q03. 
'  Annals  of  Surgery.  i8g6,  vol  u.  p,  23S. 
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certain  way  of  detecting  and  then  of  accurately  locating 
foreign  bodies  embedded  in  the  globe. 

Fox's*  localizer  consists  of  an  oval  band  of  metal  0^75  mm. 
in  width,  curved  so  as  to  conform  to  the  outline  of  the  eye, 
and  crossed  in  front  by  two  gold  strands  placed  at  right 
angles  to  one  another  so  as  to  divide  the  oval  band  into 
quadrants.  This  is  adjusted  to  the  surface  of  the  eye  so 
that  its  geometrical  shadow  thrown  upon  the  photographic 
plate  indicates  the  location  of  the  foreign  body  also  sho^^i 
in  the  skiagraph. 

Fic.  52. 


'^QUECNecCiO, 


'/ 


Dr.  Sweet's  appliance  for  tocallzing  foreign  bodies  in  ihc  eye. 

Technique.  The  plate  is  adjusted  to  side  of  the  temple 
near  the  eye  and  the  :xr-ray  is  so  placed  that  the  rays  fall  as 
nearly  perpendicular  as  possible  upon  it.  If  the  foreign  body 
is  within  the  shadow  of  the  localizer,  it  is  in  front  of  the 
equator  of  the  eyeball.  If  the  foreign  body  is  behind  the 
shadow  of  the  localizer  it  is  in  the  posterior  portion  of  the 
orbit.  A  second  radiograph  giving  an  occiptofrontal  view 
identifies  the  quadrant  in  which  the  foreign  body  lies..  In 
a  recent  modification  Fox  uses  a  band  having  a  diameter 

'  Philadelphia  Mcdital  Journal,  Fehruan'  i,  iqo2. 
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smaller  than  0.75  mm.,  the  shadow  being  so  small  that  a 
foreign  body  would  not  likely  be  hidden  by  it. 

Cocaine  may  be  applied  to  the  eye  to  enable  the  patient  to 
stand  the  inconvenience  of  the  examination. 


DIAGNOSIS  OF  CALCTJLI, 

The  diagnosis  of  renal  and  ureteral  calculi  has  always  been 
attended  with  great  difficulties  and  uncertainties.  The  in- 
sidious development  combined  with  the  great  ambiguity  of 

I  the  symptoms  render  the  diagnosis  very  frequently  extremely 
doubtful.    When  the  condition  has  progressed  to  a  danger 

Ipoint  the  diagnosis  is  the  more  readily  made,  but  even  in  this 

istage  it  is  still  accompanied  by  many  possibilities  of  error  and 
is  of  less  value  than  if  it  could  be  made  at  a  very  much 
earlier  period  < 

Suppression  of  urine  is  a  term  which  was  very  frequently 
heard  a  few  years  ago  and  even  at  present  as  a  sole  diagnosis 
for  a  cause  of  death.  Kidneys  frequently  develop  loss  of 
function  and  necrotic  degeneration  because  of  occlusion  of 
the  ureter.  In  fact,  so  many  diseased  conditions  have 
their  rise  in  the  unrecognized  presence  of  a  growing 
calculus,  that  their  early  detection  is  a  matter  of  great 
importance.  In  a  number  of  kindred  conditions  showing  a 
close  similarity  of  s>Tnptoms,  different iation  cannot  be  made 
with  certainty  from  these  alone.  Thus,  variations  in  size  and 
changes  in  position  may  readily  be  mistaken  one  for  the 
other.  Frequently  cases  which  apparently  give  every  symp- 
tom of  true  renal  calculus  have  proven  not  to  be  due  to 
stone  upon  operation,  and  lice  versa.  By  the  aid  of  the 
ray  we  are  in  a  position  in  the  great  majority  of  instances 
to  establish  an  absolute  diagnosis,  and  thus  to  render  oper- 

LEtion  or  exploration  either  unnecessary  or  an  almost  abso- 
lute certainty.  Not  alone  may  we  be  certain  that  a  calculus 
exists,  but  we  may  definitely  know  its  exact  position  in  the 
organ,  and  thus  be  able  to  operate  with  assurance. 

Furthermore,  of  the  many  conditions  which  give  similar 
physical  signs,  we  may  state  with  certainty  which  of  them 
causes  these  symptoms.     No  mistake  can  be  made  as  to 
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which  kidney  or  ureter  is  atTectcd.  and  the  necessity  for 
introducing  catheters  with  the  attendant  risk  of  infection 
or  of  making  dangerous,  unsatisfactory,  and  perhaps  unne- 
cessary exploratory  incisions  is  done  away  with. 

Where  there  is  stone  in  both  kidneys  this  is  the  one 
method,  aside  from  double  exploratory  incision,  by  which 
a  certain  diagnosis  may  be  made. 

By  this  method  one  may  diagnosticate  the  smallest  as  well 
as  the  largest  stone,  and  Leonard'  mentions  an  instance  of 
three  stones,  each  weighing  less  than  one  grain,  detected  by 
this  means.  This  is  the  more  important  when  we  remember 
that  small  calculi  produce  few  or  no  symptoms,  and  may  go 
unheeded  until  a  dangerous  stage  is  reached. 

We  must  exercise  caution  in  making  a  diagnosis  of  stone, 
since  intestinal  concretions  have  been  found  to  occasionally 
simulate  them.    The  bowels  should  Ijc  emptied  beforehand. 

In  a  report  of  cases  operated  on  in  a  hospital  it  has  been 
found  that  in  8  per  cent,  of  those  in  which  the  ray  had 
showTi  the  existence  of  a  stone,  operation  failed  to  reveal  its 
presence.  Tlie  radiograph  should  Ix'  taken  with  a  very  low 
tube,  so  that  anything  denser  than  the  soft  parts  will  show. 

Statistics  derived  from  numerous  operations  indicate  that 
there  is  an  enormous  increase  in  mortah'ty,  in  patients  who 
have  been  operated  after  the  ordinarily  recognized  symptoms 
have  made  their  appearance,  over  those  who  have  been 
operated  early  in  the  course  of  the  disease,  while  there  were 
still  no  definite  sjinptoms.  This  proportion  is  stated  as 
about  ten  to  one.  By  means  of  the  rays  a  calculus  may  be 
detected  as  early  as  there  is  any  warrantable  suspicion  of 
its  presence,  or  in  a  definite  case  where  there  exists  a  sus- 
picion a  negative  ;v-ray  result  may  often  save  the  patient 
from  an  operation. 

Altogether  the  results  are  better,  surer  than  after  older 
methods  of  exploration,  and  the  evidence  is  almost  abso- 
lutely reliable. 

Negative  Diagnosis.  Leonard,  who  has  written  extensively 
upon  the  subject,  bases  his  diagnosis  upon  negative  rather 
than  ujjon  positive  findings.    He  quotes  many  cases  in  which 
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supposed  evidences  of  calculus  have  disappeared  when  the 
ray  examination  had  been  negative.  He  cites  other  cases 
in  which  a  negative  ray  diagnosis  had  been  followed  by 
operation,  which  proved  the  accuracy  of  the  ray. 

He  says:  "The  absolute  negative  diagnosis  and  the  exclu- 
sion of  all  calculi  are  based  upon  the  axiom  that  if  a  quality 
of  ray  is  employed  which  will  differentiate  between  the 
shadows  of  tissues  less  dense  than  the  least  dense  calculus, 
all  calculi  will  be  detected. 

"The  production  of  negatives  showing  tissue  differentiation 
in  the  lumbar  and  pelvic  regions  is  the  basis  upon  which 
the  negative  diagnosis  rests.  They  constitute  a  mechanically 
produced  proof  that  a  quality  of  ray  has  been  employed 
which  would  detect  and  yet  not  penetrate  all  qualities  of 
calculi.  The  only  sources  of  error  lie,  not  in  the  method, 
but  in  its  proper  employment  and  interpretation.  Experience 
in  developing  and  employing  the  various  qualities  of  the  rays 
must  be  combined  with  clinical  experience  in  translating  the 
diagnosis  from  the  negative.  The  reading  of  the  negative 
is  often  the  most  difficult  part  of  the  diagnosis,  and  espe- 
cially in  making  a  negative  diagnosis  it  requires  careful 
study  of  the  plates.'' 

Out  of  206  patients  subjected  to  .r-ray  examination  by 
Leonard,^  calculi  were  demonstrated  to  be  present  in  65, 
and  in  only  3  cases  where  the  ray  showed  negative  result 
was  a  calculus  subsequently  found.  In  2  of  these  the  calculi 
weighed  less  than  one  grain  and  were  passed  sj)ontancously. 

As  in  all  other  applications  of  the  .r-ray,  sole  dependence 
may  not  be  placed  in  it  alone.  The  many  didkulties  in 
reading  a  shadowgraph  and  the  many  interpretations  of 
which  it  is  susceptible  render  the  method  unreliable,  when 
unaccompanied  by  logical  clinical  adjuncts.  For  instance, 
a  negative  jc-ray  finding,  of  itself,  means  cither  that  there 
is  no  calculus  present  or  that  on  account  of  some  peculiarity 
of  position  or  condition  of  the  stone,  misplacement  of  tube, 
or  peculiarity  in  the  subject,  no  shadow  was  produced.  But 
with  every  evidence  present  of  the  existence  of  calculus 
another  examination  is  indicated,  or  at  least  a  mistrust  of 

'   Mi'Hiral  News.  vol.  Iwx. 
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the  results,  and  other  methods  should  b^  used  for  determin- 
ing the  accuracy  of  the  first  findings. 

The  exact  number  of  calculi  to  be  removed  is  determined 
before  operation  is  commenced.  The  operative  wounds  may 
be  very  much  smaller  than  formerly,  on  account  of  the  exact 
knowledge  of  location  and  the  exact  direction  and  route 
through  which  the  calculi  are  attacked  may  be  determined 
to  the  best  advantage  before  operation. 

Leonard  draws  the  following  conclusions: 

1.  That  both  the  negative  and  positive  diagnosis  by  the 
Roentgen  method  are  accurate  and  valuable. 

2.  That  ureteral  calculus  is  much  more  common  than  has 
been  supposed,  or  about  50  per  cent,  of  all  cases  of  calculus. 

3.  That  it  is  impossible  to  arrive  at  as  accurate  a  diagnosis 
of  calculus  by  other  methods. 

4.  That  this  method  is  comprehensive  and  aids  operative 
intervention  by  localizing  all  calculi  and  excluding  calculi 
from  the  other  kidney. 

5.  That  non-operative  treatment,  without  a  negative  diag- 
nosis by  this  method,  is  irrational  and  dangerous  in  cases 
that  are  at  all  suspicious. 

6.  That  this  method  is  precise,  because  its  results  are 
mechanically  produced,  but  that  accuracy  in  its  emplo)Tnent 
and  care  in  reading  the  results  are  necessar}'  to  the  avoid- 
ance of  error. 

7.  That  the  data  obtained  by  this  method  make  non- 
operative  conservative  treatment  rational  in  cases  of  small 
calculi  low  down  in  the  ureter  that  can  be  expected  to  pass. 

8.  That  the  negative  diagnosis  does  not  preclude  ex-plor- 
atory  nephrotomy,  but  does  make  unnecessary  the  actual 
incision  into  the  kidney  in  search  for  calculi. 

9.  The  dilatation  of  the  ureter  with  bougies,  as  has  been 
practised  in  the  female,  may  be  employed  in  the  male  by 
utilizing  a  suprapubic  cystotomy  wound  to  guide  the  instru- 
ments from  the  urethra  into  the  ureters. 

Small  stones  (gr.  j)  can  be  seen  at  intervals  along  the  ureter* 
Johnson  has  located  kidney  stones  in  over  thirty  instances, 
and  confirmed  the  diagnosis  each  time  by  operation.  For 
this  purpose  the  quality  of  the  plate  must  be  perfect.  Stout 
patients  make  poor  subjects. 
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Skiagraphs  of  stones  of  various  composition  taken  outside 
the  body  show:  uric  acid  stones  faintly  permeable;  oxalate 
of  lime  ID  per  cent,  cast  a  heavy  shadow.  All  phosphates 
of  fair  size  and  urates  of  large  size  can  be  detected. 

The  symptoms  of  stone  of  the  bladder  are  often  caused 
by  stone  in  the  ureter. 

Fenwick^  insists  on  a  radiograph  of  the  pelvis  being  taken 
in  all  suspicious  cases.  He  finds  that  nephritic  colic  is  so 
frequent  in  children  that  he  advises  skiagraphy  in  ever)' 
youthful  patient  subject  to  recurrent  stomachache.  Also  in 
every  child  with  painless  haematuria  the  ray  may  show 
oxalate  of  lime  stone  of  the  kidney. 

Biliary  Lithiasis.  Drs.  Gastein  and  Yogue,  of  Madrid, 
report  that  they  have  radiographed  a  large  number  of 
patients,  subsequently  submitting  their  findings  to  the 
control  of  operation  or  autopsy.  They  found  that  radiog- 
raphy does  not  permit  of  differentiation  between  stones  in 
the  gall-bladder  and  dense  pericystic  adhesions  or  hydatid 
cysts.    Thus  it  fails  just  where  its  aid  is  most  needed. 

When  very  large,  these  stones  may  be  detected,  and  the 
ray  is  of  special  utility  in  the  exclusion  of  cancer  of  the  gall- 
bladder simulating  cholelithiasis. 

These  stones  are  almost  always  formed  of  cholesterin, 
which  is  very  unfavorable  for  ray  examination. 

Four  out  of  five  diagnoses  of  gall-bladder  stones  by  Boggs 
Avere  verified. 

Prostatic  and  post-prostatic  calculi  may  be  detected  by 
radiography  when  they  cannot  be  felt  by  palpation.  The 
method  is  also  useful  in  detecting  or  eliminating  stone  from 
the  diagnosis,  especially  if  one  is  suspected  to  be  hidden 
behind  an  enlarged  prostate. 


DIAGNOSIS  OF  BONE  DISEASES. 

In  institutions  the  routine  plan  of  subjecting  every  injury 
to  radiographic  examination  is  strongly  to  be  commended. 
Where  this  is  done  it  is  no  uncommon  experience  to  find 

*   Medical  Annual,  1903. 
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that  the  ray  will  expose  bone  injury  where  physical  exami- 
nation fails  to  show  it.  In  the  neighborhood  of  joints  espe- 
cially this  method  has  a  pronounced  superiority  over  other 
exploratory  measures.  Fractures,  fissures  extending  from 
joint  cavities  into  the  shaft  of  bones,  fragments  chipped 
from  the  surface  of  condyles,  and  bony  projections  can  often 
be  detected  positively  in  no  other  way.  It  is  also  not 
uncommon  while  examining  for  one  class  of  injur)^  to  find 
some  concomitant  condition  of  great  importance*  Never 
before  have  surgeons  so  keenly  realized  the  defects  of 
physical  methods  as  they  previously  existed,  and  nothing 
gives  us  so  just  a  realization  of  the  benefits  to  be  derived 
from  radiography  from  its  diagnostic  side. 

Dystrophy  of  Bones.  In  partial  arrest  of  development 
the  ray  shows,  according  to  Molin/  that  the  long  bones 
especially  present  curvatures  similar  to  those  in  rickets. 
He  regards  genu  varum  and  genu  valgum,  as  well  as  curving 
of  the  knees  and  other  joints,  as  directly  due  to  these  bony 
changes. 

Radiography  alone  has  enabled  us  to  learn  the  nature  of 
these  dystrophies- 

In  diseases  of  the  hip  in  children  three  chief  varieties  are 
distinguished  by  means  of  radiography,  Gardette*  concludes 
that  this  method  furnishes  sufficiently  accurate  knowledge 
of  the  lesions  to  enable  us  to  distinguish  (i)  hip-joint  disease 
with  diffuse  lesions,  (2)  with  localized  long  foci,  (3)  those 
in  which  deformities  predominate.  Localized  bony  changes 
can  be  recognized  and  their  location,  whether  femoral  or 
acetabular,  can  be  determined  but  not  the  exact  nature, 
whether  sequestral  or  caseous. 

Radiographic  examination  does  not  assist  us  in  the  treat- 
ment of  diffused  forms  of  hip-joint  diseases,  but  when 
localized  it  may  enable  us  to  seek  bony  foci  and  operate. 

The  exact  knowledge  conveyed  permits  of  earlier  resection 
and  the  hope  of  securing  better  functional  results.  When 
deformity  is  present  radiography  teaches  its  exact  location 
and  extent,  and  points  out  whether  inter^xntion  is  required, 

A   sequestrum   of   bone   which    is   causing   pronounced 


*  Thtsc  dc  Lyon,  igoo. 
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symptoms  but  which  cannot  be  detected  by  probing  may  be 
located  by  ray  examination. 

Beck  describes  such  an  instance  in  which  the  sequestrum 
was  found  covered  with  thick  fibrous  tissue  at  the  point 
touched  by  the  probe,  so  that  it  did  not  respond  to  this 
time-honored  test. 

Osseous  Cyst.  Osseous  cysts  are  easily  overlooked  in 
their  earlier  stages.  The  :v-ray  permits  not  only  their  detec- 
tion but  differentiation  between  them '  and  osteosarcoma. 
In  the  former  the  line  of  the  cortex  appears  narrow  because 
it  is  thin  but  well  marked  and  regular.  The  fluid  centre  of 
osseous  cyst  is  indicated  by  a  lighter  shadow  in  the  radio- 
graph. 

Syphilis  of  Bones.  In  syphilis  of  the  bones,  where  the 
bone  is  protected  by  a  thick  layer  of  muscular  tissue  render- 
ing palpation  very  difficult,  the  ray  is  of  great  advantage 
in  demonstrating  the  differences  in  structural  density  of  the 
affected  bone.  For  instance,  in  examining  the  thigh,  where 
palpation  is  inadequate  to  differentiate  between  muscular 
changes  and  bone  disease,  this  is  the  only  method  by  which 
a  positive  diagnosis  can  be  made. 

V.  Petersen  points  out  the  value  of  radiography  in  syphil- 
itic diseases  of  the  bones.  He  suggests  that  a  defective 
ossification  in  syphilitic  infants  may  be  advantageously 
studied. 

Osteosarcoma.  It  is  quite  generally  accepted  that  osteo- 
sarcoma is  one  of  the  most  malignant  growths  known, 
and  that  the  danger  of  the  condition  is  in  no  way  rendered 
less  by  the  fact  that  the  diagnosis  is  extremely  difficult  to 
make. 

The  jc-ray  offers  the  only  means  at  our  disposal  of  making 
a  sure  diagnosis.  Old  fractures  with  large  amount  of  callus 
have  a  number  of  times  been  mistaken  for  this  condi- 
tion. 

Periosteal  sarcoma  may  be  unmistakably  recognized  from 
its  skiagraph,  which  is  very  characteristic.  The  fine  trabe- 
cular that  grow  from  the  surface  are  well  marked  and  are 
diagnostic.  This  condition,  which  is  known  to  be  most  dan- 
gerous to  life,  may  be  greatly  benefited  by  the  therapeutic 
application  of  the  rays. 
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Deformities  of  the  Foot*  One  of  the  subjects  that  is 
destined  to  be  greatly  advanced  by  the  use  and  application 
of  the  x-TBy  is  the  proper  proportioning  of  shoes,  to  allow 
of  a  correct  use  of  the  feet  without  interfering  with  their 
natural  position.  This  subject  has  received  much  attention 
lately.  Skiagraphs  have  been  used  to  illustrate  the  deformity 
resulting  from  the  improperly  made  and  shaped  shoes. 

Clubfoot.  Dr.  Willard  has  especially  taken  a  skiagraph 
to  delineate  the  width  of  the  astragalus  and  to  decide 
whether  it  could  be  replaced  betw'een  the  malleoli  without 
tarsectomy. 

The  results  give  a  clear  outline  of  the  deformity,  and 
demonstrated  that  replacement  was  possible,  and  sub- 
cutaneous sections  of  all  the  contracted  tissues  proved  the 
correctness  of  the  diagnosis. 

The  radiograph  showed  the  cause  of  the  internal  obliquity 
of  the  metatarsals  and  their  relation  to  the  tarsus  when  the 
foot  has  been  walked  upon  for  years.  The  second,  third, 
and  fourth  metatarsals  were  actually  dislocated  inward,  so 
that  they  overlapped  to  nearly  half  of  their  diameter. 

Metatarsalgia.  G.  Bilhaut'  finds  that  the  spreading  of 
the  anterior  arch  or  changes  in  the  Joint  are  not  alwaysj 
present.  He  has  found  that  Morton's  suggestion,  that  the' 
pain  is  due  to  a  pressure  of  the  fourth  metatarsal  on  the 
nerve,  is  a  correct  one,  and  that  the  end  of  the  bone  is 
the  seat  of  an  ostitis.  He  has  also  found  that  in  some 
cases  the  head  of  the  third  metatarsal  falls  l^elow  its 
neighbor  and  the  under  surface  is  the  seat  of  an  exostosis. 
These  conditions  are  well  shown  by  the  :x;-ray. 


LOCATHfG  TUMORS  IN  THE  BRAIN. 

The  recognized  difficulties  of  localization  within  the 
cranium  makes  the  ray  method  of  interest.  While  little 
has  so  far  been  accomplished  there  is  promise  in  the  method. 

Benedikt^  was  enabled  to  demonstrate  a  tumor  at  the  base 


'  Annates  dc  chJnirgie  et  d'orthopMie,  October,  igoi. 
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of  the  brain  by  taking  a  profile  skiagraph  from  either  side. 
In  many  instances  he  finds  the  bones  abnormally  permeable 
over  painful  pressure  points  which  he  believes  indicates 
some  inflammatory  process  in  this  location.  The  inner  la.yer 
of  the  bones  of  the  skull  in  pachymeningitis  may  be  less 
permeable  than  normal,  while  pach)aneningitic  hemorrhages 
show  less  permeability. 

Mills*  reports  two  cases  in  which  he  obtained  a  shadow 
of  a  tumor  of  the  brain  by  means  of  the  ray.  He  believes 
that  this  examination  should  be  added  to  our  other  means 
of  making  a  diagnosis. 

B6clfere'  has  recently  shown  that  radioscopy  is  capable  of 
revealing  latent  acromegaly.    It  does  this  by  showing  the 
abnormal  configuration  of  the  walls  of  the  skull,  the  exag-  ^ 
gerated  development  of  the  frontal  sinuses,  resembling  those 
of  an  elephant,  and  by  the  enlargement  of  the  sella  turcica. 

*  Philadelphia  Medical  Journal,  September  27,  1902,  ^  j 

'  La  presse  m^icale,  Paris,  ii.,  No.  98. 
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PART    III. 
RADIOTHERAPY. 


CHAPTER   VI. 
GENERAL  THERAPEUTIC  CONSIDERATIONS. 

All  radiant  phenomena  have  the  same  physical  basis; 
one  class  of  ethereal  vibrations  gradually  pass  into  another 
of  different  wave  lengths  without  any  sharp  boundary 
line.  Radiant  heat,  light,  electricity,  and  the  Roentgen 
ray  each  affect  cell  life  in  a  similar  manner.  The  physi- 
cal effect  would  appear  to  be  directly  proportionate  to  the 
duration  of  the  application  inversely  to  the  square  of  the 
distance  from  the  source  of  energy  to  the  patient,  and  pre- 
sumably inversely  to  the  wave  length. 

In  this  method,  according  to  Freund,^  the  effective  factors 
are  probably  the  ray  itself  and  the  electric  surface  tension 
of  the  tube.  The  process  of  cicatrization,  or,  more  exactly, 
the  regeneration  of  tissues  which  have  been  injured  by  having 
been  exposed  to  the  action  of  the  ray,  also  the  nature  of 
the  irritation  produced  by  the  ray  differ  in  a  marked  degree 
from  anything  of  a  pathological  nature  heretofore  known. 

If  the  tissues  treated  be  not  vitally  strong,  or  if  the  inten- 
sity, proximity,  or  duration  of  the  raying  be  beyond  the 
due  proportion  existing  between  the  resistance  of  the  tissues 
and  the  safety  limit  of  the  ray,  untoward  results  will  follow. 
Conversely,  if  due  regard  be  paid  to  the  power  of  the  ray, 
the  results  may  be  wholly  beneficial.  In  order  to  set 
a  standard  of  tissue-resistance  and  ray-activity,  Rudis 
Jicinsky'^  performed  some  experiments  upon  guinea-pigs  and 

*  British  Medical  Journal,  October  25,  1902. 

'  New  York  Medical  Journal,  Novemlx^r  15,  1902. 
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rabbits,  exposing  them  daily  for  stated  periods  to  the  raysi 
and  carefully  noting  the  results.  Upon  the  death  of  any  of 
the  exposed  animals,  the  tissues  were  carefully  examined. 
He  found  that  the  longer  the  low  vacuum  tube  backed  by 
a  strong  current  was  continued  the  lower  sank  the  resistance 
of  the  animals.  Two  of  the  guinea-pigs  finally  died  after 
the  fiftieth  exposure.  Upon  dissection  it  was  found  that 
degeneration  was  present  in  the  white  matter  of  the  posterior 
tracts  and  in  the  posterior  horns;  the  spinal  canal  was 
dilated  by  hemorrhages. 

The  histological  appearance  of  the  so-called  burn  was 
that  of  a  special  inflammator)^  process  involving  the  forma- 
tion of  new  fibrous  tissue;  the  walls  of  the  bloodvessels, 
especially  the  intima,  were  thickened  and  the  lumina  almost 
closed;  the  ner\^es  and  a  thin  layer  of  tissue  were  destroyed. 

The  rays  possess  chemicalj  fluorescent,  and  electric 
properties.  Their  effects  range  from  mere  stimulation  to 
actual  destruction  of  the  tissues.  In  weak  doses  they  favor 
physiological  processes^  wliile  in  stronger  doses  they  cause 
inflammation  or  necrosis. 

According  to  some  the  ray  is  a  powerful  stimulant  of  all 
tissue,  both  normal  and  pathological.  In  applying  the  rays 
in  long  sittings  and  to  large  areas  for  specific  purposes,  as 
in  skin  diseases,  it  has  been  the  observation  of  many  that 
patients  report  a  certain  feeling  of  well-being  after  a  numter 
of  exposures. 

This  may  be  due  in  part  to  physiological  effect,  but  there 
are  reasons  for  believing  that  the  ray  exercises  a  general 
stimulating  effect.  Elderly  persons  with  stiffness  of  joints 
and  muscles  may  tell  of  a  certain  feeling  of  unusual  supple- 
ness. Those  of  a  nerv^ous  disposition  who  suffer  from 
insomnia,  indefinite  nerve  pain,  depression,  etc.,  may  feel 
a  buoyancy  and  report  better  rest  at  night. 

The  loss  of  tissue  in  prolonged  exposures  is  attributed  to 
overstimulation  and  consequent  impairment.  The  sup- 
porters of  this  view  point  to  the  increased  activity  of  the 
epithelium  under  the  rays,  and  to  the  fact  that  so  little 
scarring  occurs  in  this  method. 

By  the  same  theory  it  is  assumed  that  all  of  the  cells  in 
the   skin  undergo  the  same  stimulation   and   then   over- 
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Stimulation,  including  the  nerve  cells,  which  accounts  for 
the  anaesthesia  produced.  The  cures  that  have  been  noted 
in  all  superficial  ulcers,  acne,  lupus,  and  epithelioma  are 
attributed  to  a  stimulation  of  the  cell  function  and  con- 
sequent resumption  of  the  healthy  condition. 

Whatever  the  ultimate  theory  to  be  adopted  may  be,  it  is 
probable  that  the  first  effect  is  stimulating  and,  if  pushed 
beyond  a  certain  limit,  irritating  and  destructive. 

Under  the  action  of  such  an  irritation  the  endothelial 
connective  tissue  and  cells  of  the  parenchyma  are  likely  to 
swell  and  grow  more  granular.  The  additional  granules, 
being  albuminous,  seem  to  be  derived  from  the  protoplasm 
of  the  cells  involved.  The  degeneration  which  follows  a 
prolongation  of  the  action  of  the  irritant  may  begin  with 
destruction  of  haemoglobin  in  masses  of  extravasated  blood 
cells  or  with  pigmentation  of  the  skin,  and  may  continue 
imtil  a  circumscribed  area  is  destroyed. 

The  exact  method  of  procedure  will  be  given  for  each 
branch  in  which  the  ray  is  indicated,  but  it  may  not  be  amiss 
to  give  a  few  general  hints  more  or  less  applicable  to  all  radio- 
therapy. It  is  good  practice  as  a  means  of  personal  pro- 
tection against  suits  for  damages,  or  at  least  charges  that 
the  possibility  of  ill-effects  had  not  been  explained  to  the 
patient,  to  have  a  blank  form  in  the  office  which  is  signed 
by  every  person  at  the  time  of  beginning  treatment.  All 
responsibility  should  be  assumed  by  the  party  treated, 
relieving  the  physician  from  all  blame  in  case  of  injury. 
One  point  of  paramount  importance  in  considering  the 
general  aspect  of  radiotherapy  is  the  necessity  of  having 
trained  and  intelligent  medical  men  in  charge  of  all  treat- 
ments. Xo  electrician,  however  skilled  in  physics  or  even 
a  knowledge  of  radiotherapy,  should  be  considered  a  com- 
petent therapeutist.  It  requires  good  medical  and  clinical 
training,  and  tact  besides,  to  enable  one  to  safely  and 
successfully  conduct  .v-ray  therapeutic  operations,  and, 
while  it  is  all  the  better  if  the  radiotherapist  is  at  the  same 
time  a  practical  electrician,  it  is  absolutely  necessary  that 
he  be  a  finished  clinician.  He  should  be  thoroughly  able 
to  diagnosticate  all  conditions  likely  to  be  amenable  to  the 
treatment.     He  should  know  what  remedial  measures  to 
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employ  in  any  emergency  and  to  add  at  any  time  the  neces- 
sary adjuvant  treatment.  With  a  general  knowledge  of  the 
management  of  apparatus,  the  conditions  and  variations  of 
tubes,  the  use  of  shields  and  other  protective  devices*  the 
physician  is  loetter  equipped  to  treat  by  the  radiotherapeutic 
method  than  the  most  expert  radiophysicist  can  possibly 
be.  Only  a  practitioner  qualified  by  experience  can  properly 
estimate  the  dosage,  and  jjossesses  the  necessary  knowledge 
to  treat  deep-seated  lesions  and  the  patient  coincidently. 

If  we  consider  for  a  moment  the  unfortunate  state  in 
which  surgical  diagnosis  would  be  placed  to-day  were 
skiagraphy  removed  by  some  magic  means  from  our  posses- 
sion, we  can  well  imagine  that  when  radiotherapy  has  been 
practised  for  an  equal  number  of  years,  we  will  be  in  a 
position  to  cast  a  retrospecti\'e  glance  filled  with  satisfaction. 

Application  of  the  X-ray  to  Therapeutic  Work.  There 
have  1x^en  several  claimants  to  the  honor  of  priority  in  the 
application  of  the  A'-ray  to  the  treatment  of  disease.  The 
question  will  be  difficult  to  settle  with  absolute  certainty. 

The  Chicago  Eiectromedical  Society,  at  a  meeting  held 
on  Novemtjer  26,  1902.  adopted  a  resolution  which  gives 
to  Dr.  tL  Preston  Pratt,  a  member  of  the  society,  the  honor 
of  having  first  made  use  of  the  .v-rays  for  therapeutic  pur- 
poses. 

On  April  13,  1896,  Pratt  tegan  the  treatment  of  two 
patients  for  cancer  of  the  stomach,  and  a  week  later,  of  a 
subject  of  pulmonary  and  laryngeal  tuberculosis,  Des- 
peignes,  of  Lyon  (France),  also  applied  the  ray  for  the 
treatment  of  cancer,  in  iSq6. 

Freund.  of  Menna,  has  been  generally  accorded  the  credit 
of  demonstrating  a  decided  therapeutic  value  for  the  ray* 

As  to  the  application  of  the  ray  to  inoperable  cancer  of 
the  breast,  Alfred  Cooper  states,  in  his  presidential  address/ 
that  so  far  as  he  can  learn  Mr.  Andrew  Clark  reconJed  the 
first  case  of  chronic  cancer  of  the  breast  treated  by  the 
.v-rays. 

While  it  may  not  be  definitely  known  who  first  suggested 
or  carried  out  treatment   in  what  we  mav  term  internal 
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cancer,  to  Gilman,  of  Chicago,  must  Ijc  given  the  credit  of 
encouraging  others,  in  this  country  at  least,  to  an  extensive 
trial  of  the  methoc!  in  such  cases.  It  was  in  December, 
1900,  that  he  reported  l>eforc  the  Clinical  Society  of  Chicago 
an  extensive  breast  cancer  which  had  greatly  improved. 

Clinical  Effects  of  the  Ray.  The  effect  of  the  rays  on 
the  human  bcxiy  is  very  mucli  like  the  ciTect  of  drugs,  that 
is,  it  varies  with  the  strength  of  the  dose  given.  Another 
similarity  that  they  have  with  drugs  is  that  in  certain  con- 
ditions of  administration  it  shows  the  same  cumulative 
cflect.  Used  in  weak  doses  they  have  a  stimulating  effect, 
in  larger  doses  overstimulating,  producing  erythema  and 
inflammation,  and  in  overdoses  they  will  produce  atrophy 
and  necrosis-  Still  another  similarity  is  in  the  decided  idio- 
syncrasy exhibited  by  some  patients.  The  influence  of  .r-rays 
on  animal  cell  life  is  very  similar  to  that  of  heat,  light,  and 
electricity.  The  physiological  cfTects  of  rays  are  in  direct  pro- 
portion to  their  intensity  and  in  inverse  proportion  to  the 
wave  lengths.  There  is  generally  a  latent  period  between 
exposures  and  the  appearance  of  reaction,  the  length  of 
which  period  is  inversely  proportional  to  the  wave  lengths 
and  intensity  of  exi)osure.  The  physiological  action  of  the 
rays  persists  for  a  long  time.  The  depilatory  effect  is  the 
result  of  the  ray's  destructive  action  on  the  follicles^  or  is  due 
to  the  alteration  of  their  blooil  supply. 

The  ray  exerts  a  powerful  influence  on  the  formation  of 
connective  tissue  and  cicatrices. 

We  can  obtain  a  much  more  penetrating  effect  with  the 
rays  than  with  chemicals. 

Seaburv^  Allen  claims  that  the  clinical  effects  are  not  due 
so  much  to  the  .v-ray  as  they  are  to  some  other  unknown 
but  closely  allied  [phenomenon. 

It  is  very  difficult  to  decide  whether  the  tulx^s  should  be 
hard  or  soft  for  the  particular  disease  and  patient  con- 
cerned. Here  the  individuality  of  the  patient  plays  an  im- 
portant role.  About  the  same  results  can  often  Ix^  obtained 
by  either,  providing  we  adapt  to  the  particular  case  in 
question  the  length  of  exposure,  strength  of  current,  and 
distance  from  tube.  The  reaction  depends  in  a  measure  on 
idiosyncrasy;  the  region  of  the  tody  exposed;  the  moisture 
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of  the  surface;  the  amount  of  fatty  tissue  in  the  parts;  a 
fatty  abdominal  wall  being  more  apt  to  be  effected  than  one 
not  containing  so  much  fat<  Still  we  can  produce  a  reaction, 
with  rare  exception,  on  any  part  of  the  body,  and  in  any  indi- 
vidual, by  giving  a  sufficiently  long  exposure  at  close  range. 

Hard  tubes  are  safer;  with  these  we  can  go  right  on  with 
the  radiations  until  we  get  visible  effects,  while  with  a  soft 
tube  we  must  not  forget  that  there  may  be  a  reaction  long 
before  it  is  visibly  manifest. 

There  are  several  general  effects  that  the  ray  will  produce 
in  the  majority  of  cases,  and  on  these  a  system  of  indications 
and  contraindications  may  be  built.  No  absolute  reliance, 
however,  can  be  placed  in  any  of  these,  as  the  ray  has  been 
known  to  produce  entirely  opposite  results  in  similar  cases, 
and,  indeed,  very  often  in  the  same  patient  at  different 
times. 

Scholtz,^  in  a  series  of  experiments  on  the  effects  of  the 
ray,  has  come  to  the  conclusion  that  they  are  manifested  at  the 
point  of  entrance  and  at  the  point  of  exit,  that  the  rays  affect 
primarily  the  cells  of  the  normal  skin,  and  that  the  cells  of 
glandular  structures,  muscles,  vessels,  and  connective  tissue 
are  influenced  in  only  a  mild  degree.  He  goes  so  far  in  fact 
as  to  state  that  the  skin  alone  is  affected  and  that  the  inner 
organs  are  not  in  the  least  influenced.  This  can  scarcely 
be  accepted,  however,  in  face  of  the  evidence  that  many 
deleterious  effects  have  been  produced,  manifested  in  head- 
ache, abdominal  symptoms,  and  the  benefit  derived  in  many 
systemic  and  deeply  seated  conditions. 

The  effect  on  the  skin  is  at  first  stimulating  up  to  a  certain 
point,  and  then  degeneration  takes  place*  It  is  probable, 
according  to  the  same  authority,  that  the  changes  that  take 
place  in  the  structures  of  the  skin,  other  than  the  epithelial 
cells,  are  purely  secondary  and  due  to  the  inflammatory 
processes  in  the  skin  already  going  on. 

When  there  is  oozing  from  a  surface  the  application  of 
the  rays  has  the  effect  of  a  st>T>tic. 

Some  observ^ers  claim  that  women  are  much  more  favor- 
able subjects  for  ray  treatment  than  men. 
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In  beginning  treatment,  especially  in  cancer  of  the  skin, 
the  patient  should  be  very  carefully  examined  to  determine 
whether  there  is  any  involvement  of  the  internal  organs. 
The  urine  should  be  examined  for  albumin;  its  appearance 
in  the  urine  during  treatment,  when  previously  it  has  been 
absent,  is  a  signal  to  stop  treatment  until  it  disappears. 

Causes  of  Therapeutic  Effect.  Freund  finds  that  the 
therapeutic  effect  is  due  to  one  or  more  of  the  following 
forces  that  emanate  from  the  surface  and  cavity  of  the  tube: 
(i)  heat;  (2)  ozone;  (3)  cathode  rays;  (4)  ultraviolet  rays; 
(5)  rays  of  material  particles  from  the  anode;  (6)  Roentgen 
rays;  (7)  sparks  and  electric  charges  from  the  surface  of 
the  tube;  (8)  electric  or  electrodynamic  waves;  (9)  rays  of 
unknown  character. 

As  a  result  of  a  great  many  experiments  by  himself  and 
other  observers,  Freund  concludes  that  from  all  of  the 
above-mentioned  effects  the  rc-rays  and  the  electric  dis- 
charges from  the  surface  of  the  tube  are  the  only  ones  to 
be  taken  into  consideration  when  studying  its  physio- 
logical effects.  They  both  appear  at  the  same  time,  their 
action  is  very  similar  in  character,  and  they  have  the  faculty 
of  strengthening  the  action  of  each  other. 


ANALGESIC  QUALITIES  OF  THE  RAY. 

If  there  is  any  one  point  on  which  x-ray  workers  are 
well  agreed,  it  is  that  the  emanations  from  an  energized 
tube  are  capable  of  alleviating  pain.  This  at  times  is  only 
temporary,  but  oftentimes  permanent,  and  is  observed  even 
in  the  excruciating  degrees  occurring  in  malignancy.  This 
was  first  noted  by  Despeignes  as  early  as  1896.  He  found 
that  morphine  which  had  been  taken  steadily  could  be 
dispensed  with  after  a  number  of  ray  treatments. 

Just  what  emanations  effect  this  is  not  universally 
agreed  upon.  Shields  believes  it  is  due  to  the  high-tension 
current  and  not  to  the  .r-ray  at  all.  While  it  is  true  that 
high-frequency  and  high-voltage  currents  give  at  times 
wonderful  relief,  the  rv-ray,  possibly  together  with  the 
cathode  ray,  or  at  any  rate  something  more  than  the  elec- 
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tricity  is  active  in  the  relief  of  sufferinsj:  a  relief  which  at 
tiraes  is  more  pronounced  than  we  could  expect  from  any 
known  niethot!  of  a[jplyinj^  electricity. 

For  the  present  it  is  perhaps  better  to  say  that  the  expo- 
sure produces  the  result  rather  than  to  claim  it  for  the  ray 
alone.  The  great  advantage  of  this  method  over  giving 
pain-relieving  drugs  is,  that  while  the  latter  produce  inju- 
rious effects  and  decrease  the  functional  activity  of  organs, 
the  anod\iial  effect  of  the  ray  is  accompanied  by  the  stim- 
ulation of  healthy  activity  of  various  organs.  There  is 
besides  no  Ix'numbing  effect,  no  local  anaesthesia,  as  we  have 
in  many  analgesic  remedies. 

It  is  possible  that  in  the  production  of  pain  there  exist 
waves  of  vibration  within  the  nerve  cells,  and  that  new 
vibrations  are  introduced  through  the  medium  of  the  ray, 
replacing  the  painful  by  painless  vibrations. 

Sweet/  among  others,  has  recorded  the  effect  upon  nerve 
structures  after  long  exposure.  The  skin  shows  loss  of 
sensation,  so  that  in  cancer  large  portions  of  the  tissue 
can  be  excised  without  any  other  analgesic. 

Among  painful  alTeclions  which  have  l3een  found  bene- 
fited by  the  ray  are  painful  joints,  muscular  rheumatism; 
intercostal,  facial  and  other  neuralgias;  hepatic  colic  and 
neuralgia  attending  and  following  attacks  of  zoster.  In  all 
of  these  conditions  where  the  pain  is  severe  the  methcxl 
occasionally  fails.  A  number  of  accidental  cures  of  {>ain- 
ful  affections  have  been  recorded  following  application  of 
the  ray  for  diagnostic  purposes. 

It  is  quite  as  well  known,  however,  that  the  analgesic 
effect  of  the  ray.  while  it  may  exist  as  a  rule,  is  by  no  nieans 
constant,  and  there  are  numerous  instances  on  record  in 
which  the  effect  was  the  exact  opposite.  Cases  in  which  the 
ai>plication  of  the  ray  gave  rise  to  immediate  pain  are  rare, 
but  have  occurred  in  the  experience  of  the  author.  The 
usual  way  in  which  pain  appears  as  an  accompaniment 
of  the  treatment  is  as  a  sequel,  and  usually  manifests 
itself  in  a  day  or  two  after  the  treatments  have  commenced. 

The  analgesic  effect  of  the  A-ray  is  accounted   for  by 
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Rockwell  on  the  supposition  that  the  rays  set  up  a  circu- 
latory drainage,  which  diminish  the  pressure  and  conse- 
quently the  pain.  In  view  of  the  fact  that  the  first  action 
of  the  ray  is  stimulating,  and  that  the  rays  generally  cause 
the  pain  to  cease  at  the  first  or  second  treatment,  this  theory 
does  not  seem  tenable. 

There  are  some  operators  who  claim  that  they  have  never 
noted  any  analgesic  effects  due  to  the  rays. 


CUMULATIVE  EFFECT  OF  THE  RAY. 

It  is  very  evident,  from  facts  obser\''ed,  that  there  is  a 
cumulative  or  rather  delayed  effect  in  the  action  of  the  ray. 
We  are  led  to  this  belief  by  the  occurrence  of  reactionary 
dermatitis  after  long  periods  have  expired  from  the  time  of 
exposure,  and  by  the  fact  that  frequently,  long  after  the 
treatment  has  been  discontinued,  sloughing  continues  in 
cancerous  tissues. 

The  term  cumulative  effect  is  a  very  bad  term;  it  does 
not  say  what  it  means.  What  we  mean  by  it  is,  that  very 
often  after  a  number  of  short  exposures  the  beneficial 
effects  will  show  themselves  for  a  considerable  time  after 
treatment  has  ceased. 

Pusey  reports  a  case  of  carcinoma  of  the  eyeball  and 
entire  orbit;  under  the  jc-ray  treatment  the  patient  did  very 
well  for  a  time,  but  later  there  was  evidence  of  extension 
of  the  growth  to  the  brain.  Treatment  was  stopped  as 
hopeless;  some  time  after  the  patient  began  to  improve 
and  has  steadily  improved — illustrating  the  cumulative  effect; 
that  is,  the  continuance  of  the  action  of  the  ray  after  the 
discontinuance  of  treatment. 


CHAPTER   VII. 
TREATMENT  OF  CANCER. 

The  wide  prevalence  and  the  apparently  undoubted 
increase  of  cancer  in  many  parts  of  the  world  give  to  this 
new  method  an  importance  far  beyond  that  accorded  the 
ray  in  many  other  conditions. 

Of  the  innumerable  benefits  conferred  by  Roentgen's 
discovery,  none  seems  to  equal  the  power  of  the  ray  to 
alleviate  the  many  distressing  symptoms  associated  wath 
inoperable  cancer  and  our  ability  to  improve  otherwise 
hopeless  cases  and  in  a  limited  number  to  effect  a  cure. 

Unfortunately  the  decrease  in  the  cancerous  mass,  at 
times  going  on  to  complete  disappearance  of  the  tumor, 
which  led  to  extravagant  hopes  that  the  ray  might  prove  an 
actual  cure  for  deep-seated  and  internal  cancer  has  not  been 
followed  in  a  sufficient  proportion  of  cases  by  that  restoration 
to  health  of  the  individual  or  the  prevention  of  relapse  or  re- 
currencfe  which  would  constitute  a  cure.  If  early  hopes  could 
have  been  realized  in  even  a  small  percentage  of  severely 
afflicted  individuals,  it  would  have  sufficed  to  exalt  this 
discovery  far  above  the  many  that  have  been  made  in  the 
realms  of  medicine  during  the  past  century.  As  it  is,  the 
power  of  the  ray  is  effective  to  a  degree  which  warrants  a 
certain  amount  of  enthusiasm.  When  we  pause  to  realize 
that  beyond  a  certain  point  surgical  intervention  is  useless, 
and  that  recurrence  in  particular  situations  after  one  or 
several  cutting  operations  leaves  the  patient  without  further 
hope,  unless  from  the  ray,  and  that  the  latter  has  been 
abundantly  demonstrated  to  do  more  than  any  previously 
known  procedure  or  method,  we  must  admit  that  an  advance 
has  been  made. 

A  factor  of  real  importance,  and  one  which  has  not  been 
sufficiently  dwelt  upon,  is  the  benefit  which  may  come  from 
the  ray  method  in  bringing  afflicted  women  under  obser^'a- 
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tion  at  a  sufficiently  early  period  to  enable  the  surgeon  to 
secure  for  them  the  best  chances  of  recovery. 

The  ray  holds  out  a  justified  chance  of  relief  which  might 
and  ought,  and,  as  I  believe,  actually  does,  lead  cancer 
patients  to  seek  relief  early. 

The  well-known  dread  of  the  surgeon's  knife  and  anaes- 
thetics, the  widely  prevalent  idea  that  all  attempts  are  futile 
and  that  they  give  but  temporary  relief,  deter  hundreds 
and  even  thousands  of  suffering  women  from  presenting 
themselves  to  the  physician  until  they  are  practically  beyond 
all  hope.  Lives  innumerable  are  thus  yearly  sacrificed  to 
procrastination.  While  refusal  to  accept  operation  has  at 
times  proven  the  part  of  wisdom,  there  remains  no  doubt 
at  the  present  day  that  if  cutting  is  done  sufficiently  early 
and  in  a  sufficiently  radical  manner  the  average  of  life  is 
greatly  prolonged  and  the  proportion  of  actual  cures  in- 
creased. This  method,  free  from  mutilating  and  disfiguring 
results  often  likewise  shunned  by  some,  should  lead  patients 
to  consult  their  medical  adviser  early  rather  than  to  nurse 
in  secret  their  suspected  foe.  Coming  thus  at  the  proper 
time  under  the  right  influence  the  necessary  measures  suited 
to  the  case  can  be  readily  and  judiciously  carried  out  in 
connection  with  the  ray  treatment. 

Few  patients  having  taken  this  initial  step  would  refuse 
operation  when  it  is  explained  to  them  that  we  cannot 
to-day  rely  fully  upon  the  ray  alone,  but  that  administered 
before  and  after  or  in  connection  with  operation  a  decided 
hope  of  success  may  be  entertained. 

This,  in  a  measure,  the  ray  has  accomplished  and  is 
accomplishing,  and  far  distant  be  the  day  when  this  hope 
is  withdrawn  from  the  cancer  patient  unless  we  have  some- 
thing in  the  meantime  more  promising  to  offer. 

Let  not  the  man  arise  who  will  cry,  **  Away  with  rv-ray  for 
inoperable  cancer!"  until  he  can  proclaim  a  nearer  approach 
to  a  cure. 

Until  some  other  method  will  better  or  so  well  cause 
cessation  of  pain,  disappearance  of  offensive  odors,  arrest 
of  the  invading  progress,  destruction  and  casting  off  of 
morbid  tissue  masses,  checking  of  hemorrhage,  and  that 
general  improvement  due  to  hope  born  of  despair,  let  the 
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ray  continue  to  be  ofTercd  to  these  unfortunates  drifting 
toward  a  relentless  doom.  There  is  likewise  a  large  class 
of  cancer  patients  in  the  recurrent  stage  who  cannot  be 
induced  to  subject  themselves  again  to  the  knife.  In  most 
the  surgeon  hesitates  or  says  *'No,''  In  a  certain  small 
percentage  success  may  follow  raying.  While  few'  can  justly 
hope  for  cure,  almost  all  can  be  {iromisefl  relief  or  decided 
amcHoration,  with  freedom  from  most  of  the  horrors  of  death 
from  cancer  whose  details  are  ahnost  as  familiar  to  the  laity 
as  to  physicians. 

A  further  advantage,  and  one  it  seems  to  me  not  to  be 
neglected,  is  the  possibihty  of  operating  on  otherwise  inoper- 
able cases,  removing  the  greater  part  of  the  neoplasm  and 
relying  upon  the  ray  to  attack  and  destroy  what  remains. 
The  arrest  of  hemorrhage  is  also  of  decided  advantage. 
In  two  personal  cases  this  effect  was  prompt,  and  so  long 
as  the  rays  WTre  continued  bleeding  never  recurred,  though 
it  had  previously  been  frequent  and  severe. 

The  severity  of  carcinoma  of  the  breast  is  indicated  by 
Kiittner's  report  of  forty-one  operations  from  1880  to  1892, 
in  which  the  supraclavicular  glands  were  enlarged.  Not  a 
single  case  survived. 

How  the  Ray  Acts  in  Cancer.  The  ray  seems  to  exert  a 
selective  action  on  the  pathogenic  growth,  and  the  process 
by  which  it  disappears  seems  to  be  one  of  drying  and  shrivel- 
Hng  rather  than  one  of  sloughing-  The  reason  for  the  appar- 
ent selective  action  is  not  quite  clear,  but  it  is  probable 
that  it  is  owing  to  the  low  vitality  of  the  neoplastic  tissue 
as  compared  with  the  surrounding  healthy  tissue,  which 
causes  it  to  react  most  readily.  This  view  is  substantiated 
by  the  fact  that  the  healthy  tissue  is  very  frequently  also 
involved  with  the  diseased  tissue,  but  such  involvement 
generally  appears  much  later  than  the  effect  upon  the  new- 
growth. 

Allen*  says  there  is  no  microscopic  change  to  be  found 
in  the  pathological  or  normal  cell  elements.  There  is  an 
increase  of  connective  tissue  ami  no  strangulation  of  cells 
by  its  contraction,  but  a  decrease  in  cellular  elements.    The 


'  Journal  of  Mcfiical  Rtscnrth,  June,  1903 


TREATMENT  OF  CANCER 


175 


shape  of  the  cell  is  not  apparently  altered.  Vacuolization 
is  shown  by  the  cells. 

In  this  connection  it  is  interesting  to  mention  a  case 
which  was  reported  by  Dr,  Douglass  W.  Montgomery,  and 
demonstrated  before  the  California  Academy  of  Medicine, 
April  2Q,  1902: 

**The  .v-ray  treatment  begun  October  10,  1901,  was  con- 
tinued until  the  operation  on  February  10,  1902,  that  is  to 
say,  the  .v-ray  was  given  three  times  a  week  for  sixteen 
weeks.  It  had  the  effect  of  causing  extensive  sloughing, 
but  the  cancerous  process  ]>roceeded  as  far  as  one  could 
judge  unchecked  in  the  depth  of  the  growth/' 

A  microscopic  examination  was  made  of  the  tissues 
removed  by  operation.  This  showed  a  typical  epithelioma. 
The  superficial  epithelial  cells  which  were  exposed  by  the 
.T-rays  were  necrotic.  Those  in  the  depth  of  the  tumor, 
however,  were  unchanged.  The  result  of  this  examination 
would  appear  to  support  the  assertion  of  Scholtz,  that  the 
therapeutic  effect  is  on  superficial  tissues  only. 

Beavan  estimates  that  the  distance  to  which  the  effectual 
ray  penetrates  is  only  i  cm.  We  must  bear  in  mind,  however, 
that  having  secured  an  effect  upon  this  def>th  of  tissue, 
by  waiting  until  the  processes  of  sloughing  or  disintegration 
has  thrown  off  the  mass,  we  can  act  by  subsequent  treatment 
upon  this  deeper  layer  and  so  proceed  until  the  entire  mass 
has  disappeared. 

The  ray  in  cancer  exercises  stimulating  influence  upon 
tissues,  and  it  is  probably  this  action  which  accounts  for 
the  good  cosmetic  effect  obtained,  as  compared  with  those 
"rom  caustic  pastes.  Discharge,  offensive  odor,  and  in  most 
cases  pain  are  controlled  early  in  the  treatment.  Examina- 
tion of  tissues  taken  from  cancerous  growths  at  the  Jefferson 
Medical  College  showed  intense  leukocytic  infiltration,  over 
90  per  cent,  of  the  leukocytes  being  polymorphonuclear, 
which  were  located  around  the  bloodvessels  in  the  cancerous 
tissue. 

The  condition  of  degeneration  so  frequently  seen  in  the 
epithelium  was  present,  the  fine  granular  appearance  of  the 
chromatin  and  reduced  staining  intensity  teing  also  promi- 
nent  features. 
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That  trophic  change  occurs  under  the  influence  of  the 
rays  is  evidenced  by  the  lessening  of  pain  and  sensitiveness. 
Leukocytosis  is  probably  a  secondary  causative  factor  in  the 
cure.  The  action  of  the  rays  upon  tlie  smaller  bloodvessels 
has  been  elsewhere  noted,  and  the  undoubted  action  upon 
the  smaller  nerve  lilaments  is  evidenced  by  the  loss  of 
sensitiveness  in  healthy  skin  too  long  exposed;  also  ini 
cancerous  tissue,  where  the  rays  have  been  applied,  large  ^ 
portions  being  capable  of  removal  without  pain. 

The  power  of  the  ray  in  lessening  pain  is  almost  constant. 
In  nearly  every  case  it  disappears  after  the  first  few  treat- 
ments, but  in  a  few  rare  instances  the  application  of  the  ray 
has  seemed  to  be  decidedly  painful. 

In  strictly  operative  cases  it  seems  that  we  are  scarcely 
justified  in  substituting  for  an  old  method  of  proven  utility 
a  new  one  of  which  comparatively  little  is  known. 

The  altogether  incorrect  opinion  that  the  ray  will  speedily 
abolish  the  necessity  of  all  surgical  operative  methods 
seemed  for  a  time  to  be  rapidly  gaining  ground.  This 
view  is  fostered  mainly  by  the  quacks  and  charlatans  who 
have  in  unusual  numljcrs  invaded  the  fields  of  electro-  and 
radiotherapy*  This  can  only  lead  to  harm,  and  the  method 
has  much  to  fear  from  frauds  and  fanatics. 

However,  the  opinion  of  the  majority  of  observers  is 
certainly  in  favor  of  using  the  ray  in  every  inoperable  case. 

It  is  at  present  regarded  as  a  rational  proceeding  to  expose 
every  case  to  the  action  of  the  rays  after  operation  for 
carcinoma,  to  prevent  recurrence.  The  rationale  of  this 
depends  upon  the  supposedly  small  quantity  but  wide  dis- 
tribution of  the  carcinomatous  tissue  remaining.  From  a 
theoretical  point  of  view  there  is  much  to  recommend  this 
method,  as  will  be  the  more  readily  appreciated  by  one  who 
has  watched  the  slow  dissolution  of  a  massive  tumor  under 
the  action  of  the  rays.  In  the  treatment  of  cancer  of  the 
breast,  the  idea  at  once  suggests  itself  to  the  close  observ^er 
that  were  the  tissues  less  in  quantity  a  great  many  benefits 
w^ould  accrue  to  the  patient.  It  would  mean  speedier  treat- 
ment, less  danger  from  absorption,  smaller  quantity  to  be 
absorbed  with  less  consequent  danger  of  metastasiSj  less 
wear  and  tear  upon  the  system  by  reason  of  the  lessened 
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duration  of  treatment,  and  a  condition  of  vital  strength 
which  does  not  decrease  in  so  great  a  ratio  that  the  patient 
is  unable  to  withstand  further  treatment  just  at  a  time 
when  the  greatest  improvement  is  noted  locally.  All  of 
these  advantages  are  secured  when  an  operation  immediately 
precedes  the  ray  treatment.  When  this  is  impossible,  of 
course  we  must  rely  upon  the  ray  alone. 

On  the  other  hand,  it  must  not  be  forgotten  that  one  of 
the  most  potent  arguments  in  favor  of  the  ray  is  the  fact 
that  the  great  majority  of  patients  consult  the  operator 
because  they  are  convinced  or  at  least  hope  that  there  is 
a  method  of  cure  free  from  the  dangers  of  the  knife  and 
an  anaesthetic. 

While  we  cannot  advocate  operation  for  every  case  of 
carcinoma,  we  can  heartily  recommend  the  use  of  the  rays 
in  every  case  after  operation.  There  are  undoubtedly 
instances  in  which  the  patient  may  escape  operation  by 
judicious  raying,  Harm  may  arise  from  stimulation  which 
precedes  the  destructive  action  of  the  rays,  and  in  some  few 
cases  this  may  be  sufficient  to  stimulate  the  growth  to 
renewed  activity.  If  the  rays  cause  the  appearance  of 
untoward  symptoms  there  is  always  time  to  operate  without 
danger;  and  on  the  other  hand,  there  is  a  great  probability 
that  the  tumor  will  diminish  in  size  and  perhaps  disappear 
altogether.  It  has  been  suggested  by  Dr.  Coley  that  we 
have  no  right  to  defer  operation  in  any  case  where  there  is 
a  tumor  in  the  breast,  because  we  do  not  know  the  nature 
of  it,  and  we  must  not,  therefore,  run  the  risk  of  classifying 
any  tumor  without  first  having  removed  and  examined  it. 

It  seems  an  open  question  whether  it  is  better  practice 
to  remove  any  growth  from  the  breast  for  examination, 
being  totally  ignorant  of  its  nature,  or  to  expose  it  to  the 
action  of  the  rays,  and  thus  give  the  patient  the  chance  of 
its  disappearing  painlessly  and  with  little  inconvenience. 

The  permanence  of  this  form  of  treatment  depends  essen- 
tially upon  the  nature  of  the  cancer  and  not  upon  any  action 
of  the  ray.  This  is  very  clear,  as  any  measure  which  will 
cause  the  disappearance  of  the  cancer  will  cure  it,  and  if 
cancer  is  inherently  recurrent  in  nature  then  it  will  recur, 
whatever  the  method  of  extirpation  or  removal.     On  the 
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Other  hand,  to  indulge  in  speculative  h)^othesis,  we  may  ^ 
imagine  that  the  ray  wDl  remove  new-growth,  but  will  have 
no  action  upon  the  germ  or  causative  element  of  cancer.    In 
that  case  cancer  may  recur  as  many  times  as  it  is  removed  - 
by  the  ray.     This,  however,  is  pure  speculation  and  is  at 
least  improbable. 

There  seems  to  be  quite  strong  evidence  that  patients 
treated  by  the  ray  are  prone  to  metastasis.  The  fact  that 
in  many  instances  the  tumor  mass  grows  rapidly  smaller 
without  the  least  external  drainage  or  suppuration,  shows 
that  the  tissue  is  absorbed  and  eliminated  through  the 
patient's  system.  It  is  evident  that  under  these  circum- 
stances there  would  exist  a  tendency  to  distribution  of 
cancerous  particles  throughout  the  body.  It  might  be 
argued  that  the  particles  thus  carried  through  the  body 
are  already  rendered  incapable  of  further  growth,  and  that 
they  are  not  capable  of  becoming  nuclei  of  new  tumors,  but 
we  have,  unfortunately,  too  con\nncing  evidence  to  the 
contrary.  While  it  cannot  be  said  positively  that  the  occur- 
rence of  metastasis  is  more  frequent  in  these  irradiated  than 
in  the  operated  cases,  it  is  no  doubt  true  that  many  patients 
show  new  glandular  enlargements  while  under  treatment. 

Selection  of  Cases.  It  is  eminently  proper  that  some 
discretion  be  employed  in  choosing  subjects  for  this  method- 

In  cancer  of  the  cervix  for  example,  seen  early,  operation 
should  be  the  method  of  choice,  taking  into  consideration 
the  inaccessibility  for  ray  treatment  and  the  slight  results 
which  have  been  secured  by  it.  There  is  not  sufficient 
evidence  as  yet  to  warrant  us  in  advocating  the  ray  in 
primary^  cancer  of  the  breast  which  has  not  gone  beyond 
the  operable  point.  There  are  certain  epitheliomata  which 
would  better  be  treated  by  other  measures  alone  or  at  least 
in  conjunction  with  the  ray. 

For  instance,  in  the  case  of  a  small,  sharply  circumscribed 
epithelioma  in  an  inconspicuous  location,  where  the  time 
that  the  ray  treatment  would  require  would  offer  a  serious 
objection,  the  treatment  by  the  use  of  caustics  would  offer 
advantages  that  the  ray  could  not.  Other  considerations 
aside,  the  ray  is  the  most  satisfactor}^  method  we  possess 
of  treating  many  superficial  epitheliomata. 
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As  a  rule,  nodular,  dry-crusted  lesions  of  a  warty  nature, 
those  having  pronounced  and  hard,  rolled  border,  and  those 
with  non-ulcerating  and  unbroken  surface,  are  among  the. 
more  unfavorable  forms. 

Robinson,*  in  a  careful  consideration  of  the  value  of  the 
ray  in  cancer,  states  that,  for  the  intelhgent  treatment  of 
any  cutaneous  epithelioma  by  any  method,  it  is  absolutely 
necessary  to  recognize  not  only  the  form  of  cancer  present, 
and  its  tendency  as  regards  rapidity  of  growth  and  the 
direction  of  extension,  but  also  the  probable  extent  of  the 
cancerous  infiltration  into  the  neighboring  tissues. 

There  have  been  tw^o  instances  of  epithelioma  out  of 
seventy-one  cases  treated  by  us  in  which  the  results  proved 
the  inadvisability  of  the  method  and  in  which  operation 
had  to  be  subsequently  resorted  to.  One  of  these  refers 
to  a  nodular  growth  beneath  the  eye,  which  is  referred-iito 
at  some  length  in  another  chapter.  The  tumor,  which  had 
after  about  six  weeks'  treatment  almost  completely  dis- 
appeared, began  suddenly  to  increase,  and  in  spite  of  the 
most  carefully  regulated  and  energetic  raying  steadily  spread 
both  in  superficial  extent  and  in  depth.  After  operation  by 
a  well-known  surgeon  there  was  prompt  recurrence,  and  a 
second  operation  was  speedily  followed  by  death. 

In  the  second  case,  which  related  to  an  epithelioma  in  the 
lower  lip  of  a  woman,  as  shown  in  Plate  X.,  there  was  improve- 
ment almost  to*  the  point  of  complete  disappearance,  when 
there  was  a  very  marked  and  rapid  increase  in  size  and  extent. 
Since  this  was  not  beneficially  influenced  by  a  short  period 
of  very  energetic  raying,  the  patient  was  referred  to  my  friend 
Dr.  Lloyd,  who  carried  out  an  extensive  operation,  as  shown 
in  Plate  X.,  Fig.  2.  There  were  soon  evidences  of  recurrence 
in  the  tissues  adjacent  to  the  cicatrix,  and  the  patient  was 
referred  to  the  electric  department  of  the  Post-graduate 
Hospital  for  further  ray  treatment. 

A  close  observation  and  careful  consideration  of  these  two 
cases,  and  of  rapid  and  exuberant  cancerous  growths  in  a 
subject  of  xeroderma  pigmentosum,  which  we  will  relate 
in  another  chapter,  have  led  to  the  conclusion  that  the  great 
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rapidity  of  development  in  these  growths  while  under 
almost  constant  and  so  far  as  could  be  judged  careful 
application  of  the  ray  was  a  direct  result  of  the  action  of 
the  rays,  and  not  a  natural  activity  of  the  diseased  tissue 
which  the  ray  was  incapable  of  controlling.  There  is  con- 
siderable evidence  in  the  literature  of  the  subject  indicating 
that  the  action  of  the  ray  is  capable  at  times  of  causing  an 
increased  activity  in  malignant  growths.  This  could  very 
easily  be  due  to  the  stimulating  action  of  the  ray  when  the 
exposures  are  not  pushed  to  the  point  of  overstimulation 
and  atrophy.  As  the  resistance  of  everj^  individual  is 
different  and  we  have  no  other  means  than  direct  experi- 
mentation to  determine  the  factor  in  each  person^  and  as 
the  method  is  slow  and  at  times  uncertain,  it  can  be  readily 
comprehended  that  this  untoward  effect  is  a  constant  menace 
in  every  case,  and  the  importance  of  long  experience,  careful 
obser\^ation,  and  extensive  clinical  knowledge  on  the  part 
of  the  operator  is  emphasized. 

Techmque.  The  patient  should  be  placed  at  20  cm.;  if 
there  is  no  reaction  after  a  few  exposures,  shorten  to  10  cm* 
First  exposure  five  to  ten  minutes;  if  much  reaction,  after  a 
week  or  more  shorten  the  exposure. 

Varney  gives  two  short  exposures  daily  for  a  week  or 
ten  days.  Some  of  the  best  results  are  obtained  after 
powerful  efTect,  or  even  the  development  of  dermatitis. 
The  tube  should  be  at  a  constant  distance  from  the  Ixxly  in 
order  to  preserve  a  uniform  condition  in  treatment.  Careful 
•notes  should  be  made,  at  every  application,  of  the  exact 
data  governing  the  quantity  and  quality  of  rays,  and  the 
condition  of  the  patient.  In  recording  the  latter  careful 
attention  should  be  paid  to  the  appearance  of  the  lesion, 
general  condition,  with  regard  to  (a)  appetite,  (b)  bowels, 
(c)  general  mental  condition,  feeling,  etc.,  and  comparative 
condition  with  reference  to  last  sitting. 

It  is  advisable  that  a  photograph  be  made  of  each  case 
before  treatment  is  commenced  and  at  some  time  during 
its  progress,  especially  if  marked  improvement  has  taken 
place,  and  also  when  perchance  a  cure  has  l^een  effected. 

Positive  improvement  in  these  cases  means  much  more 
than  in  many  other  diseases.    It  often  means  to  the  despair- 
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ing  patient  what  the  timely  arrival  of  the  commuted  sentence 
means  to  the  condemned  prisoner  who  sits  already  bound 
in  the  electric  chair  awaiting  the  signal  for  the  button  to  be 
pressed. 

Methods  of  applying  the  treatment  vary  within  moderate 
limits  with  different  operators,  but  all  essentially  agree  that 
for  superficial  growths  a  low  tube  is  to  be  used,  and  for 
deep-seated  lesions  tubes  of  a  higher  vacuum.  The  principle 
of  finding  a  tube  which  will  just  penetrate  the  tissue  to  be 
treated,  and  no  more,  no  less,  should  be  our  aim.  In  begin- 
ning treatment  the  exposures  should  be  rather  short,  varying 
according  to  the  normal  amount  of  pigment  in  the  skin, 
the  sex,  age,  and  other  factors  which  are  mentioned  as 
operative  in  influencing  reaction.  The  period  between 
the  first  exposure  and  the  second  should  be  not  less  than 
three  to  five  days,  preferably  longer,  as  seven  to  ten  days, 
depending  upon  the  physical  condition  of  the  patient  and 
the  violence  of  the  effect  produced.  If  the  rays  are  con- 
tinued at  too  short  intervals,  at  first  the  general  effect  upon 
the  system  may  be  too  great  and  cumulative  effects  may 
result  in  too  severe  action.  When  the  initiative  is  too 
abrupt  the  liability  to  bum  is  greater,  while  if  the  treatment 
is  begun  gradually  the  skin  may  become  tanned  and  thus 
offer  a  natural  protection  which  in  many  cases  may  wholly 
prevent  the  appearance  of  bum.  When  the  patient  has 
become  immune,  so  to  speak,  to  the  treatment,  the  number 
of  sittings  and  the  length  of  each  may  be  prolonged  up.- to 
six  or  ten  minutes  every  day  or  every  other  day.  In  deep 
cancers  or  extensive  mammary  cancers  presenting  much 
ulceration  and  suppuration,  treatment  may  be  prolonged  to 
ten  or  twelve  minutes  three  or  four  times  per  week.  It  is 
seldom  advisable  to  exceed  this  number  of  exposures,  as  the 
amount  of  waste  and  broken-down  tissue  absorbed  by  the 
system  may  embarrass  the  eliminative  functions.  During 
the  whole  treatment  of  such  cases,  the  utmost  care  must 
be  devoted  to  the  hygienic  and  general  constitutional  con- 
dition of  the  patient.  The  bowels  must  be  kept  active  by 
the  administration  of  salines.  The  action  of  the  kidneys 
must  be  observed  carefully  and  record  kept  of  the  amount 
and  quality  of  the  urine.    The  first  signs  of  distress  of  the 
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kidneys  is  a  signal  to  discontinue  the  rays.  The  liver  should 
share  these  attentions  with  the  kidneys  and  be  kept  in  good 
working  order*  Especially  should  burn  of  unaflfected  tissues 
be  avoided  by  proper  shield  protection.  Ulcerating  surfaces 
should  be  kept  constantly  dressed  and  free  from  pus* 

Before  as  well  as  after  raying,  surfaces  may  with  advan- 
tage at  times  be  painted  with  methylene-blue  solution  (3  per 
cent*),  so  as  to  lessen  the  sensitiveness  and  to  stimulate 
metamorphosis,  destroy  germs,  and  possibly  prevent  bum. 
Suitable  dressings  for  sloughing  surfaces  are  the  L.  L.  L. 
ointment,  mentioned  elsewhere,  which  should  be  spread 
and-  applied  quite  thickly.  Ointments  containing  aristol  in 
2  per  cent,  to  10  per  cent,  proportion  are  useful  to  apply  to 
surfaces  when  evidence  of  new  healthy  tissue-growth  is 
present,  to  assist  the  process  of  healing.  Where  tissue  is 
composed  of  healthy  granulations,  a  salve  containing  zinc 
oxide  will  be  found  useful  to  protect  new  healthy  tissue 
alongside  of  old  cancerous  tissue  which  may  still  exist. 
When  there  is  much  pain,  as  is  frequently  the  case,  a  10 
per  cent,  orthoform  ointment  containing  equal  parts  of 
lanolin  and  lard  will  be  found  of  value. 

Surfaces  should  be  cleansed  before  applying  the  ray,  as 
it  is  possible  that  the  absorption  of  pus  and  other  waste 
products  is  markedly  influenced  by  the  ray's  action. 

Autoinfection,  In  a  number  of  patients  treated  by  us 
there  have  arisen  at  various  periods,  sometimes  early,  and 
once  at  least  after  a  whole  year's  treatment,  evidences  of  a 
general  infection  of  the  system  by  the  products  of  sloughing. 

In  one  patient  who  was  progressing  favorably  there 
developed  a  pseudoerysipelas  which  extended  gradually  over 
the  trunk  and  then  the  lower  extremities,  attended  with 
fever,  prostration,  .sweatings,  etc. 

When  the  skin  is  broken,  large,  cancerous  masses  neces- 
sitate very  active  irradiation,  but  it  is  essential  to  be  on  the 
lookout  for  manifestation  of  toxemia,  which  necessitates 
immediate  cessation  of  treatment.  There  is  at  first  increased 
secretion  and  discharge  and  rapid  sloughing  of  tissue,  with 
subsequent  diminution  in  discharge  and  contraction  of  the 
parts.  WTien  the  skin  is  intact  the  condition  is  somewhat 
altered^  there  being  a  softening  of  the  hard  infiltrations. 
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We  have  noted  in  a  number  of  instances,  and  others  have 
observed  the  same,  that  here  too  general  toxic  conditions 
may  occur  and  a  decided  liability  may  exist  to  development 
of  malignancy  in  the  opposite  breast.  Besides  the  toxaemia, 
imdue  vigor  of  raying  may  favor  generalized  carcinomatosis. 

Out  of  nine  cases  reported  by  Mosley^  several  involved 
the  breast,  but  all  resulted  badly,  the  patients  dying  from 
exhaustion. 

In  recurrent  cases  after  operation  success  will  undoubtedly 
depend  largely  upon  the  promptness  with  which  the  ray 
is  begun. 

Newly  Formed  Tissue.  In  treating  malignant  conditions, 
a  time  may  arise  when  the  disease  has  been  replaced  by 
comparatively  healthy  tissue.  This  condition  will  be  found 
to  be  in  no  way  benefited  by  a  continuation  of  the  ray  treat- 
ment, but,  on  the  contrary,  may  become  greatly  irritated  by 
it  and  retarded  in  the  progress  toward  cure.  The  micro- 
scope may  show  an  entire  absence  of  cancerous  tissue  in  speci- 
mens examined.  Benign  granulation  tissue  may  be  difficult 
of  recognition.  It  is  important,  nevertheless,  that  its  presence 
be  noted  as  early  as  possible  and  the  rays  be  discontinued. 
If  the  rays  are  persisted  in  at  this  stage,  the  condition  may 
grow  constantly  worse  and  more  recalcitrant  to  treatment,  and 
perhaps  develop  into  what  might  be  called  a  condition  of 
chronic  bum,  in  which  we  are  almost  hopeless  of  ultimate 
complete  healing.  When  it  is  seen  that  the  area  is  covered 
with  healthy  granulation  tissue  and  that  a  tendency  exists  in 
the  skin  to  encroach  upon  the  afifected  area,  that  the  malig- 
nant appearance  is  gone,  that  nodules  and  other  irregu- 
larities have  given  place  to  a  smooth,  granulating,  normal- 
looking  ulcer,  then  it  is  time  to  discontinue  the  rays  and 
resort  to  the  older  methods  of  hastening  cicatrization. 

Cancer  en  Cuirasse.  In  several  patients  who  have  pre- 
sented disseminated,  multiple,  and  confluent  superficial 
lesions  over  the  chest  walls,  starting  in  or  near  the  site  of 
the  original  tumor,  the  ray  has  executed  good  work.  It 
would  seem  that  here  the  conditions  were  most  favorable 
for  a  successful  outcome. 

*  From  American  Medicine;  in\\merican  Electrotherapeutic  and  X-Ray  Era, 
August,  1903. 
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In  the  following  case  there  were  several  interesting  points: 
I.  Total  disappearance  of  recurrent  skin-  and  infiltrated 
lesions.  2.  Disappearance  of  the  hypertrophic  scar  of 
operation.  3.  Development  of  jaundice  and  evidences  of 
involvement  of  the  opposite  breast  while  under  ray  treat- 
ment, as  mentioned  on  the  preceding  page. 

Disseminated  Carcinoma  of  the  Chest  Wall.  Mrs.  B., 
aged  fifty-SLx  years,  was  referred  to  me  on  February  17,  1902, 
by  Dr.  John  Walker,  he  having  removed  the  right  breast 
on  October  15,  1901. 

There  was  almost  immediate  return  in  and  along  the  line 
of  incision,  with  dissemination  over  the  larger  portion  of  the 
anterior  chest  wall  upon  this  side.  The  cicatrix  was  red 
and  hypertrophic.  The  arm  had  been  stiff  and  swollen 
since  the  operation. 

After  the  first  sitting  of  eight  minutes'  duration,  the  patient 
stated  that  the  arm  had  lost  all  its  stiffness  and  that  the 
pain  had  vanished.  Two  days  later  a  persistence  of  this 
benefit  was  reported  by  her.  The  patient  had  resumed 
work,  which  she  had  previously  not  been  able  to  do  for 
some  time.  The  sw^elling  gradually  left  the  lower  arm  and 
hand  and  the  patient  felt  much  encouraged.  One  month 
later,  after  ten  applications  had  been  made,  the  axillary 
region  was  found  decidedly  softer.  The  open  ulcers  in  the 
skin  had  all  cicatrized  and  become  covered  w^ith  crusts,  and 
the  nodules  had  flattened.  The  patient  had  been  at  work, 
using  the  arm  freely.  About  two  weeks  later  the  tissues 
became  red,  had  a  puckered-up  appearance,  with  dry,  glazed 
surface,  and  two  days  later,  after  decided  burning  sensations, 
a  dermatitis  bullosa  developed,  extending  over  the  diseased 
area,  and  coincidently  the  skin  of  the  entire  body  became 
intensely  jaundiced,  with  accompanying  febrile  symptoms 
and  chilliness. 

When  this  ray-dermatitis  had  healed  under  applications 
of  methylene  blue,  ichthyol,  and  zinc  ointment,  the  skin 
appeared  in  a  perfectly  healthy  condition,  with  no  evidence 
of  cancer,  and  the  hypertrophic  cicatrix  from  the  axilla 
almost  to  the  free  border  of  the  ribs  had  become  so  smooth 
that  its  location  could  scarcely  be  determined  by  the  touch. 
Shortly  after  this,  however,  an  induration  occurred  in  the 
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opposite  breast,  and  some  months  later  the  patient  was 
reported  to  have  died  from  pneumonia. 

Carcinoma  of  the  Breast.  This  must  be  considered  under 
the  two  aspects  of  primary  and  recurrent  growths.  It  was 
as  early  as  1897  that  Gocht  made  a  report  upon  two  inoper- 
able breast  cancers  thus  treated.  In  1901  Hopkins  suc- 
ceeded in  decreasing  the  size  of  a  primary  carcinoma  and 
relieving  all  symptoms.  During  the  past  three  years  reports 
upon  both  primary  and  recurrent  growths  have  multiplied 
until  to-day  a  rather  formidable  list  can  be  made  from  the 
world's  literature. 

While  with  scarcely  an  exception  improvement  both  in 
objective  and  subjective  symptoms  are  recorded  by  all 
obser\^ers,  the  number  of  patients  with  undoubted  carci- 
noma who  have  fully  recovered  and  remained  well  is  ex- 
tremely small. 

We  must  remember  that  the  proportion  of  primary  and 
early  cases  is  also  extremely  small,  and  that  almost  all  coming 
under  the  ray  during  the  early  years  were  practically  hope- 
less so  far  as  other  methods  were  concerned.  This  was 
true  of  my  own  series  of  ten  recurrent  cases. 

Spring^  has  collected  67  cases  from  literature.  Of  these 
23  are  put  down  as  cured,  5  as  nearly  cured,  17  as  improv- 
ing, 1 1  as  cured  by  combined  cutting  and  raying,  and  1 1  as 
showing  no  result. 

Many  of  these  occur  in  duplicate  in  the  reports  of  various 
operators,  so  must  be  considered  apart.  Of  course,  the  per- 
centage of  cures  is  far  too  large. 

Tracing  the  history  of  the  supposedly  cured  patients  shows 
that  many  of  them  did  not  long  survive. 

Williams  reports  that  out  of  13  cases  under  treatment 
all  but  2  were  improving,  and  in  the  experience  of  almost 
all,  this  early  benefit  is  most  pronounced  and  striking. 

Coley^  reports  21  cases;  a  slight  improvement  was  noted 
in  most  of  these,  but  none  of  the  growths  has  entirely  dis- 
appeared. 

Johnson^  (A.  B.)  reported  upon  10  cases  seen  during  the 

*  Northwestern  Lancet,  July  i,  1903. 

'  American  Medicine,  August  16,  1902. 

'  American  Surgical  Association,  May  13,  1903. 
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past  few  years:  S  were  dead,  z  ttis  in  a  praziising  condition, 
and  I  he  regarded  as  cored.  Tnis  zius:  be  i.>Dked  upon  as 
really  a  favorable  repon.  since  aii  were  beyond  the  reach 
of  any  other  treatment. 

Robinson'  presented  a  p^atient  in  whom  primary  carcinoma 
of  the  breast  of  five  years'  duration  showed  marked  improve- 
ment after  four  months"  irradiation. 

Winfield'  reported  a  similar  case  which  had  recovered. 

Vamey  reports  13  cases.  With  one  exception,  these  were 
considered  hopelessly  inoperable.  By  exclusive  ray  treat- 
ment complete  disappearance  of  the  growth  occurred  in 
three  instances:  2  were  operated  with  subsequent  ray  treat- 
ment. There  was  partial  disappearance  in  5,  and  in  3  no 
eflFect.  Pain  was  completely  relieved  in  6.  temporarily  in  3; 
5  are  recorded  as  clinically  cured.  3  ended  fatally:  in  2  there 
was  slight  recurrence  after  one  year. 

Schiff*  reports  an  inoperable  carcinoma  of  the  breast 
which  was  successfully  treated  with  the  rays.  There  were 
lenticular  metastases  on  the  left  half  of  the  thorax  and  large 
glandular  tumors  in  the  axilla.  At  present  most  of  the 
tumors  have  disappeared  and  others  are  ver\'  much  smaller. 
A  microscopic  examination  shows  a  marked  increase  in  the 
connective  tissue. 

Mikulicz  and  Fittig*  report  a  case  of  carcinoma  of  the 
breast  in  a  man  aged  fifty-two  years,  which  showed  very 
satisfactory  results  from  four  short  sittings.  The  tumor  was 
much  reduced,  and  after  six  sittings,  extending  over  four 
months,  it  had  entirely  disappeared.  The  cicatrix  was  light 
red,  soft  and  movable,  though  the  tumor  had  been  rather 
deeply  attached  to  the  muscles  and  adjacent  parts. 

In  the  case  of  Mrs.  E.,  referred  to  me  by  Dr.  Arthur  S. 
Bird  as  inoperable,  which  was  a  primary  cancer  of  four  and 
a  half  years'  duration,  ray  treatment  was  carried  out  for 
five  months.  For  a  time  there  was  decided  improvement, 
and  the  sloughing  out  of  extensive  cancerous  masses  is 
well  shown  in  Plate  III.  Severe  systemic  symptoms  soon 
developed  and  the  patient  was  unable  to  continue  treat- 
ment. 

*  Journal  of  Cutaneous  Diseases,  May,  1903.  '  Ibid. 

*  Wiener  klin.-therap.  Wochenschrift,  June  14,  1903.  *  Ibid. 
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Primary  Inoperable  Cancer  of  the  Breast.  In  the  case  of 
Mrs.  A.,  practically  no  treatment  had  been  instituted  until 
a  carcinoma  of  the  left  breast  gland  had  assumed  enormous 
proportions,  about  three  years  from  its  first  attracting  atten- 
tion. She  had  then  employed  liquid  air  for  about  two  years 
before  I  was  asked  to  see  the  case  with  Dr.  A.  C.  White. 
There  had  undoubtedly  been  very  marked  improvement 
from  the  liquid-air  treatment,  but  its  utility  had  reached  a 
limit,  and  besides  the  applications  were  becoming  too  painful. 
Almost  the  entire  left  side  of  the  chest  was  involved  from 
the  clavicle  to  the  free  border  of  the  ribs,  and  from  beyond 
the  middle  line  to  the  posterior  axillary  region,  the  arm 
being  almost  immovable  at  the  shoulder-joiat.  The  patient 
was  treated  for  a  year  with  few  brief  intermissions,  with 
the  result  of  transforming  a  ponderous  mass  of  malignant 
overgrowth  in  which  hemorrhages  were  frequent,  and  from 
which  the  discharges  were  oflfensive,  into  a  comparatively 
smooth,  clean,  flat,  ulcerated  surface,  which  diminished  in 
diameter  without  cicatrizing  to  any  extent  at  the  margins. 
While  the  conditions  were  in  a  rather  promising  state  there 
was  a  sudden  erysipelatous  inflammation,  starting  from  the 
axillary  region  and  extending  over  the  back  and  down  the 
right  side,  which  in  the  course  of  a  few  days  involved  both 
lower  extremities.  The  feet  became  very  oedematous  and 
large  bullae  denuded  almost  the  whole  extent  of  surface 
below  the  knees.  Death  occurred  with  symptoms  of  pro- 
found toxaemia. 

Besides  these  two  late  primary  cases  there  were  five  in 
which  the  clinical  diagnosis  pointed  toward  cancer,  but  in 
which  no  tissue  had  been  excised  for  examination.  In  one 
the  tumor  disappeared.  In  a  second  it  had  almost  wholly 
vanished  when  the  patient  ceased  treatment  and  left  the  city, 
but  the  growth  has,  I  am  informed,  since  returned.  In  a  third 
there  was  softening  and  breaking  down  of  a  circumscribed 
mass  the  size  of  an  English  walnut,  the  base  having  a 
malignant  aspect,  which,  however,  cicatrized  under  con- 
tinued rayiQg. 

The  other  two  cases  I  have  seen  only  in  consultation, 
and  the  treatment  is  still  being  carried  out  in  an  adjacent 
city. 
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Of  nine  inoperable  recurrent  and  all  rather  extensive 
cancers,  as  shown  in  Plates  IV.  and  V.,  four  have  suc- 
cumbed, and  reports  from  the  others  indicate  that  they 
are,  with  one  exception,  gradually  sinking. 

In  each  of  them,  however,  there  was  early  improvement 
and  alleviation  of  symptoms. 

In  several  other  cases  seen  in  consultation,  in  which  the 
ray  treatment  w^as  advised  to  be  carried  out  by  others,  I 
have  no  reports  available. 

A  patient  whose  breast  I  amputated  sLx  years  ago  thought 
about  a  year  ago  that  certain  subjective  sensations  indicated 
recurrence.  A  deep-seated  nodule  was  subsequently  palp- 
able above  the  clavicle.  Under  a  short  course  of  the  rays 
all  evidence  of  recurrence  disappeared,  and  no  further  signs 
have  shown. 

Other  Deep-seated  Cancers.  It  is  of  the  utmost  importance 
that  the  question  be  decided  promptly  and  as  definitely  as 
possible,  whether  w^e  are  justified  in  holding  out  any  hope 
that  the  jc-ray  may  cure  internal  cancer.  In  other  words, 
is  there  here  a  cure  for  those  cases  which  usually  progress 
to  a  rather  hasty  fatal  ending?  At  the  present  time  it  must 
be  stated  in  all  frankness  that  once  again  the  high  hopes 
entertained  by  physicians  that  in  the  .r-ray  a  cure  for  such 
patients  was  at  last  found  have  been  cast  down.  Marked 
improvement  for  a  time  led  to  a  false  hope  on  the  part  of 
some  early  operators  that  many  otherwise  hopeless  patients 
could  be  cured.  Such  we  now  know  is  not  the  case,  and 
though  improvements  in  its  administration  may  result  in  a 
larger  percentage  of  cures,  it  is  scarcely  to  be  expected  that 
more  than  a  small  number  will  ever  receive  lasting  benefits. 
It  is  at  the  present  time  a  mooted  question  whether  the  ray 
is  of  much  value  in  deep-seated  growths,  such  as  those  of 
the  uterus,  liver,  and  stomach.  It  seems  a  fair  statement  to 
make  that  the  rays  have  a  pronounced  good  efifect  in  a 
limited  number  of  subjects,  but  that  the  chances  are  slight 
of  obtaining  a  cure  even  in  cases  that  are  selected  as  suitable 
for  this  form  of  treatment.  It  is  generally  accepted  that 
relief  of  the  most  distressing  symptoms  and  probable 
prolongation  of  life  are  fairly  certain  results,  and  that  these 
are  sufficient  to  warrant  the  employment  of  the  method. 


Recurrent  Carcinoma  after  Considerable  Improvement 
has  taken  place  from  Radiotherapy. 
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One  great  disadvantage  in  the  treatment  of  internal 
growths  is  that  in  most  instances  they  have  already  attained 
considerable  volume  before  treatment  is  begun.  Another 
drawback  to  the  efficacy  of  the  ray  is  our  almost  total 
inability  to  control  the  supply  of  nourishing  blood  to  the 
part.  Here  no  inflammatory  change,  so  far  as  we  know,  is 
occasioned  in  the  vessels,  as  it  is  in  the  vascular  supply  of 
an  epithelioma  upon  the  surface.  The  only  effect  of  the 
ray  to  be  anticipated,  therefore,  is  the  setting  up  of  a 
degenerative  metamorphosis  or  necrotic  destruction. 

In  internal  growths  much  more  careful  oversight  is  neces- 
sary than  when  the  mass  is  externally  located.  One  of  two 
things  may  occur  if  inadequate  ray  is  administered.  The 
growth  is  simply  stimulated  into  increased  activity  and  the 
fatal  termination  is  hastened,  or  toxic  products  so  suddenly 
begin  to  overwhelm  the  system  that  there  is  less  chance  of 
bringing  this  process  to  a  termination  than  when  an  external 
vent,  as  it  were,  exists. 

Up  to  the  present  time  it  must  be  said  that  the  result 
in  these  deep  malignant  growths  is  not  flattering.  There  is 
here,  as  in  cancer  of  the  breast,  for  example,  an  appreciable 
and  often  a  pronounced  diminution  in  volume.  There  is 
likewise  amelioration  in  general  health,  in  the  relief  of  dis- 
tressing symptoms,  and  in  the  decrease  of  pain  which  gives 
to  the  method  a  raison  d^etre  which  cannot  be  ignored.  In 
ten  deep-seated  cancers  treated  by  Skinner  there  was  fatal 
ending  in  all,  although  ver}'  marked  early  improvement  was 
noted  in  three.  He  finds  the  benefit  proportional  to  the 
length  of  exposure,  and  prefers  the  static  machine  because 
he  claims  that  with  this  a  less  time  is  required  to  produce 
dermatitis.  Of  my  personal  cases,  sLx  were  of  internal 
organs.  While  improvement  was  noted  in  three  it  was  not 
permanent  in  any. 

Carcinoma  in  Inguinal  Glands.  Of  two  cases  reported  by 
Mosley^  one  showed  no  improvement  and  in  the  other  there 
was  apparent  cure.  The  patient  had  undergone  four  oper- 
ations previous  to  the  ray.    The  first  recurrence  was  in  nine 

*  From  American  Medicine;  in  American  Electrotherapeutic  and  X-Ray  Era, 
August,  1903. 
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months,  the  second  in  four,  the  third  in  four,  and  after  the 
last,  in  which  the  glands  could  not  be  fully  removed,  the  ray 
seemed  to  accomplish  the  purpose.  Nme  months  later 
there  had  been  no  recurrence,  and  a  striking  feature  was 
the  disappearance  of  left  inguinal  glandular  enlargement 
w-hile  treatment  was  being  applied  to  the  right  groin.  I 
have  seen  diminution  in  size  in  several  instances. 

Cancer  of  the  Larynx.  The  literature  of  lar}Tigeal  carci- 
noma is  extremely  meagre.  It  would  seem  that  here  the  ray 
might  have  a  most  valuable  field  of  usefulness  because  of 
the  slight  distance  from  the  surface  and  the  slight  obstruc- 
tion which  the  tissues  overlying  should  offer  to  the  ray.  A 
somewhat  extended  trial  by  many  operators  has,  hoM^ever, 
failed  to  result  in  any  brilliant  successes.  Disappearance  of 
the  growth  and  of  the  symptoms  has  been  secured  in  a 
number  of  instances,  but  this  is  not  s\Tion}Tnous  with  a 
permanent  cure, 

W.  Scheppegrell/  of  New  Orleans,  reported  cancer  of  the 
larynx  cured  by  the  rays  in  three  months,  the  patient  remain- 
ing in  good  condition  up  to  the  time  of  the  report.  This 
patient,  I  am  informed,  subsequently  died  from  the  disease. 

In  a  second  case  by  the  same  reporter,  a  man  aged  fifty- 
seven  years  presented  an  involvement  of  the  left  wall  of  the 
larynx,  affecting  also  the  corresponding  cord.  The  treat- 
ment extended  over  about  six  months,  the  patient  being  at 
date  of  report  without  apparent  disease.  No  microscopic 
exammation  was  made,  but  the  author  expresses  great 
certainty  as  to  the  correctness  of  the  diagnosis. 

Spring  reports  one  case  improved.  One  difficulty  in  treat- 
ing these  cases  is  in  not  being  able  to  place  the  tube  near 
enough  to  the  lesion.  Carcinoma  of  the  phar}Tix  w^as  cured 
by  Bibbins  with  thirty-eight  applications. 

In  cancer  of  the  fauces  Grube  reports  twenty  cases,  with 
good  results  in  six. 

Techmque*  The  ray  should  be  applied  directly  to  the 
front  of  the  throat,  care  being  exercised  to  protect  the  chin 
and  chest  from  the  possibility  of  burning  or  alopecia.  The 
tube  should  be  of  moderate  vacuum,  rather  high  than  low, 

'  New  York  Medical  Journal,  December  13,  1902. 
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though  a  very  high  tube  will  be  as  useless  as  a  very  low  one. 
The  same  general  rules  as  to  time  and  number  of  exposures, 
attention  to  general  details,  apply  here  as  in  any  case  of 
cancer.  Applications  to  the  lesion  of  cleansing  astringent 
or  other  lotions,  provided  they  contain  no  metals,  can  be 
coincidently  employed. 

The  tube  designed  by  Caldwell  for  the  treatment  of  cancer 
of  the  larynx  will,  perhaps,  be  better  to  use  in  these  cases 
than  an  ordinary  tube,  for  although  the  tube  is  not  perfect, 
and  possesses  many  disadvantages,  the  ray  from  an  ordinary 
tube  must  penetrate  the  healthy  tissues  of  the  neck  before 
reaching  the  diseased  part,  and  this  is  a  disadvantage  that 
must  be  eliminated  as  often  as  it  is  possible  in  all  ray  treat- 
ments. 

Cancer  of  the  Liver.  In  one  case  treated  by  me  for  several 
months  there  was  decided  diminution  in  the  size  of  the 
abdomen  and  apparently  in  the  tumor. 

In  one  of  the  gall-bladder,  attended  with  intense  pruritus 
of  the  entire  skin  surface,  there  was  little  improvement  in 
either  the  growth  or  the  symptomatic  itching. 

Cancer  of  the  Rectum.  Dr.  S.,  aged  fifty-seven  years, 
had  complained  of  hemorrhage  from  the  bowels  at  different 
times  since  an  attack  of  typhoid  contracted  during  the  War 
of  the  Rebellion.  Recently  the  hemorrhage  had  increased. 
A  localized  pain  causing  him  to  consult  a  brother  physician, 
a  mass  was  discovered  and  the  diagnosis  of  cancer  was  made. 
This  was  six  weeks  before  the  patient  came  under  my 
observation,  on  March  26,  1902.  The  pain  had  been  so 
severe  that  sleep  was  prevented  unless  large  doses  of  codeine 
were  taken.  There  was  little  control  over  the  sphincters 
of  rectum  or  bladder. 

Examination  revealed  a  tumor,  preventing  the  introduction 
of  the  finger  more  than  an  inch  beyond  the  anal  orifice. 

Treatment  by  .r-ray  was  begun  with  a  high  tube  in 
sittings  of  seven-minute  duration.  This  was  continued 
three  times  a  week  for  about  six  weeks,  with  the  result  that 
all  symptoms  were  improved  and  the  rectal  mass  was  greatly 
reduced.  The  use  of  codeine  was  given  up.  The  sphincters 
regained  their  power  so  that  rectum  and  bladder  control, 
which  had  been  largely  lost,  were  regained.    The  patient 
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could  now  stand  up  and  urinate  without  defecating  at  the 
same  time,  which  had  been  impossible  for  weeks  before. 

There  was  now  a  sudden  stoppage  of  the  bowels,  for  the 
relief  of  which  he  was  put  under  chloroform  by  his  physician, 
and  a  rubber  tube  was  passed  some  distance  into  the  bowels. 

Following  this  there  was  collapse  with  severe  symptoms, 
including  stercoraceous  vomiting,  incessant  hiccough,  and 
total  inability  to  retain  fluids,  solids,  or  medicines  by  the 
mouth.  Several  physicians,  according  to  the  statements 
of  the  family,  said  it  was  useless  to  attempt  even  to  nourish 
the  patient,  as  he  would  surely  die  within  a  few  days.  He, 
however,  insisted  upon  receiving  o^-ray  treatment  in  bed,  so 
an  apparatus  was  installed  and  his  son  was  instructed  how 
to  administer  the  rays.  Improvement  set  in,  and  the  patient 
was  soon  enabled  to  dress,  sit  up,  and  eat  a  full  mixed  diet. 

This  improvement  was  no  less  a  surprise  to  me  than  to 
all  others  watching  the  case.  At  the  end  of  a  month  or  six 
weeks,  however,  the  patient  died. 

Coley  and  Cook  treated  one  case  by  interstitial  injections 
of  mixed  toxins  coincidently  with  the  ray  for  three  months; 
the  large  tumor  of  the  rectum  and  sigmoid  greatly  decreased, 
but  pain  persisted. 

Coley  reports  one  other  sigmoid  and  nine  rectal  cases  in 
all,  Varney  two,  Grubbe  one,  Gibson  one,  Pennington  one, 
all  improved,  the  latter  with  the  production  of  much  fibrous 
tissue  replacing  the  cancerous  mass.  Bryant  (Thomas)  had 
good  results  in  a  cancerous  stricture  treated  through  the 
perineum.  Pusey  saw  two  cases  in  which  the  tumors  dimin- 
ished.   In  all  there  was  relief  of  pain. 

The  method  of  posing  the  patient  is  so  similar  to  that  to 
be  described  under  cancer  of  the  uterus  that  it  need  not  be 
repeated. 

Cancer  of  Stomach.  Rudis-Jicinsky,  Skinner,  and  Wheat- 
land^ report  cases.  In  the  first,  while  symptoms  improved, 
the  patient  died.  Skinner  saw  improvement  in  his  case. 
Wheatland  records  one  apparent  cure. 

Doumer  and  Lemoine  report  good  results  in  two  cases 
treated  by  them. 

*  American  X-ray  Journal,  March,  1903. 
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Cancer  of  the  UtAus.  No  disease  is  more  unpromising 
to  any  of  the  older  methods  of  treatment  than  is  cancer  of 
the  cervix.  It  may  be  said  almost  with  absolute  truthfulness 
that  if  we  make  the  proper  time  allowance  for  recurrence, 
no  cases  are  cured  by  operation.  It  is  consequently  in  such 
a  field  that  one  is  encouraged  to  investigate  most  carefully 
the  possibilities  of  any  new  procedure.  So  far  as  the  expe- 
rience has  extended  up  to  the  present  time,  there  is  but 
slight  encouragement  from  radiotherapy. 

In  a  post-mortem  examination  by  Phelps,  the  decided 
shrinkage  in  size  of  a  large  tumor  indicated  that  the  ray 
employed  had  a  decided  effect,  though  the  patient  succumbed. 

Brandon  reports  two  cases  which  appeared  to  be  cured. 
Both  patients  died,  however,  a  few  weeks  later  with  complete 
suppression  of  urine  and  albuminuria.  This  so  well  illus- 
trates the  futility  of  an  effort  to  make  a  statistical  table, 
which  would  need  correcting  from  day  to  day,  that  I  will 
not  attempt  to  give  one. 

Dr.  Cleaves^  reports  the  case  of  a  woman,  aged  forty-two 
years.  The  diagnosis  was  carcinoma  of  the  uterine  cervix, 
with  infiltration  of  the  anterior  and  posterior  walls  of  the 
vagina  and  the  broad  ligaments.  The  treatment  was  con- 
tinued for  about  sLx  months  and  the  progress  was  almost 
continuous  and  uneventful.  When  the  patient  was  dis- 
charged all  the  symptoms  had  disappeared,  and  an  apparent 
cure  was  obtained.  The  reporter  states  that  the  case  is  not 
presented  as  a  cure,  since  sufficient  time  had  not  elapsed 
to  fully  determine  that  point.  This  is  probably  the  same 
case  which  will  be  found  mentioned  again  under  ultra- 
violet therapy. 

G.  E.  Pfahler^  describes  the  case  of  a  colored  woman, 
aged  thirty-eight  years,  who  was  brought  to  the  Philadelphia 
Hospital.  Local  examination  showed  extensive  involvement 
of  the  uterus,  vagina,  and  peritoneum.  The  rays  were 
passed  at  first  through  the  abdomen  and  later  through  the 
vagina,  using  a  high  vacuum  tube.  The  general  health  of 
the  patient  markedly  improved.     The  ulcerating  surfaces 

*  Medical  Record,  December  13,  1903. 

*  Philadelphia  Medical  Journal,  December  12,  1902. 
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healed  and  the  nodular  carcinomatous  masses  lessened  in 
size.  The  discharges  lost  their  fetid  odor.  The  patient 
being  so  much  improved  insisted  on  leaving  the  hospital, 
consequently  she  cannot  be  said  to  be  cured,  though  it  is 
significant  that  one  so  far  advanced  in  carcinomatous 
disease  as  to  be  brought  in  on  a  stretcher  should  be  able 
to  leave  the  hospital  tw^o  months  later. 

J.  W.  King  reports  a  case  of  epithelioma  of  the  cer\'ix 
which  was  very  much  better  for  a  time,  but  ceased  to 
improve.  He  attributed  his  failure  to  the  fact  that  an  :x:-ray 
bum  necessitated  stopping  treatment. 

Technique.  In  considering  the  mode  of  application  we 
must  decide  primarily  whether  the  whole  growth  will  be 
included  if  the  raying  is  carried  out  through  a  speculum. 
If  the  growth  is  of  limited  duration  and  extent,  the  latter 
plan  might  be  profitably  adopted.  If,  however,  there  is 
wide  involvement  of  the  organ  or  its  appendages  the  ray 
would  better  be  administered  directly  through  the  abdom- 
inal and  pelvic  regions.  This  is  preferable  to  the  perineal 
route  because  burning  of  the  orifices  or  mucous  surfaces 
in  this  region  seems  prone  to  occur  and  to  heal  slowly, 
causing  great  annoyance.  In  Pusey's  six  cases  of  pelvic 
carcinoma  he  had  reason  to  believe  that  a  positive  effect  was 
produced  in  two.^  In  one  case  of  my  own,  which  this  author 
mentions  in  his  excellent  work,  there  was  decided  im- 
provement for  a  time,  both  in  the  symptoms  and  in  the 
local  condition,  but  I  am  informed  the  patient  has  since 
died. 

In  cervical  cases  a  tube  especially  designed  for  the  purpose 
may  be  used,  having  a  long,  slender  projection  which  will 
pass  through  a  celluloid,  glass,  or  hard-rubber  speculum. 

Some  advise  a  low  tube  with  electric  force  increased  to 
its  full  limit. 

King  has  devised  a  special  table  for  the  treatment  of  these 
cases. 

My  own  method  is  best  described  as  follows  (Fig.  53): 
The  patient  lies  with  the  feet  or  legs  supported  in  leather 

*  Pusey  and  Caldwell,  The  Roentgen  Rays  in  Therapeutics  and  Diagnosis* 
Philadelphia,  1903. 
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Straps  or  broad  rubber  bands  suspended  from  the  chan- 
delier or  ceiling.    The  speculum  is  introduced  through  the 

Fig.  53. 


Illustrating  method  of  applying  the  ray  in  cancer  of  the  uterus. 


central  opening  in  a  pad  of  vulcanite,  against  which  is  placed 
the  tube-holder  shield  with  large  fenestrum,  or  the  .r-ray 
tube  is  suspended  in  front  of  the  shield  by  separate  cords. 
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In  many  instances,  especially  when  the  body  of  the  uterus 
and  vagina  are  involved,  it  is  better  to  irradiate  the  whole 
area  tlu^ough  the  lower  abdomen  and  perineum,  protecting 
only  the  vulva,  which  is  prone  to  bum  readily. 

Statistics.  Coley  reports  that  out  of  five  cases  there  was 
improvement  in  two:  in  one  after  a  month's  treatment, 
while  one,  considered  inoperable,  was  supposed  to  be  cured ; 
cessation  of  discharges,  pain  and  other  symptoms  having 
been  noted. 

Grubbe  reports  two  cases  of  recovery.  After  a  bum, 
lasting  for  three  months,  he  witnessed  recovery  in  one 
instance. 

Dr.  Byron  Robinson,  of  Chicago,  after  two  years'  expe- 
rience in  treating  cancer  of  the  utems,  says  (i)  the  pain 
is  lessened;  (2)  the  growth  of  the  carcinomatous  mass  is 
checked;  (3)  it  diminishes  in  volume;  (4)  the  carcinomatous 
tumor  softens,  becomes  more  elastic;  (5)  the  secretion  lessens 
in  quantity  and  offensiveness. 

Spring  treated  a  cancer  of  the  vagina  without  benefit. 
In  his  collected  cases  there  were  four  symptomatically  cured, 
seven  were  improved,  seven  showed  no  results,  and  nine 
had  died.  In  epithelioma  of  the  vulva  Gmbbe  saw  lesions 
disappear  in  two  cases. 

Pfahler  saw  improvement  in  three  and  no  result  in  three 
cases. 

Rudis-Jicinsky  is  credited  with  one  cure,  and  Boggs  with 
one  case  which  improved. 

Stuver,  Duncan,  Hopkins,  Hett,  report  improvement  in 
cases  treated. 

Ultimate  Results  in  Cancer.  The  test  of  the  method 
naturally  depends  in  great  measure  upon  the  permanency 
of  supposed  cures.  I  say  in  a  measure  because,  in  epithe- 
lioma especially,  the  predisposition  or  inherent  tendency 
remains  in  the  nature  of  things  uninfluenced,  and  new 
lesions  may  occur  after  the  ray,  just  as  well  as  after  any  other 
method.  Recurrence  in  situ  must  be  the  cmcial  test,  and 
still,  if  the  tendency  to  the  production  of  new  lesions  persists, 
we  are  not  surprised  to  see  them  develop  in  the  cicatrix  of 
previous  lesion,  knowing  as  we  do  the  greater  tendency  the 
affection  has  for  cicatricial  tissue,  no  matter  how  the  latter 


TREATMENT  OF  CANCER  197 

may  have  been  produced.    The  conditions  are  therefore 
about  equal. 

The  percentage  of  recurrences  after  cutting  operations  is 
given  by  one  writer^  as  52.  To  gather  statistics  for  the  ray 
to  compare  with  this  will  require  several  years.  Present 
indications  would  surely  point  to  a  much  lower  percentage 
of  recurrence  for  all  cancerous  diseases  treated. 

*  Van  Allen,  Boston  Medical  and  Surgical  Journal,  June  25,  1903. 
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Considerable  confusion  of  terms  has  occurred  since  the 
ray  treatment  has  been  so  widely  discussed.  The  term 
rodent  ulcer  is  most  carelessly  employed  at  times,  some 
writers  showing  unmistakably  that  they  look  upon  it  and 
lupus  as  identical;  this  is,  of  course,  unpardonable.  Others 
give  statistics  of  skin  carcinoma,  superficial  cancer,  epithe- 
lioma, rodent  ulcer,  etc.,  in  such  a  hap-hazard  way  as  to 
lead  to  confusion.  As  I  have  suggested  in  some  previous 
writings,  the  term  rodent  ulcer  should  be  employed  only  in 
designating  a  certain  type  of  epithelioma.  This  type  is 
well  known  clinically,  and  possesses  the  features  of  slow 
development,  slow  growth,  lack  of  glandular  involvement, 
and  little  tendency  to  recurrence  in  sitiiy  after  thorough 
removal,  and  no  tendency  to  metastasis. 

It  is  especially  in  this  form  of  cancer  that  the  new  method 
has  scor©i  its  greatest  achievements,  and  the  nearer  the 
type  approaches  the  open  rodent  ulcer  the  greater  is  the 
chance  of  prompt  success  from  ray  treatment. 

Malcolm  Morris,  who  is  a  firm  believer  in  excision  in  all 
forms  of  malignant  disease,  advises  the  use  of  the  ray  in 
many  cases  of  epithelioma  and  rodent  ulcer  of  the  face  on 
account  of  the  excellent  cosmetic  results  and  destructive 
effects  upon  the  insidious  non-evident  foci. 

There  exists  at  the  present  time  still  some  difference  of 
opinion  as  to  the  exact  status  of  the  ray,  among  the  many 
recognized  methods  of  combating  this  important  condition. 
While  it  is  almost  universally  acknowledged  that  the  ray 
is  the  most  nearly  perfect  and  satisfactory  of  all  the  methods, 
for  the  majority  of  cases,  it  cannot  be  denied  that  there 
are  factors  which  render  the  rav  unsuitable  in  some  instances. 
In  the  treatment  of  epithelioma,  the  Roentgen  ray  has  come 
to  be  regarded  by  some  almost  as  a  specific.    The  fact  that 
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it  leaves  a  scar  often  scarcely  to  be  distinguished  from  the 
surrounding  normal  skin,  while  its  action  is  painless,  are 
points  in  its  favor  which,  all  else  being  equal,  should  place 
it  above  other  methods. 

While  caustic  pastes  have  many  advantages,  as  usually 
applied  they  are  uncertain  in  their  action  and  painful. 

A  paste  is  to  be  looked  upon  as  a  simple  cauterant,  and, 
while  it  effects  a  destruction  of  the  cancerous  tissue  and 
possibly  an  inflammatory  reaction  of  especial  kind  extend- 
ing to  surrounding  tissues  and  lymph  nodes,  antagonizing 
the  cancerous  element,  is  set  up,  it  does  not  have  any  stimut 
lating  effect  upon  the  reconstructive  functions  so  far  as  we 
know.  While  the  scar  may  be  better  after  pastes  than  after 
cutting  and  even  at  times  almost  imperceptible,  it  does  not 
equal  that  obtained  by  the  ray.  Here  there  exists  a  peculiar 
power  to  excite  fibrous  growth  which  rapidly  replaces  the 
tissues  lost.  At  times  the  ray  causes  a  somewhat  similar 
appearance  to  that  produced  in  twenty-four  to  thirty-six 
hours'  application  of  my  arsenic-orthoform  paste — i.  e.,  a 
vesiculating  and  charring  effect. 

The  color  and  texture  of  the  cicatrix  leave  almost  nothing 
to  be  desired  and  the  amount  of  deformity  is  often  minimal. 
This  latter  no  doubt  is  due  to  the  stimulating  action  of  the 
ray  on  tissue  proliferation.  The  diseased  tissue,  being  of 
low  vitality,  is  overstimulated  and  caused  to  atrophy  or 
become  necrosed.  The  healthy  tissue  adjacent,  being  of 
higher  relative  resistance,  instead  of  being  stimulated  to 
the  point  of  injury,  is  merely  caused  to  increase  to  the 
extent  of  filling  existing  cavities  with  almost  normal  tissue. 
This  scar  tissue  possesses  the  remarkable  quality  of  showing 
little  or  no  tendency  to  contract. 

In  epithelioma  of  recent  development  and  limited  area 
and  depth,  the  use  of  pastes  will  effect  a  speedy  cure,  and 
the  resulting  scar  or  permanent  loss  of  tissue  wUl  be  small, 
owing  to  the  small  extent  of  the  cancerous  tissue  removed. 
For  this  reason  it  is  perhaps  better  to  treat  such  cases  first 
by  the  use  of  pastes.  In  a  location  where  it  is  of  importance 
to  minimize  the  deformity  to  the  fullest  extent,  it  is  advis- 
able to  use  the  ray. 

When  the  area  of  cancerous  infiltration  is  larger,  but  the 
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of  infiltration  is  slight,  and  the  growth  is  compara- 

reccnt,  the  ray  is  to  be  given  the  preference,  as  it  is 

good  practice  to  apply  pastes  over  large  areas  at  a  time, 

I  gAvhile  the  ray  may  be  applied  to  the  whole  area  at  once; 

QjV^  operative  measures  are  rarely  to  be  considered  in  these 

1^  extensive  ulcerations, 

|\      Those  cases  of  epithelioma,  which  present  no  broken  or 
/   \  ulcerative  surface,  but  a  hard,  firm  nodule  or  node  covered 
/     ]by  firm  integument,  may  be  removed  by  the  rays,  but  only 
I     i  after  prolonged  treatment. 

\y  Pastes  may  by  preference  be  employed  in  these  cases. 
If  the  skin  be  not  first  removed  the  action  is  slower.  Besides 
there  is  the  question  of  scar  always  to  be  taken  into  account* 
The  method  that  has  given  the  greatest  satisfaction,  and 
that  seems  the  most  rational  for  circumscribed  firm  nodules, 
is  to  apply  a  local  anaesthetic  and  then  carefully  excise  the 
tubercle  as  radically  as  may  be  without  causing  disfigure- 
ment. As  much  of  the  seemingly  healthy  skin  or  that  not 
visibly  infiltrated  by  cancerous  tissue  is  saved  and  the 
tissue  of  the  growth  alone  is  carefully  scooped  out.  The 
rays  are  then  applied  to  the  site  until  a  mild  reaction  is 
produced,  and  it  will  be  found  that  the  result  will  be  better 
and  the  total  time  consumed  less  than  if  either  the  ray 
alone  or  a  paste  had  been  used.  It  is  not  necessary  where 
the  ray  is  to  follow  to  be  so  particular  to  take  out  all  of  the 
cancer  by  the  knife,  especially  in  regions  of  difficult  dissec- 
tion, as  the  ray  will  reach  all  that  is  left,  but  the  more  there 
is  removed,  the  quicker  will  be  the  ultimate  cure.  Some- 
times in  these  cases,  if  the  rays  are  applied  in  the  first 
place,  without  previous  preparation  or  interference,  the 
nodule  will  melt  away  under  the  ray  without  breaking 
down  or  other^vise  disturbing  the  skin. 

Epitheliomatosus.  In  those  cases  in  which  there  is 
manifest  a  disposition  to  rapid  spreading  and  the  formation 
of  new  scattered  lesions  in  different  parts,  or  where  the 
condition  of  the  skin  lends  itself  to  the  constant  formation 
of  such  scattered  lesions,  Robinson  thinks  the  ray  may 
tend  to  stimulate  the  skin  to  healthier  resistance  of  the 
encroachments  of  the  disease. 

In  two  instances  I  have  observed  the  development  of 
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scattered  lesions  on  different  parts  of  the  face  and  neck 
while  the  patients  were  under  :x:-ray  treatment.  In  one 
instance  the  ray  was  applied  at  a  considerable  distance 
over  a  long  period,  and  in  the  other  I  have  not  been  able 
to  learn  what  strength  of  ray  had  been  applied,  but  when 
I  took  charge  the  patient's  eyebrows  had  disappeared  under 
the  ray's  influence. 

Epitheliomata  involving  parts  adjacent  to  mucous  mem- 
branes, as  at  the  edge  of  the  nostril  or  mouth,  or  involving, 
the  conjunctiva  as  on  the  lid  or  nose  near  the  canthus,  are 
to  be  treated  by  the  ray,  as  the  selective  action  is  much 
more  marked  than  that  of  arsenical  paste,  for  example, 
and,  while  the  ray  is  rarely  found  to  cause  damage  to  such 
membranes,  caustics  frequently  do.  When  the  eye  is  un- 
avoidably included  in  the  area  exposed  to  the  action  of  the 
ray,  it  should  be  shielded  as  much  as  possible,  as  the  ray 
often  causes  a  slight  conjunctivitis  when  the  exposure  is  pro- 
longed. This  is  rarely  harmful,  and  the  condition  responds 
readily  to  treatment  or  gets  well  of  itself  if  the  exposures 
are  discontinued. 

Selection  of  Cases.  Generally  speaking,  the  following 
cases  are  suitable  for  treatment  by  the  ray: 

1.  Those  presenting  an  extensive  denuded  or  ulcerated 
surface. 

2.  Hypertrophic  change  in  connection  with  the  epithelial 
process  giving  papillomatous  and  nodular  outgrowths  may 
not  respond  promptly  to  the  ray  treatment  and  should  be 
removed  before  the  ray  is  applied. 

3.  When  the  process  involves  rather  deeply  the  skin  and 
underlying  tissues  including  the  bone,  the  ray  should  be 
given  the  fullest  trial  and  operative  measures  be  resorted 
to  only  when  the  ray  has  utterly  failed. 

4.  When  there  are  delicate  structures  involved,  which 
render  it  difficult  to  confine  the  action  of  a  caustic  within 
safe  limits,  or  where  operation  would  certainly  entail  dis- 
figurement, the  ray  is  to  be  chosen  as  the  best  method 
available. 

5.  When  an  epithelioma  in  any  location  has  been  pre- 
viously removed  by  means  other  than  the  ray,  the  latter 
should  be  used  in  removing  the  recurrent  growth. 
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It  has  been  remarked  that  when  the  malignant  neoplasm 
is  of  long  standing  and  has  extended  so  as  to  involve  deeper 
tissues  and  even  to  menace  large  bloodvessels,  the  ray  is 
perhaps  the  only  method  that  offers  hope  of  cure. 

In  our  own  experience  the  affected  glands  in  the  neighbor- 
hood of  a  cancer  may  disappear  along  with  the  lesion  itself. 
Hence  the  presence  of  involved  glands  need  not  be  con- 
sidered a  sufficient  reason  for  not  employing  the  ray  in  any 
.particular  case. 

Recurrence.  We  cannot  agree  with  those  who  consider 
an  epithelioma  of  the  skin  not  cured  if  within  a  certain 
number  of  months  or  years  there  is  recurrence  in  situ. 
There  is  a  well-marked  and  usually  well-known  tendency 
for  elderly  people  to  develop  multiple  carcinomatous  lesions, 
often  in  successive  outbreaks  or  crops,  and  especially  if  they 
are  subject  to  certain  kinds  of  skin  irritation  such  as  pro- 
duced by  senile  warts,  keratoses,  and  the  dry,  scaly,  and 
crusty  forms  of  seborrhoea.  Knowing  as  we  do  the  pro- 
nounced tendency  for  carcinoma  to  develop  in  scar  tissue, 
it  would  be  rather  more  than  could  be  reasonably  expected 
that  lesions  should  develop  elsewhere  and  avoid  this  tissue 
of  known  predilection.  I  think  it  may  be  stated  quite 
•  definitely  that  :v-ray  does  not  prevent  subsequent  outbreaks 
of  carcinoma  in  skins  peculiarly  predisposed. 

In  several  of  my  patients  discharged  with  smooth  cicatrix 
there  has  been  a  slight  recurrence,  but  in  each  known  instance 
treatment  was  applied  at  once  and  the  small  lesion  or 
lesions  were  promptly  removed,  by  the  ray  alone  or  by  one 
of  the  combined  plans. 

Williams  saw  several  relapses  within  periods  of  two  to 
three  months.  In  a  lip  cancer  there  were  three  relapses 
within  a  year. 

In  Figs.  3  and  4,  Plate  VII.,  are  illustrated  an  epithe- 
lioma of  the  nose  which  had  promptly  healed  under  the  ray, 
but  showed  recurrence  several  months  later.  A  second  course 
of  raying  removed  all  signs  of  the  disease. 

In  Figs.  I  and  2,  Plate  VII.,  we  have  a  deep-seated 
involvement  of  the  nares,  recurrent  after  surgical  operation 
upon  the  nose  and  lip,  which  promptly  disappeared,  as  did 
also  a  lesion  upon  the  side  of  the  nose  under  the  ray's  in- 


Vitrei nomfi  iRectirrenLt  Le-^ann-n  within 
No8trila  a$  Well  ae  Exiernal.  Di-^cip^ 
peared  Under  X^ray  Treat  me  tit. 


Same  Patient  ^how^ing  Lesion  on  Side  of 
Nose  Removed  by  the  X-ray. 
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Year«'   Duration   after    Partial    Improve-  Fe^v  Wee^*  Later. 
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fluence.  There  was  subsequent  relapse  deep  within  the 
nostril,  and  the  ray  was  renewed  with  benefit. 

A  sign  of  early  improvement  is  the  greater  tendency  of 
the  crust  to  remain  attached  to  the  ulcer. 

In  other  cases  without  the  intervention  of  dermatitis, 
the  characteristic  waxy  rolled  border  flattens,  assumes  the 
appearance  of  a  serpiginous  vesicle  and  melts  away;  or  it 

Fig.  54- 


EpitheUomii 


removed  b\*  .r-rav. 


becomes  actually  transformed  into  a  succession  of  vesicles 
whose  domes  become  removed,  leavmg  open  surfaces  which 
promptly  heal  under  ray  influence. 

At  times  this  outer  limiting  border  of  the  lesion  disappears 
and  is  replaced  by  a  warty  or  rough  papillomatous  outgrowth 
which  seems  more  promptly  removable  by  salicylic  plaster 
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or  the  electrolytic  needle  than  by  persisting  with  the  ray. 
Such  a  case  is  shown  after  successful  removal  of  extensive 
rodent  ulcers  of  the  nose  in  Fig.  54. 

Delayed  Effects.  It  has  been  a  matter  of  observation 
that  in  extensive  breast  and  other  cases  improvement  might 
continue  for  months  even  after  the  course  of  rays  had  been 
finished.  This  has  been  the  result  in  several  of  those 
treated  by  me,  and  the  possibility  exists  equally  for  surface 
epithelioma  and,  as  seen  in  one  instance,  for  cancer  of 
the  lip. 

Time  Required  to  Effect  Cure.  Rodman  and  Pfahler 
have  collected  and  studied  234  cases.  Of  these  63  per  cent, 
have  been  cured  and  36  per  cent,  improved  after  an  average 
of  twenty-five  sittings  extending  over  eight  weeks. 

They  find  that  rodent  ulcer  requires  more  time  and 
patience  than  the  other  form. 

Statistics.  My  personal  statistics  embrace  seventy-one 
epitheliomas  treated  by  the  ray;  not  all  exclusively  so,  some 
having  been  subjected  to  a  combined  plan  of  preceding  curet- 
tage, application  of  caustic  paste,  or  the  use  of  electrolysis. 
The  latter  has  also  been  employed  in  many  of  the  cases  after 
scar  formation  to  destroy  small  vessels  in  the  immediate 
neighborhood  which  might  act  in  a  stimulating  way  to 
favor  recurrence.    In  58  there  was  clinical  cure. 

I  have  endeavored  to  draw  a  comparison  between  a  series 
of  the  first  50  of  these  and  a  series  of  50  consecutive  patients 
treated  prior  to  the  rays  becoming  a  known  therapeutic 
agent. 

My  notes  are  not  sufficiently  extensive  to  enable  me  to 
give  exact  data  bearing  upon  many  of  the  interesting  points 
of  comparison  of  time  required,  pain  produced,  appearance 
of  scar,  tendency  to  return,  and  sometimes  even  the  results 
are  not  entered.  The  figures  do  not  indicate  much;  still 
they  are,  from  one  point  of  view,  of  decided  importance. 

Treated  with  Aid  of  X-ray. 

Number  of  cases                 50 

Cured 34 

Improved 6 

Died  from  cancer .         .         .  i 

Not  improved 4 

Disappeared  or  questionable 5 

Recurrence  observed 5 
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Treated  without  X-Ray. 

Number  of  cases 50 

Cured 31 

Improved 4 

Probably  cured 2 

Died  from  cancer i 

Not  improved 10 

Disappeared  or  questionable 2 

Recurrence  observed 4 

They  show  that  there  is  very  little  difference  in  the 
percentage  of  apparent  or  clinical  cures;  likewise  in  the 
number  of  those  improved,  deaths,  and  observed  recurrences. 

In  the  :v-ray  cases  there  were  three  instances  of  multiple 
disseminated  lesions,  many  of  which  were  removed,  the 
patients  being  entered,  however,  among  the  improved  cases. 
Two  of  the  second  series  were  subsequently  relieved  of 
their  recurrent  lesion  under  :x:-ray  influence,  so  appear  in 
both  series.  Three  of  the  patients  of  the  first  series  entered 
as  improved  were  marked  as  almost  cured  when  last  seen; 
while  two  of  the  second  series  likewise  figure  as  "probably 
cured." 

While  a  number  of  those  in  the  second  list  have  been 
seen  or  heard  from  over  a  period  of  several  years,  the 
longest  period  for  the  first  series  is  not  over  two  years. 

Thirty-seven  cases  were  reported  by  Vamey.  Rodent 
ulcer  type  19.  Results:  ending  fatally,  i;  clinically  cured, 
12;  4  were  improved  and  2  were  referred  for  operation. 

Spring  reports  12  cases  with  9  cures. 

Grubbe^  reports  123  cases,  in  48  of  which  the  results 
were  considered  satisfactory;  the  average  time  required  was 
four"  months.  He  advises  the  use  of  medium-vacuum  tubes, 
and  believes  that  the  high-vacuum  tubes  are  more  dangerous. 

Johnson  and  MerrilP  report  16  cases  of  epithelioma  with 
10  apparent  cures. 

Bowen  reports  for  the  Massachusetts  General  Hospital 
55  cases  with  27  recoveries. 

Epithelioma  of  the  Penis.  In  beginning  epithelioma  of 
the  penis,  the  ray  might  prove  of  value,  as  the  situation  is 
one  to  which  pastes  cannot  very  conveniently  be  applied, 

*  American  Roentgen  Ray  Society,  December  10,  11,  1902. 
'  American  Medicine,  August  9,  1902. 
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and  in  which  cicatrices  caused  by  operative  measures  as 
well  as  by  pastes  might  interfere  with  fimction,  A  desidera- 
tum in  cases  of  this  kind  is  a  rapid  means  of  cure  with 
little  danger  of  annoying  scar.  Painlessness  is  also  a  recom- 
mendation to  the  ray  method. 

The  rules  for  treatment,  and  the  selection  of  cases  for 
this  form  of  treatment,  are  essentially  the  same  as  for 
epithelioma  in  any  other  locality.  One  great  advantage  of 
the  site,  in  this  form  of  treatment,  is  the  fact  that  shielding 
may  be  accomplished  with  perfect  exactness,  on  account  of 
the  anatomical  features  of  the  parts.  Any  form  of  shield 
may  be  used,  but  the  best  is  perhaps  a  simple  foil  shield 
with  an  aperture  that  will  permit  exposure  of  that  portion 
of  the  penis  only  which  is  atTected.  The  skin  of  the  adjacent 
parts  is  to  be  protected  with  great  care,  since  being  usually  cov- 
ered by  the  clothing  it  is  very  prone  to  be  affected  by  the  ray* 
The  same  sensitiveness  of  the  skin  in  these  parts  renders 
epitheliomata  of  the  penis  perhaps  more  sensitive  to  the 
treatment  than  those  on  the  face  or  other  exposed  locations. 
Care  should  be  exercised  on  this  account  that  the  treatment 
be  not  pushed  too  vigorously,  as  the  lessened  resistance  of 
these  usually  protected  tissues  is  misleading  when  one  has 
been  accustomed  to  the  conditions  prevailing  in  other  more 
resistant  tissues  of  the  body. 

Two  cases  of  epithelioma  of  the  penis,  which  were  treated 
by  exposures  to  the  rays,  are  mentioned  by  Tumure,  of 
which  one  improved  and  the  other  did  not. 

Epithelioma  of  Nose  and  Eye  Region.  The  advantages 
of  .T-ray  treatment  are  well  illustrated  in  the  case  of  Mr.  B., 
aged  seventy-four  years,  in  whom  an  epithelioma  began  on 
the  tip  of  the  nose  about  nine  years  before  coming  under 
my  care  in  February,  1902  (Fig,  55). 

This  lesion  had  gradually  extended  until  it  occupied 
the  region  of  the  inner  canthus  and  the  eyelids  to  such  an 
extent  that  surgical  operation  seemed  to  me  out  of  the 
question.  Besides  this  there  are  scattered  over  the  forehead 
and  cheeks  numerous  flat,  wart-like  lesions  of  disseminated 
epithelioma  and  lesions  of  seborrhoea  cnistea,  which  latter 
might  at  any  moment  degenerate  in  a  malignant  manner. 
There  was  also  upon  the  side  of  the  nose  a  dry,  crusty 
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followinf^ 


a   serpiginous  course 
nose  to  the   rodent  ulcer  above  de- 


lesion  with  waxy  border, 
from  the  tip  of   the 
scribed. 

The  effect  of  the  ray  was  here  most  strikingly  pronoitnced 
after  its  first  application.  The  serpiginous  border  of  the 
dry-crusted  epithelioma  and  of  the  waxy  border  of  the  ulcer 
were  transfonned  into  an  appearance  of  vesiculation.  That 
is,  instead  of  retaining  their  waxy,  solid  look,  the  over- 
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Extexmve  epithelioma  of  nose  and  region  of  eye  after  complete  disappearance 
under  the  ray.     Lesions  remaining  are  those  of  senile  keratosis. 


lying  and  adjacent  epidermis  was  reddened  and  had  a 
puckered  look,  and  beneath  this  the  appearance  was  that 
of  fluid  rather  than  waxy,  firm  tissue.  In  one  month  and 
a  half  from  beginning  treatment  the  patient  appeared  to 
be  cured*  He  was  not  discharged,  however,  but  seen  from 
time  to  time. 

Up  to  the  time  of  the  patient's  recent  death  from  apo- 
plexy there  were,  I  am  told,  no  signs  of  recurrence. 
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Epithelioma  of  the  Bridge  of  the  Nose  and  Fore- 
head. Mrs.  R.,  aged  forty-five  years,  came  under  treat- 
ment October  7,  1902. 

The  disease  began  fifteen  years  before  on  the  upper  part 
of  the  nose  and  spread  upward  between  the  brows.  It  had 
been  removed  twice  with  a  knife,  but  had  recurred  each 
time.  Ray  treatment  was  begun  at  once  and  on  November 
13th  it  was  practically  well.  In  Plate  VIII.,  Fig.  i,  the  ap- 
pearances are  those  presented  after  a  few  weeks'  treatment, 
when  improvement  was  already  marked. 

The  cicatrix  is  so  slight  as  to  be  barely  perceptible.  A 
year  has  now  elapsed  since  the  last  evidence  of  disease  was 
to  be  seen,  and  there  has  been  no  sign  of  recurrence.  The 
appearances  now  are  those  shown  in  Fig.  2,  Plate  VIII. 

Maclntyre  o-eports  a  case  of  epithelioma  of  the  nostrils, 
where  the  patient  regained  the  sense  of  smell  after  the  mass 
disappeared. 

Epithelioma  of  the  Ala  Nasi.  Miss  W.  (referred  by 
Dr.  A.  M.  L6on  on  May  8,  1902). 

A  lesion  upon  the  right  side  of  the  nose  began  twelve 
years  ago  as  a  small,  white  nodule.  For  the  past  three  or 
four  years  it  has  become  ulcerated  and  has  healed  up  under 
treatment,  but  has  never  been  thoroughly  removed.  The 
lower  third  of  the  side  of  the  nose  was  studded  with  small, 
pearl-like  bodies  upon  a  scar-like  base  and  separated  by 
telangiectatic  vessels.  Rays  were  applied  once  or  twice  a 
week. 

After  the  first  application  of  the  ray,  each  separate  pearly 
mass  was  transformed  into  a  vesicle  and  a  blood  crust 
subsequently  formed  in  its  place.  When  suppuration  had 
occurred  there  were  left  small,  round,  red  pits.  One  week 
later  the  condition  showed  great  improvement,  and  two 
days  after  this  the  condition  seemed  so  far  advanced  toward 
a  cure  that  the  patient  shortly  left  for  a  vacation  in  Europe. 
On  her  return  in  September  an  ulceration  the  size  of  the 
little  finger-nail  was  found  occupying  the  site  of  previous 
infiltrated  nodules.  :v-ray  treatments  were  resumed  at 
almost  weekly  intervals  until  March,  1903,  when  the 
condition  appeared  almost  cured.  I  now  left  for  my 
own  trip  abroad,  since  which  time  I   have  not  seen  the 


Same  Patient  a  Year  after  Being  Discharged  Cured, 
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patient,  but  learn  that  she  is  under  treatment  in  the  Finsen 
Institute  in  Copenhagen. 

Epithelio^l\  of  the  Forehe/VI>.  Mr.  C,  aged  fifty- 
four  years*  The  first  evidences  of  epitheh'oma  date  back 
t^venty  years.  He  was  seen  by  me  in  consultation  six  years 
ago.  Various  operations  had  been  performed,  in  spite  of 
which  encroachment  upon  the  orbital  contents  necessitated 
enucleation  of  the  left  globe,  which  was  most  skilfully  per- 
formed with  subsequent  plastic  operation  by  the  late  Dr, 
Van  Arsdale.  Three  years  ago  there  was  recurrence  in  the 
region  of  the  forehead.  Wlien  first  given  ray  treatment  in 
May,  1902,  there  were  two  deep  round  ulcers,  with  hard, 
rolled,  wRxy  borders,  an  extensive  forehead  lesion  of  silver- 
dollar  diameter,  a  waxy  nodule  on  the  chin,  one  on  the  back 
of  the  ear,  one  on  the  side  of  the  neck,  and  one  in  the  middle 
of  the  back  of  the  neck,  corresponding  in  size  and  site  to 
the  region  pressed  upon  by  the  collar-button. 

Many  lesions  surrounded  with  telangiectatic  vessels  and 
browmish  pigment  deposits  resembled  somewhat  xeroderma 
pigmentosum.  Some  of  these  lesions  were  treated  at  the 
same  time  by  electrolysis.  In  all  fifteen  such  lesions  were 
treated  until  complete  disappearance,  .r-ray  exposures 
w^ere  made  to  the  forehead  with  a  low  tube  at  a  distance  of 
six  inches  and  of  five-minute  duration.  Leaving  towm  at  this 
time  for  my  vacation,  Mr.  C,  was  treated  by  Dr.  Gaunt, 
who  had  originally  referred  him  to  me.  Ex7>osures  of  one 
hour  were  given  daily  at  a  distance  from  the  tube  of  four 
to  ten  feet  for  about  six  months.  Exposures  were  then  made 
every  second  day  at  a  distance  of  from  ten  to  twelve  feet  of 
one  hour  average  duration.  I  could  see  no  appreciable  change 
in  the  lesions  from  these  long-distance  exposures.  There  was 
at  this  time,  besides,  the  original  morphoeadike  plaque  of  cica- 
tricial tissue  into  which  the  electrolytic  needle  penetrated 
deeply  without  pain.  Exposures  wxre  made  for  ten  minutes, 
three  times  a  week.  There  were  other  scattered  lesions  of 
epithelioma  upon  the  nose,  ear,  and  neck.  From  August  15th 
to  September  loth  no  treatments  were  given;  on  this  date  a 
ten -minute  application  was  followed  within  eighteen  hours 
by  an  extensive  dermatitis  of  the  left  side  of  the  face  and 
head;  upon  the  opposite  cheek,  which  was  turned  away 
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from  the  tube,  vesicles  and  bullae  developed,  involving  also 
the  right  side  of  the  nose  and  the  mucous  membrane, 
indicating  that  the  ray  had  passed  completely  through,  affect- 
ing the  f)oint  of  exit  equally  with  the  point  of  entrance.  This 
dermatitis  lasted  from  tv\^o  to  three  weeks,  and  when  the 
skin  had  healed  the  epithelioma  was  found  much  improved. 
On  October  i,  1903,  the  patient  was  discharged  as  cured. 
It  is  worthy  of  note  in  this  most  interesting  case  that  after 
twenty  years  of  almost  constant  combat,  taking  advantage 
of  all  known  methods,  it  was  only  with  the  introduction 
of  radiotherapy  that  a  result  could  be  obtained  which 
approximated  or  promised  to  be  a  radical  cure. 
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Cicatrix  resuJting  from  the  rcnioviil  of  an  extensive  epithelioma  of  the  fwrchearf 
and  region  uf  the  eye  and  ear  by  the  ray. 


Fig.  56  shows  the  appearances  as  presented  toward  the 
end  of  treatment.    Unfortunately  we  have  no  illustration  of  _ 
the  disease  in  its  more  unpromising  stage.  | 

Mr.  J,  P.,  aged  fifty-five  years,  seen  October  2,  1902^ 
presented  upon  the  side  of  the  forehead  a  soft,  waxy  nodule 
of  epithelioma  which  began  about  four  years  ago,  but  has 
only  recently  shown  signs  of  spreading.  The  lesion  had 
entirely  disappeared  after  about  a  dozen  sittings. 

In  the  next  illustration  (Fig.  57)  is  seen  the  scar  resulting 
from  a  deep  cancerous  ulceration  of  the  nose  %vhich  has  been 
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treated  by  me  for  many  years  in  a  number  of  recurrences. 
This  time  it  has  seemed  that  the  ray  has  prevented  perfora- 
tion of  the  nostril  and  assisted  materially  in  the  process  of 
cicatrization, 

Mrs.  M.,  aged  fifty-two  years.  The  history  shows  that 
at  the  age  of  ten  years  the  patient  fell  and  cut  her  forehead. 
There  was  left  a  red,  raised  scar.    Twenty-four  years  ago, 


Fig.  5  7 
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Hing  cancer  of  the  no-je. 


on  rubbing  this  scar  tissue,  slight  bleeding  occurred,  followed 
by  a  crust*  This  was  picked,  but  instead  of  healing  extended 
until  it  became  the  size  of  a  twenty-five-cent  piece,  with  a 
'*  seam-like  elevation  around  the  edge." 

Since  1891  the  lesion  has  been  operated  upon  several 
times  in  a  variety  of  ways  by  different  physicians. 

The   lesion    shown    in    Plate  VI,,   she    says,    has  been 
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considered  a  lupus,  but  at  the  time  she  came  under  my 
observation  the  clinical  features  were  those  of  epithelioma, 
the  case  probably  belonging  to  the  rather  restricted  class 
of  cases  in  which  lupus  makes  this  change  at  some  stage 
of  its  course.  The  ulcerated  portion  of  the  lesion  is 
exquisitely  tender  and  at  times  spontaneously  painful.  This 
was  first  treated  by  me  in  Apnl,  1901,  with  an  arsenical 
paste  made  with  orthoform.  In  spite  of  decided  improve- 
ment and  healing  over  of  ulcerated  areas,  there  were  evi- 
dences of  recurrence  in  1902  when  the  x-ray  was  employed. 
For  over  a  year  there  has  been  a  perfectly  firm  cicatrix,  as 
shown  in  Plate  VI.,  Fig.  2,  with  no  evidences  of  recurrence. 

The  effects  are  far  from  being  uniform  in  the  various 
clinical  types  of  skin  cancer.  The  belief  held  by  many  that 
decided  pathological  differences  in  structure  are  likewise 
to  be  found  is  strengthened. 

In  my  personal  experience  nodular  non-ulcerating  lesions 
frequently  do  not  do  well.    Such  a  case  is  that  following. 

Epithelioma  of  the  Cheek.  The  failure  of  the  ray  is 
markedly  exemplified  in  the  case  of  Miss  C.  There  was 
a  firm,  dry,  ncdular  growth  with  adherent  central  crust 
beneath  the  left  eye  which  had  existed  for  six  months. 
The  ray  was  persistently  applied  from  June  20,  1902,  to 
March  17,  1903,  over  sixty  exposures  being  given.  In 
spite  of  occasional  evidence  of  improvement,  there  was 
extension  into  the  deeper  parts.  The  patient  was  then 
referred  to  an  eminent  surgeon  by  Dr.  L6on,  who  had  sent 
the  patient  to  me,  and  the  growth  was  deeply  excised.  Re- 
currence was  prompt  and  a  second  operation  was  done  with 
extensive  removal  of  bone  from  the  orbit  and  upper  jaw, 
followed  by  a  plastic  flap  operation.  Following  this  there 
was  further  recurrence  and  death  a  few  months  later. 

In  a  number  of  open  cancers  here  located  there  has  been 
healing  which  has  persisted  for  over  a  year  in  some  instances. 
In  two  only  out  of  seventy-one  has  there  been  kno\\Ti  recur- 
rence. 

In  Plate  IX.  is  showTi  the  condition  before  and  after  ray 
treatment  in  an  epithelioma  beneath  the  eye. 

Epithelioma  of  the  Lip.  The  chief  reason  why  epithe- 
lioma of  the  lip  has  not  proven  as  amenable  to  the  ray  as 


Appearance  after  Two  Months*  Treatment 


Recurrence  in  Scar  aftet*  Excision  Successriilly 
Treated  by  X-ray. 


Epithelioma  at  and  near  Canthus  in  Xeroderma 
Pigmentosum. 


FIG,  s« 


Photograph  Taken  Two  Years  alter  Discharge  of  Paiient 
as  Cured  of  Extensive  Epithelioma  of  the  Nose, 
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similar  neoplasms  upon  the  skin  surface  proper  seems^to 
be  because  of  the  greater  blood  supply  and  more  lax  tissue. 

If  a  stimulating  effect  of  the  ray  is  inadvertently  given 
instead  of  securing  a  destructive  action,  the  cancer  may  be 
excited  to  increased  growth. 

In  eight  personal  cases  of  lip  cancer,  two  have  been  of  the 
skin  surface  only  of  the  upper  lip  and  in  connection  with 
lesions  of  the  nose.    Both  of  these  did  well. 

Of  the  other  six,  four  are  regarded  as  cured.  One  was 
treated  with  caustic  paste  before  the  ray,  and  two  were 
recurrent  after  cutting  operations. 

Vamey  finds  this  variety  most  obstinate.  Only  in  the 
superficial  variety  can  the  ray  be  relied  upon  alone.  If  an 
operation  is  contemplated  a  preceding  short  course  of  5^-ray 
may  not  be  amiss,  but,  as  I  have  mentioned  above,  there 
may  be  extension  of  the  process.  The  first  evidence  of 
this  should  be  the  signal  to  resort  to  the  knife  or  cautery. 

In  view  of  a  number  of  eminently  successful  trials  of 
caustic  paste  I  am  more  than  ever  in  favor  of  first  eating 
out  the  cancer  in  this  way  and  then  using  the  ray. 

Grubbe  reports  twenty-one  cases  of  lip  cancer  with  satis- 
factory results  in  ten.  Mosley  and  others  report  single 
cases  as  cured.  Pusey  found  no  benefit  if  the  glands  were 
already  involved. 

In  Plate  X.,  Fig.  i,  is  shown  an  epithelioma  of  the 
lower  lip  in  a  woman.  Although  this  is  considered  a 
rare  location  for  cancer  in  females,  I  have  observed  several 
and  have  successfully  treated  one  in  this  sex  recently  with 
my  arsenic-orthoform  paste.  In  the  present  instance  the 
x-my  failed  to  produce  good  effects  and  the  patient  was 
referred  by  me  to  my  friend  Dr.  Lloyd,  who  made  a  very 
successful  extirpation.  Agreeing  with  me  that  the  ray 
should  be  applied  subsequent  to  the  surgical  intervention, 
a  course  of  raying  has  been  carried  out  by  Dr.  Vincent  at 
the  Post-graduate  Hospital. 

I  am  informed  by  Dr.  Branth  that  the  patient  showed 
some  evidence  of  recurrence  which  disappeared  under  the 
ray.  I  wish  to  express  my  indebtedness  to  Dr.  Morton  for 
permission  to  use  Fig.  2,  Plate  X.,  in  referring  to  the  sub- 
sequent course  after  the  patient  passed  from  my  care. 
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Mr.  J.  B.,  aged  forty  years,  came  to  me  on  August  i,  1902, 
with  a  lesion  of  tHe  lower  lip  which  had  begun  one  year 
before.  Patient  smokes  a  pipe  which  he  holds  equally  on 
both  sides  of  the  mouth.  There  are  two  lesions  present: 
one  near  the  centre  of  the  lip,  the  other  well  to  the  side. 
The  latter  has  a  distinctly  waxy  border.  The  submaxillary 
gland  is  enlarged  but  not  very  sensitive.  On  August  2  2d 
the  submaxillary  glands  were  palpable  on  both  sides;  that 
on  the  right  side  and  away  from  the  lesions  being  the  largest. 
Rays  were  given  three  times  a  week  and  patient  was  dis- 
charged clinically  cured  after  seven  weeks.  At  this  time 
the  submaxillary  glands  were  no  longer  to  be  palpated  as 
they  were  when  the  ulcer  was  open  and  inflamed. 

In  Plate  XII.,  Fig.  i,  is  seen  a  picture  of  a  patient  referred 
to  me  by  Dr.  S.  J.  O'Neil.  The  epithelioma  on  the  cheek 
was  of  two  years'  duration,  and  when  first  seen  showed 
symptoms  of  great  malignancy.  Fig.  2,  Plate  XII.,  was 
taken  seven  weeks  after  treatment  had  begun,  when  the 
lesion  had  entirely  disappeared. 

In  Plate  XIII.,  Fig.  i,  is  seen  the  picture  of  a  patient 
referred  to  me  by  Dr.  H.  C.  Neer,  with  a  long-standing 
epithelioma  extending  from  the  lower  part  of  the  lobule 
of  the  left  ear  to  the  angle  of  the  jaw.  In  this  patient 
a  dermatitis  was  produced  after  three  weeks'  treatment, 
which  healed  rapidly.  Fig.  2,  Plate  XIII.,  shows  the  con- 
dition six  weeks  after  treatment  had  begun. 

Cancer  within  the  Mouth.  Carcinoma  upon  the  mucous 
surfaces  of  the  mouth,  tongue,  buccal  membrane,  etc.,  do 
not  do  well  as  a  rule  under  radiotherapy. 

In  a  patient  sent  me  by  Dr.  George  Brewer,  on  whom  he 
had  operated  about  two  months  previously  for  cancer  of 
the  tongue  and  jaw,  already  far  advanced,  there  had  been 
rapid  recurrence.  Under  a  month's  ray  treatment  there  was 
some  improvement,  though  suspicion  of  involvement  of  the 
larynx  existed.  The  gentleman  returned  to  his  home  in 
South  America,  expecting  to  continue  the  x-ray  there. 

Coley  reports  three  cases  of  tongue  cancer  which  showed 
improvement. 

Grubbe  reports  thirteen  cases  of  cancer  of  the  tongue, 
with  good  results  in  seven. 


Result  after  Seven  \A/eeks  of  X-ray  Treainient, 


Good  Cicatrix,  no  Evidence  of  Cancer, 


Picture  Taken  Two  Months  after  Treatnnent. 


9fHhm»^09wm  invoicing  tu^^mr  Lid  and  lateroAl  Catumi*. 


WW.  2. 


Af>p#«mne#  at  ai»>oui  Tim«   X-ray 
Tmmtmmui  wa«  Begun,  February  20, 


Fhoiogmph  Taken  April  tO.  Id04,  Fifty 
Days  after  Firat  X-ray  Exposui 
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Dickson  has  noticed  ill  eflEects  in  extensive  breaking  down 
of  tissue,  and  this  too  without  retarding  the  growth. 

Engman^  reports  a  case  in  which  a  slough  was  produced. 
There  was  no  recurrence  in  nine  months. 

In  a  papilloma,  not  examined  microscopically,  but  thought 
by  some  to  be  malignant,  there  was  prompt  disappearance 
under  exclusive  radiation. 

Beckett  reports  two  cases  of  epithelioma  of  the  tongue 
in  which  the  submaxillary  glands  were  removed  and  the 
lesions  treated  with  the  ray,  with  very  satisfactory  results. 

In  Plates  XIV.  and  XV.  are  shown  cases  of  epithelioma 
promptly  removed  by  the  :v-ray. 

In  Plate  XVI.,  Fig.  i,  is  shown  an  extensive  epithelioma 
involving  the  internal  canthus,  lower  lid,  and  side  of  nose. 
Fig.  2  shows  the  appearance  of  the  patient  at  the  time  rr-ray 
treatment  was  begun,  and  Fig.  3  shows  the  condition  fifty 
days  after  the  first  exposure. 

*  American  Derma tological  Association,  May  12,  1903 


CHAPTER   IX. 
SARCOMA. 

A  SEEMINGLY  most  favorable  showing  for  various  forms 
of  sarcoma  in  the  earlier  days  of  radiotherapy  led  physicians 
to  a  possibly  somewhat  exaggerated  hope  that  at  last  a 
means  had  been  discovered  of  successfully  combating  this 
most  fatal  malady.  Patients  w^re  relieved  of  rapidly  grow- 
ing tumors,  and  some  appeared  to  have  even  made  full 
recovery,  w^hen  recurrence  would  put  a  speedy  ending  to 
the  patient's  struggle  for  life  and  to  the  physician's  efforts 
and  hopes.  On  the  other  hand,  it  must  be  admitted  and 
should,  indeed,  be  claimed  and  proclaimed  with  some 
degree  of  pride  and  satisfaction  that  large  and  rapidly 
enlarging  sarcomas  can  be  made  to  disappear  in  a  manner 
wholly  unknown  before  the  introduction  of  the  ray. 

Thus,  time  at  least  is  gained,  and  there  is  strong  reason 
to  believe  that  this  can  be  taken  advantage  of  to  pursue, 
along  with  radiotherapy,  such  other  lines  of  treatment  as 
offer  hope  of  success.  Among  these  are  to  be  mentioned 
electrolysis,  the  employment  of  toxins,  possibly  radium  and 
its  emanations,  and  various  drugs  internally. 

The  weight  of  authority  to-day  would  seem  to  indicate 
that  the  ray  alone,  while  capable  of  causing  disappearance 
of  sarcomatous  masses  and  inhibiting  increased  grow^th 
while  being  employed,  has  so  far  shown  little  power  to 
prevent  recurrence. 

The  known  hopelessness  of  operating  for  most  varieties 
of  sarcoma,  and  the  gloomy  outlook  for  sufferers  from  this 
form  of  cancer,  render  the  ray's  possibilities  of  the  utmost 
importance. 

In  reviewing  the  results  achieved  we  must  bear  constantly 
in  mind  that  prior  to  the  ray  method  no  i)ermanent  benefit 
could  be  promised  from  any  means  at  our  command. 

Sarcoma  of  the  tissues  of  the  neck  may  be  regarded  as 
one  of  the  gravest  pathological  conditions  known. 
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So  far  as  the  writer  is  aware  there  exists  to-day  no  authen- 
tic record  of  primary  sarcoma  of  the  tissues  of  the  neck 
cured  by  operation. 

Reports  available,  while  they  make  a  fairly  good  showing, 
considering  the  gravity  and  hopelessness  of  the  disease,  are 
still  too  recent  to  be  of  the  greatest  value.  Cases  entered 
to-day  among  the  clinically  cured  are  unfortunately  all  too 
likely  to  be  found  in  the  list  of  dead  in  a  report  made  three 
months  hence.  A  number  of  apparent  cures  have  been 
reported  by  Pusey  (i),  Richmond  (i),  Boardman  (i), 
Coley  (4),  Dixon  (i  practically  cured),  Bowen,  Kirby,* 
Fiske,  Winfield,  Evans  and  Williams,  and  others,  but 
'* cures"  which  have  stood  the  test  of  time  are  rare.  Spring* 
has  analyzed  74  cases  found  in  literature.  Of  these  17  are 
placed  among  the  cured,  5  improved,  and  in  47  life  was 
prolonged. 

Vamey^  gives  13  personal  cases,  all  showing  recurrence 
or  death.  Coley  reported  25  inoperable  cases  up  to  January, 
1903,  without  favorable  result.  Out  of  36  patients  only  4 
had  been  cured.  Pusey*  reports  upon  11  cases.  In  a  round- 
celled  sarcoma  of  the  neck  considered  inoperable  the  tumor 
disappeared.    Two  were  relieved  of  all  pain. 

In  sarcoma  of  the  kidney  Scott  saw  general  improvement 
and  cessation  of  hemorrhage. 

In  a  supposed  sarcoma  of  the  thoracic  cavity  referred  to 
me  by  Dr.  Morrell,  causing  great  bulging  of  the  chest  wall, 
there  was  early  improvement.  The  subsequent  history  I 
have  been  unable  to  learn. 

Kienbock^  reports  a  very  interesting  case  of  sarcoma 
cured  by  the  rays.  It  was  one  involving  the  mouth,  fauces, 
antrum  of  Highmore  on  both  sides,  protruding  into  the  orbits 
and  pressing  upon  the  optic  nerves,  producing  complete 
blindness;  also  large  tumor-like  masses  extending  from  the 
nostrils.  The  tumor  was  excised  a  number  of  times,  with 
prompt  recurrence.    Thirteen  not  very  intense  exposures 

*  Journal  of  Advanced  Therapeutics,  1902,  xx. 
^  Northwestern  Lancet,  July  i,  1903. 

*  Journal  of  the  American  Medical  Association,  June  6,  1903 

*  Ibid.,  April  12,  1902. 

*  Wiener  klin.-therap.  Wochenschrift,  Januan'  31,  1904. 
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were  given  through  a  course  of  three  months,  resulting  in  a 
complete  disappearance  of  the  tumors  in  sdl  the  affected 
parts.  The  patient  regained  vision  sufficiently  to  be  able 
to  get  about  without  any  assistance.  The  diagnosis  of 
sarcoma  was  made  certain  by  histological  examination. 

Grossman^  reports  a  similar  case.  A  sarcoma  having  its 
origin  in  the  nostrils  was  repeatedly  removed  without  effect. 
He  was  referred  to  Dr.  Kaiser  for  ray  treatment  on  Sep- 
tember 15,  1903,  and  was  still  under  treatment  at  the  time 
of  the  report.  The  patient  is  practically  cured,  showing 
very  little^remains  of  the  disease. 

Dr.  George  E.  PfahleP  reports  a  case  of  retrobulbar  sar- 
coma which  after  four  months'  treatment  is  apparently 
cured. 

Sarcoma  involving  the  tonsil  was  seen  by  S.  Allen  to 
shrink  and  permit  of  greater  ease  in  eating  and  talking. 

My  own  experience  relates  to  the  fatal  case  of  metastasis 
mentioned  on  page  220,  and  a  supposed  sarcoma  of  the 
kidney  in  a  lady  being  treated  by  the  ray  in  a  neighbor- 
ing city,  whom  I  see  in  consultation  from  time  to  time. 
In  the  latter  case  the  pain  has  decreased  and  there  has  been 
general  improvement,  but  no  diminution  in  size  so  far  to 
be  made  out.  Also  a  patient  referred  to  me  by  Dr.  John 
Walker  with  the  clinical  diagnosis  of  sarcoma  of  the  chin, 
in  which  I  concurred,  as  did  also  Dr.  Stem.  Here  there 
has  been  gradual  though  slow  improvement,  until  now 
the  entire  mass  has  disappeared  as  well  as  neighboring 
glandular  swellings.     (See  Plate  XVII.) 

Lymphosarcoma.  Varney^  reports  6  cases  with  no  re- 
coveries. 

According  to  Coley,  primary  sarcoma  of  the  lymph  nodes 
yields  more  readily  than  other  varieties. 

In  the  case  of  Mr.  B.,  referred  to  me  by  Dr.  Holland  at 
the  suggestion  of  Dr.  Wliitney,  of  Denver,  who  saw  the 
patient  in  consultation,  pronouncing  it  a  sarcoma,  there  was 
a  tumor  overlying  the  right  inferior  maxilla  and  encroach- 

*  Wiener  klin.-therap.  Wochenschrift,  January  31,  1Q04. 

'  Pennsylvania  Medical  Journal,  January,  1904. 

'  Journal  of  the  American  Medical  Association,  June  6,  1903. 


Disappearance  of  TumiOr  with  Good  Cicatrix  after 
Seven  Months'  Treatment. 


Appearance  after  One  Month  of  Treatn^ent. 
FIO.  3. 
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ResuUinn  Scar  Ti»«ue  Improved  by  X-ray. 
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ing  upon  the  fauces,  nose,  and  ear,  and  even  invohing  the 
external  auditory  canal  so  far  as  several  ear  specialists  could 
determine.  From  the  beginning  of  ray  treatment  there  was 
decided  alleviation  of  symptoms  and  decrease  of  pain  so 
that  narcotics  could  be  dispensed  with.  A  plaster  cast  was 
taken  before  the  rays  were  begun,  and  a  second  cast  taken 
subsequently  showed  a  decided  diminution  in  size.  A  lesion 
within  the  external  auditory  canal  believed  to  be  of  the 
same  malignant  nature  entirely  disappeared,  and  there  was 
for  a  time  decided  improvement  in  the  hearing  and  of 
subjective  symptoms  in  this  region.  The  last-mentioned 
benefits  must  be,  in  part  at  least,  attributed  to  the  daily 
application  of  the  high-frequency  current  by  means  of  a 
specially  devised  ear  electrode. 

Melanosarcoma.  Dr.  J.  D.  Gibson*  reports  a  case  of 
melanosarcoma  in  a  man,  aged  forty-sLx  years,  entirely 
cured.  The  technique  was  similar  to  that  usually  employed, 
a  plate  machine  being  used. 

Marsh,  of  Troy,  speaks  of  a  patient  with  melanosarcoma, 
whose  body  was  covered  with  3000  metastatic  tumors 
beneath  the  skin,  originating  in  a  "black  mole"  which  had 
been  excised.  The  blood  count  showed  18,000.  There  was 
a  decrease  in  leukoc}1:es  of  2000  after  each  sitting,  but  the 
patient  grew  gradually  worse. 

Skinner  reports  good  results  in  a  tumor  of  the  ear  which 
had  been  operated  upon  three  times. 

Exner^  mentions  an  inoperable  case  in  Gussenbauer's 
clinic  greatly  benefited.  There  were  metastases  in  the  skin, 
many  of  which  subsided. 

Beck  reported  an  advanced  case  which  improved  for  a 
time,  but  ended  fatally. 

Harper'  saw  three  pigmented  areas  disappear  from  the 
sclera  which  had  persisted  after  operation  for  melano- 
sarcoma. 

Lord/  Pratt,^  and  others  report  cases. 

*  Alabama  Medical  Journal,  Xovember,  1902. 

'  Wiener  klin.-therap.  Wochenschrift,  June  iS,  1903. 

*  American  X-ray  Journal,  1902,  iv. 

*  Western  Medical  Review,  August  15,  1902. 

*  American  X-ray  Journal.  October,  1902. 
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During  the  past  winter  I  have  watched  with  much  interest 
the  improvement  in  a  recurrent  melanosarcoma  of  the  pahn 
excised  by  one  of  our  most  disAiguished  surgeons,  and 
wisely — as  I  believe — advised  to  follow  out  a  subsequent 
course  of  ray  treatment.  The  gentleman  placed  himself 
after  a  few  weeks  in  the  care  of  my  associate,  Dr.  S.  Stem, 
who  gave  about  fifteen  treatments.  When  first  seen  the 
cicatrix  was  thickened,  tender,  red,  and  at  one  of  its  ex- 
tremities there  was  a  round,  broA\Tiish-red  discoloration, 
indicating  strongly  a  recurrence  in  situ.  The  scar  flattened 
notably  under  the  ray,  the  redness  and  tenderness  dis- 
appeared, but  the  mole-like  pigment  deposit  remained. 
Subsequently  two  similar  deep-seated  pigmented  lesions 
appeared  in  other  portions  of  the  palm. 

I  now  advised,  while  continuing  with  the  ray,  to  treat 
each  lesion  with  the  electrolytic  needle.  This  was  carried 
out,  with  the  result  of  entirely  removing  the  original  growth 
and  causing  the  two  newer  ones  also  to  disappear.  The 
patient  being  called  to  Europe  promised  to  have  treatment 
carried  out  while  abroad.  At  present  the  history  cannot  be 
completed,  but  that  from  this  combined  plan  there  was 
decided  benefit  there  can  be  no  doubt.^ 

A  sarcoma  of  the  ring  finger  in  a  healthy  appearing  young 
man,  referred  to  me  by  Dr.  Pusey,  of  Chicago,  in  November, 
1901,  had  originated  in  a  congenital,  brown,  flat  mole,  which 
had  become  irritated  by  the  ring  which  the  patient  wore  to 
hide  the  growth.  It  had  been  once  excised  but  had  recurred 
along  the  line  of  the  cicatrix.  When  first  seen  the  axillary 
nodes  were  already  decidedly  involved,  having  begun  to 
enlarge  five  weeks  before.  Against  my  advice,  which  was 
to  begin  ray  treatment  at  once,  or  at  least  in  combination 
with  renewed  operation,  he  had  a  simple  excision  performed 
and  went  about  for  some  three  months  in  fancied  security. 
I  was  asked  to  see  him  shortly  after  this.  He  was  then  upon 
his  death-bed,  emaciated,  suffering  excruciating  pain  from 
extensive  metastatic  recurrence  in  the  kidneys,  spinal  cord, 
bladder,  and  probably  other  organs. 

*  While  abroad  patient  underwent  excision  of  lan-nx  for  malignant  growth.  On 
his  return  there  was  one  small  new  pigment  nodule  in  the  palm,  which  was  removed 
by  electrolysis. 
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Since  he  had  had  one  or  two  early  irradiations,  and  because 
they  were  again  given  at  the  last  simply  for  his  peace  of 
mind  and  with  a  hope  of  allaying  pains,  his  case  is  included 
in  my  list. 

This  case  at  least  teaches  the  little  hope  of  benefit  we  can 
expect  from  the  knife. 

It  also  serves  to  emphasize  the  great  importance  of 
preventing  irritation  of  these  embryonic  structures.  I  have 
for  years  taught  and  practised  the  advisability  of  early 
proper  removal  of  melanotic  moles,  since  patients  them- 
selves so  often  injudiciously  attempt  to  tie  off  or  cauterize 
them,  thus  furnishing  the  very  best  chance  for  malignant 
degeneration. 

While  I  have  more  than  once  observed  rapidly  fatal 
generalized  melanosarcoma  from  the  patient's  own  inad- 
vertent act,  in  the  hundreds  of  cases  in  which  I  have  em- 
ployed the  electrolytic  knife-needle,  whose  use  I  described  a 
number  of  years  ago,  I  have  never  known  of  injury  resulting. 
It  seems  only  fair  to  claim  that  in  this  prophylactic  pro- 
cedure many  sarcomas  as  well  as  carcinomas  are  prevented. 

A  case  of  extensive  alveolar  melanotic  sarcoma  of  the 
cheek  and  neck  in  a  man,  aged  thirty-one  years,  is  reported 
cured  by  Dr.  Walker/  of  Evansville,  Ind. 

The  growth  was  twice  excised  and  examined  by  Dr. 
Cline,  of  the  New  York  Post-graduate  School,  who  con- 
firmed the  clinical  and  microscopic  diagnosis  of  others. 

The  sittings  wTre  extended  to  as  much  as  thirty  minutes, 
and  given  daily.  No  "burn"  was  produced.  At  time  of 
report  there  had  been  no  evidence  of  disease  for  several 
months.    The  time  is,  of  course,  too  short  for  final  verdict. 

Osteosarcoma.  In  recurrent  osteosarcoma  after  opera- 
tion the  prolongation  of  life,  decrease  in  the  growth,  and 
improvement  which  increases  after  cessation  of  treatment 
may  at  times  be  claimed. 

This  statement  I  feel  warranted  in  making  from  the 
results  in  a  case  of  my  own. 

Mr.  N.  S.,  aged  thirty-nine  years.  Swelling  of  jaw  began 
over  three  years  before  he  came  to  me  (August  i6,  1902). 

*  American  ElectrotheraiJeutic  and  X-ray  Era,  September,  1903. 
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He  had  been  operated  upon  four  times  by  excellent 
surgeons,  always  followed  by  recurrence.  Examination 
showed  sarcoma.  He  had  already  been  given  sixteen  ray 
treatments  in  hospital.  After  a  few  sittings  the  pain  which 
had  been  almost  unbearable  disappeared  and  for  a  year 
there  has  been  little  or  no  return  of  pain. 

A  radiodermatitis  involved  the  conjunctiva  and  mucous 
surface  of  the  cheek  and  caused  the  buccal  membrane  to  re- 
semble luetic  leucoplakia.  This  resulted  from  applying  the 
rays  through  the  mouth  to  an  extensive  ulcerating  tumor 
of  the  jaw,  palate,  and  pillar  of  fauces. 

The  patient  was  recently  seen  after  a  long  interval  and 
the  improvement  still  persisted. 

In  a  second  case  there  was  no  diminution  in  the  tumor 
of  the  jaw  nor  any  lasting  relief  of  pain,  and  the  patient 
disappeared. 

In  a  third  patient,  still  under  treatment,  there  was  relief 
of  pain  almost  from  the  first,  general  improvement,  dimi- 
nution in  the  size  of  tumor,  both  within  the  mouth  and  exter- 
nally. The  ear  was  involved;  a  bleeding  mass  occupying 
the  auditory  canal  was  held  in  check  by  the  ray. 

Dr.  Carl  Beck  has  reported  a  case  of  osteosarcoma  of 
the  orbit.  The  patient  was  a  woman,  aged  forty-two  years, 
and  the  first  signs  of  cancer  of  the  orbit  had  been  noticed 
fifteen  months  before  the  eye  was  enucleated,  but  a  very 
speedy  recurrence  ensued.  When  first  seen  the  tumor 
extended  over  the  whole  frontal  bone.  It  was  considered 
good  practice  to  remove  part  of  the  tumor  and  treat  the 
remaining  portion  by  means  of  the  rays.  The  treatment 
was  commenced  tentatively  at  first,  but  as  the  growth  did 
not  seem  to  be  inhibited,  treatment  was  pushed  more 
boldly,  resulting  in  great  improvement. 

In  seven  ostcosarcomata  reported  by  A'arncy  there  was 
a  marked  diminution  in  size  on  careful  measurements 
made  each  week;  there  was  also  great  diminution  in 
pain  except  where  great  metastasis  had  taken  place  or 
where  the  tumor  was  secondar\'  to  an  involvement  of  the 
vertebrae. 

In  osteosarcoma  following  trauma  with  severe  pain  and 
paraplegia,  in  the  practice  of  Murphy,  of  Chicago,  pain 


SARCOMA  223 

disappeared  after  the  third  treatment,  and  paraplegia  after 
twenty-five  sittings. 

In  a  case  observed  by  Burdick  for  three  years  in  which 
twenty  grains  of  morphine  daily  were  required  to  allay  the 
suffering,  there  was  decided  improvement  and  no  pro- 
gression after  the  ray  treatment  was  begun. 

In  a  second  patient  treated  for  a  year  the  growth  dimin- 
ished two-thirds.  In  another  the  growth  remained  stationary 
for  a  year. 

Ali  Krogius^  reports  a  sarcoma  of  the  skull  cured  by  the 
ray.  The  patient  was  a  man,  forty  years  old,  presenting  a 
tumor,  about  the  size  of  a  closed  fist,  attached  to  the  peri- 
osteum. The  upper  part  of  the  tumor  appeared  to  infiltrate 
the  bone  itself,  with  small  nodules  scattered  through  the 
adjoining  periosteum.  After  two  months'  treatment  all  the 
tumors  disappeared,  but  treatment  was  continued  two 
months  longer.    There  was  no  recurrence. 

Round-celled  Sarcoma.  A  round-celled  sarcoma  of  the 
neck,  cured  by  the  rays  when  it  had  recurred  after  operation, 
is  reported  by  Blacklock.'  The  patient  was  a  young  married 
woman  who  noticed  what  was  at  first  taken  to  be  a  simple 
lymphatic  enlargement  on  the  right  side  of  the  neck,  but 
which  grew  so  rapidly  that  after  three  months'  time  it  was 
deemed  necessary  to  remove  it  by  operation.  Examination 
proved  it  to  be  round-celled  sarcoma.  The  tumor  recurred 
in  the  site  of  the  cicatrix.  Two  treatments  were  given  daily 
of  about  ten  minutes  each,  at  a  distance  of  about  six  inches 
from  the  target.  Dermatitis  was  produced  in  about  twenty 
days.  The  pain  had  ceased  after  the  fourth  treatment. 
In  about  twenty  days  more  the  treatments  were  resumed, 
and  continued  for  about  three  weeks,  when  the  patient  was 
discharged  as  cured.  At  the  end  of  four  months  the  patient 
remains  apparently  well  and  suffers  no  ill  consequences  and 
shows  no  apparent  tendency  to  recurrence. 

Kirby^  reports  on  an  enormous  inoperable  tumor  of  the 
neck  which  disappeared  under  treatment.  I  had  an  oppor- 
tunity to  examine  this  patient  after  he  had  ceased  treatment, 
and  the  condition  of  the  scar  was  all  one  could  wish  for. 

*  Lakar.  Handb.,  1903,  No.  8.  ^  Medical  Sentinel,  January   1903. 

'  Journal  of  Advanced  Therapeutics,  February,  1902. 
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A  few  months  later  a  fatal  ending  proved  the  hopes  to 
have  been  deceptive. 

In  a  remarkable  case  of  orbital  and  maxillary  sarcoma 
which  I  saw  several  times  by  the  courtesy  of  Dr.  Snow, 
decided  improvement  took  place  for  a  number  of  months, 
and  at  one  time  gave  the  greatest  encouragement,  so  nearly 
had  it  disappeared. 

Other  patients  who  seemed  for  a  time  to  be  on  the  road 
to  recover}'  have  been  reported  by  Morton,  Skinner,  and 
others. 

Coley  reports  extensive  inoperable  round-celled  sarcoma 
of  the  neck,  pectoral  region,  and  axilla  which  disappeared. 
In  three  months,  however,  there  was  extensive  metastasis, 
apparently  located  in  the  mesenter}-  of  the  colon;  under 
four  exposures  a  week  for  six  weeks  the  mass  decreased 
one-half  and  was  still  impro\'ing  when  the  report  was  made. 

In  four  cases  of  inoperable  round-celled  sarcoma  reported 
by  the  same  author,  the  tumors  entirely  disappeared.  Up 
to  date  of  report  (November  17,  1902)  three  had  remained 
free  from  recurrence.  By  Januarj'  23,  1903,  there  was 
recurrence  in  ever}'  case. 

J.  G.  Chrjsospathes*  reports  a  ver}-  remarkable  case  of 
sarcoma  of  the  alxiomen  cured  by  the  rays.  The  patient 
was  a  woman,  thirty-five  years  old,  who  developed  a  tumor, 
the  size  of  a  child's  head,  in  the  right  side  of  the  lower  part 
of  the  abdomen.  Laparotomy  was  performed,  and  it  was 
found  that  the  tumor  was  inoperable,  as  it  was  adherent  not 
only  to  the  anterior  abdominal  wall,  but  also  to  a  large  mass 
of  small  intestines.  It  apparently  started  from  the  right 
ovary.  A  small  section  was  excised,  which  on  examination 
was  found  to  be  a  small  round-celled  sarcoma.  A  fewda}'s 
after  the  operation  a  fecal  fistula  developed.  The  pain  be- 
came very  severe,  and  a  marked  infiltration  and  spreading 
of  the  tumor  along  the  right  round  ligament  occurred.  All 
this  time  the  fistula  was  open,  and  the  flat  sarcomatous 
abscesses  developed  along  the  scar  of  the  incision  increased 
in  size  and  number.  The  patient  developed  a  general 
cachexia.    The  rays  were  given  with  a  medium  tube,  at  first 

*  Miinchener  med.  Wochenschrift.  1903,  No.  50. 
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every  second  or  third  day  for  two  or  three  minutes,  at  a  dis- 
tance of  30  cm.  Later  the  current  was  gradually  increased 
from  two  and  one-half  to  four  or  five  amperes,  the  length  of 
exposures  raised  to  five  or  ten  minutes,  and  the  distance 
from  the  tube  diminished  to  20  to  15  cm.  The  pain  was 
permanently  stopped  after  the  first  few  exposures.  The 
abscesses  along  the  scar  opened  spontaneously  and  healed 
in  a  few  days.  The  fistula  closed,  and  the  general  condition 
of  the  patient  became  very  much  improved.  The  tumor 
persisted  in  size  at  first,  but  after  a  few  weeks  it  began  to 
diminish  very  rapidly  in  volume.  The  thickening  of  the 
ligament  gradually  lost  its  hardness,  and  finally  disappeared. 
An  examination,  made  a  few  months  after  treatment,  of  the 
abdomen  per  vaginam  showed  no  traces  of  the  disease. 

Fibrosarcoma.  In  a  patient  treated  by  Torrey  and  appar- 
ently cured,  death  resulted  from  t)q)hoid.  Examination  of 
the  scar  after  death  showed  no  trace  of  recurrence. 

Spindle-celled  Sarcoma.  A  spindle-celled  sarcoma  of  the 
arm  is  depicted  in  the  third  edition  of  Williams'  work  and 
recorded  as  cured. 

One  of  the  pelvis  and  abdominal  wall  showed  remarkable 
improvement  in  a  case  reported  by  Skinner.  This  patient 
was  treated  by  mixed  toxins  for  a  year  without  any  effect. 

Rodman  has  never  observed  benefit  from  the  toxins  in 
the  spindle-celled  form;  still,  in  combination  with  the  ray, 
he  thinks  it  might  succeed. 

Combined  Treatment.  While  it  is  still  quite  too  early 
to  deduct  trustworthy  conclusions,  it  is  interesting  to  note 
that  those  whose  experience  entitles  them  to  have  their 
views  carefully  considered  feel  justified  in  the  belief  that 
toxins  and  the  ray  administered  together  give  better  results 
than  either  alone. 

The  rays  have  caused  entire  disappearance  of  round- 
celled  sarcoma  after  the  toxins  had  failed. 

In  the  spindle-celled  variety  little  benefit  has  come  from 
the  toxins,  and  apparently  more  from  the  ray. 

Dr.  Coley  has  reported  upon  thirty-six  cases  of  sarcoma 
of  all  forms,  about  two-thirds,  however,  being  round-celled. 
His  results  with  the  employment  of  the  :x:-ray  alone  had  not 
been  at  all  encouraging,  only  four  cases  having  been  tempo- 

15 
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rarily  relieved.  His  continued  observations  led  him  to  the 
conclusion  that  the  rays  in  themselves  were  of  little  value, 
but  as  an  adjuvant  to  the  mixed  toxins  they  possessed  a 
distinct  therapeutic  use.  He  cites  several  cases  in  which 
the  rays  had  caused  the  entire  disappearance  of  the  sarco- 
matous growth,  but  in  every  case  there  had  been  a  distinct 
and  fatal  recurrence.  The  dangers  arising  from  the  employ- 
ment of  the  combined  agents  were  not  great  if  sufficient  care 
be  employed  in  their  exhibition.  These  are  chiefly  the 
establishment  of  more  or  less  profound  toxaemia  from 
absorption  of  the  broken-down  neoplasm.  A  remoter 
danger  consists  in  the  possible  formation  of  metastases. 

Sarcomatosus.  Sarcoid  growths  in  adults  which  micro- 
scopically resemble  granuloma  and  clinically  resemble 
mycosis  fungoidcs,  without  marked  tendency  to  infiltra- 
tion of  the  surrounding  parts — and  which  condition  also 
resembles  carcinomatosus — present  the  features  of  a  dis- 
ease which  should  be  benefited  by  the  ray. 

One  case  that  probably  belongs  to  this  class  will  be  found 
mentioned  in  the  chaj^ter  on  Mycosis  Fungoides. 


CHAPTER   X. 
SKIN  DISEASES. 

The  employment  of  the  Roentgen  ray  in  the  treatment 
of  diseases  of  the  skin  is  by  no  means  the  result  of  an  acci- 
dental discovery,  but  the  consequence  of  careful  reasoning 
from  facts  observed. 

In  1897  Freund  instituted  some  experiments,  believing 
that  if  the  rays  were  capable  of  producing  so  marked  an 
effect  upon  the  hair  and  healthy  skin,  as  had  been  observed, 
they  could  be  utilized  in  diseases  of  the  skin. 

Freund's  success  led  Schiff  to  try  the  ray  in  lupus. 

If  we  study  the  action  of  the  ray  on  a  normal  slun  surface 
up  to  the  point  at  which  it  causes  cell  degeneration  and 
destruction  of  tissue,  we  find  that  the  epidermic  structures 
are  the  first  to  be  influenced. 

After  preliminary  hyperplasia  of  the  prickle-cell  layer, 
as  Pusey^  has  shown,  there  is  increased  pigment  deposit, 
and  if  the  ray  is  pushed  there  occurs  division  of  nuclei 
without  true  mitosis.  We  have  in  this  an  indicator  of  the 
effects  to  be  anticipated  in  skin  pathology. 

Pushed  to  a  certain  degree,  degeneration  or  atrophy  of 
the  more  highly  differentiated  skin  structures  or  the  append- 
ages is  produced.  Thus  the  nail  beds,  hair  papillae,  and 
glandular  structures  may  be  injuriously  influenced,  while 
surrounding  parts  possessing  less  differentiated  tissues  have 
their  normal  vitality  increased.  In  the  corium  inflam- 
matory changes  with  free  exudation  of  leukocytes  is  noted. 

In  the  bloodvessels  the  changes  are  also  marked.  Cells 
lining  the  vessels  swell  and  project  into  the  lumen,  and  may 
be  swept  away  in  the  current  when  marked  proliferation 
has  occurred. 

Thus  the  study  of  the  skin  gives  a  clue  to  the  changes 
to  be  looked  for  in  disease  processes,  and  indicates  rather 
a  wide  field  of  probable  utility. 

*  American  Dermatological  Association,  May  12-14,  1903- 
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Destruction  of  tissue  of  low  resistance  and  simultaneous 
stimulation  of  normal  cells  appears  to  be  the  key  to  successful 
therapy,  especially  in  such  new-growths  as  epithelioma, 
papilloma,  lupus,  and  granulomata  in  general. 

Caution.  As  a  general  rule,  it  is  Dl-advised  to  apply  the  ray 
to  trivial  affections  readily  relieved  by  better-known  measures. 

When  we  consider  the  decided  influence  exerted  upon 
the  normal  skin,  an  influence  which  is  seen  at  times,  as 
Scholtz  first  pointed  out,  upon  the  surface  of  exit  as  well 
as  upon  the  surface  where  the  ray  first  impinges,  one  need 
not  be  surprised  at  therapeutic  effects  hoped  for  and 
realized,  and  occasional  bad  effects. 

There  seems  no  question  that  the  glands  which  are 
included  in  the  more  highly  differentiated  structures  of  the 
skin  are  found  experimentally  to  undergo  destructive 
changes.  An  atrophy  is  produced  which  has  a  curative 
result  upon  increase  in  growth  and  increase  in  function 
of  these  organs,  and  hence  must  prove  beneficial  in  these 
enlarged  and  overactive  elements  of  the  skin's  anatomy. 

Six  years  have  elapsed  since  these  early  observations, 
and  during  this  period  an  extensive  experience  has  been 
gained  by  dermatologists  the  world  over. 

I  shall  endeavor  to  give  the  conclusions  of  various  writers, 
along  with  my  own,  for  the  various  diseases  rather  than 
to  give  extended  clinical  histories  of  personal  cases. 

Scholtz,  basing  his  belief  upon  an  experience  covering 
200  cases,  concludes  that  in  a  variety  of  affections  the 
method  is  of  value. 

In  425  cases  of  my  own  the  results  have  teen  such  as 
to  lead  me  to  regard  Roentgen's  discovery  as  of  decided 
importance  in  the  therapy  of  skin  diseases. 

In  arriving  at  a  just  estimation  of  the  influence  to  be 
exerted  upon  dermotherapy  of  the  future,  we  must  study 
our  statistics  with  the  utmost  regard  to  diagnosis.  Some 
reports  that  have  come  under  notice  treat  of  rodent  ulcer 
and  lupus  as  though  they  were  identical  conditions  and 
synonymous  terms.  This  grave  error  has  even  occurred  in 
the  address  of  the  president  of  a  Roentgen  ray  society. 

In  the  experience  of  many  with  whom  I  have  conversed, 
as  well  as  in  my  own,  many  reports  of  cases  supposed  to 
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be  lupus  have  proved  to  be  rodent  ulcer  and  vice  versa. 
Lupus-like  lesions  of  lues  have  also  been  subjected  to  the 
ray  under  the  same  error  of  diagnosis. 

Such  a  case  is  illustrated  in  Plate  XVIII,  Figs,  i  to  3. 
In  Fig.  I  is  shown  the  condition  as  it  had  existed  for 
several  years,  being  treated  as  a  lupus.  In  Fig.  2  is  shown 
the  result  after  one  month  of  vigorous  antisyphilitic  treat- 
ment. In  Fig.  3  are  shown  the  cicatrices  which  were  greatly 
improved  by  the  rv-ray. 

In  the  treatment  of  many  skin  affections  so  much  can  be 
done  by  adjuvant  measures  that  the  physician  should  not 
feel  that  he  must  rely  wholly  upon  the  unaided  ray.  The 
same  changes  of  medication  for  the  different  stages  is  as 
much  called  for  here  as  when  the  ray  is  not  used  if  we  are 
to  expect  prompt  and  best  results. 

Acne.  Acne  Vulgaris.  In  the  treatment  of  acne  the 
essential  point  seems  to  be  the  atrophic  action  of  the  rays 
upon  the  glands  which,  while  it  is  not  so  marked  perhaps 
upon  the  sebaceous  and  sudoriferous  glands  as  upon  the 
hair  follicles  and  papillae,  is  sufficiently  great  to  render 
marked  service.  As  in  other  conditions  of  the  skin,  the  ap- 
plication of  the  rays  should  be  supplemented  with  various 
other  measures  which  are  recognized  as  of  value  by  the 
dermatologist.  Expression  of  the  comedones  and  general 
cleansing  measures  arc  indicated. 

In  treating  patients  in  accordance  with  this  plan  I  can 
say  that  the  improvement  has  frequently  been  more  prompt 
in  showing  itself  than  in  following  older  methods  alone  and 
the  time  required  to  effect  a  cure  has  been  shortened. 

The  ray  is  of  especial  service  in  the  inveterate  pustular 
form  with  deep-seated,  suppurating  lesions,  dermal  abscesses, 
and  intracutaneous  infiltration. 

My  cases  include  those  with  comedones  predominating; 
the  sebaceous;  the  dry,  scaly,  papular,  pustular,  inflam- 
matory red  lesions  about  the  mouth  and  chin  in  women; 
the  necrotic  form,  resembling  acne  varioliformis;  the 
scrofulous  or  cachectic  form  of  the  trunk  and  back  of 
the  neck,  etc. 

The  sluggish,  indolent  forms  are  often  the  most  markedly 
influenced. 
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In  Plate  XIX.  is  shown  a  very  aggravated  case  which 
was  rapidly  and  remarkably  benefited  by  the  ray,  large 
abscess-like  lesions  disappearing  and  large  pustules  desic- 
cating and  crusting  without  any  other  internal  or  external 
medication. 

Dr.  R.  R.  Campbell^  reports  15  cases  treated  by  exposure 
to  the  ray  alone,  and  he  justly  assumes,  therefore,  that 
the  uniformly  good  results  he  obtained  were  entirely  due 
to  the  latter. 

The  patients  were  all  exposed  at  a  distance  of  from 
ID  to  15  cm.  to  a  medium  low  tube,  for  ten  minutes  each 
time.  The  exposures  were  from  eight  to  thirty  in  number 
and  extended  over  periods  of  from  one  to  three  months. 

In  August,  1901,  Dr.  Pusey  was  led,  by  observing  the 
effect  of  the  ray  on  acne  incidentally  present  in  a  patient 
whom  he  was  treating  for  sycosis,  to  extend  the  method  to 
intractable  cases.  In  11  cases  treated  up  to  March,  1902, 
decided  value  was  shown  for  the  method. 

Zcisler  reports  34  cases,  including  all  degrees  of  severity, 
many  of  the  most  rebellious  nature.  Some  of  these  were 
cured  in  from  four  to  sLx  weeks. 

Compared  with  their  obstinacy  and  the  difficulty  of  treat- 
ing these  cases,  including  incision,  curettage,  etc.,  the  ray 
gives  uniformly  excellent  results,  and  Zeisler  regrets  that 
this  wonderful  discovery  had  not  been  made  twenty-five 
years  ago.  He  also  states  that  the  belief  long  held  by  him 
as  to  the  constitutional  causes  of  acne  has  become  con- 
siderably modified  by  the  results  of  irradiation. 

In  the  chronic  form  \^arney  believes  that  the  ray  far 
surpasses  any  other  measure,  especially  when  pits  and  scars 
have  remained  after  old  suppurating  lesions. 

Ullmann  exposed  the  back  fifty  times  in  half-hour  sittings 
in  very  severe  acne  and  was  rewarded  with  a  good  result. 

I  have  had  excellent  effects  in  two  instances  of  inveterate 
acne  of  the  back,  one  in  a  phthisical  subject  who  seemed 
to  derive  considerable  benefit  generally  as  well  as  locally. 
He  has  recently  wTitten  me  that  the  previous  cough  has 
almost  disappeared. 

*  Journal  of  the  American  Medical  Association,  August  q,  1902. 

*  Ibid.,  February  21,  1903. 
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The  patient  was  treated  by  two  tubes  simultaneously,  one 
posteriorly  opposite  the  thorax,  the  other  for  the  face. 

Until  now  I  have  seen  no  undesirable  redness  produced 
in  treating  acne  and  have  had  almost  uniformly  good  results 
in  about  thirty-eight  cases. 

Technique.  The  tube  is  at  the  usual  distance  of  20  cm., 
but  the  exposure  can  be  somewhat  longer  than  in  psoriasis, 
for  instance.  The  sittings  vary  with  the  amount  of  effect 
produced.  All  parts  not  to  be  aflfected  should  be  carefully 
protected  with  screens. 

Gautier,  who  was  one  of  the  first  to  treat  acne,  advises 
sittings  of  five  to  ten  minutes  with  the  tube  30  cm.  and 
with  a  current  of  six  amperes  and  eighteen  to  twenty  volts. 
It  is  probably  possible  to  push  treatment  to  the  production 
of  atrophy  of  the  glands  and  follicles;  and  unless  it  is  con- 
tinued until  a  large  number  of  these  organs  become  atrophic, 
slight  recurrence  must  be  looked  for.  While  we  believe 
that  most  acnes  can  be  relieved  by  external  measures  alone, 
those  who  hold  the  opposite  view  can  carry  out  any  plan 
of  internal  medication  desired  at  the  same  time,  and  in 
those  instances  in  which  there  is  undoubtedly  an  internal 
cause  the  :x;-ray  alone  could  not  be  expected  to  produce 
permanent  beneficial  results  unless  such  a  plan  were  pursued. 

After  two  years'  trial  of  the  method,  I  would  be  loth  to 
treat  obstinate  acne  without  its  aid,  as  in  it  we  have  at 
least  a  powerful  adjunct  to  other  measures. 

Acne  rosacea  often  shows  marked  and  rapid  improve- 
ment. I  always  employ  the  electrolytic  needle  coincidently 
to  destroy  the  enlarged  vessels.  Several  very  obstinate 
cases  have  been  benefited  beyond  what  I  could  expect 
from  other  means  alone,  especially  the  sebaceous  form. 

Acne  Varioliformis.  Although  this  condition  is  almost 
always  relieved  very  promptly  by  white  precipitate  ointment, 
in  patients  treated  by  the  ray,  the  well-known  tendency  to 
recur  seemed  to  be  removed,  or  at  least  decreased. 

Alopecia.  Applied  in  a  mild  form  and  with  sufiicient 
care  as  to  time,  distance,  etc.,  a  stimulating  effect  upon 
hair  growth  can  be  obtained.  This  fact  is  not  to  be  over- 
looked in  attempts  to  remove  superfluous  hairs.  If  it  is 
discovered  that  the  beard  operated  upon  is  growing  stronger 
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instead  of  falling,  one  has  but  to  increase  the  dosage  in  order 
to  obtain  the  desired  effects. 

I  have  observed,  in  the  regrowth  of  hair  after  inadvertent 
epilation  of  the  beard  in  treating  epithelioma  and  other 
diseases,  that  when  the  hair  grew  in  again  it  was  at  times 
thicker  and  stronger  than  previously,  and  in  one  instance 
of  carcinoma  of  the  forehead  it  came  in  darker. 

The  increased  growth  was  especially  noticeable  in  a 
subject  of  lip  cancer,  who  lost  one  side  of  the  moustache 
under  raying.  This  side  became  subsequently  so  much 
thicker  than  the  opposite  that  the  patient  thinned  it  out 
with  scissors. 

In  the  treatment  by  the  ray  of  psoriasis  and  seborrhcea 
of  the  scalp  when  associated  with  baldness,  I  have  observed 
some  benefit  to  the  hair. 

In  studying  the  condition  of  the  tissue,  in  alopecia  arti- 
ficially i)roduccd  in  guinea-pigs,  Oudin,  Barth^lfemy  and 
Darier^  found  that  the  least  differentiated  skin  structures 
have  their  vitality  increased  by  the  ray,  while  the  glands, 
hairs,  and  nails  (the  more  differentiated  structures)  undergo 
atro])hy  and  other  retrogressive  metamorphoses.  The 
atrophic  changes  in  the  follicles  have  a  decided  bearing 
upon  the  destruction  of  hair. 

It  seems  rather  paradoxical  that  the  ray  should  cause 
falling  of  the  hair  and  cause  renewed  growth  of  the  same 
appendage — that  the  hair  can  be  stimulated  to  renewed 
vigor  we  have  already  mentioned. 

With  our  im])roved  and  gradually  imi)roving  methods  of 
measuring  dosage,  we  may  be  able  to  secure  the  stimulating 
effect  without  the  preceding  loss  of  hair.  At  present  it  is 
ill-advised  to  treat  the  seal])  at  a  short  distance  and  in  long 
sittings. 

Ilolzknecht  found  no  noticeable  effect  in  an  alopecia 
pityroides  treated. 

Alopkc^ta  Areata.  My  jUTsonal  experience  has  been 
limited  to  three  cases  which  have  not  shown  results  at  all 
remarkable.  Plaques  of  baldness  thus  treated,  compared 
with  others  upon  the  same  patient  treated  by  applications 

*  Monatschrift  f.  prakt.  Dermat..  1897,  Bd.  xxv.  p.  1897. 
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of  pure  deliquesced  carbolic  acid  at  intervals  of  three 
weeks,  as  well  as  a  comparison  of  the  results  in  individuals 
treated  by  local  measures  with  those  treated  exclusively  by 
the  ray,  has  so  far  shown  nothing  in  favor  of  the  latter. 

The  method  of  treating  alopecia  areata  by  the  rays, 
which  is  due  to  Kienbock,  consists  of  radiating  the  whole 
scalp  during  four  sittings  of  about  ten  minutes  each.  A 
general  alopecia  of  about  four  weeks'  duration  results. 
A  small  fringe  of  hair  generally  persists  around  the  area 
of  the  original  spot.  It  is  noted  that  the  border  of  hair 
around  the  patches  is  less  in  the  case  of  the  newer  than  of 
the  older  spots.  At  the  end  of  about  four  weeks  the  hair 
begins  to  grow  in  the  areas  which  were  at  first  bald  and 
gradually  regrows  over  the  whole  scalp. 

He  reports  a  man,  aged  twenty-six  years,  who  had  an 
extensive  alopecia  for  three  years.  He  gave  six  sittings  at  a 
distance  of  20  cm.  and  fifteen-minute  exposures;  the  lanugo 
dropped  out  and  in  about  two  months  was  replaced  with 
strong,  dark,  normal  hair.  That  part  of  the  head  not 
exposed  to  the  ray  remained  as  before  treatment. 

Freund  advises  the  use  of  the  ray  in  all  cases,  and  expects 
much  quicker  results  than  by  the  aid  of  medication,  but 
remarks  that  it  should  not  be  regarded  as  a  specific.  While 
we  have  already  a  very  efficient  method  for  those  cases 
which  are  capable  of  recovery,  still  we  have  in  the  :x;-ray 
probably  a  quicker  method,  but  one  attended  with  several 
disadvantages. 

For  the  severe  cases  of  generalized  alopecia  of  long 
standing  there  is  no  more  hope  to  be  held  out  for  the  ray 
than  for  any  other  method. 

As  illustrating  the  opposite  side  of  the  question,  cases 
which  had  resisted  almost  all  of  the  older  methods  of  treat- 
ment were  subjected  by  Heidingsfeld*  to  control  experi- 
ments by  the  jc-ray.  Some  of  the  patches  were  untreated. 
One  large  patch  was  subjected  to  five  sittings,  after  the 
method  of  Kienbock,  and  the  rest  treated  once  weekly  with 
50  per  cent,  trikrcsol  in  alcohol.  After  an  interval  of  two 
months  the  trikrcsol  patches  were  covered  with  a  luxuriant 

*  Cincinnati  Lancet-Clinic,  September  20,  1902. 
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growth  of  lanugo  hair,  and  the  others  remained  unchanged. 
After  six  months  all  the  patches  were  covered  with  hair, 
with  the  exception  of  the  .r-ray  patch,  which,  in  spite  of 
trikresol  applications,  remained  absolutely  unchanged. 

Holzknecht^  relates  the  successful  application  in  a  case 
in  which  at  the  end  of  three  weeks  the  patches  were  red, 
while  normal  areas  from  which  the  hair  had  fallen  remained 
white.  At  the  end  of  two  months  hair  was  growing  upon. 
the  diseased  area,  while  neighboring  portions  of  the  scalp  . 
were  still  bald,  and  at  the  end  of  four  months  all  the  parts 
were  freely  covered  with  hair. 

He  demonstrated  a  patient  in  whom  five  sittings  of  ten 
minutes  each,  at  a  distance  of  20  cm.,  produced  the  same 
good  results.  He  reports  the  same  success  in  two  other 
instances. 

It  is  not  necessary  to  bring  aljout  epilation  in  these  cases, 
since  we  can  use  the  ray  until  it  i)roduces  only  its  stimulat- 
ing effect  on  the  hair  papillae  and  follicles. 

Blastomycosis.  Varney-  reports  a  case  of  "cutaneous 
blastomycosis"  (Plate  XX.)  lasting  over  a  period  of  four 
years  which  ho  curetted  and  used  the  A'-ray  every  other  day 
in  addition  lo  some  internal  medication.  In  three  weeks 
the  p'dvii^  were  completely  healed,  and  three  months  later 
there  was  absolutely  no  sign  of  recurrence. 

F.  H.  Montijjoinery  describes  a  case  of  blastomycetic 
dermatitis  which  he  cured  with  the  .v-rays  after  it  had 
proven  refractory  to  other  forms  of  treatment. 

In  a  second  case  the  borders  of  the  patches  which  had 
not  im])roved  under  iodide  of  ])otassium  disappeared  under 
the  ray  in  from  twelve  to  sixteen  ex])osures.  In  Pusey's ' 
two  cases  there  was  marked  and  ra])i(l  improvement. 
Although  medication  by  the  iodides  has  been  carried  out 
in  these  cases,  the  im])rovement  is  greater  than  these  expe- 
rienced observers  could  attribute  to  the  drug  alone,  which, 
as  is  well  known,  has  a  decided  influence  on  the  affection. 

Cicatrix.  There  remains  no  question  that  the  ray 
exerts  a  unique  influence  in   flattening  raised   scar  tissue. 

^  WiotKT  klin.  Rundschau,  (.")ct»ibor  19,  1901. 
'  Detroit  Medical  Journal,  June,  1903. 
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In  Plate  II.  is  shown  a  patient  after  the  ray  had  removed  not 
only  a  widely  disseminated  recurrent  cancer  of  the  chest, 
but  had  also  obliterated  the  hypertrophic  reddened  scar  of 
operation. 

Vamey  has  treated  a  number  of  patients  with  disfiguring 
scars  from  variola.  In  those  treated  early,  when  a  gradud 
erythema  was  produced  and  epithelial  cells  rapidly  filled 
the  discolored  pits,  mild  irradiation  for  a  period  of  three 
weeks  was  followed  by  desquamation,  after  which  traces 
of  the  pits  were  diflScult  to  discover.  I  have  seen  some 
benefit  in  the  pits  left  by  acne,  syphilis,  operation,  wounds, 
bums,  lupus,  and  scrofuloderma. 

In  Plate  XVIII.  is  shown  disfiguring  cicatrices  due  to  lues 
hereditaria  which  were  improved  by  the  ray  in  conjunction 
with  electrolysis. 

In  one  case  where  hypertrophied  scar  tissue  was  formed 
after  an  operation  for  tuberculous  glands  of  the  neck,  Harris^ 
was  successful  in  removing  it  after  three  months'  intermittent 
treatment. 

In  cicatrix  of  glandular  origin  in  a  case  of  lupus  there  was 
decided  flattening  of  the  scar. 

The  X-ray  Scar.  The  scar  that  follows  treatment  by 
means  of  the  :x;-ray  has  been  referred  to  already.  The  nature 
of  the  cicatrix  is  more  like  that  of  normal  skin  than  that 
produced  by  any  other  method  of  removing  diseased  tissue. 
The  nature  of  the  scar  following  the  removal  of  epithelioma 
of  the  face  by  means  of  the  ray  is  one  of  the  strongest 
recommendations  of  this  form  of  treatment. 

The  scar  very  nearly  resembles  normal  skin.  It  is  elastic, 
pliable,  soft,  and  of  approximately  the  same  color  as  the 
surrounding  skin.  It  is  seldom  as  white  as  the  usual  scar 
following  the  removal  of  tissue  by  means  of  the  knife  or 
caustics,  and  does  not  have  the  same  amount  of  pigment 
found  in  the  site  of  the  scar  caused  by  the  ultraviolet  ray, 
although  this  latter  is  not  a  constant  quantity,  and  soon 
disappears  in  most  instances. 

The  scar  from  the  jc-ray  is  seldom  or  never  found  hyper- 
trophied, and  generally  just  fills  the  space  left  by  the  loss 

*  Medical  Annual,  1902. 
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of  the  pathological  tissue,  and  does  not  present  the  hard, 
firm  feel  of  a  foreign  body  that  is  often  the  characteristic 
of  scar  tissue.  There  is  no  marked  tendency  on  the  part 
of  this  scar  tissue  to  contract,  thus  diflfering  from  other  scars. 

There  is  no  clearly  defined  theory  to  account  for  the 
difference  between  the  :x;-ray  and  other  cicatrices,  but  it 
has  been  suggested  that  the  cause  is  in  some  way  connected 
with  the  well-known  stimulating  effect  of  the  rays  when 
administered  in  small  doses.  The  exact  explanation  of  the 
phenomenon  by  the  above  theory  is  not  at  all  clear,  and 
leaves  some  room  for  doubt.  If  the  effect  of  the  ray  con- 
tinues until  it  is  able  to  cause  breaking  down  of  diseased 
tissue,  it  is  likely  that  it  will  exceed  mild  stimulation  of  the 
healthy  tissue  in  the  vicinity,  as  indicated  by  the  occurrence 
of  burns. 

Clavus.  Zcisler  reports  the  case  of  a  young  man  who 
for  the  past  two  years  had  his  life  made  miserable  by 
the  presence  of  numerous  soft  corns  on  the  soles.  The 
affection  was  symmetrical  and  consisted  of  upward  of  sixty 
soft  corns  distributed  over  the  plantar  surfaces  of  all  the 
toes  and  the  adjacent  regions  of  the  sole.  All  treatments, 
including  excision,  keratolytic  ointments,  special  pads,  etc., 
had  been  tried  in  vain.  Twelve  daily  exposures  were  given 
with  a  strong  light,  at  a  distance  of  lo  cm.,  for  ten  minutes 
each.  No  visible  reaction  resulted,  but  the  treatments  had 
to  be  discontinued.  Three  \veeks  later,  the  patient  was 
reported  absolutely  and  perfectly  free  from  all  his  corns 
and  has  remained  so. 

Eczema.  Chronic,  persistent,  and  recurrent  types  are 
best  subjected  to  the  method.  Individual  plaques  which 
other  plans  have  influenced  but  little,  patches  with  infiltra- 
tion and  thickened  epiderm,  tylosis  of  the  soles  and  palms, 
psoriatic-like  areas,  often  give  way  to  irradiation  when 
obstinate  and  refractory  to  other  plans. 

In  31  cases  of  my  own  2  showed  remarkably  prompt 
cures;  i  was  benefited  much  by  a  single  application.  With 
few  exceptions  all  received  benefit.  A  comparison  was  often 
instituted  between  opposite  sides  of  the  body,  or  with 
similar  patches  otherwise  treated.  As  compared  with  high- 
frequency  currents  the  ray  seems  to  hold  a  decided  advan- 
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tage.  One  very  obstinate  recurrent  eczema  of  the  hands  in 
a  trained  nurse,  treated  over  a  long  period  by  other  measures, 
never  did  so  well  as  under  the  ray. 

The  itching  grows  very  much  less  almost  as  soon  as  the 
treatment  is  commenced,  while  the  moisture  rapidly  gives 
place  to  dryness. 

The  treatment  is  usually  not  prolonged,  four  to  six  weeks 
generally  sufficing.  It  may  often  be  combined  with  other 
adjuvant  measures.  Dusting-powders  and  the  ordinary 
salves  and  pastes  should  be  used  as  occasion  demands. 
Treatment  should  be  given  with  a  rather  low  tube,  about 
0.008  penetration.  The  exposures  should  be  pushed  until 
the  redness  has  in  a  large  measure  disappeared,  and  then 
discontinued,  allowing  the  cumulative  action  of  the  rays  an 
opportunity  to  assert  itself.  If  the  healing  does  not  progress 
to  a  cure,  the  raying  may  be  continued  at  intervals  of  one 
week  or  oftener. 

All  forms  are  more  or  less  benefited,  the  benefit  being 
largely  at  first  the  alleviation  of  symptoms.  The  relief 
experienced  is  often  prompt  and  marked.  The  technique 
of  exposure  is  practically  the  same  as  for  psoriasis  and 
similar  affections. 

Caution.  Some  care  should  be  obser\Td  in  treating  moist 
surfaces  to  obviate  too  severe  reaction,  and  about  the  face 
to  prevent  the  falling  out  of  eyelids  and  eyelashes.  While 
the  adjuvant  treatment  is  of  benefit  in  the  later  stages  it 
must  be  remembered  that  metal-containing  ointments  may 
impede  the  efiicient  passage  of  the  ray. 

Vamey  says  that  mild  irradiation  produces  stimulating 
reaction  and  reduction  of  infiltration.  He  reports  five  cases 
out  of  seven  cured. 

In  the  mycotic  form  it  also  often  acts  well. 

In  the  so-called  eczema  marginatum,  striking  results  are 
occasionally  to  be  noted,  and  I  have  seen  several  patients 
promptly  benefited. 

Eczema  Seborrhoicum.  In  a  very  obstinate  instance 
of  this  affection  of  the  psoriatic  type,  involving  the  scalp 
and  chest  in  a  young  lady  and  in  which  the  ordinary  methods 
of  treatment  had  not  succeeded  to  our  mutual  satisfaction, 
the  :x:-ray  was  added  to  other  measures,  when  in  a  compara- 
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tively  short  time  a  cure  was  effected.  In  a  number  of 
instances  I  have  seen  prompt  results. 

Reports  from  many  other  sources  are  encouraging. 

Favus  of  the  non-hairy  surface  is  so  readily  cureid  without 
the  ray  that  it  seems  superfluous  to  employ  it  here.  Favus 
of  the  scalp  is  so  persistent  and  difficult  to  eradicate  that 
the  ray  should  be  used  whenever  possible  to  cause  epilation, 
even  if  it  does  no  further  good. 

In  a  young  woman  I  have  witnessed  a  cure  of  a  limited 
area  without  causing  any  marked  falling  of  hair. 

In  a  generalized  favus  of  the  scalp  in  a  little  girl  sent 
by  me  to  Dr.  Morton's  electric  department  at  the  Post- 
graduate School,  I  have  watched  a  gradual  improvement. 
In  conversation  with  gentlemen  from  various  parts  of  the 
world,  at  the  Madrid  Congress,  I  learned  that  a  number, 
including  Jamieson,  of  Edinburgh,  had  seen  decidedly 
beneficial  results  in  this  disease. 

According  to  Norman  Walker,  the  jc-ray  method  of  treat- 
ing favus  is  unapproached  by  any  other  form  of  treatment. 
He  reports  several  cures. 

On  the  other  hand,  cases  of  favus  treated  and  carefully 
studied  by  Scholtz  did  not  yield  satisfactory  results,  and  he 
concludes  that  only  in  mild  cases  is  there  any  excuse  for 
the  use  of  the  method.  He  proved  that  the  rays  do  not 
kill  the  parasite,  but  only  cause  the  hair  to  fall  and  that  the 
parasite  continues  active  when  the  hair  grows  again. 

This  he  has  witnessed  after  repeated  epilation.  Energetic 
additional  treatment,  with  weak  carbolic,  pyrogallic,  or 
chrysarobin  ointment,  is  absolutely  necessary.  Even  the 
relapses  are  not  infrequent.  Schiff  and  Freund  advise 
repeated  raying  for  four  or  five  weeks  while  the  hair  is 
growing. 

Socoloff^  has  had  good  effects  in  four  out  of  six  cases  of 
favus  and  herpes  tonsurans. 

Technique.  It  is  absolutely  necessary  in  extensive  in- 
volvement, especially  in  children,  to  epilate  the  entire  scalp 
and  not  only  the  affected  parts.  If  we  were  only  to  epilate 
the  infected  parts,  we  would  most  likely  have  relapse  in 

*  Bolintschriai  Gazetta  Botkina,  June  23,  1902. 
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other  parts  of  the  scalp  where  the  fungus  lies  hidden  in  the 
follicles  and  where  it  would  gradually  develop.  A  long 
distance  from  the  tube  has  been  advised  (25  to  30  cm.)  so 
as  to  include  a  large  surface.  The  hair  should  be  cut  at 
the  beginning  of  treatment,  but  not  subsequently.  The 
scalp  may  be  divided  into  areas  and  each  be  rayed  in  turn. 
Hairs  begin  to  fall  in  about  three  weeks,  and  in  a  few  weeks 
more  the  scalp  is  perfectly  smooth.  A  small,  reddened, 
moist  surface  remains  where  the  scutula  were,  but  these 
heal  very  rapidly.  The  general  redness  disappears  in  about 
ten  days.  The  hairs  begin  to  return  in  about  six  to  eight 
weeks.  At  times  there  is  a  slight  recurrence  which  a  few 
exposures  will  remedy. 

Caution,  We  must  be  very  careful  how  we  use  rays  in 
recurrence,  as  we  might  produce  a  permanent  alopecia. 
To  prevent  recurrence  at  the  end  of  reaction  Freund  uses 
the  following  salve: 

li — Carbolic  acid  (glycerin  solution),  2.5 

Lanolin,  50.0 — M. 

Sig. — Apply  night  and  morning. 

Freund  does  not  attribute  the  beneficial  results  of  the 
rays  to  any  bactericidal  effect,  but  merely  to  the  extensive 
epilation.  The  remarkably  satisfactory  results  are  testified 
to  by  Schiff  and  Freund,  Ziemssen,  I.  Neumann,  Albers- 
Schonberg,  Hahn,  Grouven,  Lion,  Norman  Walker,  Spiegler, 
Gastou,  Nicolau,  Boczar,  and  Bukofsky.^ 

Favus  of  the  Nails.  In  favus  of  the  nails  I  have  had 
little  result  from  the  treatment  of  two  cases.  In  a  third 
there  has  been  decided  improvement,  attributable  in  part 
at  least  to  the  ray. 

Since  the  ray  has  been  shown  to  cause  accidental  shedding 
of  the  nails,  it  naturally  suggests  itself  to  utilize  the  method 
for  this  purpose.  Strangely  enough,  when  we  strive  to  secure 
this  eflfect,  as  for  shedding  of  the  hair,  we  do  not  always 
succeed  in  the  same  manner  as  when  we  are  not  desiring  it. 

H]rperidrosis.  Pusey^  remarks  that,  while  the  action  of 
the  rays  upon  the  glandular  structures  is  less  than  upon 

*   Freund,  Grundriss  dcr  Gesammten  Radiotherapie.     Wien,  1903. 
'  Journal  of  the  American  Medical  Association,  September  28,  1901. 
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any  other  element  of  the  skin,  there  seems  to  be  good 
theoretical  ground  for  believing  that  the  rays  may  be  applied 
in  hyperidrosis.  I  tried  the  method  in  this  affection 
before  I  had  seen  any  reports  in  literature,  without 
startling  results.  In  fact,  the  patient  being  cured  of 
another  complaint  ceased  treatment,  the  hyperidrosis 
showing  at  the  time  Httle  benefit. 

Since  then  Stelwagon  has  discovered  accidentally  that  it 
had  a  decided  effect  in  lessening  the  amount  of  secretion. 

Pusey  refers  to  a  verbal  report  of  excellent  results  in 
axillary  sweating. 

Engman^  reports  reduction  of  axillary  perspiration  by 
50  per  cent,  to  75  per  cent,  after  about  eighty  exposures. 

It  is  noteworthy  that  in  Schmid's  report  of  dermatitis 
atrophicans  following  long  exposure  of  the  hand  the  function 
of  the  sweat  glands  was  not  impaired. 

H]rpertrichosis.  The  first  scientific  epilation  was  carried 
out  by  Freund  and  Schiff.  A  hairy,  pigmented  naevus 
occupying  the  entire  back  was  rayed  daily  for  two  hours. 
At  the  end  of  twelve  days  the  hairs  began  to  fall.  A  **bum'' 
taught  the  wisdom  of  short  but  frequent  sittings,  and 
they  subsequently  employed  an  intensity  represented  by 
2  amperes  and  12  volts  as  a  maximum. 

The  influence  of  the  ray  in  this  condition  is  not  entirely 
satisfactory.  There  still  exists  a  diversity  of  opinion  as  to 
the  advisability  of  employing  the  ray  for  cosmetic  epilation. 
Some  believe  it  should  never  be  so  used,  and  a  number  have 
abandoned  it  after  a  trial,  because  of  danger,  tediousness, 
or  lack  of  results.  In  his  latest  writings  Pusey  says  the 
method  is  less  satisfactory  than  he  had  anticipated. 

In  my  own  hands  it  has  not  been  eminently  satisfactory, 
and  I  have  refused  to  begin  a  course  unless  the  patient 
was  willing  to  assume  the  risk  of  dermatitis,  etc.  Only  one 
of  my  sixteen  cases  has  persisted  to  a  satisfactory  finish,  so 
far  as  I  am  aware.  Several  are  under  my  treatment  now 
by  the  older,  slower,  but  satisfactory  method  of  electrolysis. 
That  permanent  removal  of  the  hair  with  the  ray  can  be 
accomplished  is  beyond  question. 

*  Journal  oi  the  American  Medical  Association,  September  28,  1901 
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The  alopecia  brought  about  is  due  to  the  destruction  of 
the  minute  vessels  of  the  follicle.  This  is  a  slow  and  very 
gradual  process,  as  can  be  seen  from  the  fact  that  recurrence 
will  always  take  place,  occasionally  even  three  or  four  times. 
Only  persistent,  repeated  treatment  over  a  long  period  of 
time  will  bring  about  the  desired  result. 

This  method  finds  its  greatest  field  of  utility  in  extensive 
hirsuties,  where  the  hair  covers  large  areas,  or  is  of  such  a 
fine,  delicate  texture,  that  electrolysis  is  out  of  the  question. 

Freedom  from  relapse  is  from  a  few  weeks  to  a  few 
months,  depending  very  much  upon  the  method  of  treat- 
ment pursued.  Patients  treated  with  relatively  intense  rays, 
up  to  the  degree  of  a  mild  reaction,  will  remain  free  from 
recurrence  for  a  longer  period  than  those  receiving  short 
and  infrequent  exposures.  At  the  beginning  the  patient 
should  understand  that  to  get  satisfactory  results  thetreatment 
must  extend  over  a  considerable  time,  and  that  they  must 
persist  and  not  lose  courage  when  they  see  the  hairs  return. 
The  intervals  between  the  recurrences  gradually  lengthen, 
the  growth  becoming  less  each  time,  and  the  number  of 
exposures  necessary  to  remove  them  decreases,  until  the 
hairs  remain  away  permanently. 

CatUion,  We  must  use  all  the  precautions  previously 
mentioned,  and  not  forget  that  the  treatment  is  mainly  for 
cosmetic  effect,  and  that  to  replace  the  slightly  disfiguring 
growth  with  an  unsightly  scar  is  obviously  not  the  object 
aimed  at.  It  is  advisable  to  resort  to  those  means  alone  that 
will  exclude  the  possibility  of  any  marked  reaction. 

Technique.  A  mask  may  be  applied  as  referred  to  in  the 
chapter  on  protective  measures,  or,  preferably,  the  patient 
sits  or  lies  before  a  stationary  screen.  If  the  growth  is 
chiefly  on  the  chin  and  neck,  the  head  should  be  throwTi 
backward  and  turned  so  as  to  permit  the  rays  to  strike 
the  parts  at  a  right  angle. 

The  patient  sits  at  a  distance  of  about  20  cm.  from  the 
tube  during  exposures  of  about  five  minutes,  with  a  current 
not  higher  than  2^  amp&rcs.  This  should  be  repeated 
every  second  or  third  day  until  the  hairs  begin  to  fall,  which 
is  generally  in  six  to  eight  weeks.  According  to  the  procedure 
of  Gastou,  Vieira  and  Nicolau,  falling  occurs  between  the 

10 
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eighth  and  twentieth  sittings.  Some  claim  that  currents 
should  never  exceed  2  amperes  and  a  maximum  tension  of 
iii  volts.  The  spark  length  should  be  not  less  than  six 
inches,  the  tube  being  at  eight  or  ten  inches  from  the  skin. 
Hard  tubes  should  be  preferred,  to  obviate  intense  reaction. 
Gastou  and  Vieira  favor  short  exposures  at  a  considerable 
distance.  Biss^ri6  says  the  time  for  renewed  applications 
is  at  ten  days'  interval.  It  is  advisable  not  to  wait  for  recur- 
rence, but  to  use  the  rays  as  a  routine  treatment,  a  few 
exposures  every  few  weeks  for  at  least  a  year  or  more,  or, 
as  Schiff  says,  one  or  two  every  two  months,  when  a  per- 
manent cure  may  be  expected.  There  is  usually  a  slight 
brownish  pigmentation  of  the  skin  which  gradually  dis- 
appears. There  does  not  seem  to  be  much  difference  so 
far  as  the  length  of  treatment  is  concerned,  whether  the 
hairs  are  dark  and  coarse  or  a  fine,  delicate,  lanugo  growth. 
If  anything,  the  dark  hair  yields  the  more  readily.  It  is 
said  the  hair  may  become  snow-white  before  it  falls,  and  at 
times  the  renewed  growth  is  stunted  or  bleached.  I  have 
noticed  a  whitening  of  the  hairs  before  the  fall,  coincidently 
with  a  faint  browning  of  the  skin,  as  though  a  migration  of 
pigment  had  occurred.  Just  about  the  hair,  when  loosened^ 
is  a  whitish,  powder-like  change  in  the  epiderm.  The  hair 
can  then  be  lifted  from  its  bed  without  pain. 

Scholtz  resorts  to  a  more  radical  procedure.  He  begins 
with  daily  exposures  of  fifteen  minutes,  at  a  distance  of 
30  cm.,  or  ten  minutes  at  25  cm.,  for  three  or  four  days, 
then  every  second  day,  finally  every  third  day,  continually 
diminishing  the  time  of  exposure  to  five  minutes  or  even 
three  minutes;  or  he  uses  soft  tubes  at  a  distance  of  20  cm. 
from  five  to  eight  minutes,  and  rarely  requires  over  four  to 
five  sittings.  Oudin  also  favors  soft  tubes  at  close  range 
for  short  sittings.  He  saw  one  of  his  cases  six  months  after 
the  last  treatment  with  regrowth  visible.  The  hair  gener- 
ally begins  to  fall  at  the  end  of  the  second  week  or  beginning 
of  the  third  week,  a  slight  dermatitis  showing.  He  believes 
that  with  repeated  intermittent  raying  the  hair  can  be 
permanently  removed.    Sjogren  holds  the  same  opinion. 

Freund  advises  not  to  begin  raying  until  the  hairs  are 
long  enough  to  be  distinctly  felt  and  during  treatment  not 
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to  permit  their  being  pulled.  He  sits  the  patient  at  a 
distance  of  15  cm.,  but  does  not  mention  the  time  of  his 
exposures.  In  twenty  to  twenty-five  sittings  the  hairs  begin 
to  fall.  He  does  not  wait  for  recurrence,  but  as  prophylactic 
treatment  uses  the  rays  every  four  to  six  weeks.  This  treat- 
ment is  kept  up  from  twelve  to  eighteen  months,  when  he 
expects  a  definite  result. 

Zeisler  reports  eleven  cases  in  which  normal  exposures  at 
intervals  of  from  one  to  two  weeks  resulted  in  pigmentation 
or  temporary  erythema  and  loss  of  hair.  Afterward  he 
repeats  his  sittings  at  an  interval  of  about  two  months. 
He  reports  several  subjects  who  remained  free  from  hair 
for  over  a  year. 

Lancashire  begins  with  frequent  short  sittings  changed 
into  less  frequent,  extending  over  a  long  period  of  time. 

Among  the  injurious  effects  accidentally  produced  in 
attempts  to  destroy  hair  upon  the  face  we  may  mention 
atrophy  of  the  skin,  which  has  been  observed  by  Ehrmann. 

Decided  burning  followed  by  disfiguring  scars  have  been 
seen  by  Crocker. 

As  to  methods  of  exactitude  in  dosage  it  has  been  deter- 
mined that  three  tints  upon  the  chromoradiometer  are 
sufficient  in  young  people,  and  four  for  older  subjects. 
The  equivalent  of  five  to  seven  tints  will  produce  ero- 
sions. 

Beclere  had  not  at  the  time  verified  the  value  of  Holz- 
knecht's  meter,  and  gives  these  results  merely  as  they  came 
to  him. 

So  as  to  avoid  all  possibility  of  missing  the  first  symptoms 
of  reaction  as  the  result  of  the  rays,  we  must  never  permit 
patients  under  treatment  for  sycosis,  favus,  trichophytosis, 
alopecia  areata,  hypertrichosis,  etc.,  to  shave  or  cut  the 
hair  during  treatment.  If  the  hair  is  very  short  we  should 
not  begin  treatment  until  it  reaches  a  certain  length.  Gastou, 
Vieira  and  Nicolau  use  hard  tubes  at  a  distance  of  15 
to  30  cm.  for  ten  minutes  every  second  day.  The  hair  with 
this  method  begins  to  fall  out  in  six  to  eleven  sittings.  No 
reaction  was  observed  in  any  of  the  cases.  They  strive  to 
keep  to  a  certain  definite  strength  of  ray  by  employing  the 
same  make  of   tube,  with  spark  of   15  cm.,  with  a  current 
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of  5  amperes  and  distance  rays  corresj)ond  to  No.  6  of  the 
radiochromometer,  a  tension  of  25  volts,  at  25  to  30  cm. 

The  rationale  of  the  ray's  action  in  producing  fall  of  hair 
is  not  definitely  settled.  It  has  been  attributed  to  a  partial 
destructive  or  inhibitor}^  action  upon  the  blood  supply  of 
the  follicle. 

In  favor  of  this  view  we  have  the  fact  that  young  hairs, 
whose  vitality  we  can  assume  is  greater,  resist  more  the 
ray's  epilating  power. 

Another  theory  is  that  some  anatomical  change  short  of 
destruction  occurs  in  the  papillae,  and  that  for  a  season  the 
normal  activity  is  suspended  to  be  subsequently  restored  to 
partial  or  full  vigor. 

That  the  normal  vigor  can  be  increased  by  the  ray  when 
given  in  mild  dose  is  undoubted.  The  depilatory  ray  is 
stronger,  and  that  it  is  capable  of  permanent  destruction, 
if  persisted  in,  seems  also  certain. 

If  applied  at  intervals,  irrespective  of  evidence  of  new- 
growth  appearing,  it  is  claimed  the  capillary  bloodvessels 
may  be  kept  in  a  state  of  paresis,  preventing  reappearance 
of  hair. 

Keloid.  The  absolute  futility  of  excision  for  almost  all 
keloid  gives  to  the  new  method  a  very  gi*eat  importance, 
in  view  of  a  numlxT  of  reputed  cures,  and  a  much  larger 
number  of  cases  decidedly  improved  and  still  improving 
when  the  rej)orts  were  made.  In  my  own  cases  there  has 
been  improvement,  but  until  now  no  cure.  In  three  cases 
being  treated  at  the  Skin  and  Cancer  Hospital  the  tumors 
are  disappearing  after  some  thirty  exj)osures. 

In  a  report  by  Puscy^  the  patient  presented  two  keloids 
which  had  recurred  after  removal.  The  condition  was 
very  obstinate  to  the  rays,  and  only  after  eighty  sittings 
and  the  production  of  a  severe  dermatitis  did  improvement 
occur.  After  the  dermatitis,  which  was  a  deep  one,  had 
healed,  cure  resulted. 

In  one  case  after  three  surgical  operations  had  failed 
irradiation  resulted  in  a  cure.* 


^  Medical  Fortnightly,  March  15,  IQ03. 

*  Australasian  Medical  Gazette,  April,  u>oi. 
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In  an  extensive  keloid  of  the  buttock,  Crocker  made 
fourteen  exposures  of  fifteen  minutes  each,  3  ampferes  of 
strength  with  the  tube  at  three  inches'  distance.  When  the 
inflammatory  action  had  subsided  the  growth  was  only  a 
quarter  of  its  original  size.  Harris  reports  a  complete  cure 
in  employing  a  soft  tube  with  6  ampferes. 

Caution.  The  danger  of  this  amperage  is  justly  pointed 
out  by  Crocker.  Electrolysis,  which  we  have  found  of 
decided  benefit  in  some  cases,  may  be  coincidently  em- 
ployed as  well  as  thiosinamine  injections,  which  give 
occasional  good  results. 

Coley  reports  an  extensive  keloidal  condition  of  the  arm 
following  a  burn  which  did  not  improve  after  many  treat- 
ments with  the  ray. 

In  keloidal  acne  with  numerous  hypertrophic  scars 
occupying  the  site  of  former  acne  abscesses,  there  was 
some  improvement,  but  the  young  man  ceased  attendance. 
In  another  case  of  my  own  the  benefit  was  very  marked. 

Keratosis  Palmaris  et  Plantaris.  This  most  obstinate 
condition,  which  is  usually  congenital  and  often  hereditary, 
is  most  difficult  of  eradication  by  any  method  previously 
employed.  In  three  inveterate  cases  treated  by  Zeisler  the 
results  were  extremely  satisfactory. 

In  one  case  the  normal  condition  was  restored  to  the 
palm  of  the  hand  after  only  five  strong  exposures. 

There  is  a  precancerous  keratosis  of  various  regions, 
including  the  lips,  which  may  be  beneficially  influenced 
by  the  ray,  and  it  is  interesting  to  note  that  a  very  similar 
condition  may  result  from  exposure  to  the  ray,  being  followed 
in  some  instances  by  epithelioma,  as  mentioned  elsewhere. 

Stelwagon  saw  cure  in  one  and  improvement  in  several 
other  cases. 

In  my  own  experience  I  find  that  we  have  in  the  ray  a 
method  of  reducing  the  deformity,  lessening  the  underlying 
papillary  elongation,  dilatation  of  bloodvessels,  elongation  of 
the  interpapillary  processes,  and  thickening  of  the  stratum 
corneum  and  possible  hypertrophy  of  sweat  coils. 

Skinner  reports  on  a  case  designated  as  *' ichthyosis." 
One  hand  treated  with  the  ray  improved  much  more  than 
the  other  treated  with  green  soap. 


Keratodcrni 


Ui  [.. 


hL-rcditiiria. 


I  am  indebted  to  Dr.  Morton  for  the  pri\ilege  of  using 
this  plate,  made  for  mc  by  Dr.  Brandt,  the  patient  having 
been  sent  by  me  to  his  department  for  treatment  at  the 
Post-graduate  School. 

Keratosis  Senilis,  Eleven  cases  were  successfully 
treated  at  the  Massachusetts  General  Hospital'  I  have 
observed  good  results  in  about  an  equal  number* 

*  Bowen*s  report* 
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Lepra*  In  tubercular  leprosy,  Scqueira*  has  obtained  a 
flattening  of  the  lesions. 

Scholtz  examined  skm  from  a  case  of  lepra  and  came  to 
the  conclusion  that  the  hypera^mia  and  the  reactive  inflam- 
mation which  were  concentrated  in  the  tubercle  were  the 
cause  of  healing,  and  that  the  bactericidal  action  of  the  rays 
was  unworthy  of  consideration.  In  two  trials  he  had  no 
therapeutic  results.    Others  report  negatively.    In  one  case 

Fig.  59. 


Lepra  improved  umiLr  -V-ray. 

treated  by  os  the  patient  (shown  in  Fig.  59)  claimed  to  feel 
better,  and  that  the  nodules  over  the  brows  and  forehead 
had  flattened. 

The  subjective  improvement  was  accompanied  by  little 
objective  evidence,  but  some  nodules  had  softened  and 
flattened.  The  patient  disappeared  before  suflicient  time 
for  judgment  had  elapsed. 

Lichen  Planus.  Lichen  planus  hypertrophicus,  which 
had  resisted  even  curettage,  was  seen  by  Zeisler  to  disappear 

^  British  Medical  Journal,  September  28,  1901. 


248  RADIOTHERAPY 

in  an  almost  marvellous  way,  after  four  strong  exposures 
given  at  intervals  of  five  days,  the  skin  being  left  in  an 
almost  normal  condition.  In  four  other  cases  he  reports 
that  the  large  thickened  patches  yielded  in  as  few  as  forty- 
six  exposures  of  ten  to  fifteen  minutes'  duration.  He  found 
that  under  treatment  the  papules  decreased  in  size,  becoming 
scaly,  while  surrounding  pigmentation  is  apt  to  increase 
temporarily.  The  pruritus  is  relieved  oftentimes  in  a  very 
striking  and  gratifying  manner,  as  we  have  noted  in  several 
instances  of  our  own. 

Scholtz  finds  that  there  is  marked  improvement  after  very 
few  exposures  and  strongly  advises  the  use  of  rays  in  every 
case.  After  a  very  few'  exposures  the  skin  becomes  smoother. 
He  reports  three  cases  with  favorable  results. 

In  several  cases  of  my  own  the  results  have  been  fair. 
Our  experience  does  not  justify  us  as  yet  to  express  a 
decided  opinion  as  to  recurrence. 

Gilchrist,  Bulkley,  and  others  report  favorably  in  this 
affection. 

Lupus.  In  lupus  vulgaris  the  ray  has  one  of  its  most 
important  uses  and  presents  one  of  the  most  satisfactory 
modes  of  treatment.  It  was  in  this  affection  that  the  method 
came  into  prominence  and  achieved  one  of  its  greatest 
successes,  so  that  it  came  to  be  regarded  almost  as  a  specific. 
Even  extensive  involvement  of  tissue  may  be  overcome  in 
a  few  months  of  energetic  raying.  The  nature  of  the  patho- 
logical tissue  making  up  the  lupus  nodule  led  investigators 
to  believe  that  because  of  the  low  grade  of  vitality  it  pre- 
sented it  would  be  readily  attacked  by  the  evident  reducing 
action  of  the  ray.  Compared  with  many  foreign  countries, 
we  have  little  lui)us  in  the  United  States,  and  a  much 
smaller  proportion  of  inveterate,  disfiguring  cases.  This 
is  due  in  part,  no  doubt,  to  earlier  treatment  being  insti- 
tuted in  this  country,  at  which  stage  cure  is  not  so  diffi- 
cult. 

Klimmel  is  reported  to  have  cured  lupus  as  early  as 
1897. 

The  first  case  reported  as  cured  in  this  country  was  by 
Jones,  of  San  Francisco,  in  1899;  the  second  being  recorded 
by  Knox,  in  1900.    Beck  reports  a  cure  which  has  endured 
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for  four  years.  Many  others  have  since  been  reported,  and 
the  treatment  has  become  recognized  as  of  unquestionable 
value. 

The  particular  benefits  of  this  method  are  rapidity,  short- 
ness of  each  sitting,  the  small  expense  as  compared  with 
the  Finsen  method,  and  good  cosmetic  effect  as  compared 
with  the  older  methods. 

In  Plate  XXI.  is  shown  a  small  patch  of  ulcerating  lupus 
of  the  nose  cured  after  twelve  exposures,  without  adjuvant 
measures. 

While  the  ray  itself  will  often  prove  sufficient  without 
other  measures,  when  ulceration  is  caused  by  the  ray,  or  origi- 
nally exists,  it  may  be  necessary  to  use  salves,  pastes,  etc., 
as  the  conditions  indicate.  Curetting  and  cauterization  may 
have  to  be  resorted  to  in  many  cases,  but  in  the  main  the 
amount  of  supplemental  treatment  is  considerably  less  than 
in  the  Finsen  method. 

It  is  by  the  dermatological  specialist  pre-eminently  that 
these  cases  should  be  treated,  so  far  as  possible,  not  only 
because  of  the  difficulties  of  diagnosis,  but  because  of  the 
necessity  in  many  cases  of  combining  other  methods  in 
order  to  hasten  or  to  complete  the  cure.  Among  these 
adjuvants  may  be  mentioned  electrolysis,  the  thermocautery, 
curettage,  the  application  of  pyrogallic  and  other  ointments. 

In  Plate  XVIII.,  Fig.  i,  is  shown  a  condition  which  illus- 
trates an  error  in  diagnosis.  The  patient  came  to  me  with 
a  supposed  lupus,  having  been  treated  for  this  disease 
during  many  years.  My  diagnosis  was  hereditary  lues,  and 
under  mercurial  and  iodide  treatment  the  condition  was  in 
one  month's  time  as  shown  in  Fig.  2,  Plate  XVIII. 

Jamieson,  among  other  observers,  believes  in  combining 
scraping  and  cauterization. 

A  great  advantage  of  the  ray  in  lupus  is  that,  especially 
in  children,  the  method  being  painless  and  free  from 
blood,  the  children  submit  quietly  and  cause  no  loss  of 
time  by  ill  behavior. 

Scholtz  says  that  in  lupus  of  the  nose  rays  should  be 
applied  from  both  sides,  and  also  from  above  and  below. 
That  the  rays  penetrate  the  nose  affecting  the  opposite  side 
from  that  rayed  I  have  been  convinced  by  observations  in 
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my  own  practice.  The  ray  treatment  has  the  immense 
advantage  over  previous  methods  that  a  cure  can  be  effected 
in  a  large  percentage  of  cases.  The  method  is  of  especial 
value  when  the  deeper  structures  of  the  nose  and  mucous 
membranes  of  the  mouth  and  other  parts  are  mvolved, 
making  ordinar>^  surgical  methods  unavaUable.  Here,  too, 
the  excellent  cosmetic  effects,  painlessness  and  the  avoid- 
ance of  anaesthetics,  arc  features  not  to  be  too  lightly  passed 
over;  the  disadvantage  consists  in  the  length  of  time  and 
difhculties  attending  the  appHcation. 

Fig.  6o. 


Lupus  of  many  years'  standing.     The  ulcer  was  healed  by  the  ray. 

In  Fig.  60  is  shown  a  patient,  referred  to  me  by  Dr. 
Fox,  who  treated  one  side  of  the  nose  with  his  dental  burr 
method,  while  I  applied  the  ray  to  the  other.  It  was 
evident  from  the  healing  of  the  ulcer  and  diminished 
infiltration  that  the  ray  had  exercised  a  marked  effect* 
Naturally  the  ray  could  not  be  fully  excluded  from  the 
other  side,  which  Dr,  Fox  thought  improved  faster. 

In  Plate  XXII.,  Fig,  i,  an  extensive  lupus  of  thirty-five 
years'  duration  was  transformed  in  three  treatments  into 
an  eczema-hke  state.  When  this  healed,  after  several 
weeks  there  was  no  evidence  of  lupous  nodules  in  the 
reddened  cicatrix,  as  shown  in  Fig.  2,  Plate  XXII. 


Life-long  Lupus,  showing  Reaction  fVom  Few  Exposures 
and  Typical  Loss  of  Hair* 


Appearance   afier   Reaction  had   Subsided,  wlUi 
Disappearance  of  all  Lupous  Nodules, 
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Histological  Changes.  Scholtz  found  in  a  number  of 
lupous  foci,  excised  at  various  intervals  after  exposure,  that 
the  cells  were  swollen,  and  between  the  plasma  cells  there 
was  a  large  number  of  leukocytes,  especially  polynuclear. 
Unusually  large  giant  cells  with  one  hundred  to  two  hundred 
nuclei  he  believed  were  the  result  of  the  ray's  action.  The 
giant  cells  finally  degenerated  at  the  onset  of  the  inflam- 
matory reaction  just  as  did  the  other  cells. 

Technique  must  of  necessity  vary  with  the  age,  extent, 
duration,  and  changes  resulting  from  preceding  treatment. 
If  uncomplicated  by  sclerosis  and  scarring,  less  intensity  of 
raying  is  required.  In  mild,  recent,  and  superficial  cases, 
and  in  children,  our  aim  is  to  produce  only  a  slight  redden- 
ing and  oedema,  but  no  necrosis.  It  takes  longer  to  secure 
results,  but  they  have  the  advantage  of  being  without  scar- 
formation.  The  majority  of  patients  coming  under  ray 
therapy  the  world  over  to-day  belong  to  the  class  presenting 
deep  infiltration,  destructive  ulceration,  and  cicatricial  tissue, 
resulting  from  former  attempts  at  cure.  In  this  class  much 
more  energetic  raying  is  necessary. 

Reaction  is  not  to  be  avoided  in  these  cases,  and  in  some 
instances  even  superficial  burning  is  of  benefit,  by  establish- 
ing molecular  disintegration  of  the  nodules  and  setting  up 
a  reactive  inflammation  which  is  to  substitute  healthy 
tissues  for  the  lupous  infiltration.  The  location  of  the  patch, 
extent,  and  time  the  patient  can  remain  under  treatment 
are  elements  which  influence  our  decision  whether  such 
marked  reaction  is  to  be  produced. 

Daily  exposures  may  be  made,  beginning  with  ten  minutes, 
at  a  distance  of  about  20  cm.,  reduced  daily  by  two  minutes 
until  reaction  begins,  when  the  interval  can  be  lengthened 
until  superficial  necrosis  sets  in.  Treatment  may  then  be 
suspended  until  the  surface  heals.  If  any  lupous  nodules 
remain,  a  few  more  exposures  are  given.  That  a  definite 
cure  has  been  reached  can  be  argued  from  the  appearance 
of  the  scar  and  by  the  negative  results  of  a  tuberculin  test. 

This  is  practically  the  method  followed  by  Scholtz  in 
securing  his  excellent  results. 

Oudin  recommends  that  a  semihard  tube  be  used  with 
10  cm.  spark,  at  20  cm.  from  the  skin;  16  volts,  4  amperes, 
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and  fifteen  interruptions  per  second.  The  first  sitting  is  of 
one  minute's  duration,  increased  half  a  minute  each  time. 

While  dehaematization  is  unnecessary,  Dickson  and  others 
have  thought  better  results  were  obtained  by  the  use  of 
adrenalin  chloride.  The  exposures  are  given  at  nine  inches 
from  the  anode.  The  excitation  current  is  generally  about 
200  watts,  and  the  anode  is  allowed  to  become  of  a  dull-red 
heat.  A  tube  is  selected  having  a  resistance  as  nearly  as 
possible  equal  to  four  or  five  inches  in  air,  and  having  a 
penetrability  of  about  jA^r  of  our  radiometer,  differences  in 
these  measurements  being  compensated  for  by  altering  the 
distance  from  the  patient,  the  value  of  the  exciting  current, 
and  the  length  of  exposure;  in  the  normal  case  the  exposure 
being  five  minutes. 

Schiff  formerly  believed  that  it  was  necessary  to  set  up 
an  energetic  and  inflammatory  reaction  in  order  to  secure 
the  best  therapeutic  results.  He  now  believes,^  however, 
that  a  hypera^mia  is  all  that  it  is  necessary  to  produce. 
He  advised  3^  amperes,  12^  volts,  10  cm.  distance,  and 
fifteen  minutes'  exposures. 

Lupus  Hvpkrtrophicus.  Puscy  reports  the  cure  of  a 
woman  who  presented  hypertrophic  patches  on  the  lip  and 
under  the  chin.  These  consisted  of  closely  set  groups  of 
waxy,  glistening,  almost  translucent  tubercles,  which  at  a 
distance  looked  like  zoster.  They  had  persisted  for  about 
seven  years.  One  patch  had  been  cut  out,  but  had  recurred 
in  the  scar.  Antisyphilitic  treatment  had  no  effect.  Con- 
siderable erythema  was  produced  at  the  end  of  two  months, 
which  was  accompanied  with  shrinking  of  the  tubercles. 

The  dermatitis  was  confined  sharply  to  the  diseased  area. 
The  disease  was  apparently  cured,  with  no  scarring. 

Statistics.  Varney  reports  12  cases,  10  of  which  have 
been  discharged  clinically  cured  and  ke])t  under  observation 
for  from  six  months  to  two  and  one-half  years.  One  recur- 
rence in  this  time. 

Rodman  and  Pfahler'  collected  75  cases,  of  which  65 
were  put  down  as  cured. 

I  have  found  records  of  106  reported  cures. 

*  Journal  de  Physi()thi'rap)ie.  igo^.  No.  i. 

*  American  Surgical  Association,  May  13.  iQO." 
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Lupus  Erythematosus.  This  disease,  which  is  quite 
common  in  America,  has  shown  a  disposition  to  yield  to 
the  ray  more  readily  than  to  any  other  method  with  the 
possible  exception  of  the  high  frequency  currents.  Of  the 
two  forms  in  which  it  generally  occurs,  the  sebaceous  and 
the  erythematous,  the  former  shows  the  greatest  reaction 
under  the  influence  of  raying,  about  90  per  cent,  being  cured 
in  from  eighteen  to  thirty-five  sittings.  The  erythematous 
form  does  not  give  such  prompt  or  such  certain  results, 
and  treatment  must  be  largely  combined  with  other 
measures. 

Curettage  of  the  soft  tissue,  applications  of  caustic  solu- 
tions, and  emollient  salves  are  necessary,  and  the  electrolytic 
needle  will  be  found  of  invaluable  aid  in  destroying  the 
vitality  of  new  tissue. 

It  has  been  observed  that  after  the  reaction  has  subsided 
the  disease  is  greatly  improved.  When  the  disease  is  con- 
fined to  a  definite  limited  area,  rendering  possible  complete 
screening  of  the  healthy  parts,  we  may  proceed  with  the 
treatment  in  spite  of  prodromal  symptoms  of  dermatitis. 
On  the  other  hand,  when  the  diseased  areas  are  of  irregular 
form  and  widely  distributed,  it  is  almost  or  quite  impossible 
to  avoid  exposing  some  of  the  surrounding  surface.  Here 
it  is  advisable  to  use  every  possible  precaution  to  guard 
against  dermatitis,  as  from  the  patient's  standpoint  an  acute 
inflammatory,  exceedingly  painful,  disfiguring,  and  trouble- 
some burn  might  appear  more  formidable  than  the  previous 
condition.  Means  of  obviating  dermatitis  are  to  be  well 
considered,  as  its  occurrence  frequently  determines  the 
patient  to  discontinue  treatment,  in  spite  of  all  assurances 
that  the  condition  is  ephemeral. 

Out  of  16  cases  treated  by  me  2  have  been  entirely  cured, 
2  seemingly  cured  had  recurrence,  and  12  were  very  much 
benefited.  Recurrence  was  noted  in  one  patient  who  had 
discontinued  treatment  before  the  lesions  had  quite  dis- 
appeared and  is  now  again  under  treatment.  Two  remained 
too  short  a  time  to  be  considered.  The  results  are  generally 
satisfactory,  though  there  are  cases  which  progress  very 
slowly  and  a  few  in  which  the  rays  seem  not  to  have  any 
effect  whatever. 
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Technique.  The  same  general  rules  are  obser\'ed  as  in 
other  skin  diseases.  The  first  treatments  are  from  two  to 
five  minutes,  depending  upon  the  amount  of  pigment  in  the 
skin,  the  extent  of  the  lesion,  age,  etc. 

Scholtz  claims  that  after  energetic  treatment,  producing 
a  superficial  necrosis,  the  temporary  cosmetic  results  were 
very  satisfactory,  but  that  even  in  these  cases  there  was  a 
local  recurrence  in  a  very  few  months.  With  less  energetic 
treatment  extending  over  a  period  of  months,  there  was  an 
apparent  cure. 

Woods^  reports  a  cure  after  five  ex-posures  of  ten  minutes 
each. 

Startin  relates  a  tjT)ical  involvement  of  the  face  in  a 
middle-aged  woman  cicatrized  after  six  applications. 

At  times  a  lesion  will  disappear  quite  promptly.  I  have 
observed  total  disappearance  of  a  single  plaque  on  a  girl's 
cheek  after  a  few  vigorous  applications  of  the  ray,  but  after 
sLx  months  there  was  a  recurrence  involving  almost  the 
same  area. 

Morris  finds  that  the  cases  that  are  most  likely  to  be 
benefited  arc  those  that  resemble  the  vulgaris  type,  and 
this,  I  think,  I  have  several  times  verified.  In  many  of 
the  cases  treated  by  me  curettage  was  made  to  the  active 
advancing  border.    This,  I  believe,  materially  hastens  cure. 

Rodman  and  Pfahler  found  that  final  results  compared 
favorably  with  those  of  other  methods. 

The  case  of  Mr.  B.,  aged  forty- two  years,  is  of  unusual 
interest  from  the  fact  that  the  lesions  occur  in  various 
situations,  including  the  lower  lip  and  involving  the  ver- 
milion border,  extending  upon  the  mucous  membrane 
within  the  mouth;  the  disease  also  implicates  the  ciliary 
margin  of  the  right  lower  eyelid. 

The  patient  came  to  me  in  February,  1902,  with  the 
history  that  the  first  patch  had  appeared  upon  the  lower 
lip  after  a  pimple  had  been  cut  in  this  situation  by  the 
barber,  x-ray  treatment  was  begun  in  March,  with  expo- 
sures of  five  and  afterward  ten  minutes.  After  about  a 
month's  treatment  the  condition  of  all  areas  was  very  much 

^  American  Journal  of  the  Medical  Sciences,  September,  1901. 
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improved,  some  patches  appearing  cured.  The  patient 
disappeared  and  returned  four  months  later,  having  had 
some  severe  intercurrent  illness.  The  skin  surface  of  the 
lip  and  patches  on  the  cheeks  had  remained  apparently 
cured.  After  a  few  treatments  the  patient  again  disappeared 
for  another  four  months.  At  this  time  the  lower  eyelid 
w^as  found  affected,  there  being  slight  extension  upon  the 
conjunctival  surface.  Two-thirds  of  the  lashes  had  fallen. 
The  vermilion  border  of  the  lip  was  of  a  brick~rcd  color 

FtG   6!. 


Tyt-ical  bat-wing  furni  uf  luyns  crylhemalosus. 


I 


and  decided  evidence  of  the  affection  could  be  traced  well 
within  the  mouth.  After  a  short  course  of  raying  several 
months  again  elapsed,  and  in  June  the  lower  lip  and  a  patch 
upon  the  side  of  the  nose  and  check  alone  appeared  active. 
The  Piffard  modification  of  the  Gocrl  lamp  was  then  used 
in  connection  with  the  a'-ray^  and  from  this  time  on  the 
improvement  was  more  rapid,  and  the  plaque  involving  the 
lip  and  several  others  reached  a  condition  of  apparent  cure. 
The  tj^ical  bat-wing  form  (see  Fig*  6i)  may  prove  very 
obstinate,  though  in  one  case  there  was  complete  disappear- 
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ance  of  lesions  after  about  fifteen  rayings  of  medium  inten- 
sity. About  four  months  later  an  erythema,  disappearing 
under  pressure,  occupied  the  original  site,  but  showed  no 
pronounced  tendency  to  assume  the  usual  aspect  of  an 
infiltrated,  scaly  patch. 

In  one  case  a  cure  was  effected  after  a  single  raying,  but 
as  an  extensive  curettage  had  preceded  it  the  latter  deser\TS 
most  if  not  the  whole  credit. 


Flc.  63. 


Fro,  61; 


Lupus  pernio.     Feet  and  hands  were  also  aflccicd. 

I  think  it  a  very  important  point,  to  which  I  directed 
attention  several  years  ago,  that  the  lupus  erythematosus 
tissue  was  soft  and  could  at  times  Ix"  curetted  just  like  a 
lichen  planus,  and  that  if  a  small  sharp  curette  were  used 
to  bore  in  beneath  the  edge  and  undermine  the  patch  it 
was  not  too  ]>ainful;  whereas  scraping  down  upon  a  patch 
from  without  inward  was  too  severe  for  the  patient  to  bear 
without  an  aneesthetic. 

In  Fig.  62  is  shown  a  young  girl  who  for  many  years  had 
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presented  the  rather  rare  form  described  by  Hutchinson  as 
lupus  pernio. 

Under  the  ray  there  was  rapid  and  marked  improvement. 
Each  separate  plaque  on  the  cheek  became  at  one  time 
suddenly  transformed  into  a  bulla,  which  on  healing  left 
only  a  trace  of  the  disease.  The  hands  and  feet  were 
affected  and  became  aggravated  and  very  painful  in  damp 
and  cold  weather. 

In  another  case  there  had  been  a  long  course  of  ray 
treatment  in  Boston,  with  reported  slight  benefit. 

The  right  cheek  was  curetted  in  one  sitting,  to  the  left 
was  applied  the  actinic  ray,  to  the  lip  aromatic  sulphuric 
acid.    Under  this  plan  there  was  decided  improvement. 

Schiff  applies  a  ray  of  intense  light  (3J  amperes  current, 
tension  of  12I  volts,  and  distance  of  10  centimetres)  with 
ten-  to  fifteen-minute  sittings.  A  severe  dermatitis  is  regu- 
larly produced,  this  "Roentgen  erosion"  having  an  essen- 
tial significance  in  the  healing.  The  erosion  is  treated  by 
the  Bardeleben  bismuth  bum-bandage. 

A  considerable  number  of  cures  are  recorded  in  literature. 

Mycosis  Fungoides.  While  the  nature  of  the  individual 
lesions  in  mycosis  fungoides  would  offer  apparently  the  very 
best  opportunity  for  ray  benefit,  the  generalization  of  these 
lesions  would  render  efficient  application  a  difficult  though 
by  no  means  impossible  task. 

Dr.  Steiner^  presented  a  case  at  the  Dermatological 
Society  of  London  on  March  11,  1903,  which  was  appar- 
ently cured.  A  current  of  60  volts,  with  electrolytic  breaks 
and  10  ampferes,  was  employed.  Improvement  was  noted 
as  early  as  the  fourth  day,  with  a  marked  flattening  of  a 
large  tumor.  The  lesions  which  were  present  when  the 
patient  was  presented  have  since  disappeared,  the  regions 
occupied  by  them  appearing  perfectly  normal  except  for  a 
deep  pigmentation. 

Scholtz  says  energetic  treatment  produces  a  superficial 
necrosis;  the  lesions  healed  apparently  with  permanence,  but 
new  ones  continually  appear  on  other  portions  of  the  body, 
so  that  there  is  really  not  very  much  to  be  gained.    He^  had 

*  Dermatological  Society  of  Great  Britain,  July  16,  1902.  '  Loc.  cit 
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two  cases  in  which  small  tumors  disappeared  entirely  when 
superficial  necrosis  was  produced. 

Jamieson*  reported  notable  diminution  in  the  tumors  in 
one  case  which  he  considered  cured.  In  one  instance  he 
succeeded  in  greatly  alleviating  the  pruritus  by  a  few 
irradiations. 

Pathological  Changes.  In  studying  the  histopathology 
of  the  disease  before  and  after  raying  in  a  patient  who  had 
shown  signs  of  the  disease  for  six  years,  Jamieson  and 
Huie'  find  that  the  greatest  changes  in  apparently  cured 
areas  were  in  the  upper  third  of  the  corium,  a  granu- 
lomatous tissue  taking  the  place  of  the  normal.  Dilated 
bloodvessels  were  conspicuous.  The  disintegration  of  the 
corium  begins  by  a  swelling  and  proliferation  of  connective- 
tissue  corpuscles. 

The  impression  is  made  that  the  disease  is  a  phenomenon 
of  cell  reversion,  the  connective-tissue  corpuscles  having 
reverted  to  an  embryonic  condition. 

It  is  suggested  that  perhaps  the  :x:-ray,  by  acting  on  the 
vasomotor  nerves,  restores  the  constitution  of  the  corpuscles 
and  enables  them  to  resume  their  hereditary  specialization. 
It  may  also  have  the  power  of  causing  reproduction  of 
elastic  fibres.  After  two  months  of  ray  treatment,  skin 
within  an  inch  of  the  first  specimen  showed  improvement 
by  (i)  disappearance  of  granuloma  and  infiltration;  (2)  dis- 
appearance of  oedema  and  hyperaemia;  (3)  restoration  of 
normal  corium  tissue,  both  collagen  and  elastic  fibres. 

Personal  Cases.  In  the  patient  (Fig.  64)  still  under 
treatment  there  has  been  marked  improvement  after  twelve 
sittings. 

My  associate,  Dr.  Stern,  reports  on  three  cases  referred 
to  him  for  treatment  by  Dr.  Lustgarten.  The  results  were 
very  gratifying  in  all.  The  most  satisfactory  result  was 
achieved  in  the  case  of  Mr.  K.  (see  Fig.  65),  who,  when  he 
first  began  treatment,  had  been  suffering  from  the  disease 
for  over  four  years.  He  had  large  tumor-like  masses  scat- 
tered over  the  entire  body,  including  the  face  and  extrem- 
ities.    The  itching  was  very  intense,  causing  loss  of  sleep 

*  British  Journal  of  Dermatolog)',  January,  1903.  •  Ibid.,  April,  1904. 


Mycosis  fungoides.     Frefungoidal  stage. 


injections,  amounting  to  more  than  40  grains  of  pure  arsenic, 
without  any  apparent  result,    A  medium  tube  was  used  at 


flatten  and  practically  melt  away,  as  it  were,  under  the 
ray.  After  a  number  of  exposures  a  dermatitis  would  be 
produced,  fol lowed  by  a  shedding  of  the  epidermis,  with  a 
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complete  disappearance  of  all  signs  of  the  tumor.  In  this 
way  a  dermatitis  was  produced  successively  on  almost 
every  part  of  the  body  with  a  complete  disappearance  of 
all  signs  of  the  disease.  The  subjective  symptoms  all 
improved  rapidly.  Two  months  after  treatment  he  had 
gained  twenty-five  pounds  in  weight  and  felt  perfectly  well 
in  every  respect.  It  was  found  that  one  twenty-minute 
exposure  at  about  six  inches  to  a  good  medium  tube  would 
invariably  produce  a  dermatitis  of  the  exposed  area,  w^hich 
would  result  in  the  cure  of  the  particular  lesion  exposed. 
In  exposing  the  face  to  the  rays  a  conjunctivitis  of  the  left 
eye  was  produced  which  disappeared  rapidly. 

Alopecia  of  the  back  of  the  head  developed  which  per- 
sisted for  about  three  months.  He  was  given  in  all  about 
sixty  exposures,  covering  a  total  amount  of  time  of  over 
fifteen  hours,  at  a  distance  of  between  six  and  twelve  inches. 
There  were  a  number  of  recurrences,  but  none  in  regions 
where  a  dermatitis  had  been  produced  at  any  time.  These 
yielded  very  readily  to  further  treatment. 

The  second  patient  is  Mr.  B.,  who  likewise  has  been 
afflicted  for  a  number  of  years.  The  history  is  very  similar 
to  that  of  Mr.  K.  There  was  rapid  improvement  and 
alleviation  of  all  symptoms  under  the  ray.  He  is  still 
under  treatment. 

The  third  case  was  of  a  much  more  aggravated  form. 
Here  the  disease  had  lasted  over  ten  years,  and  was  more 
in  the  nature  of  a  general  sarcomatosis.  Large  suppurating 
tumors  covered  the  entire  body,  freely  discharging  a  con- 
siderable amount  of  pus  having  a  very  foul  odor.  These 
tumors  softened,  broke  down,  and  then  gradually  flattened 
under  treatment.  While  there  was  considerable  improve- 
ment, this  one  did  not  do  so  well  as  the  other  patients. 

He  was  referred  for  further  treatment  by  Dr.  Lustgarten 
to  the  Montefiore  Home.  At  the  last  report,  while  he  was 
considerably  improved,  there  was  not  much  hope  for  com- 
plete recovery. 

Dr.  Albert  E.  Carrier^  reports  an  interesting  case  of 
mycosis  fungoides  of  twelve  years'  standing  (Plate  XXIII.), 

*  Journal  of  Cutaneous  Diseases,  Februar}',  1904. 
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cured  by  the  ray.  Distributed  over  the  body  there  were 
over  three  thousand  tumors,  var}'ing  in  size  from  a  pin- 
head  to  an  orange.  At  the  end  of  about  three  months' 
treatment  the  lesions  had  all  disappeared. 

Mr.  C.  W.,  aged  thirty-one  years,  was  presented  at  the 
New  York  Dermatological  Society  in  March,  1904,  and 
twice  previously,  at  which  times  the  features  of  the  disease 
were  not  at  all  distinctive.  The  patient  was  referred  to  me 
by  Dr.  Sherwell,  of  Brooklyn.  The  appearances  as  seen 
in  Fig.  64  are  those  of  an  eruption  covering  the  pntire  body 
from  the  neck  to  the  region  of  the  knees.  They  consist  of 
rounded,  erythematous  lesions  of  various  shades  of  red. 
Some  of  the  darker,  port-wine-colored  spots  are  considerably 
elevated  above  the  niveau,  but  there  are  no  signs  of  mycotic 
change  or  tumor  formation.  The  disease  began  three  years 
ago  upon  the  lower  abdomen  and  has  never  entirely  dis- 
appeared, although  some  spots  have  grown  lighter.  Treat- 
ment was  begun  at  once,  with  a  low  tube  at  ten  inches 
from  the  skin  and  applied  for  ten  minutes  as  the  patient 
slowly  revolves,  so  that  an  entire  circuit  of  the  trunk  is 
made.  Three  such  exposures  at  different  levels  are  given, 
so  that  the  entire  time  of  the  sitting  is  one-half  hour.  After 
the  third  sitting  the  tul^e  was  changed  to  one  of  high 
vacuum  placed  at  six  inches.  After  five  sittings  the  results 
have  been:  greatly  diminished  itching,  decrease  in  depth 
of  color,  decrease  in  infiltration  and  increase  of  desquama- 
tion of  the  plaques. 

The  first  case  in  which  I  had  an  opportunity  to 
employ  the  ray  was  the  first,  I  believe,  to  be  recorded  in 
literature.  Treatment  was  given  to  allay  the  itching  and 
diminish  the  dermatitis  in  the  prefungoidal  stage.  This 
was  in  a  measure  accomplished,  but  the  patient  entered  an 
institution,  and,  I  believe,  no  further  rays  were  administered. 
I  saw  him  subsequently  when  tumors  had  appeared  on 
various  parts.  The  disease  is  so  strikingly  like  sarcoma  at 
times,  and  the  clinical  appearances  are  so  like  lepra  at 
others,  that  the  ray  would,  a  priori,  be  expected  to  do  good, 
in  both  lepra  and  mycosis,  and  if  proven  beneficial  in  one 
should  Ix:  likely  to  be  in  the  other.  In  Fig.  66  the  resem- 
blance to  the  nodular  form  of  leprosy  is  well  illustrated, 


irge  Fungoid  Tumor  before  X-ray 
Treatment. 


Present  Appearaoce 


Case  of  Or.  Albert  E.  Carrier. 


Ihc  nc^dosc  or  lubcruic  ionn  ui  myc.ttis  fungoides. 

case  as  well  as  for  the  photograph  to  my  friend  Dr.  G,  K. 
Dickinson,  of  Jersey  City. 


rs 
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Pusey  has  treated  one  patient  with  very  great  improve- 
ment in  the  tumors  rayed;  the  patient,  however,  ceased 
treatment. 

Brocq*  has  reported  a  patient  improved  in  a  remarkable 
manner.    A  full  report  will  be  made  later. 

Molluscum  Contagiosum.  In  recent  cases,  when  the 
lesions  are  not  of  long  standing,  it  is  generally  sufficient  to 
remove  them  mechanically,  as  with  the  curette.  When  the 
disease  has  involved  a  large  extent  of  surface,  however,  and 
the  tendency  to  recurrence  and  autoinfection  of  new  parts 
is  strongly  manifest,  the  rays  then  offer,  perhaps,  one  of  the 
most  satisfactory  means  of  combating  the  condition.  In 
some  extreme  cases  in  which  the  lesions  have  progressed, 
the  ray  is  at  least  a  painless  and  satisfactory  method  of 
treatment. 

I  have  employed  it  as  an  aid  in  both  the  disseminated 
form  and  single  large  growth  with  apparent  benefit,  since 
both  patients  made  prompt  recovery.  I  saw  the  lady,  who 
had  presented  the  small  growth  over  almost  the  entire  body, 
four  months  afterward  and  there  had  been  no  return. 

Naevus.  NiEVUS  Flammeus.  In  port-wine  mark  the  ray 
has  been  reported  by  some  to  have  given  better  results 
than  other  methods  of  treatment. 

The  known  effect  upon  rather  deeply  situated  bloodvessels 
leads  to  the  belief  that  naevi  could  be  influenced  for  good. 
In  a  case  in  point,  Jutassy  carried  the  treatment  to  the 
point  of  blister  production,  the  results  proving  the  method 
efficacious  and  lasting.  I  have  had  decided  improvement 
in  one  case.  The  ray  was  given  for  the  removal  of  super- 
fluous hair,  and  the  naevus  being  upon  the  cheek  came  in 
for  a  share  of  the  effects.  Subsequently  individual  dilated 
vessels  and  separate  red  points  were  attacked  with  the 
electrolytic  needle  and  the  actinic-ray  lamp  was  also  used, 
each  further  decreasing  the  disfigurement. 

N.EVUS  PiGMENTOSUS  ET  PiLOSus.  Possibly  in  the  whole 
realm  of  dermatology  prophylaxis  finds  no  more  definite 
and  satisfactory  field  than  in  the  prevention  of  both  car- 
cinoma and  sarcoma  by  the  early  and  proper  removal  of 

^  Annales  de  Dermat.  et  de  Syph.,  Februan-,  1904. 


melanotu:  growths  or  oiinraeitEd  ncies.  Zz  is  -esCLbiished 
beycxKl  all  quesdon  rnnr  ^laliiniiizirr  foilcw^  certain  fonns 
of  irritatioa  of  cetain  of  rtese  ir-uLis.  -^gr-'nyij  iz  certain 
periods  of  life.  While  x  is  Jicrt  zarzcriirij  jiz^  in  'ire  that 
these  changes  occur.  iXcaaccaHy  "iey  ziaj  take  place  ':juite 
eariy.  Many  of  these  ttzncrs  firrrerlj  rcnsiiiered  sarccma 
have  been  shown  in  recent  j^^ar^  zcj  ze  :arcini:n:a.  While 
many  of  these  naevi  iian  crccahiy  "e  test  removed  by 
elecmjlysis,  the  larrcr  ones  izti  escenaZy  ±t:se  containing 
much  hair  can  fce  descrryeti  xirh  ±e  raj. 

One  of  the  fir=t  successril  itremrts  i:  radifjtherapy  was 
carried  out  on  an  extensive  hairy  rr.'Ue-  Sr-aH  pigmented 
and  hair-bearing  na^v:  ire  zv/cslzW  "lest  and  quickest 
destroyed  by  electrolysis,  but  me  iarzer  ones  can  be  most 
successfully  rayed. 

XJB^xs  Vasculostts.  Dxk-^.n  repons  a  vaicdar  naevus 
gradually  disappearing  under  me  rav^. 

Taylor  reports  a  natv^s  of  the  hreast  nve  and  a  half  inches 
m  diameter  whJch  showed  notahle  im.provement.  A  high 
tube  was  used  at  six  to  eight  inches  daily,  men  every  second 
day.    .\  personal  case  stili  attending  i^  impro\-ing. 

Paget' s  Disease.  In  thii  precancerous  malignant  derma- 
titis about  the  nipple  one  .vouli  expe^::  that  the  ray  would 
prove  most  effective.  Ir.  or.-  case  still  ir.  the  eczematoid 
stage  Stelwagon  found.  hc'':'.ever.  that  r.-.*  enect  was  pro- 
duced. 

Pusey  reports  a  succe-.-ful  case  treated  m  1901-1002. 

In  Paget's  disease  of  the  nipple  occurring  in  a  negro 
woman  who  refused  otx: ration.  Dr.  E.  R.  Meek'  succeed od 
after  four  weeks*  rayincr  in  entirely  eradicating  the  diseaseii 
area.  Two  weeks  later  n:icroscopic  examination  showtxl 
the  skin  and  subcutaneous  tis-ues  to  Ix-  nomial. 

In  a  woman  presented  at  the  Xew  York  Dermatolodcal 
Society,  April  26,  1904.  by  Dr.  Fordyce.  a  lesion  of  the 
buttock  which  presented  all  the  clinical  and  microscopic 
appearances  of  Pajxet's  disease  had  been  quickly  cural. 

Paronychia.  The  ray  has  such  a  well-known  predilection, 
as  it  were,  for  atTectin.^  the  nail  l^ed  and  surroundinix  parts, 

^   Boston  Medical  and  Surgi<  al  Journal.  June  iS.  i.jo^^ 
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as  well  as  the  nail  itself,  that  one  could  almost  argue  in 
advance  that  certain  nail  affections  would  be  benefited. 

Specific  and  mycotic,  favic,  and  trichophytic  affections 
have  been  subjected  to  the  treatment,  but  hitherto  with  but 
little  success.  We  have  recorded  elsewhere  a  slight  effect 
observed  in  favus  of  the  nails.  I  have  shown  paronychia 
in  a  subject  of  secondary  lues  whose  finger-tips  were  seem- 
ingly greatly  improved  by  raying  after  they  had  grown 
steadily  worse  under  local  and  general  use  of  mercurials. 
The  toes  not  rayed  continued  unimproved  coincidently  with 
improvement  in  the  fingers. 

Pityriasis  Rosea.  In  three  instances  I  have  witnessed 
apparently  more  rapid  disappearance  of  widely  disseminated 
lesions  than  is  usually  observed  under  our  ordinary  methods 
of  treatment. 

This  disease,  as  is  well  known,  often  disappears  within 
a  few  weeks,  so  that  the  relative  advantage  of  the  ray  must 
be  carefully  considered. 

Prurigo.  W.  Scholtz*  speaks  of  prurigo  as  one  of  the  con- 
ditions which  has  been  improved  by  the  action  of  the  rays. 

In  a  case  showing  no  improvement  there  was  rapid 
recovery  under  ordinary  methods,  such  as  the  production 
of  sweating,  etc. 

Pruritus.  In  view  of  its  well-known  action  on  pain,  the 
ray  has  been  used  in  obstinate  skin  diseases  with  intense 
itching  as  a  marked  symptom.  Fair  success  has  accom- 
panied this  form  of  treatment  in  the  majority  of  my  own 
cases.  In  one  there  was  no  benefit,  the  patient  even  com- 
plaining that  the  exposure  aggravated  the  condition.  In 
the  pruritus  of  cancer,  especially  of  the  liver  and  gall-bladder 
attended  with  slight  jaundice,  little  benefit  has  come  from 
the  method.     In  that  of  lichen  and  mycosis  this  is  marked. 

In  one  of  Zeisler's  cases  pruritus  genitalis  was  much 
benefited  after  three  mild  exposures. 

In  the  treatment  of  eczema  it  is  noticeable  that  the  itching 
usually  disappears  promptly  on  the  application  of  the  rays. 

Pruritus  Ani.  In  itching  about  the  anal  orifice  and 
buttocks,  the  ray  often  acts  in  a  very  prompt  manner,  often 

*  Archiv  f.  Dermatologie  u.  Syphilis,  pp.  87,  241,  421,  January,  February  and 
March,  1902. 
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after  other  treatment  has  fafled  to  give  relief.  Naturally 
when  the  condition  depends  on  systemic  disorder,  internal 
or  appropriate  measures  must  be  employed. 

In  several  cases  we  have  had  alleviation. 

Dr.  Pennington*  reports  eleven  cases  of  pruritis  ani  which 
improved  imder  ray  treatment  after  ha\dng  been  ineffect- 
ually treated  by  a  great  variety  of  other  methods.  The 
patients  received  no  internal  or  other  local  medication. 

Pruritus  VuLViE.  Scholtz  finds  ray  treatment  verj- 
satisfactory. 

Sjogren  and  Sederholm  report  several  patients  treated 
with  remarkable  success. 

We  have  succeeded  in  a  measure  even  when  diabetes  was 
the  cause.  As  a  rule,  the  strength  of  ray  should  not  be 
great  for  the  localized  form  and  often  even  for  generalized 
pruritic  dermatoses. 

Psoriasis.  In  generalized  inveterate  outbreaks  the  ray 
will  prove  of  marked  benefit,  when  many  other  remedies 
have  failed.  In  the  case  illustrated  in  Fig.  67  the  condition 
had  persisted  for  many  years  in  spite  of  all  of  the  accepted 
remedies  applied  with  the  utmost  persistence.  After  the 
patient  had  a  limited  number  of  exposures  the  area  to  which 
the  ray  had  been  confined  was  completely  cleared,  and  the 
entire  outbreak  has  been  subsequently  caused  to  disappear. 

In  one  case  the  treatment  was  confined  to  a  single 
hand  for  the  purpose  of  making  comparative  observations. 
The  result  was  that  the  hand  treated  with  radiation  is  cured, 
while  the  other  which  received  only  medicinal  treatment  has 
not  improved.     (Inveterate  case  referred  by  Dr.  Fox.) 

In  these  cases  it  is  important  that  the  ray  be  confined  to 
only  a  small  area  at  a  time  and  that  careful  attention  be 
given  to  possible  burn.  The  importance  of  this  is  empha- 
sized by  the  fact  that  these  patients  have  to  be  ex])osed  for 
long  periods  to  the  ray,  and  it  is  almost  impossible  to  avoid 
some  dermatitis.  We  do  not  regard  this  as  in  itself  serious, 
and  in  the  cases  that  have  exhibited  this  phenomenon,  as 
in  the  second  case,  the  benefit  has  been  more  marked  and 
rapid.    The  point  to  bear  in  mind,  though,  is  that  if  these 

*  New  York  Mt'dical  Journal,  February  20,  1^04. 


Zeisler  holds  that  the  results  in  psoriasis  arc  not  to  be 
considered  permanent;  a  patch  may  be  cleared  in  three 
applications,  but  in  four  weeks'  time  it  will  have  returned. 

The  first  symptom  of  improvement  is  the  lessening  of  the 
redness  ami  the  appearance  of  brownish  pigmentation 
mainly  along  the  margin  of  the  plaques.    The  scales  become 


but  this  yields  readily  to  renewed  raying.    Scholtz  suggesf 

prophylactic  raying  in  subjects  showing  marked  tendency 

to  relapse,  to  make  sure  the  last  vestige  of  disease  is  de- 


SKIN  DISEASES  271 

stroyed.  On  the  scalp  the  ray's  effects  are  confined  to 
the  aflfected  areas  by  proper  shielding.  Upon  the  general 
surface  the  larger  the  area  operated  upon  the  better,  pro- 
viding the  patient  is  not  placed  at  too  great  a  distance  from 
the  tube. 

Besides  the  i6  cases  which  I  have  observed  myself, 
in  which  there  was  always  benefit  and  at  times  complete 
removal  of  lesions;  one  with  very  extensive  and  persistent 
plaques  having  cleared  up  nicely,  favorable  reports  have 
been  given  by  Williams,  Hahn,  Startin,  while  Hyde,  Mont- 
gomery, and  Ormsby  report  32  cases  treated  with  satisfactory 
results.*  In  moderately  thickened  patches  the  scales  very 
often  disappear  after  two  or  three  sittings. 

Ferris'  reports  an  interesting  case,  of  which  Fig.  69  is  an 
illustration,  in  which  lesions  on  the  chest  disappeared  after 
rays  were  applied  to  the  back. 

The  acute  cases,  according  to  Williams,  where  the  color 
is  bright,  are  more  quickly  benefited  than  those  covered 
with  scales.  He  finds  relapse  frequent.  F.  H.  Montgomery 
thinks  they  are  postponed  longer  than  after  other  methods. 

There  is  often  associated  with  psoriasis  a  painful  chronic 
arthropathy  which  Brocq,  Adrian,  and  others  have  studied. 
The  skin  lesions  are  usually  universal,  and  at  times  there 
is  found  a  reflex  trophoneurosis  as  a  possible  cause.  The 
arthralgia  can  often  be  relieved  by  A;-ray  which  at  the  same 
time  removes  the  skin-efflorescences,  but  when  great  de- 
formity and  destruction  of  joints  occur  little  hope  can  be 
held  out.  Bowen  reports  from  the  Massachusetts  General 
Hospital  six  cures  out  of  eight  trials. 

To  illustrate  about  what  results  we  may  expect,  I  cannot 
do  better  than  quote  from  a  letter  just  received  from  Dr. 
Bowen:  '*  You  may  remember  the  case  of  a  Mr.  K.,  whom 
you  kindly  sent  to  me  last  summer — a  very  chronic  psoriasis, 
especially  of  the  hands.  You  had  nearly  cured  him  when 
he  left  and  we  finished  it  up  in  a  few  treatments,  so  that 
he  was  perfectly  cleared.    He  then  went  home  to  Scotland 

*  Journal  of  the  American  Medical  Association,  January  3,  1903. 
^  .\nierican  Eleclrothcrapeutic  and  X-ray  Era,  May,  igo^,  to  which  journal  we 
are  indebted  for  loan  of  illustrations. 
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for  the  summer,  and  toward  the  end  of  that  time  his  hands 
were  as  bad  as  ever.  We  have  now  succeeded  in  getting 
them  well  again  after,  I  think,  fifteen  exposures.  This 
seems  very  satisfactory,  as  apparently  nothing  else  would 
touch  the  case,  and  we  cannot  expect,  I  suppose,  that  this 
new  treatment  should  prevent  recurrences." 

Technique,  The  tube  is  placed  at  a  distance  of  40  to 
50  cm. ;  in  case  the  apparatus  is  not  powerful  a  closer  expo- 
sure is  necessary.  Exposures  of  three  to  five  minutes  may 
be  given  at  20  cm.  on  alternate  days.  As  a  rule,  improve- 
ment is  very  soon  manifest  without  any  dermatitis;  however, 
here  as  in  other  cases  a  small  amount  of  redness  may  hasten 
the  disappearance  of  the  patches.  A  decided  bum  dermatitis 
in  the  case  of  the  hand  already  mentioned  was  followed  by 
a  very  marked  and  rapid  improvement.  Recurrences  are 
overcome  more  readily  than  the  original  outbreak.  Scholtz^ 
claims  that  at  a  distance  of  40  cm.,  with  exposures  of  about 
ten  minutes,  five  or  six  sittings  generally  are  sufficient  to 
effect  removal  of  the  lesions.  In  small  lesions  he  makes  the 
exposure  at  10  to  15  cm.,  and  exercises  great  care  that  the 
rays  always  strike  the  surface  at  a  right  angle. 

As  a  rule,  one  area  must  be  treated  after  another  by 
dividing  up  the  body  into  definite  regions  and  giving  daily 
exposures  so  that  the  whole  surface  becomes  gradually 
exposed  and  the  patient  is  kept  under  constant  observation. 

Psorospermosis.  In  Darier's  disease  there  have  been 
few  observations.  In  a  case  treated  at  the  New  York 
Skin  and  Cancer  Hospital  the  foot-soles  were  so  involved 
in  a  woman  that  walking  was  well-nigh  impossible.  After 
fourteen  exposures  there  was  so  great  improvement  that 
the  patient  remained  away  for  some  time,  but  subsequently 
returned  for  further  treatment. 

Rosacea.  Here  the  results  are  highly  satisfactory,  as  a 
rule.  Electrolysis,  knife  puncture,  and  scaling  applications 
can  be  coincidently  carried  out,  shortening  the  period  of 
treatment. 

Scleroderma.  Varney  reports  a  case  of  scleroderma  in 
a  young  man  in  whom  marked  improvement  occurred.    If 

^  Loc.  cit. 
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large  areas  were  irradiated  so  great  malaise  was  produced, 
the  patient  would  be  confined  to  bed. 

Scrofuloderma.  This  being  usually  in  reality  a  tuber- 
culous aflFection,  one  would  look  for  no  less  a  result  than  in 
lupus  or  tuberculosis  vera  cutis.  In  several  instances  I  have 
observed  enlarged  and  suppurating  nodes  to  diminish  under 
the  ray. 

In  a  boy  with  lupus  and  scrofulous  swellings,  who  was 
referred  by  my  associate,  Dr.  Mayer,  to  the  electric  and 
rc-ray  department  of  the  Post-graduate  Hospital,  a  cure  was 
eflFected. 

The  same  result  was  obtained  in  a  little  girl  I  treated, 
who  presented  the  same  combination  of  lupus  and  enlarged 
glands. 

At  the  Massachusetts  General  Hospital,  according  to 
Bowen's  report,  3  out  of  6  cases  were  cured. 

Zeisler  reports  tuberculous  ulcerations  healed  after  five 
weeks. 

Bagge^  saw  a  very  extensive  tuberculous  ulceration  of  the 
chest  and  infra-axillary  region  heal  over  after  it  had  existed 
as  an  open  sore  for  seventeen  years. 

Seborrhoea  Oleosa.  This  condition,  as  it  affects  the  face, 
nose,  etc.,  has  been  treated  with  benefit  by  a  number  of  der- 
matologists. The  secretion  becomes  less  and  the  functional 
activity  of  the  sebaceous  glands  diminishes,  while  there  is  a 
question  of  their  shrinking  or  becoming  atrophic,  just  as  is 
noted  in  the  case  of  comedones,  acne,  etc. 

Hypertrophic  sebaceous  glands,  patulousness  of  their 
ducts,  and  hypersecretion  are  all  influenced  for  good. 

Sycosis.  The  treatment  of  this  condition  by  means  of 
the  rays  was  first  suggested  by  Schiff  and  Freund,  and  since 
then  numerous  foreign  observers,  including  Albers,  Spiegler, 
Scholtz,  and  Gastou,  have  confirmed  their  results,  reporting 
cures  in  very  obstinate  cases.  In  my  own  experience 
extending  to  23  cases,  almost  all  of  long  standing,  the  results 
have  been  for  the  most  part  prompt  and  excellent,  and  in  a 
few  almost  astonishing.  In  this  country  there  have  been 
many  cases  reported  cured,  and  the  method  has  earned  an 

*  Fortschrit.   a.  d.  Geb.  d.  Roentgenstrahlen,  1899,  vol.  iii. 
18 
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important  place  in  the  regular  therapeutics  of  this  disease, 
being  superior  to  mechanical  epilation  and  the  use  of 
mercurial,  carbolic,  and  other  applications.  Among  those 
whose  success  has  been  marked  are  Gilchrist,  Hyde,  Vamey, 
Pusey,  and  others. 

The  time  of  the  treatment  depends  upon  the  case,  but 
may  be  roughly  stated  at  from  two  weeks  to  two  months 
in  the  average  severe  case.  Other  methods  may  be  used 
in  conjunction  with  the  ray  which  has  a  particular  value 
in  obstinate  and  long-standing  cases,  especially  of  the 
coccogenic  form  with  follicular  abscesses  and  those  in 
which  deep-seated  indurated  masses  exist. 

Sycosis  in  common  with  folliculitis  barbae,  ringworm,  favus, 
and  other  diseases  involving  the  hair  follicle  is  benefited 
proportionately  to  our  ability  to  cause  prompt  falling  of 
the  hair. 

There  seems,  however,  to  be  an  influence  exerted,  aside 
from  the  epilation  and  any  bactericidal  effect  which  the  ray 
may  have.  The  latter  is  considered  by  most  observers  to 
be  slight. 

In  many  instances  before  the  hairs  loosen,  pustules, 
papules,  indurated  nodules,  and  deeply  infiltrated  masses 
flatten  and  soften,  while  follicular  abscesses  disappear. 
Both  the  coccogenic  and  the  non-parasitic  forms  are  acted 
upon  rather  promptly,  and,  though  at  times  after  a  re- 
growth  of  hair  scattered  new  lesions  may  appear,  the 
recurrence  gives  way  to  a  very  few  rayings. 

Scholtz  found  that  only  in  mild  cases  were  permanent 
results  obtained,  unless  repeated  rayings  were  carried  out 
after  seeming  cure,  and  relapses  thus  prevented.  Such  a 
course  surely  seems  most  rational  and  advisable. 

That  we  must  not  mistake  some  intercurrent  affection  for 
a  return  of  the  original  process  is  well  illustrated  in  Plate 
XXIV.  This  patient  having  been  smoothly  epilated  upon 
one  side  and  over  the  chin  and  neck,  with  disappearance 
of  an  obstinate  sycosis,  returned  before  the  hair  had  begun 
to  grow,  stating  that  the  disease  was  coming  back. 

The  rings  shown  in  Fig.  i,  Plate  XXIV.,  constituted  in 
reality  what  appeared  to  be  the  ringed  form  of  impetigo 
contagiosa,  one  ring  extending  well  over  the  vermilion  border 
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of  the  lip.  These  lesions  were  entirely  removed  by  three 
applications  of  the  ray,  and  in  Fig.  2,  Plate  XXIV.j  is  shown 
the  condition  ten  days  later. 

Among  my  successful  cases  was  one  presenting  upon  the 
right  cheek  a  patch  of  lupoid  sycosis  of  many  years'  standing. 
The  centre  of  the  jjatch  was  occupied  by  a  cicatrix  due  to 
the  suppurative  inflammation  and  previous  severe  treatment* 

Fig.  70. 


Sycosis  of  beard  and  regiQn  of  temple. 

In  Spite  of  the  latter  the  disease  had  persisted  and  spread, 
there  being  scattered  patches  of  folliculitis  not  alone  in  the 
bearded  region,  but  in  the  brows  and  hair  margin  as  well. 
The  man  had  been  treated  by  me  several  times  during  the 
past  five  years,  but  there  was  always  a  renewed  outbreak. 
In  September,  1902,  I  gave  three  exposures,  but  did  not  see 
him  again  until  February,  1903*    His  attendance  was  very 
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irregular,  treatment  being  carried  out  on  March  7th,  May 
29th,  and  June  20th.     This  last  coil-exposure  was  of  eight 


Fig,  71. 

■ 

m 

-/ 

1 

T 

'11 

^ 

f 

■ 

^^* 

^ 

Sv^^lsi^  of  |»uhii:  region 

minutes,  at  six  inches,  quahty  of  ray  8,  of  nidiometer  2J 
amperes,  5-inch  spark.  This  was  followed  in  two  days  by 
a  dernnatitis  lasting  for  two  weeks.    All  the  lesions  wnthin 
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the  area  of  dermatitis  had  wholly  disappeared  on  subsidence 
of  the  redness  and  the  cicatrix  had  likewise  vanished.  The 
other  lesions  gradually  disappeared. 

A  somewhat  similar  case  is  shown  in  Fig,  70,  which  was 
rapidly  cured. 

Plate  XX\\,  Fig.  .2,  illustrates  a  very  favorable  result  in 
an  obstinate  and  deep-seated  sycosis  of  eight  months'  stand- 
ing, which  had  received  very  persistent  treatment  in  various 
capitals  of  Europe,  including  Antwerp  and  Brussels.  On 
arriving  at  New  York  the  condition  w^as  more  aggravated 
than  ever,  according  to  the  jjatient's  statement.  Ray  treat- 
ment was  begun  on  September  15,  IQ03,  and  continued  for 
one  month*  The  figure  is  from  a  photograph  taken  about 
two  weeks  after  the  beginning  of  treatment. 

Fro.  73. 


Obstinate  svcosb. 


The  hair  of  the  l>eard  is  now  growing  again,  and  the 
pigmentation  caused  upon  the  face  has  wholly  subsided. 
Where  previously  there  were  deep-seated  nodules  beneath 
the  skin,  the  tissues  are  now  perfectly  soft  and  free  from 
evidence  of  inflammation. 

In  Figs.  71  and  72  are  show^n,  in  the  same  patient, 
a  very  long-lasting  sycosis  of  the  face,  neck,  and  pubic 
region  which  rapidly  improved  under  ray  treatment,  applied 
vigorously  to  the  various  regions. 

Another  case  of  chronic,  persistent  sycosis  referred  to  us 
by  Drs*  Kudlich  and  Arlitz,  of  Hoboken,  is  shown  in  Fig.  73* 
There  was  rapid  improvement  and  he  was  almost  well 
when  he  ceased  treatment. 
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In  Plate  XXVI.,  Fig.  i,  is  shown  a  persistent  sycosis  which 
disappeared  after  a  dermatitis  was  produced.  The  after- 
picture  (Fig.  2)  was  taken  about  six  weeks  later. 

Technique.  Exposures  should  be  short  and  frequent, 
even  daily,  until  reaction  in  the  lesions  or  a  general  skin 
reaction  is  produced,  with  fall  of  hair;  or  ten-minute  expo- 
sures given  at  longer  intervals  until  the  total  dose  of  absorbed 
ray  accomplishes  the  work  required. 

The  length  of  exposure  and  dose  of  ray  is  regulated  also 
by  the  depth  of  involvement  of  tissues,  duration,  etc. 

As  a  rule,  a  decided  reaction  is  required  in  true  sycosis 
to  destroy  or  remove  the  tricophyton  ectothrix  or  to  render 
the  soil  unfavorable  for  the  further  growth  of  hyphomycetes. 
In  sycosis  due  to  infection  with  common  pyogenic  organisms 
less  vigorous  raying  may  suffice,  though  here  the  hair  should 
as  a  rule  be  made  to  fall.  I  have  usually  employed  a  rather 
high  tube,  and  the  most  effective  sittings  have  been  between 
five  and  ten  minutes. 

Gastou,  Vieira,  and  Nicolau  caused  epilation  with  eleven 
ten-minute  sittings,  and  complete  cure  after  the  thirteenth 
daily  dose  of  25  to  30  volts,  5  to  6  ampferes,  15  cm.  distance, 
No.  6  of  the  radiochromometer  scale.  After  fifty-three  days 
the  hair  had  grown  again. 

Freund  finds  that  with  a  hard  tube  four  to  six,  eight-  to 
ten-minute  sittings  at  15  cm.  suffice. 

In  17  cases,  5  were  completely  cured  in  one  course;  5 
others  had  one  recurrence,  3  cases  two,  and  i  case  three. 
At  times  after  mild  exposures  the  lesions  appeared  aggra- 
vated, requiring  cessation  of  ray  and  soothing  applications 
until  the  inflammation  subsided. 

In  trichophytosis  ectothrix  of  the  beard  and  neck,  in  a 
patient  of  Gastou  and  Nicolau,  the  hairs  began  to  fall  after 
the  second  sitting,  and  after  the  fifth  the  face  was  well. 

In  another  case  after  eight  exposures  the  patient  showed 
no  recurrence  six  weeks  later. 

Trichophytosis  Capitis.  In  ringworm  of  the  scalp,  the 
reports  of  different  radiotherapists  vary  greatly  in  the 
matter  of  results.  It  may  be  stated,  however,  as  generally 
accepted  at  the  present  time,  that  the  ray  is  a  valuable  agent 
in  the  cure  of  this  condition,  that  there  is  improvement  in 
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most  of  the  cases,  and  when  adjuvant  treatment  is  coind- 
dently  given  the  results  are  excellent. 

The  experiments  of  Scholtz  indicate  that  the  rays  do  not 
destroy  the  fungus,  which  is  liable  to  reappear  with  the 
return  of  the  hair. 

The  interesting  obsen-ation  has  been  made  by  Holzknecht 
that  after  producing  shedding  of  the  skin  in  ringworm,  the 
fungus  was  still  to  be  discovered  in  the  exfoliated  shreds, 
from  which  it  could  be  cultivated,  indicating  that  the  bene- 
ficial action  had  been  other  than  bactericidal. 

The  defluvium  capillorum  is  to  be  explained  as  the  result 
of  inflammation  of  the  matrix  cells. 

Freund,  who  deserves  the  credit  of  suggesting  the  ray  in 
ringworm,  has  had  good  results,  as  have  also  a  number  of 
others,  including  his  associate  Schiff,  Sokolow,  Kienbock, 
Torok,  Grouven  and  Lion,  Oudin,  Barthdemy,  and  more 
recently  Sabouraud,  whose  experience  extends  to  over  one 
hundred  cases.  The  technique,  as  well  as  the  modus 
operandi  and  indications,  are  in  the  main  the  same  as 
given  under  favus. 

Sabouraud*  propounds  the  following  therapeutic  formula: 
To  cure  a  plaque  of  tinea  tonsurans,  it  must  be  exposed 
at  a  distance  of  15  cm.  from  the  centre  of  the  tube  (Villard), 
having  a  constant  resistance  corresponding  to  a  half-centi- 
metre spark  of  the  Spintermctre  (Bccl^rc)  and  to  the  fourth 
division  of  the  radiochromometrc  (Benoist)  until  the  electric 
source  has  furnished  a  sum  total  of  .v-rays  corresponding 
to  4J  or  5  units  H  of  the  Holzknecht  scale. 

This  will  produce  epilation  without  accident.  The 
parasitic  rays — i.  e.,  all  those  which  are  not  direct — are 
shut  off  by  a  suitable  screen  arrangement. 

A  slight  erythema  appears  about  the  seventh  day  and 
disappears  four  days  later.  Beginning  with  the  fifteenth 
day  the  hairs  fall  spontaneously,  and  epilation  is  complete 
in  a  few  days. 

The  rays  do  not  kill  the  parasites.  Hence,  continued 
antiseptic  treatment  is  necessary.  This  the  author  accom- 
plished  by  means  of  tincture  of  iodine  diluted  with  five 

*  Revue  pratique  des  mal.  cut.,  syph.  et  vener.,  February  i,  1904 
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times  its  volume  of  alcohol.  Seven  weeks  later  the  hair 
begins  to  grow. 

He  finds  that  the  time  of  treatment  has  been  reduced 
by  the  ray  from  an  average  of  eighteen  months  to  three 
months,  and  has  recently  expressed  his  opinion  privately 
that  this  new  method  will  go  far  toward  ridding  Paris  of 
this  great  scourge. 

Zechmeister  reports  a  case  which  was  radically  cured  in 
twenty-one  sittings  at  a  distance  of  25  to  15  cm.,  with  an 
exposure  of  five  to  fifteen  minutes. 

Gastou  produced  total  alopecia  in  nine  sittings.  In  three 
weeks  the  hair  began  growing  and  in  two  months  growth 
was  complete.  Bacteriological  examination  three  and  a  half 
months  later  was  negative.  He  employs  20  to  30  volts, 
3  to  6  ampferes,  15  cm.  ten  minutes. 

In  another  cure  no  parasites  could  be  found  three  months 
later.  In  a  case  showing  microsporon  and  staphylococcus 
the  hair  began  to  fall  after  seven  sittings  and  was  complete 
after  ten,  the  skin  appearing  smooth,  thin,  stretched,  and  as 
though  slightly  atrophic,  although  there  had  been  no  inflam- 
mation. Tactile  sensibility  test  showed  slight  hypaesthesia 
to  pain. 

In  eczema  marginatum  or  trichophytosis  cruris,  as  well 
as  in  pustular  folliculitis  of  the  pubic  region,  as  showTi  in 
Fig.  72,  the  ray  may  render  excellent  service.  In  one  case 
after  the  eighth  sitting,  under  the  same  technical  conditions 
of  administration  as  given  for  ringworm,  there  was  slight 
dermatitis  and  fall  of  hair. 

Other  measures  may  be  advantageously  added.  Here,  as 
in  sycosis  and  other  parasitic  diseases,  Russell  finds  benefit 
and  acceleration  of  the  rays'  action  by  the  simultaneous 
use  of  oxygen  applied  as  a  spray  from  a  cylinder  or  by  the 
static  breeze.  If  a  pustular  eruption  of  superficial  nature 
supervene  after  depilation  a  sulphur  ointment  or  lotion  will 
usually  effect  its  prompt  removal. 

Tuberculosis  Cutis.  Various  forms  of  skin  tuberculosis 
aside  from  lupus  have  been  improved  and  cured  by  the 
method.  We  have  already  mentioned  the  subject  under 
Scrofuloderma.  I  have  advised  the  ray  in  tuberculous  ulcer- 
ation about  the  anus  in  association  with  fistula  in  subjects 
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of  pulmonary  or  other  systemic  tuberculosis.  Even  the 
fistulous  tract  might  be  beneficially  influenced. 

Tuberculosis  Verrucosa  Cutis.  Dr.  R.  R.  Campbell 
reports  a  cure  in  this  condition.  He  could  secure  no  result 
imtil  a  bum  was  produced,  after  which  the  lesion  disappeared 
promptly.  At  the  Massachusetts  Hospital  a  verrucous  tuber- 
culosis of  the  buttock  was  reported  cured. 

XTlcers.  Chronic  ulcers  which  have  resisted  all  other 
forms  of  treatment  have  repeatedly  been  cured  with  the 
aid  of  the  rays  without  much  difl5culty. 

Sjogren  and  Sederholm  report  four  cases  of  ulcerations  in 
which  seventeen  to  thirty-five  sittings  of  ten  minutes'  dura- 
tion were  suflScient  to  bring  about  a  cure. 

Colleville  treated  varicose  ulcers  with  good  result. 

Taylor^  succeeded  in  causing  an  ulcer  to  heal  while  at 
the  same  time  scar  tissue  which  threatened  to  produce 
deformity  at  the  elbow-joint  became  soft  and  flexible. 
Knowing  as  we  do  the  superior  quality  of  the  scar  tissue 
following  the  ray  treatment,  this  method  should  receive  a 
trial  in  all  such  ulcerations  as  are  known  to  produce  con- 
tracting, disfiguring,  and  maiming  cicatrices. 

Verrucae.  Perthes^  reports  i8  cases  of  warts  of  the  hand 
in  which  he  used  the  ray,  in  1 6  of  which  they  completely 
disappeared. 

Scholtz  claims  that  on  the  head  a  few  exposures  to  the 
rays  even  before  it  will  affect  the  hair  follicles,  will  remove 
warts,  leaving  a  perfectly  smooth  surface. 

Sjogren  and  Sederholm  report  a  similar  experience.  Dry, 
homy  warts  on  the  hands  are  very  little  affected  by  the  rays, 
despite  fairly  energetic  treatment.  We  have  applied  the 
ray  in  several  instances  of  flat  senile  warts  on  the  backs  of 
the  hands  with  little  benefit.  In  multiple  warts  of  the  face 
it  has  at  times  shown  beneficial  results,  and  is  employed 
in  a  routine  way  as  a  prophylactic  or  after-treatment  subse- 
quent to  curettage.  Under  these  circumstances  recurrence 
seems  to  be  infrequent.  In  hard  and  soft  warts  Vamey 
reports  uniformly  good  results. 

^  British  Medical  Journal,  September  28,  1901. 
^  Klinisch.  therap.  Wochenschrift,  June  14,  1903. 
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In  a  patient  sent  me  by  Dr.  John  Walker  there  were 
about  forty  warts  upon  one  hand,  some  being  confluent  and 
forming  a  painful  tumor  which  prevented  work.  The  large, 
original  mother-wart  was  deeply  ulcerated  at  the  base. 
Under  vigorous  raying,  assisted  by  some  scooping  out  of 
the  growths,  especially  after  the  ray  had  blighted  them  as 
it  were,  a  rather  prompt  cure  resulted. 

Xeroderma  Pigmentosum.  This  disease  is  striking  in  its 
resemblance  to  the  plain  variety  of  multiple  epitheliomata. 
In  fact,  it  is  supposed  by  many  that  the  condition  is 
identical  with  this  or  with  the  medullary  form  of  carci- 
noma, with  firm  stroma  and  compressed  cell-mass.  The 
firm  fibrous  stroma  offers  great  resistance  to  the  action 
of  the  rays,  and  frequently  it  does  not  yield  at  all,  so  that 
in  treating  this  condition  it  is  generally  better  practice  to 
transform  the  lesion  into  an  open  ulcer  by  means  of  curettage, 
or,  better,  caustic  paste,  and  when  the  surface  is  quite  open 
to  apply  the  rays  until  the  particular  lesion  is  entirely  cured. 
This  method  of  treatment,  however,  does  not  seem  to 
prevent  the  recurrence  of  the  lesion  in  the  margin  of  the  old 
scars,  nor  the  development  of  entirely  new  lesions  in  other 
localities. 

The  development  of  new  lesions  is  of  not  infrequent 
occurrence;  still  at  the  same  time  it  can  scarcely  be  said 
that  the  treatment  has  any  action  in  causing  this  effect. 
I  have,  however,  observed  rapid  and  extensive  tumor  for- 
mation in  a  case  under  ray  treatment,  but  I  do  not  know 
what  technique  was  being  employed.  It  seems  to  be  the 
best  practice  to  apply  the  rays  at  a  rather  long  distance 
over  a  long  period  after  all  lesions  have  apparently  dis- 
appeared, and  thus,  as  far  as  possible,  prevent  recurrence. 

Xeroderma  pigmentosum  is  frequently  associated  with 
multiple  cancer  of  the  skin,  and  what  is  not  so  common,  but 
still  a  recognized,  concomitant,  epitheliomatous  degeneration 
of  the  globe  and  tissues  of  the  orbital  cavity.  The  signs  of 
xeroderma  in  the  case  here  reported,  which  was  the  first  in 
literature  to  receive  ray  treatment,  have  existed  several 
years.  There  is  one  brother  of  eight  years  who  has  had 
lentiginous  discolorations  upon  the  face  since  birth.  Two 
sisters  are  free  from  signs.    The  left  eye  has  been  affected  for 
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three  years,  and  the  right  for  one  year.  Examination  of  the 
tissues  by  Dr.  Lustgarten  showed  the  growths  to  be  epitheli- 
omatous.  The  patient  was  referred  to  me  by  Dr.  Briganti, 
and  the  treatment  was  begun  on  May  i8,  1902.  Exposures 
ranging  from  five  to  eight  minutes  were  continued  with  few 
interruptions  imtil  March,  1903.  The  lesions  had  then 
practically  all  disappeared  from  the  face  (Fig.  75),  and  the 
lesion  in  the  right  eye  no  longer  gave  any  trouble  and  was 
perceptible  only  as  a  minute  point  of  thickening  at  the 
corneal  margin  when  viewed  with  a  magnifying  glass.  The 
left  globe  was  enucleated  during  the  summer  of  1902,  the 
rays  being  resumed  as  soon  as  the  stump  healed.  The 
growths  resembled  flat  epitheliomata  of  the  skin,  and  were 
for  the  most  part  superficially  situated. 

The  subject  was  a  boy,  aged  fifteen  years,  in  whom  the 
lesions  had  begun  in  early  childhood.  For  three  years  there 
had  been  a  lesion  of  the  left  globe,  and  for  two  years  there 
had  been  no  vision  in  this  eye.  Perception  of  a:-ray  light- 
effect  was  possible,  but  there  was  no  perception  of  daylight. 

After  six  weeks'  treatment  the  malignant  growth  involving 
the  globe  had  been  decreased  one- third. 

The  following  report  upon  the  condition  of  the  eye  was 
kindly  furnished  me  in  February,  1903,  by  Dr.  P.  Briganti: 

**  I  first  examined  the  boy  on  December  26, 1901.  His  eye 
and  skin  had  been  treated  in  an  institution  in  Brooklyn, 
and  I  could  not  make  a  proper  diagnosis  then,  as  the  ana- 
tomical appearance  of  the  lesions  was  greatly  changed. 

*'  The  left  eye  presented  lagophthalmus  from  cicatricial  con- 
traction of  the  lower  lid,  which  was  very  deformed,  especially 
at  the  outer  canthus.  The  eyeball  showed  signs  of  recent 
surgical  treatment  (actual  cauterization),  the  destruction 
affecting  about  half  of  the  cornea  in  a  diagonal  direction 
with  the  maximum  of  loss  of  substance  toward  the  outer 
canthus.  For  about  3  mm.  from  the  line  of  the  limbus  the 
sclera  was  bare  of  conjunctiva  all  around  the  affected  cornea; 
the  edges  of  the  conjunctiva  were  slightly  infiltrated  and 
pale,  while  the  rest  of  it  down  to  the  caruncula  showed  some 
rather  thick  bloodvessels,  sharply  contrasting  with  the 
scanty  capillary  formation.  There  was  some  mucopurulent 
secretion. 
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**  The  day  after  the  first  examination  I  performed  a  plastica 
of  the  lid,  taking  the  flap  of  skin  from  the  forehead.  As 
soon  as  the  eyeball  Avas  no  more  exposed  to  the  external 
agents,  the  mucopumlent  secretion  subsided  entirely.  A 
week  later  the  conjunctival  infiltration  appeared  to  be 
decreasing,  and  in  the  mean  while  the  cornea  itself  showed 
some  thickening  at  its  lower  portion,  which  slowly  and 
steadily  progressed.  Then  there  was  no  more  doubt  in 
my  mind  that  I  had  to  deal  %vith  a  malignant  growth  (epi- 
thelioma) of  the  limbus,  which  diagnosis  I  was  not  ready 

Fio.  74. 


Xeroderma  pigmetUi>sum,  with  cpiilKl^juiaLuLis  degeneration* 

to  make  before,  especially  when  taking  into  consideration  the 
age  of  the  patient  (fourteen  years). 

"  The  boy  was  then  sent  to  skin  specialists  and  the  diagnosis 
of  xeroderma  pigmentosum  (Kaposi)  was  confirmed.  He 
was  kept  under  constant  observation  all  the  whUe,  when* 
about  March,  1902,  the  right  eye  began  to  show  a  focus 
of  infiltration  about  the  limbus  at  a  point  corresponding 
to  the  inner  canthus.  On  May  5,  1902,  an  excision  of  the 
conjunctiva  surrounding  that  focus  was  performed  and  the 
specimen  microscopically  examined  showed  to  be  formed 


palpebral  conjunctiva;  then  transplanted  a  large  piece  of 
skin  from  the  arm,  stitched  it  to  what  upper  and  lower 
palpebral  conjunctiva  had  been  left  in  jilace  so  to  make 
possible  the  wearinfj;  of  an  artificial  eye,  which  the  patient 
now  comfortably  does.  No  repetition  of  the  growtli  has 
been  seen  so  far.  The  content  of  the  orbit  was  duly  exam- 
ined in  the  pathological  department  of  the  New  York  Eye 
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and  Ear  Infirmary,  and  the  diagnosis  of  epithelioma  of  the 
limbus  microscopically  confirmed. 

"  The  right  eye  begins  to  show  signs  of  ever-increasing 
infiltration  at  the  place  where  excision  of  the  conjunctiva 
was  made  in  May,  1902;  the  corresponding  section  of  the 
limbus  and  cornea  are  involved  in  the  process,  while  a 
marked  irritation  surrounds  the  infiltrated  part  down  to  the 
caruncula. 

"  My  opinion  is  that  this  represents  the  repetition  of  the 
same  process  that  took  place  in  the  left  eye,  and,  very  likely, 
unless  the  :v-ray  treatment  proves  to  be  successful,  it  will 
end  with  the  ultimate  destruction  of  the  eye.  I  am  not  in 
favor  of  any  surgical  treatment  at  present,  fearing  that  it 
would  simply  precipitate  the  unfavorable  course." 

Under  persistent  exposures  to  the  ray  the  remaining  eye 
has  improved  during  the  past  six  months,  the  growth  having 
increased  prior  to  this  pari  passu  with  the  development  of 
bulbous  nodes  beneath  the  eyes  (Fig.  74). 

At  the  present  time  the  face  is  fahrly  smooth,  though 
evidences  of  epithelioma  continue  to  crop  out. 

A  case  of  xeroderma  pigmentosum  cured  by  the  rays 
was  reported  by  Dr.  A.  Jamieson.  The  patient  was  a  little 
girl  who,  at  the  age  of  twelve  months,  began  to  develop 
freckles  and  later  telangiectases  and  whitish  spots  on  the 
face.  The  hands  and  wrists  also  were  affected.  The  nose 
was  the  site  of  an  epitheliomatous  growth,  which  was  sur- 
rounded with  warty  lesions.  After  thirty-four  treatments 
of  five  minutes  each  to  the  face,  and  of  thirteen  minutes  to 
the  right  hand,  a  dermatitis  developed  which,  when  cured, 
left  no  trace  of  the  disease  discernible. 

The  writer  comments  on  the  fact  that  the  nose,  which  was 
the  seat  of  the  treatment,  was  whiter  than  the  rest  of  the 
face  after  the  treatment,  and  thought  that  this  marked  a 
difference  between  the  A;-ray  and  the  forms  of  chemical 
ray  treatment  which  have  a  tendency  to  cause  deeper 
pigmentation. 

Zoster.  In  herpes  zoster  it  is  very  difficult  to  estimate 
the  analgesic  effect  of  the  ray  because  of  the  very  erratic 
nature  of  the  pain  in  this  affection.  We  must  remember 
that  in  youthful  subjects  pain  is  apt  to  be  slight  and  readily 
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relieved,  while  in  those  of  advanced  years  it  may  persist 
for  months  or  years  after  the  skin  lesions  are  healed.  The 
latter  therefore  present  the  more  convincing  test  cases.  At 
times  a  severe  pain  will  cease  after  a  single  exposure. 
Various  observers  have  reported  favorable  results. 

The  hyperstatic  current  with  glass  electrode  gives  much 
relief  as  an  added  measure. 

Other  dermatological  conditions  in  which  benefit  or 
cure  have  been  reported  include  dermatitis  staphylogenes, 
pemphigus  foliaceus,  of  which  Scholtz  records  decided 
amelioration  of  temporary  nature,  dermatitis  papilaris  cap- 
illitii  (Fox). 

In  actinomycosis  Bevan  has  reported  good  results  from 
combined  :v-ray  and  potassium  iodide  internally. 

Dermaiitis.  Various  forms  of  skin  inflammation  and 
irritation,  including  the  itching  dermatitis  left  after  vigorous 
treatment  for  scabies;  vesicular  dermatitis  of  unknown 
nature  resembling  that  of  poison  ivy,  and  dermatitis  venenata 
itself  may  all  be  benefited  by  the  ray — the  element  of 
pruritus  I  have  seen  repeatedly  disappear. 

Elephantiasis.  Sorel  and  Soret  have  had  some  gratifying 
results.  In  the  early  stages  Snow^  says  the  ray  may  be  of 
use.    Mascat*  reports  one  recovery. 

Rumph  has  observed  good  effects  in  erysipelas,  the  disease 
being  "scattered,"  whatever  that  may  mean. 

Various  forms  of  follicular  inflammation  and  hyperactivity 
of  glands  are  benefited.  Elsewhere  we  mention  glandular 
changes  associated  with  acne  rosacea,  etc. 

In  folliculitis  abscedens,  barbae,  decalvans,  and  pilaris  the 
method  would  certainly  be  indicated,  and  in  several  of  my 
own  cases  it  has  acted  well  in  these  affections. 

Eleven  cases  of  folliculitis  of  the  beard  were  cured,  accord- 
ing to  a  report  by  Bowen.^ 

In  several  instances  I  have  seen  boils  disappear,  it  seemed 
to  me,  more  promptly  than  when  the  ray  was  not  used. 
Reports  by  others  tend  to  confirm  a  certain  influence 

*  Journal  of  Advanced  Therapeutics,  November,  1903. 
'  London  Lancet,  i8g8,  vol.  i.  p.  544. 

*  Statistics  from  the  Massachusetts  General  Hospital,  American  Dermatological 
Association,  May,  1903 
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here,  as  we  would  be  led  to  expect  from  the  results  in  sup- 
purative folliculitis  and  similar  conditions. 

Impetigo  contagiosa  is  so  readily  curable  with  ammo- 
niated  mercurial  ointment  that  the  ray  seems  scarcely  neces- 
sary.   In  two  cases  I  believe  I  have  seen  benefit. 

Xanthelasma.  The  ray  should  act  well  in  generalized 
and  local  xanthoma.  In  two  patients  of  my  own  with 
plaques  upon  the  lids  the  ray  has  done  excellent  work. 

In  xanthoma  diabeticum  treated  by  Dr.  Stem  there  was 
very  great  improvement. 

Dermatitis  herpetiformis,  papillomatous  or  warty  S)rphil- 
ides,  yaws,  and  similar  conditions  should  at  least  be  bene- 
fited by  the  method. 

Pemphigus^  pityriasis  rubra,  morphwa,  and  other  severe 
affections  should  receive  a  trial,  as  well  as  acrodermatitis 
and  all  other  inveterate  forms  of  so-called  eczema. 

My  observation  has  now  extended  to  425  patients,  pre- 
senting various  cutaneous  affections,  in  nearly  all  of  which 
benefit  has  been  derived. 


CHAPTER   XI. 

RADIOTHERAPY  IN  OPHTHALMOLOGY  AND 
OTOLARYNGOLOGY. 

EFFECT   UPON   THE   EYE   AND   EYE   DISEASES. 

As  a  rule,  in  giving  exposures  in  the  region  of  the  eye, 
even  if  the  globe  is  not  protected,  the  ray  has  little  effect 
upon  the  vision  or  function  and  produces  no  subjective  or 
objective  change.    Exceptions  have,  however,  been  reported. 

Hallopeau  and  Gadaud,  after  giving  a  long  exposure, 
found  that  the  patient  experienced  a  disagreeable  impression 
of  bright  light. 

Burdick  reports  that  a  Dr.  Marsh  observed  great  improve- 
ment in  his  own  case  of  myopia.  After  experimenting  with 
the  rays,  and  losing  his  eyebrows,  his  eyesight  improved  so 
that  glasses  previously  worn  w^ere  dispensed  with. 

Among  others,  Scholtz  believes  that  the  ray  has  no  effect 
upon  the  retina  or  optic  nerv-e  whatever. 

The  lashes  can  often  be  epilated  successfully  in  various 
diseases,  and  'Svild  lashes"  can  be  made  to  fall.  While 
the  brows  and  lashes  have  been  shed  in  a  great  number  of 
those  treated  by  me,  conjunctivitis  necessitating  interruption 
of  treatment  has  been  observed  but  twice. 

Blepharitis.  Having  observ^ed  two  instances  of  cure  of 
eyelid  disease  in  patients  being  treated  for  concomitant 
skin  affection  of  the  face,  we  tried  it  in  a  marked  case  of 
blepharitis.  There  was  decided  benefit  and  the  patient 
remained  away  from  March  until  May,  when  treatment 
was  resumed.  Result,  disappearance  of  all  evidence  of 
the  disease. 

Conjunctivitis.  In  vernal  conjunctivitis  Starr  and  Ben- 
nett,^ of  Buffalo,  and  Smith,  of  Warren,  Ohio,  have  obtained 

*  Journal  of  the  American  Medical  Association,  July  25,  1903,  p.  251. 
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great  benefit  from  exposure  of  the  conjunctiva  to  the  action 
of  the  ray. 

It  has  also  been  found  that  in  the  conjunctivitis  of  measles 
and  in  the  granular  lids  there  is  rapid  improvement. 

Tuberculosis  of  the  Conjunctiva.  Stephenson*  re- 
ports a  cure  of  tuberculosis  of  the  palpebral  conjunctiva 
in  a  girl  aged  four  years.  Tubercle  bacilli  were  present 
in  the  sections  of  granulation  tissue.  Ten-minute  exposures 
were  given  six  to  ten  inches  from  the  tube.  Enlarged 
submaxillary  glands  increased  in  size,  however,  and  were 
removed. 

There  was  no  visible  cicatrization  left  on  the  conjunctiva, 
and  the  writer  regards  the  cure  as  complete. 

Diseases  of  the  Cornea.  Williams  reports  two  cases  of 
corneal  involvement,  one  presenting  a  flat  leukoma  in  the 
lower  half  of  the  cornea.  Exposures  were  given  once  a 
week  for  three  months,  then  twice  a  week  for  tvi'O  months, 
after  which  time  the  scar  was  smaller,  smoother,  and  less 
dense,  and  vision  was  improved. 

Dennett^  reports  having  obser\'ed  that  ulcers  of  the 
cornea  are  stimulated  to  rapid  healing. 

Epithelioma  of  the  Margin  of  the  Lid.  This  condition 
offers  one  of  the  best  fields  of  usefulness  for  the  use  of  the 
ray,  since  both  the  delicate  nature  of  the  organ  involved 
and  the  surrounding  anatomical  structure  render  operative 
measures  extremely  unsatisfactory  and  dangerous  to  the 
integrity  of  the  organ,  while  the  malignancy  of  the  disease 
when  it  attacks  these  tissues  renders  it  rapidly  destructive. 
The  ray,  on  account  of  its  selective  action  upon  cancerous 
tissue,  attacks  the  diseased  parts  and  discriminates  with  a 
nicety  which  cannot  be  approached  by  the  hand  of  the 
operator.  Protection  should  be  afforded  as  far  as  possible 
by  the  ordinary  form  of  shield,  but  it  is  improbable  that 
the  healthy  parts  will  be  affected  during  the  time  that  a 
tumor  of  ordinary  dimensions  is  under  treatment.  A  shield 
for  protecting  the  globe  will  be  found  mentioned  under  the 
chapter  for  shields. 

*  British  Medical  Journal,  June  6,  1903. 
'  Medical  Record,  February  13,  1904. 
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A  case  is  reported  as  cured  by  Taylor.  The  conjunctiva 
of  the  everted  lower  lid  and  inner  canthus  became  covered 
with  a  smooth  layer  of  opaque,  homy  epithelium. 

Sweet*  has  had  good  results  in  three  cases. 

In  a  case  related  by  Wild  the  treatment  was  followed  by 
panophthalmitis,  necessitating  the  removal  of  the  globe. 
This  is  among  the  marked  exceptions,  as  the  ray  rarely 
affects  the  eye. 

Pfahler^  reports  a  case  involving  both  eyelids  and  the 
inner  canthus,  which  was  vastly  improved  after  thirty-four 
exposures. 

In  three  cases  of  our  own  the  lid  and  inner  canthus  region 
was  involved,  including  the  case  of  xeroderma  pigmentosum, 
and  all  have  so  far  done  well.    (See  under  Epithelioma.) 

Glioma.  Harper^  reports  a  case  treated  which  has 
recurred  after  operation  upon  the  retina. 

Hordeolum.  In  several  cases  of  stye  in  our  practice  we 
have  found  a  rapid  disappearance  which  may  be  attributed 
to  the  ray. 

Lupus  Erythematosus  of  the  Lid  Margin.  In  a  patient 
whom  I  had  treated  for  lupus  erythematosus  of  the  mucous 
surface  of  the  lip,  extending  well  within  the  mouth,  as 
well  as  for  scattered  areas  over  the  face,  there  developed  a 
patch  along  the  margin  of  the  right  lid  dipping  over  upon 
the  conjunctival  surface.  By  persisting  with  the  ray, 
localized  carefully,  the  plaque  disappeared. 

Sarcoma  of  Orbit.    Mosely  reports  one  case  as  cured. 

Pratt  describes  one  case  of  mclanosarcoma  discharged  as 
cured  after  nine  and  one-half  months'  treatment. 

Lord  speaks  of  some  success  in  the  treatment  of  these 
lesions. 

Snow  saw  a  tumor  of  the  orbit  rapidly  vanish. 

Harper  observed  disappearance  of  melanosarcomatous 
pigment  areas  from  the  sclera. 

Also  see  under  the  chapter  on  Sarcoma. 

Trachoma.  Trachoma  is  an  affection  which  is  rarely 
cured  in  less  than  one  or  two  years  by  the  most  approved 

*  American  Journal  of  Medicine.  December  13,  1902. 
'  American  X-ray  Journal,  October,  1901. 
'  Ibid.,  T900,  iv. 
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methods.  Surgical  measures  have  hitherto  given  probably 
the  best  results. 

Sydney  Stephenson*  and  David  Walsh,  after  having  varied 
results  in  various  forms  of  eye  disease,  applied  a  combination 
of  rv-ray  and  high-frequency  current  in  four  cases,  in  all 
of  which  marked  improvement  followed.  Typical  hyper- 
trophic severe  trachoma  was  present  in  four  male  children 
from  two  to  twelve  years  of  age;  the  cornea  was  involved 
in  three.  The  exposures  of  ten  to  fifteen  minutes  were  given 
at  eight  inches  from  the  anode;  an  average  strength  of 
5  amperes  and  20  to  25  volts  was  used.  Every  case  sJiowed 
definite  improvement  from  the  first  exposure;  there  was  a 
cure  in  two  and  considerable  improvement  in  the  other 
two,  treatments  being  continued. 

The  first  effect  was  to  render  the  granular  body  redder 
and  more  prominent;  in  the  second  stage  rapid  absorption 
of  the  granulations  presumably  took  place.  In  control 
experiments  the  eyes  treated  recovered,  while  the  eyes 
untreated  remained  in  statuo  quo. 

The  analogy  which  has  latterly  been  recognized  to  exist 
between  trachoma  and  adenoids  offers  a  suggestion  as  to 
the  possible  future  inoperative  treatment  of  this  form  of 
new-growth  in  the  posterior  nares. 

Mayo'  also  treats  trachoma  by  means  of  the  rays.  A 
moderately  soft  tube  is  placed  about  nine  inches  from  the 
patient,  the  exposures  being  of  about  two  or  three  minutes' 
duration.  The  lids  are  everted  and  the  lower  one  is  pushed 
up  so  as  to  cover  the  cornea.  Four  to  six  daily  exposures, 
the  number  depending  upon  the  condition  of  the  case,  are 
given.  Where  there  is  extensive  infection  and  when  the 
case  is  not  severe,  a  lesser  number  of  treatments  will  suffice. 
After  this  first  course,  the  treatments  are  continued  on 
alternate  days  for  some  time ;  the  results  have  been  almost 
uniformly  very  good. 

Among  other  eye  conditions  treated  may  be  mentioned 
optic  atrophy,  of  which  Pusey  has  treated  one  case. 

*  Medical  Press  and  Circular,  P>bruary  18,  1903. 
'  Lancet,  London,  February  28,  1903 
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NOSE. 

The  nasal  mucous  membrane,  when  aflfcctecl  by  any  of 
the  diseases  which  are  amenable  to  treatment  by  either  of 
the  phototherapeutic  methods,  is  generally  reached  with 
difficulty  by  means  of  the  Finsen  light.  The  x-rays,  on 
account  of  their  penetrating  power  and  of  their  peculiar 
property  of  causing  reaction  at  the  point  of  exit  as  well 
as  at  the  point  of  entrance,  will  Ix?  found  more  readily 
applicable  in  these  cases. 

In  lupus  of  the  nostril  Ducastel  uses  a  speculum  to 
throw  the  rays  into  the  nostril.  This  may  produce  intense 
headache  or  syncope  unless  sittings  are  very  short. 

Hjrpertrophic  Rhinitis.  This  condition  is  frequently  found 
in  the  practice  of  dermatologists  where  it  accompanies  and 
complicates  sycosis.  In  the  experience  of  the  authors  it 
has  been  found  frequently  benefited  by  the  application  of 
the  rays  to  this  primar)'  condition. 

In  lepra  where  the  bacilli  are  found  in  the  secretions  the 
Finsen  light,  due  to  its  bactericidal  properties,  is  more  apt 
to  destroy  their  vitality. 

Ozsena.  Adolphe  Casassa*  has  seen  such  a  remarkable 
benefit  in  these  cases  from  radiotherapy  that  he  thinks  this 
ought  to  be  the  first  method  of  choice  in  the  treatment  of 
this  offensive  and  troublesome  disease.  Prof.  Dionisio, 
in  reporting  on  six  cases  treated  by  this  method,  found 
that  there  was  a  rapid  diminution  in  the  secretion  and 
crusts,  with  the  prompt  disappearance  of  the  characteristic 
odor,  even  in  the  cases  which  have  proved  rebellious  to 
other  treatment.  Recent  reports  bring  the  number  of  cases 
improved  up  to  twenty. 

Rhinoscleroma,  from  its  similarity  to  carcinoma,  might  be 
influenced. 

EAR, 

Growths  within  the  meatus  or  auditory  canal  can  be 
treated  through  specula  with  external  parts  shielded  in  the 
usual   manner.     A  speculum  is   mentioned    by  Williams, 

*  Revue  intemationalc  de  th^rapie  physique,  October  i,  1903. 
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one  blade  of  which  is  of  aluminium  and  the  other  of  silver; 
the  silver  blade  is  to  be  placed  opposite  the  parts  to  be 
protected. 

LARTHX. 

There  are  two  methods  of  applying  the  ray  to  the  larynx: 
one  is  through  the  tissues  of  the  neck  and  the  other  by  way 
of  the  mouth.  The  former  is  preferable,  due  to  the  fact 
that  it  is  much  more  comfortable  to  the  patient  and  the 
ray  does  not  have  to  penetrate  any  more  intervening  tissues 
than  when  applied  through  the  mouth. 

The  lesions  mostly  affecting  the  laiynx  are  cancer,  tuber- 
culosis, syphilis,  and  lupus.  Data  relating  to  cancer  and 
tuberculosis  will  be  found  under  their  respective  chapters; 
syphilis  is  better  treated  by  other  means,  while  lupus  is 
probably  preferably  treated  by  the  ray  than  by  the  Finsen 
method,  though  perhaps  more  patients  have  been  treated 
by  the  latter.  T.  C.  Evans  reports  improvement  from  the 
ray  in  laryngeal  lupus. 

MOUTH. 

For  treating  growths  within  the  aural  cavity  various 
forms  of  specula  can  be  employed,  either  of  glass  painted 
on  the  inside  with  white  lead,  as  suggested  by  Williams,  or 
with  the  head  in  a  suitable  position,  the  surrounding  parts 
protected  with  a  shield,  the  ray  can  be  directed  without  the 
use  of  a  speculum  toward  the  roof  or  base  of  the  tongue, 
floor  of  the  mouth,  cheeks,  or  lips,  in  all  of  which  situations 
we  have  had  occasion  to  treat  malignant  growths  or  leuko- 
keratosis,  which  is  so  often  a  precursor  of  malignancy.  The 
mucous  membrane  is  peculiarly  susceptible  to  the  influence 
of  the  ray  and  dermatitis  is  apt  to  occur  at  the  skin  jimction. 

Gibson  reports  melanosarcoma  of  the  mouth  cured. 

I  have  seen  benefit  in  osteosarcoma  and  syphilis. 

Macintyre^  had  a  complete  cure  in  a  case  of  lupus  of  the 
mouth  and  lips. 

Beckett  describes  a  case  of  epithelioma  inside  of  the 
lower  jaw  in  which  the  enlarged  glands  were  removed  by 

*  Glasgow  Medical  Journal,  November,  1902 


RADIOTHERAPY  OF  THE  TONGUE  295 

operation  and  the  lesion  treated  with  the  ray,  resulting  in 
a  complete  cure.  In  a  case  of  ranula  incised  and  subse- 
quently treated  by  ray,  there  was  no  recurrence  after  several 
months,  although  previously  the  cyst  has  always  refilled 
after  operation. 

TONGUE. 

In  the  treatment  of  chronic,  obstinate,  and  generally 
refractory  conditions  of  the  tongue  the  ray  is  of  especiaJ 
advantage,  confining  as  it  does  its  action  to  the  limit  of 
the  diseased  area,  and  not  involving,  as  an  operation  usually 
does,  large  portions  of  unaffected  tissue.  The  advantage  of 
this  is  particularly  apparent  in  the  case  of  cancer  of  the 
tongue.  * 

Some  conditions  which  have  long  been  regarded  as 
extremely  chronic,  difficult,  and  unsatisfactory  to  treat,  as, 
for  instance,  leukoplakia,  are  somewhat  beneficially  influ- 
enced by  the  rays.  Papillomata  have  proven  oarticularly 
susceptible  to  this  form  of  treatment. 

The  ease  with  which  the  rays  may  be  directed  to  any 
part  of  the  oral  cavity  by  the  use  of  the  ''Allen"  shield 
with  a  short  projecting  tube  offers  great  advantages. 

A  short  tube,  the  diameter  of  which  is  small  enough  to 
allow  its  being  grasped  between  the  teeth,  is  used.  The 
end  of  the  tube  which  is  taken  in  the  mouth  should  be 
insulated  by  means  of  a  rubber  tube  which  slips  over  it; 
this  can  be  sterilized  for  the  use  of  each  patient.  A  guard 
such  as  is  used  on  the  top  of  a  bicycle  to  protect  the  handle- 
bar from  being  scratched  may  be  used;  or  rubber  tape 
as  used  by  electricians  for  insulation  purposes  may  be 
applied  each  time;  this  has  the  advantage  that  it  is  always 
clean,  but  the  disadvantage  of  a  disagreeable  odor. 

The  patient  should  be  seated  comfortably  in  a  chair,  the 
head  being  immobilized  by  means  of  a  photographic  head- 
rest. If  the  lesion  is  situated  at  the  back  of  the  tongue  or 
upon  the  palate,  or  the  sides  of  the  mouth,  the  tube  of  the 
shield  may  be  grasped  between  the  incisor  teeth  and  the 
bore  of  the  tube  directed  at  the  point  to  be  treated.  If, 
on  the  other  hand,  the  lesion  is  situated  upon  the  tongue, 
where  it  can  be  conveniently  attacked  by  having  the  tongue 
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protruded,  the  mouth  may  be  kept  open  by  the  use  of  gags, 
of  cork  or  rubber,  forced  between  the  molars. 

Papilloma.  A  case  of  papilloma  of  tlie  tongue  rapidly 
and  successfully  caused  to  disappear  by  means  of  the  x-rays 
alone  was  that  of  L  B.,  a  Russian,  aged  thirt)^-six  years, 
who  had  a  large  papillomatous  tumor  (Fig.  76)  which  had 
begun  as  a  small  papule  and  had  been  steadily  growing  for 
about  three  months.  History  was  absolutely  negative.  For 
two  weeks  it  had  begun  to  give  some  pain;  tumor  was  of 
about  the  size  of  a  small  marble,  slightly  flattened  upon  the 
top,  and  exhibiting  no  Lnflammatorj'  symptoms. 

Fig.  76. 


Flat,  non-malignant  papilloma  of  tongue* 

Treatment  was  begim  December  9th.  The  ray  was  given 
for  three  minutes  with  a  tulx*  of  five-inch  resistance  placed 
at  a  distance  of  five  inches  from  the  patient,  and  excited 
by  a  coil.    The  anode  was  kept  at  a  dull-red  heat. 

December  nth,  condition  was  not  changed;  ray  three 
minutes,  tube  six-inch  resistance,  eight  inches  from  patient. 

December  13th,  tumor  flatter  and  smaller,  ray  five  minutes, 
tube  five-inch  resistance  and  five  inches  from  patient. 

At  about  this  time  small,  white  areas  began  to  appear 
around  the  margin  of  the  tumor, 

December  20th,  patient  conscious  of  great  relief,  and 
diminution  in  size  of  tumor.  General  health  better  than  at 
any  time  since  appearance  of  growth.  Ray  five  minutes, 
tube  six-inch  resistance  and  six  inches  from  patient. 
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December  23d,  tumor  had  decreased  to  about  one-half 
original  size.  In  appearance  perfectly  clean,  and  no  pain 
or  signs  of  any  alteration.  Ray  five  minutes;  tube  of  six- 
inch  resistance,  at  six  inches  from  patient. 

December  27th,  growth  very  much  smaller,  flat,  and 
smooth;  marked  irregular  shrinkage  aroimd  border;  ray 
six  minutes,  resistance  of  tube  eight  inches,  and  six  inches 
from  patient. 

December  30th,  tumor  resembles  a  small,  white  disk  with 
slightly  reddened  spot  in  centre.  There  has  been  no  pain 
for  one  week;  ray  five  minutes;  tube  five  and  one-half 
inches'  resistance  and  six  inches  from  patient. 

January  2d,  tumor  consists  of  tiny,  slightly  reddened 
papule,  soft  and  painless;  ray  five  minutes;  tube  five  and 
one-half  inches'  resistance,  six  inches  from  patient. 

January  6th,  condition  of  tongue  apparently  perfect,  no 
sign  of  tumor  or  site  thereof;  patient  not  rayed,  but  dis- 
charged, with  instruction  to  return  on  the  first  appearance 
of  any  recurrent  symptom. 

Up  to  the  present  writing  the  patient  has  exhibited  no 
sign  of  recurrence.  No  pathological  examination  was  made 
in  this  case  owing  to  objections  on  the  part  of  the  patient, 
but  clinically  it  presented  all  the  signs  of  a  papilloma. 

We  have  treated  a  number  of  patients  with  papillitis  of 
the  tongue  with  beneficial  results. 

In  one  particular  case  which  was  accompanied  by 
hemorrhages  from  the  papillae  this  symptom  promptly 
disappeared. 

Leukoplakia  with  Warty  Overgrowth.  Mr.  C.  S.,  aged 
fifty-two  years,  presented  an  extensive  postluetic  leuko- 
plakia with  thickened  plaques,  and  a  tumor  of  almond 
size  covered  with  filiform  spiculae  which  can  be  made  to 
stand  erect. 

Energetically  prolonged  antiluetic  treatment  produced  no 
effect  upon  the  lesion,  and  the  usual  local  applications  had 
little  or  no  effect  upon  the  leukoplakia.  The  wart-like 
tumor  had  begun  ten  years  ago,  and  after  six  or  seven  years 
the  peculiar  filaments  began  to  grow  from  the  surface. 

The  history  and  clinical  appearances  are  against  the 
diagnosis  of  cancer,  which  is  known  to  be  so  prone  a  sequence 
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to  leukoplakia.  Tlie  tumor  was  removed  under  cocaine 
first  in  September  of  igoi.  A  new  lesion  formed  nearer 
the  tip,  of  much  smaller  dimension,  being  only  the  size  of 
a  lentil,  but  verj^  firmly  embedded  in  the  tissues*  This 
was  removed  in  June,  1903,  by  curettage  under  cocaine 
and  the  x-ray  apj)]ied  to  complete  cure  and  as  a  prophy- 
lactic. 

In   several   other  cases  of  leukoplakia,  implicating  the 
buccal  membrane,  the  roof  of  the  mouth  as  well  as  the 
tongue,  which  we  have  treated  by  the  ray,  but  little  improve- 
rs, 77, 


Leukoplakia  after  healing  of  obstinate  ulcers  and  Improvement  in  white  areas. 


ment  has  been  noted  exceplinR  in  those  in  which  there  w^asj 
a  previous  history  <if  lues,  and  in  which  antiluetic  remedies 
were  coincidently  employed. 

In  several  instances  it  has  seemed  to  aid  materially,  and 
w^hen  we  remember  how  little  effect  is  usually  produced  by 
antiluetic  measures,  even  in  those  patients  w^ho  give  abun- 
dant evidence  of  the  ]>reviuus  existence  of  the  disease,  we 
are  in  a  position  to  appreciate  the  benefit  and  to  credit  the 
new  method  with  a  portion  of  it. 

In  the  case  of  Mr.  F.  J,,  aged  sixty  years,  whose  tongue 
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began  to  give  trouble  ten  years  ago,  and  who  has  always 
been  a  great  smoker,  there  are  no  symptoms  or  history  of 
lues;  no  family  history  of  cancer. 

The  appearances  were  those  of  an  extensive  though  not 
thick  leukoplakia,  the  color  being  of  a  dull  gray  with  islands 
of  ulceration  and  deposits  of  yellowish,  false  membrane. 

Treatment  was  begun  by  rv-ray  on  October  24,  1902, 
and  continued  for  one  year  with  many  long  intervals,  when 
the  condition  was  that  shown  in  Fig.  77. 

An  antiluetic  course,  including  both  hydrargyrum  and 
kalium  iodidum,  separately  and  combined,  was  given  over 
a  considerable  period.  The  mercurial  alone  produced 
marked  irritation,  and  it  could  not  be  said  that  the  iodide 
aided  materially.  The  patient's  belief,  as  well  as  my  own, 
is  that  the  ray  accomplished  the  beneficial  results. 

In  lues  of  the  tongue  presenting  infiltrations  and  ulcera- 
tions, which  for  a  time  were  thought  might  be  cancerous, 
referred  to  me  by  Dr.  R.  T.  Morris,  a  course  of  :J(?-rays  in 
association  with  other  measures  seemingly  hastened  prompt 
recovery. 


CHAPTER   XII. 

GENERAL  DISEASES  AMENABLE  TO  RADIOTHERAPY. 

.  ^  The  field  of  radiotherapy  is  extending  its  bounds  day  by 
x>  4  day.  We  will  attempt  in  the  succeeding  pages  to  indicate 
^■^^  those  conditions  in  which  it  has  been  and  is  being  used. 
This  data  is  so  scattered,  fragmentary,  and  oftentimes 
unreliable  that  an  attempt  has  been  made  to  collect  that 
which  seems  of  importance  and  interest  and  arrange  it  in 
an  alphabetical  order,  and  with  a  view  to  the  anatomical 
regions  involved. 

Abscess  of  Antrum.  Gibson  mentions  several  patients 
who  were  relieved  by  ray  treatment. 

Caries  Sicca.  In  dry  caries  of  the  shoulder-joint  Willard 
secured  ankylosis  after  two  months'  raying;  while,  as  is  well 
known,  there  is  usually  about  two  years'  disability  before 
ankylosis  occurs. 

Chronic  Inflammations.  Gibson  reports  that  chronic 
inflammations  treated  by  him  were  beneficially  affected  by 
the  ray. 

Chronic  Recurrent  Appendicitis.  The  rays  have  been 
applied  in  several  instances  of  recurrent  appendicitis,  with 
the  result  of  alleviating  the  pain  and  other  symptoms. 

^  Dr.  M.  F.  Wheatland,  of  Providence,  R.  I.,  has  reported 
a  case  in  an  elderly  man  in  which  the  symptoms  were 
greatly  relieved. 

Elephantiasis.  According  to  Snow^  the  ray  may  be  of 
benefit  in  early  cases. 

The  benefits  of  this  method  are  most  striking  in  those 
hitherto  incurable  affections  which  physicians  are  most 
poorly  armed  to  combat.  Among  these  may  be  included 
hypertrophic  elephantiasis.  The  great  improvement  if  not 
complete  cure  in  these  cases  offers  a  strong  demonstration 
of  the  utility  of  this  method. 

*  Journal  of  Advanced  Therapeutics,  November,  1902. 
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Epilepsy.  Dr.  J.  H.  Branth,  at  the  Post-graduate  Hos- 
pital, has  treated  a  patient  subject  to  epileptic  attacks  with 
what  he  regards  as  very  satisfactory  results.  The  treatment 
has  been  kept  up  for  some  months,  and  he  finds  that  the 
attacks  are  much  less  frequent  and  considerably  milder  in 
degree.  The  tube  was  kept  about  two  feet  above  and  behind 
the  head,  and  exposures  were  given  three  times  a  week. 

In  the  treatment  of  this  ailment  a  great  deal  will  depend 
upon  the  cause  of  the  attacks,  and  the  ray  may  be  of  some 
use  in  cases  due  to  cellular  changes  in  the  brain  tissue,  but 
can  scarcely  be  expected  to  be  of  much  value  in  traumatic 
cases  due  to  pressure  or  if  due  to  causes  originating  outside 
of  the  brain. 

Fibroid  of  Uterus.  Gibson  found  the  hemorrhage  was 
controlled  by  exposing  these  patients  to  the  ray. 

Goitre.  A  case  of  goitre  cured  by  means  of  the  ray  has 
been  reported  by  N.  G.  Blacklock/  in  which  the  treatment 
consisted  of  only  six  exposures  and  the  subsequent  care  of 
a  bum  that  lasted  for  six  weeks. 

Campbell  saw  a  goitre  almost  wholly  disappear  in  a 
patient  who  was  coincidently  treated  for  acne. 

Spring  reports  three  cases  that  were  progressing  well 
under  the  ray. 

Glandular  Enlargements.  In  the  treatment  of  enlarged 
glands  the  ray  ought  to  prove  an  ideal  method  wherever 
it  will  cause  the  disappearance  of  the  swelling  and  inflam- 
mation, because  by  this  method  there  is  the  removal  of 
the  tumor  without  any  dissolution  of  continuity  of  the  skin. 
In  this  way  all  risk  of  infection  is  obviated,  and  the  result 
is  obtained  with  a  total  absence  of  scarring.  In  a  few  cases 
the  skin  is  caused  to  slough  and  the  softened  contents  of 
the  gland  are  eliminated  through  this  channel,  but  even  in 
these  cases  the  scar  which  marks  the  site  of  the  opening 
is  less  marked  than  in  the  great  majority  of  operative  cases. 

Dr.  F.  C.  Bishop  has  had  good  results  in  the  treatment 
of  tuberculous  nodes  of  the  neck. 

It  has  been  supposed  by  some  that  the  rays  have  the 
power  of  driving  microbes  and  extraneous  substances  into 

Medical  Sentinel,  January,  1903. 
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the  tissues,  thus  causing  dermatitis.  On  the  supposition 
that  this  is  true,  and  that  the  rays  will  also  drive  medicaments 
into  the  tissues,  A.  Wiener  uses  a  cream  made  with  celluloid 
as  a  base,  and  containing  creosote.  This  he  applies  to  the 
surface  of  the  skin  at  the  site  of  tuberculous  nodules,  and 
then  exposes  to  the  rays.  It  is  assumed  that  the  latter 
drive  the  creosote  into  the  tissues  and  produce  a  cure,  while 
the  celluloid  prevents  carrying  into  the  tissues  foreign  bodies 
that  may  be  in  the  air  or  on  the  surface  of  the  tube.  It  is 
said  that  experiments  have  shown  that  medicaments  are 
actually  carried  into  the  body. 

Gleet.  Noble  M.  Eberhart^  reports  nine  cases  of  gleet 
treated  with  very  good  results,  after  from  three  to  nine  expo- 
sures. He  uses  a  low  tube;  the  patient  lies  upon  the  back 
with  the  thighs  separated,  and  the  rays  are  applied  to  the 
perineum  through  a  lead  screen. 

Hodgkin's  Disease.  In  pseudoleukaemia  there  has  not 
been  any  brilliant  results  from  therapy  prior  to  the  intro- 
duction of  the  :x;-rays.  In  fact  it  has  been  commonly  supposed 
that  there  was  little  to  be  anticipated  in  these  cases.  Injec- 
tions of  arsenic  and  the  internal  administration  of  such 
medicaments  as  thyroid  extract  have  embodied  all  that 
constituted  the  essential  treatment  of  these  conditions,  and 
the  results  have  been  very  unpromising  of  this  serious 
though  fortunately  rare  condition. 

Pusey^  reports  three  cases — one  was  in  a  child  and  one 
in  an  old  man — which  were  greatly  improved  by  exposures 
to  the  rays,  the  first  being  practically  cured. 

The  glands  have  almost  entirely  disappeared  after  about 
three  months'  treatment,  and  those  few  that  remain  are  very 
small  and  soft.  A  remarkable  fact  was  the  improvement 
in  the  general  condition  of  these  patients  from  the  time 
that  the  treatment  was  begun,  and  the  fact  that  the  blood 
showed  an  astonishing  increase  in  the  haemoglobin.  The 
action  of  the  rays  was  very  prompt  in  manifesting  itself, 
and  lessening  in  the  size  and  hardness  of  the  glands  was 
noticed  almost  from  the  first. 

*  American  Electrotherapeutic  and  X-ray  Era,  Februan%  1903. 

'  The  Roentgen  Rays  in  Therapy  and  Diagnosis,  Philadelphia,  1903. 
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Williams  reports  surprisingly  rapid  improvement  at  first, 
but  at  the  end  of  six  months  in  his  most  favorable  of  three 
cases  the  glands  had  enlarged  again,  although  treatment 
had  been  continued. 

His  first  patient  died  nine  months  after  treatment  was 
begun,  although  decided  improvement  had  occurred  and 
the  author  believes  that  life  was  probably  prolonged.  In 
all  of  his  cases  the  improvement  at  first  is  so  remarkable 
as  to  be  almost  marvelous,  but  unfortunately  up  to  the 
present  time  many  do  not  remain  well.  In  literature  we 
have  found  twelve  cases  reported,  including  two  of  our  own. 
Childs  (Denver)  one  case,  Stover  one  case,  Coley  one  case 
with  remarkable  improvement,  Senn  one  case.  Hett  in  one 
instance  found  improvement  with  disappearance  of  the 
enlarged  glands,  but  not  lasting;  it  was  followed  by  recur- 
rence. At  the  skin  and  cancer  hospital  a  case  has  received 
forty  treatments;  there  is  improvement,  but  not  complete 
disappearance.  In  the  personal  cases  the  time  under  treat- 
ment was  too  short  to  draw  conclusions,  but  no  great 
improvement  was  noted. 

Dr.  Nicholas  Senn*  reports  a  case  of  splenomeduUary 
leukaemia  cured  by  the  rays.  The  spleen,  lower  end  of  the 
sternum,  and  the  epiphyseal  extremities  of  the  long  bones 
were  exposed  daily  from  ten  to  twenty  minutes. 

Three  weeks  after  treatment  was  begun,  a  marked 
diminution  in  the  size  of  the  spleen  was  noted  with  a  cor- 
responding improvement  in  the  blood.  Two  months  later 
the  only  abnormality  found  in  the  blood  was  a  slight  anaemia. 

Dr.  Edw.  B.  Finch,  of  this  city,  has  kindly  furnished  me 
the  notes  of  an  interesting  recovery  under  the  ray,  which 
I  had  also  the  privilege  of  observing.  The  young  man, 
w^ho  had  been  afflicted  for  two  years,  presented  a  soft,  pro- 
jecting mass  over  the  manubrium  sterni,  with  discharging 
sinus. 

The  diagnosis  had  first  lain  between  lymphosarcoma  of 
the  thymus  or  anterior  mediastinal  nodes.  A  portion  of 
the  tumor  behind  the  sternum  was  curetted.  A  guinea-pig 
inoculated  died  in  sixteen  days.    Cause  unknown. 

^   New  York  Merlical  Record.  August  22.  igoj. 
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The  glands  now  enlarged  in  the  neck,  axillae,  and  groins, 
and  the  spleen  was  enlarged,  with  evidence  of  disease  of 
the  whole  lymphatic  system. 

Blood  examination  excluded  tuberculosis,  syphilis,  and 
leukaemia,  while  the  increase  of  polymorphonuclears  pointed 
to  sarcoma. 

Exposures  were  made  for  ten  minutes  each,  to  from  four 
to  nine  separate  areas. 

After  fifty-six  exposures  I  saw  the  patient  apparently  in 
good  health.  He  had  gained  fourteen  pounds,  and  all 
symptoms  had  disappeared. 

Four  months  later  there  was  recurrence  of  the  prestemal 
tumor,  and  tw^enty-one  additional  treatments  were  given 
with  seemingly  good  results. 

Quinine  had  been  administered  coincidently  with  the  ray 
treatment,  and  Dr.  Finch  believes  the  good  results  were 
enhanced  by  the  fluorescence  supposed  to  be  produced  in 
the  blood. 

A  boy,  aged  seven  years,  was  referred  to  us  in  October, 
1903,  by  Dr.  Bradshaw,  in  whom  the  disease  had  existed 
for  over  a  year  with  very  marked  involvement  of  the  lymph 
nodes  on  both  sides  of  the  neck,  chest,  and  axillae,  accom- 
panied by  a  pronounced  anaemia.  The  appearances  are 
shown  in  Fig.  78.  No  improvement  after  a  few  ex- 
posures. 

Pusey  has  treated  two  cases  of  leukaemia  with  no  last- 
ing eflfect.  In  one  patient,  who  died  in  an  apparently 
septic  attack,  disappearance  of  the  tumors  was  attributed 
to  the  treatment,  which,  however,  the  patient  did  not 
persist  in. 

Indolent  Ulcers  and  Wounds.  The  ray  shares  with  blue 
light  the  property  of  stimulating  the  healing  of  long- 
standing ulcerative  processes.  The  dose  in  these  cases 
should  be  small  to  produce  a  stimulating  effect.  The  tube 
should  be  rather  low,  having  about  0.008  penetrating 
power,  as  shown  by  our  radiometer,  and  the  length  of 
exposure  should  be  about  three  minutes. 

The  treatments  should  be  given  not  more  often  than 
three  times  per  week,  and  the  patient  must  be  carefully 
watched  for  evidences  of  absorption  of  deleterious  products. 


Lymphadenoma.  A  case  of  lymphadenoma*  was  treated 
with  marked  success  at  the  rnivcrsity  of  Colorado  Hospital j 
and  the  results  have  led  the  observers  to  take  further  steps 
in  the  same  direction. 

Myzoedema*  In  one  case  reported  by  Bishop  the  swelling 
was  greatly  diminished. 

Neuralgia.  Bondurant  has  reported  a  cure  by  one  expo- 
sure of  an  intense  intercostal  neuralgia. 

*  G.  H.  Stover.  Denver  Medical  Times,  August,  1902. 
20 
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Griinmach  finds  some  beneficial  results  in  neuralgia  of 
different  locations. 

Rumpf  reports  good  results  from  the  ray. 

In  28  cases  treated  by  Stembo^  21  were  cured. 

To  be  effective  the  rayed  part  should  give  to  the  finger 
of  the  operator  gently  passed  over  it  a  pricking  sensation. 
From  three  to  ten  sittings  were  required,  with  exposures 
lasting  from  three  to  ten  minutes. 

In  many  painful  conditions  of  a  neuralgic  character  we 
have  witnessed  relief  following  ^-ray  exposures. 

In  severe  trigeminal  neuralgia,  fourteen  exposures  gave 
complete  relief  (Gocht).' 

Neuritis.  In  brachial  neuritis  cure  was  hastened  in  one 
case,  according  to  Snow. 

Paraplegia.  Murphy  reports  three  cases  due  to  tuber- 
culosis of  the  spine,  in  which  two  were  relieved  promptly, 
two  applications  stopping  the  pain,  and  after  twenty-three 
sittings  the  patients  were  able  to  go  about  on  crutches. 
The  prognosis  in  these  patients  is  considered  good. 

Rheumatism.  Articular  rheumatism  with  a  marked  swell- 
ing in  a  young  girl  was  improved  and  the  pain  dispelled  in 
two  exposures,  according  to  Sokolow.' 

Stenbeck*  reports  52  cases  with  improvement  in  40  to 
80  per  cent. 

The  pain  is  usually  promptly  relieved. 

An  instance  of  chronic  articular  rheumatism  of  seven 
years'  duration,  relieved  of  pain  for  five  months  without 
other  treatment,  is  reported  by  Taylor. 

Dr.  R.  H.  Boggs^  finds  that  iodine  painted  on  the  surfaces 
to  be  treated  is  of  advantage  in  this  disease.  He  thinks 
that  the  rv-rays  will  force  the  iodine  into  the  tissues. 

Splenic  Ansemia.  Dr.  Pulley®  reports  two  cases  treated 
by  the  ray:  in  one  he  gave  seventeen  exposures  followed 
by  diminution  in  the  size  of  the  spleen  and  improvement  in 

^  Therapie  der  Gegenwart,  1900. 

*  Fortschrit.  an  der  Geb.  der  Roenlgenstrahlen,  1897,  vol.  i. 
'  Ibid.,  1898,  vol.  ii.  p.  209. 

*  Ibid.,  p.  227. 

*  Medical  Record,  October  10,  1903. 

*  Lenox  Medical  Society  Report,  1903. 
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all  other  symptoms;  the  second  case,  which  was  accompanied 
by  vomiting  of  blood,  was  also  improved. 

Sinuses  and  Fistulae.  Berrj^  Hart  reports  two  cases  of 
old  sinuses  of  the  abdominal  wall  treated  by  the  ray,  healed 
after  all  other  methods  had  failed. 

Spring  and  Hart  report  good  results  in  callous  sinuses. 

Deep  fistulae  may  be  made  to  close  by  the  ray,  due  to  an 
I  increase  in  the  amount  of  connective  tissue  produced  closing 
•the  sinus* 

Murphy  (J*  B,)  reports  some  remarkable  results  in 
intestinal  fistulae. 

Tabes.  Dn  J,  W.  Daniel  makes  a  preliminar)^  report 
upon  two  cases  treated,  but  does  not  give  technique.  The 
patients  relate  their  own  history  and  both  indicate  very 
material  improvement.  The  writer  states  that  so  far  as  he 
has  obser\^ed  this  seems  to  have  benefited  these  patients 
more  than  any  other  method.  In  one  case  the  disease  had 
lasted  over  eight  years. 

Edwards,  of  NashviUcj  reports  one  patient  treated  with 
what  he  considers  good  results;  there  was  a  return  of  the 
knee-jerk  and  a  diminution  of  the  ataxic  symptoms. 

Tic  Douloureux.  Snow  reports  a  case  of  eight  years' 
standing  which  had  been  cured  and  remained  well  for  five 
months  at  the  time  of  report. 

Tuberculosis.  In  the  treatment  of  tuberculosis  of  bones, 
joints,  and  even  the  lungs,  it  is  widely  claimed  that  the  rays 
have  accomplished  some  astonishing  effects.  Some  reports 
of  cures  in  tuberculous  peritonitis  and  tuberculosis  of  the 
bowels  have  been  published.  In  tuberculosis  more  than  in 
any  other  condition  are  we  justified  in  stating  that  cure 
has  resulted  when  the  symptoms  have  entirely  disappeared, 
as  the  recurrence  of  tuberculous  symptoms  generally  is  an 
indication  of  a  reinfection,  and  not  of  a  recurrence  of  the 
disease  in  the  sense  that  this  term  is  generally  understood. 

Some  ex]>eriments  were  undertaken  by  Lortet  and  Genoud 
to  test  the  effect  of  the  ray  upon  inoculated  animals.  On 
April  23d  eight  guinea-pigs  were  inoculated  in  the  fold  of 
the  right  groin  with  bouillon  that  had  been  infected  with  a 

^  Medical  Age»  June  10,  igoj* 
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guinea-pig's  tul^erculous  spleen.  Two  days  later  three  of 
the  animals  were  stretched  out  on  a  board  and  the  inoculated 
region  was  exposed  to  the  influence  of  the  Roentgen  rays. 
This  was  done  daily  for  about  an  hour  for  fifty-three  days. 
On  June  gth  the  five  check  animals  were  observed  to  have 
spontaneous  abscesses,  and  their  inguinal  glands  of  the 
aflfected  side  were  softened.  On  the  other  hand,  the  three 
that  were  under  treatment  with  the  Roentgen  rays  had  no 
abscesses  and  their  inguinal  glands  were  firm  and  sharply 
defined.  Nine  days  later  the  five  check  animals  showed 
abundant  suppuration  in  the  inguinal  fold  or  on  the  thigh, 
and  they  had  manifestly  grown  thin.  The  three  that  \vere 
under  treatment  were  in  good  condition  and  had  gained  in 
weight;  their  inguinal  glands  were  small,  having  gradually 
shrunk,  and  showed  no  tendency  to  suppuration. 

The  Roentgen  rays,  therefore,  are  held  to  have  prevented 
the  acute  development  of  tuberculosis  in  this  instance.  The 
authors  suggested  their  therapeutic  employment  in  tuber- 
culous disease  of  the  thoracic  and  abdominal  organs,  espe- 
cially in  children. 

Diagnosis.  Notwithstanding  all  that  has  been  said  about 
the  diagnosis  of  tuberculosis  pulmonalis,  the  earliest  case  on 
record  is  undoubtedly  that  of  Wasserman,  of  Vienna,  who 
showed  at  the  Medical  Club,  in  January,  1897,  a  case  which 
he  had  diagnosticated  by  means  of  the  Roentgen  rays. 

The  right  lung  was  involved,  and  no  symptoms  could  be 
elicited  by  percussion  or  auscultation.  With  the  rays  the 
left  side  of  the  chest  appeared  clear  and  healthy,  while 
the  right  side  exhibited  dilTuse  shadows,  which  represented 
points  of  infiltration.  In  one  place  a  very  clear  area  was 
brought  out  by  the  light,  when  applied  either  in  front  or 
behind  the  right  lung,  which  to  all  appearances  indicated 
a  cavern.  All  other  methods  of  testing  proved  beyond  a 
doubt  the  diagnosis  of  phthisis. 

Childs^  reports  a  case  in  w^hich  both  apices  were  affected 
— the  left  down  to  the  second  rib.  Seventy-six  exposures 
were  given,  consolidation  persisting  on  the  left  side,  but 
expectoration  had  ceased. 


'  Medical  News,  Januan-  24,  1903. 
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Burdick,  of  Chicago,  found,  in  the  early  days  of  skiag- 
raphy, when  many  exposures  were  required,  that  phthisis 
patients  were  beneficially  influenced  in  the  process  of 
picture-making.  In  one  case  the  patient  was  so  much 
benefited  that  he  asked  for  renewed  applications. 

After  six  weeks'  treatment  he  was  apparently  completely 
cured. 

He  subsequently  reported  42  cases  of  tuberculosis  treated 
with  the  ray.  They  are  divided  as  follows:  hemorrhagic 
tuberculosis,  4;  fibroid,  8;  acute  abdominal,  4;  chronic,  13; 
mixed,  7;  and  joint  affections,  6. 

He  reports  70  per  cent,  of  S}TTiptomatic  cures.  In  fibroid 
phthisis  consolidated  areas  yielded  slowdy  to  the  ray's 
influence. 

Dr.  Boido^  reports  14  cases,  all  Mexicans,  wnth  11  seeming 
cures.  The  climate  of  Arizona,  perhaps,  contributed  con- 
siderably to  these  cures.  In  reporting  these  cases,  he  says 
that  **the  .x^-ray  in  this  climate  has  apparently  cured  11  out 
of  14  cases  of  tuberculosis/' 

Soiland,  of  California,  speaks  of  the  beneficial  effect  of 
the  .r-rays  in  tuberculosis  of  the  lungs;  in  1899  Dr.  H.  P. 
Pratt,  of  Chicago,  treated  3  cases  of  lung  tuberculosis,  i 
of  them  being  improved  and  2  apparently  cured.  A  short 
time  since  there  were  being  treated  at  the  Royal  Infirmary, 
Edinburgh,  5  cases  of  pulmonary  tuberculosis  and  5'  of 
laryngeal  tuberculosis;  of  the  pulmonary  cases,  i  has  been 
cured,  2  were  improving  at  the  time  of  the  report,  i  was  not 
changed,  and  i,  which  was  an  advanced  case,  was  growing 
worse. 

Exposures  of  one  hour's  duration  at  a  distance  of  eight 
feet  from  the  tube  are  employed  by  Gaunt,  who  believes 
with  Edison  that  the  rays  thus  administered  may  exert  a 
stimulating  action  upon  healthy  cell  tissues  and  thus  prove 
beneficial. 

In  treating  a  patient  with  acne  of  the  back  and  chest, 
W'ho  at  the  same  time  suffered  from  lung  tuberculosis,  we 
have  made  use  of  two  tubes  at  once:  one  applied  at  the 
back  and  the  other  in  front.    The  two  tubes  may  be  excited 

'  American  X-ray  Era,  Februan%  1903. 
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by  the  same  machine;  that  is,  if  they  are  not  of  too  high 
resistance  and  the  machine  is  sufficiently  powerful;  or  they 
may  be  excited  by  two  separate  machines  or  coils. 

The  advantages  gained  by  this  are  economy  of  time  and 
of  current. 

Rudis-Jicinsky  reports  20  cases,  16  of  which  were  much 
improved. 

Krauss  discharged  2  patients  as  cured. 

Boggs  treated  6  patients,  5  of  which  showed  decided 
improvement  and  in  i  there  was  an  apparent  cure.  The 
treatments  were  given  for  six  months  with  exposures  on 
every  second  day. 

Tuberculous  Peritonitis.  Ausset  and  B6dard  gave 
in  a  case  daily  exposures  of  thirty  minutes  each,  and  after 
fifty  exposures  the  ascites  which  had  been  present  dis- 
appeared, as  well  as  the  hard,  tuberculous  masses.  A  second 
equally  favorable  case  was  reported  by  them,  according  to 
Freund,  two  years  later. 

Tuberculous  Sinuses.  Old  glandular  sinuses  about 
the  neck,  in  active  cervical  adenitis  or  subsequent  to  it,  are 
susceptible  to  marked  improvement  and  probable  cure. 
Suppurating  glands  and  discharging  sinuses  are  often 
promptly  dried  up  by  the  ray. 

Childs  and  Briggs  report  cases  improved  to  a  point  of 
apparent  cure. 

Murphy  reports  a  case  in  which  laminectomy  had  been 
performed  one  year  previous,  leaving  a  discharging  sinus; 
twenty-one  applications  of  the  ray  closed  this  up  entirely. 

Tuberculous  Cervical  Adenitis.  Here  improvement 
is  often  marked  and  rapid,  and  because  of  the  beneficial 
effects  on  scars  and  scar-producing  affections,  the  method 
should  be  tried  at  least  in  advanced  as  well  as  in  recent 
cases.  In  tuberculous  glands  of  the  neck  Rodman,  Pfahler, 
and  others  have  obtained  excellent  results.  These  observers 
report  ten  instances  with  favorable  outcome  in  all. 

Five  instances  of  tuberculous  glandular  enlargement,  in 
patients  with  a  distinct  tuberculous  history,  are  reported  by 
Varney;  3  were  inoperable  by  reason  of  extent  of  involve- 
ment, and  in  2  there  had  been  recurrence  after  operation; 
in  I  case  two  discharging  sinuses  closed,  the  disfiguring 
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scars  of  five  diflferent  operations  were  completely  removed. 
In  another  case  a  discharging  gland  with  a  disfiguring  scar 
healed  in  six  days,  and  six  months  later  no  sign  of  recurrence 
was  observed. 

In  an  operable  case  ten  days'  treatment  completely  re- 
duced the  glands.  Hope  Fowler  has  treated  6  cases  of 
tuberculous  glands  of  the  neck.  Of  these,  2  are  reported 
as  cured  and  the  other  4  as  improved. 

Bishop  reports  favorable  results  in  cases  treated  by  him. 

Tuberculosis  of  Joints.  Ridlon  feels  that  ^-ray  treat- 
ment will  amount  to  little,  although  cases  not  benefited  by 
ordinary  mechanical  methods  he  has  found  to  improve  in 
varying  degrees — marked  irritation  of  the  skin  must  precede 
benefit  in  even  superficial  joints.  Hip-joint  and  spine 
tuberculosis  have  not  been  benefited. 

Permanent  results  cannot  be  expected  until  ankylosis  has 
occurred,  if  bone  is  widely  implicated. 

As  early  as  1899  Leigh*  reported  elbow- joint  tuberculosis, 
in  which  operation  was  advised,  cured  by  six  exposures. 

Tuberculous  synovitis  may  be  promptly  relieved  according 
to  Burdick. 

In  tuberculosis  of  the  knee-joint  and  other  complications, 
of  four  years'  duration,  irradiations  over  a  period  of  five 
months  resulted  in  a  clinical  cure. 

In  a  tuberculosis  following  injury  to  bones  of  the  hand, 
four  discharging  sinuses  healed,  pain  and  tenderness  dis- 
appeared, and  fairly  good  motion  was  restored. 

Murphy,  of  Chicago,  reports  similar  good  results  in 
tuberculous  granuloma  or  Pott's  disease.  In  two  cases  of 
tuberculosis  of  the  knee-joint  involving  the  synovial  mem- 
brane he  also  reports  very  satisfactory  results. 

Ludloff'  shows  that  in  :x:-ray  pictures  the  diseased  parts 
of  bones  are  more  transparent,  and  draws  attention  to  the 
fact  that  generally  in  the  vicinity  of  bone  protuberances 
one  will  find  the  tuberculous  foci. 

Synovial  tuberculosis  can  be  differentiated  from  hydrops 
by  finding  foci  in  heads  of  bones. 


^  American  X-ray  Journal,  1899,  vol.  iv. 

*  Wiener  klin.-therap.  Wochenschrift,  Wien,  June  14,  1903. 


312  RADIOTHERAPY 

Bone  Tuberculosis.  Tuberculosis  of  the  head  of  the 
tibia  cured  by  exposures  to  the  rays  is  reported  by  M.  R. 
Toland.  The  patient  was  a  young  woman  who  had  suffered 
for  seventeen  years,  and  who  was  examined  by  the  rays  for 
the  purpose  of  making  a  diagnosis.  The  exposures  pro- 
duced so  beneficial  an  effect  that  the  patient  remarked  it 
without  having  an  idea  that  the  rays  possessed  any  thera- 
peutic property.  The  hint  thus  given  was  acted  upon  and 
the  exposures  continued  with  the  therapeutic  effect  in  view. 
In  five  months  all  of  the  sjmptoms  had  so  abated  that  the 
patient  was  declared  cured. 

The  relief  from  pain  in  a  case  of  hip-joint  disease  is 
reported  by  Zeisler. 

Tuberculous  foci  in  bone  presents  thickened  walls.  In 
tuberculous  joints  the  outlines  are  diffuse  unless  cheesy  foci 
are  present,  when  the  area  of  each  can  be  seen. 

Tuberculosis  of  the  Spine.  Murphy  reports  three 
cases,  with  most  gratifying  results. 

The  compression  leading  to  paraplegia  is  due  to  a  granu- 
loma within  the  cord,  which  granuloma  is  destroyed  by 
the  ray. 

Tubercttlosis  of  the  Larynx.  This  condition  has  been 
treated  quite  extensively  by  the  ray,  but  the  observations 
reported  up  to  the  present  date  do  not  justify  any  definite 
conclusions. 

Ravillct*  reports  beneficial  results  in  one  case  treated  by 
him. 

At  the  Edinburgh  Royal  Infirmar}'  4  trials  resulted  in  i 
cure,  I  recovery  of  voice,  and  2  unchanged  at  date  of  report. 

PROPHYLAXIS. 

It  is  too  early  to  formulate  definite  conclusions  upon 
the  exact  value  of  Rocntgenism  as  a  preventive  of  disease. 
I  have  employed  it  quite  largely  with  the  view  that  the 
rays  might  attack  elements  hidden  from  our  normal  senses. 
Thus  I  have  used  it  after  the  removal  of  pigmented  moles, 
naevi,  growths  which  we  know  tend  toward  malignancy  when 

*  Revue  de  la  tubcrculose,  April,  1897. 
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persistently  irritated;  papillomata  upon  mucous  membranes, 
various  lesions  of  the  tongue,  including  leukokeratoses, 
fissures,  growths  still  benign,  etc. 

It  may  be  found  that  one  of  the  most  useful  powers  of 
the  ray  is  to  prevent  recurrence  after  operation  for  cancer 
in  its  various  forms. 


CHAPTER    XIII. 


X-RAY  BURN. 


The  curious  phenomenon  known  as  Array  burn  seeras  to 
have  escaped  public  notice  for  some  time  after  it  had  been 
discovered.  The  first  case  on  record  appears  to  be  that  of 
O.  Lcppin/  an  engineer,  reported  on  July  9,  1896,  only 
seven  months  after  the  discovery  of  the  ray.    The  lesion  in 


Fir;,  yq. 


Derm  all  tis  caused  by  x-ray.    Case  of  Dr.  Gilchrist. 

question  was  on  the  left  hand  and  was  described  as  a  peculiar 
dermatitis-like  sunburn:  red,  swollen,  and  with  a  vesicular 
eruption  on  the  middle  and  third  fingers* 

Three  months  previous  to  this,  or  only  four  months  after 
the  discovery  of  the  rays,  a  case  of  alopecia  was  reported 
by  Professor  Daniel,^  of  Vanderbilt  University. 

*  Deutsche  med.  W'ocheDschrift,  1896,  No.  zB. 

*  Medical  Record,  April  25,  1896. 
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In  February,  1897,  T.  C.  Gilchrist*  made  a  complete 
collection  of  the  cases  upon  record  and  gave  particulars  in 
tabulated  form  of  duration,  distribution,  character  of  lesions, 
subjective  symptoms,  etc.  He  concluded  from  the  cases 
studied  that  the  skin  of  the  trunk  was  most  seriously  affected. 
In  the  same  communication  he  reports  a  case  presenting 
some  interesting  features  (Fig.  79),  the  most  noticeable  of 
which  was  an  enlargement  of  the  bones,  a  distinct  osteo- 
plastic periostitis  being  shown  to  exist.  The  powerful 
piercing  quality  of  the  rays  was  here  demonstrated  for  the 
first  time.  Efforts  were  made  to  show  the  presence  of 
foreign  bodies  in  the  skin  without  avail,  and  chemical 
analysis  failed  to  disclose  the  presence  of  platinum.  The 
existence  of  injuries  in  the  deeper  tissues  is  used  as  an  argu- 
ment in  discrediting  the  theory  advanced  by  Tesla'  that 
the  injury  is  caused  by  the  formation  of  ozone  in  the  skin, 
and  the  absence  of  platinum  upon  chemical  analysis  is  used 
to  disprove  that  of  Thompson.^  Since  then  numerous  cases 
have  been  reported  and  various  theories  have  been  advanced 
to  account  for  its  causation.  For  a  short  period  there  was 
a  reaction  in  public  opinion;  it  was  generally  believed  that 
burning  by  the  ray  was  inevitable,  and  that  the  consequences 
were  very  serious  and  frequently  fatal  to  the  member 
involved.  Certain  it  is  that  in  a  number  of  cases  great 
injury  has  resulted,  and  in  some  even  carcinoma  has  followed 
a  more  or  less  serious  bum.  Johnson  and  Merrill*  have 
reported  two  cases  of  precancerous  keratosis  following  :x:-ray 
burn,  in  one  of  which  amputation  of  the  hand  seemed  a 
likely  sequel  to  the  injury. 

We  have  had  a  similar  case  in  our  own  experience  which 
we  report  more  fully  under  deleterious  effects.  In  this  case  a 
manufacturer  of  rv-ray  tubes  developed  a  carcinoma  of  both 
hands  as  the  result  of  the  action  of  the  rays.  A  Hamburg 
tubemaker  is  likewise  reported  to  have  lost  an  arm  from 
the  same  cause.* 

^  Bulletin  of  Johns  Hopkins  Hospital,  vol.  viii..  No.  71. 

'  Nikola  Tcsla.     Abstract  in  Public  Opinion,  vol.  xxi.,  No.  4. 

*  E.  Thompson,  Boston  Medical  and  Surgical  Journal,  December  10,  1896, 
vol.  cxxxv..  No.  24. 

*  Philadelphia  Medical  Journal,  December,  iqoo. 

*  Miinch.  med.  Wochcnsch.,  1903,  No.  24,  p.  1048. 
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Causes.  Tt  is  now  known  that  while  the  .r-ray  bum  is  a 
dangerous  and  hkely  accompaniment  of  exposures  to  the 
ray,  it  is  possible,  in  a  .e:reat  measure,  to  lessen  the  frequency 
of  its  occurrence  if  not  altogether  prevent  it. 

It  w^ould  appear  from  the  mass  of  evidence  extant  that 
the  most  frequent  causative  factor  is  idiosyncrasy  of  the 
patient.  Different  individuals  and  different  individual 
integuments  are  influenced  Ijy  the  x-ray  in  var)1ng  degrees. 
Some  persons  are  promptly  and  energetically  affected,  both 
in  their  general  system  and  superficially,  while  others  seem 
almost  unaffected  by  the  action  of  the  ray.  In  some  skins 
it  seems  almost  impossible  to  produce  any  reaction,  and 
upon  certain  pathological  processes  the  effect  of  the  ray 
appears  to  be  very  slight.  This  idiosyncrasy  varies  in 
about  the  same  proportion  as  sunburn,  and  probably 
varies  in  the  same  subject.  But  any  person  may  be 
burned,  though  it  will  require  a  longer  exposure  under 
exactly  similar  circumstances  to  produce  a  burn  in  some 
than  in  others. 

It  is  said  that  blondes  react  much  more  readily  than 
brunettes,  and  those  whose  condition  is  somewhat  impaired 
by  long  illness  are  more  susceptible  than  those  in  good 
general  health. 

Old  persons  are  subject  to  the  effect  in  proportion  as 
their  resistance  generally  has  lessened. 

Jutassy,  Benedikt,  and  Kienbock  observed  that  children 
and  emaciated  people  are  much  more  susceptible  to  the 
effect  of  the  rays  than  others.   ' 

Hahn  and  Albers-Schonberg*  claim  the  reverse  as  regards 
children. 

It  has  been  stated  that  because  of  less  cell  resistance 
those  tissues  that  are  near  the  bone  are  more  liable  to  burn 
than  those  having  fat  under  them. 

This  is  contrary  to  our  experience.  We  have  found  that 
parts  of  the  body  containing  a  great  deal  of  fatty  tissue 
are  much  more  susceptible  to  burns  than  other  parts. 

Dermatitis  is  easier  produced  on  the  body  than  on  the 
face,  and  bums  on  the  body  are  more  difficult  to  cure  than 


*   Mlinthener  med,  Wurhtnsrhrifl,  g-t  i,  igoi. 
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on  the  extremities.  The  great  susceptibility  of  diabetics  is 
mentioned  by  Comstock/ 

The  second  factor  is  the  character  and  vacuum  of  the  tube 
itself.  It  appears  that  the  bum  effect  is  in  exact  proportion 
to  the  amount  of  rays  absorbed  by  the  skin,  and  with  a  low- 
vacuum  tube,  from  which  the  rays  are  absorbed  readily,  the 
amount  of  bum  will  be  greatest.  Brown  has  observed  that 
high-vacuum  tubes  burn  rapidly,  while  low  tubes  do  so 
only  after  a  longer  interval.  It  is  a  recognized  fact  that, 
other  conditions  being  equal,  a  tube  will  cause  bum  in  pro- 
portion as  its  vacuum  is  lowered.  In  this  connection  it  is 
well  to  state  that  the  amount  of  effect  of  the  ray  is  in  all 
probability  exactly  proportional  to  the  amount  absorbed  by 
the  body  in  question,  whether  it  be  a  photographic  plate 
or  the  vital  human  tissues.  Draper  pointed  out  the  fact, 
which  Eder  fully  demonstrated  about  fifty  years  ago,  that 
only  the  rays  of  the  spectmm  that  were  absorbed  by  a  body 
had  any  chemical  action  upon  it;  also  the  observed  fact  that 
the  rays  from  a  low  tube  are  much  more  readily  absorbed 
than  those  from  a  high  tube,  and  that  the  former  cause 
bum  more  frequently;  and,  further,  that  the  whole  tendency 
of  modem  physics  to  regard  the  ray  as  a  form  of  light 
vibration  led  to  the  natural  conclusion  that  absorption  and 
effect  are  natural  complements. 

Mosley  claims  to  have  found  that  the  high-vacuum  tubes 
are  more  apt  to  cause  dermatitis. 

In  this  connection  it  may  be  mentioned  that  Johnson  and 
Merrill,  in  a  report  on  the  technique  of  the  treatment, 
pointed  out  that  "for  two  equally  soft  tubes  operated  on 
the  same  current,  one  may  produce  a  bum  in  three  minutes, 
the  other  in  thirty  minutes."  One  of  the  authors^  later 
showed  that  there  is  a  condition  of  tubes  in  which  bum 
was  more  readily  produced,  and  that  this  is  independent  of 
the  condition  of  the  tube  with  regard  to  its  vacuum. 

It  has  been  pointed  out  by  us'  that  some  tubes,  irrespective 
of  their  degree  of  vacuum,  develop  a  tendency  to  bum. 


^  Southern  California  Practitioner,  October,  1903. 
^  Bull,  (ie  I'associat.  obstct.  de  Paris,  1901.  vol.  i. 
'  Medical  Record,  New  York,  November  15.  1902. 
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which  renders  them  for  a  time  unsafe  to  use  without  strict 
oversight. 

Barthelemy  substantiates  our  position  in  regard  to  this 
*' burning  state  of  the  tubes."  He  says  that  such  accidents 
may  happen  when  least  expected,  without  our  being  able 
to  foresee  and  in  most  cases  without  our  being  able  to  say 
why  the  burning  occurs  in  one  case  and  not  in  another. 

He  believes  that  the  tube  is  a  more  important  factor  than 
all  the  other  conditions  connected  with  the  subject.  In  a 
test  made  upon  twelve  patients  without  regard  to  age, 
pigment  of  the  skin,  moisture  of  surface  or  other  state,  with 
absolutely  the  identical  electric  conditions,  he  succeeded 
in  producing  exactly  similar  trophic  changes  in  all  the 
cases. 

That  the  burn  is  not  due  to  bombardment  or  brush 
discharges  emanating  from  the  tube  is  proven  by  the  fact 
that  these  may  be  entirely  cut  off  and  still  the  bum  may 
occur.  We  find  the  identical  burn  produced  with  the 
Becquerel  rays,  where  there  are  no  electric  discharges 
present. 

It  has  recently  been  determined  that  a  high  potential 
exists  within  the  container  of  radium. 

A  third  factor  is  proximity,  and  it  has  been  observed  that 
patients  placed  near  the  tube  are,  cwterts  paribus^  more 
frequently  burned  than  those  who  are  placed  at  some 
distance.  This  fact  is  capable  of  logical  solution,  as  the 
circumstance  of  the  rays  emanating  from  a  theoretically 
single  point  in  straight  lines  toward  every  direction  will 
render  evident  that  their  intensity  at  any  plane  is  inversely 
proportional  to  the  square  of  the  distance  from  the  tube, 
or  rather  the  point  of  bombardment. 

Fourthly,  it  has  been  claimed  by  some  observTrs  that 
coil-excited  tubes  are  more  prone  to  burn  than  when  excited 
by  a  static  machine.  The  truth  of  this  contention  was  for 
a  long  time  not  accepted,  as  it  was  not  clear  that  any  differ- 
ence existed  in  the  current  passing  through  the  tube.  A 
difference,  however,  was  shown  by  Franklin/  who  pointed 
out  that  in  the  case  of  a  static  machine,  when  a  tube  has 

*  Medical  Recor(J»  October  25,  1902,  vol,  biii.,  No.  17 
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a  given  resistancej  the  difference  in  potential  will  continue 
to  increase  until  sufficient  to  penetrate  the  tube,  and  that 
the  voltage  of  each  successive  discharge  through  the  tube 
will  be  constant,  and  in  consequence  of  the  constant  resist- 
ance, the  amount  of  current  will  be  constant  at  each  dis- 
charge. The  number  of  discharges  will  depend  upon  the 
rapidity  with  which  the  difference  of  potential  is  created 
in  the  machine.  In  the  case  of  a  coO,  however,  the  voltage 
in  the  secondary  will  be  absolutely  constant  for  any  given 
current  in  the  primary^,  and  where  the  resistance  of  a  tube 
is  low  the  amount  of  current  which  passes  under  the  con- 
stant voltage  will  be  relatively  large,  whereas  when  the 
resistance  is  high  the  amount  of  the  current  will  corre- 
spondingly decrease.  The  number  of  discharges  is  wholly 
dependent  upon  the  interruption  rate  in  the  primar}^ 

There  are  various  other  causes  that  seem  to  have  some 
influence  upon  the  production  of  burns,  such  as  dryness 
of  the  skin,  ansemia  and  h>T:)eraemia,  and,  perhaps,  the 
condition  of  the  atmosphere  as  regards  humidity  and 
temperature  and  the  temperature  of  the  tube  and  the  anode. 
It  has  also  been  said  that  the  hands  of  operators  are  more 
apt  to  burn  in  winter. 

Degrees  of  Burn,  Kicnbock  divides  the  degrees  of  :x--ray 
bums  into  four  grades.  The  first  is  that  of  erythema  with  a 
peculiar  characteristic,  dry,  puckercd-up,  so-called  a:-ray  skin; 
the  second,  oedema;  the  third,  blistering  and  exfoliation; 
the  fourth,  necrosis  and  ulceration. 

He  was  the  first  to  determine  that  the  longer  tlie  latent 
period,,  that  is,  the  period  elapsing  between  the  exposure 
and  the  bum,  the  less  the  reaction.  So  a  bum  of  first  and 
second  grade  will  develop  after  a  latent  period  of  tw^o  to 
three  weeks,  of  the  third  grade  in  from  one  to  two  weeks, 
and  the  fourth  grade  in  a  few  days.  A  rapidly  developing 
form  of  dermatitis  has  frequently  been  observed  as  coming 
on  within  tvventy-four  hours  after  a  given  exposure.  Des- 
quamation and  cicatrization  are  complete  in  about  three 
weeks. 

Holzknecht*    found    in    twenty-tw^o   cases   that    patients 

*  Archiv  fiir  Derma! .  und  Syph,,  July,  1903. 
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treated  mth  old,  discolored  tubes  developed  an  erjlhema 
in  a  few  hours  after  exposure;  this»  he  thinks,  has  nothing 
to  do  with  the  jc-rays,  but  is  due  to  other,  probably  violet, 
rays.  He  concludes  that  this  reaction,  which  may  appear 
as  early  as  an  hour  after  exposure  and  generally  disappears 
in  a  few  days,  may  influence  the  course  of  a  subsequently 
developed  burn  by  aggravating  it  in  the  superficial  tissues. 

Symptoms,  x'-ray  burn  per  se  tegins  usually  with  a 
slight,  prickling  sensation.  This  may  occur  at  any  time 
from  within  a  few  hours  after  exposure  to  several  weeks,  but 
most  cases  appear  in  from  two  days  to  two  weeks.  The 
tingling  is  followed  by  a  redness  and  swelling.  The  ery- 
thema produced  is  not  that  we  observ^e  as  the  result  of 
internal  or  external  medication,  but  resembles  very  closely 
that  brought  about  by  the  action  of  the  sun's  rays.  It  may 
be  diffuse  or  only  appear  in  spots. 

Very  often  the  first  symptoms  of  reaction  wOl  be  sub-' 
jective  symptoms,  such  as  itching,  burning,  or  stretching  of 
parts,  obser^^cd  mostly  at  night.    Occasionally,  especially  in 
nen'ous  patients,  we  observ^e  a  pruritus  often  accompanied, 
with  urticaria^  to  appear  on  the  part  exposed  to  the  rays,^ 
This  is  a  signal  to  postpone  further  treatment. 

With  the  onset  of  the  burn  there  may  be  constitutional, 
symptoms  of  chilliness,  fever,  and  a  slight  corj^za.     Pains  J 
in  the  bones  and  muscles  are  not  uncommon,  and  the  whole! 
case  may,  in  a  measure,  resemble  influenza.    There  may  bej 
a  severe  headache,   due  to  the  toxins  absorbed.     The 
symptoms  accompanying  the  bum  have  been  noted  mostlj 
in  cases  that  have  afterward  developed  into  rather  severe' 
attacks.     It  is,  however,   impossible  to  say  at  any  tune 
before  the  fulJ  development  of  the  case  what  the  exact 
severity  of  it  is  likely  to  be.     It  is  probably  impossible  to 
modify  the  severity  of  the  case  at  any  time  during  the 
course,  but  it  is  possible  to  greatly  relieve  the  symptoms 
that    have   developed    after   they    have    made    themselves 
manifest. 

In  a  time  varying  from  five  to  atout  thirty  days,  the 
affected  part  may  become  covered  with  small  vesicles,  and 
these  coalescmg  may  form  quite  large  bullae  The  vesicles 
may  then  break  down  and  the  epidermis  peel  off,  leaving  a 


x-ray  Burn  iSeeond  Degree).    After  Crocker. 
(Hrituih  MftHtat  Jonmnl,  Jammni  2,  IK$I7.) 
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very  sensitive,  denuded  surface.  This  denuded  surface  has 
a  bright-pink  color,  but  may  be  darker  and  reddish.  The 
inflammation  rarely  extends  beyond  the  area  of  denudation, 
and  the  edge  of  the  patch  is,  as  a  rule^  smooth  and  un- 
indented.  The  lesion  is  on  a  level  with  the  skin  and  is 
neither  depressed  nor  raised.  Besides  intense  itching,  great 
pain  may  be  a  constant  symptom  of  the  condition  at  this 
time.  At  other  times  the  bum  is  accompanied  by  little  or 
no  pain  or  other  inconvenience. 

In  serious  cases  deep  ulceration  may  set  in  which  requires 
months  to  heal. 

In  Plate  XXVIL  is  shown  an  ulceration  stUl  not  wholly 
healed  eighteen  months  after  its  onset. 

A  copious  serous  discharge  is  an  almost  constant  feature, 
rendering  some  forms  of  medication,  such  as  by  powders, 
an  impossibility.  Healing  takes  place  slowly  and  the  new 
epiderm  grows  gradually  from  the  edges.  It  extends  inward 
toward  the  centre  in  irregular  points  and  peninsulas.  This 
is  the  almost  invariable  rule.  Patches  of  epidermis  may, 
however,  start  as  islands  at  different  points  over  the  area 
of  the  bum.  In  addition  to  the  extension  of  epithelium 
from  the  borders  of  the  lesions,  numerous  small,  for  the  most 
part  rounded,  areas  of  epithelium  spring  up  at  points  over 
the  surface  of  the  border  of  the  bum  and  show  a  marked 
tendency  to  coalesce,     (See  Plate  XXVII.) 

A  pronounced  erythema  with  tendency  to  vesiculation  and 
exfoliation,  after  an  exposure  of  one  hour,  is  reported  by 
Crocker.^ 

The  burn  thus  formed  is  peculiarly  painful,  and  is  in 
this  respect  much  more  severe  than  the  ordinary  forms  of 
bum ;  it  is  also  very  refractory  to  treatment,  and  the  measures 
which  are  generally  used  in  common  bums  are  decidedly 
less  effective. 

It  has  been  held  by  many  that  the  effect  of  the  ray  is  evi- 
dent only  after  a  prolonged,  latent  interval,  and  that  at  the 
time  of  the  exposures  no  effect  is  noted.  While  it  is  un- 
doubtedly true  that  in  the  majority  of  instances  the  effects 
are  late  in  their  manifestation,  there  are  cases  on  record 

^  Bntiski  Medical  Joiim«l,  January  2,  1897. 
21 


322 


RADIOTHERAPY 


where  the  effects  are  noted  at  the  time  of  the  exposure  or 
very  shortly  afterward.*  It  is  claimed  by  a  number  of  reli- 
able autliorities  that  these  immediate  effects  are  not  due  to 
the  jc-rays,  but  are  caused  by  other  emanations  from  the 
tube.  In  the  general  run  of  cases,  as  has  been  said,  nothing 
is  at  first  noticed,  but  subsequently  the  patient  complains  of 
a  severe  tingling  or  even  burning  of  the  skin,  and  later,  if 
every  precaution  is  not  taken,  or  very  often  in  spite  of  it, 
the  burn  develops.  In  these  cases  it  is  impossible  to  say 
exactly  how  long  a  time  has  elapsed  from  the  exposure  which 
initiated  the  burn  to  the  appearance  of  the  subjective  symp- 
toms, because,  the  patient  being  constantly  treated,  any  one 
of  the  s&nces  might  be  responsible,  and  it  is  manifestly 
unfair  to  blame  it  upon  the  last  treatment.  In  our  ex- 
perience we  have  seen  the  er}^thema  appear  the  day 
after  the  first  rajring,  no  sensation  being  noted.  The  earlier 
writers  on  the  subject  invariably  stated  that  only  long  or 
repeated  exposures  would  produce  deleterious  results,  but 
we  now  know  that  there  are  some  people  so  sensitive  to 
the  action  of  the  ray  that  they  may  scarcely  be  exT)0sed  at 
all  without  danger.  It  is  absolutely  impossible  to  tell  be- 
forehand as  to  a  patient's  susceptibility  to  burn,  but  we 
may  get  some  slight  clue  by  asking  patients  whether  they 
freckle  or  bum  more  readUy  under  exposure  to  the  sun's 
rays. 

Bar-BouUe'  reports  a  case  of  severe  bum  followed  by 
ulceration  appearing  two  months  after  exposure.  All 
attempts  of  cure  were  ineffectual  until  the  ulcer  was  sub- 
jected to  the  action  of  sun  rays  passed  through  red  glass. 
There  was  gradual  sloughing  and  finally  cleaning  of  base  of 
ulcer.  Fifty  days  after  there  was  marked  healing  which  was 
hastened  by  the  application  of  silver.  They  thought  that 
perhaps  sunlight  had  some  effect  on  the  general  health  and 
indirectly  increased  vitality  of  the  patient,  but  in  view  of 
their  success  the  red  light  could  be  used  in  similar  cases. 
Something  of  the  histological  appearance  of  advanced  bums 
is  given  in  the  section  on  Histology. 

*  H,  Radcliffe  Crocker,  British  Medical  Journal,  January  a,  1S97. 
'  BulL  de  i'associat.  ohstct.  de  Paris,  1901,  vol.  i. 
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A  priman^  though  severe  er}^thema  is  described  by  Kibbc, 
His  description  is  as  follows:  **Thc  stratuni  corneuni 
was  apparently  unchanged;  the  stratum  lucidum  not  clearly 
visible,  excepting  over  small  areas  where  the  underlying 
disturbance  was  seen  to  be  slight.  The  outer  layers  of  cells 
comfxising  the  rete  mucosum  presented  the  most  striking 
alterations,  particularly  in  their  nuclei,  taking  the  stain^ 
both  with  hfematoxylin  and  lithium  carmine,  verj*  feebly. 
The  nuclei  showed  in  addition  a  peculiar  granular  change, 
which  was  at  first  indicated  in  those  retaining  a  more 
normal  reaction  to  the  stain  by  the  formation  of  a  fine 
nucleolus  which  could  be  seen  here  and  there  in  the  process 
of  division.  Near  the  stratum  granulosum  the  bodies  of 
the  cells  %vere  apparently  becoming  converted  into  kerato- 
hyalin  as  a  first  step  to  the  increase  in  bulk,  as  it  were,  of 
the  stratum  granulosum,  by  a  development  in  their  interior 
of  coarse  granules,  staining  deeply  with  ha!matox}din  and 
also  carmine.  With  the  former  they  appeared  like  blotches 
of  India  ink,  in  some  places  giving  the  impression  that  the 
cells  had  been  charred  by  heat.  This  was  particularly  the 
case  around  the  hair  follicles.  The  chorium  exhibited  the 
mild  changes  seen  in  a  case  of  dermatitis.  Capillar)^  dilata- 
tion with  collections  of  round  cells  scattered  through  its 
structures,  particularly  around  the  hair  follicles.  No  extrav- 
asation of  blood  w^as  noted." 

It  is  the  opinion  of  many  observers,  fully  concurred  in  by 
the  wTiter,  that  when  a  burn  results  in  a  superficial  effect 
the  pathological  process  may  be  immensely  benefited;  a 
mild  burn  usually  hastens  the  progress  of  cure  in  epithe- 
lioma, and  no  especial  efi'ort  should  be  made  to  avoid  it  in 
many  instances.  At  the  first  sign,  however,  of  approaching 
dermatitis,  such  as  a  reddening,  or  a  prickling  sensation  in 
the  skin,  all  exposures  should  cease  if  one  desires  to  avoid 
deeper  effects.  As  soon  as  the  bum  effects  are  apparently 
cured,  treatment  may  be  resumed  with  care. 

In  ver>^  serious  conditions,  such  as  malignant  growths, 
where  a  burn  would  be  of  slight  comparative  importance, 
it  is  well  to  allow  a  little  more  latitude  and  risk  some  burning 
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rather  than  discontinue  treatment,  but  when  the  condition 
is  comparatively  insignificant  a  burn  would  in  all  probability 
prove  more  serious  than  the  primary  condition.  One  should 
employ  the  utmost  tact,  skill,  and  caution  to  avoid  it. 

In  general,  we  should  remember  that  low  tubes  are  more 
prone  to  cause  burn  than  high  ones;  that  some  tubes  develop 
a  tendency  to  burn  regardless  of  their  vacuum  or  other 
known  causes;  that  the  nearer  the  tube,  the  greater  the 
danger  of  burn;  that  the  stronger  the  current^  the  more 
likelihood  of  damage,  and  that  idiosyncrasy  in  the  patient 
is  a  potent  factor. 

The  burn  effects  may  continue  to  increase  in  severity  after 
the  rays  are  discontinued,  as  instanced  in  a  case  of  our  own. 
After  three  exposures  about  one-half  of  an  extensive  lupous 
area  showed  a  severe  burn-formation,  when,  almost  at  the 
termination  of  the  healing  process,  the  rest  of  the  diseased 
area  became  suddenly  transformed  into  what  corresponded 
to  a  well-marked  burn.  This,  on  healing,  left  the  surface 
almost  entirely  free  from  evidence  of  the  lupus,  and  three 
months  later  no  nodules  were  to  be  seen. 

Beck^  describes  the  appearance  of  an  .%^-ray  burn  by  divid- 
ing the  process  into  three  stages.  In  the  first  stage  the  cutis 
is  hyperiemic,  congested,  and  accompanied  by  a  rise  of  tem- 
perature. Exfoliation  in  small  scales,  itching,  and  fluvium 
capillorum  are  concomitant  symptoms.  The  glands,  the  hair, 
and  the  nails  undergo  a  retrogressive  metamorphosis. 

The  second  stage  is  accompanied  by  the  formation  of 
clear,  yellowish  blisters,  whose  contents  lift  the  corneous 
layer  from  the  stratum  rete  Malpighii.  The  inflammation 
is  well  marked,  the  tension  great,  and  the  pam  considerable. 
Escharotic  destruction  of  the  skin  marks  the  third  and  most 
violent  degree.  The  tissues  have  an  appearance  of  brownish- 
black,  dry  gangrene;  a  dr\^  granulating  ulcer  marks  the  site 
of  the  injur)^  and  cicatrization  may  require  months. 

He  places  the  latent  period  Ix^fore  the  appearance  of  the 
burn  at  an  average  of  ten  to  fourteen  days,  and  is  of  the 
opinion  that  absolute  immunity  does  not  exist,  although  it 
is  approximated  in  many  cases. 


'  New  York  Medical  Journal,  May  34,  1902,  pp,  881-885, 
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Inadvertent  Bum.  The  rays  often  impinge  upon  surfaces 
of  the  patient's  anatomy  which  have  been  regarded  as  secure 
from  exposure.  The  reasons  for  this  are  a  lack  of  under* 
standing  on  the  part  of  the  operator  of  the  peculiarities  of 
ray  distribution  from  the  tubes  in  use,  and,  perhaps,  to  the 
secondary  rays  which  are  developed  in  different  parts  of 
the  circuit  of  the  rays.  The  reasons  are  diiiicult  to  determine 
accurately,  and  sometimes  the  most  careful  screening  of  the 
patient  will  not  prevent  it. 

In  the  experience  of  the  authors,  the  rays  have  produced 
dermatitis  of  the  mouth  and  eye  region  when  these  locations 
were  apparently  safely  shielded  from  the  action  of  the  rays, 
which  were  being  applied  to  the  neck.  Again,  the  hands 
of  the  patient  or  the  operator  may  be  affected  by  the  rays 
coming  off  in  a  direction  entirely  unsuspected.  It  is  there- 
fore of  the  utmost  importance  that  great  care  should  be  ex- 
ercised in  the  study  of  the  direction  of  the  rays  from  the  tube 
and  in  the  shielding  of  the  patient  in  every  individual  case. 
A  shield  which  is  calculated  to  protect  certain  parts  of  the 
body  should  be  examined  after  it  is  adjusted  to  determine 
whether  or  not  it  covers  the  parts  fully.  This  is  accom- 
plished by  means  of  the  fluoroscope.  The  detection  of 
fluorescence  in  any  position  in  which  there  is  no  necessity 
for  the  ray  etTect  indicates  the  necessity  of  special  shielding 
at  that  part.  The  necessity  of  this  extra  observation  is 
probably  because  of  the  extra  rays  that  are  generated  in 
various  places  and  w^hose  existence  can  be  determined 
easily  in  this  way.  It  is  generally  accepted  that  the  A'-rays 
from  the  tube  are  propagated  in  straight  lines,  and  if  care 
is  exercised  these  will  not  cause  any  untow^ard  effects. 

Beck'  observ^ed  that  w^hen  suffering  from  slight  Roentgen 
dermatitis  the  symptoms  are  very  much  increased  in  sultry 
weather. 

Dr.  E.  W,  Reid,'  Professor  of  Physiolog)^  in  University 
College,  Dundee,  describes  a  personal  experience  of  derma- 
titis. Having  to  deliver  a  popular  lecture  on  Roentgen's 
discovery,  he  desired  to  obtain  a  photograph  of  his  own 

*  Medical  Record ^Januan'  ji,  1903. 
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chest  and  abdomen  through  the  clothing,  to  exhibit  the 
contents  6f  the  pockets  in  addition  to  the  skeletal  structures. 
The  exposures  to  which  he  was  subjected  were  as  follows: 
abdomen,  twenty  minutes,  followed  by  forty  minutes;  chest, 
fifty  minutes,  followed  three  days  later  by  ninety  minutes. 
The  coil  was  of  ten-inch  spark,  fed  by  lo  amperes,  and  the 
tube  was  three  inches  from  his  waistcoat  as  he  lay  supine 
upon  the  table.  On  the  evening  of  each  exposure  marked 
erythema  of  the  skin  of  the  abdomen  and  chest  was  noticed 
immediately  beneath  the  position  of  the  tube,  and  in  addition 
slight  redness  of  the  skin  of  the  back  over  an  area  correspond- 
ing to  the  exit  of  the  rays  from  the  body.  In  seventeen 
days  the  cuticle  began  to  peel  off,  leaving  a  surface  which 
was  "raw"  and  '* weeping,"  but  not  very  painful.  The 
discharge  next  became  seropurulent  and  some  thirty  square 
inches  of  cuticle  were  lost,  but  in  thirty-three  days  healing 
was  complete.  There  is,  he  says,  apparent  immunity  of  the 
structures  deeper  than  the  skin. 

It  has  been  found  that  the  seat  of  pathological  conditions 
on  the  skin  are  much  more  sensitive  to  the  rays  than  is  the 
normal  skin.  Scholtz^  cites  two  instances  of  favus  in  which 
the  hair  fell  much  more  promptly  in  the  affected  areas  than 
in  other  portions.  Others  have  made  similar  observations 
on  favus,  acne,  etc. 

How  Produced.  Schwarz^  believes  that  solar  erythema 
and  Finsen  as  well  as  Roentgen  dermatitis  may  be  caused 
by  metabolic  products  in  the  cells  becoming  insoluble,  leading 
to  stoppage  or  stasis  and  the  lack  of  elimination,  bringing 
on  a  chronic  process  after  a  period  of  incubation. 

Knowing  the  stimulating  effect  of  the  ray  on  the  vaso- 
constrictor nerves,  it  has  seemed  to  us  as  if  a  dermatitis  was 
the  logical  result  of  an  overstimulation  of  these  nerves, 
bringing  about  a  gradual  paralysis  of  the  nerve  filaments, 
thereby  destroying  the  elasticity  of  the  vessels,  producing 
a  dilatation  and  hyperaemia.  The  degree  of  bum  depends 
entirely  on  the  degree  of  paralysis  of  these  nerves,  and  where 
the  overstimulation  is  not  carried  beyond  a  certain  point 
will  merely  result  in  a  temporary  hyperaemia,  disappearing 
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as  the  nerv^es  regain  their  action  and  re-establish  the  tone 
of  the  vessels.  When  the  paralysis  is  carried  to  a  higher 
degree  the  resulting  impairment  in  circulation  will  produce 
the  cedema  and  other  symptoms  accompanying  it.  If  the 
paralysis  is  complete^  the  vessels  cannot  regain  their  tone, 
and  proper  circulation  of  the  parts  cannot  be  re-established; 
here  we  get  the  necrosis  and  gangrenous  degeneration 
observed  in  bums  of  the  more  severe  type. 

The  action  of  the  .v-rays  is  very  similar  to  that  of  thp  rays 
emanating  from  radium.  It  has  been  found  by  experiments 
that  animals  exposed  to  the  rays  of  radium  for  a  suflicient 
length  of  time  will  die  as  the  result  of  paralysis  of  the  cord. 
It  seems  to  us  quite  logical  that  before  the  rays  can  accom- 
plish this  they  wUl  produce  a  paralysis  of  the  smaller  nerves 
which  they  must  pass  before  they  can  reach  and  show  their 
effect  on  the  cord. 

This  theory^  would  explain  the  network  of  dUated  blood- 
vessels so  often  observed  in  scars  left  by  Jt'-ray  bums.  In 
fact  telangiectatic  scarring  is  almost  characteristic  of  .r-ray 
burns. 

Crocker  has  seen  this  condition  in  two  cases  after  long 
and  repeated  exposures  where  there  was  no  breach  of  surface 
and  no  marked  scarring,  although  there  was  some  atrophic 
change  in  the  skin. 

Scholtz  has  shown  that  a  degenerative  process  is  set  up 
in  the  cells  of  the  intima  of  the  bloodvessels. 

Kienbock  believes  that  the  burn  is  due  to  chemical  changes 
as  the  result  of  the  absorbed  rays. 

Statistics,  In  a  statistical  study  of  all  the  cases  he  could 
collect  (less  than  two  hundred)  Codman^  found  that  half 
WTre  serious  and  that  one-third  occurred  in  :v-ray  workers 
themselves.  The  static  machine  is  least  likely  to  produce 
burn. 

In  two  cases  no  symptoms  appeared  for  five  months. 
He  has  never  heard  of  a  burn  developing  from  an  exposure 
of  ecjual  to  or  less  than  five  minutes  at  ten  inches.  He  thinks 
that  if  no  dermatitis  appears  within  three  weeks  after  the 
last  exposure  there  is  not  likely  to  be  any. 
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As  to  the  frequency  of  burns  he  has  found  that  in  the 
last  five  years  the  average  was  i  to  looo  from  -r-ray  exami- 
nation. Within  the  past  year  the  averave  dropped  to  i  to 
10,000.  More  than  two- thirds  of  these  injuries  occurred 
in  the  first  tvvo  years  of  the  use  of  the  Ar-ray.  In  the  current 
year  only  one  mild  case  was  reported  as  the  result  of  exami- 
nations. One-half  of  all  the  cases  generally  show  within 
ten  days,  but  in  rare  instances  it  may  show  as  late  as  five 
months-  He  believes  that  the  reason  the  abdomen  is  more 
often  burned  is  due  to  its  thickness^  requiring  longer  expos- 
ures, but  this  fails  to  explain  why  this  happens  in  therapeutics 
where  it  is  not  exposed  any  longer  than  other  parts. 

In  the  report  of  the  Hamburg  Epindorf  Hospital  of 
1898  we  find  2000  exposures  reported,  with  one  burn.  We 
have  administered  the  ray  in  the  neighborhood  of  8000 
times,  with  one  severe  burn  of  the  abdomen  in  a  patient 
treated  for  carcinoma  of  the  liver;  one  much  milder  burn 
of  the  vulva,  one  of  the  shoulder,  and  a  dozen  mild  forms 
of  dermatitis* 

Septic  Bums.  Pratt  says  that  these  are  due  to  impurities 
and  microbes  driven  into  the  tissue. 

Treatment  On  the  general  treatment  of  the  x-ray  bum 
little  can  be  said  in  the  way  of  routine  measures.  The  con- 
ditions met  with  are  so  numerous  and  diverse  in  character^ 
that  it  is  not  within  the  range  of  possibility  to  include  them 
all  within  the  scope  of  any  volume*  From  what  has  been 
observed  up  to  the  present  time,  it  is  more  than  probable 
that  there  are  a  limitless  number  of  conditions  and  phases 
of  the  lesions  which  we  will  encounter  as  the  number  of 
cases  treated  and  reported  increases.  In  the  main  the  treat- 
ment is  the  same  as  in  ordinar}^  burn,  but  it  must  be  said 
that  the  measures  generally  employed  do  not  have  as  good 
an  effect  as  in  the  case  of  burn  from  other  causes.  The 
treatment  in  any  particular  case  will  be  dictated  by  the 
exact  conditions  that  arise*  In  very  obstinate  ulcerations 
which  manifest  little  or  no  tendency  to  heal,  there  will  be 
indicated  such  applications  as  the  nitrate  of  silver  and  weak 
chromic  acid  solution.  The  lesion  in  these  cases  must  be 
kept  as  clean  as  the  circumstances  will  permit  of.  All 
exudations  are  to  be  carefully  removed  and  the  application 
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of  any  medicament  made  to  the  cleansed  surface  only. 
Films  of  false  skin  found  to  develop  at  the  margins  and 
over  the  surface  have  the  appearance  of  the  membrane  in 
diphtheria,  and  adhere  very  tenaciously  to  the  underlying 
structure.  These,  where  they  persist  too  long,  are  to  be 
removed  and  the  surface  underneath  swabbed  lighdy  with 
weak  nitrate  of  silver  solution,  2  per  cent,  to  5  per  cent. 

Where  the  condition  is  one  of  hypersensitiveness,  there 
are  indicated  sedatives  and  cooling  and  soothing  measures, 
as  the  benzoated  zinc  ointment,  which  may  contain  a  small 
percentage  of  cocaine  in  very  severe  cases,  or  such  other 
drugs  as  orthoform,  boracic  acid,  or  pyoktanin.  Starch  is 
indicated  where  there  is  a  great  deal  of  discharge. 

In  dressing  the  lesions  it  is  always  a  good  measure  to 
first  apply  hydrogen  peroxide  on  a  swab  for  the  purpose 
of  removing  the  exudations,  and  then  gently  dab  with  a 
cotton  sponge  to  remove  the  moisture.  It  should  be  remem- 
bered that  all  burned  surfaces  are  extremely  sensitive,  and 
that  any  application  of  a  stimulating  nature  will  cause  great 
suffering.  For  this  reason  it  is  well  to  confine  these  appli- 
cations to  cases  in  which  there  is  great  need  of  stimulation 
and  avoid  them  under  ordinary^  circumstances. 

All  dressings  should  be  thoroughly  aseptic,  the  more 
so  in  these  cases  than  in  others,  as  the  weakened  condition 
of  the  tissues  renders  them  prone  to  harbor  infection  which 
in  any  way  may  gain  an  entrance. 

This  is  illustrated  in  a  case  of  carcinoma  of  the  chest 
wall  which  had  been  treated  by  the  rays  until  there  existed 
a  large  denuded  area  that  occupied  the  whole  site  of  the 
mammary  gland.  The  patient  was  attended  with  the 
utmost  care  and  was  confined  to  one  room  for  over  one  year. 
Yet,  whDe  everything  was  done  by  skilled  nurses,  the  patient 
developed,  on  two  different  occasions,  a  pseudoerj^sipelas 
which  extended  over  almost  the  whole  body. 

When  the  burn  is  of  a  mild  nature  and  the  skin  has  not 
become  denuded,  the  application  of  a  3  per  cent,  solution 
of  pyoktanin  has  a  very  potent  effect  in  lessening  the  pain 
and  promoting  healing. 

The  pigmentation  resulting  from  the  rays  gradually  dis- 
appears in  most  cases,  but  in  some,  when  the  duration  is 
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of  annoying  length,  it  may  be  hastened  in  its  departure 
by  the  application  of  compresses  of  very  weak  mercury 
bichloride  solution.  This  is  generally  poor  practice,  as 
the  solution  may  not  be  applied  in  sufficient  strength  to 
be  of  any  great  benefit  without  producing  disagreeable 
results. 

The  use  of  a  weak  watery  solution  of  picric  acid  has  a 
beneficial  effect  on  lessening  the  pain  in  all  cases  of  bum, 
and  at  the  same  time  exerts  a  beneficial  effect  on  the  healing 
of  the  condition.  A  general  strength  of  i  per  cent,  will  be 
found  of  the  greatest  applicability. 

The  tough,  continuous  membrane  often  formed  on  the 
site  of  the  bum  when  forcibly  removed  leaves  a  smooth 
surface  behind,  which,  however,  is  extremely  sensitive,  and, 
while  it  looks  very  healthy,  has  a  tendency  to  form  cmsts, 
which  dry  and  crack,  causing  bleeding.  Renewed  exudation 
soon  removes  the  cmsts,  leaving  a  smooth,  exuding  area, 
which  heals  slowly  from  the  margins. 

The  most  frequently  attacked  region  of  the  body  is 
undoubtedly  the  abdomen.  This  is  hard  to  account  for 
excepting  by  the  fact  that  it  was  formerly  a  region  frequently 
exposed  and  that  it  is  covered  by  the  thickest  layer  of  fatty 
tissue.  After  this  come  the  hands  and  face,  while  the  con- 
junctiva and  mucous  membranes  of  the  mouth  and  nose 
closely  follow  in  order  of  frequency. 

Thus  far  no  measure  has  been  unearthed  capable  of 
stopping  the  course  of  this  condition.  Methylene  blue  in 
3  per  cent,  aqueous  solution  painted  upon  the  surface  of 
the  skin  seems  to  have  a  good  effect  in  lessening  the  liability 
of  the  occurrence  of  bum,  and  the  same  solution  acts 
beneficially  in  hastening  healing  after  it  has  occurred. 
When  the  first  symptoms  of  burn  are  noted,  viz.,  itching 
of  the  skin,  if  all  radiation  is  stopped,  and  the  surface  is 
carefully  treated  with  cooling  and  soothing  agents,  the  bum 
will  frequently  progress  no  farther.  Tanning  of  the  skin 
will  frequently  occur,  and  apparently  renders  the  skin  im- 
mune from  further  attack.  Perhaps  the  best  treatment  and 
that  which  has  proved  of  value  in  the  hands  of  the  author 
is  the  so-called  L.  L.  L.  ointment.  It  consists  of  lime-water, 
lanolin,  and  lard  in  equal  proportions.    The  ointment  is  of 


X-RAY  BURN  331 

a  fluffy  consistence.  It  affords  great  relief,  is  cooling,  and 
stimulates  healing. 

Carron  oil,  which  consists  of  equal  parts  of  olive  oil  and 
lime-water,  has  given  relief  in  a  great  many  cases  and  will 
generally  prove  satisfactory.  Benzoated  zinc  ointment  has 
been  suggested  and  in  some  cases  works  well.  The  oxide 
of  zinc  is,  perhaps,  the  best  all-round  material  that  we 
possess  for  the  treatment  of  the  bum.  It  may  be  mixed 
with  various  other  drugs,  and  seems  to  be  satisfactory  in 
relieving  pain  and  promoting  healing. 

Another  very  valuable  preparation  for  reducing  the  in- 
flammation and  lessening  the  pain  is  liquor  Burrowii  diluted 
with  four  to  six  parts  of  water. 

Burdick  uses  petrolatum- to  hasten  vesication. 

Walker^  has  found  the  following  formula  of  extreme 
value  in  the  treatment  of  these  bums: 

H — Cretae  preparatae,  15.0 

Olei  olivae,  8.0 

Adipis,  4.0 

Engman  suggests  the  following  preparation  in  mild  super- 
ficial forms  of  dermatitis: 

B — Acidi  bond  45.0 

Zinci  oxidi, 
Amyli, 

Bismuthi  subnit., 
Olei  olivae,  aa  30.0 

Aquae  calcis, 

Lanolini,  fi&  90.0 

Aquae  rosae,  45.0 — M. 

Sig. — Apply  locally  on  gauze. 

KaiseP  has  used  blue-light  rays  with  good  results. 

StrebeP  has  not  seen  much  benefit  from  the  blue  light, 
but  has  found  that  the  violet  and  ultraviolet  rays  had  a 
decided  effect  in  improving  the  trophic  changes. 

In  stimulating  indolent  ulcerations,  we  have  seen  con- 
siderable benefit  from  the  application  of  the  high-frequency 

*  British  Journal  of  Dermatology,  1904,  i.  p.  695. 

*  Naturforschef  Congress,  Hamburg,  1900. 

*  Fortschrit.  a.  d.  (leb.  d.  Roentgenstrahlen,  B.  vi.  p.  74. 
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currents  by  means  of  glass  vacuum  and  carbon-point 
electrodes  with  mild  sparking. 

Dusting  powders  of  the  insoluble  sort,  as  dolomol  mixed 
in  varying  proportions  with  such  medicaments  as  pyoktanin, 
picric  acid,  acetanilid,  boracic  acid,  will  prove  of  value  where 
the  skin  is  denuded  over  large  areas.  Squibb's  compound 
alum  powder  has  also  been  found  of  more  or  less  value. 
Xeroform-lanolin  ointment  has  been  used  with  success. 
Torpid  granulations  may  be  stimulated  by  solution  of  zinc 
chloride. 

When  the  suflfering  is  intense,  cocaine  has  the  greatest 
eflfect  in  lessening  the  pain. 

Hot  applications  are  always  better  than  cold,  and  as  a 
rule  lotions  are  superior  to  ointments. 

In  a  number  of  instances  of  redness  and  pigmentation 
after  dermatitis  high-frequency  sparks  have  hastened  the 
return  of  normal  appearances. 

In  ulceration  resulting  from  burn  the  high-frequency 
spark  seems  to  act  almost  as  well  as  it  does  in  ulcer  from 
other  causes. 

Bibliography — Leopold  Freund,  Elements  of  General  Radiotherapy,  London^ 
1904,  p.  337.  Wiesner,  Beitrag  zur  Kenntniss  der  Roentgendermatitis,  Miinch. 
med.  Wochenschrift,  1902,  xlix.  p.  104.  Freund,  Die  gegenwartige  stand  der 
Radiotherapie,  Wiener  med.  Wochenschrift,  1900,  No.  37. 


CHAPTER   XIV. 

OTHER  DELETERIOUS  EFFECTS  OF  THE  X-RAY. 

The  X-ray  in  the  Production  of  Cancer.  The  case  of  the 
unfortunate  tiibt-niaker  which  I  reported  two  years  ago  at 
the  American  Derma tological  Association  was,  I  believe,  the 
first  to  be  recorded  of  the  transformation  of  an  rv-ray  burn 
into  carcinoma. 

The  subject  is  one  of  perhaps  greater  importance  than 
appears  on  first  thought,    A  single  case  might  be  set  down 

Fig.  So. 


Deep  ulceration  following  ac-ray  exposures.     Dr.  Vamey's  case, 

as  a  curiosity,  but  these  cases  are  multii>Iying,  which  opens 
an  entirely  new  field — or,  to  speak  more  currcctly,  two  new 
fields  for  investigation:  i.  What  quality  is  it  residing  in  the 
ray  which  can  now  produce,  now  destroy  the  same  thing  ? 
2.  Can  the  fact  of  production  of  cancer  in  this  way  lead  to 
or  aid  in  discovering  the  cause  of  cancer? 

We  must  recall,  in  this  connection,  the  analogous  influence 
of  arsenic,  which  too,  at  times,  in  a  quasi-homa^opathic  man- 
ner causes  and  cures  this  same  disease. 
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Varney  reports  an  instance  in  which  the  ray  was  applied  to 
an  ulcer  following  the  prick  of  a  rose-thorn.  Dermatitis 
had  been  twice  produced  by  the  .T-ray  previous  to  treatment 
by  the  reporter.  At  this  time  there  was  no  appearance  of 
epithelioma  in  the  ulcer,  which  had  a  bright  base  and  shelv- 
ing edges,  the  skin  surrounding  the  ulcer  being  ui  a  state  of 
dermatitis,  .\lmost  instant  irritation  was  produced  by  the 
ray  at  ten  inches.  Amputation  was  advised  and  carried  out. 
Sections  from  different  areas  revealed  squamous  epithelium 
with  unusual  increase  of  the  fibrous  tissue,  which  the  pathol- 
ogist attributed  to  the  action  of  the  ray. 

This  will  be  found  more  fully  described  in  the  section 
on  Histology, 

Vamey  considered  the  patient  idios}Ticratic  to  the 
ray. 

One  of  the  most  interesting  cases  in  our  personal  series  is 
that  of  a  manufacturer  of  .^*-ray  tubes,  who  in  the  pur- 
suit of  his  vocation  developed  carcinoma  on  both  hands. 
Radiotherapy  persisted  in  for  a  considerable  period  failed  to 
effect  any  lasting  benefit.  He  was,  therefore,  referred  for 
operation^  and  one  arm  had  to  te  amputated  above  the  elbow, 
with  a  wide  excision  of  tissue  in  the  axillary  and  pectoral 
regions,  for  the  removal  of  carcinomatous  nodules,  and  subse- 
quently excision  of  a  portion  of  the  opposite  hand.  The  case, 
though  most  distressing  from  the  i)aticnt's  point  of  view, 
should  prove  interesting  from  the  side  of  the  physician  and 
::c-ray  worker.  The  fact  is  to  be  remembered  that  this 
patient  did  not  come  into  contact  with  subjects  of  carci- 
noma, so  far  as  is  known,  and  when  cutaneous  carcinoma 
develops  in  radiotherapists,  as  it  undoubtedly  will  at  times, 
the  mistake  must  not  be  made  of  regarding  it  as  a  posi- 
tive evidence  of  transmission  from  some  patient  being 
coincidently  treated.  We  know  that  the  ray  is  capable 
of  pr€>ducing  a  precancerous  keratosis  which  may  undergo 
malignancy,  just  as  docs  any  other  repeatedly  irritated  tissue, 
and  presenting  such  a  condition  as  is  seen  in  cancer  follow- 
ing psoriasis  or  the  taking  of  arsenic. 

'*It  has  also  been  noticed  that  while  cancer  is  not  gen- 
erally considered  contagious  several  persons  who  have  been 
treating   the  disease  by  the  ,r-rays  have  been  affected.    A 
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number  of  these  cases  unquestionably  might  have  been 
avoided  if  proper  precautions  had  been  taken." 

Rollins  falls  into  the  probable  error  against  which  the 
above  warning  is  made,  recommending  means  to  prevent 
accidental  infection  of  patients  from  others  in  ofl&ces,  etc., 
which  recommendations  are  well  enough  on  general  prin- 
ciples* 

Dr.  Blacker,  w^ho  is  said  to  have  cured  the  King  of  England 
of  a  rodent  ulcer,  has  since  died  from  malignant  disease 
following  x-ray  dermatitis.  The  original  bum  upon  the 
hand  gradually  extended  in  the  form  of  a  dermatitis  upon 
the  arm,  with  malignant  growths  developing  m  its  course 
at  the  elbow  and  aftenvard  in  the  axilla.  Shr  Francis 
Travers  contemplated  amputation  at  the  shoulder,  but 
there  was  such  a  rapid  extension  and  wide  involvement 
that  operation  was  given  up. 

Epidermoid  cancer  resulting  from  severe  ray  irritation 
occurred  in  an  operator  in  Boston.  Three  fingers  were  lost 
from  one  hand  and  two  from  the  other. 

Among  others,  J.  N*  Hyde  and  O.  S.  Ormsby*  say 
that  at  times  it  appears  as  if  in  exciting  inflammation  in  a 
cancerous  growth  we  encourage  dissemination  of  the  cancer 
cells  to  the  normal  surrounding  tissue  and  also  favor 
metastases. 

Mr<  C.  M.  D.,  aged  thirty-six  years,  a  worker  in  an  :5ic-ray 
laboratory.  First  seen  June  2,  1902.  Patient  states  that 
for  three  years  he  had  worked  continuaDy,  making  and 
testing  :xr-ray  tubes.  A  year  after  beginning  this  w'ork  he 
noticed  a  sunburnt  condition  of  the  hands.  He  stopped 
work  for  two  or  three  days  until  the  pain  and  swelling 
had  subsided  and  then  resumed  his  occupation.  There 
was  subsequently  more  marked  effect  which  resulted  in 
scars  and  contraction.  For  over  tw^o  months  before  com- 
ing under  observation  a  raised  ulcerated  lesion,  as  show^n  in 
Fig.  81,  occupied  the  region  of  the  w^rist,  measuring  3  J  x  2^ 
inches  in  diameter.  Phlyctapnae,  or  purpura-like  spots,  were 
scattered  over  the  skin  upon  the  arms  and  wTists  and  over 
the  backs  of  the  hands.    On  the  right  hand  the  tendons  are 


*  Journal  of  the  Amrrican  iledical  Assodation,  January  3,  1^03, 
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exposed  in  an  ulcer  which  showed  for  a  time  signs  of  im- 
provement. This  patient  was  seen  by  me  several  times  in 
consultation  with  his  physician  in  a  neighboring  city,  who 
was  applying  the  a--ray  with  the  hope  of  undoing  what  the 
ray  itself  had  done.  Deciding  after  a  time  that  this  was  a 
futile  course,  the  patient  was  advised  to  submit  to  ampu- 
tation, which  was  carried  out  by  Dr.  Lloyd  at  the  Post- 
graduate Hospital 

Histological  examination  of  the  tissues  disclosed  little 
change  aside  from  those  common  to  cicatricial  tissues, 
excepting  as  it  showed  hyi:)ertrophy  of  the  skin  papillae  and 
the  usual  appearances  of  carcinoma.  Dr.  Lloyd  has  reported 
a  second  operation  for  cancer  due  to  the  same  cause. 

Fig.  8i, 


Cuixiiionia  following  jc-ray  bum 


The  X-ray  as  a  Cause  of  Gangrene,  Dr,  E.  M.  Foote 
mentions  a  case  of  recurrent  carcinoma  of  the  breast  upon 
which  he  operated  after  it  had  been  exposed  to  the  :»f-rays 
eighteen  time^.  There  was  a  bum  which  occupied  the  site 
of  the  original  incision.  The  bum  was  neither  very  large 
nor  very  deep,  and  was  entirely  removed  in  the  operatioii; 
nevertheless,  in  a  short  time  a  gangrene  developed,  which 
occupied  the  site  of  the  original  bum. 

SucJi  reports  cause  a  hesitancy  in  advising  preparatory  or 
anticipator)^  raving  in  patients  we  expect  to  come  to  operation. 

Too  early  raying  after  operation  may  also  have  its  draw- 
backs in  preventing  early  union. 

Dr.  Samuel  Lloyd  mentions  several  cases  of  epithelioma 
whose  growth  was  greatly  stimulated  by  applications  of  the 
^-rays.  In  one  of  these  cases  in  which  the  ray  treatments 
were  continued  up  to  the  time  of  operation,  although  the 
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parts  were  brought  together  without  any  tension,  a  gan- 
grenous patch  appeared  which  covered  nearly  the  whole 
area  that  had  been  exposed  to  the  rays, 

A  second  case  of  the  same  kind  has  led  him  to  very 
seriously  consider  the  condition.  This  was  a  carcinoma 
of  the  breast,  in  which  there  is  no  reason  to  believe  that 
any  fault  in  technique  had  been  present;  still  gangrene 
supervened. 

He  draws  from  this  the  conclusion  that  exposure  to  the 
rays  causes  interference  with  nutrition. 

Skinner,  after  four  treatments  of  postoperative  raying, 
noticed  a  dark  discoloration  which  became  gangrenous. 
We  must  remember  that  the  ray  delays  the  absorption  of 
clots,  and  that  one  effect  of  it  is  to  diminish  blooci  supply, 
a  condition  not  desirable  in  flap  operations,  Ante-operative 
raying  should  precede  operation  by  a  time  sufficiently  long 
to  obviate  possible  gangrene,  and  should  be  stopped  ten 
days  or  two  weeks  before  operation.  On  applying  the  ray 
to  oozing  ulcerative  surfaces  the  first  \^sible  change  is  a 
brownish  discoloration  of  oozing  points  showing  early  effects 
upon  blood  elements. 

Deleterious  Effects  to  the  Operator.  The  operator  is 
subject  to  many  of  the  same  deleterious  effects  as  the  patient, 
and  Avhile  the  length  of  exposure  is  shorter  than  in  the  case 
of  the  patient,  the  numtxT  of  exposures  is  incomparably 
greater  and  the  results  have  been  frequently  distressing 
and  may  endanger  life.  The  largest  number  of  accidents 
of  this  kind  which  are  on  record  occurred  in  the  earlier 
periods  of  the  use  of  the  ray  to  demonstrators  and  operators, 
who  caused  themselves  serious  or  irreparable  damage  by 
not  being  cognizant  of  the  necessity  of  protecting  their 
bodies  from  the  action  of  the  rays.  Beck  had  an  unpleasant 
personal  experience  in  this  direction  from  prolonged  expos- 
ure to  high-tension  tubes.  His  hand  became  first  erythem- 
atous, then  terra-cotta-like,  and  the  epidermis  scaled  off 
in  leather-like  flakes ;  perspiration  ceased  entirely,  and  during 
the  warm  weather  there  was  great  distress. 

As  mentioned  elsewhere,  the  eyes  may  suffer.  I  know  of 
one  instance  of  myripia  increasing  in  an  .v-ray  worker  of 
about  fifty  years,  at  which  age  the  rule  is  for  the  distance 
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sight  to  improve.  An  ordinary  screen  would  here  not  meet 
the  requirements,  and  a  tube-box  would  have  to  be  employed 
to  shut  in  all  but  the  necessary  rays. 

For  the  hands  ray-proof  gloves  could  be  worn,  especially 
by  those  who  cannot  keep  '* behind"  the  radiance,  or  who 
are  especially  susceptible. 

Bibbins  had  considerable  difficulty  with  his  Tiands  and 
eyes,  which  were  quite  severely  burned.  I  have  seen  pos- 
sibly a  score  of  physicians  and  rv-ray  workers  who  have 
heen  more  or  less  injured,  some  severely. 

Scleroderma-like  Changes.  Behrend^  observed  changes 
in  the  skin  of  tips  of  fingers  and  other  surfaces  which 
resembled  sclerodactylia.  A  sclerodermatization  has  been 
observed  by  a  number  of  writers  occurring  independently 
and  not  as  a  secondary  affection  after  Roentgen  ulcer  or 
bum. 

This  accidental  scleroderma  is  non-progressive.  Trophic 
changes  occur  which  have  a  preponderating  effect  upon  the 
capillaries. 

The  perturbing  effect  is  so  pronounced  that  nature  seems 
incapable  of  bringing  the  molecules  again  into  their  former 
way  of  acting  and  arranging  themselves. 

Oskar  Salomon*  relates  a  case  of  his  own  and  refers  to 
three  others  in  literature. 

The  integuments  are  thickened,  lardaceous,  and  present 
a  white  or  ivory-like  appearance  over  a  greater  or  lesser 
extent  of  surface,  and,  what  is  very  characteristic,  they  are 
dotted  here  and  there  with  little  islands  of  reddened  or 
violaceous  hue,  and  on  close  inspection  many  of  these 
present  a  telangiectatic  appearance.  This  condition  may 
commence  slowly  and  without  any  subjective  symptoms. 
Very  much  the  same  effect  is  at  times  seen  after  the  healing 
of  a  deep  dermatitis,  producing  in  place  of  the  cicatrix,  as 
we  ordinarily  see  it,  the  appearance  of  a  waxy  infiltration 
of  the  tissues  picked  out  with  islands  of  naevus-like  aspect, 
the  whole  giving  an  aspect  similar  to  that  seen  in  some  cases 
of  xeroderma  pigmentosum.    During  and  after  the  raying 

'  Berliner  klin.  Wochenschrift,  1898,  No.  23, 

•  Archiv  fiir  Dermat.  u.  Syph.,  Bd.  Ix.,  Heft  2,  p.  262. 
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the  patient  has  a  feeling  of  tension  of  the  skin  of  face  and 
head  at  times.  Sometimes  this  condition  is  vcr>^  slow  in 
making  its  appearance,  in  Barth6Iemy's  cases  appearing 
five  and  sLx  months  after  the  exposures.  At  times  there  is 
decided  desquamation. 

Hallopeau  and  Gadaud  report  sclerodermatic  changes  in  a 
case  of  their  own.  After  prolonged  exposures  for  exhibition 
purposes,  three  weeks  from  their  commencement  the  skin 
of  the  hand  was  found  dry  and  free  from  hair. 

Three  years  later  the  patient  took  up  radiograph  work 
again,  and  a  year  later  red  spots  appeared  over  the  dorsal  sur- 
faccjwhich  could  be  made  to  disappear  under  pressure;  there 
were  changes  in  the  phalangeal  articulations.  Several  months 
later  there  were  two  separate  attacks  implicating  the  meta- 
carpal articulations  of  the  index  and  middle  fingers,  although 
no  exposure  had  taken  place  for  a  long  time.  Ulcerations 
succeeded  but  cicatrized  and  the  articulations  remained  as 
though  ankyloscd.  The  hand  had  a  mummified  appearance. 
There  developed  upon  the  sclerosed  tissue  small,  red,  wine- 
colored  spots  with  delicate  arborization  effect;  these  are 
isolated  or  run  together,  forming  a  mcshwork  in  whose 
interstices  the  sclerosed  skin  shows  whiter  by  the  contrast. 
The  color  when  pressed  out  by  the  finger  returns  promptly. 
Flexion  of  the  index  and  middle  fingers  is  absolutely  im- 
possible, due  wholly  to  the  sclerosis  of  the  skin,  which  is 
non -extensible.  This  appearance  presented  by  the  red  spot 
on  a  whitened,  lardaceous  area  is  pathognomonic. 

I  have  obser\'ed  these  in  a  number  of  cases,  and  it  was 
pronounced  in  the  patient  whose  A;-ray  bum  was  followed  by 
cancer  as  detailed  elsewhere.  The  inten^al  elapsing  between 
the  exposure  and  development  of  some  of  these  changes 
shows  a  peculiar  latency  of  effect  which  is  most  instructive. 
Observing  the  latent  activity  in  these  deleterious  effects,  we 
have  little  difficult}^  in  believing  the  accounts  of  those  clinical 
cases,  especially  of  cancer,  which  go  on  impro\dng  long  after 
the  ray  has  been  withdrawn.  I  have  once  or  tmce  observed 
an  exacerbation,  as  it  were,  in  deep-seated  bum  effects 
months  after  the  last  ray  had  been  applied,  acting  as  though 
there  had  l>een  a  renewed  application.  Barthelemy  speaks 
of  a  similar  condition  of  experimental  scleroderma,  in  which 
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without  ulceration  the  skin  appeared  glued  to  the  bones. 
In  a  case  of  supposed  mammary  carcinoma  (primar}^)  after 
an  erythema  and  desquamation,  there  occurred  in  my  own 
practice  a  condition  of  artificial  scleroderma,  with  a  slight 
amount  of  red  points  and  telangiectasis,  but  without  the 
mummification,  which  would  in  this  situation  scarcely  be 
expected  because  of  the  depth  of  soft  tissue.  In  the  case 
of  radiodermatitis  corresponding  to  the  second  degree  of 
bum,  I  have  Ijeen  much  interested  in  watching  how  these 
wine-colored  dots  with  their  branching,  spider-leg-like 
telangiectases  were  formed.  As  cicatrization  develops,  small, 
round,  pearl-colored  islands  spring  up  about  the  edges,  but 
running  often  well  out  toward  the  centre  of  the  exulceration. 
As  the  new  epidermis  fills  in  between  these  rounded  areas 
their  central  portion  remains  more  highly  colored,  and 
as  the  general  redness  gradually  fades,  the  wine-colored 
spots  grow  in  intensity.  The  scleroderma  condition  and 
mummification  of  the  skin  in  connection  with  this  char- 
acteristic telangiectasis  suggests  to  those  familiar  with  the 
appearance  of  these  patients  oftentimes  xeroderma  pigmen- 
tosum. In  both  this  disease  and  changes  produced  by  the 
ray  the  development  of  epithelioma  or  carcinoma  is  to  be 
dreaded.  We  get  malignant  degeneration  in  xeroderma  just 
as  we  get  it  in  the  skin  of  the  old  man  when  senile  changes 
have  brought  alx*ut  a  peculiar  transformation,  and  it  would 
seem  that  having  these  three  similar  conditions  of  tissue 
so  dissimilarly  produced  an  inkling  might  be  acquired  of 
the  nature  of  epithelial  cancer,  or  at  least  of  the  conditions 
under  which  epithelioma  flourishes. 

Scleroderma-likc  lesions  were  noted  by  Foumier  and 
Barth^lemy  in  a  young  girl  treated  successfully  for  inter- 
costal  neuralgia. 

Scleroderma-like  transformations  have  Ijeen  noted  in 
three  other  cases  besides  the  one  recorded  by  Salomon* 

A  year  after  treatment  patient  presented  an  ulcer  of  the 
forehead  surrounded  by  a  hard  cicatrix  with  surrounding 
telangiectases. 

The  histological  changes  are  similar  to  those  found  in 
true  scleroderma — /.  c,  thickening  of  vessels,  perivascular 
infiltration,    changes   in    the    connective    tissue,    papillary 
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degeneration,  and  hypertrophy  of  the  connective-tissue 
bundles. 

The  Production  of  Toxaemia  during  the  Treatment  of 
Cancer.  Evidences  of  autointoxication  occasionally  arise 
in  the  treatment  of  cancer  and  sarcoma. 

At  a  meeting  of  the  American  Medical  Association  in 
1902  I  called  attention  to  the  grave  symptoms  which  might 
arise  when  disintegration  of  large  masses  is  going  on  rapidly 
under  the  rays'  influence. 

It  is  always  most  difficult  to  differentiate  betft^en  those 
effects  which  a  severe  disease  like  cancer  can  produce  per  se 
without  the  question  of  ;v-ray  and  those  which  are  to  be 
attributed  to  the  latter. 

I  have  observed  joint  and  muscular  pains  of  rheumatic 
character  during  treatment.  This  suggested  to  my  mind 
the  possibility  of  a  poison  being  given  off  into  the  general 
system  from  the  growtli,  and  being  thrown  off  so  suddenly 
that  the  eliminating  organs  had  not  been  able  to  take  care 
of  it-  The  source  is  the  mass  of  broken-do%\Ti  organic 
elements  resulting  from  destruction  of  the  growth.  This 
is  what  I  meant  by  saying  that  the  a-rays  are  capable  of 
doing  harm,  and  that  their  application  should  not  be 
left  in  the  hands  of  inexperienced  and  non-medical 
men* 

Evidences  of  ura?mia,  joint  affections,  metastatic-like  con- 
ditions might  depend  in  part  on  the  ray. 

In  severe  mammary  carcinoma,  after  a  limited  number  of 
treatments,  there  may  be  a  slight  headache,  rise  of  temper- 
ature, and  chilliness. 

This  is  probably  not  always  e\adence  of  systemic  infection 
or  toxxmia,  but  due  to  other  unkno\\Ti  effect  of  the  ray, 
since  it  may  be  observed  in  even  derma tological  conditions. 
We  should  watch  the  circulation  and  temperature  carefully 
and  stop  treatment  as  soon  as  any  alarming  symptoms 
arise. 

At  times  we  observe,  following  an  intense  or  extensive 
Roentgen  reaction,  a  toxic,  febrile  condition,  consisting  of 
a  high  temperature  with  remarkable,  slight,  general  febrile 
symptoms,  and  a  feeling  of  well-being  which  distinguishes 
it  from  general  toxaemia,  w^ith  or  without  exanthema. 
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Holzknecht^  reports  a  number  of  these  cases  and  claims 
that  they  are  not  due  to  the  invasion  of  septic  materials 
through  the  excoriated  skin  surface,  but  are  the  result  of 
the  resorption  of  toxic  particles  produced  in  the  region  of 
the  reacting  skin  by  the  irritating  effects  of  the  rays,  leading 
to  a  specific  cell  degeneration. 

These  cases  may  be  accompanied  by  an  extensive  ery- 
thema, which  have  on  a  number  of  occasions  been  mistaken 
for  scarlet  fever.    The  prognosis  is  very  favorable. 

Death.  A  death  suspected  to  have  been  caused  by 
exposure  to  the  rays  is  reported  by  Maurice  Rubel.'  The 
patient  was  an  unmarried  woman,  aged  forty-sevefi  years, 
who  had  been  admitted,  complaining  of  "pain  in  left  side, 
frequent  micturition,  general  weakness,  and  fever."  Ab- 
scesses of  Skene's  ducts  and  urethritis  were  present,  but  no 
evidence  of  the  presence  of  calculus  was  obtained.  The 
temperature  was  normal.  Urine  taken  from  the  bladder 
was  intensely  acid.  On  standing  there  was  a  heavy,  white 
precipitate,  composed  of  epithelial  cells,  hyaline  and  granular 
casts,  and  numerous  leukocytes.  All  of  the  symptoms 
yielded  to  treatment  and  the  patient  became  relieved,  but 
the  pain  in  the  left  side  persisted.  It  was  suspected  that 
there  was  a  stone  in  the  pelvis  of  the  kidney  which  had  not 
been  previously  discovered. 

"On  October  8th  a  skiagraph  was  taken.  Two  expos- 
ures, each  lasting  twenty  minutes,  were  made;  a  Leeds* 
coil  was  used,  giving  a  spark  of  three  inches,  with  the  tube 
about  sLx  inches  from  the  abdominal  wall.  The  picture 
threw  no  light  upon  the  case." 

A  burn  developed  over  the  abdominal  wall  in  due  time, 
which  became  somewhat  severe  in  about  one  month.  At 
this  time  the  patient  was  in  fairly  good  condition,  well 
nourished,  and  the  blood  normal.  Epidermis  rapidly  grew 
and  covered  almost  the  whole  area,  when  a  change  took 
place  and  the  cicatrices  broke  down  and  formed  large  ulcers. 
These,  after  suitable  treatment,  granulated  in  a  healthy 
way,  but  no  skin  grew  upon  them.     Skin  grafting  proved 

*  Archiv  fiir  Dermat.  u.  Syph.,  July,  1903. 

'  Journal  of  the  American  Medical  Association,  November  22,  1902. 
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unsuccessful.  The  condition  of  the  gastromtestinal  tract 
caused  much  anxiety,  and  constipation  of  an  obstinate 
nature  developed*  Patient  became  nauseous  and  vomited 
large  quantities  of  bile-stained  fluid*  Nutrient  encmata 
were  substituted  for  feeding  by  mouth,  and  the  stomach 
was  washed  at  inten^als,  but  the  vomiting  still  persisted. 
The  condition  improved  for  a  few  days,  when  it  became 
worse  for  a  period,  and  then  improved  again. 

The  abdominal  wound  was  at  this  time  at  a  standstill. 
The  affected  area  was  excised  and  healthy  skin  grafted  in 
place.  The  condition  of  the  patient  was  greatly  improved, 
but  though  she  had  no  difficulty  with  any  of  her  functions^ 
she  grew  rapidly  weaker  and  died.  An  autopsy  was  not 
performed.  The  cause  of  death  in  this  case  cannot  be 
definitely  determined,  but  it  is  probable  that  the  ray  is 
capable  of  causing  some  change  in  the  nerves  and  vessels 
of  the  abdominal  organs.  That  some  functional  change  at 
least  is  produced  cannot  be  doubted,  in  the  light  of  the 
numerous  cases  cited  in  which  nausea  and  even  vomiting 
have  followed  prolonged  exposures  of  the  abdomen. 

A  few  other  reports  of  death  following  exposure  to  the 
ray  have  appeared  in  literature  from  time  to  time,  but  none 
of  them  seem  entirely  convincing. 

Roclet  and  Berin,  through  intense  raying  in  animals,  have 
brought  about  dermatitis,  paralysis,  and  convulsions,  result- 
ing in  death.  On  autopsy  they  found  meningomyelitis,  con- 
gestion of  the  spine,  hyperplasia  of  the  cells  and  minute 
hemorrhages.  This  could  not  have  been  the  result  of  sepsis, 
as  the  bacteriological  examination  proved  negative* 

^Another  instance  of  death  following  an  abdominal  bum 
is  reported  by  Gilchrist. 

Alopecia  due  to  x-radiation  was  first  reported  by  Prof- 
Daniel*  in  i8g6.  Since  then  innumerable  cases  have  been 
observed,  this  being  in  fact  one  of  the  most  frequent  of  the 
deleterious  effects  due  to  the  ray.  This  power  of  the  ray 
has  been  utilized  in  epilating  superfluous  hair. 

Alopecia,  when  due  to  the  ray,  is  directly  due  to  change 
in  the  blood  supply  of  the  follicles.    In  some  cases  the  hair 


•  New  York  Mrdicat  Record,  April  25, 1896. 
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commences  to  fall  at  the  first  sign  of  disturbance  in  the 
follicular  circulation;  so  it  is  well  to  discontinue  treatment 
the  moment  a  tendency  to  alopecia  is  manifest,  and  to  begin 
employing  measures  of  restoration. 

It  may  occur  spontaneously,  as  it  were,  as  late  as  three 
weeks  after  the  exposure  occasioning  the  result.  There  may 
be  slight  oedema  of  the  scalp,  redness,  etc.,  but  usually  the 
scalp  is  left  smooth  and  free  from  evidences  of  irritation. 
If  the  ray  has  not  been  given  for  too  long  a  time,  the  alopecia 
produced  will  be  only  temporary,  and  the  hair  will  grow 
out  again  in  about  two  or  three  months,  but  if  raying  is 
persisted  in  it  may  be  permanent. 

Gerwood  reports  a  pecuhar  case  in  which  the  new  hair 
grew  in  curly  to  take  the  place  of  previously  smooth  hair. 

In  some  cases  we  have  found  that  following  ray  alopecia 
the  hair  may  grow  in  black  where  it  has  been  previously 
white.  Such  was  the  fact  in  the  case  of  Mr.  C,  treated  for 
epithelioma  of  the  forehead,  where  following  a  ray  dermatitis 
with  alopecia  on  the  left  temple  the  new  hair  grew  in  black 
to  take  the  place  of  perfectly  white  hair.  An  increased 
growth  has  been  several  times  observed  in  my  own  cases. 

Atrophy  of  Skin.  Atrophia  cutis  idiopathica  was  seen  by 
Schmidt^  following  exposure  of  the  hand  for  a  half-hour;  the 
color  was  first  red,  gradually  becoming  bluish,  and  finally 
the  atrophic  changes  were  noted.  This  had  remained  for  five 
years,  the  skin  having  an  aspect  of  wrinkled  cigarette  paper. 

Heart.  Perhaps  the  first  observation  of  the  action  of  the 
ray  upon  the  heart  was  made  by  Seguy  and  Quenisset*  in 
1897,  who  found  that  autoexperiments  with  the  prolonged 
use  of  the  ^v-rays  caused  peculiar  cardiac  palpitation  with 
general  uneasiness.  At  first  there  was  a  feeling  of  oppression, 
then  palpitation  of  the  heart,  and,  finally,  an  unbearable 
and  dangerous  arrhythmia.  By  laying  a  thick  metallic  plate 
over  the  cardiac  area  the  condition  improved. 

Palpitation  has  been  produced  in  a  number  of  instances 
in  our  own  cases,  and  it  is  not  unusual  to  find  the  heart 
beat  accelerated  after  a  ten-  or  fifteen-minute  exposure. 

*  Archiv  fiir  Dermat.  u,  Syph.,  Januan*,  1903. 

*  Compt.  rend.,  1897,  No.  14. 
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Effects  upon  the  Mouth  and  Teeth.    The  condition  of 

pyorrhcca  alvcolaris  is  said  to  be  aggravated  by  exposure 
to  the  rays,  but  aside  from  desultory  observations  on  a  few 
cases  there  is  no  evidence  that  the  results  were  to  be  in  any 
way  attributable  to  the  ray. 

In  a  cancer  of  the  lip  treated  by  me,  in  which  there  was 
preceding  decided  loosening  of  the  teeth  from  pyorrha'a, 
the  patient  complained  much  of  soreness  of  the  gums  during 
and  after  treatment,  and  a  year  after  his  lip  was  well  he  still 
maintained  that  the  ray  had  aggravated  the  pyorrhoea. 

Gastrointestinal  Effects*  WTiether  or  not  the  rays  pro- 
duce of  themselves  profound  disturbance  of  the  functions 
of  stomach  and  bowels  is  a  question  not  so  readily  answered 
as  it  would  seem. 

That  such  symptoms  as  nausea,  vomiting,  diarrhoea, 
constipation,  and  the  like  follow  their  administration  is 
beyond  question.  When  such  men  as  Walsh  tell  us  that 
they  have  observed  digestive  disturbances,  we  can  do  no 
less  than  believe  them.  We  must  remember  the  ease  with 
which  neurotic,  nervous,  and  emotional  subjects  arc  influ- 
enced by  many  things  less  formidable  than  an  x-ray  appa- 
ratus* Still  the  possibility  of  an  influence  upon  the  sympa- 
thetic nerve  cannot  Ix  put  aside,  I  ha\'e  myself  seen  many 
times,  in  the  course  of  a  single  case  of  extensive  breast  cancer 
which  was  treated  for  a  year,  derangements  of  digestive 
function  which  I  could  scarcely  put  down  to  the  conditions 
of  the  disease  present. 

Gastritis,  it  is  thought  by  Oudin,  Bartheleniy,  and  Darier,* 
has  been  brought  about  by  intense  raying  of  the  abdomen. 
There  was  vomiting,  diarrhoea,  and  severe  palpitation  of  the 
heart,  but  no  physical  signs  could  be  made  out.  These 
obseTvcrs  even  attributed  the  development  of  tuberculosis 
of  the  lungs  m  one  case  to  the  administration  of  the  rays. 

On  the  other  hand,  Freund,  in  his  very  extensive  expe- 
rience, claims  never  to  have  obsen^ed  any  gastrointestinal 
eflfects  attributable  to  the  rays. 

Scholtz  likewise  failed  to  observe  any  digestive  disturb- 
ances follow  even  such  intense  raying  of  the  abdomen  as  to 

*  Lii  Kmnce  mMicale.  Paris.  1898,  pp.  113,  129,  145,  162,  179. 
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produce  necrosis.  Nausea  seems  to  have  been  first  attributed 
to  prolonged  raying  by  H.  C.  Drury/  It  has  since  been 
observed  quite  frequently  by  others. 

We  may  conclude  from  a  personal  experience  and  study 
of  the  matter  that  in  severe  abdominal  disease  no  functional 
disturbance  of  sufficient  gravity  is  likely  to  occur  to  neces- 
sitate our  withholding  the  treatment  or  hesitancy  in  applying 
the  rays  in  diagnosis. 

Vertigo  and  Fainting.  General  faintness  is  one  of  the 
eflEects  of  prolonged  exposure  to  the  rays,  and  it  is  not 
uncommon  in  the  experience  of  those  who  have  an  oppor- 
tunity of  observing  a  large  number  of  cases.  Patients  are 
frequently  in  a  condition  of  great  weakness  at  the  termina- 
tion of  the  treatment,  especially  those  suffering  from  severe 
disease,  and  not  infrequently  faint.  The  reason  for  this  is 
not  wholly  explainable,  and  though  there  have  been  advanced 
a  number  of  hypotheses  to  explain  it,  none  of  them  seems 
worthy  of  discussion. 

The  patient  should  never  be  allowed  to  stand  when  taking 
the  treatments,  or  in  lengthy  exposures  for  diagnostic 
purposes,  but  should  be  comfortably  seated  or  recline  upon 
a  chair  or  table.  The  heart  is  undoubtedly  at  times  affected 
by  long  exposure  to  the  rays,  and  it  is  necessary  to  carefully 
watch  this  organ  during  the  whole  course  of  treatment. 

Bibbins  noted  fever  and  collapse  after  a  short  time, 
especially  in  cases  of  internal  growths. 

Gibson  observed  cerebral  disturbances  from  treatments 
with  a  high  tube. 

Effects  upon  the  Nerves.  Extreme  nervousness,  perhaps 
accompanied  by  profuse  perspiration,  has  been  observed  at 
times.  Eflfects  resembling  sunstroke  have  been  seen  by 
Walsh,  and  also  referred  to  by  several  European  writers, 
a  number  of  mild  forms  of  which  we  have  observed  in 
several  instances  when  the  rays  have  been  applied  to  the 
head.  Among  the  symptoms  are  vertigo,  headache  or 
disagreeable,  full  feeling  of  the  head,  palpitation,  vomiting 
or  nausea,  faintness,  abdominal  colicky  pain,  and  rarely 
looseness  of  the  bowels. 

*  British  Medical  Journal,  November  7,  1896: 
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Effects  upon  Head  and  Brain.  Headache  as  a  probable 
result  of  raying  is  suggested  in  a  case  reported  by  A.  L. 
Brookaw/ 

Several  patients,  in  the  experience  of  the  author,  have 
developed  headache  after  the  treatment  had  been  continued 
some  time.  These  patients  were  all  suflEering  from  some 
lesion  of  the  head. 

Irritating  eflEects  in  treating  diseases  of  head  and  face 
especially  occur  with  a  high  tube.  .  Anteroposterior  rayings 
are  considered  less  dangerous  than  lateral  (Gibson). 

Telangiectasis.  This  may  occur  as  the  sole  ill-effect  in 
operating  for  superfluous  hairs,  as  related  by  Ehrmann.' 
The  dilated  vessels  may  follow  long  sittings  or  frequent 
rayings  of  slight  intensity,  and  may  appear  first  only  after 
a  considerable  interval. 

Effects  upon  Bones.  Ohmann-Dumesnil  reports  injury 
to  the  metatarsal  bones  of  nine  months'  duration  following 
:x;-ray  exposure. 

In  Schmidt's  reported  case  of  atrophy  of  the  hand,  pro- 
duced by  a  half-hour  exposure,  thickenings  on  finger  bones 
persisted  for  five  years. 

Gilchrist's  case,  mentioned  elsewhere,  of  periostitis  and 
ostitis  still  persists. 

Grindon'  mentions  observation  of  ostitis  and  periostitis 
with  much  thickening,  severe  neuralgic  pains,  and  paralysis 
due  to  involvement  of  nerve  trunks. 

Bullous  Dermatitis.  It  has  been  found  by  Heidingsfeld* 
that  a  peculiar  form  of  bullous  dermatitis  often  followed 
the  application  of  the  :x:-ray.  After  an  exhaustive  research 
upon  the  subject  he  was  led  to  the  conclusion  that  these 
bullae  were  formed  spontaneously,  and  did  not  require  the 
agency  of  any  traumatism  as  a  causative  factor. 

In  the  case  of  Mr.  C.  treated  by  us,  a  bullous  dermatitis 
developed  on  both  sides  of  the  nose,  though  one  side  was 
not  exposed  to  the  rays. 

Besemer,  of  Ithaca,  reports  an  outbreak  of  bullae  cover- 

*  St.  Louis  Courier  of  Medicine,  November,  1902. 
'  Wiener  mcd.  Gesellschaft,  May  23,  1902. 

^  American  Text-book  of  Genito-urinar>'  Diseases  and  Syphilis,  Philada.,  1898 

*  Cincinnati  Lancet-Clinic,  August  2,  IQ02. 
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ing  tliree-fifths  of  the  surface  of  the  arm  upon  the  third 
day  after  a  rather  long  exposure  in  a  girl  aged  sixteen 
years.  The  next  clay  pulse  and  temperature  were  normal, 
but  a  new  crop  of  bulla^  appeared;  there  was  fretfulness  and 
insomnia  present.  Tlu'ee  days  later,  after  taking  a  dose  of 
trionalj  she  was  found  dead.  The  supposition  of  a  septicaemia 
docs  not  seem  to  te  perfectly  established  in  this  case. 

The  ray  was  applied  in  the  diagnosis  of  a  fractured 
condyle,  wiiich  was  operated  Iw  wiring.  Post-mortem 
examination  showed  a  bullous  dermatitis  on  the  hip  below 
the  waist-band,  of  the  same  nature  as  that  on  the  arm. 
The  heart  w^as  fairly  normal,  but  contained  small  white  clots 
which  proved  to  be  pure  cultures  of  streptococcus.  Death 
was  attributed  to  septicaemia,  but  there  were  no  signs  of 
septic  infection  of  the  wound  and  no  rise  of  temperature. 

Coley  has  seen  a  severe  type  of  eczcmatous  or  bullous 
inflammation  of  the  skin  with  abundant  exudation  and 
crushing  which  Ijegan  in  the  area  subjected  to  the  rays  and 
spread  over  the  entire  body.    Improvement  was  very  slow. 

Roentgen  Ulcer.  Rodent  ulcer  may  be  changed  into  a 
Roentgen  ulcer,  which  must  be  recognized  so  that  there  will 
not  t:>e  continuation  of  the  influence  which  determined  the 
change. 

In  .v~ray  ulcer  there  is  found  a  permanent  dilatation  of 
capillaries  and  a  scarcity  of  granulation  tissue  and  blood- 
vessels (Allen*). 

Keratotic  Changes.  All  we  can  say  is  that  the  ray  pro- 
duces the  kind  of  keratotic  tissue  which,  as  seen  in  senile 
changes  and  in  presenility  such  as  xeroderma  exemplifies, 
and  such  as  at  times  is  caused  by  arsenic,  is  seen  in  psoriasis, 
and  which  tends  to  degenerate  malignantly. 

Pigmentary  Changes,  These  include  both  increase  and 
decrease,  or  at  least,  to  speak  quite  correctly,  a  displacement 
of  pigment,  making  a  clinical  picture  w^hich  suggests  at 
times  an  atrophy  of  pigment  or  vitiligo.  This  is  perhaps 
more  properly  referred  to  as  a  depigmentation. 

In  one  instance  I  observed  a  displacement  of  pigment 
lasting  for  months  upon  the  chest  of  a  very  fair  young  lady 

'  Scabury  W.  Allen,  Journal  of  Amerkan  Research,  June,  1903. 
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to  whom  the  ray  treatment  had  been  administered  for 
supposed  incipient  phthisis.  The  appearances  were  similar 
to  those  of  a  mottled  chloasma  and  not  unlike  those  at 
times  seen  in  chromophytosis. 

I  have  observed  in  another  case  a  persistent  erythema 
surrounded  by  a  band  of  pigmented  skin,  which  also  per- 
sisted for  several  months  and  gradually  returned  to  normal 

In  Fig.  82  is  shown  depigmentation  in  a  colored  girl 
treated  by  Dr.  Thomas  L.  Butler'  for  lupus  of  the  lar}^ELX 
and  face. 

Fig.  $2. 


Showing  loss  of  pigmentation  over  area  trcaled  by  Jf-ray. 

After  decided  improvement  had  occurred  there  was  found 
to  be  a  loss  of  pigment  in  tlie  area  treatecL 

Dn  Pancoast  showed  some  very  striking  examples  at  the 
last  meeting  of  the  American  Roentgen  Ray  Society. 

Sehrwald,  Gocht,  Gassman  and  Schenkel  all  obsen^ed 
a  depigmentation  of  the  part  exposed  to  the  ray  and 
a  hyperpigmentation  of  the  margin  of  the  surrounding 
parts. 

Freund  and  Schiff  observed  the  same  thing  in  cases  that 
have  been  under  treatment  for  some  time.  I  have  observed 
it  in  vitiligo  treated  by  the  ray. 


*  Louisville  Monthly  Journal  of  Medicine  and  Surgery,  December,  1902, 
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Effects  upon  the  Ear.  No  reports  bearing  upon  the  ques- 
tion appeared  until  Salomon's  article.  His  lupus  patient  had 
rapid  diminution  of  hearing  after  a  bum  in  the  treatment 
of  a  lesion  of  the  face  and  car. 

Muscles  and  Soft  Tissues.  Peculiar  impairment  of  the 
arm  is  reported  from  Paris,  where  at  the  Hospital  St.  Louis 
a  man  who  had  been  used  repeatedly  as  a  subject  for  :x;-ray 
experiments  became  affected.  The  muscles  of  the  arm 
became  swollen  and  painful,  and  the  skin  was  parched  and 
cracked,  the  nails  being  also  affected.  The  exact  nature 
of  the  injuries  to  the  muscles  of  the  arm  and,  perhaps,  to 
the  nerves  has  not  as  yet  been  determined,  and  the  dis- 
ability is  gradually  increasing. 

Effects  on  Nails.  The  changes  produced  in  the  nails  are 
both  characteristic  and  pronounced.  Many  instances  of 
shedding  of  the  nails  have  been  placed  on  record. 

Dystrophy  without  loss  is  more  common.  It  has  seemed 
to  me  that  the  nail-bed  was  quite  as  vulnerable  as  the  hair 
papillae,  since  in  many  instances  in  which  the  nails  become 
brittle,  friable  at  the  ends,  longitudinally  striated,  mis- 
shapen, incurved  at  the  free  border,  or  inflamed  about  the 
periphery,  there  is  no  loss  of  hair  upon  the  hand.  In  others 
the  hair  falls  coincidently. 

Under  continued  irritation  by  the  ray  the  nails  soften  at 
times  and  fall,  growing  again  in  an  irregular  manner. 

At  other  times  they  are  not  reproduced,  but  the  tip  of  the 
finger  remains  either  atrophic  and  pointed  or  thickened,  and 
is  for  a  time  the  seat  of  a  painful  suppurative  process. 

Occasionally  preceding  the  shedding  there  is,  along  with  the 
onychia,  a  paronychia  with  pain  and  pus  formation.  Many 
who  administer  the  ray — physicians  and  workers  in  labo- 
ratories— suffer  from  a  dry  keratotic  or  verrucous  inflam- 
mation at  the  sides  and  beneath  the  free  end  of  the  nail, 
with  painful,  annoying,  and  disabling  Assuring.  The  histo- 
logical change  is  an  hypertrophy  of  papillary  elements. 

This  condition,  unless  cured  and  protected  from  further 
exposure,  may  persist  and  eventually  degenerate  into  epithe- 
lioma. 

This  precancerous  keratosis  has  been  described  by 
Johnston,  and  this  would  seem  to  have  been  the  early  con- 
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dition  present  in  the  English  surgeon  who  died  from  general- 
ized infection,  and  whose  case  is  menlioncd  elsewhere. 

The  treatment  is  somewhat  unsatisfactory,  as  the  con- 
[dition  is  obstinate  and  the  nails  continue  to  exfoliate  long 
after  the  exposures  have  been  discontinued. 

Unguentum  diachyli  with  pyoktanin  i  per  cent,  has 
given  the  most  satisfaction  in  the  hands  of  the  authors. 
While  the  ordinary  remedies  for  burn  are  unsatisfactory, 
the  L.  L,  L.  ointment  mentioned  under  the  treatment  for 
AT-ray  burn  has  proven  of  great  value. 

Effects  upon  the  Eye.  Very  little  is  found  in  literature 
bearing  upon  this  question.  HimnieF  speaks  of  inflam- 
mation of  the  optic  nerve.  Kienbock"  describes  a  temporary 
clouding  of  the  cornea  in  a  guinea-pig  which  he  had  rayed 
for  experimental  purposes.  Coleman  has  noted  ulcer  of  the 
cornea  after  treating  epithelioma  of  the  lid.  The  author 
has  also  seen  corneal  ulcer  during  a  course  of  treatment, 
but  did  not  attribute  it  to  ray  influence.  Neiswanger, 
reports  cellulitis  of  the  upper  lid  as  a  consequence  of  raying* 
Goodspecd,  Rollins,  Barth61emy  and  others,  as  well  as 
myself,  have  noted  impairment  of  vision  among  those  work- 
ing much  under  exposure  to  the  Jt^-ray.  Rollins  has  recently 
had  occasion  to  examine  a  man  w^ho  had  been  exposed  to 
a  considerable  extent  since  1896,  and,  though  not  yet  forty 
years  of  age,  he  cannot  read  the  daily  papers.  To  enable 
him  to  see  his  w^ork  comfortably  at  a  distance  of  43  cm,, 
it  was  necessary  to  provide  him  with  double-convex  glasses, 
No.  26. 

A  non-radiable  box  to  include  the  tube  is  most  urgently 
recommended  to  secure  the  necessary  self-protection. 

Hahn  has  observed  an  intense  conjunctivitis,  and  Freund 
has  seen  it  in  a  mild  degree  in  several  instances.  Very 
mild  conjunctivitis  has  occurred  twice  in  our  observation, 
but  has  promptly  disappeared  on  discontinuing  the  treat- 
ment* \\Tien  it  is  known  that  we  have  exposed  the  globe 
directly  perhaps  several  hundreds  of  times,  and  have  treated 

'  Unna's  Monntsschrifl,  Bd.  xxv.,  1897. 

*  Archiv  fur  Dcrmat.  u.  Syph.,  Bd*  1. 

*  Wiener  med*  Prcssci  November  20,  190 1, 
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cancer  of  the  globe  itself  without  harm  resulting  so  far  as 
we  can  now  judge,  the  slight  inflammation  of  the  lids 
occasionally  seen  seems  almost  insignificant. 

This  conjunctivitis  is  rarely  serious,  and  is  readily  con- 
trollable by  some  such  simple  astringent  eye  wash  as — 

li — Sodii  biborat,  o.i 

Aq    camphor,  lo.o — M. 

Sig. — Bathe  eyes  night  and  morning. 

Various  forms  of  shields  are  described  in  the  chapter  on 
Apparatus,  which  are  used  in  protecting  against  or  prevent- 
ing burn.  For  the  eyes  we  know  of  no  better  method  than 
the  simple  expedient  of  folding  a  piece  of  lead-foil  (about 
20  gauge)  in  a  towel  and  binding  it  around  the  head  and 
over  the  eyes,  fastening  at  the  back  with  a  safety-pin.  The 
whole  may  be  gently  moulded  to  fit  the  eyes  and  nose  after 
being  adjusted. 

Prophylaxis  of  the  deleterious  effects  mentioned  in  the 
foregoing  pages  can  be,  in  a  large  measure,  carried  out  by 
the  routine  practice  of  making  test  exposures  to  learn  the 
susceptibility  or  possible  idiosyncrasy  of  the  individual. 


CHAPTER   XV. 


HISTOLOGICAL  CHANGES  CAUSED   BY  THE  X~RAY, 


ScHOLTZ  has  conducted  a  series  of  experiments  on  the 
skin  of  various  animals.  He  exposed  them  to  the  rays,  and 
after  various  inter\^als  excised  the  exposed  patches  and 
examined  them  under  the  microscope;  he  found  the  follow- 
ing conditions  present: 

A  swelling  and  oedema  of  the  epithehal  cells,  accompanied 
by  a  clumping  and  shrinkage  of  the  nuclei,  with  the  appear- 
ance of  vacuoles  here  and  there  in  the  protoplasm  of  the 
cells.  Many  of  the  cells  of  the  epithelium  presented  nuclei 
which  seemed  to  be  in  process  of  division  without  the  pro- 
duction  of  mitotic  figures.  Mitoses  were  rarely  observed. 
The  corium  was  markedly  oedematous;  its  fibres  were 
swollen  and  stained  badly.  The  elastin  seemed  to  be  more 
resistant  than  the  collagen.  The  connective-tissue  cells  were 
affected  in  much  the  same  way  as  those  of  the  epidermis; 
their  protoplasm  was  swollen  and  homogeneous,  and 
occasionally  vacuolated.  Similar  changes  were  present  in 
the  cells  of  the  sweat  coils  and  hair  follicles,  and  in  those 
of  the  intima  of  the  larger  bloodvessels.  There  was  an 
abundant  inflammatory  infiltration  of  cells  around  the 
vessels,  chiefly  consisting  of  leukocytes.  Masses  of  leuko- 
cytes were  also  present  beneath  the  epidermis  and  extending 
here  and  there  between  the  degenerated  cells.  The  number 
of  mast-cells  in  the  corium  was  definitely  increased.  Toward 
the  centre  of  the  lesions  there  were  superficial  vesicles  in 
the  stratum  corneum*  When  the  latter  broke  down  ulcer- 
ation seemed  to  follow  quickly. 

He  concludes  that  the  pathological  action  of  the  :xr-rays 
on  the  healthy  skin  could  be  thus  summarized: 

I .  They  cause  a  slow  degeneration  of  the  cellular  elements 
of  the  skin  in  which  not  only  the  epidermal  cells,  but  also 
the  mesoblastic  cells  of  the  corium  and  the  cells  of  the 
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epidermal  appendages  participate.  This  degeneration  affects 
the  nucleus  as  well  as  the  cell  protoplasm.  They  also  cause, 
but  to  a  far  less  extent,  a  degeneration  of  the  fibrous  elements, 
the  collagen,  elastin,  and  the  muscles. 

2.  As  soon  as  the  cellular  degeneration  reaches  a  certain 
degree  an  inflammatory  reaction  occurs,  in  which  the  blood- 
vessels become  dilated  and  there  is  an  extravasation  of 
serum  and  leukocytes.  The  latter  seem  to  act  as  phagocytes 
and  completely  destroy  the  degenerated  cells, 

J.  C.  Stuart*  finds  that  the  important  early  changes  consist 
of  fatty  degeneration  and  vascularization  of  the  epithelial 
pearls,  leukocytic  infiltration,  and  degenerative  processes. 
Bodies  indistinguishable  from  Plimmer's  bodies  multiply  as 
epithelia  degenerate. 

Christian  found  that  epithelial  cells  in  the  cell  nests  are 
dead,  sometimes  surrounded  by  foreign  body  giant  cells; 
no  iX)hanorphonuclears  present  in  a  cancer  of  the  cauli- 
flower  t}T>e. 

Nichols,  of  Boston,  says  the  changes  following  the  use 
of  the  .v-ray  have  shown  no  pccuHar  characteristics.  He 
believes  that  the  ray  acts  as  a  mild  irritant,  causing  first 
increase  in  epithelial  cells  and  later  disintegration. 

According  to  the  researches  of  Kaposi,  the  action  of  the 
rays  upon  the  skin  causes  an  alteration  in  the  tone  of  the 
bloodvessels,  causing  healing  and  a  resorption  of  the  granu- 
loma either  by  a  fatty  degeneration  or  a  molecular  change, 
Neisser  has  likened  this  change  to  that  produced  by  injections 
of  tuberculin. 

The  vessels  are  occluded,  closed,  or  destroyed,  and  on  the 
surface  elastic  tissues  develop  and  grow  with  great  rapidity. 

The  epidermic  layer  is  thickened;  there  is  an  abundant, 
rapid  desquamation  of  rather  large  scales,  and  the  new 
epidermis  is  rapidly  formed. 

By  using  a  special  stain  for  elastic-fibre  tissue  Unna  found 
that  the  ray  effected  in  human  skin  a  change  in  the  collagen; 
it  was  basophilic,  but  the  elastic  fibre  was  not  stained. 

Grossman  found  in  the  vessels  a  degeneration  in  the 
intima  and   muscular  layer  of  the  vessels.     The  cellular 


*  Joumai  of  the  American  Medical  Assodation^  July  iS,  1903. 
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elements  were  swollen,  the  intcrsubstance  increased,  and 
the  epithelia  showed  the  characteristic  vacuoles. 

Beck  found  thickening  of  the  tunica  intima  of  the  smaller 
bloodvessels  and  the  fibrous  tissue  in  a  reticular  arrangement. 
He  thinks  that  the  changes  in  neoplasms  is  in  the  nature  of 
a  chronic  inflammation. 

Allen^  finds  that  the  effect  on  superficial  capiUary  circu- 
lation is  like  that  of  an  irritant,  producing  vasodilatation; 
this  may  explain  the  relief  of  pain.  On  the  heart  of  cold- 
blooded animals  the  ray  acts  as  an  inhibitor.  There  is  an 
immediate  local  increase  in  the  leukocytes  of  the  blood. 

A  hair  extracted  after  prolonged  irradiation  is  found  to 
have  lost  its  structure.  It  ends  in  a  point  instead  of  a  root, 
A  specimen  of  the  skin  showed  thickening  in  the  tunica 
intima  of  the  small  bloodvessels;  fibrous  tissue  in  reticular 
arrangement  is  deposited  and  the  tunica  muscularis  and 
tunica  adventitia  are  affected  in  the  same  manner.  The 
tissue  changes  taking  place  in  neoplasms  are  also  of  the 
nature  of  a  chronic  inflammation;  the  nutrition  of  their 
superficial  strata  is  disturbed,  the  cells  starve,  and  if  the 
exposure  is  continued  necrosis  results. 

When  tissue  which  has  necrosed  under  the  action  of  the 
rav  is  examined  we  find  that  the  cause  of  death  has  been 
stasis  in  the  bloodvessels. 

Schwarz  finds  from  a  study  of  the  ray  on  sea-urchin  eggs, 
and  other  experiments,  that  there  is  no  inhibitory  effect  or 
cell  division  such  as  Lopriore  has  proven  in  plant  cells. 
The  influence  on  morbid  growths  cannot  be  explained  in 
this  way.  He  thinks,  however,  that  the  rav  as  well  as  Finsen 
light  and  long  exposure  to  sun  renders  metabolic  products 
within  the  cell  insoluble,  impeding  elaboration  and  elimi- 
nation. 

Albers-Schonberg,'  in  experimenting  on  animals,  found 
that  the  ray  produces  in  them  an  inability  to  reproduce 
without  any  decided  efi'ect  on  their  general  state  of  health. 
Whether  this  is  transient  or  permanent  is  still  to  be  de- 
termined.    It  accomplishes  this  by  killing  the  spermatozoa. 


*  Seabury  W,  Allen,  Journal  of  Medical  Research,  June,  1903. 

*  Miinchcncr  mcd»  Wochenschrift,  l,  No.  43.] 
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which  soon  reaches  the  point  of  complete  azoospermia.  He 
experimented  with  5  rabbits  and  6  guinea-pigs,  with  from 
377  to  518  minutes  of  ray  exposure  in  different  cases;  195 
minutes*  exposure  did  not  produce  a  complete  effect. 

Action  of  the  Ray  in  Carcinoma.  The  frequency  of  giant 
cells  found  in  carcinoma  of  the  skm  led  Peterson  to  investi- 
gate 120  cases  very  carefully  in  regard  to  this  point.  The 
examinations  were  critical  as  to  the  exclusion  of  tuberculous 
complications.  He  pointed  out  that  the  histological  appear- 
ance of  these  cases  appeared  to  favor  the  assumption  that 
the  giant  cells  are  engaged  as  phagocytes  in  removing  the 
epithelial  cells  and  other  degenerated  homy  substances.  It 
is  possible,  then,  that  the  giant  cells  might  indicate  a  healing 
process  taking  place  in  the  tissues.  The  citation  by  the 
wTiter  of  authentic  examples  of  the  probable  removal  by 
phagocytes  of  early  metastases  led  to  a  consideration  of  the 
possibility  of  the  production  of  an  anticarcinoma  serum. 
The  peculiarities  connected  with  the  distribution  of  the 
.metastases  of  carcinoma  are  still  not  quite  clear. 

Histological  examinations  have  been  made  of  carcmomata 
while  undergoing  the  process  of  healing  by  the  .r-rays,  from 
which  it  appears  extremely  probable  that  phagocytic  giant 
cells  play  no  part  in  this  process. 

No  satisfactory  explanation  of  what  actually  takes  place 
has  as  yet  been  offered  by  pathologists.  From  specimens  of 
malignant  tissue  which  had  been  examined  after  being 
subjected  to  the  rays,  it  appears  that  a  change  takes  place 
which  is  unlike  anything  heretofore  noted.  A  cancer  of  the 
uterus  to  which  Dn  Snow  had  applied  the  rays  for  a  long 
time,  and  which  had  steadily  improved  up  to  a  certain  point, 
was  removed  by  operation.  It  was  found  to  be  friable  to 
such  an  extent  that  it  came  away  in  small  fragments. 

We  may  assume  the  action  of  the  ray  to  be  due  to  a 
stimulation  of  the  tissues,  which  progresses  until  it  amounts 
to  an  irritation  and  then  a  cauterant  effect.  All  tissues  react 
to  the  influence  of  the  rays  in  proportion  to  their  vital  factor, 
for  if  the  tissue  is  of  low  vitality  or  high  differentiation,  as 
in  the  nails  or  hair,  or  is  in  the  nature  of  a  new-growth, 
as  lupoid  or  epithelial  tissue,  the  action  on  them  will  be 
greater  than  on  healthy  muscular  tissue.   The  disease  is  so 
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far  beyond  the  healthy  tissue  in  point  of  vital  resistance 
to  the  action  of  the  ray,  that  the  diseased  tissue  is  broken 
down  and  utterly  destroyed  by  the  time  the  healthy  tissue 
begins  to  respond  to  its  stimulating  and  proliferative 
action. 

This  theory  lacks  the  substantiation  of  actual  proof,  but 
has  been  suggested  by  a  number  of  independent  observ^ers. 

A.  G.  Ellis*  has  studied  the  effects  in  scirrhous  carcinoma 
after  a  portion  of  the  breast  had  been  given  eight  ten-minute 
exposures  at  intervals  of  two  days,  the  remaining  portion 
being  covered  with  a  leaden  shield.  The  breast  was  then 
removed  and  the  two  portions  studied. 

A  softened  area,  noted  after  the  fifth  exposure,  was  found 
to  be  due  to  a  cavity  containing  a  fluid  showing  many  large 
cells  the  protoplasm  of  which  was  almost  filled  by  fat- 
granules.  Surrounding  the  cavity  were  necrotic  portions  of 
the  tumor,  the  epithelial  cells  being  granular  and  broken, 
with  destroyed  outline  and  fragmented  or  entirely  degen- 
erated nuclei. 

In  two  other  cases,  epithelioma  and  endothelioma,  studied 
before  and  after  raying,  the  same  general  form  of  degen- 
eration  was  noted ♦ 

I-  Necrosis  of  cells  and  trabeculec  in  varv'ing  degrees. 

2.  Increase  in  elastic  tissue, 

3.  A  tendency  to  occlusion  of  vessels  by  deposits  on  their 
inner  surfaces. 

4.  Practically  entire  absence  of  infiltration  by  polymorpho- 
nuclear leukocytes. 

The  effects  attributed  by  Beck  and  others  to  obliterative 
changes  in  bloodvessels  is  in  a  measure  combated,  for,  while 
they  may  occur,  they  are  not  in  proportion  to  the  necrosis, 
This  suggests  their  being  the  result  of  the  same  influence 
rather  than  cause  and  effect. 

The  presence  of  immense  numbers  of  bacilli  and  cocci  in 
one  specimen  after  twenty  exposures  argues  against  the 
bactericidal  influence  of  the  ray* 

In  the  epithelioma  which  was  but  slightly  influenced  by 
the  ray,   many   ''pearls''   were  found.     This,   the  wTiter 


*  American  Journal  of  tlie  Medical  Sciences,  January,  1903, 
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thinks,  shows  the  importance  of  operation  or  curetting  before 
the  ray  is  given. 

Besides  abundant  proliferation  of  the  connective  tissue, 
Doutrelepont  found  in  lupous  tissue  that  the  epithelioid  cells 
and  the  lymphatics  are  much  degenerated.  The  lesion  of 
the  cells  is  indicated  by  the  formation  of  vacuoles,  which  is 
so  pronounced  that  a  preparation  resembles  a  sieve.  Some 
isolated  vacuoles  were  found  in  the  internal  membrane  of 
the  vessels.  The  action  of  the  ray  in  producing  curative 
effects  seems  to  depend  first  on  a  hypersemia  which  produces 
an  abundant  immigration  of  leukocytes  outside  of  the  vessels. 
In  lupus  the  leukocytic  infiltration  commences  at  the  per- 
iphery^ and  penetrates  in  lines  the  lupous  foci,  to  become 
transformed  into  fusiform  cells  and  fibrillary^  connective 
tissue. 

Buschke^  found,  consecutive  to  a  bullous  dermatitis,  an 
atrophy  of  the  skin  having  the  clinical  features  of  idiopathic 
atrophy.  It  dilTers  from  the  latter,  however,  in  remaining 
stationary,  while  the  idiopathic  form  begins  in  one  or  more 
points  and  follows  a  progressive  course.  The  effects  upon 
the  deeper  structures  in  the  case  studied  are  of  interest. 
The  subject  had  exposed  his  hand  for  one-half  hour  at  a 
distance  of  20  cm.  The  phalanges  of  the  fingers  showed 
thickenings  which  developed  coincidently  with  the  atrophy 
of  the  skin. 

Histology  of  CvRCiNmiA  Modified  by  Ka\  Derma- 
titis. In  the  report  of  Varney's  case,  given  on  page  334, 
the  histological  examinations  were  carried  out  by  Dr. 
Gibbes,  who  found  that  in  thickened  portions  along  the 
anterior  edge  stained  in  logwood  showed,  as  the  most  striking 
appearance,  trabecular  composed  of  cells  which  had  stained 
deeply.  This  ran  directly  into  the  tissue  away  from  the 
surface  of  the  ulcer. 

They  were  slender  and  only  two  or  three  cells  in  thickness, 
were  long  and  many  were  branched.  These  cells  wxre 
evidently  part  of  a  squamous  epithelioma,  as  other  and 
larger  masses  were  seen  in  the  deeper  parts  and  also  in  those 
places  w^hcre  the  epithelium  of  the  surface  w^as  still  intact. 


*  Ann*  de  dennat.  ct  syph.,  October,  1902. 
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Aside  from  the  tral^eculce  running  away  from  the  ulcer 
the  way  in  which  they  had  reacted  to  the  stain,  in  taking 
it  deeply,  showing  acute  vitality,  and  the  fact  that  they  ran 
into  the  deep  tissue  until  they  met  dense  fibrous  connective 
tissue  or  muscle  was  noticeable. 

At  one  place  there  was  a  transverse  section  of  a  nerve 
trunk  with  complete  disintegration  of  the  nerve  elements. 

It  should  be  noted  that  the  floor  of  the  ulcer  was  mostly 
composed  of  cancer  cells  at  this  part. 

Passing  farther  along,  there  is  an  acute  inflammatory 
process  going  on  and  the  cancer  cells  stain  faintly,  while  the 
spaces  betW'Cen  them  are  filled  with  deeply  stained  leukocytes 
or  pus  cells.  The  bloodvessels  are  in  many  places  sur- 
rounded with  epithelial  cells;  in  fact,  they  appear  to  )3e  in 
the  cancer  trabecular.  This  condition  does  not  extend  very 
far  into  the  deep  tissue,  but  stops  at  a  layer  of  parallel 
bundles  of  white  fibrous  tissue. 

Passing  still  farther  along  the  floor  of  the  ulcer  another 
change  is  met  with;  the  acute  inflammator)^  condition  has 
disappeared,  and  the  floor  is  almost  entirely  composed  of 
stratified,  squamous  epithelium.  Processes  varying  in  size 
pass  from  this  into  the  deep  tissue  and  here  come  in  contact 
with  striped  muscle  fibres  which  in  that  portion,  nearest  the 
neoplastic  growth,  are  being  replaced  by  cancer  cells. 
Passing  back  to  that  part  w^here  the  superiicial  epithelium 
is  intact,  numerous  processes  of  the  epithelioma  arc  seen  in 
the  cutis  vera  and  some  of  them  present  carious  appearances; 
while  some  have  typical  *' nests"  of  horny  cells,  in  others  the 
centres  have  become  disintegrated  and  are  full  of  granular 
d<§bris,  while  others  have  tubes  in  them  with  w^ell-defined 
w^alls.  Some  of  the  conditions  resembled  those  found  in 
blastomycetic  dermatitis,  but  special  staining  failed  to  show 
any  of  the  blastomycetes.  The  above  conditions  are  seen 
in  Figs.  83  and  84. 

Another  marked  change  is  found  in  the  cutis  vera  which 
is  an  alteration  in  the  chemical  reaction  of  some  part  of  the 
white  fibrous  tissue  and  an  alteration  in  its  structure. 

A  band  of  tissue  is  seen  which  has  taken  the  logwood 
stain  in  a  different  manner  to  the  rest  of  the  tissue.  This 
band  is  seen  to  l^egin  at  the  floor  of  the  ulcer  and  to  extend 
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the  superficial  consisting  of  felted  fibrous  tissue  on  which 
the  epidermis  rests,  and  through  which  the  ducts  of  the  sweat 
glands  pass*  There  is  a  layer  of  the  superficial  cutis  directly 
under  the  epidermis  which  is  entirely  unaffected.  The 
changed  portion  consists  of  altered  fibrous  tissue  which  has 
stained  a  different  color  to  the  adjoining  normal  fibrous 
tissue*  A  high  magnification  shows  this  altered  tissue  as  a 
mass  of  fibrils  which  in  many  places  resemble  long  threads ; 
with  these  fibrils  are  amorphous,  irregularly  shaped  portions 
of  probably  disintegrated  white  fibrous  tissue  and  numerous 
deeply  stained  nuclei  of  connective-tissue  corpuscles.  These 
altered  fibres  occupy  a  distinct  layer  of  the  superficial  cutis 
and  are  differentiated  by  the  peculiar  color.  This  layer  is 
separated  completely  from  the  epidermis  by  a  layer  of 
normal  connective  tissue. 

There  are  no  cancer  cells  in  this  layer  except  at  its  com- 
mencement in  the  floor  of  the  ulcer. 

In  the  deep  layer  of  the  cutis  vera  the  sweat  glands  show 
considerable  change.  The  duct  gives  an  inflammatory 
reaction  to  the  stain  and  the  cells  are  swollen.  The  coiled 
portion  in  many  places  has  its  lumen  destroyed  by  germi- 
nation of  its  cells,  showing  an  irregular  coUection  of  nuclei. 

The  bloodvessels  in  some  places  have  their  intima  thick- 
ened and  their  lumen  reduced  to  an  irregular  slit.  The 
nervT  trunks  have  the  perineurium  thickened  and  the  nerve 
fibrils  disintegrated- 

Pacinian  corpuscles  have  thickened  capsules. 

In  this  case  it  is  a  diflicult  matter  to  apportion  the  morbid 
changes  to  the  two  conditions,  the  cancer  growth  and  the 
x-ray  effect* 

All  the  conditions  described  are  met  with  in  ordinary 
squamous  epitheliomata  growing  in  the  epidermis  with  the 
exception  of  the  change  in  the  fibrous  connective  tissue. 

An  ordinar}'  epithelioma  exerts  no  influence  on  the  fibrous 
connective  tissue  in  which  it  grows  except  to  cause  its 
absorption  when  it  is  in  the  way.  On  the  other  hand,  a 
glandular  carcinoma  causes  the  fibrous  connective  tissue  of 
the  part  to  grow  and  form  a  supporting  framework  in  which 
run  the  bloodvessels  for  its  nourishment.  There  is  no 
similarity  to  either  of  these  processes  in  the  present  case. 
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In  the  j&rst  place  the  chemical  reaction  of  the  altered  fibrous 
tissue  is  entirely  changed ;  this  is  plainly  shown  in  the  sections. 
Then  the  action  on  the  fibres  is  one  of  disintegration;  it  is 
not  a  formation  of  granulation  tissue  as  might  be  expected, 
but  the  white  fibrous  tissue  is  changed  into  small  homo- 
geneous masses  and  long,  slender  fibrils;  this  differs  entirely 
from  any  phase  of  normal  fibrous  tissue  growth,  and  this 
condition  may  be  attributed  to  the  action  of  the  :v-rays, 
since,  taken  as  a  whole,  the  condition  is  a  new  one  in 
pathology. 


CHAPTER   XVI, 


BACTERICIDAL  ACTION  OF  THE  X-RAYS. 


Many  conllictinf;  reports  are  in  existence  as  to  the 
bactericidal  action  of  the  x-rays,  some  positively  holding 
that  the  rays  will  cause  inhibition  of  prrowth  or  even  death 
of  most  bacteria,  while  others  as  stoutly  contend  that  the 
rays  exert  no  action  upon  these  micro-organisms. 

Zeit'  was  not  able  to  kill  bacteria  in  bouillon  or  hydrocele 
fluid  after  forty-eight  hours'  exposure  to  the  A'-ray  at  a 
distance  of  20  mm.  from  the  tube.  Those  exposed  upon 
agar  plates  for  four  hours  were  not  killed.  Sputum  from 
tuberculous  subjects  after  being  exposed  for  sbc  hours  had 
not  lost  its  infectious  properties.  He  assumes  that  the  ray 
does  not  possess  any  bactericidal  effects. 

The  bactericidal  action  of  the  ray  is  generally  said  to 
be  of  little  or  no  importance  in  the  therapeutic  uses  to  which 
the  rays  may  be  applied.  Certain  streptococci  are  destroyed 
or  their  growth  inhibited  by  the  rays,  but,  on  the  other  hand, 
the  ray  seems  to  stimulate  growth  in  certain  staphylococci 
of  pathogenic  variety.  When  it  is  applied  to  certain  con- 
ditions in  which  there  is  an  offensive  discharge,  which  is 
seroacrid,  this  is  rapidly  changed  into  an  alkaline,  non- 
offensive  discharge. 

Beck,  Scholtz,  Beauregard,  Guichard,  Berton,  S.  Brunton, 
Blaikie,  Blaise,  Sambuc,  Grunmach,  Minck,  Pott,  Sabrazes, 
Riviere.  Sormani,  Wittlin,  M.  Wolff  found  that  the  x-rays 
do  not  influence  the  life  of  Imcteria  in  any  way  whatever. 
Bonomo,  Gros,  Fiorentini,  Lurashi,  Frantzius,  Lortet, 
Genoud,  Muhsam,  Rieder,  Holzknecht  and  Spieler  claim 
that  they  have  not  only  succeeded  in  producing  a  destruc- 
tive  effect  on  bacteria  cultures,  but  also  in  impeding  and 
influencing  the  development  of  bacterial  infections. 

*  Journal  of  the  American  Medical  Association,  November,  1901. 
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F.  Berlioz^  exposed  a  bouillon  culture  of  diphtheria  to  the 
ray  for  sixteen,  thirty-two,  and  sLxty-four  hours,  injected  this 
into  guinea-pigs,  and  found  that  the  action  of  it  was  not  in 
the  least  weakened  by  the  exposure. 

Wade  and  Minck  report  the  same  result. 

Potts"  experiments  with  tuberculous  germs  show  con- 
clusively that  these  germs  are  not  affected  by  the  ray. 

This  indicates  that  the  improvement  in  tuberculosis  of 
the  lungs,  if  it  does  exist,  is  due  to  some  other  cause  and 
not  to  its  bactericidal  effect. 

J.  Sabraz(!s  and  P.  Rivifere  exposed  the  bacUlus  prodigiosus 
to  the  ray  for  twenty  days^  one  hour  each  day,  and  found 
absolutely  no  modification  in  its  action. 

H.  Rieder'  reports  experiments  that  he  has  made  with  the 
bacteria  of  cholera,  t>T:)hus,  diphtheria,  the  pus-producing 
and  coll  bacilli.  He  claims  to  have  destroyed  these  germs 
by  exposing  them  to  the  ray  for  forty-eight  minutes. 

Scholtz  exposed  cultures  of  various  germs  to  a  low  tube 
daily  from  one  to  four  hours  without  any  result. 

Freund  says  that  the  bactericidal  effect  of  the  rays,  if  it 
does  exist  at  all,  is  so  slight  that  it  can  hardly  be  taken 
into  consideration;  it  is  even  slighter  than  that  due  to  the 
electric  discharges  emanating  from  the  tube. 

In  experimenting  with  cultures  of  pyocyaneus  Holzknechf 
noted  retarded  growth  under  exposure  to  :x:-rays, 

Burdick,  in  experimenting  with  guinea-pigs  inoculated 
with  tuberculous  sputum,  found  that  they  either  showed 
immunity  or  the  yicubation  period  was  prolonged  several 
weeks  when  exposed  to  the  ray.  There  was  a  complete 
recovery  in  four  of  the  pigs,  while  those  used  as  control  all 
died. 

In  many  pigs  the  disease  did  not  enter  beyond  the  inguinal 
gland,  where  caseation  occurred. 

Pigs  inoculated  with  sputum  previously  exposed  to  ray 
remained  in  good  health  for  nearly  double  the  time  required 
to  cause  death  of  animals  injected  with  unexposed  sputum* 

*  Com  pL -rend,  Acad,  de  Sd.,  1&96,  voK  ii»  p.  109. 

*  London  Lancet,  November  20»  1897. 

*  Miinchener  mcd.  Wochcnschrift,  1890,  No.  4,  pp.  1 01-104. 

*  Deutsche  rned.  Zcitung^  iQot,  15. 
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The  conclusions  drawn  axe,  that  the  ray  exerted  an  inhib- 
itory eflFect,  since  a  ten-hour  exposure  failed  to  completely 
kill  the  bacilli.  Portions  of  culture  protected  by  lead  went 
on  undisturbed,  while  in  portions  exposed  growth  was  found 
checked. 

Grubbe  says  that  experiments  on  guinea-pigs  are  of  little 
value  when  applied  to  man. 

Rudis-Jicinsky  succeeded  in  killing  tubercle  bacilli  in  a 
few  seconds,  when  exposed  to  the  ray  in  an  acid  medium. 

Dunham,  of  Cincinnati,  found  no  change  in  the  bacilli 
due  to  the  ray. 

Bean  has  exposed  cultures  of  bacteria  for  one  hour  at  a 
distance  of  ten  inches  without  any  eflFect. 

Seabury  Allen  finds  that  prolonged  exposures  are  fatal  to 
vinegar  worms  and  protozoa. 

The  practical  demonstration  of  the  slight  eflfect  upon 
bacteria  in  general  is  furnished  in  the  therapy  of  parasitic 
aflFections.  In  ringworm  not  alone  are  active  germs  of  the 
disease  to  be  demonstrated  in  the  fallen  hairs,  but  unless 
antiseptics  are  used  on  the  surfaces  treated  a  variety  of 
aflFections  due  to  bacteria  are  prone  to  develop  in  the  rayed 
areas. 
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EXACT  MEASURES  OF  DOSAGE. 


While  it  must  be  admitted  that  there  still  exists  in  the 
application  of  the  ray  to  therapeutic  purposes  a  lack  of 
precision  and  exactitude  which  is  greatly  to  be  regretted, 
still  we  can  to-day  congratulate  ourselves  that  haphazard 
conditions  which  existed  two  years  ago  no  longer  pertain. 
Accuracy  in  dosage  must  always  be  sought  in  therapeutic 
work,  but  in  the  history  of  medicine  it  has  not  been  an 
unknown  condition  that  absolute  accuracy  in  drug-giving 
and  physical  methods  has  fallen  short  of  our  aim  and  desire. 
No  rules  of  procedure  formulated  in  the  early  days  of  ray 
treatment  could  take  the  place  of  the  experience  gained  by 
the  individual  in  constant  daily  work  and  observation. 
Each  operator  was  a  law  unto  himself,  and  most  divergent 
were  the  views  held  upon  the  proper  kind  of  tube,  the 
energy  by  which  it  w^as  stimulated  into  action,  and  all  that 
pertained  to  posing  and  posology. 

Since  equally  favorable  results  were  reported  from  widely 
varying  technique,  one  had  to  admit  that  upon  the  powders 
of  observ^ation,  the  caution  exercised,  and  the  skill  of  the 
individual  operator  depended  in  large  measure  the  outcome 
in  any  given  case.  The  ray  oi  itself  has  been  amply  proven 
to  possess  the  ability  to  effect  results  which  follow  each 
other  in  a  regular  and  invariable  sequence,  and  which  wall 
be  constant  for  a  given  set  of  circumstances.  If  the  factors 
under  our  control — viz.,  the  resistance  of  the  tube,  the 
amount  and  nature  of  the  exciting  current,  the  distance 
from  the  patient  and  the  time — be  rendered  constant,  the 
only  variable  factor  will  be  the  patient,  and  in  order  to  get 
uniform  results  eternal  vigilance  upon  the  part  of  the 
operator  is  indispensable. 

A  critical  review  of  the  literature  of  radiotherapy  leads 
to  the  conclusion   that  there  was  until  recently  at  least 
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widely  divergent  views  as  to  the  dosage  and  duration  of 
each  individual  application  in  the  various  pathological  con- 
ditions which  have  been  treated.  Different  authorities  vary 
the  sittings  {rom  one  to  fifteen,  twenty^  or  even  thirty  or 
more  minutes,  and  some  operators  expose  patients  for  an 
hour.  Generally,  however,  the  tendency  in  the  earlier  days 
was  toward  long  exposures,  but  more  recently  there  has 
been  noted  a  constantly  decreasing  length  of  seance.  It 
would  be  highly  desirable  to  secure  as  nearly  a  uniform 
procedure  as  possible  for  various  conditions,  and  thus  in 
time  establish  the  method  upon  a  scientifically  exact  basis. 

In  our  own  practice  the  aim  has  been  to  follow  a  simplified 
method  or  technique  in  which,  so  far  as  possible,  all  the 
factors  entering  into  the  treatment  arc  rendered  practically 
uniform,  thus  requiring  little  attention  or  obser\'ation  of 
details  aside  from  those  relating  directly  to  the  amount  of 
eflfect  produced  upon  the  patient.  As  far  as  possible  the 
resistance,  degree  of  penetration  of  the  tube,  the  distance 
from  the  patient  to  the  point  of  generation  of  the  rays  upon 
the  anode,  and  the  exact  value  of  the  current  of  excitation 
are  so  far  as  may  be  made  uniform  in  every  case  treated, 
and  where  possible  are  measured  in  quantities  which  bear 
exact  ratios.  So  far  as  possible,  only  in  the  length  of  each 
exposure  are  variations  made,  and  these  are  determined 
largely  by  the  result  in  the  individual  case,  and  in  similar 
conditions. 

To  give  an  example:  In  an  ideal  method  of  procedure 
the  diameter  of  the  bulb  of  the  tube  is  kept  as  nearly  as 
possible  uniform  in  all  of  the  tubes  in  service.  This  ensures 
the  distance  from  the  anode  to  the  point  of  impact  upon  the 
patient  being  constant  when  we  measure  the  distance  by  the 
only  known  method,  viz.,  from  nearest  point,  the  wall  of  the 
tube,  to  the  patient.  The  tubes  used  are  always  of  the  same 
pattern,  quality  of  glass,  and  internal  medium.  This  ensures 
uniformity  in  results  as  far  as  these  elements  have  an  effect. 
The  mode  of  excitation  of  the  tube  is  kept  constant  for  each 
case — /*.  f.,  the  same  coil  or  the  same  static  machine  is  used 
each  time;  if  a  coil  be  used  the  current  in  the  primary 
circuit  is  carefully  regulated  so  that  the  difference  in  potential 
and   the  exact  amp&ragc  are  kept  as  nearly  as  possible 
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identical  in  each  case^  and  the  number  of  interruptions  is 
the  same  each  time;  if  a  static  machine  be  employed,  the 
same  machine  is  always  used,  the  condition  of  the  interior 
of  the  case  is  carefully  noted  by  means  of  a  hygrometer, 
and  regulated  to  the  utmost  degree  of  accuracy,  the  plates 
are  revolved  at  the  same  speed  in  each  case,  and  the  length 
of  the  air  gap  is  kept  constant.  When  the  tube  requires 
an  alteration  in  the  length  of  the  air  gap  it  is  indicative  of 
its  having  changed  its  vacuum,  and  another  tube  nearer 
the  uniform  standard  is  substituted  or  the  same  tube  is 
regulated.  Connected  with  the  static  machine  there  are 
so  many  obscure  considerations  that  it  is  unsatisfactory  when 
great  accuracy  is  desired.  The  penetration  of  the  tube 
offers  the  greatest  difficulty  that  we  have  to  contend  v^rith 
in  maintaining  a  constant  uniformity.  To  this  end  the 
penetration  is  measured  by  a  standard  the  degrees  of  which 
are  so  graded  that  the  geometric  ratio  between  any  two 
degrees  of  penetration  may  be  satisfactorily  and  readily 
computed,  so  that  if  one  tube  is  higher  than  another  its 
exact  value  is  known  in  terms  of  that  of  the  other,  and  the 
effect  produced  is  compensated  for  by  altering  the  time  of 
exposure  or  the  distance  from  the  patient.  The  use  of  the 
radiometer  renders  this  extremely  easy.  The  distance  from 
the  patient  to  the  anode  is  kept  uniform,  alterations  being 
made  only  when  one  of  the  other  uncontrollable  factors 
departs  from  the  standard  rendering  it  necessaiy  to  increase 
or  decrease  its  relative  value.  The  length  of  exposure  is 
also  the  same  in  every  case,  variations  l)eing  made  w^hen 
it  is  found  necessary  for  the  purpose  of  creating  more  or 
less  reaction. 

An  example  of  a  hypothetical  case  would  be  as  follows: 
The  tube  is  of  the  Miiller  pattern,  self-regulating,  having  a 
hydrogen  vacuum,  the  bulb  being  about  30  cm,  in  diameter. 
The  penetration  measured  with  the  radiometer  of  lead-foil 
to  be  described,  should  be  about  eight-thousandths — /.  f., 
the  fourth  space  should  be  \nsibly  penetrated.  The  excitor  is 
a  coil  of  the  Ruhmkorff  type  operated  on  any  kind  of  current, 
it  being  understood  that  the  conditions  be  the  same,  and  at 
every  treatment  the  distance  from  the  patient  being  about 
15  cm.,  or  six  inches. 
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Tlteoretically  this  is  all  verj^  well  and  readOy  written,  but 
in  actual  administration  of  rays  almost  every  factor  is  in 
a  constant  state  of  vacillation.  The  energy  varies,  the 
vacuum  of  the  tube  runs  up  or  runs  down  from  moment  to 
moment,  and  its  penetrating  quaUty  changes.  Since  the 
latter  is  the  essential  element  in  radiotherapy,  the  operator 
must  carry  out  processes  of  tube-regulation  which  will  keep 
the  ray  at  about  the  desired  degree  of  penetration. 

One  may  keep  in  mind  the  way  a  certain  tube  acts,  with 
a  certain  number  of  revolutions  of  the  machine,  under 
constant  conditions.  It  must  be  remembered  that  with 
every  change  of  temperature  of  the  room  and  of  the  tube 
the  vacuum  changes.  Records  of  many  cases  kept  day  by 
day  assist  at  formulating  our  procedure. 

Experience  teaches  us  that  with  a  tw'elve-inch  coil  and 
a  medium  tube  at  a  distance  of  six  to  eight  inches  witli  a 
current  strength  of  al>out  3  amperes,  with  no  volts,  ten  min- 
utes is  often  required  to  produce  a  superficial  dermatitis.  To 
employ  radiotherapy  with  satisfaction,  one  must  be  able  to 
measure  more  or  less  definitely  the  quantity  and  quality  of 
the  ray  output,  or  to  know  how  to  recognize  the  intensity  of 
the  ray  in  use,  and  be  able  to  modify  it  to  suit  the  require- 
ments of  the  case*  To  judge  of  the  amount  of  .v-ray  pro- 
duced at  a  given  time  requires  experience.  It  is  well  to 
remember  as  a  quasi  law,  that  the  more  the  tube  resists 
the  passage  of  the  current,  the  more  will  be  the  penetrating 
quahty  of  the  ray  produced.  Even  before  the  introduction 
of  more  exact  methods  we  could  adopt  as  a  useful  working 
basis  the  formula: 

Lang  Spark.  Hard  tube  giving  out  penetrating,  non- 
irritating  rays. 

Short  Spark,  Soft  tube  producing  a  surface  effect  and 
irritation. 

Indeed,  the  simplest  way  of  computing  the  vacuum  is  by 
measuring  the  length  of  spark  backed  up  in  the  prime 
conductors,  but  this  is  not  an  accurate  measure,  Machado 
claims  that  of  t^^o  sparks  of  equal  length  the  deeper  or 
thicker  one  will  correspond  to  the  more  intense  ray. 

The  distance  of  the  patient  from  the  tube,  or  rather  from 
that  point  on  the  anode  from  which  the  rays  emanate,  will 
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have  a  direct  and  potent  influence  upon  the  amount  of 
reaction  produced.  As  the  rays  originate  in  a  point  on  the 
anode  and  radiate  in  every  direction,  the  amount  of  rays 
impinging  upon  a  given  area  will  be  inversely  proportionate 
to  the  square  of  the  distance  from  the  anode  to  the  surface. 
This  is  not  absolutely  true,  since  the  ratio  of  the  radius  of 
the  bulb  to  the  distance  in  air  from  the  bulb  to  the  patient's 
skin  will,  in  a  small  measure,  influence  the  result. 

It  is  impossible  to  measure  the  distance  from  the  anode 
to  the  patient  directly,  but  if  the  radius  of  the  tube  be  added 
to  the  distance  from  its  outer  surface  to  the  skin  the  result 
ivill  be  suflBiciently  accurate.  The  distance  from  the  anode 
should  be  the  same  in  all  cases  if  we  desire  to  maintain  an 
equable  standard.  This  distance  may  vary  for  different 
tubes,  but  should  be  the  same  for  any  tube  for  any  patient. 
It  is  better  to  have  a  set  distance  for  all  tubes  and  cases, 
and  vary  the  length  of  exposures  wherever  a  change  is 
indicated.  This  has  been  our  rule  of  practice  so  far  as 
•consistent  with  the  many  varying  conditions. 

In  measuring  the  distance  between  the  tube  and  the 
patient,  a  very  useful  device  is  a  pair  of  large  calipers,  made 
of  two  thin  sheets  of  red  fibre,  such  as  is  used  for  making 
insulating  plugs,  fastened  by  a  pivot  screw  at  one  end. 

In  speaking  of  various  degrees  of  excitation  of  the  tube, 
misconceptions  are  engendered  which  make  the  subject  seem 
more  difficult  than  it  really  is.  For  ever}^  tube  there  is  an 
amount  of  current  that  will  excite  it  to  its  best  performance, 
and  anything  over  that  amount  will  ruinously  heat  the  tube. 
The  expression  "powerfully  excited"  tube  does  not  justly 
convey  the  meaning  intended  and  should  be  discarded. 

The  dosage  in  any  case  is  regulated  by  the  endurance  of 
the  patient,  the  degree  of  reaction  that  the  patient  shows 
to  the  ray,  and  the  effect  that  it  is  desired  to  attain.  For 
instance,  if  it  is  desired  to  secure  simply  stimulation,  the 
dose  will  be  smaller  than  when  it  is  desired  to  produce 
inflammation,  and  the  dose  proportionally  increases  as  it 
is  aimed  to  secure  atrophy  or  necrosis.  It  should  be  remem- 
bered that  the  action  of  the  ray  is  very  apt  to  be  delayed 
until  some  time  after  it  has  been  applied,  in  rare  instances 
two  to  three  weeks. 


EXACT  MEASURES  OF  DOSAGE 


371 


For  this  reason  it  is  well  to  be  somewhat  conservative  in 
treatment. 

Radiometers,  A  satisfactory  method  of  determining  the 
condition  of  a  tube  is  to  observ^e  the  degree  of  penetration 
of  which  it  is  capable  upon  the  fluoroscopic  screen  by  the 
aid  of  regularly  graded  resistances.  In  Dr.  Franklin's  device 
these  were  of  glass  and  made  as  follows:  Strips  of  glass  are 
selected,  about  one  inch  wide  and  varying  in  length  from 
two  to  about  eight  inches  by  one-half- inch  gradations.  These 
strips  are  cemented  upon  each  other  so  as  to  form  a  series 
of  steps,  each  one  higher  than  the  last  one  by  the  thickness 
of  the  glass  used.  In  the  centre  of  each  step  is  cemented  a 
small  piece  of  thick  sheet  copper,  to  act  as  an  opaque  marker. 
The  whole  is  held  upon  the  screen  of  the  fluoroscope  and 
exposed  to  the  rays.  The  exact  number  of  plates  of  glass 
that  the  rays  traverse  can  thus  be  noted  at  a  glance  and  a 
very  satisfactory  estimate  made  of  the  penetrability  of  the 
tube  in  question.  At  the  same  time  an  estimate  of  the 
volume  and  of  the  light  may  be  secured. 

In  subsequent  work  Dr.  Franklin  found  that  a  measure 
giving  satisfaction  could  be  readily  constructed  from  thin 
lead  and  tin-foil  in  the  manner  above  described,  and  we 
made  one  of  large  size  to  entirely  cover  the  fluorescent  screen, 
as  well  as  small  meters  to  use  over  a  small  aperture  through 
which  a  beam  of  ray  was  passing.  Subsequently  our  atten- 
tion was  directed  to  the  radiometer  of  Benoist. 

It  was  only  on  returning  from  the  Madrid  Congress  that 
I  was  able  to  secure  this  instrument  in  Paris.  It  consists, 
as  shown  in  the  photograph,  of  a  central  disk  surrounded 
by  twelve  sections  of  varj^ing  thickness.  Thus  far  the  idea 
is  identical  with  that  of  Dr.  Franklin,  and  as  I  have  since 
learned  of  Roentgen's  original  skiameter,  of  basing  a  meas- 
ure upon  the  unequal  degree  of  penetration  of  the  ray.  The 
metal  forming  the  steps  is  aluminium  of  gradually  increasing 
thickness;  the  central  disk  is  of  silver  and  serves  as  a  basis 
of  comparison,  the  aluminium  step  which  corresponds  to 
the  penetration  of  this  disk  being  the  one  recorded.  Dr. 
Stern  has  improved,  I  believe,  upon  the  instrument  since 
we  have  had  it  in  use  by  placing  in  the  centre  of  the  third, 
skth,  and  ninth  divisions  a  small   lead -foil  strip  to  serve 
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as  opaque  marker.  This  enables  one  to  see  at  a  glance 
during  the  s^^ancc  just  which  thickness  is  penetrated.  This 
can  be  calculated  in  known  terms,  since  each  thickness  is 
one  millimetre  greater  than  the  last,  ranging  from  i  to  12. 
We  have  found  it  better  in  using  this,  as  well  as  our  ovm 
meter,  to  place  it  in  the  beam  as  it  emerges  from  a  con- 
stricted opening  in  a  protecting  screen,  so  that  the  outside 
rays  and  brightness  of  the  fluoroscope  do  not  confuse  the  eye. 

Fig,  85. 
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Benoiiil  radioLlronionickr. 


A  convenient  plan  is  to  attach  the  instrument  to  the  margin 
of  the  fluoroscope,  as  shown  in  Plate  L 

Monell  has  invented  a  gauge  for  the  measurement  of  the 
penetration,  consisting  of  **a  plate  of  lead  sandwiched 
between  t^^o  plates  of  brass,  making  a  solid  metal  base  six- 
sbcteenths  of  an  inch  thick.  This  base  is  made  larger  than 
the  screen  so  as  to  exclude  all  rays  excepting  those  passing] 
through  the  window.  In  the  centre  of  the  base  is  cut  a  ^ 
round  window  three  inches  in  diameter.  Four  wnres  next 
make  a  cross-base  at  right  angles  to  the  window\    External 


EXACT  MEASURES  OF  DOSAGE 


373 


to  the  window  are  twenty  shutters  of  28-gauge  B.  &  S.  sheet 
brass  stamped  and  numbered.  The  set  of  shutters  is  swung 
on  a  pivot,  so  that  one  at  a  time  can  be  cut  out  from  inter- 
ference with  the  rays  or  inserted  as  desired.  Each  shutter 
is  four  mches  square  and  a  set-screw  on  the  pivot  permits 
shifting  them  to  suit." 

This  is  a  very  efficient  apparatus,  and  with  its  aid  the 
penetrating  power  and  defining  power  of  tubes  may  be 
measured.  The  disadvantages  are,  first,  the  cost;  second, 
the  weight,  which  renders  handlmg  unnecessarily  incon- 
venient; third,  the  operation  of  testing  any  tube  is  long 
and  requires  the  continual  adjustment  of  the  shutters  until 
the  desired  numl>er  is  attained. 

Our  own  device  or  that  of  Benoist  gives  the  same  results 
in  a  much  shorter  time  and  more  conveniently, 

x\nother  form  of  apparatus  devised  by  Dr.  Franklin  for 
the  measurement  of  the  definition  and  penetration  of  tubes 
consists  of  a  sheet  of  fibre  such  as  is  used  for  electrical 
insulations,  on  which  is  pasted  a  number  of  sheets  of  lead- 
foil,  each,  excepting  the  first,  having  a  sUt  one  inch  wide 
and  one-half  inch  longer  than  the  one  preceding  it  in 
length.  In  the  centre  of  the  fibre  base  is  a  slot  in  which  is 
placed  a  lead  wire  such  as  is  used  for  fuses,  and  it  should 
not  be  sraalier  than  a  5o-amp&rc  fuse.  In  the  centre  of  each 
of  the  steps  made  by  the  different  lengths  in  the  slots  in 
the  foil  sheets  is  glued  a  disk  of  foil  one-quarter  inch  in 
diameter  and  one-sLxtcenth  inch  thick.  The  number  and 
thickness  of  sheets,  the  length  and  width  of  the  steps,  are 
matters  depending  on  the  size  of  the  fluoroscope  to  be  used, 
the  fineness  of  the  graduations  desired^  and  the  inclination 
of  the  maker.  The  whole  may  be  attached  to  the  base  of 
the  fluoroscope  by  means  of  small  screws  in  the  comers, 
or  by  brass  spring  catches. 

In  using  the  apparatus  the  tube  to  be  examined  is  regarded 
through  the  fluoroscope,  and  the  number  of  steps  or  disks 
that  may  be  seen  mark  the  penetrative  power  of  the  tube, 
which  may  be  compared  with  that  of  any  other  tube.  Thus, 
if  with  any  tube  ten  of  the  disks  may  be  discerned,  then  the 
penetration  of  that  tube  may  be  spoken  of  as  ten,  etc.,  the 
exact  ratio  of  the  penetration  of  a  tube  which  wiU  show 
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twelve  disks  to  the  one  showing  six  will  be  as  2  is  to  i,  or 
twice  the  penetration. 

In  the  Crookes  radiometer  the  vanes  are  painted  with  some 
phosphorescent  substance  which  glows  when  the  electricity 
causes  them  to  rotate. 

Holzknecht's  Chromoradiometer.  In  devising  this 
measure  for  the  quantity  of  ray  absorbed  the  originator  based 

Fig.  86. 


Holzknecht's  chromoradiometer. 


the  instrument's  construction  partly  upon  the  law  of  Kien- 
bock,  that  the  degree  of  reaction  in  the  skin  depends  essen- 
tially upon  the  quality  of  the  ray  and  partly  upon  the  ray's 
power  to  change  the  color  of  certain  salts. 

His  studies  led  him  to  the  knowledge  that  what  the 
cathode  rays  did  for  the  surface  the  Roentgen  ray  could  do 
for  the  whole  mass  of  such  a  salt  as  bromide  of  potassium 
e.,  color  it  blue  just  as  common  salt  is  colored  yellow. 
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During  the  exposure  of  a  patient  one  of  the  disks  shown 
in  the  figure  is  held  upon  the  rayed  surface^  being  removed 
at  frequent  intervals  to  compare  it  with  the  control  scale  of 
colors  (Fig.  68),  which  bear  arbitrar}^  numbers  from  3  to 
28.  By  experiment  and  experience  it  has  been  found  that 
certain  degrees  of  coloration  in  the  test  disk  correspond  to 
the  quantity  of  ray  absorption  which  usually  results  in 
definite  physiological  change  in  the  tissues  or  the  production 
of  distinct  influence  upon  normal  or  pathological  states* 

Holzknecht  finds  that  the  difference  between  the  absorb- 
ing properties  of  the  skin  of  youth  and  old  age  corresponds 
to  that  between  the  numbers  3  and  4  of  his  scale.  Flexor 
surface  requires  4  to  6  units,  extensor  5  to  7,  as  do  also  the 
palms. 

In  order  to  cause  a  reaction  going  on  to  superficial  erosion^ 
5  to  7  numbers  must  be  reached  for  the  one  class  of  surfaces, 
7  to  10  for  the  other.  Going  beyond  to  units  will  probably 
result  in  ulceration, 

Kienbock'  demonstrated  that  for  a  given  quality  of  .v-rays 
the  degree  of  intensity  of  the  resultant  dermatitis  will  depend 
essentially  upon  the  quantity  of  rays  striking  the  skin. 
That  is  to  say,  it  will  depend  upon  the  quantity  of  rays 
which  are  absorbed  by  the  skin.  In  order  that  a  given 
surface  of  skin  should  absorb  rays  equally  over  its  whole 
extent  it  is  necessarj^  that  the  surface  should  be  concave, 
and  this  is  rarely  or  never  the  case,  especially  as  it  would 
be  necessar)'  for  the  concavity  to  have  its  centre  exactly  at 
the  point  of  emission  of  the  rays  at  the  anode.  The  surfaces 
treated  are  generally  plane  or  convex,  and  thus  the  rays 
striking  at  any  part  will  be  less  than  at  the  point  falling  in 
a  perpendicular  line  from  the  centre  of  the  anode,  and  the 
decrease  in  the  rays  will  be  proportionate  to  the  distance 
from  this  line  and  to  the  amount  of  convexity  of  the  surface, 
and  inversely  as  the  distance  from  the  tube  to  the  surface 
of  the  skin. 

The  chromoradiometer  measures  the  exact  quantity  of 
rays  which  impinge  upon  and  are  absorbed  by  a  given 
tissue  in  a  given  length  of  time.    The  radiochromometer  of 


*  Wiener  klin.  Wochenschrift,  1902,  No,  50. 
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Benoist  measures  the  quality  of  these  rays.  By  combining 
these  two  instruments  the  exact  dosage  of  the  rays  can  be 
measured  mth  very  great  accuracy,  even  as  the  spectroscope 
in  connection  with  the  photometer  will  measure  the  exact 
quality  and  quantity  of  light  rays*  The  chromoradiometer 
is  made  up  of  a  series  of  reagents  in  connection  with  a 
graduated  scale*  The  scale  is  made  up  of  twelve  chemicals 
of  the  same  color,  having  a  bluish-green  value,  and  increasing 
in  intensity  from  one  end  to  the  other.  Each  di\asion  carrier 
a  number,  which  signifies  its  value  in  relation  to  the  others. 
In  using  the  apparatus  the  test  reagent  is  placed  upon  the 
skin  close  to  the  part  to  Ix;  treated,  and  is  compared  at 
frequent  intervals  with  the  scale.  When  it  is  seen  that  the 
reagent  has  assumed  a  color  equal  to  one  of  the  graduates 
of  the  scale,  the  number  corresponding  wdth  that  color  is 
taken  as  a  standard,  and  when  the  same  effect  is  desired 
at  another  time  the  exposure  is  continued  until  the  test 
reagent  assumes  the  same  color  as  in  the  former  case.  The 
utmost  care  is  necessary  in  the  handling  of  this  apparatus, 
as  it  is  found  that  the  slightest  exposure  to  the  cathode  or 
:xr-rays  changes  the  value  of  the  reagent,  and  for  this  reason 
the  reagent  is  kept  in  a  hermetically  sealed  and  ray-proof 
box  while  not  in  use* 

At  the  present  time  there  are  no  standards  set  for  all  cases, 
and  the  greatest  use  of  the  instrument  is  to  produce  uniform 
effects  in  a  series  of  treatments  of  the  same  case,  but  it  is 
to  be  hoped  that  in  the  near  future  there  will  be  tabulated 
exi:>osurcs  and  quantity  reactions  corresponding  to  different 
diseases,  ages,  complexions,  physical  conditions,  and  all 
other  elements  entering  into  a  case.  By  means  of  this 
reagent  the  therapeutic  activity  of  the  different  radioactive 
substances  which  arc  now  creating  so  much  interest  may 
be  determined  and  compared* 

By  employing  several  disks  simultaneously  the  test  might 
be  used  to  determine  upon  which  area  of  a  given  surface 
exposed  the  action  is  most  intense*  The  frequency  of 
removal  of  the  disk  for  comparison  during  a  short  exposure 
makes  the  method  somewhat  troublesome,  and  the  exact 
shade  produced  is  not  always  readily  determined. 

Guido  Holzknecht  presented  his  instrument  in  Berne,  on 
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September  4,  1902,  at  the  Second  International  Congress  of 
Electrotherapy  and  Radiotherapy, 

It  had  l^eeo  the  discovery  by  Goldstein  that  certain  saUs 
became  colored  when  exposed  to  the  cathode  rays,  while 
their  phosphorescence  increased,  and  this  led  Holzknecht  to 
de\dse  his  chromoradiometer,  finding  that  the  same  changes 
took  place  when  the  salts  WTre  exposed  to  the  A-rays* 

Sodium  chloride  was  found  to  turn  yellow,  while  potas- 
sium  bromide  turned  blue,  but  while  the  cathode  rays  affect 
only  the  surface  of  the  salts  the  Jt^-rays  penetrate  and  color 
the  entire  mass,  and  at  the  same  time  he  found  that  the 
intensity  of  coloration  was  proportional  directly  to  the 
amount  of  rays  absorbed  in  the  mass.  He  fails,  however, 
to  mention  the  exact  strength  of  the  solutions  of  these  salts 
which  he  used. 

Exner/  in  employing  the  chromoradiometer,  notes  the 
figures  on  the  scale  corresponding  to  each  test  disk,  and  adds 
them  up  as  they  accumulate  from  day  to  day,  whUc  the 
desired  therapeutic  result  is  being  obtained;  the  total  thus 
reached  indicates  the  amount  of  rays  the  patient  has  received 
during  the  whole  course. 

The  application  of  these  radiometers  appears  on  paper 
to  approach  scientific  accuracy.  In  actual  practice  it  has 
seemed  to  me  that  the  human  element  comes  in  for  a  large 
share  in  the  result  arrived  at.  When  the  eye  of  the  operator 
has  become  sufficiently  educated  to  detect  the  slight  shades 
of  difference  in  the  disks  as  compared  with  the  colored  scale, 
it  is  probable  that  the  eye,  in  common  with  his  senses  in 
general,  will  enable  him  to  detect  by  other  means  changes 
in  the  quantity  and  quality  of  ray  he  is  producing-  Thus, 
the  greenish  light  within  the  tube  indicates  by  its  intensity 
in  a  manner  the  amount  of  .r-ray  incorporated  with  it. 
For  the  employment  of  the  chromoradiometer  especially 
time  and  practice  are  required,  but  these  factors  also  permit 
one  to  become  quite  expert  in  estimating  the  quantity  and 
quality  of  ray  with  the  aid  of  such  other  means  as  we  have 
enumerated.  There  is  no  doubt,  howTver,  that  these  devices 
are  of  great  worth  and  have  been  w^orked  out  in  the  proper 

*  Wiener  klin.  Worhenschrift.  June  18,  1903. 
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Spirit  of  investigation,  and  lead,  indirectly  if  not  directly,  to 
better  knowledge  of  how  to  regulate  and  control  our  use 
of  this  wonderful  power.  We  must  bear  in  mind  the  length 
of  time  required  to  carry  out  this  color  test,  and  that  sittings 
may  become  so  reduced  in  time  that  the  treatment  \\dll  be 
finished  before  the  quantity  of  the  dose  has  been  deter- 
mined. 

Theoretically,  there  would  seem  no  reason  why,  by 
approaching  the  source  of  ray,  the  time  should  not  be 
diminished  considerably.  It  is  well  established  that  the 
intensit}'  of  any  ray  varies  inversely  as  the  square  of  the 
distance  of  the  surface  operated  upon.  Thus  the  effect  of  a 
tube  at  different  distances  can  be  calculated.  For  example, 
the  difference  in  exposure  for  a  tube  placed  at  twelve  inches 
as  compared  to  that  for  one  placed  at  three  inches  varies 
directly  as  144:9  =  16  times  as  long.  Hence,  there  would 
be  some  justice  in  the  claim  that  an  exposure  at  three  inches 
need  he  only  ver>'  brief.  Looking  on  the  opposite  side,  long 
exposures  at  great  distance  would  fall  far  short  of  the  re- 
quirements and  could  not  be  expected  to  secure  brilliant 
results.  In  ex|)osures  of  an  hour  at  six  feet,  for  instance, 
the  effect  would  be  as  compared  wnth  six  inches,  144  times 
less.  Thus,  as  compared  with  a  five-minute  sitting,  such 
an  exposure  should  be  of  twelve  hours'  duration, 

Beclere's  Spinthtrometer.  On  a  recent  visit  to  the  labora- 
tory of  Prof.  Beclere  in  Paris,  an  opportunity  was  graciously 
afforded  mc  to  see  in  use  the  various  instruments  of  precision, 
theutOityof  which  this  gentleman  has  done  so  much  to  bring 
before  the  profession.  Among  the  various  devices  was  his 
own  invention  for  measuring  the  changes  from  moment  to 
moment  which  occur  in  the  vacuum  of  the  tube,  and  hence 
in  the  penetrating  quality  of  the  ray,  by  indicating  the 
resistance  offered  by  the  tube  to  the  current.  It  is  a  matter 
of  obser\^ation  that  with  a  given  tube  connected  with  a 
generator  of  electric  energv%  a  constant  relation  is  estab- 
lished between  the  resistance  which  is  opposed  to  the 
passage  of  the  current  through  the  tube  and  the  penetrating 
value  of  the  rays  produced.  This  point  has  been  presented 
in  a  variety  of  ways  in  various  portions  of  this  work,  but 
it  is  of  sufficient  importance  to  bear  repetition. 
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To  measure  and  note  this  resistance  at  a  given  sitting 
so  it  can  be  utilized  in  another,  by  regulating  the  tube, 
B^clfere  devised  an  instrument  based  on  the  fact  that  when 
in  action  the  spark  which  fills  the  air  gap  between  the  two 
poles  at  the  precise  moment  the  body  of  air  which  separates 
these  poles  ceases  to  oppose  to  the  passage  of  the  electricity 
a  resistance  greater  than  that  existing  at  the  moment  in 
the  interior  of  the  bulb.  This  is  a  short  circuit  and  follows 
the  well-known  law  that  electricity  will  flow  in  the  path  of 
least  resistance.  The  instrument  devised  to  measure  this 
spark  equivalent  to  the  resistance  consists  of  a  long  metallic 
rod  marked  off  in  centimetres  and  half-centimetres,  ending 

Fig.  87. 


B^lere's  spintherometer. 


in  a  metallic  ball  at  one  extremity  and  having  at  the  other 
an  ebonite  handle.  This  rod  moves  through  a  groove 
mounted  on  an  isolated  upright.  The  second  ball  is  fast- 
ened to  another  isolated  upright  at  about  25  cm.  distance. 
The  sliding  bar  and  the  fixed  ball  are  placed  in  circuit  by 
attaching  each  to  the  respective  poles  of  the  static  or  coil 
on  the  one  side  and  with  the  poles  of  the  bulb  on  the  other. 
On  starting  the  current  the  bar  is  drawn  out  until  the  spark 
no  longer  jumps  the  air  space  between  the  bulb,  when  the 
distance  in  centimetres  can  be  read  from  the  marked  rod. 
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If  it  indicates  too  great  or  too  little  resistance  in  the  tube, 
it  can  be  lowered  or  raised  to  meet  the  requirements  if  the 
tube  is,  as  it  should  be,  one  susceptible  of  regulation.  This 
has  the  disadvantage  that  it  gives  the  result  by  a  secondary 
deduction,  as  it  does  not  directly  measure  the  penetrabilit)^ 
of  the  rays,  which  latter  depends  upon  other  factors  besides 
the  resistance  of  the  tube. 

Exometer.  Buguet  has  devised  an  apparatus  thus  named 
for  determining  the  fluorescent  quality  of  the  ray  in  com- 
parison to  units  of  candle-power. 

Actinometer.  This  is  a  small  screen  in  a  box  arranged 
with  two  rows  of  circular  disks^  ten  in  each  row;  these  are 
made  of  tin-foil  punctured  with  holes  so  that  any  number 
of  layers  can  be  brought  before  the  screen  and  tul:)e.  Since 
one  set  of  disks  is  ten  times  as  thick  as  the  other,  the  pene- 
tration can  be  accurately  determined.  The  amplitude  or 
quantity  of  ray  is  not  indicated  any  more  than  it  is  in  the 
device  of  Benoist  or  other  similar  instrument. 

Fluorometers.  Williams  has  devised  an  instrument  for 
measuring  the  amount  of  rays  given  out  by  the  tube,  A 
description  too  long  for  reproduction  will  be  found  on  page 
640  in  his  excellent  book. 

Stern's  Photoradlometer.  This  has  for  its  fundamental 
principle  the  action  of  rays  upon  photograi)hic  films.  It  has 
been  devised  by  my  associate,  Dr.  Stern/  and  it  offers  a 
method  for  measuring  the  quantity  of  ray  penetrating  any 
particular  surface.  It  is  very  simple,  easily  carried  out,  does 
not  require  any  elaborate  apparatus,  and,  I  believe,  is 
thoroughly  accurate.  It  is  based  upon  the  fact  that 
the  effect  produced  by  light  on  a  sensitized  surface  is  in 
direct  ratio  to  the  intensity  of  the  light  rays  to  which  it  is 
subjected  and  the  time  of  exposure.  These  two  make  up 
the  amount  or  quantity  of  light  affecting  this  surface. 

The  preponderance  of  evidence  at  the  present  day  seems 
to  favor  the  theory  that  the  jc-rays  consist  of  very  minute 
wave  lengths  of  light  vibrations.  This  seems  to  be  sub- 
stantiated by  the  fact  that  they  possess  a  great  many  of  the 
qualities  of  light.    Among  these  one  of  the  most  important 

'  JouiTtal  of  Cutaneous  Diseases,  December,  1903, 


i 


EXACT  MEASURES  OF  DOSAGE 


381 


is  Its  ability  to  affect  photographic  plates  in  a  ver}^  similar 
manner  to  that  of  ordinary  light  rays. 

We  aU  know  that  in  taking  radiographs  the  darkness  of 
the  picture  will  depend  on  the  quality  of  the  ray,  the  length  of 
exposure,  and  the  distance  from  the  plate;  these  combined 
making  up  the  quantity  or  exact  amount  of  rays  passing 
through  the  sensitive  plate.  If  it  is  conceded  that  the  changes 
produced  by  light  on  a  photographic  film  are  in  proportion 
to  the  length  of  exposure  and  the  intensity  of  the  light-waves 
acting  upon  it,  and  if  we  can  further  concede  that  the  suppo- 
sition of  the  .r-rays  being  a  form  of  light  is  correct,  it  is 
evident  that  the  same  principle  which  enables  us  to  judge 
the  amount  of  light  rays  by  its  effect  on  a  photographic 
film  could  be  utilized  to  measure  the  quantity  of  x-rays 
emanating  from  any  particular  source.  Most  authorities 
admit  that  the  effect  of  the  a--ray  is  exactly  proportional  to 
the  amount  absorbed,  whether  it  be  by  a  photographic  plate 
or  the  vital  human  tissues.  It  is  a  ver}^  simple  matter  to 
put  a  piece  of  sensitized  paper  directly  upon  the  surface 
to  be  treated,  so  that  the  rays  will  pass  through  this  film 
before  they  enter  the  parts.  The  film  will  not  diminish  the 
intensity  of  the  rays  in  any  noticeable  w^ay,  and  wiU  accu- 
rately register  the  exact  amount  passing  through  it.  This 
can  be  readily  judged  by  the  depth  of  discoloration  on  the 
film,  which,  compared  and  marked  with  a  corresponding 
number  of  an  established  standard  scale,  w^ill  give  the 
quantity  of  rays  in  numbers  easily  put  down  for  future 
reference  or  to  be  computed.  A  scale  may  be  established 
by  using  a  certain  standard  film  and  exposing  it  at  a  knowTi 
distance  from  a  tube  of  definite  vacuum,  in  which  the  rays 
are  generated  by  an  apparatus  of  an  established  spark 
length,  running  at  a  known  amperage.  If  w^e  expose  a  film 
for  each  successive  minute  under  the  above  conditions, 
numbering  each  with  the  number  of  minutes  exposed,  until 
the  film  is  completely  black,  we  possess  a  standard  for 
future  comparison.  This  standard  may  be  printed  on  every 
film  used,  so  that  the  discoloration  on  the  film  as  the  result 
of  the  exposure  may  be  readily  compared  and  marked  with 
its  corresponding  number.  These  numbers  may  be  added, 
the  sum  total  giving  at  a  glance  the  amount  of  rays  the 
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patient  has  received.  The  films  can  be  enclosed  in  black 
envelopes,  so  that  they  may  be  handled  without  being 
aflfected  by  ordinary  light.  Their  developing  requires 
only  a  few  minutes,  and  may  be  done  at  any  time  after  a 
number  of  films  have  accumulated.  The  chief  difficulty 
has  been  found  in  getting  a  photographic  film  which  will 
answer  the  purpose.  The  majority  of  films  act  too  rapidly, 
becoming  black  after  a  few  minutes'  exposure,  so  a  special 
fiJm  has  to  be  used  which  is  not  rapidly  affected.  If  such 
a  standard  could  come  into  universal  use,  it  would  facili- 
tate the  accurate  dosage  and  would  give  a  better  under- 
standing of  reports  of  cases  by  different  observers.  It  is 
quite  probable  that  the  same  method  could  be  utilized  in 
measuring  the  effective  activity  of  radium. 

Exact  methods  of  dosage  should  include  blood  exami- 
nation as  a  test  of  efficacy  of  the  treatment;  a  decrease  in 
the  polynuclear  leukocytes  during  treatment  should  cause 
apprehension. 

Freund*  proposes  a  radiometer  based  on  the  chemical 
power  of  the  rays  to  liberate  iodine  in  a  solution.  He  uses 
a  2  per  cent,  chloroform  solution  of  iodine,  which  retains 
the  color  in  the  dark,  but  changes  its  tint  rapidly  under  the 
influence  of  the  rv-rays. 

This  change  in  tint  is  a  purely  chemical  oxidizing  process 
capable  of  mathematical  demonstration.  Test-tubes  i  cm. 
in  diameter  are  filled  with  5  c.c.  of  the  solution,  and  after 
six  minutes  of  exposure  to  a  medium  soft  tube — an  intensity 
corresponding  to  that  required  for  fluoroscopy  of  the  thorax 
of  an  adult  at  a  distance  of  1.5  metres — he  found  that 
0.59  mg.  iodine  was  liberated.  This  imparted  a  distinct 
purplish  tint  to  the  fluid.  This  is  his  unit.  The  test- 
tube,  wrapped  in  black  paper,  is  placed  alongside  the 
exposed  surface. 

*  Ein    ncues   radiometrisches    Verfahren,  Wiener   klin.   Wochenschrift,   1904, 
xvii.,  No.  14. 


CHAPTER   XVIII. 
MEDICOLEGAL  ASPECT  OF  THE  X-RAY. 

Almost  as  soon  as  the  :x:-ray  was  discovered  and  experi- 
menting with  it  begun,  the  fact  was  made  patent  that  it 
possessed  the  property  of  causing  injuries  of  varying  degrees 
of  severity  to  certain  tissues  of  the  human  body.  In  fact, 
as  early  as  April,  1896,  accidental  alopecia  was  reported  by 
Dr.  John  Daniel,  and  from  that  time  onward  until  the  usage 
of  the  ray  had  assumed  a  more  scientific  aspect,  accidents 
ranging  from  a  simple  erythema  through  all  degrees  of 
^*bum"  to  deep  sloughing,  precancerous  keratosis,  and  car- 
cinoma itself,  have  been  recorded.  It  is  not  diflScult  to  under- 
stand that  patients  who  had  applied  to  the  surgeon  to  have 
obscure  internal  conditions  diagnosticated  by  means  of  the 
ray  should  have  suflfered  from  bum  in  the  early  days,  when 
through  lack  of  perfection  in  the  then  existing  apparatus 
very  long  exposures  were  made  necessary. 

The  improvement  in  apparatus  has  rendered  possible 
exposures  so  short  in  comparison,  as  to  almost  warrant  their 
being  called  instantaneous.  As  could  have  been  antici- 
pated, numerous  suits  have  arisen  in  which  damages  have 
been  claimed  from  the  ray  operator  for  injuries  resulting. 
The  medicolegal  value  of  the  rxr-ray  as  evidence  in  the  courts 
was  first  recognized  by  the  Supreme  Court  of  Nebraska. 
In  the  case  of  the  City  of  Geneva  vs.  Burnett  it  was 
held  that,  under  proper  precautions  and  with  necessary 
explanations,  what  are  known  as  "x-ray  pictures"  may  be 
used  as  evidence  to  show  the  condition  of  the  internal  tissues 
of  the  body.  The  complainant  brought  suit  against  the  city 
for  injuries  to  the  ankle  due  to  a  defective  sidewalk. 

Medical  witnesses  testified  that  in  a  young  person,  as  was 
the  party  suing,  a  result  of  the  injury  might  be  a  calcareous 
-deposit,  and  that  they  had  examined  the  foot  of  the  plaintiff 
and  had  made  skiagraphs  showing  the  presence  of  such 
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deposits,  and  that  in  their  opinion  the  deposits  were  the 
direct  results  of  the  injur}\  Some  of  the  pictures  were"' 
admitted  in  evidence.  The  defence  objected  on  the  groimd 
that  they  constituted  secondar)'  evidence  and  as  such  were 
not  admissible.  The  pictures  were  accompanied  by  a  very 
thorough  and  complete  explanation  of  the  time,  manner, 
and  circumstances  under  which  they  were  taken  and  the 
condition  they  indicated  to  the  medical  mind.  The  case 
was  decided  in  favor  of  the  complainant.  Under  appeal  the 
Supreme  Court  sustained  the  ruling  of  the  lower  court,  being 
convinced  that  no  better  evidence  of  the  interior  condition 
of  the  injured  member  could  possibly  have  been  obtained 
without  surgical  operation,  to  which  the  party  suing  was  not 
called  upon  to  submit. 

Undoubtedly  in  many  cases  no  better  evidence  can  be 
brought  fonvard  than  that  of  an  .v-ray  picture,  and  it  must 
be  taken  into  consideration  that  though  the  ray  puts  us  into 
possession  of  a  marvellous  method  of  determining  the  con- 
ditions existing  in  the  interior  of  the  body,  it  is  subject  to 
many  grave  inaccuracies  and  may  lead  to  very  erroneous 
conclusions.  In  the  case  of  a  foreign  body,  such  as  a  bullet 
or  needle  eml>edded  in  the  tissues,  a  single  picture  is  of  little 
value  in  indicating  the  position  in  more  than  one  plane,  and 
consequently  may  l>e  of  no  worth  as  evidence  in  a  court  of 
law.  Two  exposures  should  be  made,  either  by  means  of  a 
stereographic  apparatus  or  they  should  be  made  separately 
and  be  viewed  in  a  stereoscope.  By  this  means  the  exact 
location  of  the  foreign  body  in  any  plane  may  be  determined. 
In  the  case  of  certain  oblique  fractures,  if  the  picture  is  taken 
from  one  side,  it  may  entirely  fail  to  show  any  abnormal 
condition  of  the  bone  at  all;  but  if  it  be  taken  in  such  a  way 
that  the  rays  travel  in  the  plane  of  the  cleavage,  the  fracture 
will  be  clearly  revealed.  It  is  of  very  common  occurrence 
since  radio  diagnosis  came  into  vogue  that  a  supposed 
sprain  of  the  ankle  turns  out  to  be  a  fracture. 

Upon  a  recent  visit  to  a  friend  in  France,  I  found  him 
limping  badly  from  the  effects  of  a  ''sprain,''  which  had 
occurred  three  months  previously.  T  advised  a  skiagraphic 
examination,  predicting  that  a  fracture  would  be  found,  and 
such  it  turned  out  to  be.     On  the  other  hand  a  supposed 
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fracture  of  the  malleolus  has  been  demonstrated  by  the  ray 
not  to  existj  and  the  symptoms  have  been  explained  in 
damage  suits  as  due  to  ''hysterical  joint,'^  such  as  occurs 
in  traumatic  neuroses  and  neurasthenia.  In  another 
instance,  mentioned  by  Rudis-Jicinsky/  a  supposed  psychic 
trauma  due  to  a  railroad  accident  was  found  to  be  a  fracture 
of  the  astragalus. 

Interpretation  of  Radiographs.  To  be  able  to  definitely 
recognise  the  condition  of  the  tissues  shown  in  the  radio- 
graph is  one  of  the  most  difficult  as  well  as  important  points 
in  connection  with  the  use  of  the  rays  in  the  diagnostication 
of  disease.  Grave  errors  have  been  made  in  this  direction, 
and  the  tendency  that  has  been  manifest  from  the  first,  to 
regard  the  ray  as  a  means  of  certain  and  plain  detection  of 
the  condition  existing  m  the  tissue  radiographed,  is  respon- 
sible for  the  wide  adoption  of  the  method  by  men  who  are 
in  no  way  fitted  either  by  education  or  experience  to  properly 
use  it.  The  radiograph  may  be  likened  to  notes  written  in 
shorthand;  they  may  contain  a  sure  and  accurate  record 
of  what  has  been  impressed  upon  the  ear  of  the  stenographer 
and  transmitted  to  paper,  but  at  the  same  time  it  is  not 
always  an  easy  matter  to  read  and  translate  these  steno- 
graphic symbols  so  they  can  be  read  understandingly  by 
everybody. 

The  peculiarities  of  the  rays  must  always  be  taken  into 
consideration;  that  they  undergo  no  refraction  within  the 
body;  that  they  are  propagated  in  straight  lines,  and  there- 
fore will  produce  images  which  are  larger  than  the  original, 
and  that  this  distortion  of  the  picture  will  increase  in  a 
certain  mathematical  ratio  of  the  distance  from  the  plate 
and  from  the  central  rays  of  the  tube,  and  as  the  distance 
of  the  tube  from  the  plate;  that  the  rays  will  give  only  a 
shadow  of  the  object,  and  that  these  shadows  may  be  con- 
founded with  those  of  other  objects  in  the  body  which  may 
be  very  far  in  one  direction  or  another  from  the  object  that 
it  is  supposed  to  represent.  All  of  these  errors  may  be  of 
very  serious  import,  and  are  to  be  as  rigidly  avoided  as  the 
development  of  the  science  vM  permit  of  at  the  present  time. 


*  American  X-ray  Era,  June,  1903* 
25 
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Misleading  interpretation  of  skiagraphs  has  been  illus- 
trated in  a  number  of  instances,  such  as  in  exploratory 
laparotomy,  in  which  the  expectations  raised  by  the  radio- 
photograph  were  not  realized. 

The  readiness  with  which  one  may  fall  into  error  is  well 
shown  in  the  report  of  Dr.  Crile.*  A  patient  was  believed 
to  have  swallowed  a  set  of  false  teeth.  He  attempted  to 
remove  them  himself,  and  probably  succeeded,  but  mistaking 
the  hyoid  bone  for  a  remaining  portion  of  the  plate  continued 
his  efforts  until  laceration  occurred.  It  was  finally  believed 
that  the  teeth  had  been  carried  along  the  oesophagus.  An 
examination  with  the  .v-ray  revealed  a  heavy  shadow  at  the 
lower  portion  of  the  oesophagus.  This  led  to  an  exploratorj* 
operation,  which  showed  that  the  oesophagus  was  empty.j 
Post-mortem  examination  indicated  that  the  :i-ray  shadow 
was  caused  by  extensive  calcification  of  the  abdominal  aorta. 

In  skiagraphic  work  which  is  at  all  likely  to  enter  into 
suits  at  law,  the  most  careful  records  should  be  kept  of  the 
conditions  under  which  the  w^ork  was  done,  with  full  de- 
scription of  technique,  so  that  a  just  estimate  may  be 
formed  of  the  value  of  the  evidence  which  attaches  to  the 
radiophotograph  presented  in  evidence. 

The  judge  and  jury  should  bear  in  mind  the  great  necessity 
of  a  knowledge  of  anatomy,  and  the  relation  of  parts  on  the 
part  of  the  operator.  This  knowledge  should  embrace  not 
alone  anatomy  as  previously  taught,  but  living  anatomy  as 
it  is  to-day  so  much  better  known — in  what  we  might  call 
the  science  of  radioanatomy. 

Photographs  have  for  a  long  time  been  received  in  evidence 
when  they  represent  something  concerning  which  a  witness 
can  testify  as  to  the  truthfulness  of  representation.  This 
applies  also  to  the  radiophotograph,  which  is  from  the  legal 
standpoint  a  *' photograph/'  and  as  such  takes  its  place  as 
legitimate  evidence  of  an  existing  condition,  provided  a 
competent  witness  testifies  that  he  saw  the  process  of  its 
production  and  that  it  is  a  truthful  representation  of  the 
condition  which  it  is  claimed  to  represent.  The  skiagraph 
is  not  looked  upon  as  necessarily  showing  the  condition  of 


*  Cleveland  Medical  Journal,  December,  1902, 
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parts  or  objects  as  they  really  exist,  excepting  as  witness  is 
borne  to  the  manner  in  which  the  skiagraph  was  made,  by 
one  whose  acknowledged  skill  in  these  matters  gives  weight 
to  his  statements- 
According  to  the  Medkolegal  BiiUeiin,  the  witness  to  be 
of  the  most  value  must  be  the  one  who  took  and  developed 
the  plate  or  was  a  witness  at  the  exposure  or  developing  of 
the  same,  for,  unless  he  knew  the  plate  and  the  print  from 
it  to  be  the  result  of  the  exposure  to  the  a^-rays  of  the  par- 
ticular subject,  his  testimony  would  be  useless. 

It  is  always  well  to  place  some  identification  mark,  such 
as  a  metallic  initial,  over  the  object  to  be  radiographed,  so 
that  it  will  appear  in  the  plate  and  print,  enabling  the  operator 
to  testify  that  the  plate  was  the  identical  one  he  exposed, 
On  the  whole,  the  skiagraph  thus  fortified  offers  the  best 
evidence  obtainable  of  hidden  conditions  aside  from  their 
exposure  by  operation.  This  form  of  evidence  has  received 
the  approbation  of  some  of  the  higher  courts  of  Massa- 
chusetts, Ohio,  Nebraska,  Washington,  and  Wisconsin. 

Suits  for  Damages  Caused  by  X-rays.  A  case  in  point  is 
that  of  McDonald  vs.  Shields  and  Jernigan  and  O'Connor. 
The  plaintiff  was  a  young  woman  who  had  consulted  Nelson 
F.  Shields  and  George  F,  Jernigan,  dentists,  in  June,  1897. 
She  was  then  suffering  from  a  disease  of  the  jaw,  and  the 
defendants  advised  an  ;v-ray  examination  as  the  only  means 
of  determining  the  exact  condition  present.  The  plaintiff 
consented  and  accompanied  Shields  and  Jarnigan  to  the 
office  of  O'Connor,  who  made  a  personal  examination  of 
five  minutes-  duration  and  took  two  skiagraphs,  requiring 
respectively  eleven  and  eighteen  minutes.  The  plaintiff 
testified  that  she  had  felt  intense  pains  over  her  face  and 
shoulder  in  a  day  or  two  thereafter  and  that  she  found  she 
had  l>een  badly  burned.  Experts  for  the  complainant 
testified  that  the  ex-posures  had  been  of  too  long  duration, 
and  that  it  was  inadvisable  to  everexpose  anyone  for  more 
than  thirty  minutes,  and  that  from  five  to  ten  minutes  was 
sufficient  in  most  cases.  Numerous  experts  for  the  defence 
declared  that  the  operator,  O'Connor,  was  an  able  and 
competent  man,  that  he  had  used  ever}^  precaution,  and 
that  he  had  done  the  best  that  could  be  done  in  the  state 
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of  the  science  as  it  existed  in  1897,    Other  expert  witnesses 

testified  that  the  exposure  was  perfectly  proper  and  that  at 
that  time  bums  might  easily  occur  and  were  unavoidable. 
The  complamt  was  dismissed  by  Justice  O' Gorman,  of  the 
Supreme  Court. 

Dr.  Mayer*  has  mentioned  a  case  in  which  the  question 
of  fracture  or  tuberculosis  of  the  hip-joints  came  up.    There 
had  been  an  injury  with  pain  persisting  for  three  years 
when  an  impacted  fracture  was  shown,  tuberculosis  develop-^ 
ing  subsequently. 

In  the  case  of  Shelly  vs.  Dr.  G.  W.  Spohn,'  of  Indiana, 
the  Circuit  Court  decided  in  favor  of  tlie  defendant.  Dr. 
Spohn  had  treated  Shelly  for  a  cancerous  gro%\th  on  the 
under  part  of  his  tongue.  The  patient  was  told  of  the 
possibility  of  a  burn,  and  consented  to  the  treatment.  After 
a  slight  dermatitis  developed  on  the  patient's  face  the  treat- 
ment was  discontinued.  He  brought  action  for  malpractice, 
claiming  $10,000  damages  for  injuries  to  his  face  and  hand. 

The  Supreme  Court  of  Nebraska  has  rendered  a  decision 
in  the  malpractice  suits  of  Carlson  vs.  Benton  and  others. 

To  constitute  a  foundation  for  the  introduction  of  the 
radiograph  in  evidence,  it  is  not  essential  that  it  appear 
that  it  was  taken  by  a  competent  person,  nor  that  the  con- 
dition of  the  apparatus  with  which  it  was  taken  and  the 
circumstances  under  which  it  was  taken  were  such  as  to 
ensure  an  accurate  picture,  provided  that  it  has  been  showi 
by  the  evidence  of  competent  witnesses  that  it  does  truly' 
represent  the  object  it  is  claimed  to  represent.    Where  the 
evidence  as  to  the  accuracy  of  the  radiograph  leaves  no 
room  for  a  difference  of  opinion,  its  exclusion  on  the  ground 
that  a  sufficient  foundation  has  not  been  kid  is  an  abuse 
of  discretion.     Such  was  the  Court's  ruling   in  the   case, 
above  mentioned-     A  radiograph  of  the  leg  taken  after  an! 
injury  was  shown  by  witnesses  to  be  an  accurate  picture, 

That  the  evidence  furnished  by  the  A^-ray  has  become 
indispensable  in  many  legal  cases  there  remains  no  longer 
any  doubt.    The  feature  of  this  method  of  examination  has 
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been  brought  out  by  Brautlecht,  of  Bremen,  who  has 
experimented  with  inorganic  poisons  in  the  human  system, 
finding  the  ray  of  decided  aid  in  furnishing  confirmatory 
evidence  to  that  of  the  more  tedious  chemical  analysis. 
Such  poisons  as  arsenic,  bismuth,  mercury,  antimony, 
copper,  and  their  combinations  being  opaque  to  the  light  and 
of  heavy  atomic  weight,  throw  a  shadow  which  will  prove 
of  great  advantage  by  way  of  demonstration  in  judicial 
investigations. 

The  use  of  radiophotography  in  this  connection  must, 
however,  be  considered  in  the  nature  of  preliminary  inves- 
tigation. Naturally  the  quantity  and  the  nature  of  the 
poison  in  the  tissues  could  not  be  determined  by  this  method 
in  the  present  state  of  knowledge. 


CHAPTER   XIX. 
VARIOUS  USES  TO  WHICH  THE  RAYS  HAVE  BEEN  PUT. 

Locating  Stolen  Coin.  A  curious  use  to  which  the  rays 
have  been  put  by  the  Japanese  government  has  recentiy 
come  to  light.  It  appears  that  dishonest  mint  employes  had 
been  in  the  habit  of  swallowing  coins  and  thus  avoiding 
discovery  at  the  customary  examination  at  the  close  of  the 
day.  Examination  of  the  guilty  parties  revealed  the  coins 
resting  in  their  stomachs,  and  so  successful  were  the  first 
trials  that  the  government  is  said  to  have  ordered  a  complete 
apparatus  for  each  mint. 

Anthropometrical  Signalment.  Among  other  curious 
devices  for  utilizing  the  ray,  Rolands  has  designed  an 
apparatus  for  making  exact  measurements  of  the  bones  of 
criminals.  It  possesses  the  advantage  over  hand  measure- 
ments of  having  a  wider  range  and  greater  accuracy 

The  X-ray  in  Examining  Candidates  for  Life  Insurance. 
The  radiographic  examination  of  the  internal  organs  is  of 
great  importance  in  examining  for  life  insurance,  especially 
that  of  the  thorax,  as  it  permits  one  to  estimate  the 
dimensions  of  the  organs  and  often  enables  one  to  recognize 
conditions  that  would  perhaps  escape  every  other  kind  of 
examination.  The  greatest  value  of  the  method  appears  in 
cases  of  suspected  tuberculosis  of  the  lungs,  in  h}^ertrophy 
of  the  heart,  and  in  aneurysm  of  the  aorta;  in  suspected 
stones  of  the  kidney  and  bladder  or  in  any  suspected  foreign 
bodies  in  any  part  of  the  body.  It  could  always  be  used 
with  advantage  when  the  risk  is  large  and  when  the  can- 
didate is  to  be  examined  by  two  physicians. 

Applications  of  the  X-ray  to  Experimental  Study.  One  of 
the  most  interesting  uses  to  which  the  ray  has  been  applied 
is  the  study  of  the  movements  of  the  intestines  of  different 
animals.  This  was  first  accomplished  by  Cannon  in  1898. 
The  experiments  were  confined  to  cats  and  other  small 
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animals,  and  the  method  of  procedure  was  as  follows:  A 
proportion,  varjdng  from  one-tenth  to  one-third  of  sub- 
nitrate  of  bismuth  was  added  to  all  of  the  food  taken  by 
the  animaL  The  animal  was  kept  without  food  for  one 
whole  day,  and  then  canned  salmon  with  the  proper  amount 
of  bismuth  subnitrate  was  fed  to  them.  When  the  desired 
time  had  elapsed  the  animal  was  examined  by  means  of 
the  rays,  the  position  of  the  bismuth  subnitrate  being 
readily  seen  in  the  alimentar}^  tract,  and  the  movements  of 
the  intestines  could  be  studied. 

The  ray  has  been  introduced  into  a  field  of  utility  in 
mapping  out  hollow  organs  such  as  those  of  the  alimentary 
canal,  the  trachea,  oesophagus,  stomach,  etc*,  and  in  studying 
peristaltic  action* 

In  the  study  of  topographical  anatomy  and  physiology  in 
both  animals  and  human  beings,  metals  of  heavy  atomic  and 
great  specific  weight  have  been  utilized.  Bismuth  is  the 
substance  most  generally  employed  in  methods  of  local- 
ization, in  the  digestive  tract  especially, 

F.  LommeP  has  experimented  on  dogs  fed  with  chopped 
meat  mixed  with  bismuth  to  study  peristaltic  action.  Among 
other  interesting  findings  is  that  peristalsis  is  long  delayed 
by  emotions,  or  the  psychic  factor,  and  he  believes  his 
demonstrations  indicate  that  the  human  stomach  is  capable 
of  being  more  influenced  through  the  psyche  than  by  any  of 
our  therapeutic  measures.  Two  minutes  after  ingestion 
of  milk,  if  the  animal  was  not  annoyed,  rhythmic  wave 
motions  could  be  seen  by  the  aid  of  the  x-ray  in  the  greater 
curvature. 

In  determining  cases  of  still-birth,  Walsham  has  found 
that  when  a  child  has  not  breathed  the  lungs  are  opaque  to 
the  ray. 

The  Determination  of  Death  by  X-rays.  Professor  Otto- 
lenghi,  of  the  University  of  Siena,  has  'discovered  that, 
while  it  is  easy  to  apply  the  rays  to  the  lungs  of  a  person 
who  is  alive  or  in  a  trance,  it  is  extremely  difficult,  indeed, 
practically  impossible,  to  apply  them  to  the  lungs  of  a 
person  actually  dead,"    The  reason  is  that  some  intervening 
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obstacle  prevents  the  rays  from  penetrating  into  the  body. 
He  has  repeatedly  made  a  test  of  this  kind,  alwajrs  with  the 
same  result.  Professor  Ottolenghi  therefore  suggests  that, 
as  this  test  can  easily  be  made  by  any  practitioner,  it  should 
in  future  be  employed  in  all  cases  where  there  is  any  doubt 
of  the  reality  of  death. 


PART    IV. 
LIGHT. 

CHAPTER  XX. 

THERAPEUTIC    INDICATIONS  FOR  THE   EMPLOYMENT 

OF  LIGHT. 

INTRODUCTION  TO  ACTINOTHERAPY. 

All  judicious  practice  should  be  based  upon  theory,  and 
the  use  of  light  in  phototherapy  is  no  exception  to  the  rule. 
It  is  here,  as  elsewhere,  often  difficult  to  make  theory  and 
fact  agree. 

In  order  to  have  a  just  appreciation  of  the  wonderful 
discoveries  in  light  science  of  recent  times  as  it  bears  upon 
therapeutic  application,  it  is  necessary  to  pass  briefly  in 
review  the  various  theories  advanced  concerning  the  nature 
and  transmission  of  light.  We  must  even  go  a  step  farther 
and  review  the  physical  and  chemical  properties  of  light 
and  its  efifects  upon  organic  life. 

THEORY  OF  LIGHT. 

Up  to  three  centuries  ago  little  advance  had  been  made 
in  the  science  of  optical  physics.  Image  formation  from 
reflecting  surfaces  was  a  phenomenon  obviously  familiar 
in  most  ancient  times,  the  cause  of  which  was  sought  by 
the  earliest  scientists.  That  burning-glasses  were  in  use 
quite  early  is  shown  by  the  writings  of  Pliny  and  others, 
who  mention  heat  production  and  ignition  by  means  of 
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globes  filled  with  water  and  exposed  to  the  sun.  Aristoph- 
anes speaks  of  burning-glasses  in  use  prior  to  420  B.C. 
The  laws  of  rectilinear  propagation  and  reflection  were 
known  to  Plato  and  his  followers,  but  Ptolemy  seems  to 
have  iDCcn  the  first  of  ancient  philosophers  to  treat  of  refrac- 
tion. It  was  only  as  late  as  1621,  after  Vitellio  had  improved 
upon  Ptolemy's  table  of  angles  of  incidence  and  refraction 
and  Keppler  had  worked  out  the  laws  of  lenses,  that  Snellius 
evolved  the  law  of  sines,  establishing  the  relation  of  the 
angle  of  incidence  to  that  of  refraction.  Snell's  law  is 
''the  ratio  of  the  sines  of  the  angles  of  incidence  and 
refraction  are  constant  for  any  two  media.''  Up  to  1666 
refraction  was  held  responsible  for  colored  light.  Newton 
made  at  this  time  the  very  important  discovery  that  white 
light  is  composed  of  various  colored  rays  which  could  be 
separated  by  a  refracting  prism.  Ten  years  later  Romer 
inaugurated  a  new  era  by  showing  that  light  consumes  time 
in  travelling.  It  was  only,  however,  as  late  as  1849-50  that 
the  actual  velocity  could  be  ascertained  by  instruments 
invented  by  Fhzeau  and  Faucault.  When  penetrating 
atmospheric  air  this  has  now  been  found  to  Idc  about  iS6,6oo 
miles  per  second.  The  wave  theory  of  light  developed 
between  the  years  1678,  when  Huygens  first  stated  his  belief 
definitely,  and  1690.  when  he  published  a  satisfactory  expla- 
nation of  reflection  and  refraction,  based  on  the  theorj^  of 
light  being  due  to  wave  motion  in  ether.  It  was  only, 
however,  after  Young's  brilliant  discovery  in  jSoi  of  inter- 
ference of  light  that  the  wave  theory  began  to  apppeal 
strongly  to  the  scientific  world.  The  greater  numl>er  of  the 
obstacles  surrounding  the  wave  theory  were  removed  when 
Fresnel  directed  attention  to  Hooke's  previous  assumption 
that  the  direction  of  the  vibration  w^as  transverse  to  the 
direction  of  the  ray  and  not  in  that  of  its  propagation.  The 
corpuscular  theory  of  light  which  has  recently  been  revived 
by  discoveries  in  connection  with  radium  has  been  for  years 
in  almost  universal  disrepute,  although  there  are  many  really 
convincing  points  in  its  favor.  This  theory,  popularly 
attributed  to  Newton,  is  known  at  least  to  have  had  his, 
ardent  support.  Preston,  in  his  ''Theory  of  Light,"  in' 
speaking  of  the  emission  theory,  says  that  the  objections 
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raised  agamst  it  might  be  met  by  certain  fundamental 
postulates.  "These  necessan^  postulates  endow  the  cor- 
puscles with  the  periodical  characteristics  of  a  wave  motion, 
and  when  this  is  introduced  the  corpuscles  themselves  may 
be  eliminated,  for  the  wave  motion  alone  sufficiently  explains 
the  phenomena.'* 

We  cannot  enter  upon  a  lengthy  discussion  of  the  various 
media  whose  existence  have  been  assumed  in  connection 
with  the  wave  theory,  ilany  facts  in  science  pokit  to  such 
a  medium,  but  from  the  time  of  the  ** pellucid*'  of  Aristotle 
down  through  the  ethers  of  Newton,  Descartes,  Pardes, 
and  Huygens,  various  speculative  hypotheses  have  had  to 
be  advanced  regarding  its  nature  and  properties.  To  cover 
certain  difficulties  of  the  *^ elastic  solid*'  theory,  Greene 
assumed  an  ether  which  was  incompressible.  The  *Mluid 
ether'*  of  the  ancients  could  not  be  accepted,  since  such 
would  be  incapable  of  transmitting  transverse  waves,  offering 
as  it  does  no  resistance  to  distortion.  Preston  thought  the 
theory  offering  the  most  promise  was  that  which  regarded 
the  ether  as  a  turbulent  fluid. 

The  emission  theory  supposes  that  a  ray  of  light  travels 
faster  in  a  denser  or  more  refracting  medium,  and  the  wave 
theory  assumes  the  reverse.  The  experiments  of  Faucault 
and  the  exact  measurements  of  light  speed  in  many  media 
have  conclusively  demonstrated  that  light  travels  more 
slowly  the  more  refracting  the  medium,  and  these  proofs 
are  taken  by  some  to  be  the  crucial  points  in  settling  the 
controversy.  Also  it  can  be  mathematically  demonstrated 
that  refraction  is  caused  by  retardation  of  the  ray  in  the 
denser  medium,  and  Snell's  law  gives  the  proof  of  this. 

The  interesting  fact  which  has  been  established,  that  elec- 
tricity and  light  both  travel  at  about  the  same  enormous  rate 
of  speed  (186,600  miles  per  second),  suggests  the  possibility 
of  an  identity  of  action  under  certain  conditions. 

In  much  of  the  therapeutic  work  accomplished,  both  by 
the  Roentgen  and  the  actinic  ray,  electricity  is  in  intimate 
association  with  the  light  produced  in  most  forms  of  appa- 
ratus, and,  indeed,  the  question  has  arisen  whether  certain 
therapeutic  and  other  results  obtained  might  not  be  due  to 
the  influence  of  electricitv. 
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I  am  not  now  speaking  of  the  theory  that  light  and 
electricity  may  be  interchangeable  terms,  and  that  the 
action  within  an  .v-ray  bulb  is  electric.  It  is  well  kno\\Ti  that 
Thomson  has  succeeded  in  measuring  the  speed  and  weight 
of  the  mass  of  the  ** corpuscles"  which  go  to  make  up  in- 
candescence within  the  ,T-ray  tube,  although  individually 
they  are  believed  to  be  the  smallest  things  in  the  world. 
He  calculates  the  velocity  of  the  corpuscles  in  a  Crookes 
tube  at  10,000  miles  per  second. 

While  the  visible  colors  of  the  spectrum  may  be  roughly 
estimated  in  wave  lengths  of  five  hundred  billions  per  second, 
the  ultraviolet  approximate  two  trillions,  the  Becquerel  rays 
having  still  a  higher  number  and  the  rc-rays  the  highest 
of  all 

THE  SOURCE  OF  LIGHT. 


A  substance  is  regarded  as  luminous  when  it  will  emit 
from  its  own  energj^  transverse  rays  from  638  to  330 /i 
in  length.  There  are  two  main  types  of  light  to  be  con- 
sidered, depending  upon  the  amount  of  heat  as  the  source 
of  its  energy;  that  is,  cold  light  when  the  luminous  material 
is  of  a  low  temperature  and  warm  light  when  this  temper- 
ature is  higher. 

The  cold  light  (luminescence)  is  di\4ded  as  regards  its 
source  into  those  (i)  where  the  chemical  energy  is  the  source 
(chemiluminescence) ;  (2)  where  the  source  of  light  is  derived 
through  friction  (triboluminescence) ;  (3)  where  the  light  is 
derived  from  cry^stallization  of  various  substances  (crystal- 
luminescence) ;  (4)  where  the  source  of  light  is  produced 
from  electric  energy  (electroluminescence) ;  (5)  where  light  1 
of  other  wave  lengths  acts  as  the  source,  such  as  phos- 
phorescence  and  fluorescence  of  various  substances  (photo- 
luminescence). 

A  light  which  will  appear  below  the  glowing  heat  is  called 
thermoluminescence. 

In  contradistinction  we  have  the  glow  light,  which  only 
becomes  luminescent  at  ven,^  high  temperatures.  At  a 
temperature  of  525°  C,  aside  from  its  heat  rays,  substances 
begin  to  emit  waves  of  a  shorter  wave  length  than  683/i ; 
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that  is,  they  begin  to  emit  light  rays.    The  length  of  these 
waves  gradually  increases,  producing  red  heat. 

If  the  temperature  is  increased,  the  waves  gradually  grow 
shorter  (yellow  heat);  on  further  increase  we  find  that  all 
the  light  rays  will  be  represented^  giving  the  effect  of  white 
heatj  and  after  this  the  higher  w^e  raise  the  temperature  tlie 
more  rays  of  shorter  wave  lengths  will  be  emitted;  that  is, 
the  higher  the  temperature  the  more  violet  and  ultraviolet 
rays  will  be  given  off. 

Phosphoresceiice,  The  difference  between  this  and  fluor- 
escence must  be  clear  in  our  minds,  since  the  terms  are  so 
commonly  employed.  Many  phosphorescent  substances 
exist  in  nature,  such  as  the  sulphides  of  barium  and  calcium. 
Some  substances  retain  their  phosphorescence  a  long  time, 
others  for  only  a  minute  portion  of  a  second.  Radium 
mixed  with  sulphide  of  zinc  causes  the  latter  to  phosphoresce 
practically  for  an  indefinite  period. 

Many  substances  undoubtedly  retain  by  night  phosphor- 
escence imparted  by  the  sun  during  the  day;  thus  snow% 
clouds,  etc.,  may  phosphoresce  in  this  way. 

A  radium  salt  of  240  activity  is  now^  furnished  which  has 
a  phosphorescence  of  its  own;  other  combinations  of  the 
salt  have  an  acquired  phosphorescence;  that  is,  they  become 
incandescent  in  a  dark  room  after  exposure  to  light. 

Fluorescence.  This  differs  from  phosphorescence  in  the 
light  emission  persisting  only  so  long  as  the  fluorescent 
substance  is  stimulated  by  the  source  of  light,  Among 
fluorescent  liquids  may  be  mentioned  a^sculine,  petroleum, 
quinine,  eosin,  safranin,  thallin,  and  many  others  which 
present  beautiful  color  changes  when  stimulated  by  light 
waves  of  certain  lengths. 

Luniinescence.  This  is  the  term  suggested  by  Wiedemann 
for  the  phenomena  of  fluorescence,  phosphorescence,  and 
other  light  emissions  not  attended  by  heat  weaves,  flamCj  etc. 

Radioactive  Substances.  These  differ  from  the  phos- 
phorescent by  giviiig  off  light  from  their  incipiency  which 
persists,  and  they  differ  from  fluorescent  substances  whose 
light-giving  qualities  are  still  more  fugitive  and  necessitate 
stimulation. 


CHAPTER  XXI. 
THE  PHYSICAL  PROPERTIES  OF  LIGHT. 

Light  travels  through  ethereal  substances  at  a  rate  of 
3oo,cxx>  kUometres  per  second. 

The  effect  of  luminous  rays  thrown  in  all  directions  from 
the  source  of  light  we  call  illumination,  and  the  long,  straight 
rays  running  in  any  particular  direction  we  call  the  light 
rays.  So  we  see  that  the  amount  of  illumination  derived 
from  a  source  of  light  will  equal  the  amount  of  light  rays 
that  it  emits. 

The  various  light  rays  are  differentiated  from  one  another 
as  regards  their  quality  and  quantity.  Most  of  the  light 
rays  are  made  up  of  a  combination  of  various  wave  lengths 
(colors),  and  the  color  of  the  rays  which  our  eyes  perceive 
is  the  product  of  their  color  combination  (polychromatic). 

There  are  rays  which  contain  only  waves  of  the  same 
length ;  these  we  call  monochromatic  or  homogeneous.  For 
example,  the  yellow  ray  emitted  by  glowing  sodium,  which 
cannot  be  divided  into  any  other  components.  Most  of  the 
light  rays,  whether  they  are  polychromatic  or  monochro- 
matic, contain  waves  which  travel  transversely  and  in  all 
other  directions,  so  that  a  cross-cut  of  these  rays  would  not 
produce  a  straight  line,  but  more  of  a  cross-surface.  Still 
some  substances  send  out  rays  in  which  the  waves  travel 
only  in  one  direction,  and  we  also  have  various  apparatus 
(Nickel's  prisms  or  a  polarization  apparatus)  which  can 
produce  such  rays  from  ordinarj^  light.  This  we  call  polar- 
ized light.  If  we  can  conceive  of  monochromatic  polarized 
light,  then  we  have  the  individual  ray  of  which  all  illumi- 
nation consists  and  the  number  and  character  of  which 
determines  the  amount  of  illumination.  A  monochromatic, 
completely  polarized  ray,  is  a  ray  consisting  of  uniform  wave 
lengths  running  in  the  same  direction. 

We  know  that  the  classification  of  the  ether  vibrations 
into  heat,  light,  and  chemical  rays  is  purely  relative,  and 
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that  the  point  where  each  class  is  merged  into  the  next  is 
ver}^  indefinite  and  variable.  Where  the  heat  and  light 
waves  have  their  conjunction,  both  classes  of  phenomena 
are  excited  by  the  same  waves  for  a  certain  distance,  and 
the  same  state  of  affairs  prevails  at  the  point  of  junction  of 
the  light  and  chemical  rays.  In  fact,  it  is  well  known  that 
waves  of  a  length  far  shorter  than  those  generally  known 
as  heat  waves  arc  capable  of  producing  heat  if  they  fall  upon 
a  suitable  object,  and  it  can  thus  be  said  that  the  light  waves 
are  capable  of  producing  heat.  The  waves  that  are  generally 
classified  as  light-producing  may  cause  chemical  change 
under  suitable  conditions,  and,  indeed,  Abney  has  photo- 
graphed a  hot  kettle  from  which  none  but  invisible  heat 
waves  emanated,  and  on  which  no  outside  light  was  allowed 
to  fall.  In  the  same  way  it  might  be  shown  that  the  in- 
visible rays  that  are  commonly  termed  actinic,  or  chemical, 
are  in  reality  visible  to  the  eyes  of  a  few  people  for  a  con- 
siderable distance  above  the  point  in  the  spectrum  where  the 
light  waves  are  supposed  to  cease. 

The  chemical  action  of  all  of  the  rays  from  the  red  to  the 
blue  are  generally  considered  as  nil  for  animal  organisms. 
It  is  customar)'  to  include  the  blue- violet  and  ultraviolet 
rays  among  the  chemical  rays,  and  this  usage  has  descended 
from  the  time  when  there  were  no  other  chemical  rays  known 
than  the  blue  and  violet. 

It  is  now  definitely  understood  that  all  of  the  chemical 
effects  of  light  which  amount  to  anything  are  due  to  those 
rays  which  come  from  the  ultraviolet  region  of  the  spectrum, 
and  that  these  may  be  called  chemical  or  actinic  per  se. 
The  chemical  action  of  the  blue  and  violet  rays  may  be 
considered  as  coincident  with  light  and  merely  a  by-product. 

CHAKGE  OF  VELOCITY  AND  DIRECTIQN  OF  LIGHT  IN 
PASSING  THROUGH  SUBSTANCES. 

Light  rays  passing  through  a  vacuum  are  not  subject  to 
any  appreciable  change,  but  when  these  rays  pass  through 
different  substances  they  are  subject  to  various  changes, 
influencing  their  rapidity,  direction,  intensity,  and  compo- 
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sition.     The  change  in  rapidity  of  transmission  through] 
substances  is  of  theoretical   interest,    but   the  change   in' 
direction  is  of  a  marked  practical  interest*    The  following 
important  phenomena  are  produced  when  light  enters  one 
medium  from  another: 

Reflection,  Rays  striking  the  surface  of  a  body  are  eithe 
permitted  to  pass  through  or  are  absorbed  by  it  or  thrown 
back — that  is,  reflected.  Various  colors  are  due  to  this  reflec- 
tion of  substances  permitting  certain  wave  lengths  to  pass 
through,  absorbing  some  and  returning  others,  thus  producing  i 
the  color  of  the  different  wave  lengths  which  it  returns.  For 
instance,  a  body  wliich  will  reflect  most  of  the  waves  in  an 
equally  strong  manner  we  call  white;  those  that  reflect  xtxy 
few  waves,  black;  and  those  that  return  the  red  rays  only, 
red,  etc.  If  the  surface  of  a  reflecting  body  is  rough  and 
uneven  the  reflected  rays  are  thrown  out  of  their  course  in 
an  irregular  manner,  giving  the  effect  of  a  dull  light.  If  the 
surface  of  the  reflecting  body  is  smooth,  the  reflected  rays 
are  sent  back  in  a  regular  manner  and  the  eye  will  perceive 
the  effect  of  the  picture  of  the  luminous  body.  If  the  surface 
of  the  reflecting  Ixxly  is  smooth,  mirror-like,  but  curved,  such 
as  a  ball,  egg,  or  other  spherical  forms,  we  get  the  effect  of 
concentration  or  refraction  of  light  rays  which  exhibits  its 
great  value  in  lenses  of  various  character. 

Refraction.  Rays  striking  the  surface  of  a  lens  per- 
pendicularly, 1:>cing  neither  absorbed  nor  reflected,  pass 
through  that  body  in  a  straight  line ;  but  as  rays  rarely  enter 
these  bodies  at  a  normal  angle,  they  are  turned  out  of 
their  straight  course,  producing  the  phenomena  of  refraction. 
The  angle  of  refraction  may  be  larger  or  smaller  than  the 
angle  at  which  the  light  enters  the  substance.  This  depends 
entirely  upon  the  medium  from  which  the  light  emanates 
and  through  which  it  passes.  If  the  surface  of  the  body 
through  which  the  light  rays  pass  is  rough,  there  are  different 
angles  of  entrance  and  refraction,  the  rays  are  refracted  in 
an  irregular  manner  and  thrown  out  of  their  parallel  course, 
the  degree  of  which  determines  the  opacity  of  a  substance. 
But  if  the  surface  of  the  body  be  smooth  and  the  various 
rays  in  passing  through  it  retain  the  same  angle  of  refraction, 
we  get  the  effect  of  a  clear  transparent  substance.     If  a 
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refracting  transparent  body  with  parallel  sides  is  surrounded 
by  the  same  medium,  as,  for  instance,  glass  with  air  on  both 
sides,  the  rays,  refracted  in  passing  from  the  air  into  the 
glass,  are  again  refracted  back  in  the  same  manner^  in 
passing  from  the  glass  into  the  air,  producing  parallel  rays. 
But  if  the  opposing  surfaces  of  this  medium  through  which 
the  light  passes  are  not  parallel,  then  the  rays  entering  will 
be  refracted  at  a  different  angle  in  leaving  the  medium, 
giving  the  effect  of  refraction  obsen^ed  in  various  prisms,  etc. 

Dispersion*  We  find  that  light  passing  through  a  prism 
is  refracted  according  to  its  wave  length,  and  the  smaller 
the  wave  length  the  greater  the  refraction.  This  rule  also 
holds  good  for  invisible  ultrared  and  ultraviolet  rays. 

The  difference  in  colors  is  due  to  the  greater  or  lesser 
vibratory  motion  of  the  ether,  causing  different  wave  lengths. 
Any  given  region  of  the  spectrum  is  characterized  by  its 
length  of  wave.  Aside  from  the  luminous  spectrum  whose 
waves  are  appreciable  by  the  human  eye,  there  are  two 
regions  whose  rays  can  be  computed  only  by  physical  or 
chemical  means— the  infrared  and  the  ultraviolet.  Those 
from  the  uUra\iolet  end  of  the  spectrum  produce  httle  heat 
and  possess  the  property  of  making  an  impression  upon  the 
salts  of  silver.  These  rays,  it  is  important  to  remember, 
are  absorbed  by  ordinary  glass,  but  quartz  permits  their 
passage.  To  study  the  ultraviolet  rays  properly  we  should 
employ  prisms  of  rock-salt,  fluorspar  or  Iceland  spar,  and 
to  study  the  action  of  the  most  refrangible  rays  a  quartz 
prism  or  a  reflecting  refraction  grating  is  necessary. 

Different  solutions  may  be  employed  as  absorbing  screens 
to  obtain  isolated  radiations.  Most  screens  permit  the 
violet,  indigo,  and  blue,  as  well  as  the  ultraviolet  to  pass. 
An  ammoniacal  solution  of  sulphate  of  copper  is  the  one 
mostly  employed.  Pure  water  permits  the  whole  luminous 
spectrum  to  pass,  as  well  as  the  ultraviolet,  but  absorbs  the 
infrared  waves. 

It  is  well  to  bear  in  mind  in  connection  with  Finsen's 
treatment  of  variola  that  photographers'  red  glass  permits 
only  the  infrared  and  the  red  rays  to  pass.  It  is  not  so 
important  that  glass  colored  with  cobalt  permits,  besides  the 
blue,  also  the  violet,  indigo,  and  at  times  the  green  rays  to 
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pass,  since  these  all  have  an  ahnost  identical  chemical 
power. 

It  is  found  by  experiment  that  a  small  portion  of  the 
violet  and  a  smaller  portion  still  of  the  ultraviolet  rays 
to  points  varying  with  the  glass  are  transmitted  by  almost 
all  specimens  of  glass.  If  a  spectrum  formed  by  a  reflect- 
ing, refraction  grating,  ruled  upon  some  hard  metal,  such  as 
rolled  silver,  having  a  small  absorption  factor,  be  examined 
it  w^ill  show  the  spectrum  lines  to  extend  into  regions  beyond 
the  violet,  that  are  entirely  absent  in  the  spectra  formed 
by  glass  prisms.  When  the  spectrum  is  formed  by  a  rock- 
crystal  prism,  the  length  of  the  ultraviolet  region  is  much 
longer  than  that  of  glass,  but  owing  to  the  abnormality  of 
all  prismatic  spectra  it  is  impossible  to  calculate  the  relative 
length  of  this  region.  Approximate  results  can  be  arrived  at 
by  measuring  each  region  at  the  exact  angle  of  incidence. 

Dififraction.  If  w^e  permit  light  rays  to  pass  through  a 
very  thin  opening  we  find  that  on  the  other  side  of  this 
narrow  opening  they  will  change  their  direction,  and  each 
ray  will  be  changed  into  a  luminous  point.  The  angle  which 
the  various  diverging  rays  form  with  one  another  is  larger 
the  smaller  the  opening  through  which  they  pass,  and  it  may 
reach  i8o*^  or  even  more.  If  we  permit  polychromatic  light 
to  pass  through  we  find  that  there  is  a  production  of  various 
colors,  and  that  the  angle  of  diffraction  is  different  for 
different  colors.  The  larger  the  wave  length,  the  larger  the 
angle. 

All  these  various  phenomena  are  made  use  of  in  the 
analysis  of  light  in  determining  its  constituents,  w^ave 
lengths,  etc.  Certain  substances  have  a  property  of 
changing  or  turning  the  light  rays  passing  through  them 
on  their  axes.  This  is  called  the  property  of  torsion.  As 
the  majority  of  light  sources  permit  their  rays  to  oscillate 
on  their  axes  in  a  transverse  manner,  they  do  not  permit  the 
observation  of  this  phenomenon,  but  we  find  that  in  polarized 
rays  which  only  pass  in  one  direction  in  passing  through 
these  substances  these  rays  are  turned  on  their  axes.  This 
turning  is  in  proportion  to  the  specific  turning  qualities  and 
to  the  quantity  of  these  turning  substances. 
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THE  ABSORPTION  OF  LIGHT  IN  VARIOUS 
SUBSTANCES. 

Even  of  greater  interest  than  the  refraction  of  the  light 
rays  is  the  diminution  of  the  energy  caused  by  the  substance 
through  which  it  passes  by  means  of  absorption.  No  sub- 
stance is  entirely  capable  of  permitting  all  the  light  rays 
to  pass  through,  nor  is  any  substance  capable  of  keeping 
out  all  the  light  rays,  but  the  difference  in  the  amount  in 
which  they  permit  this  light  to  pass  determines  their  char- 
acter* 

The  most  transparent  medium  next  to  a  vaccuum  is  air, 
but  even  this  absorbs  the  ultraviolet  rays,  while  water  will 
absorb  the  ultrared. 


THE  CHEMICAL  ACTION  OF  LIGHT, 

The  fact  that  a  certain  substance,  called  horn  silver, 
turned  black  upon  exposure  to  light  was  known  to  some 
of  the  alchemists;  but  in  1777  the  first  investigations  of  the 
action  of  light  on  the  different  salts  of  silver  were  undertaken 
by  the  scientist  Scheele.  At  about  the  beginning  of  this 
century  Wedgewood  and  Davy  made  extensive  experiments 
upon  the  chemical  action  of  light  on  silver  salts  with  a  view 
toward  producing  pictures  on  paper,  leather,  and  other 
substances.  M.  Niepce,  in  the  year  1814,  made  similar 
experiments  with  bitumen  of  Judea,  and  discovered  that 
this  substance  was  capable  of  producing  pictures  when 
exposed  to  the  light  with  a  suitable  opaque  object.  These 
seem  to  be  the  first  experiments  of  any  importance  with 
substances  other  than  salts  of  sOver,  Niepce  made  use  of 
the  camera  obscura,  and  the  bitumen  was  spread  upon  thin 
metal  plates  and  exposed  much  in  the  same  way  as  are  the 
modern  photographic  plates.  It  is  a  peculiar  property  of 
bitumen  that  when  it  is  exposed  to  light  it  becomes  hardened 
to  such  an  extent  that  it  wiil  not  be  affected  by  ordinary^ 
solvents. 

One  of  the  earliest  observed  phenomena  was,  that  of  all 
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of  the  regions  of  the  spectrum  the  violet  produced  the 
greatest  effect.  This  was  announced  by  Schcele,  and  after- 
ward confirmed  by  Sennebier,  who  found  that  the  chemical 
action  upon  salts  of  silver  was  twenty-two  times  greater  in 
the  violet  than  ui  the  yellow,  and  eighty  times  greater  than 
in  the  red.  The  experiments  of  Berard,  Gilbert,  See  beck, 
and  that  versatile  philosopher,  Goethe,  all  tended  to  show 
that  the  blue  and  violet  rays  were  much  stronger  chemically 
than  the  green,  yellow,  orange,  and  red.  Ritter,  in  1801, 
discovered  that  the  rays  that  lie  beyond  the  violet  in  the 
spectrum  had  a  marked  reducing  effect  on  the  salts  of  silver, 
and  thence  concluded  that  there  were  tw^o  kinds  of  invisible 
rays — ^those  beyond  the  red  and  those  beyond  the  \nolet- 
The  former  were  known  as  the  ''invisible  heat  rays,"  and 
the  latter  were  at  once  called  **the  ultraviolet  chemical 
rays,"  on  account  of  the  fact  that  they  possessed,  above  all, 
chemical  powers.  It  is  now^  knox^n  that  sunlight  possesses 
numberless  in\dsible  rays,  wiiose  effects  may  be  determined 
upon  different  substances. 

The  actions  of  the  violet  and  the  ultraviolet  rays  e.xert 
the  most  powerful  effect  upon  organic  compounds  and  upon 
living  animal  tissues.  In  1840  Robert  Hunt^  first  show^ed 
that  the  photograph  of  the  spectrum  on  an  ordinary  Daguer- 
reotype plate  was  visible  only  above  the  G  line»  and  that  a 
portion  of  the  spectrum,  known  as  the  uhraviolet,  which  had 
been  observed  by  Stokes  by  means  of  fluorescence,  was  also 
impressed.  It  was  also  proven  at  this  time  that  the  lines  H,  L, 
M,  N,  O,  and  P  of  the  spectrum,  which  Stokes  had  mapped 
out  by  means  of  quinine,  were  seen  in  their  proper  order  upon 
a  photographic  plate  of  the  wet-collodion  kind,  w^hich  had 
been  exposed  fifteen  minutes,  thus  showing  that  they  WTre 
capable  of  producing  chemical  change  in  the  same  way  as 
they  produced  fluorescence.  In  1857  Helmholtz  presented 
some  ver)^  successful  photographs  of  the  ultraviolet  end  of 
the  spectrum,  and  since  then  the  solar  spectrum  has  been 
repeatedly  photographed. 

The  nature  of  the  material  of  which  the  prism  or  lens 
is  constructed  has  a  very  important  bearing  on  the  visual, 
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heating  character,  and  chemical  strength  of  the  different 
regions.  In  1819  Seebeck  first  pubUshed  researches  on  the 
subject  of  material  for  constructing  optical  apparatus, 
though  he  had  long  before  that  been  at  work  on  the  subject- 
The  question  is  of  great  importance,  especially  as  bearing 
upon  the  subject  of  actinotherapy,  and  has  presented  one 
of  the  most  difficult  problems  in  the  construction  of  suitable 
apparatus,  viz.,  that  of  finding  a  medium  that  will  transmit 
the  chemical  rays  and  at  the  same  time  be  obtainable  in 
sizes  sufficiently  large  to  be  of  use. 

The  first  reference  we  find  in  literature  to  the  chemical 
action  of  light  on  organic  compounds  is  by  Regnault  and 
Laurent,^  and  refers  to  the  action  of  chlorine  in  combining 
with  benzine  and  naphthalin  in  the  presence  of  tight. 

Most  organic  matter  decomposes  and  combines  in  the 
presence  of  light  with  the  greatest  acti\nty.  It  would  seem 
that  Hght  affects  oxidation  in  the  majority  of  cases  and 
many  coloring  matters  are  faded  by  oxidation.  Vogel, 
Herschel,'  Capronnier,^  Chastaing,  Cloez/  Labord,^  Gro- 
towsky,  Marbach,"  Swan/  Becquerel,  and  many  others 
found  that  such  organic  substances  as  aldehydes,  amyl 
nitrite,  asphaltum,  chlorophylj  cyanide  blue,  the  colors  from 
coal-tar,  ether,  gum  guaiacum,  oils,  sulphate  of  quinine, 
turmeric,  tincture  of  aloes,  wings  of  butterflies,  xanthophyll, 
xylene,  and  many  other  substances  are  greatly  affected  by 
light;  that  the  blue  and  violet  rays  are  the  most  active,  and 
that  the  action  is  generally  an  oxidation. 

Many  and  exhaustive  experiments  have  been  made  on 
the  action  of  light  upon  plant  life  since  it  was  observed  in 
1778  by  Bonnet,  Duhamel  and  Meese  that  the  bleaching 
of  plants  was  due  to  lack  of  light.  All  evidence  seems  to 
point  to  the  presence  of  light  as  absolutely  necessary  to  all 
forms  of  animal  life,  and  to  indicate  that  the  rays  below  the 
blue  are  the  active  agents. 

Chlorophyl  makes  its  appearance  in  plant  life  only  from 


'  Ann.  de  chein.  et  de  phys.  (2),  pp.  60-71. 
»  Phil  Trans.,  1844. 

*  CompL-rend,,  1865^  pp,  521  and  981. 

*  Phys,  Lex,,  vol,  iv.  p,  487. 


^  Photo,  Mit.j  vol.  xiv.  p,  50, 
*  BulJ.  de  la  Soc.  phot.,  1858. 
'  Photographic  News,  1872, 


406  LIGHT 

the  time  of  exposure  to  luminous  radiations;  that  is  to  say, 
although  the  elements  of  chlorophyl  may  develop  in  obscu- 
rity, chlorophyl  itself  appears  only  when  light  is  introduced. 
There  are  some  exceptions  to  this  general  rule,  and  while 
plants  may  live  for  a  time  in  obscurity,  nutrition  has  its 
distinct  limits  under  these  conditions. 

Heliotropism,  or  the  influence  of  light  on  the  structure 
of  plants,  and  their  unequal  growth  upon  the  side  illuminated 
and  that  protected  from  light  is  XQxy  interesting,  but  is  a 
question  which  we  cannot  very  wtII  enter  upon  here.  In 
a  general  way  it  may  te  said  that  without  light  there  would 
be  no  vegetation,  and  that  light  determines  many  things 
connected  with  the  inclination  of  the  stem,  the  position  of 
the  flower,  and  the  movements  of  the  growing  plant*  These 
effects  are  due  to  the  chemical  end  of  the  spectrum. 

In  studying  the  effects  of  light  on  various  substances  it 
is  of  the  utmost  importance  to  note  that  only  the  light 
absorbed  by  the  substance  will  manifest  any  chemical  action 
on  it,  so  that  by  examining  the  absorption  spectrum  of  a 
substance  it  is  possible  to  state  what  colors  will  affect  that 
substance.  Draper  is  the  authority  for  the  principle  that  all 
chemical  rays  which  act  upon  a  substance  are  absorbed  by  it. 

Abney  has  amply  shown  that,  with  certain  substances  at 
least,  the  action  of  the  red  ravs  was  distinctlv  one  of  oxida- 
tion,  and  later^  propounded  the  theory  that  w^herever  there 
was  no  absorption  of  light  there  could  l)e  no  chemical 
action.  He  has  assumed  that  there  were  two  classes  of 
substances — those  w^hich  absorbed  the  red  rays  and  those 
which  absorbed  the  violet  and  ultraviolet — and  that  wnth 
combinations  of  these  all  effects  could  be  secured.  Abney 
later  proved  that  in  the  presence  of  certain  gases,  and  in  the 
absence  of  oxygen,  certain  substances  became  sensitive  to 
rays  to  which  they  were  otherwise  insensitive.  This  fact 
may  have  a  bearing  upon  questions  connected  with  actino- 
therapy. 

It  is  impossible  to  state  at  the  present  time  the  exact 
action  of  light.  The  many  experiments  that  have  been 
carried  out  in  the  past  have  not  put  the  subject  upon  a 
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secure  basis.     The  following  obsen-ations  are  taken  from 
the  publications  of  Eder  and  Chastaing: 

1.  It  may  be  stated  that  in  general  the  action  of  white 
light  is  reducing  and  rarely  oxidizing.  In  this  respect  it  is 
very  similar  to  violet  and  ultra\iolet  light, 

2.  Violet  and  ultraviolet  light  act  very  much  in  the  same 
way  as  white  light,  but  with  greater  activity. 

3.  Green  light  has  little  or  no  chemical  action. 

4.  Red  and  yellow  light  are  at  first  sight  apparently  with- 
out any  chemical  action,  but  in  reality  they  have  an  effect 
the  reverse  of  the  violet. 

5.  Chastaing  concluded  that  the  chemical  action  of  the 
spectrum  is  double,  reducing  for  one  part  and  oxidizing 
for  the  other, 

6.  The  reducing  chemical  action  is  much  more  pro- 
nounced than  the  oxidizing,  and  the  state  of  the  sky  he 
thought  caused  oscillations  in  the  intensity  of  the  action. 

y.  The  action  of  the  green  rays  is  too  feeble  to  be  of  any 
value,  but  the  little  action  observed  is  similar  to  that  of  the 
violet  ravs. 

8.  From  the  fact  that  there  arc  two  opposing  actions  in 
the  spectrum,  it  follows  that  there  should  l^e  a  point  where 
there  is  no  action,  and  that  point  is  found  between  the 
D  and  E  lines. 

Chastaing's  conclusions  of  the  chemical  effect  on  organic 
bodies  is  substantially  as  follows: 

1,  The  photochemical  action  on  organic  bodies  is  oxid- 
izing. 

2.  The  intensity  varies  with  each  body^  but  the  proportion 
remains  al>out  the  same. 

Many  contraclictions  have  been  found  in  the  rules  which 
observers  have  sought  to  establish  as  regards  the  chemical 
action  of  the  spectrum,  but  the  condition  of  our  knowledge 
at  the  present  time  will  not  permit  of  better  classification. 
The  following  conclusions  may  be  drawn  from  the  combined 
investigations  of  Vogel,  Eder,  and  Chastaing: 

1.  Rays  of  every  wave  length,  from  one  end  of  the  spec- 
trum to  the  other,  are  capable  of  exerting  chemical  action. 

2.  All  of  the  rays  which  exert  any  action  upon  a  body 
are  absorbed  bv  that  bodv,  and  vice  versa. 
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3.  The  action  of  the  hght,  from  whatever  region  of  the 
spectrum,  may  be  either  oxidizing  or  reducing,  depending 
upon  the  nature  of  the  substance  acted  upon. 

4.  Roughly  speaking,  the  action  of  the  red  rays  is  reducing 
on  metaUic  substances. 

5.  The  action  of  the  different  regions  of  the  spectrum  varies 
greatly  with  the  condition  of  the  atmosphere,  so  much  so 
that  rarely  can  the  same  action  be  observed  on  two  occasions. 

It  is  kno^\TL  that  all  rays  may  produce  heat,  light,  or 
chemical  action,  according  to  the  body  upon  which  it  falls. 

With  ultrared  ether  waves  we  get  mainly  the  eflfect  of 
heat  rays,  which  act  chiefly  on  the  nerves  of  the  skin  and 
scarcely  affect  the  optic  nerves.  The  rays  of  the  spectrum 
between  the  red  and  the  ultraviolet,  however,  produce  little 
heat  and  much  effect  upon  the  retina.  This  action  increasesj 
toward  the  yellow,  greatly  decreases  toward  the  blue  and 
violet,  and  reaches  its  minimum  in  the  ultraviolet  waves, 
which  are  practically  the  chemical  waves. 

With  the  shortening  of  the  ether  waves  a  new  quality  j 
of  the  rays  appears,  that  is,  its  photochemical  action ;  this  is ' 
nearly  naught  in  ultrared;  weak  in  red,  orange^  and  yellow; 
strong  in  blue  and  violet,  and  reaches  its  maximum  in  ultra- 
violet.   Hermann  claims  that  the  leukocytes  are  not  affected 
by  light,  while  the  red  blood  corpuscles  show  a  distinct 
reaction.    The  chemical  exchange  in  animal  tissues  is  much 
greater  in  light  than  in  dark,  and  it  is  not  only  the  skin  which 
is  stimulated  through  the  effect  of  light  to  this  increased} 
change.    The  pigment  in  the  skin  is  nature's  safeguard  for 
the  protection  of  the  vessels  against  the  irritating  effect  of 
light.    Heat  alone  will  produce  only  inflammation,  but  no 
pigmentation. 


CHAPTER   XXII. 
THE  ACTION  OF  LIGHT  ON  BACTERIA. 

We  enter  here  upon  a  most  important  practical  question 
bearing  upon  therapy.  The  early  experiments  of  Dowries 
and  Bluont^  made  mth  tubes  covered  \\dth  lead,  thus  pro- 
tecting them  from  light  without  protecting  them  from  heat, 
were  used  along  with  culture  tubes  not  thus  protected* 
The  latter  remained  sterile  whOe  those  protected  with  a 
coating  of  lead  rapidly  showed  a  development  of  germs, 
proving  that  the  germs  w^re  killed  by  the  action  of  the 
light.  These  were  the  first  experiments  which  drew  attention 
to  light's  bactericidal  action, 

Duclaux's"  researches  on  the  bacillus  of  milk,  and  upon 
a  coccus  found  in  biskra  button  indicate  that  the  resistance 
to  the  sun  offered  by  the  spores  of  the  various  bacilli  varies 
with  the  variety  of  the  bacilluSj  and  varies  also  for  the  same 
bacillus  with  the  nature  of  the  fluid  in  which  it  has  been 
cultivated,  Bie  attempted  to  express  numerically  the 
bactericidal  powers  of  each  radiation.  His  experiments 
w'ere  carried  out  with  the  bacillus  prodigiosus,  using  an 
arc  lamp  operating  with  35  amp&res  and  46  volts.  All  the 
non-chemical  radiations  of  the  spectrum — i,  e.^  the  red, 
orange,  yellow^,  and  green — inhibit  the  development  of  the 
bacteria  in  a  period  w^hich,  according  to  Bie's  experiment, 
was  SLX  minutes.  The  same  action  with  the  entire  spectrum 
was  accomplished  in  only  one-quarter  minute,  indicating 
that  the  total  light  was  twenty-four  times  stronger.  In 
representing  by  100  the  bactericidal  power,  Bie  calculates 
that  96  per  cent,  belong  to  the  chemical  rays  and  4  per  cent, 
only  to  other  radiations.  He  studied  also  the  action  of  light 
on  various  saccharomyces,  monOia,  a  pigmented    torula, 

*  Royal  Society  of  London ^  187 7» 
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aspergillus  niger,  etc.,  and  found  that,  whOe  their  resistance 
was  greater  than  that  of  bacteria,  a  sufficient  light  was  fatal 
to  them  all. 

Experiments  by  Duclaux,  Downesand  Bluont,  D'Arsonval 
and  Charrin,  Arloing,  and  others  have  shown  that  sunlight 
was  in  a  powerful  degree  bactericidal,  at  least  in  so  far 
as  the  bacillus  antliracis  and  the  bacillus  pyocyaneus  are 
concerned,  and  that  it  is  the  blue,  violet,  and  ultraviolet 
lights  that  produce  the  bactericidal  ctTect. 

The  researches  of  Duclaux  led  him  to  conclude  that 
sunlight  was  the  strongest  and  cheapest  bactericidal  agent 
known,  and  that  there  w^as  a  great  future  awaiting  the 
development  of  the  use  of  sunlight  as  a  general  antiseptic 
measure.  Arloing,  experimenting  on  the  bacillus  anthracis, 
observed  that  the  organism  grows  Ijetter  in  the  dark  or  in 
the  regions  of  the  spectrum  conspicuous  for  their  small 
amount  of  chemical  action.  Geissler  had  results  of  a  similar 
nature  with  the  typhoid  bacillus,  while  D^Arsonval  and 
Charrin  had  like  results  with  the  bacillus  pyocyaneus. 


FINSEN'S  EXPERIMENTS  ON  VARIOLA. 

The  theory  that  first  led  to  the  experiments  of  Finsen 
were  of  a  negative  character.  He  knew  by  observation 
and  later  by  experiments  upon  his  own  person  that  the 
chemical  rays  of  sunlight  were  capable  of  exerting  powerful 
action  of  an  injurious  character  upon  the  human  skin.  Fur- 
ther observations  upon  patients  suffering  from  smallpox  sug- 
gested to  him  that  in  the  stage  of  vesiculation,  if  the  skin 
w^ere  protected  from  all  external  irritating  influences,  the 
stage  of  suppuration  might  not  be  initiated,  and  thus  the 
patient  would  escape  with  little  or  no  scarring.  He  per- 
formed experiments  by  placing  patients  in  rooms  in  which 
all  of  the  light  admitted  was  obliged  to  pass  through  thick 
curtains  of  deep-red  cloth,  or  window^s  of  dense-red  glass, 
thus  filtering  out  all  or  very  nearly  all  but  the  red  light* 
The  results  w^ere  so  startling  that  the  method  has  steadily 
gained  adherents  throughout  the  civilized  world,  though  it 
has  not  been  invariably  successful. 
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Finsen^  has  shown  that  the  bacteriological  action  of  light 
bears  a  direct  ratio  to  the  degree  of  its  concentration,  and 
that  in  the  proper  strength  for  the  particular  species  is 
invariably  effective  if  the  time  of  exposure  is  sufficiently 
extended;  further,  that  the  bactericidal  power  resides 
exclusively  in  the  chemical  radiations. 

Dieudonne,  Finsen,  Bang,  and  Streljel  claim  that  the  red 
and  yellow  waves  have  no  bactericidal  effect  whatever,  in 
contradistinction  to  the  blue-violet  and  ultraviolet  rays. 
Kitasato^  Tizzoni  and  Catani  claim  that  we  have  no  better 
bactericidal  agent  than  Hght.  We  cannot  count  on  the 
chemical  reaction  of  the  ultraviolet  rays  to  any  depth  in 
the  tissues,  as  they  cannot  penetrate  deeper  than  the  skin. 
Blue  and  violet  rays  will  only  affect  underlying  parts  when 
the  skin  through  which  the  rays  act  has  been  made  anaemic. 
Upon  mucous  membranes  the  conditions  are  somewhat  more 
favorable.  Therefore,  we  can  expect  verj^  Httle  from  the 
bactericidal  effect  of  these  waves  on  deeper  tissues,  but  its 
effect  on  the  skin  and  mucous  membrane  may  be  decidedly 
beneficial,  especially  so  when  artificial  ansemia  has  been 
produced,  but  not  cjuite  as  well  when  hyperfemia  exists. 

The  bactericidal  influence  of  light  has  thus  been  clearly 
demonstrated,  but  we  have  learned  that  the  action  is  a  slow 
one;  therefore,  when  in  therapeutic  use  with  this  object  in 
view  heat  rays  must  be  excluded,  or  they  would  prove  too 
irritating  to  the  tissues  in  the  long  exposure  required  to 
secure  the  bactericidal  effect. 


THE  ACTION  OF  LIGHT  ON  ANIMAL  ORGANISMS. 

The  action  of  light  on  the  living  animal  organism  was  first 
discussed  scientifically  by  Lavoisier^  in  France  at  about  the 
end  of  the  eighteenth  century,  William  Edwards,  in  1824, 
made  a  series  of  lengthy  investigations  on  lower  forms  of 
animal  life.  He  observed  that  frogs'  spawn  if  left  in  the  dark 
would  perish,  while  in  the  light  it  hatched.     Also,  that  the 


*  La  phototherapie.  Parts,  i&^Q. 
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hatchmg  of  perch  was  retarded  in  the  dark.  To  Bechard*  is 
due  the  credit  of  the  observation  that  flies'  eggs  hatch  more 
quickly  under  the  influence  of  bhic  or  violet  light  than  in 
that  of  white,  red,  yellow,  orange,  or  other  colors.  His  experi- 
ments were  carried  on  under  glass  of  the  various  colors,  which 
had  been  carefully  tested  %vith  the  spectroscope.  Rather 
indefinite  reports  by  Guariooni  hint  at  a  favorable  effect  of 
ultraviolet  hght  upon  the  silkworm's  growth  and  activity. 

The  investigations  of  Salma  and  Piacentini^  show  tliat 
animals  give  out  more  carbonic  acid  under  green  or  yellow 
glasses,  which  fact  leads  Eder  to  remark  that  these  colors 
ought  to  favor  respiration.  According  to  Molschott,  frogs  are 
observ^ed  to  breathe  more  freely  in  the  light  than  in  the  dark. 

Tanning.  The  action  of  the  sun  in  tanning  the  skin  has  been 
the  subject  of  considerable  speculation  on  the  part  of  Dar- 
win and  others.  It  has  been  observed  that  the  Esquimaux 
become  much  paler  during  the  long  winters.  Exposure  to 
light  has  a  well-known  action  on  the  blood,  increasing  the 
amount  of  haemoglobin.  Sunstroke  and  some  other  con- 
ditions are  due  to  the  action  of  too  intense  effect  of  light, 
whOe  eczema  solare,  hydroa  aestivale,  xeroderma  pigmen- 
tosum, lentigo,  chloasma,  and  some  other  affections  are 
either  due  to  or  markedly  influenced  by  light,  and  the 
absence  of  sufficient  light  has  been  observed  to  favor  the 
development  of  some  forms  of  what  was  formerly  known 
as  scrofulous  disease,  tuberculosis,  etc*  The  visual  violet 
in  the  retina,  discovered  by  Kiihne,  is  greatly  affected  by. 
light,  being  first  bleached  and  afterward  recolored.  It  is 
very  sensitive  to  the  yellow^  and  green  rays  and  very  insensible 
to  the  red,  which  indicates  that  the  action  is  analogous  to 
the  absorption  of  light  by  chemical  substances. 

The  phenomena  of  sunburn  and  pigmentation  have  long 
been  noted,  and  the  general  opinion  for  a  long  time  w^as  that 
the  effect  was  caused  by  the  heat  rays  in  sunlight.  In  1859 
Charcot^  advanced  the  opinion  that  these  effects  were  caused 
by  the  chemical  and  not  by  the  heat  rays  of  the  spectrum. 
It  %vas  in  the  study  of  several  cases  of  dermatitis  produced 


*  Com pt. -rend.,  1858,  p.  441.  *  Fortsch.  der  Phj^,,  1871,  p,  463, 
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by  the  arc  light  that  the  attention  of  Charcot  was  first 
directed  to  the  similarity  existing  betiveen  this  tjq^e  of 
affection  and  eczema  soiare.  He  advanced  the  opinion  that 
they  were  identical  in  character  and  caused  by  the  chemical 
rays,  as  the  exposures  which  subsequently  resulted  in  bum 
were  unaccompanied  by  any  feehng  of  heat  discomfort* 
This  was  practically  the  only  premise  upon  which  Charcot 
based  his  theory,  and  the  result  was  that  the  point  was 
much  debated  and  opposed.  It  was  not  until  thirty  years 
after  the  publication  of  Charcot's  view  that  the  first  real 
scientific  proof  of  its  truth  was  advanced  by  Widmark. 
Experiments  made  with  white  light  transmitted  through 
many  different  media  enabled  him  to  determine  the  action 
of  each  of  the  different  regions  of  the  spectrum  separately. 
Thus  he  found  that  ordinary  glass  transmitted  all  of  the 
rays  excepting  the  violet  and  the  ultraviolet. 

It  is  known  that  light  has  different  effects  upon  different 
living  organisms.  The  blue,  violet,  and  principally  the 
ultraviolet  have  the  most  marked  effect  upon  man  and 
other  animals,  and  the  yellow  and  the  red  rays  have  the 
most  effect  upon  plants.  The  action  upon  plants  seems  to 
be  in  the  main  beneficial,  and  upon  animals  it  seems  to  be 
at  first  mildly  stimulating,  but  very  irritating  and  finally 
destructive,  in  the  prolonged  exposures  that  have  been 
endured  experimentally  or  accidentally  produced. 

Other  experiments  on  animals  have  shown  that  the  lower 
the  form  of  animal  life  the  more  irritating  is  the  blue  and 
violet  ray.  Animals  have  been  repeatedly  exposed  to  rays 
corresponding  to  the  blue  and  violet  end  of  the  spectrum, 
and  have  always  manifested  a  tendency  to  travel  in  the 
direction  of  the  red  rays.  Experiments  with  germs  have 
shown  that  in  many  cases  the  violet  and  ultraviolet  light 
have  the  power  of  inhibiting  entirely  or  greatly  retarding 
the  life  of  some  varieties. 

The  first  important  step  in  the  scientific  determination  of 
the  action  of  light  on  the  animal  organism  as  a  constant 
quantity  was  undertaken  by  Jacques  Loeb/  who  published 


'  Der  HcUotropisnius  tier  Thiere  und  seine  Uebereinstimmung  mil  dem  Helio- 
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the  results  of  a  series  of  careful  and  exhaustive  experiments 
on  the  phototaclic  response  of  animals  under  varying  con- 
ditions. These  experiments  covered  a  vast  number  of 
different  species,  and  with  the  numerous  experiments  which 
have  been  carried  on  since  then  the  subject  can  be  said  to 
be  established  upon  a  firm  foundation. 

The  researches  of  Loeb  were  undertaken  with  a  view  to 
estabHsh  a  relation  bet^veen  the  so-called  heliotropism  that 
had  been  investigated  and  described  by  Sachs/  Loeb  was 
surprised  to  note  the  great  similarity  in  the  action  of  light 
upon  animals  as  compared  with  that  upon  plants.  Where 
Sachs  had  noticed  that  the  direction  of  the  light  had  an 
effect  upon  the  orientation  of  the  plant,  or  its  change  of 
position  in  respect  to  the  direction  of  the  light,  Loeb  noted 
that  where  there  was  one  source  of  light  the  animal  placed 
itself  so  that  its  axis  was  parallel  with  that  of  the  ray  of 
light,  and  where  there  was  more  than  one  source  of  light 
the  animals  so  arranged  themselves  that  simOar  portions  of 
the  Ixjdy  w^re  illuminated  by  light^from  equal  angles. 

It  was  noted  in  both  cases  that  the  greatest  effect  of  the 
light  was  due  to  the  violet,  blue,  and  ultraviolet  rays.  In 
the  case  of  plants  it  was  found  that  light  of  a  constant 
strength  acted  as  a  stimulation,  and  in  the  case  of  animals 
that  it  is  undoubtedly  a  stimulant  to  animal  cells.  In  the 
latter  case,  however,  it  is  with  some  difliculty  that  the  con- 
clusion is  arrived  at,  as  the  point  of  stimulation  is  easily 
passed  and  the  action  of  the  light  becomes  first  chemical 
and  then  destructive. 


PHOTOTACTIC  INFLUENCE  OF  LIGHT. 


Two  modes  of  action  of  light  as  a  stimulus  on  the  move- 
ments of  animals  are  recognized  and  frecjuently  alluded  to 
in  the  literature  of  the  subject:  one,  through  the  intensity 
of  the  light,  and  the  other  through  the  direction  of  the  rays. 

That  many  animals  are  influenced  in  a  great  degree  by 
their  surroundings  has  been  noted  from  the  earliest  times, 

*  Voriesungcn  iiber  Pflanxen-Physiologfc,  Leipzig,  1SS7. 
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but  the  observ'ation  is  of  comparatively  recent  date  that 
the  light  color  and  intensity  of  illumination  are  extremely 
important  factors  in  determining  the  life-histories  of  some 
animal  forms.    This  factor  is  of  the  first  importance. 

The  motions  of  animals  influenced  by  light  are  designated 
as  phototactic  and  are  called  negative  or  positive  phototaxis, 
as  they  occur  from  or  toward  the  source  of  light.  Lower 
animals  when  subjected  to  strong  illumination  rarely  fail  to 
show  some  response.  In  some  this  is  manifested  in  the 
change  of  color  of  the  animal  itself,  either  to  make  it  conform 
with  the  color  of  the  light  or  in  a  manner  not  so  easily 
explained.  These  changes  have  been  found  to  be  due  to 
changes  in  the  distribution  and  position  of  pigment  cells 
in  the  animaPs  tissues. 

In  all  of  the  changes  which  animals  undergo  it  is  found 
that  they  are  much  more  stimulated  in  white  light  than  in 
red,  orange,  yellow,  or  green,  and  that  the  action  of  the 
blue  is  greater  than  the  others  and  only  less  intense  than 
the  white,  and  that  the  violet  rays  exert  a  power  quite  as 
great  as  the  w^hite,  from  which  it  is  deduced  that  it  is  the 
violet  end  of  the  spectrum  in  the  white  light  that  is  in  the 
greatest  measure  responsible  for  all  of  the  effect. 

The  relative  effect  of  the  ray  and  the  intensity  of  the  light 
in  these  reactions  has  been  carefully  investigated  by  Holt 
and  Lee  in  a  series  of  experiments  upon  four  classes  of 
animals.  Their  conclusions  are  that:  *' Light  acts  in  but 
one  way;  that  is,  by  its  intensity.  The  light  operates, 
naturally,  on  that  part  of  the  animal  upon  which  it  impinges. 
The  intensity  of  the  light  determines  the  nature  of  the 
response,  whether  contractile  or  expansive;  and  the  place 
of  response — i.  e.,  the  part  of  the  body  stimulated — deter- 
mines the  ultimate  orientation  of  the  animal.'* 

That  the  point  of  the  body  stimulated  determines  the 
centre  of  motion  has  ah-eady  been  seen,  and  that  the  intensity 
of  motion  is  determined  by  the  location  of  the  area  affected 
by  the  source  of  stimulation  has  been  determined,  for  the 
common  earth-worm,  at  least,  by  Parker  and  Aikin/  A 
statistical  study  of  the  movements  of  the  anterior  portion 

^  American  Journal  of  Physiology,  1901,  vol.  iv.  pp.  151-157. 
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of  the  worm  when  one  side  only  was  exposed  to  the  light 
showed  that  the  species  is  negatively  photo  tactic.  When 
the  whole  length  of  the  wTjrm  was  illuminated,  26  per  cent. 
of  the  head  movements  were  aw^ay  from  the  light;  when 
the  anterior  third  only  of  the  body  was  Uluminated,  10^ 
per  cent.,  and  when  light  was  appUed  to  the  posterior 
third  alone,  only  i  per  cent,  of  the  movements  were  away 
from  the  light. 

It  has  been  noted  that  in  some  cases  the  same  animal 
manifests  a  totally  different  phototaxis  in  the  red  or  lower 
end  of  the  spectrum  than  at  the  violet  or  upper  end;  thus 
the  animal  may  be  negatively  phototactic  in  one  region  and 
positively  phototactic  at  the  opposite  end.  It  would  appear 
from  this  that  the  know^n  oxidizing  action  of  the  lower  end 
of  the  spectrum  upon  some  metals'  and  the  reducing  action 
of  the  upper  end  exert  different  influences  upon  animal 
organisms.  It  has  also  been  observed  that  in  these  special 
cases,  while  the  action  of  white  light  is  the  same  as  that  of 
the  violet  end  of  the  spectrum,  it  is  somewhat  w^eaker.  This 
is  explained  on  the  ground  that  the  light  effects  of  the  two 
opposite  ends  in  a  measure  counteract  each  other,  and  the 
action  of  the  most  refrangible  rays  being  relatively  stronger 
predominate  in  the  mixed  or  white  light.  This  fact  might 
be  of  value  in  the  construction  of  phototherapeutic  apparatus; 
for  while  it  has  been  generally  supposed  that  the  only 
objection  to  the  heat  rays  in  concentrated  form  was  then- 
painful  and  injurious  cauterant  action  it  might  be  argued 
that  from  the  above  facts  the  efficiency  of  the  apparatus 
will  be  lessened  in  exact  proportion  to  the  amount  of  heat 
rays  left  in  the  beam  of  light. 

Leredde  and  Pautrier,  in  their  interesting  work  on  Photo- 
ikerapie  et  Photobiologie,  Paris  (1903),  give  some  personal 
experiments  made  to  determine  the  influence  of  radiation  of 
different  wave  lengths  upon  the  development  of  batrachians. 
One  set  of  tadpoles  were  placed  in  a  red  aquarium,  another 
lot  of  the  same  shape,  size,  and  development  in  a  blue,  and 
a  third  lot  w^ere  kept  as  a  control  in  a  white  glass  vessel; 
all  conditions  were  alike.     One  died  in  the  blue  and  red 
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aquarium  each  after  a  month;  the  three  surviving  the  red 
aquarium  still  presented  the  appearance  of  tadpoles,  and 
had  preserved  their  caudal  extremities.  On  the  other  hand, 
the  three  which  had  passed  the  month  in  the  blue  and 
violet  light  had  lost  or  almost  lost  their  caudal  membrane, 
and  their  two  p^irs  of  extremities  were  completely  formed, 
while  breathing  was  carried  on  by  the  pulmonary  route. 
An  interesting  point  is  to  note  the  movements  executed 
under  the  influence  of  diflEerent  radiations  in  creatures  whose 
nervous  system  is  rudimentary. 

Finsen  has  recently  carried  out  experiments  to  decide 
why  certain  movements  on  the  part  of  the  foetus  of  the  frog 
and  salamander  took  place;  he  discovered  that  under  the 
influence  of  blue  light  these  movements  were  very  numerous, 
while  under  red  iUumination  they  were  infrequent.  The 
larvae  of  frogs  just  bom  showed  the  greatest  activity  imder 
the  influence  of  blue  radiations,  while  tadpoles  kept  for 
several  weeks  in  the  shade  swam  with  vivacity  under  the 
same  conditions. 

Positive  phototaxis  is  very  frequently  observed  in  the 
zoospores  of  algae  which  are  attracted  toward  the  luminous 
source  and  place  themselves  in  the  direction  of  the  incident 
rays,  but  always  turning  toward  the  latter  their  non-ciliated 
extremity. 
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CHAPTER   XXIII. 
THE   EFFECT  OF  LIGHT  IN  PRODUCING  DISEASE. 

Besides  the  solar  erythema  and  ordinary  sunburn  in 
all  its  degrees  of  severity  which  we  have  considered,  there 
are  several  striking  abnormal  states  of  the  skin;  some  with 
attending  general  symptoms  of  greater  or  lesser  severity^ 
directly  attributable  to  luminous  rays. 

Vernal  hydroa,  which  has  been  more  commonly  kno%vn  as 
hydroa  wsHvale,  has  been  the  object  of  much  careful  study- 
on  the  part  of  a  number  of  observers^  though  its  occurrence 
is  infrequent. 

It  is  at  times  vacciniform,  and  in  another  type  vesiculo- 
bullous,  w^hile  in  some  instances  lesions  conform  to  both 
t)T*^s.  It  occurs  so  much  more  frequently  in  boys  that  one 
form  at  least  goes  under  the  designation  of  hydroa  puerarum. 

Its  initial  attack  is  rarely  after  the  tenth  year,  but  having 
begun,  recurrences  are  to  be  anticipated  in  each  succeeding 
spring. 

The  onset  can  be  referred  to  an  unusual  exposure  to 
intense  sunlight  from  sLx  to  thirty-six  hours  before  a  burning 
erythema,  with  swelling  and  blistering  in  circumscribed, 
rounded  lesions,  makes  its  appearance.  The  bullae  may  be 
multilocular  and  are  at  times  hemorrhagic.  The  bullse, . 
surrounded  by  an  erythematous  zone,  soon  dry  up  and  their 
contents  form  a  crust,  w^hich  in  falling  leaves  no  scar,  unless 
the  lesions  become  secondarilv  infected* 

In  the  vacciniform  variety  described  by  Bazin  in  i860, 
the  centre  of  the  bullae  sink  in  and  become  almost  black. 
After  a  tedious  desiccation  pittings  remain. 

Succeeding  years  bring  w^ith  each  renewal  of  the  blebs 
an  increased  number  of  cicatrices  until  mucJi  disfigurement 
may  result,  and  there  is  usually  decided  pigmentation  and 
telangiectases. 

An  instructive  as  well  as  interesting  fact  is  that  of  con- 
junctival involvement  in  rare  instances;  making  an  analo- 
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gous  state  to  that  seen  in  another  rare  disease,  also  depend- 
ing in  a  measure  upon  solar  ray  effect,  viz.,  pigmentary 
epitheliomatosus,  more  generally  known  as  xeroderma  pig- 
raentosum,  but  probably  better  called  melanosis  lenticularis 
progressiva. 

It  has  been  a  frequent  observation  of  many  who  have 
used  Roentgen  rays  in  treatment  that  general  symptoms, 
with  malaise,  faint  feelings,  vertigo,  nausea,  and  the  like, 
are  at  times  complained  of. 

It  is  noteworthy,  therefore,  that  in  the  onset  of  hydroa 
similar  gastric  and  general  phenomena  have  been  observed 
with  cephalalgia,  etc.,  w^hile  Moller  and  MacCall  Anderson 
both  report  red  urine,  due,  in  the  case  of  the  latter  obsen^r, 
to  hsematoporphyrin. 

Moller  excluded  conclusively  in  his  case  all  influence  save 
that  of  light,  while  other  observ^ers  admit  an  influence 
exerted  also,  but  in  much  less  degree  by  cold  and  wind* 

The  chemical  rays  have  been  quite  clearly  convicted  in 
these  cases,  and  the  occasional  occurrence  of  lesions  upon 
covered  parts  indicates  that  the  chemical  rays  may  at  times 
traverse  clothing. 

Xeroderma  Pigmentosum*  This  is  a  rare  and  curious 
affection  occurring  often  in  several  children  in  a  family,  in 
the  development  of  which  light  is  a  not  unimportant  etio- 
logical factor.  Since  in  the  later  stages  at  least  there  is 
carcinomatous  degeneration  in  the  pigmented  and  keratotic 
areas,  leading  to  death  in  from  ten  to  thirty  years  with 
evidences  of  carcinomatous  cachexia,  the  disease  assumes  a 
decided  interest  from  the  various  standpoints  of  cancer 
etiology,  pathology  of  skin  changes  produced  by  light  and 
therapy,  since  we  have  found  that  the  condition  may  be 
beneficially  influenced  by  x-my  treatment. 

In  the  pathogeny  of  the  affection,  while  a  congenital  defect, 
either  anatomical  or  nutritive,  plays  the  most  important 
part,  the  sun's  influence  in  producing  lentigo  and  a  telan- 
giectatic condition  of  the  vessels  hastens  the  more  serious 
malignant  changes.  The  onset  is  often  noticed  after  ex-pos- 
ure  to  strong  light  has  effected  a  sunburn,  which  disappears 
slowly  to  be  succeeded  by  brown  pigment  spots* 

Prophylactic  protection  of  ex^^osed  parts,  by  having  pre- 
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disposed  children  wear  thick  veils  and  keep  out  of  the  sun 
as  much  as  possible^  goes  to  prove  the  injurious  effecls  of 
chemical  rays.  In  an  instructive  case  published  by  Allan 
Jamieson  the  disease  made  no  progress  after  the  child  was 
systematically  protected  by  a  dark-bro\\Ti  veil* 

PsEUDOxERorjERMA  PIGMENTOSUM,  In  a  number  of 
instances  I  have  obsen^ed  a  condition  almost  identical  wnth 
the  xeroderma  of  youth,  but  occurring  only  in  late  life.  I 
have  no  doubt  this  is  the  same  affection  which  Unna  has 
called  seafarers'  carcinoma. 

I  have  recently  removed  by  aid  of  the  .r-ray  a  rodent  ulcer 
from  the  nose  of  a  man  who  has  spent  his  w^hole  life  upon 
or  on  the  borders  of  the  water.  Upon  the  cheeks  and  about 
the  eyes  tenacious,  hard,  horny  keratoses  continually  form, 
and  interspersed  between  them  are  many  small,  dilated 
vessels  and  pseudoatrophic  areas.     (See  Fig.  54.) 

In  other  cases  a  generalized  epitheliomatosus  over  the 
face  would  present  scattered  lesions  of  horny  seborrhoea, 
together  with  pigment  marks;  flat,  black,  sebaceous,  senile 
warts;  telangiectases,  and  whitish,  atrophic  areas. 

These  patients  are  also  improved  by  :x-ray  exposures,  and 
the  flat,  waxy,  multiple  epitheliomas  are  made  to  disap- 
pear. 

In  elderly  people,  and  especially  men  whose  life  has  been 
spent  in  exposure  to  sun  and  inclement  w^ather^  w^arty 
growths,  permanent  redness,  areas  of  chloasma  and  multiple 
epitheliomata  occur,  bearing  a  striking  analogy  to  the 
pigmentary  epitheliomatosus  of  youth,  as  Besnier  calls  it. 

The  relatively  great  frequency  of  epithelioma  upon  the 
face  may  w^ell  be  attributed,  at  least  in  part,  to  the  irritative 
agency  of  chemical  rays,  since  we  know  what  a  decided 
influence  these  rays  exert  at  times  upon  skin  structures. 

Lentigo,  After  exposure  to  spring  and  summer  sun  many 
persons,  but  especially  those  whose  pigmented  tissues  are 
of  pronounced  type,  as  in  red-haired  individuals  and  in 
delicate-skinned  blondes,  small  red  dots  appear  beneath  tlie 
skin  of  the  face  and  neck,  and  m  more  advanced  life,  espe- 
cially upon  the  backs  of  the  hands.  Instead  of  disappearing 
entirely  as  does  the  more  diffused  sun  erythema,  these 
telangiectatic  dots  are  replaced   by  a  deposit  of  pigment, 
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making  the  well-known  freckle  which  persists  at  least  until 
winter. 

Histologically  the  epiderm  is  chiefly  involved,  but  numer- 
ous pigment  granules  may  be  found  in  or  outside  the  cells 
of  the  Malpighian  layer. 

Predisposed  subjects  may  freckle  without  undue  exposure, 
much  in  the  same  way  that  solar  erythema  of  severe  type 
may  follow  exposure  of  usually  covered  parts  on  a  dull  or 
cloudy  day,  especially  on  or  near  the  water.  That  actinic 
rays  exist  in  abundance  in  the  atmosphere^  even  in  the 
absence  of  direct  strong  light,  accounts  for  this  influ- 
ence. 

Chloasma.  Almost  all  pigmented  areas  exposed  to 
summer  sun  take  on  a  deepened  hue,  and  some  chloasma 
seems  to  be  produced  by  the  luminous  agency  alone. 

The  pigmentation  surrounding  the  white  spots  of  vitiligo 
becomes  intensified  under  the  sun's  influence,  and  even  in 
pityriasis  versicolor,  which  upon  the  trunk  may  be  pink, 
becomes  at  times  almost  coal-black  upon  the  neck. 

Other  influences  besides  light  are  active,  as  is  well  shown 
in  the  chloasma  uterinum,  but  this,  too,  grows  darker  under 
exposure  to  light. 

Pellagra.  WTiUe  it  has  been  demonstrated  that  this 
disease  depends  largely  upon  the  ingestion  of  diseased  grain, 
still  the  power  of  the  sun's  rays  in  Southern  climes  is  fully 
recognized  as  the  important  factor  in  the  erythema.  The 
solar  redness  is  distinctly  limited  to  the  exposed  parts. 

It  has  been  experimentally  demonstrated  by  Bouchard* 
that  the  chemical  ray  is  here  the  injurious  agent. 

Variola.  While  Finsen  deserves  the  credit  of  practically 
demonstrating  the  injurious  effect  of  light  upon  the  small- 
pox vesicle,  its  role  in  the  transformation  of  the  bleb  into 
the  pustule  was  long  since  suspected,  and  in  this  country, 
as  early  as  1832  Pictou  advocated  the  red-light  treatment. 

Finsen  has  pretty  clearly  shown  that  the  chemical  rays 
influence  injuriously  the  stage  of  suppuration,  and  thus 
increase  the  mortality,  to  say  nothing  of  the  pitting  in  those 
who  sundve. 


*  Recherchcs  nouvdles  sur  la  pellagra^  Paris,  1862, 
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Light  as  a  Cause  of  Cataract.    Dr.  William  Robinson^  has 

made  a  most  interesting  observation  on  the  frequency  of 
hard  cataract  in  botlle-tinishers»  whose  work  exposes  the  eyes 
to  the  intense  light  and  heat  of  molten  glass.  Eighteen  out 
of  seventy-five  hard  cataracts  operated  on  in  the  Sunderland 
and  Durham  Eye  Tnfiniiar)^  were  in  bottle-finishers,  of 
whom  there  are  only  about  two  hundred  to  three  hundred  in 
a  population  of  nearly  a  million  and  a  quarter  in  the  country. 

The  bottle-finishers'  eyes  are  exposed  to  the  glare  of  the 
furnace  for  about  five  and  a  half  hours  a  week  in  the 
aggregate. 

Both  eyes  are  practically  ahvays  affected.     The  disease' 
begins  comparatively  early  in  life — often  before  the  age  of 
fifty,  and    not  uncommonly  before  forty  even— and    pro- 
grasses  slowly. 

The  reason  the  mischief  ahvays  begins  at  the  posterior 
pole  of  the  lens  is  that  the  nodal  point  (which  practically 
corresponds  to  the  optical  centre)  is  situated  at  that 
spot.  Here  all  the  principal  rays  of  the  various  pencils 
of  rays  falling  on  the  lens  cross  and  pass  without  refrac- 
tion, so  that  at  this  point  the  lens  receives  the  brunt  of 
all  the  direct  rays,  and  their  harniful  intensity  and  heat| 
from  the  furnace,  and  is  therefore  the  first  point  to  suffer 
injury.  Moreover,  other  rays  which  have  l^een  refracted 
at  the  anterior  surface  of  the  lens  become  crow^ded  on  to 
the  same  area  on  the  posterior  surface,  and  still  furtlier  the 
bright  light  of  the  furnace  contracts  the  jjupil  so  that  the 
iris  shields  the  periphery  of  the  lens  at  first  from  damage. 
Dr.  Robinson  feels  confident  that  the  disease  might  be 
prevented  by  the  workmen  wearing  dark-blue  spectacles, 
but  w^hen  advised  to  do  so  the  bottle-finishers  offer  various 
excuses.  There  can,  however,  be  no  doubt  that  all  men 
whose  work  compels  them  to  expose  their  eyes  to  such 
strong  light  and  heat  ought  to  wear  glasses,  as  is  done,  for 
example,  in  steel  w^orks  and  by  men  employed  in  certain 
electrometallurgical  processes. 

Other  Deleterious  Effects  of  Light.  The  condition  of 
erjlhema  which  is  commonly  though  erroneously  called 

*  British  Medical  Journal,  January  24,  1^03. 
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sunburn^  has  been  demonstrated  to  be  due,  as  Wildes 
ascertained,  to  the  irritative  action  of  the  ultraviolet  rays, 
whose  active  influence  in  this  direction  was  suggested  by 
Charcot,  This  erythema  occurs  in  a  more  pronounced 
manner  in  high  altitudes,  not  so  much  because  of  the 
reflection  of  mountain  snow  as  because  the  violet  rays  have 
here  a  greater  intensity.  As  to  its  effects  on  metabolism, 
oxidation  in  living  tissues  was  shown  by  Quincke  to  be 
increased  by  the  action  of  sunlight.  The  baneful  influence 
of  withdrawal  of  the  sun's  rays  is  well  illustrated  in  the 
anaemic  appearance  of  human  beings  confined  in  dungeons 
and  even  in  sunless  apartments,  in  the  cretinism  of  dark 
valleys,  and  in  the  marked  increase  of  amenorrhoea  among 
the  Esquimaux  women  during  the  dark  season. 

Conversely  the  injurious  effects  of  too  much  light  is  illus- 
trated in  the  so-called  burning  of  the  skin;  in  the  systemic 
effects  produced  through  the  nervous  system  when  the  optic 
nerv^e  is  stimulated;  by  the  deleterious  effects  known  as 
sunstroke,  and  in  the  superficial  phenomena  of  pigmentation, 
tanning,  and  lentigo  formation. 

In  the  living  organism  the  intake  of  oxygen  and  the  output 
of  carbon  dioxide  are  both  increased  by  the  influence  of 
light.  Likewise  there  is  an  increase  in  nerve  irritability,  while 
it  is  believed  by  many  that  the  muscles  are  increased  in 
functional  power. 

According  to  Auerbach,  light  produces  contraction  of 
living  protoplasm. 

The  experiments  of  Hammer,  Boules,  Widmarck,  and 
others  indicate  that  the  ultraviolet  are  the  rays  influencing 
living  tissues.  Freund  has  investigated  diffraction  with  a 
grating  of  the  ultraviolet  spectrum. 

The  spectre  of  diffraction  obtained  by  this  apparatus  has 
over  the  spectre  of  refraction  of  the  prism  the  advantage 
of  being  exempt  from  influences  of  absor|>tion  and  of 
presenting  a  diffraction  of  rays  proportional  to  the  length 
of  the  waves. 

Fresh  epidermis,  the  bullae  following  bums  and  those  of 
pemphigus,  Thiersch  grafts,  and  the  interpalmar  membrane 
of  living  frogs  were  used  in  the  experiments.  It  was  shown 
that  a  considerable  number  of  ultra\iolet  rays  coming  from 
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different  sources  of  light  traverse  the  epidermis  to  reach 
the  deeper  layers  of  the  skin.  The  quantity  of  rays  corre- 
sponds closely  to  one-third  of  the  ultraviolet  spectrum  now 
known.  It  h  not  yet  determined  whether  these  are  the  ultra- 
violet rays  which  cause  the  skin  lesions  previously  mentioned, ' 
or  whether  it  is  to  them  we  should  attribute  the  curative 
action  of  the  light  treatment. 

Change  of  Form  under  the  Influence  of  Light.  Not  only 
are  contractions  and  elongations  of  the  protoplasm  possible, 
but  permanent  modifications  are  formed, 

Brefeld's  studies  on  the  action  of  the  different  coprins 
led  to  the  conclusion  that  their  development  in  light  is 
quite  different  from  that  in  darkness.  Not  only  is  there 
an  occasional  change  in  form  but  also  of  qualities,  such  as 
changing  from  anaerobic  to  aerobic  existence  under  the 
influence  of  light.  Verwom^  found  that  certain  ciliated 
infusoria  usually  in  a  state  of  repose  were  excited  to  move- 
ments mostly  by  the  blue  and  violet  rays. 

The  Role  of  Light  in  the  Production  of  Pigment.  The 
colored  surface  of  animals,  fish,  birds,  etc.,  is  that,  as  a  rule, 
which  is  exposed  to  light,  and,  as  Finsen  has  observed,  polar 
animals  have  a  bright  coat  in  winter  and  a  darker  one  in 
summer. 

The  influence  of  environment  of  color  upon  animals  is 
well  illustrated  in  the  experiment  of  Poulton,  who  showed 
that  in  certain  caterpillars  there  was  other  pigment  than 
that  of  alimentary  origin.  Placing  chrysaloides  in  boxes 
lined  with  various-hued  papers,  the  chrysalis  was  found 
to  reproduce  the  colors  in  which  it  had  been  raised. 
Others  have  produced  the  same  effect.  The  protecting 
action  of  pigment  in  animals  and  human  beings  has  been 
studied  by  a  number  of  observers,  among  them  Paul  Bert^* 
w^ho  found  that  the  blue  and  violet  caused  hyperpigmen- 
tations,  while  the  red  rays  remained  inactive.  Certain  fish 
changed  their  color  under  radiations  in  much  the  same 
manner  as  does  the  chameleon.  This  animal  has,  as  is  wxU 
known,  large  pigment  cells  (chromatophores)  deeply  situated 


*  Allgcmeinf  Physiologic,  |cna,  1895. 
'  Revue  scienlifique,  No.  42.  1878. 
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in  the  skin,  so  long  as  the  animal  is  in  darkness;  when, 
however,  he  is  subjected  to  the  strong  light,  these  cells  move 
to  the  surface,  giving  him  an  almost  black  appearance. 

The  effect  of  the  summer  sun  upon  the  skin  usually 
protected  by  clothing  is  a  matter  of  common  observation. 
In  severe  sunburn  we  may  have  swelling  of  the  tissues  and 
elevation  of  temperature,  coming  on  some  hours  after 
exposure.  The  erythema  of  mountain  climbers  and  glacier 
or  polar  region  explorers  has  been  described  by  a  number 
of  observers,  including  Widmarck.  The  photoelectric 
erythema  from  the  arc  lamp  has  recently  been  a  matter  of 
curiosity  and  study.  Charcot^  was  the  first  to  observe  the 
effects  on  the  skin  due  to  electric  light.  The  appearances 
were  exactly  those  of  sunburn,  followed  by  desquamation 
on  the  fourth  day.  The  two  men  affected  had  been  so  far 
removed  from  the  voltaic  arc  that  the  theory  of  heat  effect 
was  not  entertained. 

Since  Charcot  first  attributed  the  results  to  chemical  rays, 
other  observers  have  seemed  to  confirm  his  view  in  studying 
the  effects  of  light  in  those  whose  occupation  necessitated 
exposure  to  intense  illumination. 

*  Soci^t^  de  biologie,  1858. 
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Although  it  has  been  pointed  out  from  time  to 
that  light  was  probably  used  in  ancient  times  for  thera- 
peutic puq^oses,  and  was  at  least  higlily  appreciated  by 
the  Romans,  to  whom  the  sun-bath  was  not  unknown^ 
though  it  is  doubtful  whether  they  had  any  conception  that 
light  was  the  agent  w^hose  benefit  they  sought,  it  seems 
more  probable  that  an  idea  prevailed  that  the  w^armth  of 
the  sun  had  a  certain  stimulating  effect  upon  the  system. 
It  cannot  be  said,  however,  tJiat  any  obser\^er,  before  Finsen, 
had  attempted  to  utilize  light,  in  exacdy  the  same  manner, 
for  therapeutic  purposes*  Almost  all  that  had  previously 
been  written  related  to  the  effect  of  sunlight  upon  the  w^hole 
body  and  belonged  to  the  realm  of  metaphysics*  The' 
general  idea  seemed  to  prevail  that  the  effect  of  sunlight, 
and  especially  of  the  blue  rays,  was  one  of  general  stimula- 
tion of  the  organism,  the  whole  effect  being  beneficial. 

The  work  of  Finsen  w^as  based  upon  an  entirely  different 
hypothesis — the  destructive  action  of  sunlight  on  the  human 
body.  The  first  fmits  of  his  observ^ations  were  of  a  negative 
character,  inasmuch  as  he  advised  the  withholding  of  the 
chemical,  or,  as  he  put  it,  the  harmful^  rays  of  the  sun  in 
patients  suffering  from  variola.  The  room  in  which  the 
patient  was  confined  w^as  illuminated  only  by  the  red  rays 
of  light,  w^hich  are  known  to  have  the  feeblest  chemical 
action.  This  was  accomplished  by  having  the  light  from 
the  sun  or  other  source  pass  first  through  thick,  red-cok>red 
cloth  or  glass,  thus  causing  to  be  absorbed  all  but  the  red 
rays.  Further  researches  and  observations  recounted  else- 
where, and  the  experiments  of  various  observers  on  the 
bactericidal  action  of  the  chemical  rays,  led  to  the  employ- 
ment of  these  rays  in  concentrated  form,  with  the  view^  of 
destroying  the  germs  and  the  impaired  tissue  in  parasitic 
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and  germ  diseases.  At  no  time  does  the  treatment  assume 
the  form  of  a  simple  stimulation  to  the  tissues,  the  action 
being  always  understood  to  be  either  a  cauterant  of  mild 
character  or  a  reducing  agent. 

And  still  the  basis  of  all  therapeutic  value  of  light  rests 
upon  the  fact  of  its  being  a  stimulant  to  all  organic  life. 

Light  is  made  use  of  in  medicine  at  the  present  time 
under  two  forms^^sunlight  and  electric  light. 

The  former  may  be  employed  directly  in  its  natural  state 
or  by  methods  of  concentration  and  filtration. 

Electric  light  is  utilized  from  the  incandescent  bulb,  from 
the  arc  light,  or  from  the  electric  spark. 

These  likewise  may  be  made  use  of  either  directly  or  after 
methods  of  modification  have  intervened. 

Sunlight  is  the  most  important,  though  not  invariably 
the  most  practical  or  available. 

Light  baths  are  of  three  kinds-^sunlight,  incandescent, 
and  arc  electric. 


SUNLIGHT-BATH, 


Although  the  therapeutic  application  of  the  sun's  rays 
to  the  entire  body  was  practised  by  the  ancients,  we  are 
even  at  this  late  day  not  in  possession  of  sufficient  data 
to  establish  the  exact  worth  of  the  method.  There  can, 
however,  be  no  question  that,  both  as  a  curative  agent  and 
as  a  prophylactic  measure,  solarization  of  the  nude  or 
covered  body  has  a  decided  value.  In  considering  its  action 
and  results,  we  must  not  lose  sight  of  the  beneficial  influence 
of  out-of-door  life,  which  forms  a  necessar}'  part  of  natural 
irradiation  in  the  open  air.  Never  before  has  the  belief 
that  light  and  life  belong  together  on  the  one  side  and 
darkness  and  death  on  the  other  been  made  to  bear  such 
practical  results  as  in  our  modern  hygienic  appointments  of 
public  institutions,  homes  for  consumptives  and  other 
invalids,  as  well  as  for  the  dwellings  of  the  laboring  classes, 
their  working  quarters  and  factories.  While  the  importance 
of  light  to  life  is  generally  recognized,  and  while  it  is  known 
that  judicious  exposures  to  the  sun  are  conducive  to  a  state 
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of  well-being,  still  physicians  have  been  tardy  in  making 
the  most  of  this  powerful  natural  agent, 

Wc  know  that  the  Greeks  and  Romans  of  early  times 
exposed  the  body  to  the  sun,  with  the  view  of  maintaining] 
the  system  in  health. 

The  younger  Pliny  as  well  as  Cicero  speak  of  sun  seats 
and  sunning  places  in  gardens  and  upon  roofs*  and  the 
solarium  of  the  dwellings  of  the  wTalthy  is  well  known  as 
the  earliest  form  of  light-bath  with  which  we  have  any 
acquaintance. 

As  a  remedial  agent  Herodotus  seems  to  have  recognized 
the  pQWTr  of  light  and  the  stimulating  qualities  of  the  sun*s 
ray,  both  in  hastening  recuperation  and  repair  and  as  a 
protection  against  sickness.  He  and  Antyllus  thought  it 
would  dissipate  anasarca  or  dropsy,  and  recommend  it  in 
ftuor  albus,  nerv^ous  affections,  h}^ochondriasis,  hysteria, 
and  even  epilepsy,  Aurelianus  advised  '*helios"  in 
numerous  pathological  conditions*  including  cachexia,  adi- 
posis universalis,  and  arthritis. 

It  is  by  no  means  to  l)e  presumed  that  there  was  any 
conception  on  the  part  of  the  Romans  of  the  chemical 
action  of  light.  In  those  days  the  knowledge  of  light  was 
practically  nil,  and  the  ridiculous  theory  of  ocular  beams 
was  generally  accepted.  It  was  not  at  that  time  supposed 
even  that  light  came  from  the  sun. 

The  practical  observation  seems  to  have  been  made  by 
Herodotus  that  unless  the  bowels  w^re  previously  emptied 
the  sun  might  have  injurious  effects  upon  the  head. 

Others  more  recently  have  advised  protection  for  the 
head  in  long  exposures,  and  partial  protection  of  the  skin 
from  sunburn  will  be  found  necessary  until  the  latter  has 
become  accustom€*d  by  gradually  lengthened  sittings. 

The  first  evidence  in  modern  times  of  an  attempted 
revival  of  light  therapy,  after  some  centuries  of  neglect, 
was  the  offering  of  a  prize  in  1796  by  the  University  of 
Gottingen  for  the  best  essay  ''  on  the  effect  of  light  upon 
the  human  body,  both  noxious  and  salutar)\'' 

Therapeutic  Indications.  While  the  method  has  been 
carried  out  in  an  almost  entirely  empirical  manner,  still 
there  are  certain  observations  which  scientifically  explain 
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the  benefit  which  is  undoubtedly  seen  in  some  cases.  In 
anaemia  and  chlorosis,  for  example,  the  improvement  would 
be  explained  by  Graffenberger's  demonstration  of  the 
increased  hasmoglobin-carrying  power  of  the  red  corpuscles 
under  exposure  to  light. 

We  know  from  recent  scientific  experiments  that  there 
resides  in  the  actinic  rays  powers  which  were  formerly 
little  dreamed  of,  and,  while  in  unfiltered  and  non-concen- 
trated light  this  power  is  comparatively  weak,  it  is  to  the 
ultra\iolet,  the  violet,  and  the  blue  rays  that  we  must 
attribute  the  l^enefit. 

It  has  also  been  pretty  clearly  demonstrated  that  sunlight 
has  an  inhibitory  effect  upon  certain  bacterial  life.  This 
would  scientifically  explain  the  good  influence  noted  in 
tuberculous  processes,  at  least  in  part. 

Besides  pulmonary,  joint,  bone,  and  skin  tuberculosis 
proper,  scrofulosis  has  been  improved.  A  tonic  and  sedative 
action  has  been  noted  by  Singer,*  of  Berlin,  who  finds  sun* 
baths  of  especial  service  in  neurasthenic  states- 
Others  have  reported  favorably  in  autointoxication^ 
chronic  hyperemia  of  the  skin,  and  convalescence  from 
exhausting  diseases. 

It  is  especially  in  states  of  defective  metabolism  and 
imperfect  oxidation  processes  that  the  sun-bath  finds  its 
greatest  field  of  utility;  in  neurasthenia  associated  or  not 
with  chronic  dyspepsia;  in  those  conditions  associated  with 
faulty  uric  acid  production  and  discharge  in  so-called 
rheumatism,  rheumatic  gout,  and  allied  states;  in  diabetes, 
especially  associated  with  obesity,  and  in  some  affections  of 
the  liver  and  kidneys.  Various  observers  have  noted  bene- 
ficial effect  in  a  variety  of  skin  diseases.  While  it  cannot 
be  put  down  as  one  of  the  most  valuable  agents,  it  still 
has  an  undoubted  influence  at  times  in  psoriasis^  eczema, 
and  acne.  In  myxnedema  and  exophthalmic  goitre,  Kellogg, 
says  the  method  is  of  great  value  when  employed  with 
proper  precautions.  He  also  says  it  is  contraindicated  in 
all  febrile  disorders,  excepting  in  clironic  pulmonary  disease 
with  slight  elevation  of  temperature. 

'  Fourteenth  International  Congress, 

*  Sptcm  of  Phys.  Thenip^ui.  (Cohen),  1902,  vol.  ix. 
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Win  tern  itz  has  obscrvTcl  the  disappearance  of  tuberculous 
ulcers  under  sun-ray  exposures. 

Quincke  found  that  under  the  influence  of  light  there 
was  increased  oxidation  in  pus  cells  and  in  the  blood  of 
leuka:mia.  While  increased  oxidation  has  been  shown  in 
human  organs  ground  up,  no  proof  is  offered  that  the  same 
would  occur  in  the  living  body. 

Dr.  Kime,'  of  Fort  Dodge,  Iowa,  in  60  cases  of  pulmo- 
nary tuberculosis  found  the  progress  arrested  in  12,  while 
marked  improvement  showed  in  11  others. 

His  glass  reflectors  have  a  diameter  of  thirty-six  inches, 
focusing  upon  the  bare  chest  at  three  feet  over  an  area  of 
eight  inches  diameter.  An  engorgement  of  blood  is  noted 
in  the  parts  rayed,  and  he  believes  the  blood  and  tissues 
absorb  a  high  percentage  of  the  light. 

Owing  to  the  form  of  the  apparatus  which  necessitated 
the  light's  passing  twice  through  a  plate  of  glass,  one  is  led 
to  the  conclusion  that  the  benefit  was  obtained  by  a  combi- 
nation of  the  blue  and  the  heat  rays.  The  instrument  being 
a  reflector,  there  were  necessarily  a  few  chemical  rays 
reflected  from  the  surface  of  the  glass,  but  the  nature  and 
reaction  of  these  rays  in  concentrated  form  make  it  ex- 
tremely improbable  that  they  were  sufiicient  in  quantity 
to  affect  the  result.  While  Kime^s  results  were  undoubtedly 
good,  his  premises  and  conclusions  were  faulty,  as  he  attrib- 
utes the  action  wholly  to  the  chemical  rays,  whose  action 
under  a  concentration  such  as  he  secured  by  his  apparatus, 
if  properly  constructed,  would  entirely  destroy  the  tissues. 
Further,  it  has  been  shown  by  various  investigators  that 
the  chemical  rays  are  absorbed  in  the  skin  to  a  great  extent, 
while  the  blue  and  rays  of  lesser  refrangibility  penetrate 
more  readily.  Curiously  he  mentions  the  fact  that,  although 
there  is  considerable  heat  in  the  focus  of  the  rays,  there  is 
less  blistering  of  the  skin  than  in  sunlight  containing  less 
heat,  which  clearly  proves  that  the  instrument  occludes 
most  of  the  chemical  rays,  w^hich  are  those  active  in  pro- 
ducing blistering. 

Generally  the   sun-bath  includes    the  whole  body,   the 


*  Xcw  ^"ork  Mcdicftl  Record,  NovcmlxT  i,  1902. 
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improvemeTit  in  metabolism  usually  being  more  important 
than  any  local  benefit  to  a  restricted  area.  The  p>atient 
walks  about  in  a  gymnasium,  roofless  apartment,  or  out-of- 
doors,  or  reclines  upon  a  couch  or  chair  in  a  screened-off 
area  of  the  housetop,  or  in  a  specially  constructed  solarium. 
The  duration  will  depend  also  upon  the  state  of  strength, 
powers  of  resistance,  sensitiveness  of  the  skin,  and  habitua- 
tion. The  time  will  vary  from  a  few  minutes  to  half  an 
hour  for  the  more  delicate  subjects,  increased  up  to  several 
hours  for  those  who  have  become  gradually  accustomed, 
and  particularly  in  dark-skinned  individuals  or  in  those 
whose  integument  has  become  tanned  by  previous  exposures. 
The  duration  varies  somewhat  also  with  climatic  or  atmos- 
pheric conditions.  It  is  well  known  that  the  power  of  the 
sun's  rays,  especially  in  their  actinic  properties,  is  materially 
increased  at  high  elevations.  This  is  also  true  of  the  rarefied 
atmosphere  found  sometimes  at  moderate  elevations.  At 
the  seashore  after  bathing  the  sun-and-air  bath  for  the 
naked  body  can  be  somewhat  more  prolonged,  and  here 
the  sand-bath  can  at  times  be  advantageously  added.  In 
inland  locations  a  variety  of  water-baths  may  be  employed 
after  the  sun-baths  to  enhance  its  benefit.  The  head  should 
be  protected  in  almost  all  instances,  and  especially  when 
insonmia  is  a  feature  of  the  case.  If  a  sun  dermatitis  is 
produced,  the  part  implicated  can  be  covered  with  appro- 
priate dressings  to  prevent  further  discomfort  or  damage 
while  the  baths  are  continued.  To  prevent  this  ill-effect 
Wintemitz  has  suggested  covering  the  body  vrith  some 
material  of  red  color.  To  secure  a  pronounced  local  effect, 
the  rays  can  be  concentrated  by  the  use  of  concave  mirrors, 
or  the  same  effect  can  be  produced  with  a  lens.  These 
methods  of  utili2dng  the  sun's  rays  have  been  famUiar  to 
physicians  from  remote  times.  But  as  focusing  effects  could 
scarcely  be  carried  to  the  point  of  benefiting  without  pro- 
ducing painful  burning,  the  methods  never  came  much  into 
vogue.  It  was  left  for  Finsen  to  make  the  necessary  sepa- 
ration of  the  rays,  excluding  those  which  produced  the 
painful  and  dangerous  effects  while  retaining  those  which 
gave  only  benefit.  Filtering,  as  it  were,  the  solar  stream, 
he  reduced  the  heat  rays  to  a  minimum  point  and  one 
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which  could  be  borne  by  the  human  tissues.    The  resulting  ^ 
erythema  does  not  show  itself  immediately  but  only  after 
a  short  period  of  latency. 

The  beneficial  influence  of  many  climes,  such  as  Colorado,, 
Mexico,  California,  Italy,  etc.,  is  attributable  to  the  long, 
strong,  and  almost  constant  sunlight  quite  as  much  if  not 
more  than  to  the  ability  of  the  pjatients  to  pass  a  large  pro- 
portion of  their  time  in  the  open  air. 

The  exhilarating  effect  is  attributable  to  stimularion   of 
the  nerv^ous  system,  and  this  makes  its  value  in  states  of- 
debility.     Besides  this  effect  it  may  cause  inflammation, 
oxidation,  and  inhibit  or  destroy  bacteria. 

Mount  Bleyer  has  studied  the  effect  of  the  sun  and  electric 
arc  rays  with  special  reference  to  their  physical  influence 
upon  iron  preparations  after  their  internal  administration, 
In  over  one  hundred  tuberculous  and  anaemic  patients, 
dilTerent  iron  salts  and  organic  preparations  were  admin- 
istered and  the  patients  placed  daily  in  the  rays  of  the  sun 
or  electric  arc  light.  It  was  found  in  this  way  that  the  iron 
salts  Avere  taken  up  much  more  rapidly  and  produced  more 
marked  beneficial  elTccts. 

Alopecia  Areata.  Schmidt*  points  out  the  action  of  light 
upon  the  growth  of  hair  and  nails,  %vhich  appears  to  be 
greater  in  summer.  This  he  attributes  to  the  action  of  the 
actinic  rays,  which  are  more  abundant  in  the  w^arm  seasons* 
A  hj^Dertrichosis  has  also  been  observ'ed  by  those  using  the 
Finsen  and  x-xzj  treatment  as  an  accidental  effect  upon  the 
arms  of  nurses  and  attendants.  There  is  no  doubt  that  sun- 
light, as  wtII  as  other  forms  of  light,  will  produce  increased 
vascularity  and  hence  influence  the  nutrition  of  hair  follicles. 
Experiments  on  guinea-pigs,  exposing  one  to  sunlight,  wliile 
the  other  was  placed  in  a  box  with  a  red-glass  window,  and 
other  experiments  made,  were  without  convincing  results. 
He  decides  that  the  more  rapid  growth  of  hair  and  nails  in 
summer  has  not  been  proven  to  be  a  result  of  actinic  ray 
action,  believing  it  to  be  more  properly  attributed  to  warmth* 

Lupus  Erythematosus.  It  has  been  observed  that  after 
sunburn  of  parts  affected  an  improvement  took  place. 


*  ArcWv  fiir  Dermal,  und  Syph.,  October,  1902. 
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Norman  Walker,*  who  is  a  careful  observer  and  a  derma- 
tologist of  note,  has  employed  twenty-minute  to  half-hour 
exposures  to  sunlight,  concentrated  by  a  lens,  but  without 
pressure  or  producing  blisters,  either  daily  or  every  second 
day.  Improvement  was  rapid  after  about  the  sixth  or 
eighth  sitting  in  several  cases  and  some  results  were  brilliant. 
The  lens  is  placed  at  about  twelve  inches  from  the  part. 

Dr.  Walker  says  large  areas  have  disappeared  at  times 
more  thoroughly  than  under  any  other  method  with  which 
he  is  familiar. 

Psoriasis.  Hyde  has  demonstrated  for  the  past  twelve 
years  that  psoriasis  in  certain  cases  has  been  cured  by 
exposure  of  the  body  to  sunlight. 

Tuberculosis  of  Jonvxs*  As  Ridlon  and  Willard  have 
probably  well  pointed  out^  we  must  not  rely  upon  the  sun 
effects  alone.  Without  mechanical  means  of  immobilization, 
etc.,  no  form  of  light  treatment  will  be  likely  to  succeed. 
Change  of  environment  from  sunless  quarters  to  the  open 
sunlight  probably  has  more  effect  than  an  increase  in  the 
sunlight  for  those  habitually  exposed  to  it. 


INCANDESCENT  LIGHT  BATHS. 

The  baths  that  have  come  into  use  of  the  type  called 
incandescent-light  baths  consist  of  a  number  of  incandescent 
electric  lamps  usually  arranged  in  some  form  of  permanent 
cabinet,  whose  interior  is  covered  with  mirrors  to  reflect 
all  of  the  light  upon  the  patient  within.  The  patient  sits 
upon  a  stool,  or  preferably  lies  naked  upon  a  couch,  for  a 
period  varying  with  the  condition  of  the  patient  and  nature 
of  the  disease.  A  profuse  perspiration,  general  in  character, 
is  an  almost  constant  accompaniment  of  this  form  of  treat- 
ment, and  is  the  eflect  generally  sought.  It  is  followed,  in 
the  majority  of  cases,  by  a  thorough  massage  of  the  whole 
body,  a  cold  bath,  or  both.  The  most  noticeable  effects 
obtained  in  these  baths  are  not  due  to  any  action  of  the 
lightj  per  se,  as  the  perspiration  cannot  be  in  any  way 


■  Scot,  Medical  and  Surgical  Journal,  June,  1903, 
28 
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attributed  to  the  action  of  light.  That  there  is  any  other 
efTect  than  that  of  a  profuse  sweating  has  not  been  in  any- 
wise proven,  though  claims  are  made  that  the  bath  has  a 
different  effect  from  an  ordinan^  heat-bath.  Most  authorities 
agree  that  the  effect  of  the  incandesccnt-light  baths  is  con- 
fined  to  the  results  of  diaphoresis.  The  light  effect  in  these 
baths  is  so  slight  as  not  to  be  appreciable  by  any  means 
at  our  disposal  at  present.  It  does  not  seem  at  all  probable 
that  there  is  any  effect,  as  the  theory  of  the  whole  arrange- 
ment on  which  the  method  is  based  appears  to  be  wTong. 
The  spectrum  of  the  incandescent  lamp  is  extremely  poor 
in  chemical  rays  and  rich  in  the  heat  rays.  The  glass  that 
surrounds  the  filament  is  a  screen  that  almost  completely 
occludes  the  few  chemical  rays  that  the  lamp  is  capable  of 
giving  off.  If,  as  in  mmv  forms  of  apparatus,  the  glass  of 
the  globe  is  of  blue  or  violet  tint^  the  result  is  that  the 
chemical  rays  are  still  further  excluded  from  the  light  that 
comes  from  the  lamp,  and  are  transformed  into  heat  rays  in 
the  glass.  The  lamp  besides  grows  very  hot  from  the  total 
absorption  of  heat  rays  and  then  radiates  heat  as  from  an 
indeiicndent  centre.  Also,  the  light  from  the  lamp  is 
reduced  to  the  blue  and  green  rays,  the  former  being  the 
weakest  recognized  chemical  rays,  and  the  latter  being  with- 
out known  chemical  action  of  any  kind.  All  of  the  rays 
that  are  absorbed  in  the  glass  are  transformed  into  heat  rays, 
and  when  the  glass  attains  a  certain  degree  of  heat,  radiation 
begins.  The  life  of  the  lamp  is  lessened  and  the  heat  of 
the  cabinet  increased  by  this  condition.  The  mirrors  that 
line  the  walls  of  the  cabinet  are  detrimental  to  the  efficiency 
of  the  apparatus,  as  the  heat  rays  are  freely  reflected,  but 
the  chemical  rays  only  partially  by  the  surface  of  the  glass,  |_^ 
and  those  that  go  into  the  glass  to  be  reflected  by  the  mirrors  ^ 
beyond  are  absorbed  in  the  glass  and  never  reach  the 
reflecting  surface  of  the  mercury  at  the  back,  as  glass  will 
not  transmit  ultraviolet  rays. 

Dr.  T,  D.  Crothers  has  described  a  light-bath  that  he 
makes  use  of  in  toxic  insanity  resulting  from  the  abuse  of 
drugs.  The  bath  consists  of  a  room  five  feet  square  and 
six  feet  high,  lined  with  tinnci:!  plate.  The  illumination 
consists  of  one  hundred  incandescent  lamps  of  standard 


PHO  TO  THERA  PE  UTICS 


435 


sixteen-candle  power  size.  The  energy  consumed  in  the 
bath  then  is  one  hundred  times  fifty  watts  or  five  kilowatts 
distributed  over  a  spiace  of  one  hundred  and  fifty  cubic 
feet.  Even  if  all  of  the  energy  in  such  a  bath  were  trans- 
formed into  light,  the  result  as  compared  with  undiluted 
sunlight  would  be  insignificant.  Supposing  that  the  patient 
be  placed  in  the  geometric  centre  of  the  room,  and  that  the 
lights  Ije  distributed  equally  on  all  sides  of  the  patient  at 
the  distances  of  the  walls  of  the  room.  Then  the  area  of 
the  patient,  w^hich  we  will  call  roughly  two  square  yards, 
will  be  illuminated  by  a  light  equal  to  approximately  one 
hundred  candles  to  the  square  yard,  at  a  distance  of  one 
foot.  This  is  enormously  overrated,  as  it  assumes  that  the 
maximum  light  falls  upon  the  patient,  that  all  parts  of  the 
body  are  exposed,  and  that  the  lamps  are  placed  in  a  sphere 
so  that  they  are  all  at  the  same  distance,  not  counting  the 
extra  distances  of  the  comers  of  the  room.  The  light  of 
the  sun  is  equal  to  670,000  candles  per  square  foot  at 
the  earth's  surface;  so  that  it  may  be  seen  that  the  effect 
of  the  sunlight  will,  at  the  least,  be  greatly  superior  to 
such  a  bath  as  described.  This  does  not  take  into  con- 
sideration the  lack  of  chemical  elements  in  the  lamp- 
light, and  their  presence  in  great  quantities  in  the  sun- 
light. It  is  true  that  the  light  of  the  sun  illuminates 
only  one  side  of  the  body  at  once,  but  that  may  be  over- 
come by  a  suitable  arrangement  of  a  coreflector  so  that  the 
light  may  fall  upon  the  surface  without  interruption,  and 
thence  upon  the  patient*  The  treatments  in  the  system 
just  referred  to  last  for  about  fifteen  minutes,  and  the 
sweating,  which  is  profuse,  begins  in  from  two  to  seven 
minutes.  It  is  claimed  that  the  sweating  is  more  profuse 
than  can  be  obtained  by  any  other  thermic  bath.  Granting 
this,  w*e  may  look  upon  the  incandescent  cabinet  as  an 
excellent  form  of  bath  for  certain  purposes,  but  must  not 
consider  it  a  powerful  light-bath.  On  the  other  hand,  there 
are  claims  put  forward  that  when  arrangements  are  made 
to  w^holly  eliminate  the  heat  the  beneficial  effects  are  still 
pronounced.  It  is  known  that  red  rays  at  times  act  as  a 
more  or  less  powerful  physiological  stimulant  and  regulator 
of  circulation.     As  these  together  wnth  the  orange  and  yellow 
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form  a  decided  majority  in  those  that  pass  through  the 
bulb,  we  should  attribute  any  benefit  to  them  rather  than  J 
to  the  ultraviolet,  which  becomes  absorbed  by  the  glass. 
It  has  also  been  pretty  clearly  shown  that  the  increase  in 
perspiration  is  not  always  attended  with  corresponding 
increase  in  circulation — a  feature  of  decided  importance  in 
the  treatment  of  subjects  of  heart  and  vessel  disease.  The 
effect  upon  the  circulatory  apparatus  was,  however,  found 
to  be  the  same  as  after  any  hot-air  bath.  The  temperature 
of  the  cabinet  is  usually  from  120^  to  150*^  F. 

Such  baths  are  said  to  have  been  in  use  in  America 
twenty  years  ago.  The  light-bath  of  Fernandino  Battistini 
consists  of  ioTty  lamps  of  the  usual  incandescent  variet\', 
and  the  temperature  in  the  cabinet  during  the  treatments 
is  said  to  be  from  50^  to  60°  C,  This  author,  as  all  the 
others  using  this  method,  dwells  upon  the  profuse  sweating 
produced. 

Caution.  In  his  presidential  address  before  the  Roentgen 
Society,  1902,  Girdwood  mentions  a  burn  caused  by  the 
hand  being  held  too  near  an  incandescent  lamp  for  a  long  ^ 
time.  Several  hours  after  exposure  there  was  itching,  fol- 
lowed by  blistering  and  injury,  which  lasted  several 
months. 

In  one  form  of  apparatus  the  patient  sits  or  lies  in  a 
cabinet  or  bath-box  arranged  with  fifty  lights  of  sixteen-  to 
tliirty-two-candle  power  each.  The  head  is  outside  the 
cabinet.  ^DilTerent  rows  of  lamps  are  turned  on  by  means 
of  smtcheSj  and  the  current  regulated  in  the  bulbs. 

Perspiration  begins  in  about  five  minutes  and  increases 
rapidly  and  may  within  twenty-five  minutes  become  profuse. 
It  is  said  that  if  the  heart  is  sound  no  unpleasant  sensation 
is  experienced,  even  at  a  temperature  of  70^  C.  or  over, 
but  an  erythema  of  the  skin  may  be  noted. 

Caution.  Too  long  exposures  produce  difficulty  of 
breathing,  palpitation,  and  nervousness.  Ordinarily  the 
temperature  should  not  exceed  45°  C*  The  head  should  be 
kept  cool. 

Some  cabinets  are  constructed  to  permit  of  spra>ing, 
making  applications  over  the  heart,  etc,  while  others  an* 
arranged  and  ventilated  to  enclose  the  entire  body. 
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Therapeutic  Indication.  Weakness  of  therapeutic  claims 
advanced  rests  upon  the  too  wide  range  of  diseases  claimed 
to  be  benefited  and  the  emplo)Tiient  of  incandescent  lamps 
so  much  weaker  than  daylight  in  chemical  rays.  Radiant 
heat  is  given  out  in  large  amounts  and  the  patient  in  the 
cabinet  perspires  freely,  getting  the  effect  of  a  Turkish  bath. 
Here,  as  abroad,  such  baths  have  been  largely  exploited  by 
charlatans  and  unscientific  persons,  to  the  detriment  of  the 
other  treatments  by  light  methods.  The  bath  is  well  calcu- 
lated to  impress  the  patient,  especially  if  of  a  neurotic  tem- 
perament. In  a  few  skin  diseases  characterized  by  dr^Tiess 
of  surface,  h\9erkeratinization,  desquamation,  tic,  the  in- 
candescent bath  may  act  well  by  macerating  the  horny 
scales  and  increasing  gland  activity,  but  it  should  be  looked 
upon  as  a  heat  rather  than  a  light  effect. 

In  anseraia  Wintemitz  has  demonstrated  that  there  is  an 
increase  in  the  percentage  of  haemoglobin  after  each  bath* 

Scientific  observ^ations  upon  the  definite  effects  are  all 
too  few,  and  the  whole  subject  must  be  still  carefully  inves- 
tigated. At  present  there  are  certain  indications  for  their 
use,  but  we  must  look  at  them  as  radiant  heat  rather  than 
light-baths,  excepting  where  the  heat  element  is  eliminated 

In  a  number  of  cases  of  arthritis  Eve^  found  decided 
benefit,  relief  of  pain,  increased  mobility,  etc.,  by  exposure 
to  electric-light  bulbs  of  sue  teen-candle  power.  The  heat 
(250^  F.)  effect  is  claimed  to  be  enhanced  by  the  light, 

Kellogg,  who  was  the  originator  of  this  method,  says  the 
incandescent  bath  is  the  most  effective  means  of  promoting 
the  absorption  of  exudates,  not  only  from  about  the  joints, 
but  in  the  pleural  and  peritoneal  cavities.  In  France  it 
has  been  used  in  exudates  of  the  cornea  and  in  vitreous 
opacities.  Local  applications  should  be  made  at  least  twice 
daily.  Hydrotherapeutic  measures,  massage,  and  electricity 
are  considered  valuable  adjuncts.  The  chief  indications  are 
in  the  rheumatic  and  alloxuric  diathesis,  chronic  tuber- 
culosis, inflammatory  bone  diseases,  nephritis,  neuralgias, 
myalgias,  anaemia  and  chlorosis,  diabetes,  obesity,  gout, 
a^ifhma,  etc. 

*  Lancet,  May,  190 1»  p.  1396. 
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ARC-LIGHT  BATHS. 

The  application  of  the  arc-light  bath  to  the  cure  of  disease 
is  said  by  Gamault^  to  be  an  outcome  of  an  accidental 
observation  by  a  Mr.  Tour6  of  its  benefit  in  a  workman 
afflicted  with  rheumatism,  who  was  completely  cured  by 
remaining  in  the  vicinity  of  an  intense  arc  light  used  for  an 
electric  fountain,  and,  subsequently,  that  in  works  employ- 
ing electric  soldering,  in  which  there  is  a  great  effulgence 
of  light,  workmen  had  ceased  to  be  affected  by  such  diseases 
as  rheumatism  and  gout. 

Electric  arc  light  as  it  is  employed  for  illuminating 
purposes  produces  much  the  same  effect  as  the  sun's  rays 
upon  the  integument,  both  as  regards  the  erythema, 
dermatitis,  increased  pigmentation  and  perspiration.  It 
is,  therefore,  not  surprising  that  the  arc  light  should  be 
employed  as  a  substitute  for  the  sun-bath.  There  are 
reasons  for  believing  in  its  powers  to  affect  vital  processes, 
drawn  from  physiological  experiments  on  the  promotion 
of  cell  growth  and  protoplasmic  activity  in  plants.  Ex- 
periments at  Cornell  University  in  1890  confirmed  those 
of  Siemens,  carried  out  ten  years  before,  showing  that  its 
effect  on  plant  growth  compared  favorably  with  that  of 
sunlight.  The  arc-light  bath  can  be  arranged  in  a  cabinet 
which  does  not  enclose  the  head.  wSuch  a  cabinet  of  simple 
construction  can  be  so  arranged  that  a  blue  screen  may  be 
interposed  between  the  patient  and  the  light  when  the 
actinic  rays  alone  are  sought  or  a  red  screen  when  heat  is 
desired. 

Compared  with  the  general  sun-bath,  decided  perspiration 
can  be  produced  in  a  much  shorter  time  and  a  few  minutes' 
exposure  is  said  to  produce  decided  tonic  effects.  The 
action  upon  the  healthy  skin  is  to  produce  at  times  a  redden- 
ing of  the  surface,  which  has  lately  come  into  dermatological 
nomenclature  as  erythema  electricum.  This  has  been  dem- 
onstrated to  be  due  to  actinic  rays  by  Widmarck,  Charcot, 
and  others.    The  arc  light  approaches  sunlight  most  nearly 

^  Communicatit)n  to  the  Academv  of  Sciences. 
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in  its  luminous  and  chemical  power,  and  even  surpasses  it 
in  the  cjuantity  of  available  actinic  rays.  Exposure  to  a 
very  powerful  arc  light  is  found  to  produce,  besides  burning 
of  the  skin,  chemosis  of  the  conjunctiva  with  coryza  and 
photophobia. 

Tuberculosis,  While  the  actinic  and  x-rays  may  inhibit 
development,  growth,  and  activity  of  tubercle  bacilli  locally^ 
the  individual  must  not  be  left  out  of  consideration.  All 
knov\m  means  must  Ije  employed  simultaneously  to  strengthen 
the  resisting  powers. 

FreudenthaP  believes  that,  while  he  has  never  cured  a 
single  case  of  advanced  tuberculosis  of  the  lungs  by  exposure 
to  the  arc  light,  it  is  of  decided  value  as  an  auxiliary  treatment 
to  other  measures.  The  skin  of  the  chest,  due  to  the  trans- 
illumination, is  stimulated  to  a  greater  activity,  increasing 
general  metalx)lism,  thereby  improving  nutrition.  He  notices 
in  a  number  of  cases  that  the  light  reduced  the  high  temper- 
ature for  a  few  hours  just  as  a  bath  would  have  done.  In 
comparing  it  to  hydrotherapy,  he  claims  that  it  is  far  superior 
in  removing  pain  more  promptly  and  in  facilitating  expec- 
toration. 

Tuberculosis  of  the  L.aj^ynx.  The  arc  light  has  been 
used  in  the  treatment  of  this  disease  with  ver}^  encouraging 
results. 

Frcudenthal,'  who  has  had  a  very  extensive  experience 
in  the  treatment  of  these  lesions  with  the  arc  light,  finds 
the  latter  of  great  benefit  in  alleviating  some  of  the  most 
annoying  symptoms,  at  times  in  a  remarkably  short  period. 
He  finds  it  of  most  value  in  cases  where  ulcerative  processes 
exist  that  cannot  l>e  reached  by  any  other  means.  The 
apparatus  he  prefers  is  an  ordinary  search  light  as  used  on 
board  ships,  which  lately  has  Ixen  modified  and  called  the 
electro-arc  chromolume.  To  prevent  heat  efl'ects  he  washes 
parts  with  pieces  of  linen  kept  on  ice  as  soon  as  they  become 
too  warm,  and  has  the  patients  turn  around  slowly  in  their 
chair  and  successively  expose  the  different  parts  of  the  chest 
or  larj'nx  to  the  light  rays.  The  exposures  may  be  given 
for  thirtv  minutes  or  more  without  anv  inconvenience.    In 


*  New  York  Medicu)  Journal,  July  12,  190a. 
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some  cases  he  uses  a  blue-glass  screen  at  the  beginning  of 
treatment  until  the  patients  become  more  accustomed  to 
the  light. 

Hay  Asthma.  In  this  condition  the  results  achieved  by 
the  electric  light  appear  very  satisfactor)\  This  may  be 
partly  attributed  to  the  fact  that  the  neurotic  element  is  a 
very  important  factor  in  this  disease. 

Freudentliar  reports  24  cases  treated,  out  of  vrhich  14 
were  decidedly  improved  in  a  very  short  time,  10  were 
not  benefited  very  much  or  discontinued  treatment  too  soon. 

He  applies  the  light  to  tlie  face  indirectly  by  letting  it 
pass  through  a  blue  screen.  In  a  number  of  cases  some  of 
the  most  distressing  symptoms  were  relieved  after  the  first 
exf>osure.  He  finds  that  the  subsequent  recurrences  are 
weaker  after  this  treatment. 

Hewitt  Light  {Mercury  Arc  Light),  Among  the  newest 
discoveries  of  light  in  a  form  which  may  come  to  have  thera- 
peutic usefulness  is  the  recent  finding  of  Peter  Cooper  Hewitt, 
which  consists  of  a  vacuum  globe  containing  mercury  vapor* 
The  vapor  opposes  marked  resistance  to  the  passage  of  a 
current  of  electricity  until  the  latter  reaches  a  certain  high 
potential,  when  it  gives  away  suddenly,  allowing  to  pass 
through  it  a  current  of  low  potential;  this  produces  a  light 
giving  out  all  rays  excepting  red  and  causing  objects  to 
appear  in  a  greenish-blue  tint.  Though  not  adopted  yet 
to  any  great  extent  for  illuminating  purposes,  eight  times 
the  quantity  of  light  can  be  produced  with  the  same  power 
necessary  for  an  Edison  lamp.  In  otlier  words,  the  energy 
is  converted  largely  into  luminous  and  chemical  rays,  w^hile 
heat  rays  as  in  the  ordinary  bulb  are  practically  excluded. 
It  requires  a  powerful  current  for  a  moment  to  overcome  the 
high  resistance  of  the  cold  meTcur}^  When  this  is  accom- 
plished a  weaker  current  passes  readOy  and  produces  a  most 
brilliant  light. 

Hewitt's  mercury  bulb  possesses,  besides,  the  peculiar 
power  of  converting  an  alternating  into  a  direct  current. 

A  mercury  arc  lamp  for  therapeutic  purposes  has  been 
used  by  Sinclair  Tousey,  of  this  city,  but  results  are  not 
yet  published. 

*  New  York  Medical  Journal »  July  i,  1902. 
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TREATMENT  BY  BLUE  LIGHT. 


History.  It  is  with  no  little  satisfaction  that  mention  of 
General  Pleasanton  must  be  here  made.  Not  that  we  con- 
sider  that  his  blue-light  treatment  of  consumption  was  either 
highly  scientific  or  successful,  but  we  must  look  back  upon 
him  as  the  pioneer  who  forced  his  grain  of  truth  upon  the 
world *s  field  of  knowledge. 

This  httle  grain  has  taken  years  to  germinate  and  fructify, 
but  the  actinic-light  treatment  of  to-day,  wdth  all  its  powers 
for  good  to  humanity,  undoubtedly  owes  its  inception  to  the 
investigations  his  w^ork  stimulated.  This  Finsen  himself 
admits,  be  it  said  to  his  credit. 

While  the  fact  that  in  the  apparatus  used  by  Pleasanton 
and  Pancoast  the  sun^s  rays  wTre  passed  through  blue  glass 
before  reaching  the  patient  makes  them  eligible  to  our  list 
of  blue-light  baths,  it  renders  them  unentitled  to  consider- 
ation as  actinic-light  treatment  in  our  modern  acceptation 
of  this  term. 

Blue  light  challenges  somewhat  lengthy  and  careful 
consideration  because  of  the  many  forms  of  apparatus  put 
upon  the  market  wath  claims  of  equalling  and  even  surpass- 
ing those  made  for  treatment  by  \dolet  and  ultraviolet  light. 

In  187 1  a  most  remarkable  book  appeared,  by  General 
Augustus  Pleasanton,  on  '*The  influence  of  the  blue  ray 
of  the  sunlight  and  of  the  blue  color  of  the  sky  in  developing 
animal  and  vegetable  life,  in  arresting  disease,  and  in  restor- 
ing health  in  acute  and  chronic  disorders  in  human  and 
domestic  animals." 

The  theory  was  advanced  that  all  manifestations  of  nature 
are  due  to  electricity. 

Several  remarkable  results  are  reported  of  increased 
vitality  in  plants  subjected  to  the  influence  of  light  which 
had  traversed  panes  of  blue  glass,  and  some  results  upon 
animals  which  were  confined  in  blue-glass  pens  as  compared 
with  control  animals  of  equal  physical  characteristics  sur- 
rounded by  plain  glass.  The  case  of  a  WTak  calf  that  grew 
strong  and  well  in  a  blue-glass  pen  is  considered  sufficiently 
convincing  to  warrant  the  enthusiastic  belief  that  by  the 
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aid  of  blue  light  one  can  mature  quadrupeds  in  tw^elve 
months  with  no  greater  supply  of  food  than  would  be  used 
for  an  immature  animal  in  the  same  period. 

This  author  finds,  conveniently  for  his  theories,  that 
*'the  exuberance  of  animal  life  and  the  rapid  growth  of 
vegetable  life  in  the  Arctic  regions  are  said  to  be  unequalled 
in  any  other  part  of  our  world."  He  then  proceeds  to  show 
that  the  reason  for  this  is  the  same  as  for  like  conditions  in 
the  tropics,  viz.,  the  intense  blue  color  of  the  sky. 

He  says:  '* Let  us  attempt  a  solution.  The  juxtaposition 
of  plain  uncolored  glass  and  blue  glass  in  the  passage  of 
sunlight,  and  the  transmitted  blue  light  of  the  firmament, 
and  the  eliminated  blue  rays  of  the  sunlight  through  them 
respectively  evolves  an  electromagnetic  current,  which  im- 
parts to  vegetable  or  animal  life  subjected  to  it  an  extraordi- 
nary impulse  to  the  development  of  their  respective  vigor 
and  growth.  Their  vitality  is  strengthened  so  as  to  resist 
disease." 

He  maintained  that  the  sudden  impact  of  the  intercepted 
rays  on  the  outer  surface  of  the  blue  glass,  striking  it  with 
inconceivable  speed,  produced  a  great  amount  of  friction. 
By  friction  electricity  is  evolved,  and  when  opposite  elec- 
tricities meet  in  conjunction  their  conflict,  according  to  the 
celebrated  Danish  philosopher,  Oersted,  develops  magnet- 
ism. The  electricity  i)roducc(l  by  the  friction  is  negative, 
while  the  electric  condition  of  the  glass  is  positive.  The 
heat  evolved  sufliciently  expands  the  pores  of  the  glass  to 
pass  through  it,  and  then  we  have  within  the  apartment 
electricity,  magnetism,  light,  and  heat — all  essential  elements 
of  vital  force. 

Following  Pleasanton's  effort,  another  work  appeared  in 
1877,  on  *'blue  and  red  light,"  from  the  pen  of  Dr.  S. 
Pancoast,  "  based  upon  thirty  years'  study."  This  writer 
considers  light  essentially  nature's  remedy.  The  undulatory 
or  wave  theory  of  the  transmission  of  light  is  unqualifiedly 
rejected. 

There  is  nothing  of  great  scientific  interest  in  this  book, 
which  serves  as  an  example  of  how  little  had  really  been 
accomplished  up  to  Finsen's  time;  although  Pleasanton  and 
others  fearlessly  stood  forth  in  defence  of  principles  and 
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beliefs  which,  in  the  Hght  of  present  knowledge,  must  be 
looked  on  as  prophetic. 

The  supposition  in  the  PleasantQn  system  was  that  the 
blue  glass  added  something  to  the  light  which  rendered  it 
different  from  white  light.  It  can  readily  be  seen  that  white 
light  from  which  the  blue  glass  had  not  been  permitted  to 
extract  nine-tenths  of  the  rays  would  have  lx;en  much  more 
efficient,  and  that  the  insignificant  chemical  action  of  the 
red  rays  even  would  have  added  something  to  the  total 
effect,  not  to  mention  the  chemical  rays  which  are  almost 
totally  excluded  by  white  glass  and  entirely  so  by  blue. 

In  the  system  of  Pancoast  it  is  assumed  that  the  red 
light  exerts  one  class  of  chcmotaxis  and  blue  another.  It 
is  true  that  such  a  difference  exists  in  the  inorganic  chemical, 
but  it  is  doubtful  if  the  same  effect  is  known  in  the  animal 
economy.  Pancoast,  like  his  predecessor,  labored  under 
the  delusion  that  the  l>lue  liglit  was  the  most  powerful 
chemically,  and  overlooked  the  fact  that  green  light  is 
equally  transmissible  with  blue  light  through  blue  glass. 

Action.  While  all  of  the  work  of  Finsen  and  all  pro- 
cedures based  on  his  method  are  undoubtedly  largely 
dependent  ui>on  the  destructive  action  of  the  so-calted 
chemical  rays,  which  are  found  in  greatest  abundance  in 
the  ultraviolet  region  of  the  spectnmi,  it  is  undoubtedly 
true  that  the  blue  rays,  which  abound  in  ordinal}'  white 
light,  and  which  are  kno\\ii  to  possess  along  with  the  violet 
the  most  potent  chemical  powers  of  any  of  the  visible  rays, 
have  a  stimulating  action  on  animal  organisms.  This  state* 
ment  is  made  in  view  of  the  evident  results  which  have  been 
obtained  by  some  reputable  observers  who  have  applied 
this  method,  particularly  in  states  of  general  debilit}\ 

There  is  no  convincing  evidence  that  concentrated  Uue 
light  has  any  of  the  qualities  of  the  ultraviolet  rays.  The 
failures  that  have  almost  constantly  followed  attempts  to 
treat  lupus  and  similar  conditions,  in  which  the  aim  is 
toward  destruction  of  morbid  tissues,  liy  means  of  apparatus 
provided  with  glass  lenses  and  water-baths  through  which 
the  rays  have  to  [>ass,  is  evidence  that  the  action  of  blue 
light  differs  materially  from  ultraviolet. 

There  can  Ix*  no  doubt,  however,  that  patients  whose 
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bodies  are  exposed  to  light  become  greatly  stimulated,  and 
that  when  the  passage  of  the  light  is  unobstructed  the  results 
are  better.  Some  cures  of  ver}^  serious  conditions  followiiig 
exposure  to  light  have  been  reported,  and  in  so  many 
undoubted  cases  has  decided  benefit  followed  treatment 
by  sunlight,  that  were  one  to  reject  light  as  a  stimulating 
agent  he  would  be  open  to  the  charge  of  not  being  open 
to  conviction. 

It  is  evident  withal  that  sunlight  and  electric  light,  when 
permitted  to  fall  upon  the  human  body  without  too  great 
obstruction  from  clothing  for  periods  sufficiently  long,  exert 
a  beneficial  action. 

It  is  doubtless  the  same  with  w^hite  light  as  with  the  blue 
rays  alone,  but  in  the  present  state  of  our  mechanical  and^ 
optical  methods  it  is  necessary  to  exclude  the  rays  below 
the  green  in  order  to  obtain  proper  freedom  from  heat  in 
utilisiing  light  rays.  For  this  reason  the  designation  blue- 
light  treatment  answers  ver)^  wx41  for  all  systems  of  applica- 
tion of  light  for  purposes  of  stimulation.  On  the  other  hand, 
a  possibility  exists  that  there  is  some  difference  in  the  efifects 
of  the  white  light  and  the  blue  light  alone  or  combined 
with  the  green  and  the  visible  violet.  This  is  extremely 
improbable,  however,  for,  although  there  has  been  found  a 
feeble  action  in  the  lower  opposite  or  red  end  of  the  spectrum, 
experiments  on  animals  indicate  that  the  action  of  whitCi 
light  is  exactly  similar  to  that  of  the  so-called  chemical  rays. 
It  seems,  then,  that  the  action  is  the  same  in  cither  case,  and 
that  the  reason  for  excluding  the  rays  lower  than  the  green 
is  simply  to  render  the  heat  exclusion  more  complete* 

The  chemical  action  of  blue  rays  is  extremely  slight  and 
must  be  regarded  as  insignificant  w^hen  compared  with  the 
ultraviolet. 

We  are  justified,  therefore,  in  attributing  any  action, 
secured  from  apparatus  in  which  the  light  is  permitted  to 
pass  through  glass,  to  the  blue  rays;  and  although  the  color 
of  the  transmitted  light  may  be  white  the  apparatus  is, 
strictly  speaking,  a  blue-light  machine. 

The  action  of  the  blue  light  is,  in  all  of  the  cases  reported, 
apparently  a  stimulating  one,  and  destructive  action  is,  in 
all  probability,  unobtainable  from  this  form  of  apparatus. 
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Effects  oil  Bacteria.  The  action  of  blue  light  upon 
bacteria  is  at  the  present  time  doubtful  Definite  experi- 
ments have  not  yet  been  made  to  determine  whether  the 
action  is  stimulating  or  retarding.  One  \\'ould  naturally 
argue,  from  the  fact  that  lower  forms  of  animals  have  been 
showTL  to  have  a  tendency  to  shun  the  blue  light,  that  the 
action  was  a  harmful  one;  but  in  the  absence  of  definite 
knowledge  upon  the  subject,  and  in  light  of  the  fact  that 
many  bacteria  are  of  vegetable  origin,  and  in  view  of  our 
modem  conceptions  of  heliotropismj  it  w^ould  be  quite  as 
rational  to  argue  that  the  action  was  beneficial  to  their 
growth  as  retarding.  At  all  events^  it  is  well  known  that 
many  human  parasites  are  gready  disturbed  by  light,  and 
are  active  only  in  darkness.  Furthermore,  in  many  diseases 
of  supposed  parasitic  origin  the  pains  and  other  symptoms 
are  greater  at  night,  w^hile  in  others,  and  non-parasitic  con- 
ditions, the  pains  disappear  with  sunset. 

LoeVs  experiments  show^  that  blue  and  violet  lights 
stimulate  animal  cells.  This  stimulation  is  thought  to  be 
due  to  chemical  changes  produced.  Experiments  made  by 
Finsen  show  that  blue  light  retards  growth. 

Apparatus  and  Methods  of  Application,  Sterkel  claims 
that  all  blue  glasses  before  being  employed  in  light  therapy 
should  be  analytically  examined  under  a  spectroscope  to 
determine  the  quality  of  the  rays  passing  through  them. 
It  is  only  blue  glass  of  good  quality  which  is  of  any  thera- 
peutic use;  others  are  of  no  more  value  than  ordinary  white 
glass,  permitting  all  the  colors  to  pass  through. 

Kaiser^  reports  very  good  results  from  blue  light  produced 
by  a  continuouS'Current  arc  lamp  supplied  with  horizontal 
carbons  and  a  current  from  15  to  30  amperes.  The  carbons 
are  automatically  held  apart. 

The  **Volta  arc,"  as  it  is  called,  has  a  very  high  temper- 
ature and  contains  all  the  colors  of  the  spectrum.  The 
reflector  is  in  a  frame  so  arranged  that  it  may  be  revolved 
in  any  direction*  The  light  rays  are  collected  and  reflected 
through  a  parabolic  mirror  attached  at  the  back  of  the 
apparatus.    Between  the  light  and  the  patient  is  placed  a 


*  Wiener  klin-  Rundschau,  1903,  Nos.  16  and  17. 
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blue-glass  window  as  a  filter  glass.  The  glass  of  the  filter 
is  made  up  of  a  number  of  narrow  strips,  as  in  this  way 
they  stand  the  heat  much  l)etter* 

To  prevent  the  light  from  passing  between  the  strips, 
they  overlap.  The  patient  sits  at  the  focus  behind  this 
screen,  the  window  of  which  can  l>e  raised  or  lowered  at  will. 

The  exposures  generally  last  about  half  an  hour.  WTien 
the  affection  is  deep-seated  and  a  more  penetrating  light  is 
desired,  there  is  substituted  a  metallic  box  provided  with 
two  large  hollow  glasses  and  an  arrangement  to  permit  the 
in-  and  out-flow^  of  fluids.  This  is  mounted  in  a  small,  round 
frame  which  can  be  slipped  into  tlie  reflector  stand.  It  is 
filled  with  an  aqueous  solution  of  methylene  blue  diluted 
with  a  solution  of  alum.  The  affected  parts  are  placed  in 
the  focus  of  the  lens.  As  the  fluid  in  the  lens  becomes  hot, 
it  should  l)e  allowed  to  flow  in  and  out  continuously. 

The  distance  from  the  reflector  to  the  filter,  or  to  the 
collector,  depends  entirely  on  the  intensity  of  the  light. 
They  are  so  placed  as  not  to  be  broken  by  the  heat.  With 
a  continuous  current  of  20  amp&res  the  distance  should 
be  about  tw^o  metres,  with  an  intermittent  current  less  than 
half  this  distance.  The  patient  should  wear  gray  glasses 
during  treatment/ 

Kaiser  claims  to  have  had  as  good  results  with  this 
apparatus  as  the  Finsen  method  can  show. 

The  various  diseases  to  which  the  blue  light  is  especially 
or  pre-eminently  applicable  are  not  numerous.  Many 
amenable  to  the  blue  rays  are  also  influenced  by  light  baths 
in  general,  and  will  be  found  considered  in  this  chapter. 

In  employing  the  Betts  lamp  a  number  of  observers, 
including  Wilson,  have  seen  good  effects  upon  the  healing 
of  ulcers,  and  as  a  stimulating  application  after  operation 
to  hasten  repair. 

Therapy,  AsTHiL\.  Two  cases  of  asthma  w-ere  believed 
to  have  been  aborted  in  Minin's  service. 

Lupus.  The  reflex  action  produced  by  blue-light  expo- 
sures Kaiser^  believes  has  a  powerful  stimulating  effect  on 
metabolism  in  lupus  and  lupus  erythematosus. 


*  NcwZcalami  Medical  Journal,  March,  icjoii 
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The  influence  of  these  visible  chemical  rays  is  direcdy 
proportional  to  the  distance  and  intensity  of  the  light. 
The  light  penetrates  blood-filled  tissues  and  favors  absorfn 
tion.  Pain  can  be  relieved,  and  it  is  said  actual  anaesthesia 
produced  by  concentrating  the  light. 

Colquhoun^  has  devised  a  method  for  the  employment 
of  the  blue  light  in  lupus  and  other  diseases.  The  patient 
is  seated  with  the  back  to  a  window,  the  simlight  from 
which  is  reflected  from  a  mirror  placed  at  some  distance 

Fig.  88. 


Minin's  lamp. 

in  front  of  the  patient.  The  reflected  rays  are  focused 
through  a  biconvex  lens  of  eight  to  twelve  inches'  focal 
length.  The  rays  pass  through  a  bottle  containing  an 
aqueous  solution  of  ammoniated  sulphate  of  copper.  By  the 
aid  of  a  hand-mirror  the  patient  keeps  the  diseased  area 
within  the  focus  of  the  concentrated  beam  of  blue  light. 
The  sittings  are  of  an  hour's  duration. 

Neuralgia.    Arienzo  got  good  results  in  six  cases,  and 
finds  that  concentrated  blue  rays  have  marked  analgesic 


*  New  Zealand  Medical  Journal,  March,  1901. 
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qualities,  believing  that  they  penetrate  to  tlie  deeper  tissues, 
and  have  an  action  upon  the  circulation  of  the  efferent  and 
afferent  bloodvessels  of  the  nerve. 

The    apparatus    employed    consisted    of   a    bell-shaped  j 
reflector  sufficient  to  converge  all  the  light  from  a  thirty- 
candle  power  lamp,  the  patient  being  at  15  cm,  distance, 
sittings  being  of  ten  to  fifteen  minutes'  duration. 

Daniloff  reports  from  Minings  senice,  in  the  military 
hospital  at  St.  Petersburg,  twelve  cases  of  neuralgic  or 
neuritic  affections  improved  or  cured  by  the  application  of 
blue  light.  The  blue  light  expels  the  l^lood  from  the  parts, 
while  the  white  light  causes  hypcraemia*  One  patient  who 
had  suffered  for  nine  years  from  rheumatic  neuralgia  in  one 
shoulder  secured  marked  benefit. 

Tuberculosis*  In  tuberculosis  of  the  skin  and  of  the 
articulations  Kaiser  generally  gets  his  first  reaction  in  from 
fourteen  to  twenty  sittings.  He  reports  cases  of  tuberculosis 
of  the  lungs  completely  cured,  and  others  ver>^  much  bene- 
fited. 

The  visible  chemical  rays  (blue  light)  increase  metabolism 
through  the  reflexes.  This  is  mainly  attributed  to  the 
strongly  refracted  rays.  The  chemical  rays  are  the  only 
ones  of  any  value. 

The  action  is  in  direct  proportion  to  the  distance  and 
intensity  of  the  source  of  Hght,  The  light  penetrates  even 
the  tissues  filled  with  blood  so  readOy  that  its  ability  to 
affect  the  deeper  parts  cannot  be  doubted.  It  assists  resorp- 
tion and  quiets  pain.  In  concentrated  form  it  is  even  a 
mild  anoesthetic. 

The  blue-light  treatment  is  instanced  in  a  case,  reported 
by  Dr..  Antonio  Sciascia/  of  tuberculous  peritonitis  which 
w-as  entirely  cured  by  daily  exposures  to  concentrated  sun- 
light w^hich  had  passed  thu-ough  a  filter  having  glass  sides 
and  contauiing  a  solution  of  copi>er  nitrate.  The  patient 
was  a  female  child,  aged  nine  years,  the  etiology  being 
positive.  There  was  considerable  ascites  and  pain  in  the 
abdominal  region,  and  the  lymphatic  nodes  of  the  abdomen 
were  greatly  enlarged.    These  conditions  were  complicated 

*  La  fototerapia,  Romaj  1902. 
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with  vomiting,  and  the  urine  was  scarce  and  contained  a 
trace  of  albumin.  The  treatment  consisted  in  the  applica- 
tion of  condensed  chemical  light,  which  application  was 
made  to  include  the  whole  of  the  abdominal  and  thoracic 
regions,  and  was  continued  for  one  hour  daily.  Gradually, 
though  slowly,  resolution  of  the  ascites  and  the  size  of  the 
chain  of  glands  with  amelioration  of  the  pain  occurred, 
accompanied  by  improvement  in  the  general  nutrition.  The 
treatment  consumed  three  months,  and  now,  although  five 
years  have  passed,  there  has  been  no  sign  of  a  return  of  the 
disease.  This  result  was  attained  without  any  internal  or 
external  medicinal  measures. 


NEGATIVE  PHOTOTHERAPY. 

Red  Light.  This  method,  founded  by  Finsen,  is  based 
upon  the  exchision  of  chemical  rays  just  as  the  positive 
methotl  has  for  its  basis  the  utilizing  of  these  same  rays  of 
short  wave  length. 

Finsen's  attention  was  first  directed  to  the  effect  of  light 
upon  the  skin  by  some  old  American  and  English  reports 
upon  its  injurious  influence  in  smallpox. 

Like  many  other  discoveries  in  medicine,  this  one  had  to 
fall  into  desuetude  and  be  almost  forgotten,  to  be  revived 
and  firmly  established  later  on. 

In  febrile  infectious  diseases  the  belief  has  long  existed 
that  much  benefit  w^as  to  be  derived  from  surrounding  the 
patient  with  an  atmosphere  of  red. 

Monmenu^  relates  that  a  son  of  Edward  L,  King  of  Eng- 
land, was  wrapped  in  red  material  during  the  whole  course 
of  his  illness  from  smallpox.  This  author  has  treated 
measles,  scarlatina,  and  variola  with  red  light  and  finds  it 
of  real  worth  in  the  first-and  last-mentioned  aflfections,  but 
does  not  pass  final  Judgment  in  the  case  of  scarlatina.  He 
believes  the  mode  of  action  to  be  not  so  much  the  efi"ect 
of  the  red  light  itself  as  the  influence  the  latter  exerts  in 
shutting  out  other  rays  w*hich  w^ould  prove  irritating. 


'  Rev.  de  M#d.  y  Cir.,  No.  40,  p-  745. 
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In  measles  there  was  a  quicker  course  to  the  disease  and 
a  beneificial  effect  on  the  conjunctivitis. 

In  variola,  according  to  Finsen's  observations,  daylight 
has  a  decidedly  injurious  effect  upon  the  suppurative  stage 
and  course  of  variola  and  consequently  upon  the  death  rate. 
Aside  from  this,  if  his  contention  is  true  that  the  suppurative 
stage  is  prevented  or  greatly  modified,  the  resulting  deformity 
from  pitting  will  be  lessened— in  itself  a  great  desideratum* 
He  states'  that  the  greatest  number  of  fatalities  are  due  to 
the  suppuration,  and  that  the  mortality  is  surely  diminished 
by  diminishing  suppuration. 

So  sure  is  the  author  of  his  position  in  this  matter  that 
he  considers  it  unwarrantable  for  health  authorities  to  treat 
these  patients  in  daylight.  It  is  also  looked  upon  as  a 
shortcoming  on  the  part  of  any  physician  not  to  make 
pro\dsion  for  carrying  out  this  treatment  as  soon  as  a  diag- 
nosis of  smallpox  has  been  made. 

All  necessary  light  in  a  red  room  may  be  supplied  by  a 
•candle. 

When  treatment  is  carefully  carried  out  we  find,  as  a 
rule,  that  the  secondary  fever  is  lacking  or  only  slightly 
marked,  and  that  the  course  of  the  disease  is  very  much 
shortened. 

If  it  is  adopted  before  the  suppurative  stage  begins,  it  will 
in  most  instances  prevent  suppuration,  but  if  the  latter  has 
already  begun  it  will  not  stop  it*  Some  authors  believe  that 
by  preventing  suppuration  we  also  lessen  the  danger  of 
spreading  infection. 

Empiricism  here,  as  in  many  another  instance  in  medicine, 
preceded  the  scientific  explanation  and  application  of  the 
principle.  The  use  of  red  curtains  and  similar  devices  in 
olden  times  has  been  spoken  of  in  Chapter  XXI. 

Contraindications  might  be  found  in  a  peculiar  excitation 
to  which  patients  and  attendants  are  at  times  exposed  from 
the  continuous  red-light  atmosphere. 

Treatment  by  Red  Light.  At  the  present  time  Finsen 
does  not  consider  a  red  room  for  treating  variola  adequate 
unless  it  fulfils  the  requirements  of  a  photographic  dark  or 
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developing  room.  As  a  test  for  the  quality  of  light  he 
suspends  a  photographic  plate  in  the  room  in  which  the 
patient  is  being  treated,  and  if  it  becomes  blurred  he  regards 
the  method  as  faulty  and  does  not  expect  good  therapeutic 
results. 

He  claims  that  it  is  absolutely  essential  to  carry  out  the 
following  rules  to  get  satisfactory  results: 

I*  The  exclusion  of  chemical  rays  must  be  absolute. 
The  skin  in  smallpox  is  as  sensitive  as  a  photographic  plate, 
and  must  be  protected  in  the  same  manner  and  with  similar 
care.  If  red  wdndow^-panes  are  employed,  these  must  have 
a  deep-red  color,  and  if  one  uses  curtains  these  must  be 
very  thick,  and  several  must  hang  one  behind  the  other. 
When  the  patient  has  his  meals  or  upon  the  visit  of  the 
physician^  artificial  light^for  example,  a  weak  lamplight — 
may  be  used  without  danger. 

2.  The  method  allows  of  other  kinds  of  treatment  being 
carried  out  at  the  same  time, 

3.  It  is  to  be  applied  as  soon  as  possible;  the  nearer  one 
comes  to  the  stage  of  suppuration^  the  less  chance  one  has 
of  accomplishing  his  object. 

4.  The  patient  must  remain  in  the  red  light  until  the 
pustules  are  dried  up. 

That  red  light  may  also  have  some  deleterious  influence 
is  shown  by  the  fact  that  a  cerebral  excitation  was  noted 
by  Bayle  in  a  manufactorj^  of  photographic  articles  among 
the  men  who  worked  in  the  red  room.  When  the  red 
window-panes  were  replaced  by  green,  these  symptoms  dis- 
appeared. He  recommends  similar  substitution  in  the  event 
of  smallpox  patients  developing  psychical  or  mental  con- 
ditions not  attributable  to  the  disease. 

Bouchacourt  finds  that  red  light  has  the  same  effect  on 
smallpox  as  darkness,  while  experiments  on  animals  indicate 
that  those  showing  a  decided  liking  for  light  (butterflies) 
prefer  blue  chemical  rays,  and  such  animals  as  show^  dis- 
taste for  light  (tadpoles)  prefer  red  rays.  White  light  being 
a  stimulant,  whose  action  is  due  almost  entirely  to  the 
chemical  rays,  it  seems  reasonable  to  suppose  that  it  would 
exert  beneficial  action  on  sluggishj  sloughing  tissues. 

In  the  vegetable  kingdom,  experiments  by  Flammarion 
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show  that  sensitive  plants,  such  as  strawberries,  grow 
exuberantly  under  red  glass,  and  they  have  greater  fragrance 
than  those  grown  under  other  colors. 

The  influence  of  different  colored  light  upon  the  eye 
opens  up  a  subject  of  decided  interest. 

It  has  been  claimed  by  some  German  observ^er  that  wear- 
ing red  glasses  prevents  seasickness.  It  is  doubtful  w'hether 
the  question  has  ever  been  tested  with  sufficient  scientific 
accuracy. 

In  my  owa  case  I  can  report  that  on  six  transatlantic 
voyages  I  was  invariably  made  most  ill.  On  the  seventh 
and  eighth  passages,  in  which  a  test  of  the  glasses  was  made, 
I  escaped  mthout  the  slightest  feeling  of  uneasiness.  In 
a  rather  rough  passage  from  Cadiz  to  Tangier,  in  which 
almost  all  on  board  a  smalt  boat  were  affected  by  the  tossing 
and  pitching,  I  again  wore  the  glasses  and  remained  unaf- 
fected. 

The  red  has,  it  seemed  to  me,  a  soothing  effect  upon  the 
eyes,  but  just  how  this  acts  upon  the  vomiting  centre  or 
stomach  I  do  not  attempt  to  explain. 

Oculists  who  have  studied  the  influence  of  different 
colored  glasses  incline  to  attribute  any  beneficial  theraf>eutic 
effects  not  so  much  to  a  direct  beneficial  influence  upon 
conditions  present  as  to  the  indirect  good  effect  of  shutting 
out  those  rays  which  would  irritate  and  prove  injurious. 
Amber-colored  glasses  have  of  late  attracted  much  attention. 

Some  years  ago,  it  will  be  recalled,  English  artfllerymen 
were  furnished  with  amber  glasses,  which  seemed  to  improve 
their  accuracy  of  aim, 

Courmont  calls  attention  to  the  distressing  features  of 
the  red  light  in  variola,  and  Pleinikoff  observed  delirium 
and  hallucinations  which  he  attributed  to  the  light, 

Schamberg  treated  two  patients  under  red-light  influence 
with  negative  results,  one  patient  succumbing,  the  other  being 
badly  disfigured. 

Dr.  G.  H.  Fox,  at  the  New  York  Smallpox  Hospital,  after 
extended  trial  found  little  benefit  from  the  method.  It 
should  be  mentioned,  however,  so  far  as  reports  have  been 
made,  that  no  one  in  this  countrv*  has  applied  the  method 
strictly  according  to  the  directions  of  Finsen. 
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Erysipelas.  Recognizing  that  erysipelas  in  its  highly 
inflammatory  condition  would  undoubtedly  be  benefited  by 
any  measure  tending  to  lessen  the  irritation  to  which  it  is 
constantly  exposed  from  all  outside  sources,  H.  Kruken- 
berg  has  treated  thirteen  patients  by  the  "red-light" 
method  of  Finsen.  The  author  thinks  there  is  no  action 
of  the  red  rays  per  se,  considering  them  as  inert  for  the  time 
being,  and  attributes  all  of  the  effect  obtained  to  the  exclu- 
sion of  the  irritating  chemical  rays. 

Measles.  Monmenu  and  Lopez  Reinoso^  claim  that  in 
measles  the  beneficial  effect  of  red  light  on  the  conjunctivitis 
is  in  direct  proportion  to  the  amount  of  other  rays  excluded. 
Its  effect  is  purely  symptomatic  and  does  not  affect  the 
general  course  of  the  disease  in  any  way  whatever. 

Von  Puyadon  believes  that  red  light  exerts  a  favorable 
influence  by  diminishing  fever,  bringing  about  a  more 
rapid  appearance  of  the  rash  and  a  milder  degree  of  desqua- 
mation. He  recommends  red  curtains  and  says  that  they 
should  be  placed  at  the  windows  at  the  very  beginning  of 
the  disease. 

*  Klinisch.-ther.  Wochenschrift,  Wien,  June  14,  1903. 


M 


CHAPTER    XXV 


INTRODUCTION 


As  we  have  seen  in  considering  light  therapyj  attempts 
have  been  made  at  many  stages  of  the  history  of  medicine 
to  utilize  to  a  greater  or  lesser  extent  the  supposed  healing 
and  prophylactic  qualities  of  the  sun*s  rays. 

It  is  no  great  matter  of  surprise  that  this  has  been  so. 
Indeed,  it  would  seem  strange j  if,  having  as  we  do  daily 
evidence  of  the  great  power  in  nature  of  the  sun's  rays,  no 
attempt  had  been  made  to  secure  its  beneficial  influence 
over  disease. 

Naturally  the  earliest  observations  had  to  do  largely  W'ith 
surface  effects,  and  it  was  noted  that  the  overproduction  of 
pigment  and  its  deposit  in  the  skin  exercised  a  protecting 
influence  against  the  burning  properties  of  the  sunlight. 

It  was  likewise  early  observed  that  when  the  sun's  rays 
were  permitted  to  act  too  powerfully  upon  usually  protected 
surfaces  this  protecting  pigment  did  not  have  time  to  deposit 
in  the  skin,  and  the  rays,  especially  in  prolonged  exposure, 
produced  redness,  blistering,  and  signs  of  inflammatory 
irritation*  These  effects  were  almost  universally  believed 
to  be  due  to  the  sun's  heat. 

It  remained,  however,  for  our  own  times  and  for  a  repre- 
sentative of  to-day*s  scientific  advance-^Charcot— to  demon- 
strate by  experiments  that  the  long-considered  heat  effect 
was  in  reality  a  chemical-ray  effect. 

The  sunburn  is  a  sun-cauter}%  It  has  been  historically 
well  established  that  focusing  lenses  or  ''burning-glasses'* 
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have  been  in  use  at  various  remote  and  modem  periods  for 
the  removal  of  growths  and  cure  of  circumscribed  areas  of 
surface  disease. 

In  the  very  aflfection  for  which  light  therapy  is  now  so  J 
extensively  used — viz.,  lupus^-dermatologists  employed  sun- 
glasses many  years  ago.     Naturally  the  application  was 
limited  because  it  was  not  known  that  the  calorific  rays 
could  be  and  should  l^e  excluded^  nor  how  to  exclude  them. 

History,  In  tracing  the  history  of  modern  light  therapy 
we  must  record  the  storj-  told  of  a  Berlin  watchmaker, 
giving  it  for  what  it  is  worth. 

Four  or  five  years  ago  the  man  in  question  having  lupus 
of  the  face^  for  which  he  had  been  treated  in  the  clinic  of 
Professor  von  Leyden,  but  without  benefit,  left  the  hospital 
and  resumed  work.  He  was  in  the  habit  of  using  lenses  of 
high  power.  One  day,  while  examining  the  inside  of  a 
watch,  standing  close  to  the  window  the  rays  of  the  sun 
passed  through  the  lens  and  focused  on  a  part  of  the  affected 
area.  He  felt  a  sharp  pain,  and  on  looking  into  a  glass  he 
saw  that  the  burnt  spot  had  become  white.  He  repeated 
the  experiment  on  the  following  days,  keeping  the  lens 
sometimes  for  hours  between  the  sun  and  affected  areas. 
In  six  weeks  cicatrization  had  taken  place,  and  the  patient 
went  to  exhibit  himself  to  Professor  von  Leyden,  who  had 
declared  that  the  disease  was  incurable. 

No  matter  what  views  were  held  on  the  subject  by  others, 
or  what  crude  attempts  were  made  in  similar  directions,  the 
credit  for  developing  a  method  worthy  of  the  name  belongs 
wholly  to  Finsen.  Many  deserve  recognition  as  pioneers 
who  cleared  the  way  and  removed  the  obstacles. 

Among  such  may  be  mentioned  Widmarck,^  whose  experi- 
ments with  ultraviolet  rays  led  him  to  utilize  in  his  work 
the  knowledge  of  tlie  difference  in  permeability  of  rock 
cr}^stal  and  glass. 

Attempts  to  send  the  rays  through  glass  were  negative, 
while  when  passing  through  crystal  erj^thema  followed  by 
desquamation  was  produced. 

*  Hygeia,  Fesiband,  1889,  No.  3. 
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The  lesions  of  summer  hydroa  have  been  reproduced 
experimentally  by  MoUer,*  and  the  erythemas  and  other 
effects  intentionally  caused  were  similar  to  those  produced 
by  Leredde  and  Pautrier  and  showed  similar  histological 
changes.  Having  determined  that  the  physiological  effects 
and  histological  changes  of  sun  and  arc  light  are  practically 
identical,  it  naturally  follows  that  the  same  rays  in  each 
source  would  be  suspected.  Bouchard^  found  that  different 
colored  rays  affected  the  human  skin  quite  differently;  that 
while  the  red  focused  by  means  of  a  prism  upon  the  skin 
for  thirty  seconds  produced  no  result,  the  violet  was  capable 
of  producing  a  blister.  While  seventeen  minutes  or  eighteen 
minutes  were  necessary  for  the  yellow  and  green  to  cause 
redness,  the  blue  produced  it  in  fifteen  minutes  and  the  violet 
in  twelve  minutes;  besides  causing  a  raising  of  the  epidermis. 
The  colorific  rays  were  practically  excluded  in  these  experi- 
ments from  participation  in  the  results. 

Finsen*  repeated  these  experiments  by  exposing  his  arm 
to  an  8o-ampere  arc  light  for  twenty  minutes.  Some  areas 
of  skin  were  protected  by  pieces  of  glass  and  India  ink, 
while  others  were  covered  with  rock  crystal.  Where  the 
latter  was  applied,  the  skin  was  at  first  red  and  hot,  like 
the  unprotected  parts,  but  the  general  redness,  being  due 
in  part  to  heat  rays  from  too  great  proximity  to  the  h'ght, 
appeared  promptly,  just  like  any  burn  or  calorific  effect, 
and,  being  superficial  as  this  was,  likewise  soon  disappeared, 
as  does  the  erythematous  degree  of  burning. 

'  Die  Einfluss  dcs  lichtes  auf  der  Haut,  Stuttgart,  igoo. 

*  Com pt. -rend,  de  la  Soc.  de  biolog.,,  Paris,  1877, 

*  MiUheDungcn  aus  Finsen's  Lysinstitut,  Lcjpjdg,  igoo. 
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The  portion  bcBcath  the  cn^stal  acted  differently.  Some 
hours  after  the  experiment  the  parts  not  protected  by  glass 
and  India  ink  showed  a  redness  which  increased  during  the 
next  day. 

This  same  thing  is  seen  in  the  reaction  following  thera- 
peutic application  of  actinic  rays,  and  it  is  seen  in  sunburn; 
the  effect  comes  on  after  some  hours  and  increases  for  about 
two  days,  when  it  begins  to  decline  and  desquamation  is 
practically  effected  in  from  five  to  ten  days. 

Sunburn  may,  when  severe,  lead  to  internal  complications, 
kidney  involvement,  and  even  death  in  rare  instances.  The 
portions  of  skin  on  which  pieces  of  glass  had  been  placed 
before  exposure  contrasted  markedly  b}^  their  freedom  from 
redness  with  neighboring  parts  and  those  where  the  rays  had 
pierced  the  crystal  disks.  There  was  likewise  a  remote  or 
chronic  effect  showoi  by  redness  noted  by  Finsen  some 
months  after  personal  exposure,  due  to  persistent  dilatation 
of  vessels  and  experimentally  produced  by  him  also  in  the 
tail  of  pollywogs. 

There  is  a  slowing  of  the  blood  current,  stasis,  and  emigra* 
tion  of  white  and  a  few  red  blood  corpuscles.  Anotlier 
chronic  effect  is  that  of  pigmentation,  a  defence,  as  it  were, 
against  the  injurious  agent. 

Penetrating  Quality  of  Ray,  Several  observers  have 
demonstrated  experimentally  the  deep  penetration  of  the 
rays  employed  in  therapy,  and  Finsen  has  proven  for 
concentrated  light  the  power  of  transilKmiination.  Hans 
Jansen's  experiments  with  rabbits'  ears  in  the  Finsen  labo- 
ratory have  been  referred  to.  Gebhardt*  photographed  the 
bones  of  the  hand  with  a  g-ampere  lamp.  Gottheil  and 
Franklin  have  proven  the  penetrating  quality  of  the  ray 
by  producing  photographs  with  rays  which  have  penetrated  , 
the  body  of  a  boy.  Finsen  demonstrated  the  greater  and^ 
quicker  penetration  when  parts  were  dehaematized;  hence 
the  practice  of  compression,  adrenalin  application,  etc. 

Godneff  showed  the  sun^s  chemical  ray  penetration  of  the 
integument  by  inserting  tubes  containing  silver-salt  beneath 
the  skin  of  animals.    Those  exposed  turned  black,  while  in 

^  Die  Heilkraft  des  Lichtes,  Ldpzig,  1898. 
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the  animals  kept  in  the  shade  no  change  took  place  in  the 
salts.  That  the  luminous  rays  also  penetrate  is  readily 
demonstrated  by  various  processes  of  transillumination. 

Originally,  exposures  were  carried  to  the  extent  of  several 
hours,  but  due  to  the  improvement  in  apparatus,  enabling 
us  to  get  a  much  more  concentrated  light,  the  exposures 
have  been  very  much  shortened. 

Deha&matizing  or  Eisangtiinating  Methods.  In  the  employ- 
ment of  ultraviolet  rays,  whether  the  original  method  of 
Finsen  or  any  of  its  modifications  are  used,  it  has  until 
recently  been  necessary  to  employ  one  or  another  method 
of  compression  of  the  tissues  to  be  operated  upon,  because 
the  circulating  blood  prevented  the  proper  penetration  of 
the  rays.  The  discomfort,  pain,  and  other  objectionable 
features  led  Jamieson^  to  employ  adrenalin  for  its  vaso- 
constrictive properties.  The  simple  application  of  the  ordi- 
nary I :  looo  solution  to  a  patch  of  lupus  was  found  suflQcient. 
A  seance  lasting  one  hour  w^as  found  possible  without  com- 
pression, 

Piffard  has  recently  used  the  same  substance,  driving  it 
into  the  tissues  by  means  of  cataphoresis.  One  minute 
suffices  to  produce  dehaematization  of  unbroken,  sound  skin, 
lasting  from  one-half  to  one  hour.  We  may  venture  the 
prophecy  that  this  method  will  supersede  painful  compression 
in  the  near  future. 

The  apparatus  of  Foveau-Trouv^  has  been  used  by 
Du  Castle  without  the  employment  of  compression,  and 
good  results  have  been  secured, 

Finsen,  however,  condemns  attempts  to  do  away  with 
the  compression. 

The  Way  the  Ray  Acts.  In  a  period  of  time  varying  from 
one  to  twenty-four  hours  after  an  application,  redness  of  the 
part  treated  or  signs  of  inflammatory  reaction  set  in.  This 
reaction,  according  to  Leredde  and  Pautrier,  is  late  in  occur- 
ring, and  lasts  a  length  of  time  in  direct  proportion  to  the 
length  of  exposure  and  depth  of  effect.  Usually  there  is 
CEdema  and  serous  exudation,  producing  crusts;  at  times 
bullous  formation.    In  about  eight  days  all  signs  of  inflam- 


'  firitish  Medical  Joumali  June  21,  1902. 
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mation  have  usually  subsided,  and  are  never  followed  by 
destructive  action  other  than  erosion.  The  effects  upon 
deeper-seated  disease  processes  becomes  apparent  as  the 
redness  disappears. 

The  superiority  of  this  over  former  methods  is  the  power 
of  the  ray  to  penetrate  to  the  depths  of  lupous  infiltrations. 

To  secure  good  resuhs  it  is  not  necessary  to  produce 
pronounced  blistering.  A  certain  idiosyncrasy  exists  for  this 
as  for  other  forms  of  light  treatment,  some  patients  requir- 
ing longer  exposures  and  some  reacting  scarcely  at  all. 

Weir^  says  the  effects  must  be  obtained  primarily  through 
stimulation  of  the  vasomotors.  There  is  dilatation  of  blood- 
vessels and  increased  flow  of  blood. 

This  incites  the  production  of  new  cells,  and  new  tissue  is 
formed. 

Freund,  among  others,  Ix^lieves  that  the  uUravioIet  rays 
are  largely  absorbed  in  the  epithelial  layers,  and  that  the 
more  penetrating  rays,  the  longer  red,  may  also  have  a 
value.    Blue  and  green  also  have  their  effect. 

As  usually  administered  the  rays  from  the  blue  to  the 
ultraviolet  are  made  use  of,  including  the  indigo  and  violet. 
This  is  also  true  when  the  light  is  derived  from  a  low-tension 
arc. 

There  seems  to  exist,  at  the  present  time,  some  doubt  as 
to  the  exact  nature  of  the  action  of  the  ultraviolet  rays. 
Some  contend  that  the  effect  on  the  granuloma  in  lupus  is 
entirely  a  destructive  one,  and  that  this  destructive  action 
is  indirectly  produced  and  is  simply  the  result  of  an  ordinar>^ 
inflammatory  reaction;  these  further  assert  that  the  action 
of  the  ray  is  confined  to  the  affected  area  only  and  that 
the  doubtful  tissue  in  the  neighborhood  of  the  lupous  patch 
may  be  exposed  with  impunity,  and  that  if  it  is  affected  it 
will  react,  but  not  otherwise.  They  also  hold  that  the 
inflammatory  reaction  is  capable,  by  judicious  application, 
of  being  rendered  so  mild  that  the  regeneration  of  the  tissue  j 
is  rather  stimulated  than  retarded;  so  that  the  lupoid  granu- 
loma is  replaced  by  a  healthy  tissue  scar.  Other  authorities 
hold  that  the  action  of  the  ray  is  purely  bactericidal^  and 


'  Scientific  American,  November  22 ^  1903. 
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that  the  cure  of  lupus  directly  follows  the  destruction  of  the 
tubercle  bacilli  in  the  skin.  A  few  go  so  far  as  to  imagine 
that  the  action  on  all  tissue  is  exerted  to  so  stimulate  it  that 
it  grows  up  in  greater  strength,  destroying  the  morbid  con- 
dition in  some  mysterious  manner,  and  transforming  it  into 
normal  tissue. 

The  effects  are  undoubtedly  partly  bactericidal  and  partly 
inflammatory,  but  the  microscope  indicates  that  the  photo- 
chemical action  is  of  greater  importance  than  the  bactericidal. 

MacLeod*  found  the  destructive  process  the  result  of  an 
ordinary  inflammatory  reaction,  and  the  repair  is  similar  to 
that  after  inflammation. 

So  concisely  scientific  has  Finsen  been  in  all  of  his  work 
that  his  utterances  of  the  early  days  of  the  method  can 
stand  to-day  unchallenged. 

What  has  l3een  most  striking  is  his  attention  to  the  minute 
details  and  the  great  caution  displayed.  The  superiority  of 
the  method  lies  solclv  in  our  ability  to  effect  a  radical  cure 
in  a  large  numl^er  of  instances  of  rebellious  lupus»  which 
resists  all  of  the  older  methods.  Its  recognized  worth  led 
to  a  widespread  effort  to  simplify  apparatus,  reduce  expense 
of  application,  and  at  the  same  time  to  perfect  a  lamp  which 
would  give  chemical  rays  in  great  abundance.  In  this 
effort  electrodes  were  introduced,  giving  an  almost  cold 
light,  and  producing  with  a  low  electric  intensity  an  enormous 
quantity  of  ultraviolet  rays.  Leredde^  thought  at  first  that 
the  Lortet  and  Genoud  lamp  would  produce  in  fifteen 
minutes  as  great  effect  as  the  original  Finsen  apparatus  in 
one  hour.  He  has  recently  informed  me,  however,  that  he 
has  discarded  this  lamp  in  favor  of  the  new  Finsen-Reyn 
model.     (See  Fig.  97.) 

Histological  Effect  of  Ray,  Photoelectric  er}^thema  has 
been  studied  by  Leredde  and  Pautrier'^  in  two  sittings  of 
seventeen  minutes  each.  The  arm  of  one  of  the  observers  was 
exposed  to  the  rays  of  the  Lortet- Genoud  lamp.  A  portion 
of  skin  was  excised  in  the  first  instance  one-quarter  hour 
after  the  sitting,  and  a  dilatation  of  some  bloodvessels  was 
the  only  change  noted.    In  the  second  test,  a  portion  excised 


*  British  Mcdkal  Journal »  October,  1902. 

*  Ann.  d.  derm,  el  de  syph.^  December,  1902, 
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tftTnty-four  hours  afterward,  the  epiderm  showed  evidence 
of  vesiculation.    There  was  cedema  of  the  derma  separating 
slightly  the  connective-tissue  bundles;  there  was  here  likewise 
a  dilatation  of  the  bloodvessels,  also  of  the  perivascular 
spaces  and  a  moderate  cellular  infiltration.    The  important 
change  seems  to  be  a  slight  proliferation  of  the  fixed  cells, 
or,  rather,  a  tumefaction  which  made  their  smaller  proto- 
plasm more  apparent.    All  these  changes,  the  authors  say, 
correspond  to  those  found  by  them  in  the  histology^  of  sun- 
bum.    The  homy  layer  was  partially  exfoliated  in  spots  and 
some   cells  were  seen  which  had  preserved  their  nucleus. 
\^ascular  dilatation   with    the    endothelial    cells,    showing 
some  figures  of  kary^okinesis;  the  connective-tissue  cells  are 
swollen  and  here  and  there  karyokinetic.     Lymphocytes 
forming  little  masses  seemed  to  occupy  lymphatic  fissures. 
Mast-cells  more  numerous  than  normally.    A  uniform  con- 
dition of   sclerogenous  inflammation   existed.     In    lupous 
tissue  there  is  found  the  same  dilatation  of  vessels  and  a 
generalized  sclerous  change. 

Under  high  power  there  is  seen  slight  hjT)erkeratosis  in 
the  corneous  layer,  and  marked  thickening  of  the  granular 
layer. 

In  a  word,  there  is  a  fibrosclerous  change  of  great  regu- 
larity without  atrophy.  New  connective  tissue  invades  the 
lupous  areas. 

The  microscopic  changes  are  found  to  include  the  deeper 
structures,  substantiating  the  claim  of  penetration.  The 
resulting  cicatrices  are  characteristically  soft  and  white. 

The  Bactericidal  Working  of  the  Ultraviolet  Ray.  The 
bactericidal  has  been  looked  upon  as  one  of  the  chief  influ- 
ences to  which  radiotherapy  owes  its  utility  in  lupus.  Many 
have  regarded  it  indeed  as  secondary  to  the  changes  pro- 
duced in  the  tissues.  Nagelschmidt,*  working  in  Lesser 's 
clinic,  found  that  light  does  kill  bacilli,  and  that  it  is  because 
of  the  cessation  of  the  irritation  they  produce  in  the  tissues 
that  the  absorption  of  morbid  products  becomes  possible. 

With  all  due  precautions  he  rubbed  into  the  shaved, 
scarified  backs  of  guinea-pigs  living  cultures  of  tubercle 


'  Arch.  f.  Derm.  u.  Syph.,  No.  63,  1902, 
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bacilli  in  two  symmetrical  places.  After  the  produced 
wounds  were  healed,  there  were  noticed  local  changes  in 
the  skin,  and  portions  on  one  side  were  excised  after  having 
been  exposed  to  the  action  of  light  for  one  hour,  while 
portions  on  the  other  symmetrical  side  of  the  back  were 
excised,  without  having  been  previously  exposed  to  light. 
The  excised  portions  were  inoculated  into  two  series  of 
guinea-pigs;  one  series  was  inoculated  with  the  tissues  upon 
which  the  light  acted  for  an  hour;  the  other  series  was 
inoculated  ^ith  the  tissues  not  acted  upon  by  light.  Eight 
guinea-pigs  out  of  nine  of  the  first  series  remained  free, 
while  all  of  the  second  series  were  affected  with  tuberculosis. 
The  ninth  guinea-pig  of  the  first  series  showed  tuberculosis 
of  both  testes,  bladder,  and  kidneys. 

The  clinical  observations  were  abundantly  confirmed  in 
all  instances  by  exact  laboratory'  findings. 

Improved  apparatus  is  capable  of  producing  a  ray  which 
will  destroy  the  \itality  of  the  bacillus  prodigiosus  in  the 
short  space  of  two  seconds,  and  by  intensifying  the  light  we 
find  that  the  length  of  time  necessary  to  kill  bacteria  is  very 
much  shortened.  In  fact,  in  testing  a  new  apparatus  we  can 
expose  cultures  to  their  rays  and  judge  the  intensity  of  the 
light  by  the  length  of  time  it  takes  to  destroy  the  various 
germs,  Jansen  has  demonstrated  that  chemical  rays  may 
kill  bacteria  at  a  depth  of  two  millimetres  in  the  skin.  The 
ultraviolet  rays  have  been  demonstrated  by  Dieudonn^  to 
have  decided  bactericidal  effect*  Tubercle  bacilli  have  been 
shown  to  be  destroyed  by  sunlight  (Koch),  and  also  the 
plague  bacillus  (Kitsato),  while  the  germs  of  tetanus  are  said 
to  be  killed  more  quickly  than  by  some  strong  germicides. 

The  bacillus  prodigiosus,  unaffected  by  a  five-minute 
exposure  to  a  Dermo  lamp,  was  killed  in  less  than  a  second 
by  a  yo-amp^re  carbon  lamp.^ 

Tests  for  Violet  and  Ultravioiet  Rays*  The  ultraviolet 
rays  can  Ije  reflected,  refracted,  and  polarized.  They  will 
not  pass  through  some  substances  that  are  perfectly  pervious 
to  luminous  rays— for  instance,  glass.  They  will  have  no 
influence  on  deep  and  even  on  superficial  tissue  unless  the 
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latter  are  first  dehiematized.  They  may  be  stopped  by  a 
sheet  of  paper.  They  will  rapidly  destroy  the  vitality  of 
bacteria.  They  have  the  power  to  pass  through  rock-salt 
and  quartz,  and  will  discharge  a  negatively  electrified  body. 
Rock-salt,  it  will  be  remembered,  is  opaque  to  .v-rays  and 
likewise  to  radium  emanations. 

In  testing  for  the  presence  of  ultraviolet  rays  in  any  given 
luminous  field,  certain  substances  which  are  known  to 
fluoresce  in  the  presence  of  these  rays  are  employed. 

Such  substances  are  willemitc,  or  the  silicate  of  zinc»  v^'hich 
gives  a  bright-green  fluorescence;  the  polysulphide  of  calcium 
giving  a  blue  phosphorescence  in  the  presence  of  ultraviolet, 
while  the  .v-ray  causes  only  a  white  phosphorescence,  etc. 

The  x-ray  as  wel!  as  the  ultraviolet  will  produce  fluores- 
cence of  willemite.  To  distingiu'sh  Roentgen  rays  from 
ultraviolet  the  polysulphide  of  calcium  should  be  employed- 

To  distinguish  violet  from  ultraviolet  rays  it  suffices  to 
interpose  glass  between  the  test  object  and  the  luminous 
source.  If  the  effect  persists  it  is  due  to  violet  rays,  since 
the  glass  is  impervious  to  the  ultraviolet. 

Much  confusion  has  occurred  in  testing  various  lights  for 
the  presence  of  ultraviolet  rays. 

Willemite  exposed  to  the  condenser  spark  gives  brilliant 
fluorescence;  exposed  to  ordinar}^  knv-tension  arc  light, 
moderate  fluorescence;  exposed  to  a  condenser  spark  with 
quartz  interposed,  there  will  be  no  appreciable  diminution 
of  fluorescence;  with  glass  interposed,  instant  disappearance. 
It  fluoresces  when  exposed  to  low^  tension-arc  light,  even 
when  glass  is  interposed,  showing  that  the  fluorescence  is 
not  due  to  ultraviolet*  but  to  luminous  rays.  In  the  presence 
of  ultraviolet  rays  fluorescent  solutions  change  color:  orange 
eosin  becomes  gamboge,  straw-colored  iesculin  changes  to 
pale  blue,  the  surface  of  a  solution  of  quinine  takes  on  a 
characteristic  blue,  and  paraffin  oil  becomes  likewise  blue; 
yellow  fluorescence  changes  to  green. 

All  these  various  changes  may  Ix-  utilized  in  testing  for  the 
presence  of  ultraviolet  rays,   but  no  one  test  should 
depended  upon,  and  it  is  advisable  to  resort  to  it  at  least^ 
two  or  more  tests  to  make  the  test  conclusive. 
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An  ideal  apparatus  for  the  administration  of  the  ultra- 
violet rays  should  embody  the  following  essential  features. 
a  source  of  light,  a  system  of  condensing  lenses  or  mirrors, 
a  system  of  screens  for  separating  the  heat  from  the  light 
rays,  and  some  mechanical  means  of  orienting  or  accurately 
adjusting  the  direction  of  the  beam  of  light. 

The  source  of  light  should  be  available  for  use  at  any 
time  and  should  be  under  the  complete  control  of  the 
operator  at  all  times.  It  should  give  the  maximum  of 
chemical  rays  and  the  minimum  of  heat  rays.  Also  the 
total  amount  of  energj^  generated  should  be  as  great  as 
possible. 

The  condensing  apparatus  should  be  able  to  collect  as 
much  of  the  energj'  that  is  generated  in  the  source  of  power 
as  possible,  and  should  not  in  any  way  interfere  with  the 
transmission  of  the  energy. 

The  cooling  system  should  abstract  as  much  of  the  heat 
from  the  total  energ)^  coming  from  the  source  as  to  render 
the  application  of  the  remaining  chemical  rays  absolutely 
free  from  any  of  the  injurious  effects  of  heat.  It  should  not 
interfere  with  the  transmission  of  the  chemical  rays. 

The  whole  should  be  mounted  in  a  stand  that  will  permit 
the  focal  point  of  the  light  to  be  placed  at  any  place  desired, 
and  it  should  be  oriented  with  very  little  physical  effort  and 
with  very"  fine  adjustments. 

This  ideal  is  approached  in  a  greater  or  less  degree  by 
each  of  the  instruments  that  has  been  used  by  the  different 
phototherapists  who  have  proposed  or  devised  apparatus. 
Mechanical  and  physical  difficulties  intervene  whenever  it 
is  attempted  to  combine  all  of  the  features  of  an  ideal 
apparatus  in  one  instrument.  WTiere  the  source  of  light  is 
very  large  the  amount  of  heat  that  accompanies  the  chemical 
rays  offers  grave  difficulties;  where  the  heat  rays  are  well 
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eliminated  the  chemical  rays  also  suffer  absorption,  and  so 
on  ;  we  find  that  the  perfection  of  one  feature  of  the  apparatus 
usually  acts  to  render  another  less  perfect. 

Sources   of  Light.     Sunlight  has  been  practically  almn- 
doned  as  a  source   of  chemical   rays  for  the   pmpose   of 
phototherapy  on   account  of   the   uncertainty   of    obtain- 
ing it  when  required.     There   are   but   few  places  where 
the  direct    light   from   the    sun   can   be   depended    upon 
with  any  degree  of   certainty;  besides,  it  has  been  found 
that  the  light  from  the  electric  arc  lamp  is  much  richer 
in   the   ultraviolet    rays   than    the   direct   sunlight.      This 
is  due  in  a  measure   to   the   atmosphere  of  this  planet, 
which  is  a  great  absorber  of  the  rays  from  the  ultra\nolet 
region  of  the  continuous  spectrum.    It  is  also  due  to  the  fact 
that  the  sunlight  is  obliged  to  pass  through  numerous  strata 
of  gases  which  surround   the  sun   and   exert  a  powerful 
absorptive  action  upon  the  different  rays.    These  different 
gaseous  strata  we  recognize  by  the  appearance  in  the  solar 
spectrum  of  numerous  black  lines  or  absorption    bands, 
called  Fraunhofer  lines  from  the  name  of  their  first  observer. 
Each  line  represents  a  region  of  the  spectrum  that  has  been 
absorbed  or  abstracted  from  the  total  light  of  the  sun  by 
some  matter  through  which  it  had  to  pass  on  its  w^ay  into 
the  universe.    Over  four  thousand  of  these  lines  have  been 
carefully  tabulated  and  mapped  out  in  the  solar  spectrum, 
and  there  is  a  great  probability  that  these  will  be  added  to 
when  the  infrared  and  ultraviolet  regions  have  been  more 
thoroughly  observed.    This  will,  in  a  measure,  serve  to  make 
it  clear  that  the  light  from  the  sun  as  it  reaches  us  is  not 
so  rich  in  chemical  rays  as  a  study  of  its  chemical  composition 
might  lead  one  to  believe.    It  is  known  that  the  light  from 
an  electric  arc  lamp  is  very  much  richer  in  the  ultraviolet 
rays  than  that  of  the  sun,  and  that  from  an  electrostatic 
spark  is  much  richer  in  the  chemical  rays  than  either  and 
possesses  less  of  the  heating  element*    It  is  for  this  reason 
that  the  light  from  the  arc  or  the  electric  spark  is  much 
better  for  our  purpose  than  that  from  the  sun.    On  the  other 
hand,  where  the  sunlight  can  be  depended  upon,  it  offers 
advantages  which  the  others,  with  the  possible  exception  of 
the  electric  spark,  do  not  possess.     It  is  cheaper,  costing 
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nothing  to  utilize  in  any  quantity ;  the  far  greater  intensity, 
being  equivalent  to  670,000  candles  at  the  distance  of  one 
foot  at  the  earth's  surface^  is  sufficient  to  overcome  in  actual 
intensity^  the  superiority  of  the  artificial  light*  Arc  lights 
are  commercially  rcxkoned  to  give  in  a  rough  way  200-candle 
power  at  each  50  watts  consumed,  or  4Doo-candle  power  per 
kilowatt.  This  is  generally  expressed  in  ampferes,  since  the 
voltage  in  all  arcs  is  approximately  the  same  (about  50  volts) ; 
it  is  said  that  the  light  wiU  be  equal  to  2100-candle  power 
to  the  ampfere.  There  have  been  no  authentic  measurements 
of  high-power  arc  lamps,  and  so  we  can  only  estimate  the 
power  of  large  lamps  on  these  insufficient  data.  Accepting 
these  imperfect  results,  we  have  a  high-power  arc^ — say,  of 
8d  ampcres^ — which  will  amount  to  16,000-candle  power,  or 
about  one- forty- second  part  that  of  sunlight.  In  such  a 
vast  difference  it  is  more  than  probable  that  the  amount  of 
chemical  rays  lies  in  favor  of  the  sun  for  quantity.  We 
have  at  our  disposal  another  factor  in  the  production  of 
artificial  light  which  somewhat  modifies  the  question,  and 
that  is  the  addition  to  the  arc  or  spark,  as  the  case  might 
be,  of  some  substance  whose  spectrum  is  known  to  be  in 
the  ultraviolet.  The  substances  at  our  disposal  w^hich 
have  been  tried  practically  are  chiefly  iron  and  magnesium* 
Lithium  has  a  band  in  the  violet,  but  no  satisfactory  results 
have  been  obtained  with  it  in  phot otherapeu tic  experiments. 
It  is  found  that  the  arc  in  which  a  small  amount  of  iron  is 
volatilized  has  a  spectrum  in  which  the  blue  rays  are  predom- 
inant, and  the  violet  and,  in  a  less  degree,  the  ultraviolet  rays 
are  more  in  quantity  than  in  other  spectra  that  are  commonly 
at  our  disposal.  In  the  spark,  if  the  tips  of  the  oscillators 
are  made  of  iron,  very  little  difference  can  be  noted  in  the 
spectrum  than  in  the  case  of  carbon,  perhaps  owing  to  the 
fact  that  there  is  only  a  very  minute  quantity  of  the  metal 
volatilized.  The  blue  color  of  the  arcs  in  the  KJeldsen  and 
Bang  lamps  is,  perhaps,  due  to  the  great  absorption  of  heat 
rays  by  water  circulating  in  close  proximity  to  the  arc,  and 
not  to  any  of  the  iron  being  concerned  in  the  formation  of 
the  light.  That  there  is  any  iron  volatile  in  these  lamps  is 
extremely  improbable,  as  the  heat  of  the  arc  is  so  low  that 
no  other  cooling  than  the  internal  circulation  is  necessary 
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to  make  it  tolerable  to  the  skin,  and  the  volatilizing  point  of 
iron  is  placed  at  over  1700^  F. 

It  is  extremely  probable  that  the  light  waves  in  an  electric 
disruptive  discharge  or  spark  are  excited  in  consonance  with 
the  Hertz  and  other  waves  with  which  we  have  perhaps 
not  as  yet  become  acquainted,  and  bear  a  certain  ratio  to 
the  other  waves  which  places  them  almost  exclusively  in  the 
chemical  region  of  the  spectrum.  In  accordance  with  the 
accepted  theory  of  light  it  is  probable  that  these  waves  of 
short  length  are  accompanied  by  others  of  gradually  increas- 
ing length  which  are  in  all  probabilit)'  exact  multiples  of 
them.  This  is  suggested  by  the  fact  that  the  continued 
disruptive  discharge  from  the  static  machine  or  the  inciuction 
coil  rapidly  changes  from  \4olet  to  a  redder  tint,  when  the 
difference  in  potential  is  lessened  and  the  quantity  is  pro- 
portionately increased,  while  the  Herzian  \\^ves,  excited 
by  a  short,  **fat'^  spark,  are  said  to  differ  materially  from 
those  excited  by  a  longer  and  thinner  spark. 

At  all  events,  when  the  spark  from  a  high  potential  dis- 
charge has  been  utilized  as  a  source  of  chemical  rays,  the 
results  have  been  v^ry  satisfactory'. 

Varieties  of  Lamps.  We  vnll  consider  first  apparatus  in 
which  the  light  comes  from  an  artificial  source. 

Lamps  of  the  incandescent  pattern  are  not  worthy  of 
mention  except  to  condemn  them.  Any  apparatus  def)end- 
ing  upon  incandescent  electric  lamps  for  their  energy  are 
fundamentally  wTong,  and  if  any  effect  is  secured  from 
them,  which  is  extremely  doubtful,  it  must  be  attributed  to 
the  heat  rays,  of  which  there  are  a  great  many  generated. 
In  the  first  place,  an  examination  of  the  spectrum  of  the 
filament  in  an  incandescent  lamp  will  reveal  the  fact  that 
it  is  possessed  of  a  \Tr}*  feeble  and  short  ultraviolei  r^;ioii 
which  stops  far  below  the  point  where  sun  or  arc  li^it  are 
known  to  extend.  It  appears  from  many  obscr\*ations  that 
the  incandescent  filament  excites  in  the  ether  only  \%ii\Tes  of 
comparatively  short  length.  This  is  in  a  measure  corrobor- 
ated by  the  yellow  color  of  the  %ht.  The  laigesi  incan- 
descent lamp  is  limited  to  about  locMiandle  power^  consttniing 
about  350  watts,  and,  as  the  energy^  generated  in  the  dectric 
lamp  bears  a  certain  ratio  to  the  current  consmned,  it  wfll 
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be  seen  that  at  best  these  lamps  are  weak  compared  with 
lamps  consuming  five  or  more  times  the  power.  Even  if  the 
lamps  could  be  made  very  much  larger,  or  could  be  greatly 
multiplied  in  number,  the  result  of  the  multiplication  would 
be  to  increase  the  heat  rays,  as  no  numlier  of  lamps  will 
render  the  spectrum  any  longer  than  that  of  one  lamp, 
though  it  will  intensify  what  there  is  of  the  one*  Also,  there 
is  the  fatal  condition  of  the  light  having  to  traverse  the  glass 
of  the  globe.  There  does  not  exist  at  the  present  lime  in 
commercial  form  a  glass  that  will  not  absorb  the  greater 
amount  of  the  chemical  rays.  All  of  the  observations  that 
have  been  made  on  chemical  rays  have  been  accomplished 
by  means  of  rock-cr}\stal  jirisms  or  the  diffraction  spectnmi 
gratings,  either  ruled  upon  plane  rock-crystal  plates  or 
upon  a  non-absorptive  reflecting  surface.  The  substitution  of 
blue  glass  does  not  in  the  least  help  so  far  as  the  result  goes, 
as  all  of  the  rays  are  generated  in  the  filament,  and  the  fact 
of  traversing  a  colored  glass  can  only  effect  an  absorptive 
action  upon  the  light  and  not  add  anything  to  it. 

The  condenser  may  be  a  reflector  or  a  lens.  A  condenser 
of  the  retlecting  type  must  Iw  so  computed  that  the  rays 
which  are  collected  will  1:m?  brought  to  a  focus  at  a  point  as 
near  the  condenser  as  conditions  will  permit.  The  intensity 
of  any  beam  of  light  at  the  focal  point  will  depend  on  the 
angle  formed  by  the  extreme  rays  at  the  margin  of  the  beam. 
Thus,  if  the  focal  point  of  the  beam  Ix*  near  to  the  reflector 
the  strength  of  the  light  at  the  focal  point  will  be  greater 
than  if  it  is  remote.  This  is  illustrated  in  Fig,  89,  Here 
the  rays,  striking  the  reflecting  surface,  are  represented 
as  parallel  or  coming  from  an  infinitely  distant  point.  If 
the  rays  are  brought  to  a  focus  at  the  point  /I,  the  angle 
will  be  greater  than  the  angle  at  B  if  the  rays  are  focused  at 
the  more  remote  point  B,  The  light  intensity  at  the  focal 
point  will  vary  as  the  square  of  the  angle.  The  angle  may 
be  increased  in  two  ways,  viz,,  by  increasing  the  diameter  of 
the  reflector,  and  by  bringing  the  focal  point  as  near  to  the 
surface  of  the  reflector  as  possible.  The  light  is  placed  at 
a  point  in  the  axis  of  the  cunature  of  the  reflector  and  at 
such  a  distance  that  the  rays  will  be  brought  to  a  focus  as 
near  to  the  reflector  as  convenient,  as  seen  in  Fig.  90. 


Illustrating  loss  of  light  for  reflectors  by  the  interposition  of  the  carbons. 
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pole  or  crater  to  the  condenser  as  it  is  possible  under  the 
circumstances.  It  will  be  seen  from  the  cut  that  reflectors 
have  the  disadvantage  of  losing  a  portion  of  the  light  that 
is  reflected  by  the  interposition  of  the  carbons,  and  that  a 
great  quantity  of  the  Hght  from  the  positive  carloon  is  shut 
off  from  the  reflector  by  the  interposition  of  the  negative 
carbon*  If  the  carbons  were  placed  with  their  axes  at  right 
angles  to  that  of  the  reflector,  only  a  small  portion  of  the 
light  centre  would  be  turned  toward  the  condenser.  An- 
other great  drawback  to  the  use  of  reflecting  condensers  is, 
that  unless  the  curve  is  precisely  computed  the  rays  will  not 
all  meet  at  one  focal  point.  An  optically  perfect  reflector 
would  cost  an  enormous  sum,  and  is,  therefore,  out  of  the 
question  for  general  use.  If  the  reflector  is  made  of  glass 
with  the  silvering  on  the  curved  surface,  the  great  heat  to 
which  it  is  subjected  would  ruin  the  silvering  almost  every 
time  that  the  machine  is  used,  and  if  the  silvering  is  on  the 
back  of  the  glass  the  light  is  made  to  traverse  the  thickness  of 
the  glass  tw^ice  tefore  coming  to  a  focus,  and  glass  absorbs 
almost  all  of  the  chemical  light,  rendering  such  an  apparatus 
useless.  Another  ver}^  serious  objection  to  the  reflector  is 
that  the  heat  rays  are  focused  in  identically  the  same  pomts 
as  the  light  and  chemical  rays,  and  where  there  is  a  powerful 
source  of  light  the  amount  of  heat  is  considerable  and  otTers 
untold  difficulties  in  its  elimination. 

The  condenser  may  )ye  a  positive  lens,  in  which  case  the 
rays  pass  from  the  arc  through  it  and  are  brought  to  a  focus 
at  a  point  on  the  other  side  of  the  lens.  The  advantages 
of  a  lens  are:  that  the  acromatic  error  of  all  uncorrected 
lenses  causes  the  rays  to  come  to  foci  at  difl'erent  planes 
for  the  heat,  the  light,  and  the  chemical  rays;  and  that 
if  they  are  properly  proportioned  with  regard  to  relative 
cur\^atures  of  the  surfaces,  the  rays  of  one  length  are 
focused  in  practically  one  plane.  In  Fig,  91  it  will  be  seen 
that  there  is  a  space  between  the  focal  point  of  the  heat 
and  chemical  rays,  which  renders  the  process  of  cooling 
the  beam  to  the  point  of  tolerance  very  much  simpler  than 
where  the  heat  and  chemical  rays  focus  in  one  plane-  In 
the  figure,  L  represents  the  source  of  light,  V  the  focal 
point  of  the  chemical  rays,  which  are  the  most  refrangible 
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and  come  to  a  focus  sooner  than  the  red  or  heat  rays^  which 
are  the  least  refrangible  and  focus  at  R. 

The  disadvantages  of  the  lens  are  that  the  surfaces  reflect 
a  quantity  of  light  that  othervs^ise  would  enter  and  be  trans- 
mitted; owing  to  the  fact  that  there  is  constant  danger  of 
overheating  the  glass,  the  h'ght  cannot  be  placed  verj'  near 
to  the  lens,  and  consequently  the  angle  formed  by  the  rays 
transmitted  is  very  small  Even  if  the  light  were  approached 
very  close  to  the  lens  there  is  a  natural  limit  to  the  rays 
transmitted  which  is  decided  by  the  angle  at  and  beyond 
which  all  of  the  rays  are  reflected  backward  and  do  not  enter 

Fig,  gi. 


V 


Illustrating  the  different  fod  of  chemical  rays  (F)  and  the  heat-produdng  rays  (J?), 


the  lens;  this  is  called  the  angle  of  total  reflection,  and 
the  angle  formed  is  called  the  '^criticar*  angle.  This  is 
illustrated  in  Fig.  92,  where  L  is  the  light  source  and 
^4  and  B  are  the  points  at  which  the  angle  of  total  reflec- 
tion has  its  vertex.  It  will  be  seen  that  there  is  reflection 
of  light  at  every  point,  and  that  the  amount  of  this  increases 
as  we  get  farther  from  the  centre  until  the  point  is  reached 
where  the  amount  of  hght  that  enters  the  lens  is  smaller 
than  that  reflected,  and  so  on  until  there  comes  a  time  when 
no  light  enters  the  lens  at  all.  This  limits  the  available 
angular  aperture  of  lenses  to  something  imder  73  degrees 
for  ordinary  glass. 
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Lamps.  Because  of  the  j^reat  expense,  size,  difficulties  in 
maintaming,  and  in  the  United  States  for  the  further  reason 
that  there  is  comparatively  Httle  lupus  to  treat,  there  has 
arisen  a  demand  for  inexpensive  appliances,  ]Many  of  the 
newer  lamps  have  limited  actinic  possibilities,  and  some 
have  been  used  from  which  little  or  no  actinic  rays  could 
be  expected.  The  original  arc  lamp  represented  50  to  60 
amperes,  and  from  the  light  there  radiated  a  number  of 
telescopic  tubes  cooled  by  their  containing  water. 


Fig.  93, 


Ulustradug  cridcal  angie  of  leases. 


Illustrations  of  the  smaller  varieties  of  lamp  and  methods 
of  easy  or  self  application  arc  shown  in  Figs.  93  and  94. 

The  modified  GorL  of  flat  model,  might  be  bound  on,  as 
shown,  or  the  regular  oblong  form  can  I>c  held  with  or 
without  a  handle  by  the  patient. 

The  limited  success  attending  the  use  of  various  apparatus 
is  largely  due  to  attempts  to  shorten  the  sittings. 

Finsen  finds  that  to  obtain  the  best  results  lamps  require 
a  current  of  60  to  So  amperes.  With  such  lamps  the  same 
effects  wUl  be  accomplished  in  twenty  to  twenty-five  seconds, 
which  with  a  40'ampfere  lamp  require  four  to  five  minutes. 


G6rl  model  of  lamp  bound  over  diseased  area. 
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The  solar  apparatus  consisted  of  a  large,  hollow  lens, 
having  a  diameter  of  20  to  40  centimetres,  mounted  on  a 
stand,  and  movable  in  all  directions.  It  contained  a  solu- 
tion of  ammoniated  sulphate  of  copper  to  absorb  and 
filter  out  the  caloric  or  heat  rays.  Uncolored  water  can 
also  be  used,  and  has,  in  fact,  largely  superseded  the 
colored   solutions. 

Fig.  95, 


t 


0. 


% 


Ji 


Arc  lamp  (compressor  held  lo  focus  rays). 


FiNSEN  Arc-light  LiUip.  The  lamp  proper  consists  of 
an  upper  positive  and  a  lower  negative  carbon.  This  consti- 
tutes a  60-  to  So-ampere  lamp  of  about  35,000-candle  power. 
When  the  current  passes,  a  crater-like  excavation  forms  in 
the  upper  carbon,  from  which  the  rays  are  directed  down- 
ward and  outward,  striking  the  upper  lens  in  the  copper 
tubes,  which  pass  off  in  various  directions;  the  rays  are 
rendered  parallel  so  that  they  pass  to  the  farther  extremity  of 
the  tubes,  where  a  concentrating  lens  converges  them  upon 
the  area  to  be  treated,  as  the  patient  lies  or  sits  beneath  the 
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tube,    A  coil  carries  water  to  circulate  in  metallic  sheaths 
about  the  lenses  at  the  tube's  extremity. 

In  the  Finsen  arc-light  bath  a  lamp  of  loo  amp&res' 
strength  is  suspended  six  feet  above  the  floor,  and  beneath 
it  patients  lie  naked  upon  couches.  Here,  as  in  the  direct 
sun-bath,  heat  may  l^e  decreased  by  frequent  showers. 

Fig.  96. 


Actinolitc. 


Finsen*s  experiments  upon  the  skin  of  his  own  arm  led 
to  two  important  changes  in  apparatus:  the  substitution  of 
crystal  for  glass  in  the  compressors  and  the  substitution  of 
arc  for  sunlight,  the  latter,  when  run  under  high  amperage, 
showing  greater  activity. 

In  Fig.  95  is  shown  an  arc  lamp  in  operation,  a  com- 
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pressor,  with  tubes  attached  for  circulating  water,  being 
applied  by  an  assistant  to  a  lesion  of  the  cheek. 

The  rays  being  insufficiently  cooled  by  the  distilled  water 
at  the  lower  end  of  the  copper  tube,  a  supplementary  cooler 
is  combined  with  a  compressing  apparatus,  to  be  applied 
over  the  skin  lesion, 

AcTiNOLrTE,  This  apparatus  consists  of  a  large  iron  base 
on  which  are  mounted  the  collecting  and  condensing  lenses 
and  the  cooling  arrangement,  having  back  of  them  an  extra 
large  arc  light.  The  lenses  arc  made  of  some  peculiar  form 
of  glass,  which  the  manufacturers  claim  is  pervious  to  the 
chemical  rays.  There  is  no  evidence  that  this  is  true,  and 
we  are  informed  by  physicists  that  no  glass  exists  at  the 
present  time  capable  of  doing  this.  The  cooling  arrange- 
ment consists  of  a  brass  frame  enclosed  with  glass  walls,  open 
at  the  top  and  arranged  with  inlet  and  outlet  so  that  water 
may  be  kept  circulating.  Distilled  water  is  used  (Fig.  96). 
It  may  be  run  on  from  55  to  100  ampferes. 

There  are  several  smaller-size  apparatus  made  of  this 
same  type,  run  on  much  smaller  amperage,  for  office  use 
where  such  a  strong  concentrated  light  is  not  required.  The 
lenses  being  of  glass,  render  this  a  theoretically  incorrect 
model  possessing  very  little  chemical  efficiency, 

Broca  and  Chj\tin  LA^rp.  Here  we  have  an  arc 
from  metallic  electrodes,  but  devoid  of  cooling  apparatus. 
The  positive  electrode  is  carton  with  metallic  base,  the 
negative  plain  car1x>n.  There  is  a  regulator  working 
automatically  or  by  hand.  The  arc  is  surrounded  by  a 
high  stovepipe-like  metallic  chimney.  This  protects  the 
patient  and  operator.  There  are  four  openings  in  the 
circumference  of  this  upright  pipe;  patients  may  sit  opposite 
three,  while  the  fourth  permits  inspection  of  the  light  and 
carbons.    The  apparatus  runs  on  15  to  30  ampcTes, 

The  patient  is  ten  to  fifteen  centimetres  from  the  arc. 
The  time  of  exposure  is  from  twenty  minutes  to  one  hour. 
While  vigorous  compression  is  supjiosed  to  be  necessary, 
I  saw  patients  being  treated,  at  the  St.  Louis  Hospital  in 
Paris,  without  compression  or  deha?mati2^tion,  and  with 
seeming  benefit.  It  has,  however,  been  too  short  a  time  in 
use  to  report  definitely  upon  its  merits. 
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ScHALL  LAi^rp.  This  was  devised  in  1901  to  supply  the 
needs  of  those  having  only  an  alternating  current,  and  is  con- 
structed to  work  on  either  current. 

The  alternating  current  ]>roduces  a  pointing  of  the 
carbons  in  use  dispersing  light.  A  mirror  capable  of  with- 
standing the  heat  is  thus  necessary. 

There  is  a  disk  of  pipe-clay  mbced  with  oxide  of  mag- 
nesium. One  of  the  faces  of  the  disk  is  hollowed  into  a 
cylindrical  cavity  into  which  the  tw^o  carbons  are  pushed 
by  a  spring  arrangement.  A  replaceable  protuberance  of 
refractory  material  prevents  contact  of  the  carlxjn  points. 
It  consumes  8  to  10  amperes  with  50  to  60  volts, 

Lortet-Genoud  Lamp.  Here  the  rays  are  not  concen- 
trated, but  the  patient  is  placed  as  close  as  possible  to  the 
electric  source.  The  lamp  permits  of  an  intensity  of  10 
to  15  amperes.  In  front  of  the  arc  is  placed  an  elongated, 
metallic  basin  (curette),  having  double  walls,  with  a  central 
opening  for  the  rays  to  pass.  In  this  water  circulates. 
Behind  the  arc  is  a  concave  mirror  to  concentrate  the  rays 
at  the  opening*  Fitted  to  the  opening  is  a  crystal  against 
which  the  patient  presses  the  part  to  be  treated. 

This  lamp  has  given  satisfaction,  especially  to  those 
operators  who  did  not  attempt  to  secure  equal  benefit  from 
short  sittings* 

A  continuous  current  of  electricity  is  necessary  just  as  for 
the  Finsen  lamp* 

Advantages  are:  saving  in  the  cost  and  expense  of  run- 
ning;  low^  amperage  (10  to  15)  instead  of  50  to  80,  with 
tension  of  50  to  60  volts. 

Disadvantages:  sittings,  to  be  effective,  must  be  as  long 
as  with  other  lamps;  the  carbons  need  frequent  renew^al; 
there  is  a  lack  of  uniformity  in  the  mass  of  radiant  energy, 
depending  upon  the  quality  of  the  carbons. 

The  ]\lAiisa\LL  AND  Woods  Lamp.  This  is  a  modifica- 
tion of  the  Lortet-Genoud  lamp.  It  has  a  water  chamber 
through  which  the  light  passes  which  is  cooled  in  a  metal 
case.  The  area  of  skin  treated  by  this  lamp  is  four  times 
that  of  the  Finsen,  and  the  exposure  is  from  ten  to  fifteen 
minutes.  The  amperes  required  is  only  10  to  15,  instead 
of  60  to  80  necessary  for  the  Finsen  lamp. 
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The  Leslie-Miller  Lamp.  This  is  the  same  as  that 
described  as  the  St.  Bartholomew  lamp.  Here,  as  in  the 
Bangs,  iron  electrodes  arc  used,  run  on  a  high  potential 
secondary.  The  exposure  is  very  short,  from  fifteen  to 
twenty  minutes,  and  a  superficial  erjthema  may  be  rapidly 
produced,  the  same  as  with  the  Gorl  and  Piffard  lamps. 
Here  compression  is  appHcd  with  ice,  or  parts  are  frozen 
with  chloride  of  ethyl  or  liquid  air.  It  must  be  remembered 
that  freezing  with  chloride  of  ethyl  or  liquid  air  has  been 
at  times  found  curative  in  lupus  without  any  other  treatment. 
The  reaction  may  be  painful. 

There  is  an  American  modification  of  this  lamp  which 
is  smaller,  but  more  powerful. 

The  Finsen-Reyn  LAsrp.  At  the  Lysinstitut  in  Copen- 
hagen, w^hile  they  are  still  using  the  larger  forms  of  apparatus 
originally  installed,  Finsen  and  many  of  his  followers,  both 
here  and  elsew^here,  think  favorably  of  this  smaller  lamp, 
kno%\Ti  as  the  Finsen-Reyn  lamp.  The  object  sought  is  to 
produce  chemical  rays  in  very  great  abundance.  It  is  also 
necessary  that  the  light  should  be  almost  cold.  According 
to  Finsen's  recent  researches,  some  form  of  concentrating 
apparatus  is  requisite,  and  some  of  the  new^er  lamps  are 
gradually  being  aljandoned,  since  it  is  found  in  practice 
that  the  short  sittings  it  w^as  claimed  w^ere  sufficient  for 
these  smaller  forms  of  apparatus  are  really  not  sufficient 
to  secure  efficacious  results. 

The  apparatus,  as  modified  by  Reyn,  consists  in  a  stand 
with  a  transverse  arm,  holding  the  lamp  and  the  concen- 
tration apparatus.  The  lamp  itself  is  self-regulating,  having 
a  force  of  55  volts  and  20  amperes,  arranged  to  be  run  on 
a  direct  continuous  current  of  100  volts.  It  is  movable 
forw'ard  and  backward  on  a  sliding  bar.  It  can  be  made 
to  rotate  about  its  vertical  axis,  on  which  it  may  be  also 
fastened  in  a  vise.  The  concentration  apparatus  is  arranged 
upon  the  same  principle  as  that  of  the  larger  Finsen  lamps. 
It  is  composed  of  two  disks  of  rock-crj^stal,  the  space  between 
which  is  filled  with  distilled  water. 

The  arc  light  can  be  placed  very  near  the  concentrator 
without  danger  of  breaking  the  quartz  lens  nearest  the  light. 
In  order  to  keep  the  distilled  water  cold  there  is  a  jacket 


Pinsen-Reya  lamp,    (From  photograph  furnished  by  Waitc  and  Barilett.) 


Finsen-Reyn  lamp  in  operation. 


below  the  apparatus  are  still  two  more  lenses,  between  which 
is  a  space  which  should  also  be  filled  with  distilled  water 
to  absorb  the  heat  rays.    The  exjxjsures  are  of  alx>ut  an 
hour's  duration. 
This  apparatus  I  have  seen  in  operation  in  Leredde's 

31 


Arnold's  pholotherapeutic  apparatus* 

Bdieving  as  Finsen  does,  most  thoroughly,  that  it  is  an' 
error  to  strive  to  reduce  amperage  of  apparatus  and  length 
of  stances,  results  of  the  method  should  be  judged  only 
from  the  standpoint  of  a  luminous  source  as  powerful  as 
he  himself  employs.  He  finds  the  iron  light  too  little  pene- 
trating.   To  meet  the  requirements  of  dimmished  expense, 
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he  and  his  assistant  have  devised  a  lamp  simulating  in  some 
particulars  that  of  the  Lortet-Genoud*  Finsen's  concentrat- 
ing appliance  enters  into  its  make-up. 

Experimentally  it  has  been  found  that  ultraviolet  rays  of 
greatest  wave  length  and  also  the  blue-violet  penetrate 
most. 

Arnold's  phototherapeutic  apparatus'  consists  of  a 
lamp  with  a  reflector  attached  (see  upper  part  of  Fig.  99), 
a  parabaloid  concentrator  for  concentrating  the  light  to  the 
parts  affected,  and  a  powerful  Ix^llows  for  bringing  currents 
of  fresh  air  to  remove  undesirable  heat.  By  cutting  off  the 
concentrators  beyond  their  foci  subcutaneous  concentration 
of  light  rays  may  be  eflfected.  The  apparatus  is  portable, 
and  is  said  to  be  twice  as  effective  as  any  device  for  similar 
purposes. 

Dermo  Lamp.  The  Dermo  lamp,  of  English  manu- 
facture, is  favored  on  account  of  its  portability.  It  is  a 
modification  of  the  Bang,  the  arc  being  struck  l>etween  two 
iron  electrodes,  hollowed  out  to  permit  of  circulation  of 
water  for  cooling.  It  is  said  to  l>e  rich  in  violet  and  ultra- 
violet rays. 

The  Triplet  Lamp.  This  is  Kroniayer's  modification  of 
the  Dermo  lamp.  It  is  made  to  te  used  with  cither  iron  or 
carlx)n  points,  or  a  combination  of  both,  with  a  blue  fluid 
in  the  compressor  on  the  skin- 

Kromayer^  has  experimented  with  iron  electrodes  to  take 
the  place  of  carbon  in  the  Lortet-Genoud  model  of  lamp. 
Though  a  lamp  so  fitted  possesses  greater  bactericidal  power, 
it  is  less  efhcacious  in  treatment.  This  he  attributes  to  the 
iron  light  having  forty  times  as  many  erythema  producing 
rays  as  the  carbon,  and  therefore  does  not  penetrate  as 
deeply  into  the  tissues,  it  being  a  law^  that  the  more  a  ray 
of  light  produces  irritation  of  the  tissues  the  less  deeply  will 
it  penetrate.  The  iron  light  is  much  richer  in  ultraviolet 
rays  than  is  the  carbon  light,  and  it  is  possible  that  if  in 
some  way  its  irritating  quality  can  be  lessened  it  will  pene- 
trate much  deeper.    At  close  contact  the  erythema  produced 

'  Journal  of  Cutaneous  Diseases^  Januaiy,  1904* 
'  Eisenlichl,  Dcrroatologischcs  Zeilschrift,  Bd,  x. 


L 


4M 


ACTIXOTHERAPV 


in  a  few  minutes  is  so  great  that  its  application  has  to  be 
suspended  before  the  penetrating  quality  of  the  ray  has 
been  exerted.  He  obviates  this  by  passing  a  solution  of 
8:100,000  methyl  blue  through  the  quartz  chamber  of  the 
lamp. 

In  the  original  Finsen  apparatus,  besides  the  effect  of  the 
water  filter,  the  distance  from  the  concentrating  lens  to  the 
skin  (about  a  yard)  suffices  to  eliminate  the  short-waved 
ultraviolet  rays  which  cause  surface  erythema. 

The  great  richness  in  ultraviolet  rays  with  iron  electrodes 
necessitates  short  exposures.  The  chief  deep  action  lies  in 
the  visible  rays  of  the  actinic  end  of  the  spectrum.  Besides 
the  blue  solutions  in  the  compressor  he  paints  the  skin  at 
times  with  methylene  blue,  to  effect  the  same  purpose  of 
exclusion  of  such  rays  as  cause  the  surface  reaction. 

The  suggestion  to  paint  the  skin  was  made  by  myself 
several  years  ago  as  a  protection  against  so-called  x-ray 
burn,  and,  as  stated  elsewhere,  I  have  practised  it  with 
seeming  success. 

He  finds  that  in  carrjdng  out  this  simple  procedure  a 
much  longer  exposure  can  be  given. 

Busck'  refutes  Kromayer's  statement  that  the  Dermo 
lamp  is  thirty  to  forty  times  as  powerful  as  the  Finsen  in 
bringing  on  skin  reaction. 

The  object  aimed  at  is  the  deep  effect,  and  in  this  he  finds 
Kromayer's  apparatus  works  with  about  one-sbctieth  of  the 
blue-violet  rays  possessed  by  the  Finsen. 

The  Wills  Lamp.  Dr.  W.  Kenneth  Wills*  has  con- 
structed a  lamp  with  both  carbon  and  iron  electrodes 
(Fig.  100).  The  iron  is  arranged  so  as  to  give  up  vapor 
in  the  burning  of  the  carbons,  resulting  in  a  light  very  rich 
in  ultraviolet  rays  and  in  rays  of  great  penetration.  This 
lamp  has  a  chamber  for  running  water^  the  whole  fulfilling 
the  conditions  essential  for  a  lamp,  namely,  intensity  of 
light,  richness  in  chemical  rays,  sufficiently  cool^  and  of 
penetrating  quality.  The  alternating  current  can  be  used 
as  a  supply  when  the  lamp  has  a  step-up  transformer  and 


*  Dennatologischcs  Zettschrift,  Bd.  x,  p.  178, 

'  Bristol  Mi?dico-Chirurgical  Journal,  Junc»  1903, 
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at  three  feet,  while  the  new  lamp  increases  this  distance 
to  nine.  The  iron  in  the  Wills  lamp  is  introduced  as  a 
thin  w^irc  running  through  the  core  of  the  carbons. 


Dcmio  lamps  on  Bang  niodeL 


The  arc  in  the  small  lamp  is  at  a  distance  of  only  one 

centimetre  and  a  half  at  most  from  the  skin  when  in  use. 

In  practice  it  has  been  foimd  that  the  light  does  not  pene- 
trate sufficiently  for  lupus,  but  may  be  used  in  superficial 
affections.  Experimentally  it  has  been  sho\\Ti  by  Jansen 
that  rays  of  short  wave  length  are  least  penetrating,  and 
since  the  iron  arc  produces  such  short  waves  its  lack  of 
deep  penetration  is  explained. 
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A  modified  Bang  lamp  is  shown  in  Fig,  102,  Iron  electrodes 
replace  the  carbon.  They  are  enclosed  in  a  metal  chamber 
having  two  side  openings, 

A  water-cooling  chamlxir  is  attached  to  one,  a  colored 
window  to  the  other.  The  lenses  are  quartz.  Any  intensity 
of  light  from  750-  to  1500-candle  power  can  be  utiHzed. 

T&E  Gorl'  and  Leduc  Lamp.  This  was  conjointly 
suggested  in  1901  by  those  whose  names  it  bears  after 
experimentally  observing  that  an  electric  spark,  whether 
produced  by  a  coil  or  a  static  machine,  was  rich  in  ultra- 
violet rays,  and  Leduc'  suggested  the  use  of  the  spark  as 
a  source  of  ultraviolet  light* 

Fig,  ioj. 


Gdii  inadcl  spark  t.-inip. 

Modified  Gorl  Lamps.  The  mcxlified  Gorl  is  a  small 
hand  lamp  with  iron  electrodes.  It  may  be  used  upon  a 
static  machine  or  coil. 

There  are  five  metallic  nxls  an  inch  in  length  in  a  cup- 
shaped  container  (h)  of  hard  mbber  or  mica.  These  are 
capped  with  balls  of  the  same  metah  In  the  cap  {a)  is  a 
condensing  lens  which  should  Ix*  of  quartz. 

The  violet  end  of  the  spectrum  given  is  found  to  be  very 
rich,  but  less  so  than  the  violet  end  of  the  spectrum  of  the 
iron-electrode  arc. 


*  Mlinchencr  mtrfJ.  Wochen^chrift.  igof.  No.  ie. 
'  Comptes-rendus,  Mairh  3,  1901. 


London  Hospital  Finscn  lamp 


London  Hospital  Finsen  LampJ     The  U^e  of  lamp 

illustrated  herewith  is  the  one  designed  by  Finsen  for  use 
in  the  London  Hospital,  where  so  much  good  work  has 
been  carried  on.  It  comprises  a  powerful  arc  light,  which 
may  be  placed  in  circuit  with  either  a  104-volt  alternating 
or  a  iiO'Volt  continuous  current.  A  rheostat  is  employed 
With  the  lamp,  so  that  further  control  apparatus  is  prac- 
tically done  away  with.  A  tube  and  a  reservoir  provide  for 
a  continuous  flow  of  water,  either  violet  or  uncolored,  and 

*  Cut  luaned  by  Detroit  MedJcal  Journali  Jan\Jon%  190J. 
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this  assists  in  keeping  the  whole  lamp  cool.  A  screw  device 
provides  for  the  proper  focusing  of  the  light  on  the  lenses, 
and  another  screw  provides  for  the  proper  approximation 
of  the  tw^o  carbons  in  the  arc-light*  The  lamp  has  a  capacity 
not  to  exceed  lo  amperes,  as  suggested  by  Monell.  It 
provides  for  a  maximum  amount  of  violet  rays,  with  limited 
amount  of  heat  and  small  radiation  of  light, 

KjELDSEN  Lamp.  This  has  iron  electrodes,  rich  in 
chemical  and  poor  in  heat  rays*  It  has  the  advantage  of 
costing  about  one-tenth  that  of  a  Finsen  lamp. 

Kattenveracker*  in  experimenting  with  this  lamp  found 
that  the  growth  of  cocci  was  inhibited  in  about  five  seconds, 
and  that  the  bacillus  of  anthrax  was  killed  in  thirty  seconds. 

The  Cox  (Heathcote)  lamp  belongs  to  the  variety  of 
water-cooled  carbon  devices.    . 

A  new  method  of  generating  ultraviolet  rays  has  recently 
been  announced  by  J.  Mount  Bleyer^  of  New  York.  He  uses 
a  Crookes  tube  of  a  vacuum  lower  than  is  necessary  for  the 
production  of  .v-ray,  giving  a  dark-purple  fluorescence.  It 
is  said  to  differ  only  from  the  x-ray  bulb  in  the  quantity  of 
gases  exhausted  and  in  the  placing  of  the  poles,  and  can 
be  used  on  either  coil  or  static. 

It  is  difficult  to  understand  how  ultraviolet  rays  generated 
within  the  tube  should  have  any  utility  in  treatment,  since 
glass  is  opaque  to  them. 

There  is  a  lamp  manufactured  in  this  countr}^  which  is 
attached  to  a  condenser,  so  that  when  the  current  enters 
the  lamp  it  is  of  a  high-tension,  high-frequency  variety.  It 
has  no  water  connectionj  and  it  is  claimed  to  be  ver\'  rich 
in  violet  rays. 

Dr.  Piffard,*  of  New  York,  has  devised  a  hand  lamp  with 
iron  electrodes,  wliose  salient  points  are  that  it  is  self- 
coolingj  without  water  circulating,  and  can  be  attached  to 
an  electric-light  plug  without  additional  wiring  or  apparatus 
aside  from  the  rheostat  which  comes  with  the  lamp. 

Static  Source  of  Rays.  Prof.  Leduc,  of  Nantes,  France,^ 
found  that  a  metallic  point  connected  with  one  pole  of  a 

*  Allgemcine  Wiener  med.  Zeilung,  1903,  pt  36, 
'  Medical  Record,  January  73,  1Q04* 

*  Com  pt. -rend,  de  l*Acad*  des  Sciences,  June  12,  1899  ♦ 


Piffard  self-cooling  hand  arc, 

the  rlcctric  ^'effluve"  the  source  of  the  purest  chemical  rays, 
and  also  the  most  ix^onomical,  intense,  and  practical. 

Schall  and   Strelx^l   made  observations  upon   the   same 
subject.    The  latter  observed  that  the  spark  from  a  powerful 

Fig.  106 


Spark-gap  lamp  for  uUraviolet  rays. 


coil  in  conjunction  with  the  Leyden  jar  produces  ultraviolet 
rays.  The  rays  are  made  parallel  by  a  quartz  lens  and 
caused  to  pass  through  a  prism,  and  concentrated  by  another 
quartz  lens. 
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Since  then  several  investigators,  including  Gorl  and 
Piffard,  have  followed  up  this  new  source  of  ultraviolet  rays 
in  constructing  apparatus. 

In  Fig.  1 06  is  shown  the  Piffard  lamp/  which  can  be  used 
with  the  coil  or  static  machine.  Experiments  recently  car- 
ried out  by  Piffard'  show  that  the  quartz  aljsorbs  90  per 
cent,  of  the  radiations  capable  of  affecting  a  negatively 
charged  electroscope. 

Compressors.  The  compressor  used  in  Copenhagen 
consists  of  two  plates  of  rock-crystal  set  in  a  metallic  frame 
so  as  to  form  a  chamber  in  which  a  flow  of  water  is  main- 
tained through  openings  for  inflow  and  outflow  tubes. 

This  is  bound  upon  the  parts  to  be  treated,  so  as  to 
keep  up  sufficient  pressure  to  expel  the  blood  and  permit 
the  rays  to  exert  their  full  power  unimpeded  by  the  blood 
in  the  tissues. 

FtG.  107. 


<j.  Rock-crystal  lens.     The  projections  h  and  b*  are  for  attaching  water-cm) ling 

tube  and  outflow. 

In  connection  with  the  Broca-Chatin  lamp  new  com- 
pressors have  been  introduced  by  the  inventors  to  paste 
uf)on  the  skin.  While  flat-surfaced,  round  compressing 
cr>^stals  suffice  for  even  surfaces,  it  became  necessary  to 
invent  those  of  different  form  for  such  locations  as  the 
region  of  the  eye  and  nose,  mucous  membranes,  gums, 
ear  and  nose  cavities.  I.eredde  and  Pau trier  have  had 
made  by  Werlein  cone-shaped,  hollow,  water-cooled  cr)'stal 
compressors  in  metallic  sheaths.  These  have  been  found 
useful  in  the  conditions  indicated. 


*  Medical  Record,  January  23,  1904 
Journal  of  Cutaneous  Diseases,  June,  1904 


CHAPTER   XXVIII. 
THERAPY. 

The  value  of  blue,  violet,  and  ultraviolet  rays  has  been 
proven,  but  rays  of  greater  wave  length  also  have  their 
therapeutic  value.  The  beneficial  effects  of  Finsen's  method 
of  treatment  are  not  entirely  due  to  the  ultraviolet  ra3rs, 
which  are  largely  absorbed  by  the  skin,  but  to  the  violet 
and  more  deeply  penetrating  rays  which  are  also  produced. 
These  rays,  like  the  rv-rays,  besides  destroying  morbid  cell 
elements,  also  stimulate  the  production  of  connective  tissue 
and  the  formation  of  non-disfiguring  cicatrices. 

The  original  plan  of  concentrating  the  sun's  rays  by  the 
use  of  large  lenses  containing  a  solution  of  copper  sulphate 
has  been  largely  abandoned  in  Copenhagen  as  elsewhere, 
the  electric  light  proving  more  efficient  and  being  more 
constantly  available. 

Among  the  conditions  which  interfere  with  treatment  are 
dark  pigmentations,  swarthy  complexion,  thickness  of  integ- 
ument, the  presence  of  cicatrices,  great  vascularity  of  the 
part,  depth  of  penetration  of  the  pathological  process  and 
infiltration  of  tissues. 

The  cicatrices  obtained  are  usually  white,  more  supple 
than  those  produced  by  other  treatment,  and  compare  favor- 
ably with  those  left  by  the  x-ray.  Contractions  in  the  scar 
and  resultant  deformities  can  often  be  decreased  by  the 
method  itself. 

In  lupus  when  one  lesion  is  treated,  untreated  parts  of 
the  body  often  participate  in  the  improvement.  This 
phenomenon,  not  always  easy  to  explain,  has  been  seen  in 
psoriasis  when  one  part  has  been  treated  by  chrysarobin  or 
pyrogallol,  and  in  lupus  erythematosus  when  only  one  patch 
was  medicated. 

There  is  a  general  concurrence  of  view,  that  there  is 
produced  by  the  application  of  concentrated  chemical  rays 
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a  specific  form  of  irritation  of  the  skin  which  has  a  definite 
power  over  certain  skin  diseases, 

Preparing  Parts  for  Treatment.  All  detachable  crusts, 
scales,  secretions,  ointments,  etc.,  should  be  removed  with 
the  aid  of  green  soap  and  ether,  as  they  impede  the  ray-s 
passage.  Finsen  employs  pyrogallic  acid  solution.  Some 
advise  painting  parts  with  carbolic  acid  or  pyrogalloi  to 
intensify  or  to  secure  more  prompt  reaction  in  those  who 
react  poorly. 

Protection  of  the  surrounding  skin  can  be  carried  out  by 
applying  a  square  piece  of  adhesive  plaster  with  a  round 
opening  in  its  centre  opposite  the  lens,  or  by  covering 
neighboring  parts  with  thin  tin-foil  or  similar  substance. 
Red  silk  has  Ijeen  used  by  I.ereddc. 

Compression*  The  necessity  of  compression  was  demon- 
strated by  Finsen,  who  showed  that  the  light  influenced 
sensitive  paper  through  a  rabbit's  ear  in  twenty  seconds 
when  the  blood  was  pressed  out,  but  only  in  five  minutes, 
without  compression.  Darbois  showed  by  placing  in  the 
mouth  two  watch-glasses  enclosing  a  piece  of  sensitized 
paper,  that  the  ray  penetrates  the  lip  in  one  minute  when 
the  latter  is  compressed. 

After-treatment*  The  inflammatory  zone  may  be  dressed 
with  cold  cream.  When  crusts  follow  vesiculation,  soda 
solutions,  boric  lotions,  etc.,  may  be  applied  and  tepid 
boric  acid  water  used  as  a  wash.  After  crusts  have  fallen 
Lassar  paste  or  zinc  oxide  ointments  can  be  kept  on. 

After-treatment  in  the  various  skin  diseases  once  clinically 
cured  needs  the  knowledge  of  the  experienced  derma' 
tologist  or  one  versed  in  skin  diseases  to  guard  against 
recurrence. 

Acne.  Twenty-five  cases  have  been  reported  from  the 
Finsen  Institute,  with  cure  in  13. 

AcKE  Rosacea,  In  rosacea  the  seborrhoeic  condition 
usually  present  would  suggest  one  of  the  older  methods 
of  treatment  with  solutions  of  resorcin  or  corrosive  sublimate 
in  alcohol,  or  occasional  .v-raying  to  affect  the  overactive 
and  often  enlarged  glands. 

Loeb  treated  8  cases  of  acne  rosacea  w^ith  the  Finsen 
method    and  had  8  cures.    He  gave  half-hour  exposures 
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without   prixlocinp  any   scars.     The  length   of    trealmem 
required  was  from  two  to  three  weeks. 

Long-lasting  redness  of  the  nose  and  cheeks  which  our 
exfoHating  methods,  scarification  (puncturing),  electrolysis, 
etc.,  have  failed  to  relieve  may  often  \yc  brought  back  to  a 
normal  color  with  disappearance  of  vascular  dilatations  and 
varicosities  by  persistent  jihototherapy.  Best  results  vn\h 
however,  probably  follow  a  combined  plan.  I  usually 
employ  electrolysis  coincidently.  In  the  good  results 
reported  by  Finsen  and  his  followers,  and  especially  those 
in  France,  rosacea  stands  almost  second  to  lupus.  Leredde 
has  had  6  good  results.  BurgsdorfT  saw  3  patients  greatly 
improved.  Personally  I  have  seen  decided  Ijenefit  in  several 
patients. 

The  rays  must  often  be  continued  until  deep  sclerosis 
has  been  produced. 

Contraindications.  Too  dense  fibrous  cicatricial  masses, 
too  great  vascularization,  sclerous  bridles  and  bridges  of 
tissue  ofTcr  resistance  to  the  rays. 

Alopecia  Areata.  Noire,  of  Paris,  has  treated  50  cases, 
and  finds  the  method  most  useful  when  the  plaques  are 
limited^  the  skin  thin  and  atrophic,  and  on  which  for  a 
long  time  no  hairs  have  grovMi.  In  other  forms  of  alopecia 
he  finds  it  no  better  than  older  metho4:ls.  Kromayer  cured 
all  of  his  3  patients  on  whom  he  tried  his  aD-iron  electrode 
lamp. 

Twenty-nine  cases  have  been  treated  at  the  Finsen 
Institute.  In  6  of  these  there  was  no  result.  The  remain- 
ing 23  were  all  benefited.  It  is  more  than  possible  that 
there  are  two  varieties  of  alopecia  areata^  one  of  para- 
sitic origin,  the  other  trophoneurotic.  It  would  therefore 
not  be  surprising  if  those  of  the  parasitic  variety  were  bene- 
ficially influenced,  while  the  condition  persisted  in  cases  of 
the  other  class  or  even  grew  worse  under  the  ray,  as  in 
Schmidt's  case. 

Jersild  reports  great  success  in  all  of  his  cases  (6),  As 
a  rule,  the  bald  spots  were  covered  with  hair  in  a  few 
weeks. 

Forchhammer  treated  29  cases,  with  6  failures. 

Gottheil  reports  i  successful  case. 
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Local  Anaestiiesia.  Minin,  of  Russia,  uses  the  violet  ray 
for  the  production  of  local  anaesthesia.  His  lamp  was 
described  in  the  section  on  apparatus,     (See  Fig.  88.) 

Tracy'  reports  3  cases,  demonstrating  the  use  of  the 
actinic  ray  in  minor  surgery.  In  the  first  a  sebaceous  cyst 
was  removed  from  the  scalp  without  pain,  no  other  anaes- 
thetic being  employed  than  the  rays.  The  lamp  employed 
was  a  No.  3  Minin,  and  the  exposure  was  for  fifteen  minutes 
at  ten  inches.  In  the  second  case,  a  subcutaneous  abscess, 
the  size  of  a  marble,  was  removed  from  the  thumb  under 
actinic-ray  anaesthesia,  and  the  rays  were  also  applied  later 
in  place  of  all  other  antiseptic  treatment.  In  the  third  case 
a  skin  slough  an  inch  square  was  removed  from  the  palm 
of  the  hand.  It  is  extremely  probable  that  in  the  cases 
reported  there  was  a  strong  element  of  suggestion  in  the 
attainment  of  the  results,  as  it  is  scarcely  within  reason  to 
suppose  that  a  lamp  of  the  tj^^e  used  can  have  much  effect 
of  this  nature.  These  lamps  do  not  produce  any  of  the  ultra- 
violet rays,  and  transmit  a  very  small  amount  of  violet  and 
blue-violet  rays,  and  of  the  total  energy  produced  in  the 
lamp,  minute  at  best,  only  a  small  amount  traverses  the 
glass  of  the  globe.  The  heat  waves  are  not  sufficient  to 
produce  any  effect,  and  the  anaesthetic  action  of  light  waves 
of  any  length  has  never  been  demonstrated  per  se. 

In  minor  surgery,  Brockbank^  has,  in  2  cases,  found 
ultraviolet-ray  anaesthesia  practical.  Fifteen  minutes'  expos- 
ure with  a  No.  4  Minin  lamp  enabled  him  to  take  sutures 
in  an  incised  wound  of  the  forearm  which  had  exposed  the 
tendons.  A  fatty  tumor  was  removed  from  below  the  breast 
without  pain  after  a  twenty-minute  exposure  at  a  distance 
of  eight  inches,  nor  did  suturing  cause  complaint.  This 
suggested  that  a  strong  mental  effect  may  have  had  much 
to  do  with  these  results. 

Diseases  of  the  Eyes,  At  the  present  time  there  is  no 
literature  upon  the  subject  of  the  treatment  of  diseases  of 
the  eye  by  means  of  chemical  rays.  Owing  to  the  nature 
of  this  agent  it  is  not  improbable  that  these  rays  will  ulti- 


*  Boston  Medical  and  Surgical  Joumalt  November  6,  1902* 
'  American  Medicine,  1903*  vol*  v. 
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niately  find  a  broad  field  in  this  branch  of  medicine.  Slow-" 
growing,  non-inflammatory  conditions  of  the  conjunctiva, 
iris,  and  retina  are  easily  approachable  by  the  rays,  and  on 
account  of  the  pccuhar  action  of  the  latter  ought  to  jield 
to  their  influence.  It  has  Ijeen  already  suggested  that,  on 
account  of  the  powerful  physiological  action  of  light,  con- 
tractions and  adhesions  of  the  iris  might  be  remedied  by 
its  means. 

It  has  been  found  that  yellow-light  waves  have  the  greatest 
effect  in  causing  dilatation  of  the  pupil 

CauUon.  The  effects  upon  tlie  eye  are  at  times  detri- 
mental and  conjunctivitis  of  the  operator  must  be  prevented 
by  the  use  of  glasses. 

Epithelioma.  When  we  compare  the  number  of  patients 
treated  for  lupus  by  actinotherapy  with  those  treated  for 
epithelioma^  the  reports  so  far  available  seem  insignificant 
as  compared  with  those  reported  upon  from  radiotherapy. 

Among  the  reported  results  are  Forchhammer's  24  cases 
from  the  Finsen  Institute,  with  11  cures;  Sequeira's  3 
successful  cases;  Burgdorff's  8  cases,  with  3  reported  cured 
and  4  improved. 

My  personal  experience  with  exclusive  actinotherapy  in 
cancer  has  been  slight.  In  several  instances  actinic  rays 
have  been  tried  for  a  time,  but  given  up  in  favor  of  the 
AT-ray,  whose  effects  seemed  more  satisfactor}^ 

Malcolm  Morris*  reports  27  cases  of  rodent  ulcer  in  w^hich 
the  .if-rays  were  also  employed.  In  12  there  were  favorable 
results,  but  it  is  diflicult  to  assign  to  the  Finsen  method  its 
exact  share  in  the  cures, 

BoUaud  reports  an  epithelioma  of  the  nose  cured  in 
twenty-one  sittings. 

Sjogren  had  id  cases  of  rodent  ulcer,  with  5  cures. 

In  carcinoma  Finsen's  statistics  show  17  patients,  with 
8  good  and  2  fair  results, 

Lereddcj  von  Zicmssen,  Petersen,  Helm,  all  report  cases. 

Cancer  of  the  Breast-  In  advanced  carcinoma  of  the 
breast,  as  well  as  in  two  instances  of  Paget's  disease,  Harrison 
and  Wills  gave  the  method  a  trial.  The  final  report  is  not 
yet  made. 

^  The  Practitioner,  April,  1903. 
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Cancer  of  Uterus.  Dr.  Margaret  Cleaves  reports  relief  of 
pain  and  hemorrhage  in  uterine  cancer,  using  the  modified 
Bang  lamp. 

In  an  inoperable  case  after  fifty  treatments,  covering  a 
period  of  sLx  months,  in  conjunction  with  .v-rays,  there  was 
amelioration  in  the  local  condition. 

Tuberculosis  Cutis.  In  6  cases  treated  at  the  St.  Louis 
Hospital,  I  only  is  reported  cured,  the  rest  being  partially 
cured. 

Follicles  and  other  tuberculides,  such  as  agminated,  deeply 
seated  nodules,  may  give  way  to  the  light. 

Ichthyosis  Hystrix.  Golcr  reports  the  cure  of  a  boy  with 
a  harsh,  scaly,  wart-like  condition  of  the  skin,  by  daily 
applications  for  twenty  minutes  of  the  light  from  a  20- 
ampere  arc  lamp,  passed  through  two  eight-inch  plano- 
convex lenses  mounted  in  pairs.  By  the  third  day  the  skin 
of  the  arms  had  lost  its  warty  appearance,  and  at  the  end 
of  seven  days  w^as  soft  and  normal. 

The  light  w^as  then  applied  to  the  legs,  and  after  twenty 
exposures  of  about  thirty  minutes  each  there  was  complete 
recovery  J  which,  when  reported,  had  persisted  for  three 
months. 

Keloid.  In  this  condition  and  in  hypertrophic  cicatrix,  in 
which  the  A:-ray  has  proven  so  satisfactory,  Morris  finds  that 
the  actinic  ray  exerts  no  influence  whatever. 

Lupus  Vulgaris.  At  first  it  was  believed  that  the  beneficial 
action  of  the  chemical  light  in  lupus  was  mainly  due  to  the 
direct  destruction  of  the  tubercular  bacilli  by  tMs  light,  and 
that  the  light  reaction  was  only  of  minor  consideration. 

But  careful  investigation  seems  to  show^  that  the  destruc- 
tion of  the  tubercular  bacilli  is  mainly  due  to  the  reactive 
inflammation  of  the  tissues,  the  increased  blood  flow,  or  to 
the  eventual  chemical  changes  taking  place,  and  not  to  the 
direct  action  of  the  light. 

Nagelschmidt  believes  that  the  destruction  or  weakening 
of  the  tubercular  bacilli  through  the  direct  action  of  light 
is  the  first  result,  and  that  only  after  this  is  accomphshed 
the  light  reaction  becomes  an  issue  by  facilitating  absorption 
and  assisting  in  the  regeneration  of  the  tissues. 

The  Finsen  treatment  is  not  ahvays  applicable  to  lupus 
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of  the  mucous  membranes  or  to  ulcerating  or  vegetating 
lesions.  For  the  most  successful  results  it  is  necessan^  that 
the  patch  should  \ys  dry,  and  the  lens  be  pressed  hard 
against  it. 

If  by  the  use  of  the  A-rays  or  with  the  aid  of  applications 
of  various  medicines  an  ulcerating  lupus  can  be  dried  up, 
then  treatment  can  be  continuccl  with  the  Finsen  light.  Its 
greatest  value  comes  in  treating  lupus  of  the  face,  on  account 
of  its  good  cosmetic  effect;  in  lesions  on  the  other  parts  of 
the  body  where  we  are  not  so  particular  about  leaving  a 
scar,  surgical  measures  are  much  more  rapid  and  therefore 
at  times  more  advantageous. 

The  pronounced  effects  are  well  shoT?vTi  in  the  pictures 
to  be  seen  in  Finsen's  latest  work/ 

Statistics.     From  November,    1895,  to  January,    1902 
(7  years),  804  cases  were  treated  in  the  Finsen  Institute; 
412  were  cured,  of  which  number  124  showed  no  recurrence 
in  from  tW'O  to  six  years,  and  of  which  288  had  been  free 
from  recurrence  for  a  period  of  less  than  two  years.    Of  the 
remainder,  iga  were  nearly  cured  and  117  remained  under 
treatment.    In  67  the  treatment  was  interrupted  by  death, 
iUness^  or  other  cause,  leaving  737  for  study.    Of  these  the 
result  was  favorable  in  695,  unfavorable  in  42,  or  6  per  cent., 
against  94  per  cent,  of  good  results.    At  the  St.  Louis  Hos- 
pital in  Paris  Gastou,  Baudouin,  and  Chatin^  report  30  cases 
with  7  failures,   12  partial  cures,  and  11  complete  cures. 
Leredde  and  Pautrier^  give  43  cases,  8  of  which  w^ere  cured, 
7  almost  cured,  with  28  still  under  treatment.    In  a  recent 
visit  to  Paris  1  had  the  privilege  of  seeing  the  w^ork  being 
done  by  Gastou  and  Leredde  among  others.    At  the  Broca 
Hospital  I  found  my  friend  Prof.  Brocq  operating  by  the 
w^ell-known  methods  of  ante-Finsen  days  upon  a  number 
of  lupous  patients  in  whom  the  light  had  been  successful  up 
to  a  certain  point,  but  lueyond  w^hich  it  seemed  incapable 
of  producing  further  Ixnefit. 

Such   instances  illustrate  the  point  upon  w^hich  I  have 
previously  dwelt  in  these  pages  as  well  as  in  former  publica- 

^  Die  Bckanipfutig  des  Lupus  Vulgaris,  Jenat  19^1* 
'  Annalcs  de  dt^nnaL  et  de  syph.,  April,  1902. 
*  Phototherapie,  Paris,  1903 
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tions,  that  these  methods  are  not  to  be  relied  upon  exclu- 
sively, but  must  often  be  fortified  by  other  measures, 

Malcolm  Morris  reports  upon  65  cases,  1 1  of  which  were 
cured,  no  relapse  taking  place  in  from  six  months  to  two 
years.  In  15  cases  slight  remnants  have  remained  or 
relapses  have  occurred;  15  are  still  under  treatment.  All 
patients  remaining  sufficiently  long  under  treatment  were 
improved, 

Forchhammer  found  that  out  of  456  patients  treated, 
130  showed  no  recurrence  during  an  observ^ation  of  from 
one  to  five  years.  These  are  undoubtedly  included  in  the 
larger  statistics  of  Finsen. 

Harrison  and  Wills  report  on  42  cases  being  treated  by 
the  Lortet-Genoud  lamp.  Almost  all  were  improving  at 
the  time  of  report. 

In  the  London  Hospital  398  patients  have  been  treated, 
vrith  149  discharged  as  cured,  up  to  1903. 

At  the  St.  Louis  Hospital  in  Paris  up  to  May,  1903,  when 
I  visited  the  laboratory  of  Professor  Gastou,  250  patients 
had  been  treated,  100  of  them  regularly  and  several  for  two 
years  or  more. 

While  nearly  the  whole  number  showed  improvement, 
about  20, 1  am  told,  had  been  discharged  as  definitely  cured, 
having  been  seen  for  the  most  part  some  six  months  after- 
ward and  the  persistency  of  the  benefit  verified. 

The  length  of  exposure  was  in  most  cases  one  hour,  no 
matter  which  model  of  lamp  was  employed. 

At  the  time  mentioned  the  Broca-Chatin  lamp  was  being 
used  to  treat  three  patients  at  a  time.  ProL  Gastou  reported 
good  results  without  the  use  of  compression,  though  most 
patients  were  using  the  compressor. 

Histological  Changes.  In  the  investigation  of  Schmidt 
and  Moscuse,*  Sack-  and  McLeod'^  the  inflammatory 
reaction  is  put  down  as  the  essential  feature.  All  of  these 
observers  believe  the  effect  to  be  largely  the  result  of  inflam- 
mation, which  may  reach  even  a  necrotic  stage.     When 


*  Arrhiv  filr  Dermat.  und  Syph,^  March^  ^9^5- 
'  Miinchcner  med*  Wocbenschrift»  April,  1902. 
'  British  Medical  Journal,  October  35.  1903. 
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repair  begins  new  connective-tissue  spindles  are  noted,  and 
their  multiplication  culminates  in  the  production  of  a  scar 
which  leaves  nothing  to  be  desired  so  far  as  appearances  go. 

Prognosis.  In  any  given  case  an  opinion  can  be  formed 
of  the  ultimate  outcome  by  taking  into  consideration  the 
extent,  duration,  age  of  patient,  preceding  operations,  and 
treatment,  the  amount  of  cicatricial  tissue  present,  pigmen- 
tation, secondary  infiltrations,  etc. 

The  more  uncomplicated,  accessible,  and  free  from  second- 
ary effects,  the  better  the  chance  of  complete  removal. 

Lupus  Erythematosus,  In  the  Paris  Congress  (July*  1900), 
Forchhammer  reported  on  38  cases  treated  by  Finsen;  11 
were  cured,  13  were  being  treated,  and  13  had  ceased  treat- 
ment. Morris  thinks  these  results  less  pronounced  than  10 
lupus  \ailgaris. 

In  the  Breslau  Congress  44  cases  were  reported,  14  cures 
and  15  improvements,  the  results  being  always  good  in 
recent  cases,  doubtful  in  old. 

Sequeira  reports  14  cases,  of  which  half  were  rebellious 
to  the  method. 

Ixredde  and  Pautrier  report  33  cases,  with  23  remaining 
and  avaOable  for  obscrv^ation.  Of  these  11  were  cured, 
3  improved,  3  were  complete  failures,  and  in  6  cases  there 
were  cures  of  isolated  patches. 

We  must  remember  a  peculiar  tendency  to  spontaneous 
improvement  going  to  the  point  of  complete  disappearance 
for  a  time.  I  have  seen  disappearance  of  lesions  after  an 
intercurrent  attack  of  erysipelas;  also  at  a  considerable  time 
after  rv-ray  had  been  stopped,  little  improvement  having 
occurred  while  the  patient  was  under  treatment. 

For  the  inveterate,  persistent,  stationary  plaques,  long 
sittings  to  secure  deep  effects  and  the  formation  of  sclerous 
and  scar  tissue  are  required* 

Gastou,  Baudouin,  and  Chatin,  out  of  10  cases  treated 
had  3  cures  and  improvement  in  the  balance, 

Malcolm  Morris  treated  1 1  cases  with  no  cures,  improve- 
ment in  7. 

Du  Castle  reports  a  case  of  five  years*  standing  cured  after 
eight  sittings. 

Leredde  and  Pautrier  say  that  this  treatment  is  contra- 
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indicated  when  the  lesion  is  not  situated  on  the  face,  and 
also  in  aberrant  lupus  curable  by  other  methods.  I  have 
seen  patches,  however,  disappear  from  the  scalp. 

On  the  w^hole  the  results  here,  though  in  the  main  satis- 
factory,  are   less  certain   than   in   lupus   vulgaris,   gi\"ing 
approximately  50  per  cent,  of  cures  w^hile  the  figures  in 
lupus  vulgaris  are  placed  above  90  per  cent,   by  some 
observers. 

Kromayer  has  cured  a  patient  by  the  use  of  the  iron- 
electrode  lamp  bearing  his  name.  (See  under  Apparatus.) 
I  have  had  decided  improvement  in  several  instances, 
including  the  case  in  which  the  lip  was  involved. 

The  patient  maintained  that  the  lamp  did  much  more 
good  than  the  .^-ray  which  had  been  previously  used. 

In  another  case  involving  both  lips,  the  affection  was  of 
five  years'  standing;  rc-ray  treatment  had  been  previously 
given  without  much  benefit.  I  therefore  curetted  extensive 
lesions  upon  the  cheek,  and  employed  actinic  rays  with  the 
Gorl-Piffard  lamp.  Upon  the  lip  I  made  daily  applications 
of  aromatic  sulphuric  acid.  After  a  w^ek  there  was  decided 
improvement  in  all  the  patches,  which  has  gone  on  pro- 
gressing. Statistics  gathered  from  literature  so  far  show 
103  cases  treated,  with  35  recoveries. 

Ksevus.  Telangiectatic  naevi  have  been  treated  with  some 
success  by  various  operators,  including  Heidingsfeld.  While 
vascular  nae\ais  may  be  bleached  to  a  certain  extent,  as  in 
a  case  of  my  own,  instances  of  complete  disappearance  are 
rare. 

In  naevus  vascularis  of  the  flat  variety  some  success  has 
followed  the  Finsen  plan,  he  having  removed  one  entirely 
and  improved  nine  out  of  ten  in  which  trial  w^as  made. 
My  own  best  results  have  followed  a  combined  plan  of 
destroying  first  the  largest  vessels  by  electrolysis  and  imme- 
diately following  with  the  ultraviolet  lamp,  keeping  up  aU 
the  compression  possible  upon  the  dehaematized  areas. 

Vitiligo.  Montgomerj^,  of  San  Francisco,  has  recorded  a 
case  much  benefited. 

Other  Diseases-  Among  other  affections  in  %vhich  benefit 
has  been  reported  are  to  be  enumerated  localized  eczemas^ 
chronic    ulceratians,    acHuamycosis  (late   stage),   adenoma 
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sebaceum,  and  a4:ne  puslulata,  one  case  each  of  the  latter 
being  reported  by  Harrison  and  Wills.  Rhinophyma  was 
benefited  in  a  case  of  Leredde. 

In  my  own  practice  sycosis,  alopecia,  eczema,  acne, 
psoriasis,  dermatitis,  pruritus,  rosacea,  epithelioma,  lupus, 
lupus  erythematosus  have  received  benefit,  and  localized 
areas  have  been  at  times  cured. 

Bibliography — H.  Krukenberg,  MUnchener  med.  Wochenschiifty  April  i,  1902. 
H.  Lebon,  La  Photothcrapie,  Paris,  1901.  Duclaux,  Compt.-rend.  de  la  Soc. 
de  Biol.,  1885,  p.  395.  Arloing,  Influence  de  la  lumi^re  sur  la  v^^tation  et  les 
proprieties  pathogdn^s  du  bacillus  anthracis,  La  semaine  mMicale,  1885,  pp.  46, 
393i  3^'    N.  R.  Finsen,  La  semaine  m^icale,  December  21,  1887 
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By  this  term  Dr.  Bevan,  of  Chicago^  and  some  of  his 
colleagues  designate  the  procedure  of  administering  drugs^ 
such  as  iodine  preparations,  usually  in  large  doses,  after 
which  .v-rays  are  applied  up  to  the  full  tolerance  of  the 
patient.  The  idea  is  that  while  the  drug  circulates  in  the 
diseased  tissues  the  ray  will  act  more  effectually. 

They  have  applied  the  method  with  success  in  actino- 
mycosis. We  must  remember  that  in  this  disease  the  iodide 
of  potassium  acts  sur]:)risingly  well  at  times  without  the  ray* 

In  occasional  instances  there  comes  a  time  in  the  treat- 
ment of  lupus,  and,  in  fact,  in  carcinoma  too,  when  no 
progress  seems  to  be  made.  The  healing  process  which  has 
started  well  conies  to  a  standstill,  and,  despite  our  efforts 
to  force  treatment,  no  improvement  takes  place.  In  this 
class  of  cases  we  must  resort  to  other  measures.  Before 
discarding  radiotherapy  wholly,  it  will  often  be  found 
advantageous  to  make  a  trial  of  actinotherapy,  I  have 
seen  the  advantage  of  alternating  these  two  methods  in 
epithelioma,  carcinoma,  lupus,  lupus  er)1:hematosus,  and 
other  lesions. 

In  cancerous  peritonitis  as  well  as  in  tuberculous  peri- 
tonitis  a  combination  of  .v-rays,  ultraviolet  light,  and  oxygen 
baths  have,  according  to  Watson  and  Cattell/  proven  bene- 
ficial. 

Besides  the  various  methods  of  combining  other  pro- 
cedures with  the  x-ray,  we  must  not  lose  sight  of  the  prob- 
able adv^antagc  of  employing  this  method  in  association  with 
surgical  procedures.  Thus,  certain  manipulations,  such  as 
partial  excision  or  excision  without  going  wide  of  the 
apparent  limits  of  the  disease,  or  even  a  partial  curettage 


*  International  Clinics,  1903,  vol*  i,  13th  series,  p,  314* 
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without  attempting  to  remove  the  entire  tissue  involved, 
may  be  undertaken  with  deliberation  and  assurance  if  the 
ray  can  be  simultaneously  and  subsequently  employed  ontil 
cure  or  marked  benefit  is  effected.  This  opens  up  quite  an 
extended  field  of  surgery  which  before  the  ray  could  not 
be  too  severely  condemned.  This  applies  also  to  extensive 
deep-seated  growths,  as  cancer  of  the  breast.  Cases  which 
hitherto  have  always  been  classed  among  the  inoperable^ 
and  patients  who  have  been  considered  incurable,  can  now 
have  some  slight  hope  held  out  to  them  from  partial  oper- 
ation and  irradiation  as  soon  afteru^ard  as  is  possible. 

Varney  reports  a  patient  clinically  cured,  in  whom  the  field 
of  operation  was  irradiated  for  two  weeks  before  operation, 
and  again  as  soon  as  the  wound  was  solid  enough  to  permit. 

Byrne,  of  Brooklyn,  advises  the  use  of  the  cautery  knife 
in  connection  with  the  .v-ray. 

According  to  Hopkins/  the  most  successful  method  of 
treatment  of  uterine  cancer  consists  in  the  combined  use 
ot  the  ultraviolet  and  the  x-rays.  A  great  deal  of  care  is 
required  in  the  application  of  this  combined  method,  as 
their  effect  is  quite  different.  In  the  case  of  the  Finsen 
light  only  external  protection  is  needed,  and  this  may  be 
adequately  obtained  with  a  fabric  of  a  color  impervious  to 
the  rays,  but  in  the  case  of  the  ;v-rays,  however,  metallic 
protection  is  necessary.  The  patient  is  placed  in  the  dorsal 
position  and  the  rays  are  so  directed  that  they  will  impinge 
upon  the  diseased  portion.  The  application  of  the  Finsen 
rays  may  last  an  hour  or  more,  but  the  application  of  the 
r«?-rays  must  be  carefully  limited. 

A  report  by  Margaret  Cleaves  on  the  combined  treatment  ^ 
will  be  found  under  *'Cancer  of  Uterus,"  page  193.  ^ 

In  treating  with  the  A'-ray  malignant  growths  in  which^ 
there  is  a  glandular  involvement,  we  find  that  we  get  more 
satisfactory  results  by  excising  the  glands  and  applying  the 
ray  to  the  wound. 

In  connection  with  the  .r-ray  we  have  found  some  good| 
results   from   appljing   the  high-frequency  current    for  a 
general  stimulating  effect,  in  patients  who  have  been  in  a 


*  Phlladelphin  Medical  Journal,  February  2i»  1903, 
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generally  weakened  condition.  In  colitis  Tousey  speaks  of 
a  beneficial  and  stimulating  effect  of  the  ray  combined 
with  high-tension  discharges  from  the  tube. 

Walker  and  others  use  adrenalin  chloride  in  solutions  of 
W^iy  to  TTiTff  sis  a  dehsematizing  agent  before  the  application 
of  the  Finsen  Hght.  Wlien  doing  this  we  must  keep  in  mind 
that  adrenalin  itself  has  proven  to  have  a  curative  effect  at 
times. 

In  alopecia  areata,  freezing  with  ethyl  chloride  spray  or 
applications  of  carbolic  acid  to  aid  the  light  treatment  has 
been  found  of  great  value»  but  here  we  must  also  not  forget 
that  these  applications  alone  have  very  often  brought  alx>ut 
a  cure. 

We  have  often  found  that  to  get  rapid  and  satisfactor)^ 
results  it  was  necessary  to  combine  a  number  of  different 
methods,  especially  when  the  lesion  is  a  somewhat  com- 
plicated one. 

In  the  case  of  Mr.  M.,  who  has  been  suffering  from  a 
number  of  different  lesions  alx)ut  the  face,  we  applied  simul- 
taneously electrolysis  for  the  destruction  of  a  vascular  naevus 
and  a  network  of  telangiectatic  bloodvessels,  the  ,T-ray  for  a 
severe  acne  pustulosa,  hydrarg.  ammoniat.  for  an  acne 
varioliformis,  and  the  ultraviolet  light  for  acne  rosacea  of 
the  nose.  The  recovery  was  very  prompt  and  satisfactory, 
and  illustrated  the  value  of  analyzing  lesions  and  combining 
methods  of  treatment  to  reinforce  one  another. 

In  lupus,  when  the  disease  is  extensive,  or  there  is  much 
infiltration,  scraping  followed  by  x-TB.ys  may  usefully  be 
employed  as  a  preliminary  to  the  application  of  ultraviolet 
light  treatment,  or  :X"-rays  alone  at  first  and  then  the  Finsen 
method. 

Morris  states  that  these  methods  may  be  reinforced  by 
such  caustic  remedies  as  pyrogallic  and  salicylic  acids. 
The  X'Tzys  appear  to  increase  the  reaction  caused  by  the 
actinic,  when  the  latter  is  applied  subsequently. 

Pyrogallic  acid,  acid  nitrate  of  mercury,  silver  nitrate,  or 
pure  carbolic  acid  may  be  used  to  remove  the  homy  layer 
before  Finsen  treatment.  To  make  the  horny  layer  trans- 
parent strong  carbolic,  anilin  oil,  or  clove  oil  can  be  used 
to  increase  reaction. 
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I  am  pleased  to  note  that  Dc  Forest  Willard  has  taken  up 
a  suggestion  made  by  me  two  years  ago — i,  e,,  of  covering 
parts  with  a  methylene-blue  solution,  his  object  being  ta 
secure  easier  passage  of  ultraviolet  actinic  rays. 

It  must  be  remembered  that  these  alone  are  curative. 
One  objection  to  their  use  is,  that  the  h\peraeniia  thus  pro- 
duced requires  more  pressure  to  dehsemati^e,  Dor6  applies 
several  layers  of  acid  nitrate  of  mercur\^  and  MacLeod 
iodine  (potassium  iodide,  2  parts:  glacial  acetic  acid,  2  parts; 
water,  100  parts).  Wills  and  others  find  that  a  preceding 
.v-ray  exposure  increases  reaction  from  the  light  treatment. 
The  .\'-ray  is  almost  a  necessary^  adjunct  in  treating  mucous 
membranes  and  cavities.  The  x-vay,  as  it  would  seem  at 
times,  has  a  more  selective  affinity  for  lupous  tissue  than  the 
ultraviolet  ray.  This  is  well  illustrated  in  the  case  of  Airs. 
J.,  in  whom  a  very  decided  reaction  occurred  after  the  third 
x-ray  exposure,  and  these  few  treatments  w^ould  seem  to 
have  elTected  a  cure. 

Malcolm  Morris,  as  early  as  August,  1901,  advocated  the 
simultaneous  or  the  combined  method ,  especially  for  lupus 
about  the  eye  and  mucous  membranes  of  the  nose  and 
mouth.  This  has  been  carried  out  by  various  w^orkers  and 
recently  is  reported  upon  by  Hopkins. 

Although  he  considers  the  results  obtained  in  Finsen's 
clinic  better  than  anything  that  had  been  previously  obtained, 
Brookes  strongly  recommends  the  combined  use  of  the 
Finsen  method  and  the  A*-ray* 

Leredde  and  Pautrier  advise  that  phototherapy  should 
not  be  combined  with  other  methoils,  but  should  be  used 
alone.  They  claim  that  it  is  the  chemical  rays  traversing 
the  region  which  produce  the  Ix^nefit;  scarification  and 
cauterization  or  other  methods  employed  may  make  this 
penetration  more  dilTicult* 

In  a  recent  visit  to  the  hospitals  in  Paris  I  observed  that 
in  a  large  number  of  kipous  patients  who  had  been  improvcxi 
up  to  a  certain  point  by  actinotherapy,  minor  surgical  pro- 
cedures were  being  carried  out  upon  those  portions  of 
diseased  tissue  w^hich  had  refused  to  yield  to  the  ray  treat- 
ment. 

In  tuberculosis  the  ray  should  prove  more  beneficial  in  a 
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dry,  warm  climate.  Much  time  is  necessary  to  achieve 
improvement  beyond  that  of  alleviation  of  s}TTiptoms. 

Mixed  infections  require  longest  treatment,  including  anti- 
streptococcic injections.  In  joint  tuberculosis,  supporting 
treatment  or  immobilization  is  necessary.  In  general  tuber- 
culosis, besides  climate,  the  use  of  general  exercise  or  calis- 
thenics is  advised. 

Hubl3ert  and  Gibson  believe  that  many  patients  can  be 
cured  if  the  stomach  and  digestion  can  be  controlled.  We 
must  always  remember  that  we  are  treating  a  human  being, 
and  that  the  ray  is  only  one  factor  in  the  cure.  The  co- 
operation of  the  patient  aids  materially. 


COMPARISON  OF  THE  TWO  METHODS. 


In  making  a  study  of  the  relative  merits  of  radio-  and 
phototherapy  it  seems  at  the  present  time  necessary  to 
consider  only  a  few  diseases  as  they  are  influenced  by  the 
Roentgen  ray  and  by  the  actinic  rays,  as  applied  by  Finsen 
and  his  followers. 

First,  we  must  appreciate  the  wider  range  of  usefulness 
of  the  Roentgen  ray,  which  is  not  restricted  wholly  to  surface 
influence,  as  seems  to  be  the  case  with  the  ultraviolet  light* 
To  be  sure,  the  results  have  so  far  not  been  brilliant  in  many 
internal  or  deep-seated  affections,  but  that  the  jf-ray  produces 
a  pronounced  action  upon  deeper  tissues  cannot  be  doubted. 

In  the  treatment  of  lupus  much  stands  in  the  way  of 
definite  conclusion  at  the  present  time  concerning  the  relative 
merits  of  x-ray  and  actinic  light.  There  is  the  personal 
equation  with  individual  preference,  greater  experience  and 
greater  skill  with  the  one  than  with  the  other.  The  photo- 
therapy has  been  perhaps  more  profoundly  studied  and 
more  cases  have  been  treated  to  a  point  of  cure. 

That  the  Roentgen  ray  has  a  great  influence  upon  lupous 
tissue  there  can  be  no  doubt,  ^lany  have  been  cured.  The 
proportion  of  failures,  so  far,  has  been  greater  than  in 
the  other  method.  We  must  rememl>er^  however^  that  the 
greatest  success  has  been  achieved  by  the  originator  in 
Copenhagen.     If  we  compare  lupus  treated   by  the  two 
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methods  the  world  over,  the  difference  in  end  results  is  not 
so  marked. 

When  we  consider  the  difficulties  and  tediousness  of  the 
most  effective  methods  previously  employed,  the  pain  attend- 
ing their  application  and  the  small  percentage  of  actual 
permanent  cures,  we  have  to  confess  that  up  to  the  present 
the  newer  methods  by  actinic  and  Roentgen  rays  is  an 
advance  of  decided  importance.  The  brutality  of  curettage 
and  boring  in  with  caustics  is  great  and  the  results  are 
unsatisfactory. 

Ablation  can  be  practised  but  rarely,  especially  about  the 
face. 

Scarification,  galvanocautery,  and  electrolysis  or  cauter)* 
by  pastes  are  the  only  other  available  methods. 

The  chemical  light  penetrates  deeply,  homogeneously,  and 
pains  less;  herein  lies  its  advantages,  granting  that  end 
results  may  be  equal.  In  point  of  time  this  method  has  the 
advantage  over  the  older  when  we  calculate  the  period  over 
which  the  others  exclusive  of  ablation  must  extend* 

The  expense  for  the  private  patient  is  not  much  greater 
by  comparison,  and  while  institutions  may  find  it  much 
more  exp>ensive  to  install  apparatus  than  to  have  the 
physician's  time  the  only  item,  still,  if  results  are  more 
satisfactory  it  is  cheaper  in  the  end  for  the  community,  so 
far  as  public  service  is  concerned. 

A  careful  computation  of  statistics  points  to  phototherapy 
as  the  method  ottering  the  largest  percentage  of  actual  cures. 

The  advantages  of  the  x-ray  as  compared  to  the  actinic 
method  in  the  treatment  of  lupus  are  that  (i)  w*e  can 
treat  larger  areas;  (2)  it  is  much  more  effective  in  ulcerating 
lesions;  (3)  we  can  treat  lesions  of  the  mucous  membranes; 
(4)  the  treatment  is  much  shorter  in  duration. 

The  X'T3.y  is  more  uncertain;  the  dosage  is  not  so  well 
established  or  controlled;  the  limitations  are  not  so  well 
mapped  out,  and  harm  can  more  readily  be  done. 

Reports,  although  numerous,  represent  too  large  a  pro- 
portion  of  cases  which  have  **  improved*"    Naturally,  we_ 
can  consider  only  those  discharged  or  reported  by  competent " 
observ^ers  as  being  clinically  cured.    In  this  country  at  least, 
where  lupus  is  rare,  and  presumably  in  others  as  well,  sta- 
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tistics  must  be  based  upon  the  competency  of  the  observer 
from  the  diagnostic  side*  Reports  have  been  made  of  lupus 
treated  by  these  methods  which  was  not  lupus  at  all,  but 
syphilis  or  something  else* 

There  is  one  feature  of  radiotherapy  to  make  it  of  decided 
advantage,  and  tliat  is  entire  absence  of  pain  or  discomfort, 
and  the  much  restricted  number  of  applications  required. 

Among  other  advantages  of  the  Finsen  method  are  that  it 
is  not  very  dangerous  to  the  operator,  while  the  jc-ray  has 
been  known  to  produce  serious  results.  While  the  Finsen  is 
the  more  tedious  treatment  it  has  the  advantage  that  it  can 
be  carried  out  by  trained  or  semiskilled  persons — nurses,  etc. 
This  is  not  practical  with  the  :v-ray,  which  should  be  under 
the  direct  supervision  of  the  physician, 

Morris  and  Dorc*  say  that  Finsen  does  prevent  recur- 
rences by  his  method  of  treatment.  The  apparatus  used 
by  Finsen  himself  is  superior  to  that  of  Lortet  and  Genoud, 
it  ha\%ig  better  penetration  and  being  more  intense.  The 
latter  lamp  is  useful  only  in  superficial  lesions.  The  a^-ray 
is  better  than  the  ultraviolet  rays  in  ulcerating  lesions,  and 
where  the  mucous  membranes  are  affected.  In  epithelioma, 
curettage  should  be  employed  coincidently  with  either  of 
these  methods. 

The  actinic-ray  reaction  is  apt  to  come  on,  if  at  all,  in 
from  four  to  five  hours,  and  the  resulting  slight  dermatitis, 
resembling  that  produced  by  the  sun's  rays,  is  usually 
readily  controlled  by  some  simple  ointment. 

The  dermatitis  following  the  .r-ray  comes  on  only  after 
some  days  or  even  weeks,  and  the  extent  and  ultimate 
results  are  very  uncertain.  The  condition  when  severe  is 
not  controlled  by  ordinary  methods  of  treatment. 

The  actinic  treatment  is  less  likely  to  produce  burn  than 
the  ^c-rays. 

The  resulting  cicatrix  after  the  actinic-ray  treatment  is 
softer,  whiter,  and  generally  better,  as  a  rule,  though  most 
excellent  scars  often  follow  the  x-ray. 

The  effect  of  the  chemical  rays  is  very  irritating  upon 
the  conjunctiva  and  the  retina,  while  the  rsc-rays  exert  very 


^  British  Medical  Journal^  May  31,  1902. 
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little  effect.  The  use  of  amber-  and  red-colored  _ 
the  application  of  dark-red  shades  to  the  windows  wQl 
lessen  the  irritation  in  case  of  inflamed  eyes.  Blue  glasses, 
however  dark,  are  found  unsuccessfuL 

Leredde  and  Pautrier*  make  a  comparison  of  the  results 
obtained    by   phototherapy   in    lupus   vulgaris   and    lupus 
erythematosus  with  those  following  other  methods  of  treat- 
ment.   They  conclude  that  phototherapy  is  the  one  method 
which  gives  the  best  results  in  tuberculous  lupus,  giving 
deepest  action,  although  radiotherapy  may  in  the  future  be 
found  just  as  useful.    While  a  cure  cannot  always  be  prom- 
ised, the  number  of  failures  is  small.    In  lupus  erjlhematosus 
this  method  of  treatment  is  superior  to  all  others,  although 
the  results  are  much  less  constant  than  in  tuberculous  lupus. 
It  is  necessary  to  produce  complete  sclerosis,  and  the  photo- 
therapy should  l>c  continued  until  a  cicatrix  is  formed.    The 
indications  and  contraindications  for  the  employment   of 
this  method  of  treatment  are  as  follows:    It  is  indicated  in 
every  case  of  tuberculous  lupus  which  has  resisted  other 
methods  of  treatment.    The  results  are  uncertain  in  cases 
with  much  thickening  of  the  tissues  and  in  those  in  which 
a  deep  sclerosis  has  Ix'cn  produced  by  other  treatment.     In 
vegetating  lupus  the  volume  of  the  tissues  should  first  be 
reduced    by   scarification   or  caustics,   such   as  potassium 
permanganate;  phototherapy  may  then  be  able  to  exert  its 
curative  effects.     In   elephant iasic   lupus  this   method    of 
treatment  generally  faDs*     It  is  contraindicated  in  recent 
lupus  which  can  lye  cured  by  ablation  with  union  by  first 
intention  J  and  in  lupus  of  the  trunk  and  extremities  w^hicb 
can  be  cured  more  rapidly  by  other  methods.     In  tuber- 
culosis of  the  extremities  it  is  likewise  inapplicable  I^ecause 
the  hyperkeratosis  and  acanthosis  prevent  the  penetration 
of  the  chemical  rays.     In  lupus  erj^thematosus  it  is  con- 
traindicated in  the  superficial  wandering  forms  curable  by 
other  methods.     It  can  be  applied  only  in  those  cases  in 
which  the  disease  reappears  in  the  same  places,  and   in 
which  other  methods  have  failed.    In  the  fixed  forms,  with 
or  without  a  tendency  to  atrophic  regression,  it  may  be 


'  Annates  de  dermat.  et  dc  syph.,  190a,  No.  ft. 
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employed  after  the  failure  of  other  remedies.  Every  case 
ought  to  be  treated  energetically  from  the  beginning,  since 
the  longer  it  lasts  the  deeper  and  more  rebellious  it  becomes. 
In  those  cases  which  have  resisted  phototherapy,  properly 
carried  out,  radiotherapy  or  radioactinic  therapy  may  be  tried. 

In  skin  diseases  in  general  the  field  of  usefulness  for 
rr-rays  is  much  broader  than  for  FinsenVs  method.  Here 
the  lesions  must  he  few  and  localized,  while  the  ray  can  be 
so  applied  as  to  take  in  extensive  surfaces. 

Lupus.  In  two  lupous  cases  with  marked  ulceration 
treated  by  Morris/  Finsen's  method  was  found  useless,  but 
in  both  the  ulcers  healed  rapidly  under  jc-rays.  When  the 
mucous  membranes  are  involved  the  .v-ray  gives  good 
results.  That  of  the  nose  is  attacked  with  difficulty  by  the 
ultraviolet  rays,  but  very  easily  w^ith  the  A-rays.  Many  cases 
of  lupus  under  treatment  by  the  Finsen  method  or  the  .v-ray 
improve  up  to  a  certain  point,  but  stop  short  of  a  complete 
cure;  so  that  whichever  method  is  used  it  must  be  supple- 
mented by  subsequent  treatment  with  some  of  the  older 
methods. 

In  comparing  the  value  of  the  different  methods  of  treat- 
ment we  must  naturally  be  guided  by  the  result  achieved 
by  different  observers. 

Scholtz,  who  has  had  a  very  extensive  experience  covering 
a  number  of  years,  with  the  .r-rays  in  all  varieties  of  lupus, 
in  his  report  of  55  cases  published  ^  claims  to  have  brought 
about  a  complete  cure  in  the  majority  in  a  ver>^  few  months 
with  very  satisfactory  cosmetic  effects.  This  seems  to 
compare  very  favorably  with  Finsen' s  method,  which  requires 
a  much  longer  time  for  many  of  the  cases,  with  a  great  deal 
more  inconvenience  to  the  patient  as  regards  the  compara- 
tive  length  and  frequency  of  exposures. 

Freund  says  much  the  same  length  of  time  is  required 
in  the  two  methods;  the  resulting  scar  is  equally  good. 
He  advises  raying  large  surfaces  and  applying  actinotherapy 
to  the  remaining  foci. 

Heidingsfeld*  speaks  of  3  cases  in  w^hich  the  ray  had 

'  Practitioner,  April,  1903, 

'  Cincinnati  Lancei-Clinic,  1903,  voL  Ixxxix. 
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failed,  but  under  the  London  Hospital  or  Sequeira  lamp  the 
nodules  disappeared.  Rockwell,  on  the  other  hand,  saw 
an  extensive  lupus  of  the  chest  cured  by  fifty-five  exposures 
to  the  ray  after  prolonged  treatment  by  the  Finsen  method 
had  failed. 

Harrison  and  Wills'  found  that  while  2  out  of  3  lupus 
erythematosus  cases  improved  under  actinotherapy,  they 
made  more  rapid  progress  under  the  a'-rays. 

Sequeira,  of  the  London  Hospital,  believed  from  a  trial  of 
both  methods  that  tlie  Finsen  gave  better  results.  Out  of 
154  cases  treated  by  the  latter,  42  were  successful. 

Burgsdorf,  of  Kasam,  treated  24  cases,  with  3  cures  and 
16  much  benefited. 

Leredde  and  Pautrier  report  on  40  cases  up  to  November, 
1901.  Of  these  37  remained  under  treatment  sufficiently 
long  for  conclusions  to  be  drawn;  8  were  cured ^  7  nearly 
cured,  in  10  definite  areas  were  cured,  and  final  cure  was 
seemingly  sure.  They  expect  34  cures  in  time,  and  in  5 
the  results  are  doubtful. 

In  picked  cases  ablation  can  be  done,  or  scarification, 
galvanoca  uteri 'nation,  or  electrolysis  can  be  attempted  as  the 
most  favorable  methods  when  phototherapy  and  radio- 
therapy are  not  available.  If  recurrences  are  prompt  and 
persistent,  efforts  should  be  made  to  resort  to  one  or  the 
other  of  these  newer  methods,  as  too  prolonged  attempts 
result  in  a  too  abundant  production  of  dense  sclerous  tissue, 
which  ultimately  makes  the  success  of  rays  less  sure. 

Lupus  Ekytitematosus,  In  lupus  erjlhematosus  the 
jc-ray  gives  at  least  as  good  results  as  phototherapy.  Com- 
pared w^th  high  frequency  and  radium  therapy,  too  few 
data  are  available.  It  looks,  however,  as  though  radium 
promises  little,  but  high  frequency,  ev^n  perhaps  more  than 
either  of  the  others,  and  may  become  the  method  of  choice. 

As  between  phototherapy  and  radiotherapy  and  high  fre- 
quency  on  the  one  hand,  and  older  methods  (application 
of  iodine,  pyrogallol,  caustic  potash,  strong  carbolic  acid, 
chloride  of  zinc,  scarification,  galvanocauter)^)  on  the  other, 
the  newer  methods  have  the  decided  advantage. 

^  Bristol  Medico-Chinirgical  Journal,  1903,  vol,  xid. 
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Alopecia  Areata.  Here  the  time  element  must  not  be 
ignored  in  forming  final  conclusions.  The  well-known 
tendency  for  many  cases  to  make  spontaneous  recovery 
should  not  confuse  the  observation. 

When  a  recent  case  responds  promptly  to  chemical  light 
w^e  may  credit  the  method  with  the  result. 

The  conditions  of  control  have  been  complied  with  in  a 
number  of  instances,  includmg  Finsen^s  own  cases  (49,  with 
30  cures).  Sabouraud  believes,  and  we  must  lean  to  his  way 
of  thinking,  that  the  irritation  produces  the  equivalent  of 
that  we  aim  at  in  our  older  methods.    In  my  own  practice 

1  have  experienced  little  difficulty  in  the  non-universal  cases 
in  securing  renewed  hair  growth  within  comparatively  short 
time  limits  with  pure  carbolic  applications  at  long  intervals 
(three  or  four  treatments  in  six  or  eight  weeks)*  This  is 
surely  much  simpler,  more  time-saving,  and  inexpensive. 

Localized  chronic  plaques  which  resist  this  and  similar 
measures  will  sometimes  give  way  under  chemical  light  or 
^s^raymg.  Comparing  the  latter  it  would  seem  that  more 
patients  have  so  far  recovered  under  radiotherapy. 

Epithelioma.  Here  the  a-ray  is  unquestionably  superior, 
though  the  arc  lamp  will  cure  lesions  of  the  cancroid  and 
rodent-ulcer  type. 

Sycosis.  While  \iolet  rays  have  been  tried  with  some 
success,  as  in  long-standing  sycosis  of  the  upper  lip  (Leredde, 

2  cases),  the  method  falls  far  short  of  the  brilliant  results 
following  radiotherapy. 
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What  have  come  to  be  known  as  the  Becqiicrel  rays 
owe  their  name,  not  less  than  we  owe  our  knowledge  of 
their  existence,  to  the  French  physicist  who  sur[>rised  the 
world  by  his  announcement  from  the  Natural  History 
Museum  of  Paris  early  in  i8g6. 

While  experimenting  with  the  salts  of  uranium  and  the 
heavy  metal  uranium  itself  he  found  that  peculiar  rays 
were  given  off.  These  radiations  are  not  \isible  to  the 
unaided  human  eye;  still,  they  penetrate  substances  which 
arc  wholly  opaque  to  ordinary  light,  or,  while  making  no 
impression  upon  our  retina,  pass  through  metals  just  as 
do  the  jc-rays. 

Two  other  scientific  investigators,  working  also  in  Paris, 
shortly  after  this  discovered  other  radioactive  minerals  in 
pitchblende,  a  mineral  compound  of  uranium  found  in 
Cornwall,  Bohemia,  and  in  small  amounts  elsewhere,  as 
in  Colorado.  They  crowned  a  laborious  series  of  experi- 
ments with  the  demonstration  that  certain  bodies  are 
constantly  emitting  radiations  carrying  actual  energy,  which, 
while  not  appreciable  by  our  senses  of  natural  endowment, 
can  still  be  measured.  Their  component  particles  can  be 
counted  and  weighed;  their  heat-giving  properties  can  be 
calculated  with  precision. 

Radium,  actinium  and  polonium  are  the  names  given  by 
their  discoverers  to  the  chief  metals  or  chemical  elements 
which  have  to  do  with  the  remarkable  phenomena  recorde4. 
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Radioactivity  may  be  described  as  the  activ^e  dissociation 
of  intra-atomical  units.  The  thousands  of  "ions"  com- 
posing the  radium  atom,  for  example,  revolving  in  their 
orbits,  fly  apart  and  escape  into  the  ether* 

WTien  the  creator  of  all  things  gave  that  blessed  command, 
'*Let  there  be  light/'  radium  and  polonium  no  less  than  the 
sun  and  stars  obeyed.  Since  that  great  dawn  they,  too^  have  M 
possessed  a  never-failing  light,  though,  through  all  these  ■ 
ages,  it  has  glowed  deep  down  in  what  seemed  to  us  pitchy 
darkness — shut  in  from  our  sense  of  sight  by  its  pitchblende 
envelope,  awaiting  that  other  great  dawn,  the  dawTi  of 
science,  which  %vould  fortify  our  normal  senses  wnth  far  more 
delicate  means  of  appreciation  than  any  vouchsafed  them 
by  nature. 

Radioactivity  became  a  possibility  only  subsequent  to 
Roentgen's  w^ork.  The  omnipresence  of  penetrating  rays 
was  surmised  by  Becquerel,  no  doubt  as  well  by  many 
others  whose  minds  were  active  in  these  directions.  Still, 
he  w^orked  out  the  problem,  and,  thanks  to  the  w^onder- 
working  scientists  of  the  day,  radioactivity  must  take  its 
place  alongside  of  light,  heat,  magnetism,  and  electricity. 

The  determination  and  patient  working  out  of  difficult 
detail  on  the  part  of  Madame  Curie,  added  to  the  scientific 
training  and  active  imagination  of  Prof.  Curie,  combined 
to  make  possible  their  brilliant  accomplishment- 

The  Discovery  of  Becquerel  Rays.  It  may  be  looked  upon, 
in  a  measure,  as  a  lucky  accident  that  led  Becquerel  to  his 
fortunate  discovery.  Testing  on  a  photographic  plate  the 
effects  of  some  salts  of  uranium  %vhich  he  had  exposed  to 
sunlight  to  cause  them  to  phosphoresce,  he  found  that  a 
better  image  was  secured  when  the  plate  was  placed  in  a 
dark  drawer  than  is  usually  secured  from  sunlight.  He 
had,  after  exposure,  put  the  plate  aw^ay  because  the  weather 
was  cloudy.  After  several  days  he  developed  it,  impulsively, 
as  it  w^ere,  little  dreaming  it  w^as  going  to  teach  and  lead 
to  such  brilliant  results.  Roentgen,  it  will  be  remembered, 
had  a  somewhat  similar  experience  with  accidental  image- 
making  w^hich  pointed  out  the  w^ay  to  a  new  force  in  nature. 

We  must  go  farther  back  in  tracing  the  discovery  and  see 
how  working  out  one  problem  leads  to  another,   though 
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neither  may  be  fully  solved  for  a  long  time.  Spirit  photog- 
raphy was  undoubtedly  behind  the  investigations. 

It  was  known  long  ago  that  when  a  metal  coin  w^as 
enclosed  in  a  pasteboard  box  along  with  blackened  paper, 
or  even  a  printed  sheet,  and  kept  shut  up  in  the  dark,  an 
image  of  the  coin  might  appear  upon  the  paper  or  interior 
of  the  box.  This  was  e\idently  an  effect  of  luminous 
emanations  from  either  the  metal  or  the  material  blacken- 
mg  the  paper. 

Prof,  and  Madame  Curie  had  found  the  source  of  uranium 
(pitchblende,  or  urananite)  more  radioactive  than  the  metal 
itself,  or,  the  discarded  pitchblende  from  which  urananite 
had  been  extracted,  more  powerful  than  urananite  itself. 
Searching,  then,  for  the  cause  of  this,  they  unearthed,  so 
to  speak,  radium,  poloniumj  and  actinium,  w^hose  powders 
are  respectively  1,800,000,  looo,  and  100,000  greater  than 
those  of  uranium.  Radium  has  been  studied  through  its 
know^n  or  manifest  properties,  as  untU  now  it  has  not  been 
isolated.  For  much  that  relates  to  the  physical  and  active 
properties  of  radioactive  agencies,  I  am  indebted  to  the 
excellent  work  recently  published  by  my  friend,  Mr*  W.  J. 
Hammer,  of  this  city,  and  to  unpublished  material  placed 
at  my  disposal.  Let  us  briefly  review  the  leading  charac- 
teristics of  these  new  substances. 

Qualities  of  the  Becquerel  Ray.  The  peculiar  radiations 
known  as  Becquerel  rays  are  believed  to  consist  of  matter 
or  particles  rather  than  of  a  new^  form  of  ethereal  vibration. 
These  emanate  from  substances  possessing  permanent  and 
seemingly  inherent  properties  of  giving  out  rays.  They  bear 
no  relation  to  light  (w^ave  motion  capable  of  refraction). 
Becquerel  rays  in  common  with  ultraviolet,  x-rays,  and 
cathode  rays  will  discharge  an  electroscope  by  rendering 
the  air  between  it  and  the  gold-leaf  plates  a  good  conductor 
of  electricity.  They  are  deflected  (influenced)  by  a  magnet. 
Radium  rays  are  not  homogeneous^  but  consist  of  rays 
possessing  different  characteristics  and  correspond  wqW  to 
a  combination  of  cathode  and  Roentgen  rays;  the  former 
being  deviable,  the  latter  not. 

They  appear  to  differ  from  cathode  rays  only  in  possess- 
ing a  much  greater  rapidity  of  transmission.    Some  of  the 
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rays  can  be  bent  out  of  their  course  in  the  magnetic  field, 
and  even  among  these  we  find  rays  of  different  qualities. 
The  effects  upon  the  skin  resemble  those  from  ;r-rays 
(dermatitis,  burn).  Becquerel  produced  an  ulceration  of 
the  skin  of  the  abdomen  by  carr}4ng  a  tube  containing  a 
radioactive  substance  in  the  vest  pocket. 
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Of  the  various  radioactive  substances  recently  inves- 
tigated, radium  stands  far  in  the  lead  in  point  of  impor- 
tance and  prospective  utility  in  medicine. 

Its  discover)^  was  announced  by  Prof,  and  Madame  Curie 
some  months  after  her  discovery  of  polonium.  Its  rays 
possess  ver)'  decided  penetrating  qualities,  a  considerable 
portion  of  them  being  capable  of  penetrating  a  lead  plate 
of  twelve  millimetres^  thickness,  while  those  of  polonium 
are  readily  al)sorlx*d  and  their  activity  decreased  by  the 
interposition  of  a  thin  sheet  of  paper. 

Radium  is  self-luminous,  possessing  a  bluish  light,  and 
causes  phosphorescence  on  a  sensitive  screen.  It  is  believed 
the  light  given  off  depends  upon  its  stimulating  impurities 
found  in  association  with  it-  It  has  the  power  to  throw  out 
heat  without  the  phenomenon  of  combustion,  without  under- 
going chemical  change,  and,  seemingly »  without  loss  of 
weight.  It  is  said  also  to  maintain  a  temperature  of  its 
own,  of  2.07*^  F.  above  that  of  its  own  surroundings,  and 
in  liquid  air  it  shows  at  least  no  decrease. 

In  temperature  much  bclow^  this,  such  as  that  of  liquid 
hydrogen,  the  astonishing  discovery  has  been  announced 
to  the  French  Society  of  Physical  Research,  that  radium 
gives  out  an  increase  of  heat  in  this  coldest  of  all  knov 
media. 

Prof,  Dewar,  of  the  Royal  Institution  of  London,  showed,'' 
by  surrounding  radium  w^ith  liquid  hydrogen,  that  its 
radiation  and  heat  output  were  increased,  and  thus  could 
not  be  considered  as  drawing  its  energy  from  outside  sources* 
A  molecular  change  in  the  radium  itself  is  the  explanation 
offered. 
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If  a  salt  of  radium  is  dissolved  in  water  in  a  sealed  tube 
the  quantity  of  heat  disengaged  is  at  first  small.  At  the 
end  of  a  month  the  quantity  given  off  tends  to  become 
constant  and  is  the  same  as  that  of  the  salt  in  the  solid 
state  (Curie).  This  would  point  to  a  part  of  the  heat  given 
off  being  due  to  a  destruction  of  the  emanations. 

It  emits  both  visible  and  invisible  rays,  as  indicated  by 
the  persistence  of  its  radiographing  qualities  after  the  visible 
rays  have  been  excluded.  There  are  three  kinds  of  invisible 
rays.  Examined  under  the  microscope,  a  particle  of  radium 
salt  suitably  arranged  before  a  sulphide  of  zinc  screen 
gives  the  appearance  of  dots  of  light  upon  a  dark  back- 
ground. 

According  to  Sir  William  CrookeSi  the  platinocyanide  of 
barium  or  zinc  sulphide  fluorescent  screen,  which  glows 
w4th  a  uniform  phosphorescence  when  exposed  to  the  :^'ray, 
has  superimposed  upon  this  glow  a  shower  of  sparks  of 
light  when  radium  is  placed  near  the  screen-  As  the  radium 
is  brought  nearer  the  number  of  sparks  increase  until  there 
is  a  perfect  rain  of  fire.  If,  now,  we  interpose  a  plate  of 
glass  the  bombarding  particles  are  shut  off  without  producing 
any  effect. 

\\Tiat  the  nature  of  the  energy  is,  whence  it  comes,  how 
it  is  stored,  and  in  what  manner  it  acts  to  keep  up  an  invari* 
able  and  continuous  supply  of  motive  power  permitting 
radium  to  emit  this  never-ending  discharge,  are  questions 
which  the  untiring  investigations  of  scientists  may  some  day 
make  clear. 

Crookes  and  others  agree  with  J.  J.  Thomson's  idea  that 
in  some,  at  present  inexplicable,  manner  radium  replenishes 
its  energy  from  the  movement  of  molecules  in  the  surround- 
ing a  in 

Under  certain  peculiar  conditions  it  has  been  thought 
that  particles,  or,  as  Thomson  has  termed  them,  corpuscles, 
may  te  capable  of  flying  off  from  the  atom.  On  some  such 
hjT^othesis  alone  does  it  appear  that  the  law  of  conserv^ation 
of  energy  can  be  brought  to  harmonize  with  the  facts. 
The  storcd-up  supply  of  energy  w^ould  seem  to  be  practically 
unalterable,  for,  while  the  substance  does  not  materially 
lessen,  it  is  not  acted  upon  by  any  known  influences  w^hich 
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would  tend  to  increase  the  output,  unless  it  be  a  degree  of 
cold  approaching  the  absolute  zero  point. 

The  belief  that  the  energj^  given  oflf  is  not  at  the  expense 
of  weight/  furnishes  an  additional  distinction  between  the 
active  barium  preparations  consisting  mainly  of  radium  and 
the  bismuth  preparations  containing  polonium,  \\TiiIe  the 
former  will  not  diminish  with  use  and  time,  the  rays  from 
the  latter  decrease  from  the  first  moments  of  use,  and  in  a 
few  weeks  may  entirely  disappear.  On  the  contrary,  it 
would  appear  that  the  heat  activity  of  fresh  preparations 
increase  for  a  considerable  time  after  they  are  made. 

In  this  connection  it  must  be  noted  that  Marckwald  has 
lately  succeeded  in  producing,  electrically,  bismuth-polonium 
preparations  whose  activity  is  said  not  to  diminish  with 
time. 

Wide  credence  has  been  given  to  the  claims  of  Heydweiller, 
that  a  loss  of  weight  occurs  in  radium  amounting  to  two- 
hundredths  of  a  milligram  per  day;  but  for  what  quanrity 
is  not  stated.  Hammer  shows  in  his  book,  and  after  extensive 
correspondence,  that  the  observations  have  not  been  con- 
firmed, nor  have  they  seemed  to  be  by  Heydweiller' s  own 
subsequent  work.  Others  have  demonstrated  practically 
no  loss  in  weight. 

The  point  is  one  of  the  utmost  importance.  The  atomic 
weight  of  radium  has  been  found  to  be  225;  it  having  been 
erroneously  quoted  at  289.  Its  occurrence  in  nature  is  so 
restricted,  that  Thomson  says  there  is  more  gold  in  sea- 
water  than  there  are  radium,  actinium,  and  polonium  com- 
bined in  pitchblende. 

The  reason  we  have  no  pure  metallic  radium  is  that  it 
woukl  be  unstable^  oxidizing  in  the  air. 

The  source  of  radium,  as  elsewhere  explained,  is  pitch- 
blende or  uranium  residues,  and  it  requires  five  thousand 
tons  of  the  latter  to  produce  a  kilo  (2.2  lbs.),  since  it  exists 
in  only  about  riu><TiT  per  cent.  It  is  in  combination  with  lead, 
iron,  chalk,  silica,  etc. 

The  recent  discovery  of  radioactivity  in  various  mineral 
waters  would  point  to  a  wider  distribution  in  the  earth  than 

*  This  has  since  hetn  disproven  by  Rutherford. 
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was  first  thought  to  be  the  case.  More  recent  observations 
show  its  presence  in  slags,  slimes,  chemical  wastes,  deep- 
well  w^aters,  and  petroleums. 

Three  classes  of  rays  are  designated  as  a,  ji\  and  y.  The 
a-rays  are  the  largest  and  represent  corpuscles  positively 
electrified,  just  as  the  cathode  rays  are  composed  of  cor- 
puscles negatively  charged. 

The  (J-rays  are  found  to  be  identical  in  many  respects 
with  cathode  rays  and  negative  electrons. 

The  velocity  of  projection  of  «-rays  Rutherford  finds 
about  one- tenth  that  of  light. 

Induced  Activity.  Acquired  radioactivity,  or  the  activity 
w^hich  is  induced  in  surrounding  bodies  by  radium  or  by 
the  Becquerel  rays,  persists,  in  distinction  from  that  induced 
by  Roentgen  rays,  which  ceases  shortly  after  removal  from 
the  rays'  direct  influence. 

Exposure  of  objects,  as  the  operator's  clothing,  walls  of 
the  room,  the  body  itself  to  radium  permits  them  to  become 
secondarily  radioactive  for  a  time,  so  that  they  will  them- 
selves emit  Becquerel  rays  for  a  short  period. 

The  gas  produced  by  radium,  and  in  which  Prof*  Ramsey 
discovered  helium,  can  be  conducted  through  a  pipe  and 
cause  substances  at  a  distance  to  become  radioactive. 
Soddy  has  employed  inhalation  of  this  gas  in  the  treat- 
ment of  phthisis.  Hammer  has  discovered  that  substances 
w^hich  have  received  imparted  radioactivity,  the  effect  of 
w*hich  is  no  longer  visible  to  the  eye,  can  be  made  very 
apparent  by  stimulating  it  even  after  months  by  some 
high  rate  of  vibration,  such  as  that  produced  by  burning 
a  magnesium  wire,  by  ultraviolet  light,  or  by  the  brush 
discharge. 

Lebon  has  found  that  almost  all  matter  is  capable  of 
giving  out  Becquerel  rays,  due  to  the  action  of  light  alone. 
A  bxiy  exposed  to  sunlight,  or,  still  better,  to  ultraviolet 
light,  gives  off  a  form  of  radiation  capable  of  discharging 
an  electroscope  w^hich  has  been  positively  charged,  and  of 
satisfying  other  tests. 

Effects  on  Animal  Life.  The  most  remarkable  of  the 
experiments  upon  animal  life  and  development  are  those 
w^hich  Danysz  carried  out  upon  larvae,  and  which  might  have 
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a  bearing  upon  the  arrest  in  development  and  muItiplicatioB 
of  cells  such  as  those  of  cancer.  A  flask  containing  lan^ae 
exposed  to  the  ray  showed,  after  several  weeks,  that  the  few 
which  had  escaped  death  were  still  living  under  the  form 
of  lar\£e.  Those  in  a  control  flask  had  changed  into  moths 
which  had  hatched  their  eggs,  producing  other  larvae  which 
in  turn  had  produced  other  moths. 

The  modifications  of  species  elsewhere  mentioned,  in 
speaking  of  tadpoles  whose  development  had  been  markedly 
influenced  by  exposure,  are  not  more  wonderful  than  this 
effect  upon  a  still  lower  form  of  life,  preventing  the  natural 
changes  and  perpetuating  existence  in  a  form  under  natural 
conditions  so  transitory. 

CaterpUlars  exposed  by  Danysz  became  paralyzed  and 
died.  An  intense  action  is  noted  upon  the  skin  of  animals, 
but  the  underlying  tissues  are  little  afTected.  The  larvse  of 
meal-worms  are  promptly  paralyzx'd.  Of  three  fish  exposed 
by  Hammer,  one  died  in  two  hours,  one  in  seven  hours, 
and  the  third  was  found  dead  outside  the  globe. 

Effects  of  Radioactive  Substances.  The  effects  of  radiura 
seem  to  Ix*  identical  with  those  obtained  from  the  Roentgen 
rays.  There  are  h\q>eraemia  and  tumefaction,  and  if  the 
exposure  is  continued  sufficiently  long,  ulceration.  Treat- 
ment with  radium  gives  at  the  end  of  six  weeks  the 
usual  white,  supple  scar,  and  recovery  seems  to  be  quite  as 
perfect  as  with  rays  proilucwJ  by  a  Crookes  tube. 

These  rays  may  cause  upon  living  tissues  at  a  distance 
lesions  and  changes  quite  similar  to  those  caused  by  a  too 
intense  Roentgen  ray, 

London  put  a  number  of  mice  in  a  glass  box  with  a 
perforated  zinc  top  and  kept  the  radium  box  on  this  from 
one  to  three  days;  the  animals  all  showed  symptoms  of 
being  affected  on  the  third  day,  and  all  died  on  the  fourth 
to  the  fifth  day. 

A  few  hours  of  contact  of  a  strong  radium  with  the  sagittal 
suture  of  a  rabbit,  after  trephining,  caused  first  hemiplegia 
and  then  death. 

Solutions  of  radium  salts  were  found  by  Danysz  to  produce 
the  same  effects  upon  animals  as  the  dry  salts*  He  ascribes 
the  pathogenic  action  to  the  susceptibOity  of  the  skin's  nerves. 
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The  duration  of  the  effects  varies  with  the  intensity  of 
the  action  and  the  length  of  time  it  is  applied.  Burns  do 
not  show  themselves  for  about  a  fortnight  after  exposure. 
In  this  they  resemble  x-ray  effects.  The  erj^thema  may, 
however;  be  apparent  in  a  much  shorter  time— according  to 
Exner/  from  two  to  forty-eight  hours. 

In  an  experiment  by  Danysz,  t^vo  parent  and  six  young 
white  mice  were  exposed  to  the  influence  of  five  centigrams 
of  the  chloride  for  three  days,  when  the  young  began  to 
lose  their  fur  and  in  three  days  later  had  become  quite 
bare  over  the  back;  two  days  later  they  became  blind;  one 
died  two  days  after  this,  two  others  the  next  day,  and  two 
more  on  the  following  day. 

About  ten  days  later  both  parent  mice  l>ecame  blind  and 
died  twenty- three  days  subsequently-  Two  other  adult  mice, 
ex-posed  for  ten  days,  died  at  the  expiration  of  the  experiment. 
The  tin^te  required  to  produce  death  appears  to  be  in  inverse 
ratio  to  the  strength  of  the  radium  employed.  Thus»  with 
half  the  activity,  other  conditions  remaining  the  same,  death 
occurred  in  twenty-tvvo  to  twenty-six  days  respectively. 

Just  as  we  have  noted  for  the  x-ray,  mOd  dosage,  as  by 
short  exposure,  increased  distance,  or  low  intensity,  may 
produce  a  stimulation  of  vital  process,  the  animal  thriving 
and  showing  increase  of  hair  growth  instead  of  loss. 

Chemical  and  Physical  Action  of  Radium.  The  photo- 
graphic plate  is  the  test  for  all  suspected  radioactive  sub- 
stances. The  discoloration  seen  in  glass  receptacles  and 
the  burn-like  changes  in  human  tissue  are  due  to  chemical 
change.  Becquerel  noted  a  loss  of  germinating  power  of 
seeds  exposed  to  the  ray. 

Hammer' s=  experiment  upon  the  electric  fish  in  the  Aqua- 
rium at  Naples  would  point  to  the  possibility  of  producing 
paralysis  by  radium,  as  is  suggested  by  experiments  made 
by  several  observers. 

Burns.  Walkhoff  and  Giesel  were  the  first  to  observe 
the  effect  of  the  Becquerel  rays  upon  the  skin ;  they  found 
that  it  is  very  similar  to  that  of  the  Roentgen  ray. 


*  Wiener  med.  Gesftkchaft,  June.  1905. 

'  Radium  and  Other  Radioactive  Substances, 

it  Co.»   IQOJ. 


New  York.  I.  \'an  Nostmnd 
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Giesel  kept  for  two  hours  upon  his  hand  a  ceUuIoid 
capsule  containing  radifcrous  barium  bromide.  An  er>*- 
thema  appeared  in  a  few  days  and  necrosis  and  ulceration 
some  weeks  after  exposure.  The  lesion  healed  very  slowly^ 
with  a  thin,  smooth,  somewhat  pigmented  cicatrix, 

Becquerel  and  Curie  obsenx-d  the  same  effects  on  their 
own  persons  from  radiferous  barium  chloride. 

Prof,  Curie  exposed  his  arm  to  a  weak  preparation  of 
radium  for  ten  hours;  shortly  after  an  erythema  developed, 
and  fiftV'two  days  later  the  resulting  ulceration  was  still 
unhealed. 

Becquerel  had  the  same  result  in  working  with  a  very 
active  barium  radium  bromide;  a  minute  quantity  of  the 
salt  in  an  hermetically  sealed  tube  worn  upon  the  coat- 
sleeve  for  an  hour  produced  an  intense  inflammation  of  the 
skin  and  an  ulcer  which  did  not  heal  in  less  than  three 
months. 

Aschkinas,  after  two  hours'  exposure  to  a  verj-  active 
preparation,  found  that  the  inflammatory  symptoms  devel- 
oped only  in  about  thirty  days,  up  to  which  time  there  was 
only  a  slight  redness  visible. 

To  judge  from  the  length  of  time  elapsing  from  the  first 
reaction  to  the  inflammatory  process,  it  would  seem  prob- 
able that  there  must  be  some  microscopically  visible  changes 
in  the  tissues  long  Ixfore  they  become  visible  to  the  naked 
eye;  just  as  the  rays  are  imperceptible,  so  are  their  early 
efl*ects. 

London,  in  experimenting  with  a  preparation  of  radium 
enclosed  in  a  metal  box,  found  that  on  the  human  skin, 
even  from  a  distance,  it  may  produce  a  gangrenous  bum 
of  any  severity,  depending  entirely  upon  the  intensity  of  the 
ray's  action. 

The  course  of  this  burn  is  so  characteristic  that  w^e  are 
justified  in  speaking  of  a  dermatitis  radiogenes.  He  has 
also  found  that  arterial  blood  will  become  dark  under  the 
action  of  the  Becquerel  rays.  This  would  naturally  lead 
to  the  supposition  of  an  interference  with  the  proper  oxida- 
tion of  the  blood,  perhaps  as  the  result  of  its  action  upon 
the  vasoconstrictor  nerves  impeding  circulation.  This  may 
also  possibly  be  the  explanation  of  the  cause  of  the  deepj 
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destructive  effects  similar  to  the  x-ray  **buni,"  as  we  have 
suggested  in  tlie  chapter  on  this  subject. 

Hammer  met  with  the  same  disagreeable  effects  from 
inadvertently  carrying  eight  tubes  in  a  box  beneath  the  arm. 
The  entire  region  was  peculiarly  sensitive  and  tender,  per- 
sisting for  two  months,  though  the  skin  was  not  ulcerated. 

Goldberg^  applied  75  mg.  of  radium  to  his  arm  and  left 
it  in  contact  for  three  hours. 

On  the  fourth  day  a  red  area  corresponding  to  the  disk 
of  the  radium-holder  appeared.  This  increased  in  color, 
with  the  formation  of  a  hard,  infiltrated  zone  around  it. 
Next  a  serous  bulla  formed,  and  shortly  after  the  whole 
epidermis  was  exfoliated,  leaving  the  cerium  denuded, 
which  broke  up  rapidly,  forming  an  ulcer.  This  still  per- 
sisted three  and  a  half  months  later.  The  reaction  pro- 
duced depends  upon  the  radiant  power  rather  than  on  the 
quantity  or  intensity. 

Exner  and  Holzknccht^  find  that  the  reaction  produced 
on  the  skin  cannot  possibly  be  due  to  the  fluorescence  of 
radium,  as  it  may  be  applied  enclosed  in  substances  that 
keep  out  the  light  without  affecting  the  reaction  following 
the  application. 

They  divide  the  reaction  produced  into  three  grades 
characterized  by: 

1.  Reddening,  swelling,  pain,  with  final  restoration  to  the 
normal. 

2.  Vesicles  with  or  without  exfoliation,  accompanied  by 
a  condition  only  differing  from  the  normal  in  a  slight 
atrophy  of  the  skin. 

3.  Mortification  with  following  ulceration  and  subsequent 
scar  production. 

In  studying  the  intensity  of  the  reaction  they  find  that 
the  latent  period  is  in  inverse  ratio  and  the  duration  and 
severity  of  the  reaction  in  direct  ratio  to  the  length  of 
exposure. 

Effects  upon  the  Eyes.  London,"  experimenting  with  a 
preparation  of  radium  enclosed  in  a  metallic  box  upon  its 

*  Dermal.  Zeilschr.,  vaU  x.  p.  457. 

'  Sitzungsbberichie  der  Kaiscrlichen  Akademie  der  Wissenschaf ten ,  July  2, 1903, 

^  Berliner  klin.  Wochetischrift,  1903,  No.  23. 
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effect  in  blind  people,  found  that  those  who  can  perceive 
some  little  light  will  get  the  effect  of  light  as  soon  as  the 
radium  is  brought  near  the  eyes;  but  in  those  who  caiiBOt 
perceive  light  the  result  is  negative  or  very  con  trad  ictor}^ 

Those  who  can  distmguish  light  from  shadow,  but  cannot 
recognize  objects^  can  in  a  dark  room  differentiate  some 
substances  placed  on  a  fluoroscope  when  lit  up  with  radium. 
Any  person  will  perceive  a  light  effect  in  an  eye  protected 
from  light  when  radium  bromide  is  brought  within  lo  to 
15  cm.  of  the  eye,  or  even  if  it  is  brought  close  to  the  fore- 
head or  to  the  temple,  but  in  varying  degree,  depending 
u|xjn  the  strength  of  the  preparation.  This  is  supposed  to 
be  caused  by  a  certain  retinal  fluorescence,  and  in  the  various 
diseases  of  the  retina  we  get  different  characteristic  light 
effects. 

The  light  effect  is  sufficiently  strong  to  enable  us  wilh\ 
eyes  carefully  bandaged  to  locate  the  position  of  the  box 
containing  the  radium  and  to  recognize  its  movements  in 
the  air. 

A  number  of  subjects  have  this  light  etTcct  even  w^hen  the 
radium  is  brought  near  the  back  of  the  head,  which  seems 
to  point  toward  an  irritation  of  the  central  nerv'ous  system 
rather  than  phosphorescence  of  the  retina. 

This  light  effect  is  present  even  when  the  closed  and 
carefuUy  bandaged  eyes  are  still  further  protected  by  the 
thickness  of  four  overlapping  bands,  or  if  the  radium  is 
enclosed  in  a  metal  lx)x. 

Prof.  Greef/  in  experimenting  upon  vision  with  radium, 
found  that  those  whose  optic  ner^^e  has  not  been  destroyed 
could  distinguish  objects  in  front  of  a  screen  made  fluorescent 
by  radium;  but  he  also  has  found  that  they  could  distinguish 
objects  on  a  semi  transparent  screen  illuminated  by  an 
ordinar>^  lamp.  He  concludes  that  the  blind  cannot  hope 
for  the  slightest  help  from  radium. 

With  the  assistance  of  radium  we  can  make  microscopic 
examinations  in  a  dark  room.  AH  we  need,  it  is  said,  is 
to  light  up  the  object  field  of  the  microscope  with  a  good 
fluoroscope. 

*  Medical  Record,  April  2,  1904 
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Schwarz  and  Holzknccht*  believe  that  the  ability  of  blind 
persons  to  perceive  the  light  of  radium  and  the  images  of 
metallic  objects  is  to  be  explained  either  (i)  that  the  ray 
passing  through  the  tissues  stimulate  in  the  optic  nerve  the 
relics  of  vision  persisting  in  it,  or  (2)  that  it  is  due  to  the 
transformation  of  the  radium  energy  into  objective  phos- 
phorescence just  as  it  causes  many  objects  in  nature  to 
phosphoresce. 

The  latter  explanation  they  believe  the  more  probable^ 
the  radium  rendering  the  sclera  phosphorescent  in  the  area 
of  the  retina  opposite  this  phosphorescence. 

The  sensation  of  light  when  a  tube  is  held  against  the 
temple  or  against  the  closed  eye  is  probably  an  effect  of 
phosphorescence  within  the  orbit,  the  liquids  within  the 
globe  becoming  luminous  or  phosphorescent.  There  may 
also  be  an  effect  upon  the  optic  nerv^e. 

Cauiion,  In  view  of  the  marked  and  lasting  ill  effects 
which  might  be  caused,  and  Ijcaring  in  mind  the  injur}^  to 
the  eye  in  many  instances  from  jc-rays,  the  operator  should 
protect  himself  from  long  exposures.  Induced  activity  can 
cause  interference  w'ith  sight  lasting  for  several  weeks,  as 
Hammer  found  in  his  own  case  in  experimenting  W'ith  his 
head  enclosed  in  a  box  whose  interior  had  been  rendered 
secondarily  radioactive. 

Experiments  about  the  eye  cannot  be  too  carefully  con- 
ducted, especially  in  slight  affections  curable  in  other  w^ays, 
and  in  a  diseased  globe  w^hen  the  other  eye  has  been  lost. 

Bactericidal  Effects.  Observations  upon  the  influence  of 
Becquerel  rays  upon  bacterial  life  are  still  too  few^  for 
definite  conclusions. 

In  experiments  by  Danysz,  anthrax  bacilli  w^re  checked 
in  development.  Pfeiffer  and  Fried Ijerger,  of  Konigsberg, 
have  demonstrated  the  germicidal  action  w^hich  they  claim 
surpasses  that  of  the  jc-ray;  but  since,  until  now,  no  great 
powder  in  this  direction  is  attributed  to  the  latter,  their 
claims  are  moderate.  Aschkinas  and  Caspari"'  found  some 
bacterial  forms  could  be  destroyed, 

"  W^iencr  klin,  Wochenschrift,  No.  40 

'  Arch.  f.  H,  fjes,  Physiol.,  1901,  No.  86,  pp.  60J-618. 
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Experiments  were  made  on  agar-agar  cultures  of  the 
micrococcus  prodigiosus.  The  culture  was  exposed  for  from 
one  to  five  hours  to  the  action  of  the  rays  from  barium- 
radium-bromide  crystals.  The  results  showed  that  those 
rays  which  are  only  slightly  absorbed  are  without  effect  upon 
the  bacteria,  and  that  those  which  are  absorbed  in  any 
great  degree  have  a  strongly  inhibitive  action,  so  strong  in 
some  cases  as  to  entirely  stop  the  growth. 

Pathological  Effects,  Halkin/  experimenting  with  the 
Becquerel  rays  on  rabbits,  found  on  microscopic  exami- 
nation that  the  ray  affects  the  capillaries,  epithelium,  and 
connective  tissue  at  the  same  time,  and  that  these  effects 
only  become  visible  to  the  naked  eye  when  a  certain 
amount  of  degeneration  has  taken  place.  It  appears  to 
exert  a  specific  action  on  cutaneous  vessels. 

Radium  appears,  in  common  with  .T-ray,  to  possess 
the  power  of  producing  sclerosis.  Ulcers  exhibit  the  outline 
of  the  radium  plaque  which  has  been  applied;  so  there  exists 
no  question  of  their  being  prmlucal  by  radium.  The  depth 
of  the  ulcer  may  implicate  the  whole  thickness  of  the  derma 
if  applied  for  a  long  time. 

Barthelemy  makes  the  good  suggestion  as  to  the  therapy 
in  these  burn-like  ulcers  that  soothing  applications  succeed 
better  than  others,  since  it  is  a  general  rule  that  in  the  seat 
of  all  trophic  changes  irritating  substances  are  badly  borne. 

Uses  in  Diagnosis.  Radium  has  been  employed  as  a  test 
in  paralysis  of  the  optic  nen^e.  There  is  a  probable  phos- 
phorescence produced  within  the  orbit  when  a  small  tube  of 
radium  salt  is  held  against  the  temple  or  in  front  of  the  eye. 
This  fact  has  been  utilized  in  testing  for  total  blindness. 

Radiographs  have  been  made  by  the  aid  of  radium,  but 
until  now  they  have  a  purely  scientific  rather  than  a  prac- 
tical significance. 

Dr.  Javal,  himself  a  victim  of  blindness,  believes  that  we 
may  have  in  radium  a  means  of  diagnosticating  cataract 
and  of  showing  whether  operation  would  be  likely  to  succeed- 
Naturally,  if  radium  indicates  that  the  retina  is  intact  the 
lens  can  be  removed  with  the  expectation  of  restoring  sight 


*  Arch.  f.  Dennat.  u.  Syph.,  vol.  Ijtv, 
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Therapeutic  Uses.  It  was  because  of  the  physiological 
effects  accidentally  produced  in  human  skin  that  the  sug- 
gestion was  made  that  therapeutic  results  might  be  obtained. 

A  combination  of  chloride  of  barium  and  radium  giving^ 
as  compared  with  uranium,  an  activity  of  looo  to  2000^ 
kept  applied  to  the  skin  for  twenty-four  to  forty-eight  hours, 
produces  little  more  than  a  slight  redness,  which  persists 
for  perhaps  five  or  six  days.  This  is  followed  by  a  flat 
buUaj  or,  perhaps,  excoriation  without  evidence  of  vesicula- 
tion.  The  lesion  takes  longer  to  cicatrize  than  similar 
lesions  from  ordinary  burn  or  injury.  If  the  acti\it)'^  is 
greater  the  lesion  is  correspondingly  deep  and  obstinate, 
but  the  length  of  exposure  need  be  much  less. 

In  applying  radium  to  such  a  disease  as  lupus  or  lupiis 
eryih^malosus^  the  sulphide  is  diluted  with  chloride  of 
barium.  This  is  placed  in  a  small  caoutchouc  bag  and 
fastened  upon  the  area  to  be  affected  for  the  required  time, 
which  varies  according  to  the  case  from  twenty- four  to 
forty-eight  hours. 

Since  it  is  possible  to  obtain  specimens  whose  radio- 
activity is  said  to  go  into  the  millions,  the  time  of  thera- 
peutic application  may  come  to  be  materially  shortened; 
still,  as  no  pain  or  discomfort  attends  the  treatment,  the 
time  element  per  se  seems  unimportant;  the  danger  is, 
however,  great. 

Danlos*  has  subjected  four  patients  to  a  comparative  test 
by  radium  and  other  forms  of  treatment.  Three  of  these 
were  affected  with  lupus,  and  one  with  cutaneous  tuber- 
culosis;  although  the  time  was  too  brief  for  definite  con- 
clusions, the  comparisons  rather  favored  the  newer  method. 
He  employed  plaques  of  radium  having  an  activity  of  from 
2500  to  19,000,  leaving  them  in  situ  twenty-four  to  thirty- 
six  hours.  The  results  were  such  as  to  cause  a  prediction 
of  a  brilliant  future  in  dermotherapy,  provided  the  price 
can  be  reduced  by  advances  in  chemistr)\  According  to 
Curie,  the  activity  could  be  carried  to  1,500,000-  Since  this 
statement  preparations  of  1,800,000  activity  have  come  into 
use.   This  increased  radioactivity  would  seemingly  permit  of 
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results  from  the  employment  of  radium  far  superior  to  those 
now  obtained*  The  rays  emanating  from  the  plaques  seem 
to  be  a  mixture  of  the  cathode  and  A>rays,  and  since  pains 
have  been  known  to  be  caused  by  the  A-rays  the  author 
believes  the  painful  crises  reported  as  following  the  applica- 
tion of  radium  may  be  due  to  .r-rays  emanating  from  the 
latter.  He  suggests,  as  a  guard  against  secondary^  effects,  to 
multiply  the  number  of  sittings  and  diminish  their  length. 

There  is  a  strong  analogy  between  the  lesions  due  to  radium 
and  those  due  to  the  .x-ray.  The  objections  to  the  treatment 
are,  lirst  of  all,  the  high  price,  and,  secondly,  that  no  tM*o 
samples  are  exactly  alike,  and  each  one  would,  as  it  were, 
have  to  be  experimentally  tested  to  determine  its  burning 
curative  or  destructive  power.  Its  advantages  are  simplicit)', 
innocuity,  and  generally  absence  of  painful  reaction. 

The  cicatrices  left  after  radium  compare  well  wnth  those 
after  other  forms  of  ray  treatment,  and  at  times  seem  to 
surpass  in  softness  those  following  other  methods. 

Oudin  is  said  to  have  had  good  results  in  lu/>us.  Mr. 
Hartigan^  reports  four  cases  of  lupus  vulgaris  treatc^d  vtith 
good  results. 

The  effect  upon  vegetating  tissue  is  found  to  be  quite 
feeble.  Thus,  in  a  vegeiating  cancraid  which  had  dev^eloped 
upon  the  cicatrix  following  lupus,  despite  prolonged  appli- 
cation, the  result  was  niL 

Dr.  A.  Blandamour^  in  a  Paris  dissertation,  reports  upon 
several  patients  with  luptts  who  were  cured  in  from  three  to 
six  w*eeks,  the  scar  being  white  and  smooth.  Scholtz^  reports 
five  cases  of  lupus  cured  by  the  application  of  radium. 

Maclntyre  has  seen  very  satisfactory  results  in  several 
cases  of  lupus  recorded  by  him, 

A  patch  of  lupis  hypertrophicus  was  cured  by  Holzknecht 
in  two  applications  of  seven  minutes  each  at  an  interval  of 
one  month. 

Einhorn*  has  devised  various  methods  for  applying 
radium  to  the  digestive  tract.  For  the  stomach  he  uses 
a  glass  capsule  which  may  be  unscrewed  (Fig.  io8).     The 

'  British  Journal  of  Dennatolog)',  March,  1904. 
'  Deutsche  med,  W^ochenschrift,  1904,  No.  5. 
'  Medical  Record,  March  5,  1904. 
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upper  part  is  provided  with  an  opening  for  the  attachment 
of  a  silk  thread.  This  is  marked  with  knots  at  40,  50, 
and  63  cm.  The  method  for  introducing  the  radium 
capsule  is  the  same  as  that  for  the  introduction  of  the 
stomach  bucket. 

The  receptacles  for  the  oesophagus  and  rectum  are  some- 
what similar  (Fig.  109).  They  may  be  made  of  any  material 
which  does  not  markedly  obstruct  the  emanations  from  the 
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Radium  receptacle  for  the 
Stomach. 


Radium  receptacle  for  the  cesophagus 
and  rectum. 


radium.  On  the  cover  is  an  elevation  provided  with  a 
screw-thread  to  be  attached  to  a  bougie.  The  instrument 
is  mtroduced  far  enough  to  enable  the  capsule  to  come  in 
contact  with  the  affected  parts,  and  is  permitted  to  remain 
there  for  a  variable  time,  depending  upon  the  radioactivity 
of  the  specimen  used.  He  reports  one  case  in  which  the 
stomach  receptacle  was  used  for  three  weeks  with  apparent 
good  result.  The  tumor  seemed  to  have  diminished  in  size 
and  the  pains  considerably  lessened. 
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Exner,*  preceding  Einhorn,  devised  and  described  the 
identical  apparatus  for  the  application  of  radium  to  the 
oesophagus,  using  a  hard-rubber  capsule.  He  reports  five 
cases  in  which  he  applied  it  mth  a  resulting  diminution  of 
the  stenosis  and  other  accompanying  beneficial  results. 

Lupus  erythematosus^  as  well  as  lupus  vulgaris,  may 
receive  radium  treatment  when  persistent  phototherapy  and 
Roentgen  therapy  have  failed.  Danlos  employed,  in  this 
affection,  a  white  powder  made  of  chloride  of  barium  con- 
taining a  small  quantity  of  chloride  of  radium,  and  whose 
radioactivity  varied  from  looo  to  5200. 

In  one  case  wherever  the  radium  was  applied,  smooth, 
white  islands  were  left  which  contrasted  with  the  surround- 
ing red  areas  not  treated.  A  receptacle  containing  the 
5200  radioactive  powder  was  left  in  contact  ^nth  five  different 
areas  from  twenty-four  to  sixty-three  hours.  The  contrast 
with  untreated  areas  was  manifest.  The  opposite  side  of 
the  face  received  one  hundred  and  ten  treatments  by  pho- 
totherapy. That  under  radium  was  much  more  improved 
than  the  side  treated  by  light. 

Cancer.  Plimmer*  analyzes  17  cases  treated  with  radium 
bromide,  and  concludes  that  emanations  from  this  substance 
can  only  act  on  young  and  rapidly  growdng  cells,  and  that 
the  older  cells,  especially  if  surrounded  by  fibrous  tissue, 
are  less  and  less  easily  affected,  and,  if  there  is  an  excess  of 
fibrous  tissue,  hardly  affected  at  all.  The  therapeutic  test 
was  negative. 

Epithelioma,  Mackenzie  Davidson  reports  a  case  of 
epithelioma  of  the  nose  treated  with  the  :x*-ray  unsuccessfully 
which  w^as  cured  by  exposing  it  to  radium*  There  wTre  four 
exposures  given  at  interv^als  of  a  few  days,  aggregating  an 
hour;  in  three  w^eks  the  ulcer  was  healing,  and  in  sLx  wrecks, 
with  two  further  exposures,  it  had  entirely  disappeared 
without  lea\dng  any  scar  w^hatever. 

Radium  should  prove  its  greatest  worth  in  cancer  of  the 
smaller  cavities,  so  diflicult  of  access  by  usual  means. 

Mr.  Hartigan^  reports  three  cases  of  epithelioma  that 
resisted  all  other  forms  of  treatment  cured  by  radium. 
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Holzknecht  secured  rapid  disappearance  with  only  a  trace 
of  infiltration  left  around  the  edge  in  three  sittings  of  five 
minutes  each, 

Scholtz*  reports  cure  in  two  cases  of  epithelioma  treated 
by  him. 

Exner  treated  an  ulcerating  epithelioma  of  the  corner  of 
the  mouth  showing  deep  infiltration.  Radium  was  applied 
for  from  fifteen  to  twenty  minutes  six  times  over  a  period 
of  a  month.  In  a  month's  time  the  tumor  has  apparently 
vanished.    Trial  in  a  second  case  seemed  equally  successful. 

In  the  clinic  of  the  late  Professor  Gussenbauer,  of  Vienna, 
some  twenty  tumors  have  been  seen  to  grow*  smaller,  and 
even  to  disappear  in  from  two  to  six  weeks. 

Melanosarcoma  has  been  successfully  treated  by  the 
bromide  of  radium  in  the  same  clinic* 

The  practically  invariable  return  and  fatal  outcome  in 
this  form  of  sarcoma  makes  radium  rays  after  surgical 
intervention  of  much  importance,  if  the  cure  in  this 
instance  proves  permanent, 

Exner,  of  Vienna,  saw^  a  disappearance  of  rapidly  grooving 
melanosarcomatous  nodules  of  the  skin  when  emanations 
from  three  milligrams  of  bromide  of  radium  were  applied 
for  upward  of  twenty-five  minutes. 

In  a  subject  of  osteosarcoma  whom  I  subsequently  treated 
by  the  x-ray,  I  saw^  no  benefit  from  radium  of  3000  activity 
employed  for  some  time. 

Deleterious  Effects.  The  deleterious  effects  seem  to  be 
identical  with  those  of  the  x-ray,  the  action  being,  however, 
more  intense;  in  consequence  of  degeneration,  perhaps 
beginning  in  the  intima,  there  is  rapid  dilatation  of  the 
capillary  and  precapillary  vessels. 

Hallopeau  and  Gadoud^  report  a  case  of  verrucous  lupus 
w^hich  had  persisted  for  several  years  despite  vigorous 
curettage  and  a  variety  of  other  painful  procedures.  The 
verrucous  condition  disappeared  and  w^as  replaced  by  a 
smooth  cicatrix.  There  were  two  ulcerations  on  the  dorsal 
surface  of  the  hand  due  to  the  radium  which  persisted  for 

*  Loc,  cit. 

*  Compt-rend.  de  I'Acad  des  Sciences,  July,  1898, 
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about  sue  months  after  the  lesions  for  which  it  was  applie 
were  cured. 

The  radium  had  been  left  on  from  seventy-two  to  one 
hundred  and  twenty  hours.  A  persistent  coloration  re- 
mained^ and  fifteen  days  later  an  ulceration  appeared. 
There  was  an  impairment  in  the  flexion  of  the  last  tvvo 
phalanges  w^hich  llie  patient  attributed  to  the  radium.  This 
w^as  the  result  of  a  sclerosis  of  the  skin  w*hich  impeded  the 
motion  and  was  similar  to  those  at  times  follow^ing  .r-ray. 

Caiitimi,  The  authors  w^am  against  the  use  of  plaques 
having  too  great  radioactivity,  as  they  are  liable  to  produce 
more  harm  than  good. 

Among  other  supposed  injurious  effects  the  eye  has  come 
in  for  a  share  just  as  with  .%-rays.  The  fact  that  Holzknecht 
and  Schw'artz  have  shown  that  the  crj^stalline  lens  and  the 
vitreous  body  become  fluorescent  under  radium  might  add 
strength  to  the  supposition  of  some  that  an  El  eflfect  might 
be  produced  in  these  tissues. 

These  same  observers  do  not  find  ground  for  this  view^ 
nor  for  that  of  injur)^  to  the  retina. 

Telangiedasia.  Holzknecht  operated  in  a  very  satisfac- 
tory manner  upon  an  extensive  flat  birthmark  covering  the 
entire  left  arm.  Applications  of  ten  minutes'  duration  were 
made  at  eight  different  points;  the  result  at  these  points  w^as 
the  production  of  patches,  one-half  centimetre  in  diameter, 
of  perfectly  normal  appearing  skin  scattered  over  the  naevus. 

In  neiiralgia  radioactive  substances  have  been  tried  w^ith 
some  good  results. 

Psoriasis,     Holzknecht  finds  that  an  application  of  one" 
minute's  duration  is  amply  sufficient,  and  that  radium  cures 
psoriatic  patches  as  wx41  as  do  the  .r-rays. 

Radium  is  now  offered  in  the  American  market  having  an 
activity  of  300,000  at  $3200  per  gram,  while  a  radium  salt 
of  1000  radioactivity  can  be  had  for  $35  per  gram. 

Spinthariscope.  This  is  an  instrument  devised  by 
Crookes  for  observing  emanations  of  a  minute  quantit}^  01 
radium  and  their  radioactive  properties. 

In  placing  upon  a  microscopic  slide  a  small  quantity  of 
radium,  in  front  of  a  fluorescent  screen  under  the  microscope, 
scintillations  can  be  obser\'ed.    The  screen  transforms  the 
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invisible  emanations  into  waves  which  the  eye  can  perceive, 
the  radiations  emitted  being  longer  than  those  absorbed  by 
the  screen;  a  tube  having  a  screen  at  one  end  and  a  movable 
pointer  carrj'^ing  the  radium  and  a  powerful  lens  in  a  sliding 
tube  make  it  possible  to  dispense  with  the  microscope. 

Radium  Emanations.  Radiations  or  products  of  appar- 
ently gaseous  nature  are  continually  given  off  as  an  invisible 
vapor,  so  to  speak,  capable  of  depositing  upon  surfaces  and 
causing  acquired  radioactivity  in  various  substances. 

To  demonstrate  their  existence,  Prof,  Curie  employs  a 
simple  apparatus,  as  shown  in  Fig.  no.  The  bulb  R  contains 
a  solution  of  salts  of  radium.  In  the  angular  tube  connecting 
with  the  larger  bulb  A  and  the  smaller  B,  which  are  filled 
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Apparatus  for  demonstrating  radium  emanations 

with  sulphide  of  zinc,  is  a  tight  stopcock ;  another  shut  off  in 
the  tube  E  permits  of  the  exhaustion  of  the  bulbs  ^4  and  B. 
In  a  darkened  room  the  bulbs  A  and  B,  after  exhaustion, 
glow  brilliantly  when  the  stopcock  F  is  opened.  Since  there 
was  no  glow  previously,  it  proves  that  the  radiance  has  not 
passed  directly  over  from  the  radium  through  the  glass  walls, 
but  must  have  gone  around  through  the  bent  glass  tube. 

It  is  also  known  that  radium  rays  are  capable  of  passing 
through  glass,  but  have  no  power  of  affecting  zinc  sulphide. 
If  now  the  tube  B  be  plunged  in  a  basin  (G)  containing 
liquid  air  the  intensit)^  of  the  glow  is  increased  at  the 
expense  of  the  brilliancy  of  the  light  within  the  bulb  A. 
Just  what  occurs  by  this  outside  cold  effect  is  not  known, 
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but  it  has  been  suggested  that  the  gas  may  be  changed  into 
a  liquid  possessed  of  some  power  of  attracting  other  gases 
to  itself.  These  emanations  have  been  found  to  be  of  verj^ 
great  attenuation,  and  have  the  power  of  rendering  all 
substances  radioactive  for  a  longer  or  shorter  time,  accord- 
ing to  the  way  they  are  protected. 

Sir  W,  Ramsey  and  Mr.  Soddy  have  found  the  spectrum 
of  helium  in  a  vacuum  tube  which  contained  nothing  but 
the  radiations  and  •'emanations''  from  radium.  In  other 
words,  radium  develops  helium  by  a  spontaneous  change. 

Tuherculosis.  In  phthisis  radium  emanations  can  be 
inhaled  into  the  lungs,  according  to  Soddy,  and  are  there 
capable  of  giving  off  rays  similar  to  those  from  radium 
itself.  When  dissolved  in  water  the  stored-up  activit)'  of 
a  solid  radium  compound  is  given  off. 

Once  the  emanations  have  been  inhaled  the  solution  must 
be  left  tightly  closed,  in  order  that  it  may  recover  its  ema- 
nation before  it  can  again  be  used.  It  is  supposed  that  an 
induced  radioactivity  is  excited  and  remains  in  the  air  cells 
after  the  emanations  themselves  have  been  exhaled. 

Thorium  acts  in  the  same  manner,  but  is  but  feebly  radio- 
active. The  nitrate  is  very  soluble  and  most  suitable  for 
this  purpose,  but  the  free  nitric  acid  should  be  neutralized 
by  cautious  addition  of  ammonia  with  stirring. 

An  hour's  daily  inhalation  of  emanations  from  loo  grams 
of  thorium  nitrate  dissolved  in  a  bottle  could  be  safely 
employed  and  gradually  increased.  Radium  emanations 
mbced  with  air  glow^  brightly  in  a  dark  room  and  exert  a 
powerful  oxidizing  action  on  carbonaceous  matter. 

Radiofluorescence*  It  has  l>een  suggested  that  solutions 
of  radioactive  substances  might  be  administered  internally 
in  various  affections,  especially  those  of  the  gastrointestinal 
tract. 

Since  it  has  recently  been  found  that  many  mineral  waters 
of  known  efficiency  in  disease  possess  a  natural  radioactive 
qualit>%  it  may  be  possible  that  the  greater  efficacy  %vhich 
these  waters  possess  over  those  artificially  made  in  con- 
formity with  other  chemical  analyses  is  due  to  this  hitherto 
undiscovered  property. 
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POLONITJM. 

This  name  was  given  by  Madame  Curie  to  a  substance 
found  by  her  and  her  husband,  Prof.  Curie,  and  announced 
in  1898. 

Experimenting  with  pitchblende  residues  from  which  the 
uranium  had  been  extracted,  they  noted  more  powerful 
radiations  than  from  any  uranium  with  which  they  were 
familiar* 

It  is  associated  with  bismuth  and  chemically  resembles 
the  latter  closely,  though  its  color  is  more  that  of  lead. 

It  has  been  showoi  by  Markwald  to  be  a  primary  element, 
though  it  is  more  sparsely  distributed  in  uranium  than 
xenon,  the  most  rarefied  gas,  is  in  the  atmosphere. 

Polonium  gives  up  power,  it  would  seem,  with  greater  ease 
than  does  radium.  Giesel  claims  to  have  produced  a 
polonium  some  of  whose  rays  are  deviable  and  others  not. 
Crookes  finds  that  the  rays  do  not  penetrate  glass,  and, 
while  those  of  radium  penetrate  not  only  glass,  but  quartz 
and  micaj  polonium  rays  are  absorbed  by  them  as  well  as 
by  minerals,  although  they  pass  more  readily  through 
aluminium  than  do  the  uranium  rays»  It  is  not  used  in 
therapy. 

ACTINnjM. 

This  is  the  name  given  by  Debierne  to  another  substance 

found  in  pitchblende  in  1899,  which  is  a  compound  mineral 
containing  81.5  per  cent,  of  uranium,  4  per  cent,  of  lead, 
and  0.5  per  cent,  of  iron,  besides  traces  of  barium  and 
many  other  elements.  It  has  the  characteristics  of  thorium, 
and,  according  to  Crookes,  is  identical  with  uranium  X,  a 
substance  he  isolated  from  uranium. 

Actinium  rays  are  deviable.  While  supposed  to  be  a  new 
element,  it  has  not  been  found  in  a  sufficiently  pure  state 
and  in  sufficient  quantity  to  give  a  spectrum. 
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To  Klaproth  chemistry  owes  the  discovery  in  1789  of  the 
metal  named  for  Uranus. 

In  1840  Peligot  isolated  metallic  uranium  from  the  chloride. 

This  metal,  which  has  been  adopted  as  the  unit  of  measure 
for  radioactive  substances,  while  comparatively  common, 
occurs  most  largely  in  pitchblende  or  uraninite,  which  is  a 
compound  oxide.  The  supply  of  this  ore  has  been  until 
now  limited,  and  some  specimens  do  not  contain  a  large 
quantity  of  radioactive  metal. 

Two  classes  of  rays  were  found  to  exist  by  Rutherford, 
w^ho  named  them  alpha  and  beta.  The  alpha  is  the 
most  important  and  numerous.  They  are  deviable  in  a 
powerful  magnetic  field.  The  beta  rays  have  the  charac- 
teristics of  the  cathode  ray  and  are  readily  deflected* 

This,  like  polonium,  does  not  possess  the  power  of  exciting 
radioactivity,  the  emanations  characteristic  of  radium  and 
thorium  being  absent. 

Rutherford  and  Soddy,  comparing  uranium  with  thorium, 
find  that  uranium  in  certain  respects  is  much  simpler  than 
thorium.  The  important  distinction  consists  in  the  photo- 
graphic and  the  electric  effects.  The  uranium  radiation 
consists  of  two  tj^^es:  (i)  rays  that  are  readily  observed, 
and  (2)  penetrating  rays  which  may  be  readily  deviated  in 
a  magnetic  field. 

The  photographic  effects  are  proloably  due  to  the  pene- 
trating rays,  while  the  easily  abs^:>rbed  rays  produce  the 
electric  effects.  In  the  radiation  of  w^hat  is  called  uranium 
X  there  appears  to  Ix^  no  rays  which  are  easily  absorbed, 
while  in  thorium  there  exists  a  non -separable  activity  con- 
sisting entirely  of  easily  absorbed  rays. 

Uranium  nitrate  may  be  obtained  at  about  $5  per  pound. 

If  a  piece  of  the  nitrate  be  held  before  an  arc  lamp  so 
as  to  be  acted  upon  by  the  invisible  rays,  it  becomes  beauti- 
fully fluorescent. 

In  doses  of  10  to  20  grains  three  times  daily,  uranium 
has  been  used  internally  with  benefit  in  diabeteSj  interstitial 
nephritis,  and  bronchitis. 
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THORItrM. 

The  radioactivity  of  the  oxide  of  thorium  was  discovered 
independently  by  Schmitt  and  Curie.  It  stands  next  to 
radium  in  its  radioactive  qualities.  Its  chief  use  has  been 
in  the  making  of  Welsbach  mantles.  Professor  Rutherford, 
of  McGill  University,  announces  important  discoveries 
relating  to  *' thorium  emanations/'  Thorium  is  one  of  the 
metals  which  has  the  power  of  emitting  rays  similar  to  those 
of  radium.  They  reduce  the  silver  salts  of  a  photographic 
plate.  These  rays  when  passed  over  red-hot  lead  chromate 
and  through  boiling  nitric  acid  are  unaffected,  there  being 
no  chemical  reaction.  This  fact  led  to  the  supposition  that 
the  emanations  might  be  of  the  nature  of  gases  similar  to 
those  which  have  been  recently  discovered  in  the  atmosphere, 
and  which  it  is  almost  impossible  to  combine  chemically. 

Upon  cooling  the  tube  through  which  these  rays  passed 
with  liquid  air  it  was  found  that  the  emanations  were  con- 
densetl  in  the  tube.  The  emanations  were  discharged  in 
such  a  way  that  they  made  a  circuit  between  two  electrically 
charged  plates,  the  current  being  registered  by  a  delicate 
galvanometer.  As  soon  as  the  tube  was  cooled  by  liquid 
air  the  current  ceased,  showing  that  whatever  had  been 
passing  through  the  tube  was  condensed.  Aftenvard  the  tube 
was  removed  from  the  liquid  air  and  allowed  to  get  warm* 
When  the  temperature  had  risen  to  a  certain  point  the 
galvanometer  suddenly  registered  a  stronger  discharge  than 
any  previously  obtained. 

The  emanations  were  condensed  inside  the  sealed  tube 
and  kept  for  almost  a  week.  These  experiments  seem  to 
prove  that  these  emanations  or  corpuscles  have  some  of  the 
characteristics  of  ordinar}^  gases.  Possibly  they  constitute 
a  new  form  of  matter  having  properties  different  from  any 
with  which  we  are  acquainted  {Fig.  iii)* 

The  experiments  seem  to  settle  the  question  that-  the 
emanations  from  radioactive  substances  are  *' corpuscular," 
It  is  assumed  that  radioactivity  is  a  manifestation  of  sub- 
atomic chemical  change.  Such  change  is  evidently  of  a 
different  order  from  that  which  has  lien  commonly  dealt 
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with  in  chemistry.'  Radioactivity  is  not  a  specific  property 
of  certain  so-called  elements  such  as  radium  and  polonium, 
since  bismuth  and  barium  emit  seemingly  identical  radia- 
tions. It  may  also  be  communicated  from  a  radioactive 
substance  to  one  which  has  no  such  inherent  property.  Sir 
William  Crookes  assumed  the  existence  of  matter  in  a  gas- 

Fig.  III. 


Apparatus  for  the  inhalation  of  the  emanations  of  thorium. 

eous  state  which  he  called  radiant  matter.  In  some  of  its 
properties  radiant  matter  appeared  to  be  as  material  as  a 
block  of  wood,  while  in  other  properties  it  assumed  the 
character  of  radiant  heat.  He  said:  "We  have  actually 
touched  the  border-land  where  matter  and  force  seem  to 
merge  in  one  another." 
Prof.  J.  J.  Thomson  calls  the  emanations  of  radioactive 

*  The  Lancet,  December  27,  1902. 
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substances  electrons.  An  electron  is  about  the  ^kis  pait 
the  mass  of  the  hydrogen  atom,  and  these  masses  start 
from  the  negative  pole  in  a  vacuum  tube  with  a  velocity 
of  10,000  miles  per  second.  Electrons  emanating  from 
radioactive  bodies  behave  like  particles  of  matter,  partaking 
of  the  properties  of  a  fog  or  mist,  and  are  capable  of  being 
diffused  away  in  the  free  air  like  odoriferous  substances. 

Uranium  radiations  or  Becquerel  rays  {[i)  travel  at  about 
100,000  miles  per  second,  still  less  swiftly  than  light. 

It  would  seem  as  if  Professor  Rutherford  had  captured 
the  radiant  matter  of  Crookes  and  the  electrons  of  Thomson. 

Just  as  thorium  became  much  more  plentiful  after  a 
demand  arose  for  it  in  the  manufacture  of  incandescent 
bulb  mantles,  it  is  probable  that  some  new  sources  of 
radium  wHll  be  found.  Still,  at  best,  it  docs  not  seem  as 
though  the  latter  could  ever  be  anything  less  than  the  rarest 
and  most  precious  metal. 


WIEWEIIGLOWSKI'S  RAYS. 

These  rays  emanate  from  substances  w^hich  have  been 
previously  exposed  to  the  sun. 

Thus  calcium  sulphide  gives  out  in  the  dark,  so  that  a 
photographic  plate  shows  its  presence,  energy  which  it  has 
absorbed  on  exposure  to  sunlight. 

That  these  rays  are  similar  to  light  and  differ  from 
Becquerel  rays  is  shown  by  evidences  of  refraction  when 
passed  through  glass  (a  line  at  margin  of  glass). 


GOODSPEED  RAY, 


Secondary  Radiations.  Evidences  of  secondary  action 
have  been  from  time  to  time  noted,  as  in  the  accidental- 
image  found  upon  the  plate  when  metallic  bodies  have  been 
in  a  position  behind  the  latter,  or  on  the  opposite  side  from 
which  a  shadow  picture  w^as  being  made.  In  the  experi- 
ments of  Prof.  Good  speed  the  tube  was  enclosed  in  a  box, 
which  prevented  any  optical  fluorescence  from  entering  the 
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room;  while  the  x-my  could  penetrate  the  sides  of  the  box, 
heavy  lead  plates  placed  upon  the  top  of  this  box  supported 
radiographic  fihns,  and  upon  the  latter  were  placed  objects 
of  metal  and  wood;  in  spite  of  direct  radiation  to  the  plate 
being  prevented  by  the  leaden  plates,  a  picture  of  these 
images  was  obtained.  While  some  admit  this  secondary 
radiation,  they  do  not  admit  its  phosphorescent  character. 

Dr.  Lebon  failed  to  reproduce  the  experiment,  De  Rochais 
found  that  by  filling  a  glove  with  sand  and  heating  it  to 
the  body  temperature,  the  same  effect  was  produced  upon 
a  sensitive  plate  as  from  the  alleged  luminous  radiations 
emitted  by  the  human  body.  It  was  inferred  that  the  marks 
upon  the  plate  were  caused  by  the  heat  alone. 

Dr.  Milton  Franklin  has  observ^ed  the  same  effect,  and 
explains  it  on  the  theor}^  of  fluorescence.  It  is  well  known 
that  the  v-ray  causes  glass  to  fluoresce,  and  the  emitted 
rays  passing  from  the  back  of  the  plate  strike  the  coin  or 
other  object,  and,  unlike  the  x-rsiy%  are  reflected  by  it  into 
the  plate  again  and  cause  an  impression  of  its  image. 
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GOLDSTEIN  RAYS  (CANALSTRAHLEN). 

What  have  been  called  5-rays  are  produced  when  ^-rays 
encounter  some  resistance.  When  A'-rays  pass  through  some 
transparent  medium  another  set  called  /-prime  are  formed; 
these  are  named  the  Goldstein  rays. 

So-called  channel  rays,  produced  by  a  perforated  cathode^ 
are  thought  by  Wehnelt  to  be  ions.  Berg^  has,  however, 
shown  them  to  be  anodal  rays. 

Wien  demonstrated  them  to  consist  of  positively  charged 
particles  moving  with  a  great  velocity. 


BLOWDELOT'S  N-RAYS, 

In  a  volume  where  scope  includes  the  whole  subject  of 
radiation  as  applied  to  medical  practice,  the  omission  of 

^  Wiedemann's  Ann.»  Bd.  Ixviii,  p.  688. 
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at  least  a  brief  mention  of  that  form  of  radiation  first 
observed  by  M.  Blondelot,*  of  the  University  of  Nancy, 
and  by  him  named  the  i^-ray,  would  be  an  error.  While 
it  is  true  that  at  the  present  time  there  is  not  the 
slightest  application  of  these  rays  in  medicine,  the  fact 
that  they  are  radiated  by  the  human  body  under  certain 
circumstances  and  that  they  have  aheady  been  shown  to 
possess  the  ability  to  produce  certain  physiological  effects, 
added  to  the  circumstance  that  they  are  being  widely 
investigated  by  many  eminent  medical  authorities,  lead  to 
the  hope  that  they  may  eventually  prove  of  considerable 
therapeutic  interest. 

The  «-rays  were  discovered  by  Blondelot  during  an 
experimental  endeavor  to  polarize  the  :3c-rays,  and  were  for 
a  long  time  supposed  to  emanate  from  a  vacuum  tube  only. 
Subsequent  investigations  have  demonstrated  that  these 
rays  are  given  off  by  a  variety  of  substances^  among  which 
may  be  mentioned  tempered  steel,  sulphur,  and  many 
rolled  metals.  Under  the  influence  of  torsion  or  tensile 
strain,  wood,  paper,  and  several  other  organic  substances 
have  also  been  found  to  possess  this  property. 

To  Charpentier  is  due  the  discovery  that  the  human  body 
is  capable  of  giving  off  rays  which  have  been  identified  as 
w-rays.  This  discovery  was  followed  by  a  belief  on  many 
sides  that  the  effects  were  due  to  heat,  but  the  further 
experiments  of  D'Arsonval  and  Charpentier,  who  surrounded 
themselves  with  all  possible  precautions,  have  amply  demon- 
strated that  this  is  not  the  case. 

In  addition  to  the  substances  that  are  knovm  to  emit 
the  rays  spontaneously  a  still  larger  class  are  at  present 
known,  including  gold,  silver,  platinum,  zinc,  iron,  and  a 
host  of  others  which,  when  they  have  been  previously 
exposed  to  some  powerful  light-source,  are  capable  of 
emitting  the  rays  in  the  dark. 

The  n-rays  are  capable  of  reflection,  refraction,  and 
polarization  in  very  much  the  same  way  as  light,  thus 
differing  from  the  x-rays;  they  pass  freely  through  several 
substances,  such  as  paper,  wood,  and  aluminium,  which  are 


*■  Comptcs-rendus  de  FAcad.  des  Sciences,  March  23,  1903, 
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opaque  to  light,  and  are  somewhat  absorbed  by  gla 
degree  depending  ujjon  the  nature  and  thickness  of  the 
latter.  These  numerous,  apparently  contradictory  con- 
ditions render  the  exact  location  of  these  rays  in  the  scale 
of  wave  lengths  extremely  diflkult  and  uncertain,  but  recent 
investigations  on  the  part  of  Blondelot  seem  to  definitely 
assign  them  to  that  region  of  the  spectrum  between  the 
highest  limit  of  the  electromagnetic  waves  and  the  lowest 
known  infrared  rays,  a  region  which  has  until  the  present 
existed  as  an  unexplored  vacant  gap  in  the  spectrum. 

It  has  been  suggested  that  these  rays  may  be  of  value 
in  determining  whether  or  not  life  had  actually  ceased  in 
obscure  and  puzzling  cases,  but  in  the  present  condition 
of  our  knowledge  the  determination  would  hardly  be  a  safe 
one,  as  there  may  exist  some  conditions  of  the  body  not  as 
yet  recognized  in  which  these  rays  are  in  al^eyance.  Further 
than  this,  some  slight  observations  have  been  made  in  the 
emission  of  the  rays  in  certain  nervous  conditions,  w^ith  the 
result  that  it  has  been  fairly  established  that  in  such  con- 
ditions as  paralysis  or  atrophy  resulting  from  myopathy, 
neuritis,  or  poliomyelitis,  where  the  peripheral  motor  neuron 
is  affected,  there  is  a  diminution  of  the  emitted  n-ray. 
Beyond  this  there  has  been  practically  nothing  done  in  a 
line  of  any  interest  to  medical  science. 

The  «-rays  may  be  conveniently  observed  in  the  following 
manner:  Two  screens  are  prepared  by  painting  on  a  couple 
of  similar  sheets  of  black  cardboard  small  disks  of  the 
polysulphide  of  calcium  about  i  cm.  in  diameter.  These 
screens  are  placed  close  together  and  moderately  illuminated 
for  the  same  length  of  time  by  the  same  source  of  light. 
One  of  the  screens  is  then  protected  by  being  turned  face 
down  and  the  other  is  applied  to  the  tip  of  the  finger  or 
tip  of  the  nose,  to  the  forehead,  or  to  the  palm.  On  com- 
paring this  screen  with  the  other  it  will  be  readily  seen 
that  that  which  has  been  exposed  to  the  body  has  gained 
in  brightness*  By  attaching  one  end  of  a  thin  copper  wire 
to  the  screen  and  applying  the  other  to  the  body,  it  may  be 
shown  that  the  rays  traverse  the  wire. 

These  and  similar  experiments  must  be  performed  in 
darkness,  as  the  relatively  feeble  luminosity  of  the  n-ray 
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may  be  perceived  only  when  the  eye  has  been  accustomed 
to  the  absence  of  light. 

The  presence  of  the  n-rays  in  other  substances  than  the 
human  body  may  be  proven  by  their  ability  to  increase 
the  luminous  intensity  of  a  gas  or  electric  light  when  they 
are  focused  upon  it. 

Blondelot^  claims,  in  his  eighth  paper,  that  when  the  rays 
fall  upon  the  retina  they  increase  its  visual  acuteness,  so 
that  objects  viewed  in  a  very  dim  light  become  clearer  and 
brighter. 

*  Comptes-rendus  de  I'Acad  des  Sdences,  November  23, 1903 
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PART    VII. 

HIGH-FREaUENCY  CURRENTS. 


CHAPTER   XXXI. 
INTRODUCTION— HISTORY. 

A  WORK  on  treatment  by  light,  radiotherapy,  and  actino- 
therapy  must  toniay  be  considered  as  incomplete  which 
does  not  take  cognizance  of  what  has  been  done  during 
recent  years  in  a  comparatively  new  field  of  electrothera- 
peutics—viz»,  high- frequency  currents.  The  local  effects  of 
these  currents  being  obtained  largely  by  the  aid  of  sparks, 
or  \asible  currents  which  have  been  demonstrated  to  contain 
actinic  and  other  rays  of  recognized  utility  in  treatment, 
cause  many  observers  to  believe  that  the  latter  have  much 
to  do  with  the  good  results  obtained  from  high-frequency 
currents.  There  exists  an  additional  reason  for  introducing 
a  chapter  on  high-frequency  currents,  besides  the  possibOity 
that  some  at  least  of  the  therapeutic  results  obtained  are 
caused  by  rays  which  are  emitted  in  some  of  the  forms 
of  application.  The  method  has  been  proven  of  decided 
value  when  employed  in  conjunction  with  other  methods 
described  in  these  pages. 

We  might  add,  as  a  further  reason,  that  the  apparatus 
necessary^  for  the  production  of  a^-rays  serves  equally  for 
generating  these  newer  electric  currents,  with  the  addition 
of  some  accessories.  In  the  preparation  of  the  following 
account  we  are  indebted  largely  to  the  works  of  Denoyes,* 
Freund,'  Chisholm  Williams f  to  the  experimental  investiga- 

'  Les  courants  de  haute  fr^queECC,  Paris,  1902. 

'  Radiothcrapie,  Berlin,  ipoj* 

'  High-/requency  Currents  in  ihc  Treatment  of  Some  Diseases,  Londonj  1903. 
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tions   and   writings  of   D'Arsonval,  Oudin,  PiflFard/   and 
others. 

We  have  utilized,  so  far  as  possible,  extant  literature  in 
connection  with  a  personal  experience  covering  a  fair  range 
of  pathological  conditions.  One  feature  which  high-fre- 
quency currents  is  said  by  some  to  have  in  common  with 
radiotherapy  is  the  presence  of  the  cathode  ray. 

Louis  Jones'  says,  in  this  connection,  that  perhaps  in  the 
future  one  may  come  to  speak  of  treatment  by  "cathode 
rays."  Since,  however,  this  can  only  apply  to  the  one 
restricted  application  by  means  of  glass  electrodes,  and 
as  D'Arsonvalization  forms  a  most  important  part  of  the 
method,  we  must  consider  the  results  as  due  to  other 
electric  phenomena. 

In  approaching  the  historical  side  of  the  question,  a 
distinction  should  be  made  between  high-frequency  currents 
and  high-frequency  treatment — i.e.,  between  the  origin 
and  development  of  these  currents  and  their  practical 
application  to  the  cure  of  disease. 

The  first  may  be  claimed  as  essentially  American;  the 
second  may  be  said  to  belong  to  France,  by  right  of  per- 
fection, introduction,  and  popularization  of  methods  in  use 
at  the  present  time.  Morton  became  a  pioneer  by  the 
introduction  of  his  static-induced  current  in  1881,  w^hich 
was  a  newly  recognized  form  of  current,  although  its  claim 
to  being  a  high-frequency  current,  in  the  present  sense  of 
the  term,  has  been  disputed. 

Most  important  pioneer  work  was  unwittingly  executed 
in  1842,  by  another  American,  Joseph  Henry,  in  his  demon- 
stration that  the  discharge  from  a  Leyden  jar  is  not  con- 
tinuous as  had  been  thought,  but  oscillatory  in  nature. 
It  was  only,  however,  when  Tesla's  brilliant  genius  was 
brought  to  bear  upon  an  arrangement  of  step-up  trans- 
formers, muhiple-polc  ahernators,  and  other  ingenious 
devices  by  which  currents  were  produced  on  this  side  of 
the  Atlantic,  whose  potential  extended  into  the  tens  and 
hundreds  of  thousands  of  volts,  that  their  application  to 
therapy  began  to  make  headway. 

*  Medical  Record,  October  31,  1903. 
'  Practitioner,  1903,  vol   Ixx.  p.  361. 


HISTORY 


549 


HistoricaL  It  is  to  D' Arson val  that  we  owe  the  most  of 
what  is  known  to-day  of  these  peculiar  currents.  It  was 
he  who  studied  the  physiology  of  their  action  and  the 
mechanism  of  the  excitation  they  caused  in  muscles  and 
nerves.  He  constructed  a  machine  furnishing  an  alternat- 
ing current  of  sinusoidal  variations. 

In  this  form  of  current  the  electric  wave  is  defined  by 
two  factors:  first,  the  frequency  (the  number  of  alternations 
per  second) ;  second,  the  greatest  ordinates  which  represent 
the  greatest  potential  at  the  point  excited.  He  demonstrated 
that  alternating  currents  of  very  slow  period  did  not  cause 
pain  or  muscular  contractions. 

By  increasing  gradually  the  frequency,  the  phenomena 
of  neuromuscular  excitations  increased  up  to  2500  or  3000 
per  second;  they  rest  stationary  between  3000  and  5000 
and  then  decrease  up  to  10,000.  In  this  way  a  current 
having  3000  alternations  is  more  painful  than  a  current  of 
10,000  and  much  less  than  a  current  of  150  only* 

Ward  and  Spottiswoode  found  in  188 1  that  sparks  from  an 
induction  coil  connected  with  a  rotary  interrupter  of  great 
rapidity,  producing  6000  interruptions  a  second,  w^as  painless 
when  applied  to  the  surface  of  the  body.  In  i8go,  after 
various  experiments,  D'Arsonval  adopted  the  Hertz  appa- 
ratus. This  consists  of  two  parts:  the  one  called  exciter, 
vibrator,  or  oscillator;  the  second  called  a  resonator. 

In  the  first  is  utilized  the  discharge  of  condensers  so  as 
to  obtain,  according  to  Thomson's  formula,  electric  dis- 
charges of  very  short  period.  The  resonator  is  constituted 
by  a  simple  copper  wire  twnsted  upon  itself  in  circles  or 
squares  and  ending  in  tw^o  balls  close  to  each  other. 

This  resonator  was  constructed  in  such  a  w^ay  that  its 
own  period  coincided  with  that  of  the  vibrator.  Under 
these  conditions  the  vibrator  developed  in  the  resonator  an 
oscillating  current  whose  existence  is  made  known  by  the 
sparks  produced.  This  apparatus  could  give  as  many  as 
100,000,000  vibrations  per  second. 

In  February,  1891,  Tesla  communicated  to  the  American 
Institute  of  Electrical  Engineers  his  brilliant  experiments 
which  led  to  the  same  physiological  conclusions  as  those 
D'Arsonval  had  announced.    He  employed,  however,  much 
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more  powerful  means,  using  a  special  alternator  capable 
of  giving  up  to  2000  alternations  per  second.  The  current 
of  this  alternator  passed  into  the  priniar}^  circuit  of  a  small 
induction  coil  which  was  perfectly  insulated. 

He  raised  the  potential  to  a  voltage  calculated  in  thousands 
and  showed  that  the  high-frequency  currents  generated 
could  be  made  to  traverse  the  human  body  harmlessly 
and  without  sensation. 

There  could  be  collected,  from  the  two  extremities  of  the 
secondary  current,  electricity  under  strong  tension  and  of 
very  rapid  alternations.  At  aljout  the  same  time  Thomson 
published  his  method  of  producing  currents  of  high  fre- 
quency,  w^hich  simplified  the  subject.  D'Arsonval,  how- 
ever, went  a  step  farther  in  simplification.  His  new  appa^^fl 
ratus  consisted  of  two  Leyden  jars,  or  other  form  of  condenserp!^! 
connected  with  a  source  of  high  potential,  static,  coil,  or 
transformer;  a  solenoid  formed  by  fifteen  or  tw'enty  spiral 
coils  of  coarse  copper  wire  connected  the  external  armatures. 
From  the  internal  armatures  go  out  two  branches,  terminat- 
ing in  round  balls.  Each  time  that  a  spark  flashes  between 
these  balls  a  very  energetic  oscillating  current  develops  in 
the  solenoid,  and  can  be  gathered  at  its  two  extremities. 

It  IS  to  D'Arsonval  as  well  that  we  owe  the  introduction 
of  these  currents  into  therapy.  This  savant,  member  of  the 
Institute  of  France,  combined  the  rare  skill  for  devising 
new,  delicate,  and  complicated  instruments  for  the  pro- 
duction of  what  may  be  termed  a  new  force;  the  genius  for 
the  extensive  physiological  e.xperimentation  with  this  force, 
and  the  utilitarian,  humanitarian,  and  scientific  instinct  to 
apply  these  discoveries  to  the  actual  cure  of  disease. 

Among  the  names  of  the  many  workers  who  have  con- 
tributed to  the  development  of  this  new  method  stand  out 
prominently  those  of  Oudin,  ApostoH,  Berlioz,  Leduc, 
Bisserie,  To  Morton,  of  New  York,  is  due  the  credit  of 
introducing  to  practical  medicine  a  current  of  high  frequency 
as  early  as  1881  w^hich  he  called  the  static  induced,  Manders,' 
however,  claims  that  the  Morton  device  causes  an  inter- 
rupted unidirectional  and  not  an  alternating  or  an  oscillating 


'  Medical  Electnobgj^  and  Radiology,  July,  1903. 
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current,  though  the  frequency  and  potential  are  higher 
than  can  be  obtained  from  any  medical  coO  provided  with 
a  mechanical  break. 

In  1900  H.  G,  Piffard,  of  this  city,  introduced  still  another 
high-frequency  current  to  which  he  gave  the  name  **  hyper- 
static/'  to  indicate  that  he  had  raised  or  increased  the 
potential  of  the  current  devised  from  the  static  machine  or 
from  a  similar  current  taken  from  an  ;v-ray  coil 

What  are  High-Frequency  Currents?  Wliile  we  recognize 
the  existence  of  only  one  Idnd  of  electricity  or,  perhaps, 
one  divided  into  negative  and  positive,  still  the  phenomena 
elicited  and  the  work  accomplished  is  so  modified  by  the 
conditions  under  which  its  discharges  are  produced,  that 
the  impression  is  conveyed  of  electricity  of  distinctive 
qualities.  The  principle  underlying  these  particular  currents 
now  claimmg  our  attention  is  the  oscillatory  character  of 
the  original  spark  and  the  great  rapidity  of  the  vibrations, 
which  may  extend  into  the  millions  per  second;  according 
to  Hertz  into  hundreds  of  millions. 

These  currents,  which  are  produced  only  with  the  aid  of 
particular  forms  of  apparatus;  which  possess  physical 
properties  differing  from  those  of  other  known  currents; 
and  which  seem  to  act  differently  upon  the  human  system, 
were  themselves  unrecognized  until  within  comparatively 
recent  times.  To  understand  their  production  it  is  w^ell  to 
recall  the  fact  that  if  a  condenser,  such  as  exists  in  the 
well-known  Leyden  jar,  has  its  internal  and  external  arma* 
tures  connected  by  a  good  conductor  forming  an  arc,  the 
internal  terminating  in  a  metallic  ball,  we  can  excite  in  the 
two  coatings  a  gradually  increasing  difference  in  potential 
up  to  a  point  at  which  the  condenser  w^ill  discharge  upon 
itself.  If  we  wish  to  maintain  this  discharge  continuously 
we  must  supply  to  the  condenser,  at  inten^als  of  the  smallest 
fraction  of  a  second,  the  electric  charge  which  it  originally 
had.  To  supply  this  an  interrupter  giving  thousands  of 
alternations  per  second  is  necessary.  The  best  mechanical 
devices  for  this  purpose  w^ere  inadequate,  and  it  w^as  only 
by  the  introduction  of  the  electric  spark  as  a  substitute  for 
the  mechanical  break  that  high-frequency  currents  became 
a  possibility,   enabling  D* Arson val  in   1890   to  devise  an 
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instrument  capable  of  lo^ooo  alternations  per  second.    This 
alternator  brought  at  once  the  therapeutic  application  of 
these  currents  into  prominence,  and  started  investigations 
in  many  quarters.     The  oscillations  which  occur  at  eacl 
discharge  of  the  condenser  are  of  enormous  frequency  wheni 
the  proper  difference  of  potential  has  been  reached. 

High-frequency  currents  originate  in  the  external  arma- 
tures of  the  condensers  whenever  they  are  stimulated  by 
any  efficient  source  of  electricity  conveyed  to  their  inne 
armatures.  For  their  utilization  in  practice  they  must  pass 
through  a  solenoid  (D'Arsonval)  or  a  spiral  (Piffard)  when- 
ever an  electric  discharge  jumps  from  one  of  the  internal 
armatures  of  the  condenser  to  the  other,  the  solenoid  acting  ■ 
as  an  impedance  to  the  direct  flow  of  the  current  between] 
the  outer  coats  of  the  jars. 

If  we  connect  two  Leyden  jars  to  the  sliding  bars  of  aj 
static  machine  with  open  spark-gap,  the  positive  stream' 
will  enter  one  jar,  the  negative  the  other,  while  a  negative 
current  will  flow  from  the  external  armatures  of  the  positive 
jar  and  a  positive  current  from  the  outer  surface  of  the 
negative  jar.  A  moment  will  arrive  when  the  potential 
having  increased  to  a  point  at  which  the  accumulated 
electricity  is  strong  enough  to  overcome  the  resistance  of 
the  spark-gap  between  the  metallic  balls  of  the  sliding  bars, 
a  sudden  discharge  will  take  place  and  the  whole  process 
begins  over  again.  The  rapidity  of  these  discharges  will 
depend  upon  the  electromotive  force,  the  size  of  the  ball 
terminals,  and  the  length  of  spark-gap.  In  other  terms,  a 
high-frequency  current  comes  into  existence,  when  a  highly 
charged  condenser  discharges  through  a  conductor  possess- 
ing slight  resistance  and  some  self-induction.  It  is  the 
result  of  a  disruptive  discharge  through  a  condenser. 

These  currents  differ  from  others  by  their  great  frequency 
and  the  high  tension  called  into  play.  They  cause  intense 
phenomena  of  induction  and  circulate  not  only  in  closed 
circuits^  but  also  in  open  circuits,  provided  there  be  aground 
connection,  so  that  a  current  can  be  obtained  from  contact 
with  a  single  pole,  and  some  effects  can  be  secured  in  a 
subject  placed  simply  in  the  electromagnetic  field  when 
some  grounding  is  secured. 
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This  effect,  howeverj  is  almost  inappreciable  (when  the 
condenser  couch  is  used),  unless  the  patient  be  directly 
connected  with  the  other  pole  of  the  machine  or  coil- 
There  exist  several  varieties  of  these  currentSj  depending 
upon  the  arrangement  of  producing  apparatus,  voltage^ 
amperage,  rate  of  interruption,  etc.  The  variety  of  eflfects 
prcduced  by  currents  generated  in  different  ways  indicates 
that  they  are  not  all  identical. 

The  most  important  therapeutic  current  so  far  studied 
is  that  bearing  the  name  of  D' Arson val,  who  demised  the 
apparatus  for  its  production.  This  is  a  current  of  high 
frequency,  but  of  a  comparatively  low  voltage,  generated  in 
connection  with  a  helLx  of  thick  wire  to  which  the  patient 

Fig.  113, 


^^ 


Condenser  couch.     (Willyoung  model.) 

is  placed  in  shunt,  or  through  the  medium  of  D'Arsonvars 

condenser  couch  (Fig.  112)  or  large  solenoid  cage  (Fig.  117)- 

Currents  generated  in  connection  with  the  resonator  of 
Oudin  and  the  hyperstatic  transformer  of  Piffard  are  of 
higher  voltage,  the  Oudin  being  generated  through  a  helix 
of  fine  wire  connected  with  the  D' Arson val  small  solenoid, 
or  that  of  Piffard,  w^hich  is  obtained  by  passing  the  current 
of  a  static  machine  or  coil  through  a  step-up  transformer,^ 
The  Oudin  current  is  by  so-called  resonance  and  the  other 
by  induction.  A  current  which  may  be  compared  with  that 
from  D'Arsonval's  small  solenoid  has  been  obtained  in 
connection  with  a  single  spiral  of  thick  wire,  having  the 
form  of  a  watch-spring  as  devised  by  Piffard. 

'  This  is  similar  to  the  D' Arson val  so-called  bipolar  resonator,  introduced  at 
about  the  same  date  {1900). 
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For  the  production  of    efficient  therapeutic  currents  a 

static  machine  capable  of  giving  a  i5*inch  spark,  or  a  coil 
rated  at  not  less  than  8  inches,  should  be  employed ;  a  coil 
rated  at  12  inches  is,  however,  preferable.  The  same 
apparatus  as  used  for  efficient  .r-ray  work  is  ample. 

D' Arson val  has  suggested  for  currents  of  great  power, 
instead  of  the  *'Ruhmkorff  coil,"  another  transformer  with 
closed  magnetic  circuit  energized  by  an  alternating  current. 
For  producing  efficient  currents  we  must  have:  (i)  con- 
densers so  constructed  as  to  produce  and  to  give  off  oscil- 
lating discharges;  (2)  a  source  of  electricity;  (3)  such 
accessories  as  will  secure  proper  regulation  and  ob\iate  the 
drawbacks  incidental  to  different  installations.  D' Arsonvars 
apparatus  has  the  internal  armatures  of  its  jars  connected 
with  a  source  of  high  potential  and  its  external  are  con- 
nected to  the  coils  of  wire  in  the  form  of  a  helLx  known  as 
his  smaller  solenoid. 

The  mode  of  action  in  therapy  is  that  the  patient  is  in 
shimt  to  an  impedance,  this  impedance  being  the  small 
solenoid  referred  to.  The  rationale  of  the  action  of  the 
apparatus  is»  that  when  the  ditlcrence  of  potential  at  the 
armatures  reaches  the  point  corresponding  to  the  separation 
of  the  balls  of  the  discharger  (several  thousand  volts),  the 
spark  jumps  the  spark-gap,  which  forms,  as  it  were^  a 
conductor  of  feeble  resistance,  by  which  the  charge  of  the 
condenser  escapes.  Now  the  current  of  high  frequency  is 
that  current  which  passes  through  the  solenoid  when  the 
discharge  jumps  from  one  ball  to  the  other,  being  given 
off  from  the  external  armatures  of  the  condensers. 

The  fact  that  any  of  the  current  will  shunt  through  the 
patient  when  the  conductivitj^  of  the  solenoid  so  far  trans- 
cends that  of  the  patient  is  probably  accounted  for  by  the 
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*^ choke''  action  of  the  solenoid,  which  develops  an  induct- 
ance between  the  successive  coils  when  the  current  is 
interrupted  or  alternating. 

If  we  take  as  two  poles  the  extremities  (opposite  points) 
of  the  solenoid,  the  current  thus  collected  is  capable  of 
lighting  one  or  more  incandescent  lamps  held  between  tw^o 
persons  in  the  circuit.  Ever)'  discharge  of  the  condensers 
occurring  under  the  conditions  above  mentioned  gives  rise 
to  a  series  of  oscillations  of  rapidly  decreasing  amplitude. 

In  order  to  bring  about  a  continuity  of  the  phenomena, 
new  discharges  as  close  to  one  another  as  possible  must  be 
secured.  In  other  words,  we  must  recharge  the  condensers 
themselves,  and  for  this  we  need  a  source  of  electricity  of 
high  potential. 

If  ^ve  wdsh  to  maintain  the  oscillating  discharge  at  a 
satisfactory  degree  of  continuity  the  number  of  breaks  of 
the  wave  per  second  must  be  suflicient,  and  for  this  we 
must  have  an  interrupter  of  extra  rapidity.  The  differences 
of  the  potential  in  the  solenoid  are  due  to  the  oscillations 
alone  of  the  discharge  of  the  condensers. 

D'Arsonval  and  Ducretet  have  each  introduced  interrupt- 
ing oscillators,  and  there  are  many  other  models  available. 
A  number  wiU  be  found  mentioned  in  the  chapter  devoted 
to  interrupters.  The  static  machine  gives  much  less  powerful 
effects  when  used  to  charge  the  condensers*  It  seems  that 
there  should  be  a  definite  relationship  Ix^tWTcn  the  size  of 
the  jar  and  the  coil  or  static,  the  amount  of  external  coating, 
the  solenoid,  and  if  a  resonator  is  used  the  length  of  wire 
employed  in  it. 

Perhaps  a  better  understanding  of  the  reinforced  potential 
is  to  dwell  for  a  moment  upon  the  reinforcement  of  resonance 
as  it  exists  in  the  hollow  tubes  of  a  church  organ.  To 
produce  the  oscillating  current  in  the  lower  helix  of  the 
resonator^  one  or  two  Leyden  jars  are  connected  in  the 
circuit,  and  a  flexible  wire  connects  the  solenoid  with  the 
resonator's  coils.    The  other  end  of  the  solenoid  is  grounded. 

Near  the  base  is  a  movable  contact  by  which  the  resonator 
is,  so  to  speak,  ** tuned*'  to  correspond  to  the  rate  of  inter- 
ruption in  the  primary.  The  function  of  the  upper  portion 
is  to  increase  the  potential. 


556 


HIGH-FREQUENCY  CURRENTS 


The  electromotive  force  induced  in  a  single  spiral  of  a 
solenoid,  either  by  self  or  mutual  induction,  is  sufficient  to 
make  incandescent  an  electric-light  bulb.  In  order  to  raise 
the  tension,  D'Arsonval  constnicled  a  solenoid  of  thick  wire, 
as  shown  in  Fig.  113.  Around  an  ebonite  cylinder  of  large 
diameter  thin  copper  wire  is  wound  and  attached  to  two 
terminals,  the  two  coils  being  separated  from  each  other 

Fic.  113. 


D' Arson val  solenoid. 

by  an  air  space  acting  as  a  dielectric.  The  inductor  solenoid 
is  attached  to  a  movable  base  so  that  it  can  be  placed  at 
either  extremity  or  other  portion  of  the  induced  solenoid. 
This  gives  an  equal  power  to  the  current  at  each  extremity 
when  the  external  (inductor)  solenoid  occupies  the  middle 
position.*  The  apparatus  is  then  bipolar.  The  stronger 
current  goes  off  from  the  extremity  opposite  that  at  which 
the  external  solenoid  is  placed. 

^  This  is  esseniiaUy  ihe  conslniction  of  the  Piffard  apparatus,  introduced  at 
about  the  same  time. 
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Bordier*  points  out  that  the  term  resonator  as  applied  to 
such  apparatus  is  not  strictly  proper,  since  it  has  nothing 
in  comraon  with  electric  resonance  as  it  is  known  from  the 
experiments  of  Hertz.  He  prefers  the  term  high-tension 
solenoid* 

Fig.  114, 


"^  -\ 


New-model  regulating  Oudm  resonator. 

In  Oudin's  resonator  heavy  copper  wire  wound  helically 
about  a  wooden  cylinder  forms  the  low^er  part  of  a  tall 
cylinder.  The  upper  part  wound  with  finer  wire  (about 
^fty  yards)  is  not  traversed  by  the  currents  directly,  but  is 
thrown  into  vibration  in  resonance  with  that  of  the  oscQ- 
lating  current  passing  through  the  larger  wire  at  the  base. 
Attached  to  one  point  is  the  fine  wire  which  encircles  the 


^  Tndt^  de  radiologie  m6dicale,  Paris,  tgo4. 
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drum,  and  it  is  here  that  the  potential  is  increased  and 
the  resonance  which  led  Oudin  to  name  it  resonator  is 
produced  (Figs.  114  and  115)* 

This  form  of  harmonious  vibration  has  its  counterpart 
in  music,  the  coils  of  the  resonator  vibrating  more  rapidly 
in  their  remote  portion  than  where  stimulated  by  the  current, 
just  as  the  string  of  an  instrument  has  a  greater  vibration 
at  the  extremities  than  at  the  part  which  receives  the  primary 

Fig.  115. 


Oudin  type  of  resonator  operated  by  coiL 

impact  or  impression.  In  other  words,  it  is  necessary  to 
harmonize  the  vibrations,  Rochefort  constructed  a  double j 
or  bipolar  resonator  (Fig,  116)  which  Oudin  has  used^ 
therapeutically  with  satisfaction,  and  found  that  greater 
intensity  and  quicker  effect  could  be  produced  in  con- 
ditions requiring  more  energetic  treatment  than  with  the 
single  apparatus. 

There  are  various-sized  solenoids  of  this  tj^pe  available, 
the  smaller  giving  up  to  200  milliamp&res,  being  sufficient 
for  most  methods  of  application,  excepting  that  with  the 
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large  cage  solenoid,  as  shown  in  Fig.  117,  or  with  the  auto- 
condensation  couch. 

Rochefort  recently  showed  me  in  his  Paris  laboratory  the 
extensive  magnetic  electrostatic  field  w^hich  could  be  pro- 
duced by  this  bipolar  apparatus.  The  limits  of  this  field 
of  action  of  the  currents  were  beautifully  illustrated  in  a 
darkened  room  by  the  incandescence  of  a  long  Geissler 

Fig.  116* 


L" ;. 


Sclieme  of  Rochefort*3  double  resonator. 

tube  held  like  a  wand  in  the  hand  at  a  distance  of  several 
feet  from  the  apparatus. 

Dean,  of  London,  has  produced  a  new  model  of  double 
resonator  of  which  Williams  speaks  highly.  Mclntyre  has 
designed  an  arrangement  for  utilizing  a  static  machine 
instead  of  a  coil,  for  this  purpose  a  small  D' Arson val 
apparatus,  Leyden  jars,  or  oil  condensers  being  used*  To 
this  is  added  a  special  device  for  reversing  the  current  as 
it  comes  from  the  condensers.    Cunningham  Bowie^  intro- 

'  Lancet,  May  2,  1903, 
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duced  an  apparatus  in  which  he  can  regiilate  the  frequency 
of  oscillations  within  the  limits  of  fifty  (50)  to  eighty 
thousand  (80,000)  per  second,  and  at  the  same  time  provide 


Cage  solenoid  for  autocondensation. 


P  ' 
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currents  of  high  frequency  and  low  potential  (40  to  100 
volts).  He  claims  that  by  this  method  he  gets  a  higher 
magnitude  of  current. 

The  weak  runs  up  to  too  milliampferes,  the  medium  to 
1000  milliamperes,  and  the  strong  to  2  and  3  ampferes.  The 
apparatus  consists  of  a  step-up  transformer,  an  oil-immersed 
condenser,  and  a  spark-gap.  The  condenser  armatures  are 
connected  by  a  flat  helix  arranged  on  an  adjustable  slide. 
The  patient  is  placed  in  a  chcuit  connected  mth  this  second- 
ary helix,  and  obtains  greater  or  less  voltage,  depending 
upon  the  distance  of  the  secondary  helix  from  the  primary* 

The  frequency  rate  is  varied  by  alternating  the  capacity 
of  the  condenser,  by  sliding  the  condenser  plates  to  or  from 


Fig,  118, 


%  ,%  ^ 


1 


Showing  connect  tons  for  resonator. 

one  another.  The  advantage  claimed  for  this  apparatus 
is,  that  by  lessening  the  voltage  large  amperage  at  high 
frequency  can  be  administered  without  pain.  According 
to  Piflfard?s  description  of  a  high-frequency  current,  those 
derived  from  this  apparatus  can  hardly  be  regarded  as  such, 
as  even  at  the  maximum  they  do  not  possess  a  suflScient 
number  of  oscillations  in  a  unit  of  time. 

The  connections  for  the  resonator  are  shown  in  Fig.  ii8| 
borrowed  from  Manders.^  By  shifting  the  movable  arm  of 
connection  (£>)  along  the  solenoid  (S),  a  point  is  reached 
which  gives  the  maximum  brush  at  JS,  at  the  summit  of 
the  resonator  i?,  the  maximum  syntony  remaining  on  that 
particular  point,  no  matter  to  what  extent  the  spark-gap 
at  G  is  increased  or  diminished.     E  represents  grounding. 


*  Proceedings  of  the  British  Electrotherapeutic  Society,  May  2a,  1903, 

36 


OsrillorestmiiKir,    (Willyoung,) 

internal  armatures  l)e!ng  connected  with  the  sHding  bars 
of  the  static  machine  or  coil  and  terminating  in  metalHc 
balls  of  small  size. 

Originally  there  was  a  sliding  bar  spark-gap  attachment 
covered  with  a  glass  tube  to  mutHe  the  sound.  This,  how- 
ever, was  found  to  impair  the  greatest  working  efficiency, 
and  has  been  done  away  with,  Ix^ing  replaced  by  projections 
on  either  side  an  inch  in  length  to  act  as  a  discharging 
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safety  valve,  so  to  speak,  when  the  resistance  of  the  spark- 
gap  on  the  sHding  bars  of  the  machine  becomes  greater 
than  the  resistance  behveen  these  two  points,  and  thus  to 
prevent  damage  to  the  apparatus. 

The  strength  of  current  employed  is  regulated  wholly  by 
the  sliding  bar  of  the  static  machine,  one  inch  being  usually 
sufficient »  When  used  on  a  coO  it  is  connected  to  the 
terminals  of  the  secondary  winding,  the  spark-gap  being 
regulated  so  as  not  to  exceed  one  inch,  preferably  a  half- 


PilJarfl's  transformer. 


inch.  The  resulting  current  is  somewhat  different  from 
that  secured  from  the  static,  whose  amperage  is  lower  and 
the  voltage  higher. 

My  experience  agrees  with  that  of  Piffard,  that  the  con- 
nection with  the  static  gives  the  more  satisfactory  result. 
This  apparatus  has  recently  been  modified,  by  having 
binding  posts  attached  and  connected  with  the  terminals 
of  the  primary  coil. 

A  patient  introduced  into  this  current,  by  holding  the 
ball  electrodes  attached  to  conducting  wires  passing  from 
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these  binding  posts,  will  receive  a  mUd  form  of  D* Arson val 
high-frequency  current  effect. 

The  original  h)T)erstatic  effect  is  not  influenced  in  its 
efficiency  by  this  modification,  and  these  two  distinct  forms 
of  high-frequency  currents  may  be  administered  simul- 
taneously. 

Fig.  121. 

1 


Vacuum  electrodes:    a,  glass  cone  filled  with   metal   filings  coated  with  silver 
upon  the  inner  surface^  6,  carbon  point  for  single  spark* 

The  case  enclosing  the  solenoids  contains  a  helix  of 
thick  wire  surrounding  a  coil  of  fine  wire,  the  two  being 
insulated  by  glass  and   air. 

Electrodes*  Electrodes  may  be  of  metal,  carbon,  or  glass. 
An  efficient  metal  electrode  for  a  brush  discharge  to  large 
areas  consists  of  metallic  points  projecting  from  a  base 
set  into  a  rim  of  vulcanite, 

FiC     122. 


Bisseri^'s  regulating  electrode. 

Most  of  the  glass  electrodes  used  in  this  country  consist 
of  low^vacuum  tubes  of  various  shapes  and  sizes  designed 

for  the  various  accessible   cavities  as  well  as  for  surface, 
effects  (Fig*  121). 

Some  have  been  made  with  metallic  internal  attachments 
and  insulated  in  all  except  the  part  from  which  the  discharge 
is  desired,     WTiile  in  Paris  recently,  Dr.  Bisseri^  showed 
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me  his  ingenious  regulating  glass  electrode  with  a  sliding 
bar  and  spark-gap  attachment  for  regulating  the  strength 
of  application  in  a  very  convenient  way  at  the  handle 
(Fig.  122).  He  also  has  a  metallic  brush  enclosed  within  a 
glass  cylinder,  arranged  to  slide  back  and  forth  (Fig,  123). 
This  has  not  proven  highly  successfuL 

Fig,  123. 


Regulating  electrode  in  sleeve. 


I 


Caution.  If  glass  electrodes  are  made  with  a  very  high 
vacuum,  as  has  recently  been  suggested  by  an  English 
writer,  unless  the  glass  be  especially  thick,  the  danger  of 
collapse  in  use  must  be  borne  in  mind,  especially  when 
employed  within  the  orifices  of  the  body. 

Williams  suggests  a  condenser  electrode  made  by  filling 
a  large  flat'lx)ttomed  flask  with  salt-water,  a  wire  passing 
through  a  rubber  cork  with  its  free  end  connected  to  the 
solenoid.  Lead-foU  may  be  employed  to  cover  any  region 
of  the  body,  with  wet  flannel  interposed  betw^een  it  and 
the  skin. 

A  plate  of  metal  may  l^e  suspended  above  the  patient  in 
the  air,  in  which  case  he  is  in  an  electrostatic  field. 

The  ordinary  incandescent  lamp  bulb  may  be  utilized  by 
attaching  it  to  a  handle  with  a  metallic  band,  the  sparks 
jumping  from  the  filament  to  the  glass  and  thence  to  the 
patient. 

Caution.  With  strong  currents  the  spark  is  verj^  apt  to 
perforate  the  glass,  which  is  made  apparent  by  the  delicate 
bluish  glow^  within  the  bulb  changing  suddenly  to  a  pink, 
and,  perhaps,  by  the  larger  spark  producing  a  painful  effect 
upon  the  patient. 

The  extent  of  this  field  can  be  tested  in  a  darkened  room 
by  approaching  the  generator  with  a  Geissler  tube.  On 
reaching  the  confines  of  the  field,  the  tube  will  be  seen  to 
effloresce.     In   the  smaller  high-frequency  form  of  appa- 


some  can  l^c  seen  to  pass  from  the  filament  to  the  inner 
surface  of  the  glass  and  to  be  continued  as  an  individual 
spark  from  the  outer  surface  to  the  patienl*s  body* 

A  globule  of  mercury  is  sometimes  inserted  within  the 
vacuum  electrodes  to  secure  a  more  pronounced  glow. 


Ljirge  surface  glass  electrode. 
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Electrodes  with  fused-in  wire  have  recently  been  intro- 
duced in  this  city  (Fig.  128). 


Fig.  130. 


Z.naddMfSonUmnorti. 


Dieffenbach's  electrode  for  the  treatment  of  constipation. 
Fig.  131. 


New  electrode  for  the  application  of  high-frequency  currents  to  the  head. 

Other  forms  of  electrodes  for  special  purposes  are  shown 
in  Figs.  129,  130,  and  131. 


CHAPTER   XXXIII. 
PHYSIOLOGICAL  EFFECTS  OF  THE  CURRENTS. 

As  to  the  physiological  effects,  we  can  say  only  at  the 
present  time  that  a  marked  influence  upon  the  nervous 
system  and  upon  the  circulatory  apparatus  is  evident.  When 
the  feathery  discharge  is  sujEciently  rich  to  produce  tiny 
sparks,  a  decided  vasoconstriction  of  the  skin  follows. 
Succeeding  this  almost  at  once  is  a  vasodilatation. 

However,  if  it  becomes  a  demonstrated  fact  that  the 
effects  are  in  part  due  to  rays  and  not  wholly  to  electricity, 
and  we  find  in  this  vasoconstriction  an  almost  necessary 
accompaniment,  it  will  make  possible,  by  this  very  effect 
of  dehaematization  upon  the  deeper  tissues,  the  therapeutic 
influence  of  the  ultraviolet  rays  given  off,  if  any  are  so 
given  off. 

The  equivalent  of  the  compression  used  in  the  Finsen 
method  can  be  secured  by  allowing  a  spark  to  jump  to  the 
skin,  and  if  we  hope  for  deep  effects  from  the  actinic  rays 
present  in  the  spark,  this  anaemia  of  the  tissues  offers  just 
the  condition  requisite  for  its  penetration.  When  the  glass 
electrode  is  in  close  contact  with  the  skin,  we  have  none 
of  those  vasoconstricting  effects. 

It  would  seem  rational,  therefore,  to  hold  the  electrode 
at  some  distance  from  the  skin  or  to  keep  it  in  contact, 
according  as  we  desire  or  not  to  cause  a  condition  of  local 
anaemia. 

Bordier  and  Lecomte^  relate  the  results  of  some  experi- 
ments on  animals  which  go  to  prove  that  the  effect  is  not 
wholly  a  surface  effect,  but  that  the  current  penetrates 
deeply,  since  they  succeeded  in  killing  rabbits,  guinea-pigs, 
and  rats  by  appl3dng  the  current  directly  or  through  metallic 
coils  placed  about  the  neck  and  abdomen. 

*  La  tribune  m^icale,  1903,  No.  6. 
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Death  occurred  after  several  clays,  attended  with  the 
phenomena  of  paralysis.  By  placing  one  electrode  in  the 
mouth  and  the  other  in  the  rectum,  a  rabbit  was  killed  in 
fifteen  minutes  and  a  rat  in  forty  seconds  with  a  current  of 
3  amperes. 

These  results,  which  we  can  j:K>ssibly  attribute  to  an 
inhibitory  effect  upon  the  ner\^ous  centres,  confirm  the 
experiences  of  D*Arson%'al;  similar  experiments  made  by 
him  show  that  the  effect  is  a  deep  one* 

The  physiological  effects  of  D'Arsonvalixation  are  due  to 
the  discharges  of  sparks,  as  the  result  of  the  following: 
The  mechanical  force  exerted  on  the  tissues,  the  effect  of 
heat  produced,*  the  result  of  chemical  combinations  (forma- 
tion of  ozone)>  and  the  formation  of  ultraviolet  rays.  The 
effects  of  the  sparks  vary  according  to  their  intensity,  being 
stimulating  or  the  reverse. 

On  the  skin  it  acts  on  the  vasomotor  system  and  tends  to 
produce  necrosis  of  the  superficial  epithelium.     The  local 
action  is  accompanied  by  general  reaction,  arterial  tension- 
is  lowered,  and  respiratory  combustion  is  increased.     The 
nerves  seem  incapable  of  responding  to  vibrations  exceeding 
a  certain  limit,  hence  high -potential  currents  may  \ye  made. 
to  traverse  the  human  body  in  strength  of  three  hundredl 
or  more  milliamperes  without  the  production  of  pain. 

The  physiological  effects  are  thought  by  Freund  to 
due  solely  to  the  spark  discharges.  He  regards  the  action" 
of  D'Arsonval's  apparatus  as  superficial.  He  describes  a 
simple  s|>ark  ai)paratus.  A  test-tube  is  filled  with  water 
and  connected  with  the  negative  pole  of  a  coil,  the  positive 
pole  being  grounded.  With  this  simple  electrode,  brush 
discharges,  he  says,  can  be  obtained  equal  to  those  from 
Oudin's  apparatus.  The  effect  upon  the  muscles  appears 
to  be  one  of  permanent  tetanization;  that  is,  the  indiWdual 
contractions  which  would  be  occasioned  by  the  electric 
waves,  were  they  sufficiently  infrequent,  tend  by  reason  of 
their  enormous  frequency  (millions  per  second)  to  fuse  these 
contractions  into  a  condition  of  insensible  contraction. 


*  Frequently  a  rise  of  one  or  two  degrees  in  temperature  is  noted 
has  seen  as  much  as  a  rise  of  six  degrees. 


Bokenham 
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The  nerves  as  well  as  the  muscles  appear  incapable  of 
responding  either  in  a  motory  or  sensor)'  manner  to  vibra- 
tions beyond  a  certain  limit.  It  is  distinctive^  therefore,  of 
these  currents,  that  the  patient  is  unconscious  of  their 
passage,  all  neuromuscular  reaction  Ixring  arrested.  Pass- 
ing a  fair-sized  spark  into  the  tissues  does,  however,  cause 
a  certain  shock,  pain,  and  muscular  contraction.  An  inhibi- 
tory action  is  also  admitted  by  D'Arsonval  with  phenomena 
of  decrease  of  excitability  to  other  stimulation,  loca-1  anaes- 
thesia, lessening  of  the  skin  sensibility  to  galvanism,  fara- 
dization and  decrease  of  arterial  tension. 

Effects  on  Bacteria*  D' Arson val  anri  Charrin  have  found 
that  pyogenic  bacilli  were  rendered  innocuous  by  a  half- 
hour's  application  of  the  current.  Lagriffoul  and  Denoyes, 
experimenting  on  guinea-pigs  by  autoconduction,  found  that 
the  bacilli  were  destroyed. 

Dimitriewsky  says  that  toxins  can  be  made  to  lose  their 
power. 

Foulerton  and  Kellar^  experimented  with  these  currents 
on  cultures  of  bacilli  of  typhus,  coli,  dysentery,  pyocyaneus, 
prodigiosus,  staphylococcus  pyogenes  aureus,  streptococcus 
pyogenes,  etc. 

They  found  that  all  the  cultures  could  be  destroyed  in 
from  ten  to  twenty  minutes,  the  time  depending  upon  the 
intensity  of  the  current  used.  I'hcy  employed  a  current 
of  24  to  35  volts  with  2 1  to  5  amperes.  When  these 
experiments  were  repeated  in  an  atmosphere  of  hydrogen 
instead  of  air,  it  was  found  that  even  exposures  of  one 
and  a  half  hours  did  not  destroy  the  germs. 

*  Klinische  therapeutische  W'ochenschrifl,  May  24,  1903 
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PHYSICAL  PROPERTIES  OF  HIGH-FREQUENCY 
CURRENTS. 

These  consist  in  electrostatic  phenomena: 
Phenomena  of  Induction. 
Phenomena  of  Dynamic  Electricity. 
Phenomena  of  Resonance. 

Among  the  extreme  electrostatic  manifestations  obtained 
with  a  Tesla  apparatus  are  the  production  of  sparks  of 
extreme  length  in  the  air.  Tesla  has  produced  an  almost 
perfect  imitation  of  the  discharging  spark  of  a  static  machine. 
In  order  to  establish  an  electrostatic  field,  one  pole  of  the 
apparatus  is  fastened  to  a  metallic  plaque. 

If  a  vacuum  tube  is  held  in  the  hand  in  this  electrostatic 
field  it  becomes  illuminated  on  moving  it  about.  Among  the 
phenomena  of  induction  is  that  of  the  illumination  of  an 
incandescent  lamp  by  suspending  it  in  derivation  or  shunt 
upon  the  solenoid,  the  current  passing  from  one  pole,  to 
the  other  through  the  longer  lamp  route  than  through  the 
more  direct  solenoid,  although  the  latter  would  seem  less 
resistant. 

If  the  lamp  is  connected  with  a  spiral,  suspended  between 
the  coils  of  the  solenoid,  it  becomes  white  hot.  This  phe- 
nomenon is  due  to  mutual  induction  produced  between  the 
solenoid  and  the  spiral. 

Among  the  phenomena  of  dynamic  electricity  is  the 
experiment  made  by  Tesla  with  his  motors  of  *' magnetic 
retard.''  The  primary  of  the  coil  is  attached  to  one  of  the 
extremities  of  the  apparatus;  the  secondary  is  rolled  upon 
an  iron  base  and  closed  on  itself. 

A  very  movable  metallic  plaque  is  placed  within  the  field 
of  action  of  the  whole.  Under  these  conditions  rotation  is 
obtained.  This  property  of  monopolar  propagation  is  very 
important,  aside  from  its  practical  application,  for  it  explains 
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very  well  the  sparks  and  unipolar  currents  obtained  when 
a  single  point  of  the  solenoid  is  touched. 

The  phenomena  of  resonance  in  electricity  are  the  counter* 
part  of  those  of  acoustics.  It  is  well  known  how  the  strings 
of  a  musical  instrument  will  resound  spontaneously  in 
unison  with  the  vibrations  of  the  same  tone.  It  is  also  well 
known  how  a  vibrating  body  which  gives  out  the  identical 
sound  produced  by  a  similar  body  near  it  may  reinforce 
this  sound. 

The  resonator,  which  is  the  name  given  by  Oudin  to  an 
appliance  first  perfected  by  him  in  1892,  is  thus  designated 
after  those  acoustic  instruments  constructed  to  vibrate 
spontaneously.  The  phenomena  in  both  cases  are  identical. 
The  first  instrument  of  the  kind  consisted  in  a  solenoid  of 
copper  wire  which  bore  a  definite  relation  in  its  number  of 
coilings  to  those  of  the  exciting  apparatus. 

When  placed  under  the  proper  conditions  the  two  solenoids 
vibrated  in  absolute  unison,  giving  out  electric  manifesta- 
tions just  as  similarly  arranged  acoustic  instruments  would 
give  out  an  identity  of  sound. 

Unipolar  currents  and  sparks  drawn  from  a  single  point 
of  the  solenoid  are  explained  by  the  extremely  frequent 
repetition  of  the  charge  and  discharge  under  a  raised 
potential.  The  patient's  body  forms  a  conductor  which 
becomes  charged  at  each  oscillation,  the  quantity  being 
almost  constant  for  a  certain  distance  from  the  solenoid. 

Employing  a  large  solenoid,  an  incandescent  bulb  held 
in  the  hand  by  its  metallic  fixing  and  made  to  touch  one  of 
the  loops,  is  suflScient  to  produce  incandescence  of  the 
filament  within  the  bulb. 

Penetration  of  the  Sparks  That  these  currents  have  a 
penetrating  power  and  are  thus  capable  of  entering  the 
tissues  and  afiFecting  the  system  is  shown  by  several  experi- 
ments. Bishop  placed  a  starch  solution  between  two  glass 
plates.  A  solution  of  iodide  of  potassium  in  glycerin  was 
placed  in  the  centre  of  the  upper  plate;  the  lower  plate 
was  placed  on  a  metallic  surface  and  connected  with  the 
earth. 

The  spark  was  directed  on  the  iodide  solution  and  in  a 
few  minutes  iodide  of  starch  was  formed.    Dr.  I.  H.  Burch, 
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of  Baldcnsville,  N.  Y.,  connected  a  metallic  plate  to  the 
lower  strand  of  the  resonator.  Upon  this  he  placed  two 
glass  plates  having  between  them  blotting  paper  saturated 
with  potassium  iodide.  Upon  the  upper  glass  he  placed 
blotting  paper  saturated  with  starch  solution,  upon  w^hicii 
sparks  from  an  electrode  were  allowed  to  fall.  In  a  few 
seconds  iodide  of  starch  w^as  formed.  The  same  experiment 
was  repeated  with  the  iodized  paper  within  a  leather  mitten 
with  starch  solution  outside.  A  stream  of  sparks  let  fall 
upon  the  mitten  produced  iodide  of  starch.  To  make  the 
conditions  approximate  more  those  of  a  human  integument,! 
the  iodides  were  enclosed  within  the  skin  of  a  chicken,  this 
being  enclosed  within  the  leather;  the  result  though  slower 
was  the  same.  By  using  bichloride  of  mercur}%  red  mercuric 
iodide  is  formet!  in  the  same  way.  We  have  repeated  these 
experiments  with  the  iodide  and  starch,  using  test-tubes, 
and  have  prmluced  a  bluish  discoloration  of  the  starch. 

A  control  experiment  with  the  starch  alone  showed  noJ 
discoloration.    A  securely  corked  tube  of  iodine  solution  is^ 
decomposed  by  the  spark,  fumes  of  iodine  being  given  off 
and  crystals  of  potassium  forming.    It  was  at  first  thought, 
that  since  these  currents  tend  to  flow  from  the  superficial 
portions   of   the   conductors   and   electrodes,    rather   thani 
penetrate  their  interiors^   that    it  acted   in  the  same  way 
upon  the  body^s  surface,  and  it  was  to  this  that  the  absence 
of  subjective  sensations  and  of  muscular  contractions  was 
attributed. 

The  human  body,  however,  it  must  be  remembered,  is 
not  a  good  conductor,  and  the  penetration  has  been  found 
inversely  proportional  to  the  scjuare  root  of  the  specific 
resistance  and  proportional  to  the  square  root  of  the  fre- 
quency. Tesla's  explanation  of  the  lack  of  appreciable 
effect  is,  that  the  currents  do  not  penetrate  the  organism 
by  the  point  in  contact  with  the  electrode,  but  perpendicu- 
larly to  the  integuments,  equally  over  the  whole  surface  of 
the  bodv. 
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CHAPTER   XXXV. 

THERAPEUTIC  APPLICATION  OF  HIGH-FREQUENCY 
CURRENTS. 

Methods  of  Application.  Currents  of  high  frequency  are 
susceptible  of  a  variety  of  methods  of  administration,  based 
upon  their  physical  properties. 

First:  Local  Application.  Although  we  may  obtain  a 
current  taken  directly  from  the  solenoid,  these  currents  are 
usually  painful,  and  unless  modified  or  given  with  care 
produce  shocks  and  unpleasant  sensations  which  interfere 
with  the  therapeutic  results. 

It  is  for  this  reason  that  we  resort  to  apparatus  which 
raise  the  tension  of  the  high-frequency  currents.  This  is 
accomplished  in  one  of  two  ways:  either  by  employing  the 
induced  current  of  a  coil  of  fine  wire  attached  to  the  solenoid 
and  immersed  in  oil  or  simply  isolated,  or  by  making  use 
of  the  properties  of  resonance  of  the  high-frequency  cur- 
rents. 

The  latter  is  the  course  mostly  employed,  and  we  owe 
it  to  Oudin's  continued  experimental  work  that  we  can 
to-day  utilize  a  perfected  resonator  instead  of  attaching 
the  exciter  to  the  high-frequency  solenoid.  In  a  recent 
visit  to  his  laboratory,  M.  Rochefort  demonstrated  to  me 
his  recently  constructed  bipolar  resonator,  which  is  in 
reality  a  combination  of  two  resonators,  from  between 
which  jet  forth  effluvia  of  great  power  and  of  contrary  sign 
at  the  same  moment  at  symmetrical  points  of  the  two  parts 
of  the  apparatus.    (See  Fig.  ii6.) 

In  this  new  arrangement  there  are  four  Leyden  jars 
divided  into  batteries  in  series  of  two,  joined  to  one  of  the 
balls  of  the  sparker  by  their  internal  armatures.  The  four 
external  armatures  are  united  to  the  resonators  in  such  a 
way  that  the  two  armatures  of  a  given  battery  are  attached, 
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the  one  to  the  lower  coil,  the  other  to  the  coil  above,  or 
what  we  may  call  the  primary  of  each  of  the  resonators. 

Under  these  conditions,  although  the  tv^^o  resonators  have 
an  influence  upon  each  other,  they  are  electrically  separated 
and  act  like  two  resonators  commanded  by  the  same  physical 
interrupter  and  receiving  each  one  an  equal  current,  but 
going  in  an  inverse  direction  in  each  primarj'  of  the  resonator. 
D'Arsonval  has  devised  a  bipolar  coil  w^hich  has  its  great 
utility  in  local  applications.  Upon  an  isolating  cylinder 
there  is  coiled  an  induced  wire  making  a  large  number  of 
turns;  surrounding  this,  but  at  a  certain  distance  from  it 
and  insulated  by  air,  are  four  spirals  of  large  induction  wire 
upon  a  movable  base,  so  that  its  position  can  be  changed  by 
moving  in  a  parallel  way  to  the  induced  coiL    (See  Fig,  113.) 

Simple  or  double  efRuviation  can  be  carried  out  by  this 
apparatus  by  using  a  single  or  double  pole. 

Second:  Application  by  Derivation  or  Direct  Applicatim 
If  we  attach  a  patient  to  two  points  of  a  solenoid,  this 
patient  is  said  to  be  placed  in  derivation  or  shunt,  and  his 
body  is  traversed  by  high-frequency  currents  which,  as  is 
well  known,  circulate  in  the  solenoid. 

In  consequence  of  the  phenomena  of  self-induction,  the 
solenoid  offers  great  resistance  to  the  current,  which  passes 
by  preference  in  the  derivated  circuit,  of  which  the  patient 
under  these  conditions  forms  a  part.  The  portion  of  the 
body  upon  which  therapeutical  localization  is  desired  may 
be  covered  with  a  metallic  plaque,  or  two  regions  can  be 
treated  simultaneously  by  employing  bifurcating  wires. 

If  the  skin  is  sensitive,  a  strip  of  moistened  flannel, 
cotton,  or  other  substance  can  be  interposed.  Erythema  of 
the  surface  is  avoided  by  moulding  the  plaques  accurately 
to  the  region  so  as  to  obtain  good  contact.  No  painful 
sensation  is  produced  by  this  method,  and  no  muscular 
contraction,  providing  there  is  no  interruption  in  the  circuit. 
We  may  then  employ  either  direct  stabOe  applications,  the 
patient  being  attached  to  the  two  extremities  of  the  solenoid 
by  electrodes  fixed  upon  the  areas  subjected  to  treatment, 
or  direct  labile  applications;  the  patient  being  attached  to 
the  solenoid  on  the  one  hand  by  means  of  a  fixed  electrode, 
on  the  other  hand  by  means  of  a  mobile  electrode. 
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Third:  Autoconduction.  This  consists  in  enclosing  the 
patient  to  be  acted  upon  in  a  solenoid  without  being  in 
communication  with  any  metallic  substance.  The  solenoid 
having  currents  of  high  frequency  passing  through  it, 
induces  extremely  powerful  currents  not  only  on  the  surface 
of  the  body,  but  even  in  the  depths  of  the  tissues. 

The  frequency  in  a  large  solenoid  is  very  high,  and  because 
of  this  the  solenoid  produces  a  very  intense  oscillating 
magnetic  field.  This  intensity  is  illustrated  by  introducing 
into  the  field  a  single  tiun  of  copper  wire.  The  induction 
produced  in  this  wire  is  suflBcient  to  light  two  lamps  mounted 
in  series.  In  employing  such  a  solenoid  in  treatment  it 
must  be  large  enough  for  the  patient  to  stand  well  within 
it,  or  to  cover  his  body  in  the  prone  position. 

Even  without  contact  with  the  current  the  patient  is  the 
recipient  of  extremely  powerful  induced  currents. 

Fourth:  Application  by  Condensation.  In  securing  this 
form  of  electrical  influence,  the  patient  is  made  to  become 
one  of  the  armatures  of  a  condenser.  This  is  accomplished 
by  placing  the  body  upon  a  reclining  chair  covered  with  a 
sheet  of  woven  wire,  lead,  zinc,  or  other  metal  attached  to 
one  extremity  of  a  solenoid.  An  insulating  mattress  is  placed 
upon  the  metal  sheet;  the  patient  is  then  connected  to  the 
opposite  extremity  or  to  an  intermediary  point  of  the  sole- 
noid. This  arrangement  constitutes  a  condenser;  the  two 
armatures  are  represented  by  the  patient  on  one  hand  and 
the  metallic  sheet  on  the  other.  The  mattress  represents 
the  dielectric.  The  system  may  be  traversed  by  a  current 
of  300  milliampferes,  at  every  oscillation  the  condenser 
charging  and  discharging.  A  monopolar  application  can 
be  made  by  attaching  the  patient  to  one  extremity  of  the 
solenoid. 

An  experiment  illustrating  the  scheme  of  application  by 
condensation  consists  in  attaching  an  incandescent  lamp  to 
a  solenoid  by  a  single  wire.  If  this  be  taken  in  the  hand, 
and  especially  if  the  other  hand  is  brought  near  the  opposite 
extremity  of  the  strand,  the  carbon  in  the  lamp  glows  brightly. 

In  this  case  the  film  plays  the  role  of  internal  armature, 
the  moist  skin  that  of  the  external  armature,  and  the  glass 
the  role  of  the  dielectric. 
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Therapeutic  Application.  In  forming  a  just  estimate 
of  what  these  currents  will  actually  accomplish  in  therapy* 
we  must  make  a  distinction  Ix-twcen  what  has  been  claimed 
for  them  on  various  sides  during  the  past  dozen  years,  and 
what  a  critical  review  of  the  literature  and  personal  expe- 
rience seem  to  show.  That  there  exists  a  physiological  and 
chemical  action  upon  tissue  and  tissue  change  w^ould  seem 
to  have  been  experimentatly  proven-  That  these  currents 
furnish  a  force  hitherto  unknow^n  of  stimulating  vital  energy 
must  be  accepted,  Wc  have,  therefore,  some  a  priori  grounds 
for  the  assumption  that  these  currents  might  prove  of  benefit 
in  systemic  deviations  from  the  normal. 

The  practical  demonstration  by  many  obser^'ers,  that 
lesions  upon  the  surface  are  Ix^nefited,  and  actually  cured^ 
strengthens  the  telief  that  deeply  seated  pathological  pro- 
cesses might  be  influenced  for  good  by  the  employment  of 
stronger  currents  and  accessoiy  apparatus.  On  the  other 
hand,  the  claims  m^adc  have  at  times  seemed  so  extravagant 
that  the  evident  belief  held  by  some,  that  in  this  agent  we 
wTre  to  have  a  panacea  for  almost  all  ills,  was  quickly 
followed  by  a  reaction  of  sentiment  and  marked  skepticism, 
fortified  by  an  abundance  of  unsuccessful  results  which  were 
published.  The  well-known  tendency  for  new  methods  to 
he  crowned  with  early  successes,  especially  in  the  hands  of 
their  discoverers  and  their  followers  carried  away  by  a 
certain  enthusiasm  had  to  be  reckoned  with.  Likew^ise  the 
psychical  effect  produced  upon  some  patients  by  the  novelty 
and  general  attractiveness  of  a  method  invohing  new  prin- 
ciples and  theories,  and  attended  with  a  brilliancy  of  pyTO- 
tcchnic  effects  well  calculated  to  impress  the  senses  and 
imagination,  had  to  be  considered. 

The  various  hues  pnxluced  within  the  glass  electrodes, 
depending  upon  the  degree  of  vacuum  or  the  nature  of  the 
contained  gases  might  well  carry  to  the  nervous  system 
through  the  patient's  sense  of  sight  an  influence  which 
could  prove  deceptive.  The  beautiful  delicacy  of  the  Aurora 
Borealis  effect  when  treatment  is  given  in  a  darkened  room; 
the  abundance  of  ozone,  with  its  effect  upon  the  olfactories; 
the  soft  glow  from  the  conducting  wires;  the  glittering 
stream    of    multitudinous    sparks   which     flow^    from    the 
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electrode  to  the  patient;  the  power  suggested  by  the  deto- 
nations of  the  spark  as  it  leaps  between  the  balls  of  the 
sliding  bar  of  the  static  machine  make  up  a  weird  combina- 
tion, which  might  well  impress  a  susceptible  individuaL 
The  charlatan  was  not  slow  in  making  the  most  of  these 
impressive  features  of  a  method,  which  he  found  very 
aidful  in  doing  his  patients  good.  Leaving  aside  the  psychical 
and  suggestive  effects  which  must  be  admitted  to  have  their 
useful  place  in  certain  diseased  states,  there  still  exists 
abundant  testimony  vouchsafed  by  careful  and  conscientious 
observ^ers,  that  high-frequency  currents  are  of  great  utility 
in  the  cure  of  many  diseases.  These  can  l>est,  perhaps,  be 
studied  by  considering  the  external  and  internal  affections 
separately.  In  external  affections,  local  application  is 
usually  the  mode  of  administration,  while  in  systemic  disease 
autoconduction  or  some  form  of  the  D'Arsonval  method  is 
generally  employed.  The  former  is,  however,  claimed  to 
be  at  times  very  effective  in  deep-seated  lesions.  Oudin 
has  achieved  some  of  the  same  results  by  external  means 
as  claimed  for  the  D'Arsonval  method.  Thus  he  has 
noted  an  increase  in  blood  pressure  and  an  improve- 
ment in  arthritis,  old  pleuritic  exudations,  and  lung  tuber- 
culosis. 

It  is  quite  possible  and  even  probable  that  the  luminous 
effects  always  or  almost  always  attending  the  application  of 
these  currents  have  much  to  do  with  the  therapeutic  effects 
secured. 

In  a  recent  conversation  wath  Professor  Bisserie,  in  Paris, 
he  told  me  that  he  belie\^ed  many  of  the  good  results  in  skin 
therapy  were  due  to  the  ultraviolet  rays  given  off.  The 
number  of  actual  cures  that  can  be  attributed  to  this  method 
is  small,  but  almost  all  who  have  employed  the  currents 
report  decided  improvement  in  a  great  variety  of  cases. 

As  a  general  rule  painful  and  contractive  effects  are  to  be 
avoided.  WTien  they  occur  it  is  usually  because  the  current 
is  too  dense  for  the  frequency  with  which  it  is  employed,  or 
else  the  apparatus  is  not  working  at  its  best. 

External  Diseases.  There  appear  to  be  only  three  classes 
of  affections  in  which  the  method's  utility  has  been  fully 
demonstrated:     (i)   those  of  the  skin;    (2)  those  of    the 
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mucous  membrane,  and  (3)  those  of  the  superficial  and 
accessible  nen^es. 

While  a  great  variety  of  skin  diseases  have  been  treated, 
the  greatest  benefit  has  been  found  in  the  pruriginous 
affections  and  those  in  which  there  is  present  marked 
circulator}^  disturbance.  In  the  first  class  we  have  general 
and  local  pruritus,  especially  pruritus  vulvae,  pruritus  ani, 
and  pruritus  scroti*  Besides  these  it  has  been  showTi  that 
prurigo,  lichen  planus,  urticaria,  scabies,  and  other  itching 
parasitic  diseases,  and  many  of  the  various  forms  of  eczema, 
are  markedly  benefited,  and  many  cures  have  been  reported. 
The  mode  of  application  is  usually  by  the  breeze  or  efflu* 
viation  and  contact  friction  with  a  large  glass  electrode. 
Sparking  is  at  times  of  benefit  in  individual  lesions  and 
infiltrated  plaques;  the  duration  depends  somewhat  upon 
the  extent  of  the  surface  to  be  influenced,  varying  from 
fifteen  to  thirty  minutes.  Either  monopolar  application  is 
employed,  or  for  stronger  effects  the  patient  may  hold  the 
opposite  electrode  in  the  hand.  The  congestive  conditions 
include  the  various  erythemas,  lupus  erythematosus,  many 
eczemas,  rosacea,  seborrhoeas,  etc. 

The  same  mode  of  application  generally  speaking  is  here 
applicable. 

Eczema.  So-called  eczema  being  the  most  widely  prev- 
alent and  one  of  the  most  pruritic  affections,  naturally 
comes  in  for  a  large  number  of  reports.  Subacute  and 
chronic  forms  are  those  which  seem  to  be  most  influenced, 
and  this  has  been  my  personal  experience.  In  28  cases 
treated  I  have  found  invariable  benefit,  but  often  not 
greater  than  is  to  be  obtained  from  other  measures.  While 
external  application,  feather)^  discharge,  and  ironing  with 
a  large  glass  electrode  are  the  usual  ways  of  applying  the 
currents,  autocondensation  by  means  of  the  couch  can 
often  be  added  with  benefit,  especially  in  presence  of  faulty 
metabolism.  The  element  of  itching  is  almost  alwa\^ 
decreased,  and  infiltrated  patches  may  be  made  to  dis- 
appear. In  lichenoid  thickenings,  as  well  as  in  other  der- 
matoses, strong  currents  by  means  of  the  effluvium  or 
shower  of  sparks,  if  persistently  applied  with  the  electrode 
almost  at   a  painful  distance,  is  followed    by  diminution 
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and  sometimes  complete  disappearance  of  the  infiltrated 
plaque. 

In  eczema  about  the  genitals  and  anus  excellent  effects 
may  be  obtained,  even  when  glycosuria  is  the  exciting  cause. 
In  this  case  D'Arsonvalization  with  the  aid  of  foot-bath 
or  condenser  couch  should  be  coincidently  employed  for  its 
general  effect  upon  the  processes  of  tissue  change.  In  a 
number  of  cases  I  have  succeeded  often  with  but  a  few 
sittings  in  securing  lasting  results,  and  the  immediate  effect 
in  relieving  the  pruritus  is  at  times  greater  than  I  have  been 
able  to  secure  by  other  means. 

Psoriasis.  A  number  of  obser\'ers  including  Oudin, 
Williams,  and  Grubbe  make  rather  enthusiastic  claims  for 
the  method  in  psoriasis.  My  experience  has  been  too 
limited  to  substantiate  them.  The  spark  applied  to  the 
plaque,  preferably  after  removal  of  the  scales,  produces  the 
same  spasmodic  anaemia  mentioned  under  urticaria;  and 
if  itching  is  present  it  promptly  disappears.  The  patches 
become  bright  red,  gradually  fading  out,  and  after  a  few 
sittings  may  disappear  if  they  are  of  recent  origin,  but,  if  of 
long  standing,  may  require  protracted  sittings.  Desquama- 
tion is  decreased  and  there  is  gradual  lessening  of  the 
infiltration.  I  have  thus  far  seen  no  cures  aside  from  one 
patient  who  presented  three  recurrent  patches,  which 
entirely  disappeared  after  three  sittings. 

Individual  plaques  may  at  times  be  made  to  disappear 
promptly. 

Urticaria.  The  vasomotor  eflfects  may  be  well  studied 
in  urticaria.  Here  "sparking"  the  wheal  produced  entire 
disappearance  of  the  lesion,  which  is  replaced  within  a  few 
moments  by  a  dehaematized  area.  Within  a  few  minutes 
redness  returns,  which  exceeds  the  bounds  of  the  wheal 
whose  borders  are  lost  in  the  diffuse  congestion.  The  effect 
of  contraction  followed  by  dilatation  of  the  vessels  is  very 
marked.  A  feathery  discharge  over  the  whole  body  has  a 
soothing  effect,  relieving  the  itching  for  a  time,  and  appears 
to  shorten  the  course,  though  the  usual  internal  measures 
are  not  to  be  neglected.  In  the  succeeding  outbreak  I  have 
noted  that  while  wheals  tend  to  return  upon  original  sites, 
those  previously  sparked  failed  to  so  reappear,  a  slight 
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reddened  staining  of  the  skin  marking  their  situation.  In 
these  regions  there  was  entire  absence  of  itching  as  well 
as  of  renewed  eruption.  General  efBuviation  with  metallid 
pointed  electrode,  giving  what  I  call  a  ''feather  duster'' 
brush,  seems  to  diminish  the  pruritus,  shorten  the  individual 
attack,  and  decrease  the  entire  course  in  subacute  or  persist- 
ently recurring  urticaria. 

Lupus  Erythematosus.  In  Brocq's  service  at  the  Broca 
Hospital,  Jaccjuot  reports  56  cases  with  39  cures.  Of  these 
9  were  of  the  fixed  and  31  of  the  aberrant  or  wandering 
variety.    Of  the  latter  there  were  25  cures. 

It  would  seem  from  this  report  that  the  method  for  the 
aberrant  form  is  superior  to  lx>th  phototherapy  and  radio- 
therapy, 

Leredde  and  Pautrier  regard  high  frequency  as  the  method 
of  choice,  and  it  surely  is  the  easiest  and  safest  for  boi' 
patient  and  operator. 

In  the  fixed  or  stationary  form  the  conditions  approximate 
more  those  of  lupus  vulgaris  and  applications  of  Vigo  plaster, 
salicylic  dressings,  deeply  acting  chemicals,  scarifications, 
electrocautery,  radiotherapy,  and  phototherapy  are  to  be 
energetically  carried  out. 

From  the  reports  to  \jc  found  scattered  in  literature,  we 
must  believe  that  for  this  affection  no  method  is  superior 
at  the  present  day, 

Bisseri<5  has  reported  62  cases  with  33  cures,  while 
received  no  benefit. 

The  spark  often  causes  decided  pain  if  directed  upon  th 
surface  of   the    plaque,    A   carbon  electrode  can  be  held 
almost  in  contact  until  there  is  jjroduced  a  vesiculation  with 
a  rupture  of  the  skin  and  a  serous  exudation. 

Lupus  Vulgaris.  Here  little  has  l^een  accomplished  com- 
pared with  the  ultraviolet  and  .v-ray  methods.  Individual 
nodules  can  be  as  painlessly,  promptly,  and  permanently 
removed  by  sparking  as  by  any  other  method  with  which  I 
am  familiar,  StrebeF  reports  very  prompt  and  brilliant 
results  from  a  short  spark  applied  for  a  brief  period,  the 
cells  being  promptly  destroyed  or  disintegrated. 

*  Deutsche  med.  Wochenschrift,  January  12,  IQ04. 
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Zoster.  In  cases  of  my  own  I  found  a  large,  flat,  glass 
electrode  promenaded  over  the  area  of  vesiculation  and 
hyperaesthetk  and  painful  areas  to  be  followed  by  prompt 
and  decided  relief.  It  is  said  to  have  a  mari:ed  effect  on 
the  resulting  neuralgia  which,  as  is  well  known,  is  apt  to 
be  severe  in  elderly  persons. 

The  list  of  other  diseases  in  which  experienced  workers 
have  found  benefit  are  acne  molluscum  contagiosum,  sycosis, 
impetigo,  lupus,  venereal  and  common  warts,  keloid, 
atrophy  of  the  skin,  alopecia  areata,  pit)Tiasis  versicolor, 
and  pigmentations. 

In  the  destruction  of  small  tumors,  vascular  and  other 
naevi,  epithelioma,  lupus,  etc.,  the  spark  can  be  well  limited 
and  prevented  from  jumping  to  adjacent  skin  surfaces  by 
applying  a  flat  sheet  of  vulcanite  having  an  orifice  just 
sufficiently  large  to  include  the  neoplasm. 

Diseases  of  the  Mucous  Membrane.  The  affections  of  the 
mucous  membrane  which  have  been  experimentally  and 
clinically  studied  include  diseases  of  the  eye,  ear,  nose, 
mouth  and  throat,  vagina  and  uterus,  urethra  and  bladder, 
rectum  and  anus,  as  well  as  tuberculosis  and  other  pul- 
monary affections  and  diseases  of  the  digestive  apparatus. 
The  accessible  mucous  membranes  are  treated  for  the  most 
part  by  the  direct  contact,  or  effluve,  while  for  influence 
upon  the  deeper  tissues  the  autocondensation  or  autocon- 
duction  methods  are  more  employed. 

In  chronic  ear  affections  attended  with  pain,  purulent 
discharge,  etc.,  temporary  and  sometimes  more  lasting 
relief  from  the  subjective  symptoms  may  be  secured  by 
partially  filling  the  external  auditory  canal  with  warmed 
peroxide  of  hydrogen,  saline  or  other  solution;  placing 
cotton  in  the  external  meatus  and  applying  the  current 
by  means  of  a  glass  electrode  of  the  size  and  shaj)c 
of  a  test-tube,  whose  extremity  rests  upon  the  protrud- 
ing cotton.  This  I  have  called  the  high-frequency  ear- 
bath.  By  means  of  a  smaller  pointed  electrode,  sparks  can 
be  given  directly  to  the  membrana  tympani  in  a  variety  of 
conditions  of  subacute  or  chronic  nature,  including  per- 
foration of  long  standing,  chronic  thickenings,  temporary 
deafness  resulting  from  the  pressure  of  accumulated  cerumen, 
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tinnitus,  etc.  In  malignant  growths  in  this  region,  the  spark 
may  accomplish  destruction  of  morbid  tissue  just  as  it  can  be 
made  to  do  upon  the  skin  surface,  and  this  whtout  as  much 
pain  as  attends  almost  all  other  methods. 

In  a  sarcoma  involving  the  inner  ear,  still  under  treat- 
ment, the  current  and  sgark  have  proven  very  useful  and 
given  the  patient  much  relief. 

In  diseases  of  the  nose  a  delicate  spray  of  painless  sparks 
given  oflF  from  a  flat  nasal  electrode  passed  well  within  the 
nostril,  may  improve  conditions  attended  with  congestion 
and  infection,  and  aid  in  the  prompt  healing  of  ulcera- 
tions. Taylor  claims  to  have  cured  in  a  fortnight,  with  a 
nasal  electrode,  a  long-standing  and  very  offensive  ozaena. 
We  must  remember  that  a  considerable  amount  of  ozone  is 
given  off  under  these  conditions,  which  may  aid  materially 
in  the  result  secured  in  such  conditions. 

The  sense  of  smell  and  taste,  long  lost  in  a  patient  of  our 
own  who  showed  other  stigmata  of  hysteria,  was  promptly 
restored  by  a  short  course  of  intranasal  applications.  In 
subacute  catarrhal  states  it  has  seemed  to  act  well. 

In  affections  of  the  eye  we  have  report  of  cures  of  trachoma 
by  Stephenson  and  Walsh.^  In  a  patient  with  long-standing 
trachoma  of  both  lids  a  cure  was  effected  in  less  than  four 
months.  Exposures  were  made  of  from  eight  to  fifteen 
minutes'  duration  over  the  non-everted  lids.  Sealing-wax 
electrode  was  first  used,  then  glass,  and  subsequently  vul- 
canite. Williams  has  cured  one  severe  case  after  twenty- 
two  applications  of  a  mild  brush  discharge 

It  has  been  suggested  that  the  marked  benefit  derived  in 
trachoma  by  x-my  exposures  may  be  due,  in  part  at  least, 
to  the  electric  discharges  simulating  the  high-frequency 
brush.  Geyser  (as  well  as  others)  has  successfully  treated 
many  subjects  of  granulated  lids  by  combined  radiotherapy 
and  high  frequency. 

Conjunctivitis  accompanying  eczema  and  dermatitis  is 
soothed  and  improved  by  the  glass  electrode  over  the  closed 
lids.  I  have  applied  the  spark  to  cancer  of  the  globe,  but 
it  is  distressing,  and  not  more  beneficial  than  the  ^-ray. 

*  Medical  Press  and  Circular,  February  i8,  1903. 
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In  rectal  diseases  the  method  must  be  said  to  have  scored 
decided  success.  Numerous  instances  of  pruritus  ani  in  my 
own  practice  substantiate  the  claims  made  by  many  writers. 
Thickened  conditions  of  the  membrane  and  skin  in  this 
region  are  made  to  disappear  more  promptly  by  adding 
this  to  the  older  methods. 

Fissure  of  the  anus  is  likewise  benefited  and  sometimes 
promptly  cured.  A  rectal  electrode  in  conjunction  with  the 
sparks  along  the  fissure  is  the  method  employed.  Doumer 
reports  complete  cure  after  as  few  as  from  two  to  six 
sittings  of  three  to  six  minutes'  duration.  Tschdanow  em- 
ployed the  method -in  eighty-five  patients,  with  reported 
satisfactory  results.  He  succeeded  after  from  fifteen  to 
thirty  applications,  using  the  bipolar  method  without  reson- 
ator. 

In  hemorrhoids  the  rectal  electrode  may  be  employed  in 
acute  cases,  if  mild  or  not  too  extensive;  but  subacute  and 
chronic  cases  of  both  internal  and  external  piles  are  more 
amenable  to  treatment. 

While  I  have  at  times  seen  very  prompt  results  in  both 
bleeding  and  itching  hemorrhoids,  relaxed  and  congested 
conditions  of  the  bowel,  I  am  convinced  that  in  chronic  and 
obstinate  cases  persistent  effort  will  alone  result  in  a  satis- 
factory outcome.  Much  can  be  gained  from  the  rectal 
electrode  in  various  conditions  of  proctitis. 

Gastrointestinal  Disorders.  Among  other  conditions  in 
which  the  high-frequency  currents  have  been  reported  as 
of  decided  benefit  may  be  mentioned  dyspepsia,  constipa- 
tion, colitis,  atonic  dilatation  of  the  stomach,  in  which  con- 
dition A.  Crombie  and  T.  J.  Bokenham  report  a  series  of 
seventeen  cases,  with  a  number  of  cures  and  marked  improve- 
ment in  all.  I  have  observed  decided  effects  in  nervous 
dyspepsia. 

W.  H.  Dieffenbach^  reports  good  results  in  constipation 
from  the  use  of  the  rectal  electrode.  He  advises  treatments 
of  fifteen  minutes'  duration,  to  be  given  daily  until  improve- 
ment sets  in,  when  triweekly  or  biweekly  treatments  will 
suffice  until  permanent  results  are  obtained. 

'  North  American  Joximal  of  Homoeopathy,  October,  1903. 
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Caution.  A  caution  should  be  given  against  employing 
sparks  or  the  effluvia  near  areas  to  which  collodion  has  been 
applied*  An  accident  due  to  this  cause  liappened  to  rae  in 
treating  a  chronic  proctitis  with  great  thickening  and  deep 
fissures  of  the  mucous  membrane  at  the  anal  orifice  and  an 
infiltrated,  eczematoid  dermatitis  of  the  skin  of  the  buttocks. 
Having  applied  a  coat  of  medicated  collodion  to  the  skm  sur- 
faces before  attempting  to  introduce  the  sparking  glass  elec- 
trode there  was  a  sudden  conflagration,  involving  the  entire 
region  thus  painted,  necessitating  prompt  action  to  save  the 
patient  from  a  burn  of  the  parts.  A  similar  accident  was 
subsequently  related  to  me  by  a  gentleman  in  Paris,  who  also 
set  his  patient  on  fire  by  applying  the  electrode  over  the  spinal 
column,  after  blistering  collodion  had  Ijeen  painted  on.  In 
another  instance  which  has  come  to  my  notice  there  was 
ignition  of  the  fumes  by  a  high-frequency  spark  of  ether 
given  off  from  an  open  colUxlion  bottle,  involving  the  dress- 
ings on  a  patient's  limb  and  the  applicator  held  in  the  hand 
of  the  assistant. 

It  is  likewise  dangerous  to  ai)ply  the  spark  in  the  presence 
of  the  fumes  of  alcohol,  as  might  lie  the  case  in  applying  a 
hair  tonic  just  before  the  sparking. 

In  gynecology  the  various  mucous  membranes  of  the 
female  pelvis  have  been  subjected  to  these  currents  by 
a  number  of  observers.  Mangin*  was  one  of  the  first  to 
report  good  results,  using  one  electrcxie  in  the  vagina  and 
the  other  upon  the  abdomen.  Many  since  him  have  found 
decided  relief  from  pelvic  pain»  whether  due  to  congestions,  | 
neuralgias,  new-growths,  or  postoperative  conditions. 

Besides  the  sedative  effect,  an  emmenagogue  action  has 
been  noted,  and  a  number  of  good  results  in  amenorrhoea 
have  been  obtained.  In  congestive  h\^erplasias  of  the  uterus, 
acute  metritis,  and  gonococcic  infections,  the  intrauteruie 
electrode  with  current  passing  from  four  to  ten  minutes 
gave  excellent  results  at  the  hands  of  Doumer.' 

Bloch*  reports  a  cure  of  vaginismus, 

*  Annalcs  d'dcctrn biologic,  1898, 

'  Les  courants  dc  hiiutc  frequence,  Denoyfe»  Paris,  ipo2,  p.  33a, 

'  Bull,  oflic.  de  la  Soc.  d'electrother.,  July,  1903. 
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My  associate,  Dr.  Stem,  reports  treating  two  patients  for 
sterility  caused  by  infantile  uterine  development- 
One  patient  who  has  been  firuitlessly  married  for  five 
years  became  pregnant  after  two  months'  treatment.  The 
second  pwitient,  whose  uterine  organs  were  very  small,  and 
who  never  menstruated  more  than  once  every  seven  or 
eight  weeks,  lasting  not  more  than  one  day,  is  at  present 
menstruating  every  four  weeks,  lasting  from  two  to  three 
days.  The  method  of  application  was  with  a  x^aginal 
electrode  passed  up  to  the  uterus  with  gentle  massage 
over  the  abdomen,  the  other  pole  being  held  by  the  patient. 
Genito-urinary  Diseases.  In  functional  impotence  Freund 
has  recorded  remarkable  success  foUowing  a  brief  course  of 
treatment,  at  times  after  all  other  previous  methods  have 
failed.  There  are  a  number  of  very  favorable  results  reported 
in  the  treatment  of  patients  suflFering  from  chronic  prosta- 
titis. We  have  had  decided  benefit  in  these  cases  from  the 
use  of  the  vacuum  rectal  electrode  applied  with  some  gentle 
pressure  and  moved  back  and  forth  over  the  enlarged  pros- 
tate, after  the  manner  of  digital  massage.  This  method 
has  also  been  found  of  decided  advantage  in  some  cases 
of  seminal  vesiculitis. 

Gonococcic  infection  in  the  male  has  been  reported  upon 
by  Doumer^  and  Sudnik.'  The  latter  found  at  times  that  by 
plunging  the  organ  in  a  vessel  containing  a  boric  acid  solu- 
tion and  having  glass  sides  and  a  metallic  bottom,  connected 
with  one  extremity  of  the  solenoid,  while  a  carbon  electrode 
was  applied  to  the  perineum,  good  results  were  secured. 
When  at  times  a  strength  of  loo  milliampferes  was  without 
eflFect,  300  to  400  milliamp^res  produced  decided  benefit. 

Ten-minute  sittings  are  usually  given  each  day.  Doumer 
employs  efiiuvia  from  a  resonator,  or  passes  a  moistened 
cotton  tampon  fastened  to  a  metallic  electrode  connected 
with  one  pole  up  and  down  over  the  urethra. 

The  painful  phenomena  are  markedly  affected,  while  the 
inflammatory  signs  gradually  subside.  The  greatest  influ- 
ence is  appreciable  upon  the  anterior  urethra. 

*  Congres  internal,  d'elertrobiologie  ct  de  radiobiologie  nn5dical«»s,  Paris,  iqoo. 
'  Annales  d'eleclrobiologie,  September,  1900. 
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High-frequency  Currents  in  General  or  Systemic  Affec- 
tions. Quite  as  important  as  the  results  obtained  in  patho- 
logical processes  upon  the  surface  of  the  body,  are  those 
which  are  claimed  for  the  method  in  disease  of  internal 
organs  and  affections  of  the  blood  and  nerves.  Based  upon 
experimental  physiology  which  has  demonstrated  chemical 
tissue  change,  the  chief  claim  for  these  currents  has  been 
made  that  metabolism  and  general  nutrition  are  improved. 
There  would  seem  to  be  no  question  that  in  many  con- 
ditions acceleration  of  tissue  changes  brought  about  in  this 
way  would  not  only  make  the  system  better  fitted  to  throw 
off  pathological  processes,  but  would  also  make  it  better 
able  to  resist  microbic  and  other  noxious  invasion.  To 
secure  such  effects  a  single-pole  electrode  applied  to  the  sur- 
face, or  to  an  accessible  cavity,  would  be  inadequate.  Either 
the  solenoid  cage,  the  condensation  couch,  or  the  bath 
method,  should  be  employed.  These  accessories  seem  cap- 
able of  raising  arterial  pressure,  increasing  oxidation  and 
elimination. 

In  this  way  we  are  capable  of  producing  decided  effects. 
Among  the  constitutional  diseases  which  have  been  treated 
with  more  or  less  success,  according  to  the  reports  of  Euro- 
pean and  American  workers,  are  included  a  variety  of 
so-called  rheumatic  states,  tuberculosis,  diabetes,  obesity, 
anaemic  conditions,  affections  of  the  nervous  system,  etc. 

Arthritis.  In  conditions  of  rheumatic  or  rheumatoid 
arthritis,  especially  in  single  joints,  pain  is  relieved  and 
motion  improved.  The  application  of  the  current  is  found 
to  be  most  beneficial  in  chronic  rheumatism,  but  is  not  of  so 
much  value  in  subacute.  According  to  Apostoli  and  other 
observers  it  is  contraindicated  in  acute  rheumatism,  which, 
it  appears,  may  be  aggravated.  Apostoli  has  found  that  the 
chronic  cases  yielded  very  readily  to  this  treatment,  and 
that  a  number  were  very  much  improved  in  as  few  as  four 
sittings,  and  even  the  severe  cases  rarely  required  more  than 
thirty.  The  improvement  showed  itself  in  the  lessening  of 
the  pain,  the  shortening  of  the  attacks  of  pain,  and  improve- 
ment in  motion.  The  beneficial  effects  appear  to  be  more 
lasting  than  those  derived  from  any  other  form  of  electricity, 
such  as  the  continuous  currents. 


APPLICATION  OF  HIGH-FREQVENCY  CURRENTS     689 


I 
I 


Williams  found  that  the  ratio  of  uric  acid  to  urea  is  at 
first  gradually  increased,  and  then  diminished,  until  it  drops 
down  to  normal,  coincidently  with  improvement  of  all 
symptoms.  The  method  of  application  is  by  means  of  the 
autocondensation  couch,  accompanied  by  gentle  massage, 
with  the  flat  vacuum  electrode  over  affected  areas,  begin- 
ning with  daily  treatments  of  ten  minutes'  duration  and 
gradually  diminishing  the  frequency  of  sittings  and  increas- 
ing their  duration  up  to  fifteen  minutes. 

In  subacute  muscular  rheumatism  about  joints  rather 
long  sparks  from  a  pointed  carbon  electrode  have  appeared 
to  act  favorably.  This  local  administration  may  be  made  as 
the  patient  lies  upon  the  couch  receiving  his  general  treat- 
ment. Chronic  rheumatism  being  usually  regarded  as  a 
disease  of  nutrition,  the  general  and  more  powerful  method 
would  seem  the  more  appropriate.  Some  so-called  rheuma- 
tism is  undoubtedly  infectious,  as  exemplified  in  the  gonor- 
rhoea! form.  Here  the  monopolar  method  with  the  massage 
electrode  gives  the  same  relief  as  in  other  painful  conditions, 
and,  according  to  Denoy^s,  at  times  complete  disappearance 
of  symptoms  and  restoration  of  movement,  in  one  case  after 
thirteen  sittings.  He  also  thinks  that  the  trophic  disturb- 
ances and  muscular  atrophy  may  be  also  alleviated.  The 
effluvium  over  the  affected  joint  is  also  beneficial. 

Lumbago,  In  a  number  of  patients  with  this  form  of 
muscular  rheumatism  we  have  found  that  not  only  is  the 
pain  and  stifi'ness  in  the  muscles  markedly  diminished 
immediately  after  the  treat mentj  but  that  the  whole  course 
of  the  attack  is  modified  and  shortened,  at  times  seeming  to 
be  almost  aborted. 

In  spasmodic  torticollis  and  painful  rigidity  of  the  muscles 
about  the  neck  and  upper  part  of  the  back  prompt  relief  has 
often  been  given  in  a  few  sittings.  Besides  the  condensation 
method,  sparking,  and  effluvia,  a  metallic  plate  may  be 
employed  as  one  electrode  over  the  lumbar  region,  in  lum- 
bago, the  other  electrode  being  applied  through  the  abdomen 
so  as  to  concentrate  the  effect  more  definitely  in  the  muscles 
implicated. 

Gout.  In  gout  no  less  than  in  rheumatism  a  method 
w^hich  will  increase  the  activity  of  the  nutritive  processes 
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should  be  of  aid  in  eliminating  the  autointoxication  believed 
to  be  present. 

Here,  too,  the  double  action  of  general  and  local  measures 
is  called  for.  Intervention  in  the  acute  period  is  advised 
against,  Apostoli  and  Laquerritre  begin  treatment  with  a 
mild  current  and  increase  gradually,  stopping  at  the  very 
beginning  of  any  acute  symptoms.  They  believe  that  if 
treatment  is  sufficiently  prolonged,  acute  attacks  will  be 
more  or  less  completely  prevented*  In  deposits  about 
finger  joints,  great  toe,  and  elbow  we  have  secured  at  times 
tcmporar)^  relief.  W'illiams  speaks  ver>^  favorably  of  the 
autocondensation  and  conduction  methods  in  these  cases. 

We  have  found  that  in  addition  local  massage  over  the 
affected  parts  with  vacuum  electroiles,  or  at  times  even  held 
at  some  little  distance  from  the  skin,  so  as  to  secure  the 
reaction  effect  of  the  spark,  appears  to  add  to  the  efficacy 
of  treatment. 

Calculi.  Biliary  and  urinar}^  lithiasis  are  so  closely  allied 
to  the  gouty  and  rheumatic  conditions  that  we  might  believe 
the  systemic  iniluencc  of  high-frequency  currents  would 
prove  of  benefit  in  the  one  as  in  the  other  class,  Moutier* 
has  especially  studied  this  branch.  He,  together  with 
Guilioz,  reports  two  apparent  cures  of  urinar)^  calculus  in 
eighteen  and  twenty-five  sittings  respectively  at  inter\^als  of  ^ 
two  or  three  days.  Moutier  also  claims  to  have  cured  several 
patients  suffering  from  gallstones.  Besides  the  autocon- 
densation plan,  effluvia  and  sparks  were  applied  along  the 
spinal  column  to  relieve  arterial  tension.  Bonnefoy  has 
observed  improvement  in  these  conditions,  as  have  also 
Apostoli  and  Laquerrierc,  who  saw  gradual  disappearance 
of  the  attacks,  believing  that  the  exciting  condition  is 
arrested  or  retarded, 

A  i>rolonged  treatment,  improving  general  nutrition, 
might  well  act  in  a  prophylactic  manner. 

We  cite  these  cases  as  they  have  been  reported,  doubting 
whether  such  statements  could  be  satisfactorily  substan- 
tiated.  As  it  is  not  unusual  to  observe  gallstones  of  small 
size  pass  through  without  resort  to  any  treatment  whatever, 
it  would  be  rather  difficult  to  estimate  just  how  much  the 

'  /VnnaJcs  d'ekctrobiulugic,  Januan%  1899, 
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high-frequency  current  has  aided  in  bringing  about  such  a 
result. 

Diabetes.  D'ArsonvaP  reports  two  cases  of  diabetes  and 
one  of  olDcsity  in  whidi  he  had  remarkable  success.  The 
patients  stood  with  their  feet  in  water  connected  with  one 
of  the  poles,  the  other  being  a  fork- shaped  electrode  which 
the  patients  held. 

In  one  case,  after  forty-two  days  of  treatment,  the  daOy 
amount  of  urine  was  diminished  from  ii  litres  to  7  litres  and 
the  sugar  from  620  gm,  to  180  gm.  The  treatments  were 
given  daily  and  were  of  ten  minutes'  duration.  Vietta  adds 
four  successful  cases  to  the  list, 

Williams^  mentioned  a  patient  whose  output  of  urine  was 
decreased  after  a  month^s  treatment  from  16  to  7  pints  and 
the  sugar  from  over  32  to  3  grains  per  ounce. 

Apostoli*  claims  to  have  achieved  brilliant  results  with 
general  D'Arsonvalization  in  similar  cases  of  impaired 
metabolism.  He  reports  518  patients  who  received  in  all 
12,728  applications  with  the  following  results: 

There  was  a  progressive  improvement  in  the  general  con- 
dition of  the  patients;  an  increase  in  the  strength  and 
energy;  increased  appetite;  improved  sleep;  improved  diges- 
tion; the  return  of  pleasant  disposition;  ability  to  work,  and 
ease  in  locomotiun. 

The  beneficial  results  obtained  in  this  class  of  cases  are 
not  conceded  by  all  observers.  Doumer,  at  the  Congress  of 
Radiolog)^  in  igoo,  stated  that  he  observed  no  beneficial 
results  from  D'Arsonvalization  in  patients  suffering  from 
impaired  metabolism.  All  present  agreed  with  him.  Among 
those  who  have  reported  negative  results  may  be  mentioned 
T.  Cohn,  Lowy,  Kindler,  and  Biideker,  who  has  treated  a 
number  of  diabetic  subjects  without  obsennng  any  diminu- 
tion in  the  amount  of  sugar.  The  annoying  sjTiiptoms,  such 
as  the  pruritus,  dryness  of  throat,  etc.,  were  markedly 
improved  Against  this  I  can  report  the  prompt  disap- 
pearance of  glycosuria  in  an  obese  subject  of  pruritus 
vulva*,  which  latter  was  likewise  cured. 


'  Enc>Tbpicdia  Mcdica,  vol.  xiii.  p.  529. 

'  The  High  frequency  Currents,  Ijondon,  1903,  p.  159. 

'  Compt.-rend.  du  XII-  Congr.  intcrnat.  de  m^d.^  vol.  ii.,  sec.  i\%,  p.  69. 
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Obesity.  There  are  a  number  of  very  encouraging  results] 
reported  in  the  treatment  of  this  condition.  Boinet  and 
Caillol  de  Poncy*  speak  of  a  number  of  patients  treated  by 
autoconduction,  in  whom  the  average  loss  in  weight  amounted 
to  as  much  as  fourteen  pounds  a  month,  Williams  reports 
one  instance  where  the  girth  of  a  patient  was  reduced  four 
inches  within  nine  weeks,  practically  mthout  loss  of  weight. 
He  thinks  that  the  increase  of  the  digestive  functions  and 
the  increase  in  the  elimination  of  the  phosphates  and  urates 
is  mainly  responsible  for  the  beneficial  results. 

Moutier  claims  that  the  high-frequency  currents  do  not 
bring  about  a  diminution  in  weight,  but  that  they  decrease  ( 
the  body  volume  by  making  it  more  dense. 

Foreau"^  saw  no  result  in  obesity,  but  he  noticed  that 
patients  treated  with  the  high-frequency  currents  tolerated 
the  thyroid  cure  better.  As  early  as  1897,  at  the  Moscow 
Congress,  Apostoli'and  Berlioz  pointed  out  the  influence 
w^hich  could  be  exerted  on  obesity.  When  this  condition  is 
associated  with  diabetes  and  arthritism  the  chances  of, 
benefit  are  greater.  Autoconduction  or  autocondensation 
is  the  method  recommended.  Heart  disease  furnishes  a 
contraindication  here  as  well  as  in  other  conditions. 

Malignant  Diseases.  In  deep-seated  and  recurrent  maUg- 
nant  growths  the  same  retarded  development,  diminution 
of  pain,  and  improvement  in  general  health,  as  from  the 
%'T^y,  have  bc^en  recorded  by  a  number  of  careful  observers. 
Taylor^  reports  great  improvement  in  pelvic  carcinoma  after 
four  months*  treatment  by  the  rectal  electrode.  WTiile  all 
the  symptoms  disappeared  the  tumor,  however,  remained. 
Two  instances  of  recurrent  scirrhus  of  the  breast  and  a 
sarcoma  of  the  antrum,  reported  by  Allan,*  were  apparently 
arrested.  These  patients  were  reported  upon  by  Williams 
as  being  quite  well  two  years  after  the  treatment.  Lyster 
believes  that  the  good  results  are  attributable  more  to  the 
tonic  action  of  the  rays  than  to  any  direct  action  on  the 
growth  itself. 

*  Soc.  dc  bblogici  July  31,  1897.  '  Fortscli.  d,  Mcdicin.  1901,  No,  13. 
'  Bristol  Mcdico-chinirgical  Jourrval,  Scpte^mber,  1903. 

*  West  London  Medical  Journal,  1902,  vol.  \'ii,  p-  173, 

*  Archives  of  Middlesex  Hospital,  vol  L 
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In  small  cancerous  growths  the  spark  of  an  inch  or  more 
in  length  can  be  applied  from  the  pointed  tip  of  a  carbon 
with  little  pain,  and  with  destructive  mummification  of  the 
neoplasm. 

This  I  have  practised  several  times  with  success  in  small 
sarcomatous  nodules  as  well  as  in  epitheliomas  as  an  adjunct 
to  A'-ray  or  other  plans  of  treatment. 

Pearsons  and  Rivifere,  among  others,  have  found  the 
method  useful  in  epithelioma. 

AfEections  of  the  Nervous  System.  A  decided  change  of 
opinion  from  that  held  by  early  vn-iters  has  occurred  within 
the  last  few  years  as  to  the  effects  upon  the  nervous  system. 
All  probably  here  depends  upon  the  proper  method  of 
application.  While  the  more  general  and  powerful  methods 
are  perhaps  of  little  use,  or  may  even  prove  a  cause  of 
aggravation  of  the  symptoms,  local  application  may  at 
times  give  most  brilliant  results.  The  selection  of  cases  for 
the  particular  form  applicable  is  here,  too,  of  the  utmost 
importance.  Affections  characterized  by  nervous  irritability, 
excitement,  palpitation,  etc.,  are  not  benefited  as  are  those 
patients  whose  nerv^ous  system  is  depressed  and  who  lack  in 
nerve  energy  and  force.  Thus,  as  Freund  states,  subjects 
of  melancholia  and  hypochondriasis,  and  those  showing 
little  self-reliance,  are  more  benefited,  while  those  showing 
erratic  forms  of  nervousness  are  aggravated,  and  increased 
restlessness  and  sleeplessness  may  be  noted.  While  auto* 
conduction  has  proven  beneficial  in  insomnia,  some  forms  of 
hysteria,  and  in  neurasthenia,  especially  at  the  hands  of 
Badeker,  Cohn,  Kindler,  and  others,  the  most  marked  suc- 
cess has  seemed  to  be  in  the  more  localized  nerve  affec- 
tions, such  as  the  various  neuralgias  and  neuroses.  Badeker 
found  the  method  of  distinctive  value  in  sciatica;  intercostal, 
cervical,  and  occipital  neuralgias;  but  in  trigeminal  the  pain 
seemed  to  be  increased.  Other  observers,  however,  have 
found  marked  relief  in  obstinate  tic  douloureux. 

Maclntyre^  in  two  instances  succeeded  in  completely 
relieving  severe  neuralgias  of  the  second  division  of  the  fifth 
nerve,  giving  local  applications  by  means  of  Oudin*s  elec- 


^  British  Medical  Journal,  June  6j  1903. 
3S 
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trode.  In  one  case  after  months  of  intense  suffering,  all 
the  teeth  and  alveolar  processes  having  been  removed  with- 
out relief,  three  weeks'  treatment  brought  about  complete 
disappearance  of  the  pain.  There  was  no  recurrence  in  six 
months.  In  the  second  case,  the  pain  was  relieved  for  a 
year^  but  the  recurrence  could  not  be  relieved. 

In  our  own  ex|:)erience  the  effect  is  especially  good  in  the 
neuralgia  attending  and  following  zoster,  while  in  pelv^ic  pains 
the  results  have  been  such  as  to  offer  encouragement. 

While  not  always  successful  in  sciatica,  local  applications 
have  given  at  times  most  beneficial  results.  The  relief  of 
various  pains  is  established  beyond  question.  Freund 
speaks  of  this  effect  in  such  a  serious  condition  as  tabes, 
while  it  is  an  almost  daily  observation  of  those  w^ho  employ 
the  method  extensively  that  headache,  whether  due  to  con- 
ditions of  nerve  or  an  anaemic  or  uraemic  state,  is  often 
promptly  relieved.  Although  suggestion  may  play  a  part  in 
many  ner\*ous  conditions,  Freund 's  view  that  currents  prove 
beneficial  in  this  way  only  can  scarcely  be  claimed  at  the 
present  day.  As  an  analgesic  the  method  has  little  value 
compared  with  other  methods  in  use.  Surface  sensitive- 
ness can  be  lessened  for  a  brief  period,  but  high  frequency  as 
applied  to  painless  dentistry,  for  example^  has  not  proven 
markedly  successful. 

Tuberculous  AfiFections.  Going  back  to  the  experimental 
work  which  should  ser%*e  as  a  basis  for  our  expectations  of 
benefit,  we  find  that  D'ArsonvaPs  investigations  on  guinea- 
pigs  demonstrated  a  retarding  influence  upon  the  growth  of 
bacilli,  Griinbaum'  also  found  that  toxoids  are  capable  of 
producing  inununity  and  that  the  modification  brought  about 
by  these  currents  is  one  from  toxin  to  toxoid.  That  the 
virulence  of  the  toxins  are  attenuated  is  stated  also  by 
Riviere;'  repeated  applications  decrease  the  reproductive 
power  of  the  bacillus.  In  Williams'  report  we  find  32 
tuberculous  patients  all  so  much  improved,  if  not  cured, 
that  none  has  required  treatment  for  eighteen  months,  most 
of  the  subjects  performing  their  usual  w^ork.  Of  43  cases 
originally  reported  3  have  died. 


*  British  Medical  Journal,  igoi,  vol*  L  p.  654. 
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Among  those  who  speak  with  some  enthusiasm  of  the 
effects  in  phthisis  may  be  mentioiied  Oudin,  Rivi^/  Gan- 
dil,'  Doumer,'  and  Cunningham  Bowie/  The  latter  reports 
very  satisfactory  results  from  the  use  of  his  apparatus  in 
these  cases,  e^)ecially  when  comUned  with  intralaryngeal 
injections  of  antiseptics.  In  Doumer's  seventeen  observa* 
tions  of  advanced  phthisis,  treated  over  a  period  of  four 
years,  five  were  still  under  observaticHi  two  years  after  the 
cessation  of  treatment,  the  sjrmptomatic  cure  having  been 
maintained.  The  method  employed  was  to  direct  the  breeze 
over  the  r^ons  of  the  thorax  corresponding  to  diseased 
areas,  espeaally  over  the  supraclavicular  fossa.  Treat- 
ments were  giv^i  daily  for  from  five  to  twelve  minutes,  in 
rare  instances  three  times  a  week.  The  first  effects  noted 
after  frx>m  five  to  ei^t  sittings  were  disappearance  of  night- 
sweats  and  lowering  of  evening  temperature.  After  about 
two  months  improvement  was  noted  in  the  emaciation, 
cough,  and  expectoration. 

The  general  improvement  alwajrs  preceded  the  diminution 
in  the  number  of  bacilli,  from  which  the  observer  concludes 
that  the  decrease  and  occasionally  the  entire  disappearance 
of  bacilli  is  due  to  the  general  improvement,  increase  in 
resisting  powers,  and  defensive  reaction  of  the  organs. 
Oudin's  method  of  procedure  calls  for  the  most  powerful 
breeze  of  which  his  resonator  is  capable.  During  the  ten-  to 
fifteen-minute  sittings  he  places  his  fingers  upon  the  chest 
wall  over  the  affected  region  and  opposite  that  upon  which 
the  breeze  is  directed,  so  as  to  localize  the  maximum  of 
current  in  the  tuberculous  area.  In  several  instances  the 
results  were  favorable.  Riviere's  method  differs  somewhat 
in  his  use  of  autoconduction,  employing  the  solenoid  cage. 
While  his  results  gave  promise,  a  variety  of  other  measures, 
including  A;-rays,  were  coincidently  employed,  thus  vitiating 
the  scientific  worth  of  the  observations  from  the  high- 
frequency  standpoint.  In  surgical  tuberculosis,  including 
ulcers  and  other  skin  tuberculous  affections,  a  number  of 

*  Congr.  intemat.  d'elcct.  et  de  radio,  med.,  July  27,  1900.  '  Ibid. 

*  Acad,  des  Sciences,  February,  iqoo. 

*  Lancet,  May  2,  1Q03. 
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writers,  including  Cattelani*  and  Rivi&re,  have  recorded 
good  effects  in  cutaneous  guraniata,  cervical  adenitis,  cold 
abscess,  etc.  Still,  nothing  of  ver)^  great  moment  up  to  the 
present  time  has  appeared  in  literature. 


RESUME. 


A  review  of  the  somewhat  meagre  literature,  confirmed  in 
many  instances  by  personal  experience,  leads  the  vvTiter  to 
state  his  belief  that  we  possess  in  this  new  modalit)^  an 
addition  to  our  means  of  cure  which  will  be  more  appreciated 
as  time  goes  on. 

New  possibilities  for  these  currents  are  being  daily  brought 
to  light,  and  even  when  not  positively  curative  in  themselves 
they  furnish  an  additional  means  of  giving  relief  in  a  wide 
range  of  affections. 

General  as  well  as  local  effects  can  undoubtedly  be 
secured  by  modifjing  the  manner  of  administration.  The 
currents  can  be  most  conveniently  applied  to  accessible 
mucous  membranes  and  through  the  natural  orifices  to 
deeper-lying  organs. 

In  General  Therapy,  My  experience  with  these  currents 
in  general  therapy  is  somewhat  more  limited  than  in  diseases 
of  the  skin.  It  has  been  to  a  certain  extent  confined  to  those 
cases  of  impaired  general  metabolism  and  affections  of  the 
nervous  system  which  are  accompanied  by  changes  in  the 
integument,  such  as  pruritus,  jaundice,  various  forms  of 
eruption,  and  affections  accompanied  by  neuralgic  pain  of 
different  characters. 

In  this  way  I  have  been  called  upon  to  treat  a  number  of 
patients  suffering  from  diabetes,  who  have  come  to  me  for 
the  relief  of  pruritus  \njlvae,  or  other  dermatological  con- 
ditions associated  with  this  disease*  Here,  as  well  as  in 
rheumatoid  and  lithaemic  states,  gouty  conditions,  neuralgias, 
etc,  decided  improvement  can  at  times  be  noted. 

In  chronic  processes  in  which  pain  is  a  marked  symptom, 
autoconduction  or  autocondensation,  accompanied  by  local 

*  La  nforma  medica,  iSgS,  No.  48, 
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effluvia  and  sparking,  massage  with  the  glass  electrode  or 
metallic  roller,  frequently  gives  marked  and  prompt  relief. 

In  impaired  nutrition  and  faulty  metabolism  the  same  gen- 
eral treatment  appears  to  do  good.  In  a  variety  of  subacute 
and  chronic  inflammatory  processes  attended  with  exudation 
and  painful  thickening  of  tissues,  local  mild  effluviation  and 
electrode  massage  hasten  the  restittUio  ad  integrum. 

In  Skin  Affections.  As  a  result  of  a  close  clinical  study  of 
over  250  cases  treated  in  my  office  I  am  convinced:  (i)  That 
in  a  comparatively  large  number  of  dermatological  affec- 
tions the  local  action  of  high-frequency  currents  aids  in  their 
cure.  (2)  In  a  limited  number  of  patients  in  whom  nutrition 
is  at  fault  D'Arsonvalization  or  autocondensation  helps  to 
bring  about  a  prompter  removal  of  local  lesions.  (3)  In 
parasitic  affections,  while  it  has  an  influence,  I  have  not  been 
able  to  convince  myself  that  the  results  are  prompter  or 
better  than  in  older  methods.  (4)  That  the  broadest  field  of 
usefulness  is  in  the  markedly  pruriginous  affections,  and 
in  those  intimately  connected  with  the  nervous  system  and 
associated  with  pain.  (5)  An  important  and,  as  I  believe,  a 
growing  sphere  is  that  filled  by  the  high-frequency  spark  in 
the  almost  painless  destruction  of  the  small  neoplasms, 
including  naevi,  moles,  warts,  tumors,  and  malignant  growths, 
as  well  as  in  lupus  and  lupus  erythematosus.  I  have  for 
years  advocated  early  and  radical  destruction  of  naevi  moles 
and  other  congenital  growths  as  a  prophylactic  measure 
against  cancer.  While  I  have  seen  disastrous  results  follow 
improper  attempts  at  removal,  I  have  never  observed  any- 
thing but  benefit  follow  recognized  methods  of  cure.  In 
a  paper  read  by  Prof.  W.  W.  Keen,^  twenty-five  instances 
are  given  in  which  such  growths  degenerated  malignantly, 
and  were  known  to  have  caused  death  in  at  least  eleven 
subjects.  Patients  who  would  refuse  the  knife  will  consent 
to  the  painless  method  here  advocated,  which  leaves  little  or 
no  scar.  (6)  Compared  with  the  Roentgen  ray,  skin  affec- 
tions as  a  whole  are  less  benefited  by  these  currents;  but  the 
two  methods  often  enhance  each  other's  influence. 

*  The  Danger  of  Allowing  Warts  and  Moles  to  Remain  Lest  They  Become 
Malignant,  Journal  of  American  Medical  Association,  June  7-10,  1904. 
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Ascites,  abdominal,  diagnosis  of,  144 
Asthma,  effect  of  light  on,  437 
treated  by  blue  li^ht,  446 
Atrophy  of  bone,  radiotherapy  in, 
126 
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Atrophy  after  dermatitis,  358 

of  hand,  radiotherapy  in,  347 
of  skin,  radiotherapy  in,  344 

Autoconduction,  577 

Autoinfection,  182 

Autointoxication,  341 

Bacteria,  effects  of  high-frequency 
currents  on,  571 
effects  of  radium  on,  527 
ultraviolet  ray  on,  462 
Bactericidal  action  of  «-ray,  363 
Baldness,  radiotherapy  in,  232 
Bardeleben  bandage,  257 
Bario  vacuum  regulator,  94 
Bath,  sun  and  air,  431 

sunlight,  427 
Baths,  arc-light,  438 

incandescent,  433 
Batrachians,  influence  of  radiation 

on,  416 
B^cl^re's  spintherometer,  378 
Becquerel  rays,  discovery  of,  516 

qualities  of,  517 
Benoist  radiometer,  371 
Betts*  lamp,  446 
Bianodal  tubes,  68 
Biliary  calculi,  high-frequency  cur- 
rents in,  590 
lithiasis,  diagnosis  of,  157 
Bismuth  polonium,  ^20 
Bladder,  toreign  bodies  in,  diagnosis 

of,  151 
Blastomycosis,  radiotherapy  in,  234 
Blepharitis,  radiotherapy  in,  289 
Blondelot's  rays,  542 
Blue  light,  action  of,  443 

effects  on  bacteria,  445 

of,  on  pain,  446 
history  of,  441 
methods     of     application, 

445 
therapy  of,  446 
Boils,  radiotherapy  in,   287 
Bone,  atrophy  ot,  radiotherapy  in, 
126 
diseases  of,  diagnosis  of,  157 
effect  of  light  on,  437 
radiotherapy  in,   127 
dystrophy  of.  diagnosis  of,  158 
eftects  of  .if-ray  on,  347 
syphilis  of,  diagnosis  of,   159 
tutxTctilosis  of,  radiotherapy  in, 
312 
Bowels,  effect  of  x-ray  on,  345 
Brain,  effect  of  .r-ray  on,  347 

tumors  of,  diagnosis  of,   160 
Breast,  cancer  of,  actinotherapy  in, 
496 
treatment  of,  185.  187 


Bronchi,  compression  of,  diagnosis 
of,  142 
cylindrical  dilatation  of,  140 
Bronchial  stenosis,  diagnosis  of,  140 
Brush  discharge,  95 
Bum,  avray,  iii,  314 
causes  of,  316 
degrees  of,  319 
Bums  from  radium,  523 

jc-ray,  histology  of,  164 
how  produced,  326 
inadvertent,  325 
protection  of  patient  from, 

98 
septic,  328 
symptoms  of,  320 
treatment  of,  328 
Buttock,     tuberculosis    of,     radio- 
therapy in,  281 

Cabinet  baths,  436,  438 

Calculi,  diagnosis  of,  153 

high-frequency  currents  in,  590 
negative  diagnosis  of,  154 
prostatic,  diagnosis  of,  157 
radiography  of,  126,  128 

Canalstrahlen,  542 

Cancer,  action  of  the  ray  in  deep- 
seated,  172 
arrest  of  hemorrhage  in,  174 
of  breast,  treatment  of,  187 
deep-seated,  treatment  of,   188 
en    cuirasse,    radiotherapy   in, 

183 
epidermoid,  33$ 
following  arsenic,  334 

psoriasis,  334 
how  the  ray  acts  in,  174 
lessening  of  pain  in,  176 
of  mouth,  radiotherapy  in,  214 
of  orbit,  radiotherapy  in,  282 
of  penis,  radiotherapy  in,  205 
of  pharynx,    radiotherapy    in, 

190 
produced  by  jc-ray,  333 
pruritus  of,  266 
radium  in,  532 
treatment  of,  by  ^-ray,  172 

technique  of,  180 
unfavorable  for  :r-ray,  179 
:r-ray  combined  with    surgical 

procedure  in,  174 
subsequent  to  operation  in,  176 

Cancroid,  vegetating,  radium  in,  530 

Carcinoma,  action  of  ^-ray  in,  356 
of  breast,  radiotherapy  in,  185 
disseminated,     of    chest    wall, 

radiotherapy  in,  184 
of  fauces,  radiotherapy  in,  191 
following  x-ray  bum,  336 
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Carcinoma  of  glands,  radiotherapy 
in,  189 

histology  of.  ^58 

of  laryiix,  radiotherapy  in,  190 

of  liver,  treatment  01,  191 

of  oesophagi,  diagnosis  of ,  142 

prevention  of,  264 

of  rectxmi,  treatment  of,  191 

seafarers'  420 

of  stomach,  treatment  of,  192 

of  uterus,  treatment  of,  193 
Carcinomatosis,  183 
Caries  sicca,  radiotherapy  in,  300 
Cataract  caused  by  li^ht,  422 
Catarrhal  conditions,  high-frequency 

currents  in,  584 
Cathode  ray,  25 

definition  of,  19 
treatment  by,  548 

stream,  55 
Celluloid  cream,  302 
Cerebral  disturbance  due  to  ic-ray, 
346 

excitation,  due  to  red  light,  451 
Cheek,  epithelioma  of,  212 
Chest  examinations,  135 
Chin,  sarcoma  of,  218 
Chloasma,  412,  421 
Chlorosis,  effect  of  light  on,  437 
Chromatophores,  424 
Chromoradiometer,  243 
Chromotherapy,  definition  of,  20 
Cicatrices   improved  by  the  «-ray, 

229 
Cicatrix  after  ray,  19^ 

hypertrophic,  actmo therapy  in, 

497 
Clavus,  radiotherapy  in,  236 
Clubfoot,  diagnosis  of,  160 
Coil,  bipolar,  576 

induction,  46 

Kinraide,  54 

loss  of  current  by,  4^ 

measure  of  currents  by,  42 

portable,  53 

primary,  47,  49 

secondary,  48 
Colitis,  high-frequency  currents  in, 

radiochemical  therapy  in,  505 
Comedones,  radiotherapy  in,  229,  273 
Compressors,  490 
Condenser  couch,  553 
Condensers,  51,  469,  577 
Conjunctiva,  tuberculosis  of,  radio- 
therapy in,  290 
Conjunctivitis  from  :»r-ray,  102,  351 

high-frequency  currents  in,  584 

of  measles,  radiotherapy  in,  290 

radiotherapy  in,  289 


Conjunctivitis,  red  light  in,  450. 453 
Constipation,  electrode  for,  567 

high-frequency  currents  m,  585 
Contact  breaker,  49 
Cornea,  diseases  of,  jc-ray  in,  290 

ulcer  of,  radiotherapy  in,  290, 

351 
Corns,  radiotherapy  in,  236 
Couch,  Maclntyre,  116 
Crookes*  experiments  with  Af-rays, 

radiometer,  374 

spinthariscope,  534 
Current  consumption,  53 
Currents,  induced,  47 
Cysts,  dermoid,  dia^osis  of,  145 

hyatid,  diagnosis  of,  141,  157 

D*Arsonval's  apparatus,  554 
D' Arson valization,  18,  591 

physiological  effects  of,  570 
Darier's   disease,    radiotherapy    in, 

272 
Dehaematizing  agents,  505 
Depigmentation  from  «-ray,  349 
Dermatitis  atrophicans,  240 
radiotherapy  in,  240 

from  Becquerel  rays,  518 

benefit  after,  180 

blastomycetiCj  radiotherapy  in 

234 
bullous,  347 

effect  of  quality  of  rays  on,  375 
herpetiformis,  radiotherapy  in, 

288 
papillaris   capillitii.    radiother- 
apy in,  287 
radiogenes,  524 
venenata,  radiotherapy  in,  287 
^-ray,  314,  338 
Dermoid  cysts,  dia^osis  of,   145 
Diabetes,  effect  of  hght  on,  437 

high-frequency  currents  in,  588, 

591 
Diabetics,  susceptibility  of,  to  ^-ray, 

317 
Diaphragmatic  adhesions,  diagnosis 

of,  140 
Dieffenbach's  electrode,  568,  585 
Dielectric,  94 

Dosage,  exact  measures  of,  366 
Dyspepsia,  high-frequency  currents 

in.  585 
Dyspna^a.  diagnosis  of,  142 
Dvstrophy   of  bones,   diagnosis  of, 
'158 

Ear,   affections    of.  high-frequency 
currents  in.  583 
diseases  of,  .r-ray  in,  293 
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Ear,  effects  of  jc-ray  upon,  350 

Ectopic  pregnancy,  diagnosis  of,  144 

Eczema    genitalis,    high-frequency 

currents  in,  581 

high-frequency  currents  in,  580 

marginatum,   radiotherapy  in, 

237,  280 
seborrhoiciun,  radiotherapy  in, 

237 

solare,  412 

ic-ray  in,  236 
Electric  arc  rays,  432 

discharges,  113 
Electro-arc  chromolume,  439 
Electrode,  condenser,  565 

Freund's  simple,  570 

for  head,  567 

high-vacutmi,  565 

metallic,  597 

new  forms  of,  567 

perforation  by,  565 

regulating,  564 
Electroluminescence,  396 
Electromassage,  597 
Electrons,  541 

Electroscope,  discharge  of,  517 
Electrostatic  field,  572 
Elephantiasis,  radiotherapy  in,  287, 

300 
Emphysema  of  lungs,  diagnosis  of, 

140,   141 
Epidermis,  experiments  on,  424 
Epilation,  inadvertent,  232 
Epilepsy,  radiotherapy  in,  301 
Epithelioma,  actinic  ray  in,  496,  513 

of  ala  nasi,  208 

of  cheek,  212,  214 

of  eye  region,  206,  215 

of  forehead,  209,  210,  211 

of  Hd,  290 

of  lip,  179,  213,  214 

of  nose,  206,  208,  210 

of  nostrils,  208 

radium  in,  5^2 

recurrence  of,  202 

scar  in,  nature  of,  235 

selection  of  cases  of,   201 

stimulated  by  .r-ray,  336 

of  tongue,  215 

treatment  of,   198 
Epitheliomata  multiple,   282 
Epitheliomatosis,  200,  419 
Erysipelas,  radiotherapy  in,  287 

red  light  in,  453 
Erythema,  422 

mountain  elimbers',  425 

photoeleetric,  425,  461  , 

solar.  418  ' 

A- ray,  279 
Erythematous  lupus,   253 


Exometer,  380 

Extrauterine    gestation,     diagnosis 
of,  145 

Eye  affected  by  light,  422 

affections     of,    high-frequency 

currents  in,  584 
in  bottle  finishers,  422 
cancer  of,  from  «-ray,  352 
diseases,  :r-ray  in,  289 
effect  of  ^-ray  on,  289,  337,  351 
effects  of  radium  on,  525 
foreign  bodies  in,  diagnosis  of, 

151 
protection  of,  from  2;-ray,  loi, 

102 
region,  epithelioma  of,  206,  215 
2;-ray  ettect  on.  102 
Eyebrows,  shedding  of,  289 
Eyelashes,  wild,  289 
Eyelid,  epithelioma  of,  290 

lupus  erythematosus  of,  291 
Eyesight,  injury  to,    from    use  of 
fluoroscope,  96 

Face,  warts  of,  radiotherapy  in,  281 

Fainting  due  to  ^-ray,  346 

Fauces,  cancer  of,  190 

Favus,  238 

Fibroid   phthisis,    radiotherapy  in, 

309 
of  uterus,  radiotherapy  m,  301 
Fibrosarcoma,  treatment  of,  225 
Finders,  position,  123 
Finsen  method,  advantages  of,  509 
definition  of,  20 
treatment,  statistics  of,  498 
Fissure  of  anus,  high-frequency  cur- 
rents in,  585 
Fistula,  radiotherapy  in,  225,  280, 

Fluorescence,  397 

Fluorescent  substances  used  inter- 
nally, 304 
Fluorometers,  380 
Fluoroscope,  06 
Foci,  tuberculous,  312 
Foetus  in  utero,  diagnosis  of,  144 
Follicular  inflammation,  287 
Folliculitis  abscedens,  287 

barba?,  274,  287 

of  beard,  287 

decalvans,  287 

of  hair  margin,  275 

pilaris,  287 

of  pubic  region,  280 
Foot,   deformities  of,   diagnosis  of, 

160 
Forehead,  epithelioma  of,  209 
Foreign  bodies  in  bladder,  diagnosis 
of,  148,  151 
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Foreign  bodies  in  ere.  di^noss  of. 

151 
inlanmx,  diagnosis  o£.  151 
locatmg     of,    bx    x-rar. 

384 
method  of  locating.  14S 
in  nose,  diagnosis  of.   151 
in    cesophagos,     diagnosis 

ol  151 
removal  of,  under  finoro- 

scope.  151 
removed  br  Mavon^s  meth- 
od, 150 
in  stomach,   diagnosis   of. 

i?o 
in  thoracic    cavitr,    diag- 
nosis of.    I4Q 

in  trachea,    diagnosis    of. 

Fox's  localizer.  152 
Fractures,  diagnosis  of,  158 

linear.  ra£o6COpy  of,  134 

radioeraphv  of,  129 
Frauenhoter*s  lines,  466 
Freckles,  420 

Gallstones,    high-frequency    cur- 
rents in,  590 
Gangrene    of    lung,   diagnosis    of, 
141 
from  JP-ray,  3^6 
Gastritis  produced  by  x-rav.  345 
Gastrointestinal  disorders,  tigh-fre- 
quency  currents  in,  585 
effects  of  x-ray,  345 
Geissler  tubes,  42  ' 
Geni  to-urinary    diseases,    high-fre- 
quency currents  in,  587 
Glands,  carcinoma  of,  treatment  of, 
189 
hyperactivity  of,  287 
hypersecretion  of,  273 
suppurating,  310 
Glandtuar  enlargements,  301 
Gleet,  302 
Glioma,  291 
Goitre,  301 
Goldstein  rays,  542 
Gonococcic  infection ,  high-frequency 

currents  in.  587 
Goodspeed  ray,  541 
Gout,  effect  oi  light  on,  437 

high-frequency  currents  in,  589 
Granulated  lids,  high-frequency  cur- 
rents in,  584 
Granuloma  of  cord,  312 

tuberculous,  311 
Gundelach  tube,  69 
Gynecology,     high-frequency     cur- 
rents in,  586 


Hair,  distraction  of.  ^32 
effect  of  light  on.  432 
loss  of.  trctn  jf-ray.  344 
removal  oi.  by  jf-ray.  347 
stimulated  bv  x-ray.  232 
Hand,  atrophy  ot,  347 
Hay  asthma,  effect  "of  hght  on.  440 
Head,  effect  of  ray  on.  347 
Heart,  diseases  of.  diagnosis  of.  14^ 
high-frequency  currents  in,. 

enect  of  x-ray  on.  344 
movements,  diagnosis  of,  13S 
tricuspid  insufficiency  of.  diag- 
no«5is  of.  144 

Helios.  42  S 

Heliotherapy,  definition  of.  19 

Heliotropism.  400 

Hemorrhoids,    high-frequency    cur- 
rents in.  5S5 

Herpes  tonsurans.  23S 
zoster.  2S6 

Hertz  apparatus.  549 

Herzian  phenomena.  28  • 

waves.  46S 

Hewitt  Ught.  440 

High-frequency  currents.  n46 

contraindication     for, 

>02 

detinition  of.  26 

in  external  affections, 

579 
frequency    of    oscilla- 
tions in,  552 
historv-  of,   549 
in  malignant  diseases, 

592 
methods    of    produc- 
tion. 554 
nature  of.  551.  554 
in  nervous  affections, 

593      .         ^      ^ 
penetration  of,  569 
physical  properties  of, 

572 
physiological  effects 

of.   j;6g 
pruriginous  afftM^tions 

treated  by,  5 So 
in  systemic  affbctions, 

588 
therapeutic  use  of,  575 
varieties  of,  553 
ear  bath,  ^83 
Histofluoresccnce.  dohnition  of,   20 
Hodgkin's  disease.  302 
Holtz  machine,  35 
Holzknecht'schromoradionieter.^^74 

scale,  279 
Hordeolum,   201 
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Hydatid  cysts,  diagnosis  of,  141, 157 
Hydroa  aestivale,  412,  418 

puerorum,  418 

vemalis,  418 
Hyperidrosis,  239 
Hyperstatic  apparatus,  566 

current,  551 
Hypertrichosis,  240 

effect  of  light  on,  432 

treatment  of,  technique  of,  241 
Hypertrophic  sebaceous  glands,  273 
Hypochondriasis,       high-frequency 

currents  in,  503 
Hysteria,    high-frequency    currents 
'in.  593 

Ichthyosis  hystrix,  actinotherapy 
in,  497 
radiotherapy  in,  245 
Image,  confusion  of,  58 

distortion,  117 
Impetigo  contagiosa,    radiotherapy 
in,  288 
of  hps,  274 
af-ray  in,  274 
Impotence,      functional,      high-fre- 
quency currents  in,  587 
Incandescence  from   Geissler  tube, 

559 
Incandescent-light  baths,  433 
Induction  coil,  46 
Infarctus,  diagnosis  of,  141 
Inflammations,  chronic,    radiother- 
apy in,  300 
Insanity,   toxic,   effect  of  light  on, 

434 
Insomnia,  high-frequency    currents 

in,  5^3 
Insulation,  52 

Intensity,  greatest  angle  of,  80 
Interlobar    pleural    sclerosis,    diag- 
nosis of,  140 
Interrupters,  90 

Caldwell,  94 

Contremoullin,  92 

Crane's   modification   of   Weh- 
nclt,  92 

Cunningham,  91 

electrolytic,  90 

Gaiffe  and  Galliot,  92 

Heinze,  94 

Levy,  91 

Mackenzie-Davidson,  91 

mechanical,  90 

mechanico-electrolytic,  90 

mercury,  91 

Newton,  93 

slate-wheel,  90 

Spottiswoode,  93 

thenno-electrolytic,  90 


Interrupters,  vibratory,  49 

Wehnelt,  92,  125 

Williams'  commutator,  92 
Intestinal  concretions  mistaken  for 
calculi,  diagnosis  of,  154 

stenosis,  diagnosis  of,  144 

Jaundice,  high-frequency  currents 

in,  596 
Joints,  tuberculous,  effect  of  light  on, 

433 
tuberculosis    of,  radiochemical 
therapy  in,  507 
radiotherapy  in,  3 1 1 

Keloid,  actinotherapy  in,  497 

of    buttock,   radiotherapy    in, 

245 
radiotherapy  in,  244 
Keloidal  scars,  230 
Keratosis    palmaris    et    plantaris, 
radiotherapy  in,  245 
precancerous,  radiotherapy  in, 

245,  315.  334 
senilis,  246 

treatment  of,  202,  207 
Keratotic  changes  due  to  x-T&y,  348 
inflammation  due  to  ic-ray,  350 
Kidney,  sarcoma  of,   radiotherapy 
in,  217,  218 
stones  of,  radioscopy  of,  134 
i  Kinetic  energy,  21 

j  Lamp,  Bang,  486 

I  Broca  and  Chatin,  476 

Cox  (Heathcote),  489 
I  Dermo,  483 

I  Finsen  arc,  475 

i  Finsen-Reyn,  479,  481 

I  GOrl,  474    479 

modified,  487 
I  GOrl  and  Leduc,  487 

I  Kjeldsen,  489 

Kromayer's,  483 

Leslie-Miller,  479 

London  Hospital,  488 

Lortet-Genoud,  478 

Marshall  and  Woods,  478 

Mills,  484 

Minin,  495 

Piffard,  474,  479,  489 

Piffard  self-cooling,  490 

Schall,  478 

St.  Bartholomew's,  479 

Triplex,  483 

varieties  of,  468 
Larynx,  cancer  of,  treatment  of,  190 

diseases  of,  ^-ray  in,  294 

foreign  bodies  in,  diagnosis  of, 
151 
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Larynx,  movements  of,  129 

tuberculosis  of.  arc-light  in,  439 
radiotherapy  in,  312 
Lens,  Fresnel,  481 
Lenses,  angles  of,  473 
LentiTO,  radiotherapy  in,  412,  420 
Lenz^s  law,  50,  53 
Lepra,  radiotherapy  in,  247 
Leprosy,    nodular   form   01,    radio- 
therapy in,  262 
tubercular,  radiotherapy  in,  247 
Leucoplakia,  radiotherapy  m,  295, 

297 
Leukaemia,  radiotherapy  in,  305 
Leukoma,  radiotherapy  in,  290 
Lichen  planus,  high-frequency  cur- 
rents in,  580 
hypertrophicus,  radiother- 
apy in,  247 
radiotherapy  in,  247 
pruritus    of,    radiotherapy    in, 
266 
Lichenoid     thickenings,     high-fre- 
quency cturents  in,  580 
Light,  absorption  of,  403 

action  of,  on  animal  organisms, 
411 
on  bacteria,  409 
baths,  427 
blue,  441 
as  cause  of  cataract,  422 

indications  for,  437 
changes  in  passing,  399 
of  form  under,  424 
chemical  action  of,  403 
deleterious  effects  of,  422 
diffraction,  402 
dispersion  of,  401 
effects  of,  on  animals,  413 

on  bacteria,  410 
motions  influenced  by,  415 
penetrating  quality  of,  458 
photochemical  action  of,  407 
phototactic  influence  of,  414 
physical  properties  of,  398 
m  producing  pigment,  424 
in  production  of  disease,  418 
red,  in  variola,  410.      See  Red 

light, 
reflection  of,  400 
sources  of,  396,  466 
theory  of,  393 

therapeutic  indications  for,  428 
torsion,  402 

velocity  and  direction  of,  399 
Lip,  cancer  of,  treatment  of,  202 
epithelioma  of,  radiotherapy  in, 
.    179.  213 

impetigo   of,    radiotherapy   in, 
274 


Lip,  lupus  erythematosus  of,  radio- 
therapy in,  291 
radiotherapy  in,  294 
Lipoma,  radiotherapy  in,  305 
Lithiasis,    urinary,    high-frequency 

currents  in,  500 
Liver,  cancer  of,  treatment  of,  19X 
Localizing  apparatus,  131 
Locomotor  ataxia,  307 
Lues,  249,  266 

mistaken  for  lupus,  229 
of  tongue,  radiotherapy  in,  299 
Lumbago,  high-frequency  currents 

in,  589 
Luminescence,  396,  397 
Lungs,  abscess  of,  diagnosis  of,  141 
cavities  of,  dia^osis  of,  139 
condensation,  diagnosis  of,  140 
emphysema    of,    diagnosis    of, 
140 
diagnosis  of,  141 
examination  of,  136 
gangrene  of,  diagnosis  of,  141 
infarctus  of,  diagnosis  of,  141 
leprous   infiltrations    of,    diag- 
nosis of,  139 
luetic  infiltrations  of,  diagnosis 

of,  139 
neoplasms  of,  diagnosis  of,  141 
oedema  of,  diagnosis  of,  140 
sclerosis  of,  diagnosis  of,  140 
tuberculosis  of,  high-frequency 
currents  in,  579 
radiotherapy  in,  309 
tumors  of,  diagnosis  of,  142 
Lupus,  actinic  ray  m,  497,  jii 
erythematosus,    actinotherapy 
in,  500 
actinic  ray  in,  512 
bat- winged,    radiotherapy 

in,  254 
curettage  in,  253 
effect  of  light  on,  432 
of  eyelid,  radiotherapy  in, 

291 
Finsen's  treatment  of,  509 
high-frequency  currents  in, 

580,  582 
of  mucous  membrane,  ra- 
diotherapy in.  254 
radiotherapy  in,  253,  291 
radium  in,  532 
high-frequency  currents  in,  58a, 

597 
histological  changes  in,  251 
hypertrophicus,      radiotherapy 
in,  252 

radium  in,  %xo 
-like    lesion,    radiotnerapy    in, 
229 
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Lupus  of  lips,  radiotherapy  in,  294 

of  mouth,  294 

of  nostril,  radiotherapy  in,  293 

pernio,  raidiotherapy  in,  256 

radiotherapy  in,  248 

radium  in,  530 

supposed,  radiotherapy  in,  249 

treated  by  blue  light,  446 
Lymphadenoma,    radiotherapy    in, 

305 
Ljrmphosarcoma,  treatment  of,  218 
Lysinstitut,  479 

Magnet  core,  49 

Magnetic  retard,  572 

Measles,  red  light  in,  449,  453 

Melancholia,     high-frequency    cur- 
rents in,  593 

Melanosarcoma  of  mouth,  294 
radium  in,  k^^ 
treatment  of,  219 

Melanosarcomatous  pigment  areas, 
291 

Melanosis  lentictilaris,  419 

Mercury  arc  light,  440 

Metabolism  improved  by  high-fre- 
quencjr  currents  in,  588 

Metastasis,  178 

Metatarsalgia,  dia^osis  of,  160 

Methylene-blue  pamt,  484 

Metritis,  acute,  high-frequency  cur- 
rents in,  586 

Mica-plate  static  machine,  40 

Minin  s  lamp,  447 

Moles,    high-frequency  currents  in, 

597 
pigmented,  radiotherapy  in,  3 1 2 
MoUuscum  contagiosum,  radiother- 
apy in,  264 
Monell's  ^auge,  372 

position  finder,  123 
Morphcca,  radiotherapy  in,  288 
Mouth,  cancer  of,  radiotherapy  in, 
214 
diseases  of,  :r-ray  in,  294 
effect  of  x-TSLV  on,  345 
lupus  of,  radiotherapy  in,  294 
melanosarcoma    of,    radiother- 
apy in,  294 
sarcoma    of,    radiotherapy    in, 
217 
Mucous  membrane,  diseases  of,  high- 
frequency  currents  in,  583 
Muscles,  effects  of  rc-ray  on,  350 
Myalgia,  effect  of  light  on,  437 
Mycosis  fungoides,  226,  257 

pathological    changes    in, 

recurrences,   261 
pruritus  of,  radiotherapy  in,  266 


Myopia,  radiotherapy  in,  289,  337 
M3rxoedema,  radiotherapy  in,  305 

NiBVi,  actinotherapy  in,  501 

high-frequency  currents  in,  597 
radiotherapy  m,  268,  312 
radiiun  in,  534 
Naevus  flammeus,  radiotherapy  in, 
264 
pi^ented,  hairy,  radiotherapy 

m,  240,  264 
vasculosus,     radiotherapy    in, 
26s 
Nails,  effect  of  light  on,  432 
of  X'T&y  on,  232,  350 
favus  of,  radiotherapy  in,  239, 
266 
Neck,  sycosis  of,  radiotherapy  in, 

276 
Necrosis  after  radium,  524 
Neoplasm&^  iMg^frequency  ctirrente 

«i»  597 

of  limgs,  diagnosis  of,  141 
Nephritis,  effect  of  light  on,  437 
Nerves,  effect  of  jc-ray  on,  346 
Nervous  system,  affections  of,  high- 
frequency  currents  in,  588,  593 
Neuralgia,  blue  light  in,  447 

effect  of  light  on,  437 

high-frequency  currents  in,  593 

radiotherapy  in,  305 

radium  in,  534 
Neurasthenia,  diagnosis  of,   139 

high-frequency  currents  in,  593 
Neuritis,  radiotherapy  in,  306 
Neuroses,  high-frequency    currents 

in,  593 
traumatic,  radiotherapy  in,  125 
Nickel's  prisms,  398 
Niewenglowski's  rays,  541 
Nodes,     tuberculous,    radiotherapy 

in,  301 
Nose,    diseases    of,   high-frequency 
currents  in,  584 
x-Tny  in,  293 
epithelioma    of,     radiotherapy 

in,  206,  208    210 
foreign  bodies  in,  diagnosis  of, 

151 
Nostril,  lupus  of,  radiotherapy  in, 

AT-rays,  542 

Obesity,  effect  of  light  on,  437 
high-frequency  currents  in,  588, 
592 
(Edema  of  lungs,  dia^osis  of,  140 
(Esophageal    deglutition,    diagnosis 
of,  143 
stenosis,  radium  in,  532 
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(Esophagus,  carcinoma  of»  diagnosis 
of,  142 
examination  of,  14^ 
foreign  bodies  in,  diagnosis  of, 

151 
method  of  applying  radiimi  to, 

531 
Ohm's  law,  53,  66 
Onychia  from  ic-ray,  350 
Operator,  protection  of,  from  ;if-rays, 

105 
Ophthalmology,  jc-ray  in,  289 
Optic  atrophy,  radiotherapy  in,  292 
nerve,  inflammation  of,  radio- 
therapy in,  351 
Orbit,  cancer  of,  radiotherapy  in, 
282 
sarcoma  of,  radiotherapy  in,  291 
Oscillations,  regulation  of,  560 
Oscillator,  interrupting,  555 

Osseous  cyst,  diagnosis  of,  159 
Osteomalacia,  radiotherapy  in,  126 
Osteosarcoma,  diagnosis  of,  159 

radiiun  in,  533 

treatment  of,  221 
Ostitis,  radiotherapy  in,  126,  347 
Otolaryngolo^,  ic-ray  in,  289 
Overilmmination,  125 
Ozaena,  high-frequency  currents  in, 

584  .  I 

radiotherapy  in,  293  t 

Pachymeningitis,  diagnosis  of,  161  ] 
Paget's   disease,    actinotherapy   in,  i 
4^6  I 

radiotherapy  in,  265  I 

Palpitation  from  ic-ray,  J44  345        I 
Panophthalmitis,    radio tnerapy   in, ' 

2^1 

Papilloma  of  tongue,  radiotherapy  i 

in,  296  I 

treatment  of,  215 

Paralysis  due  to  af-ray,  347  | 

radiotherapy  in,  312  1 

Paraplegia,    radiotherapy    in,    306, ' 

312  I 

Parasitic  affections,  high-frequency 

currents  in,  597 
Paronychia  due  to  Jf-ray,  265,  266, 

350 
radiotherapy  in,  265,  266 
Pellagra,  radiotherapy  in,  421 
Pemphigus,  radiotherapy  in,  288 
Penis,'  epithelioma  of,  radiotherapy 

in,  205 
Peribronchial    adenopathies,    diag- 
nosis of.   141 
Pericystic   adhesions,   diagnosis  of, 
157 


Periostitis,    radiotherapy  in,   315, 

347 
Peritonitis,    cancerous,    radiochem- 
ical therapy  in,  503 
tuberculous,    radiotherapy    in, 

radiochemical  therapy  in, 

503 
Pharynx,  carcinoma  of,  treatment 
of,  190 

radiography  of,  129 
Phosphorescence,  ^97 
Photoradiometer,  Stem's,  380 
Phototherapeutic  apparatus,  465 
Phototherapeutics,  426 
Phototherapy,  definition  of,  19 

negative,  449 
Phthisis,  high-frequency  currents  in, 

595 
Pinard  lamp,  474 

transformer,  562,  563 
Pigment  influenced  by  light,  424 
Pigmentary  changes  due  to  rt-ray, 

Pigmentation,  248 

after  ic-ray,  268 
Pitchblende,  517 

Pityriasis    rosea,   radiotherapy   on, 
266 

rubra,  radiotherapy  on,  288 
Pleura,  thickening  of,  diagnosis  of. 

Pleuritic  effusions,  diagnosis  of,  141 
exudations,  high-frequency  cur- 
rents in,  579 
Pneumonia,  diagnosis  of,  140 
Polonium,  515,   537 
Portable  coil,  53 

Pott's  disease,  radiotherapy  in,  311 
Precancerous  malignant  dermatitis, 

radiotherapy  in,  265 
Pregnancy,    ectopic,    diagnosis    of, 

144 
Prismatic  spectra,  402 
Proctitis,    high-frequency    currents 

in,  585 
Prostatic  calculi,  diagnosis  of.   157 
Prurigo,  high-frequencv  currents  in, 
580 
radiotherapy  in,  266 
Pruritus    ani,    hi^h-frequency    cur- 
rents in,  580,  585 
radiotherapy  in,  266 
of  cancer,  radiotherapy  in,  266 
high-frequency  currents  in,  580, 

596 
of  lichen,  radiotherapy  in,  266 
of  mycosis,     radiotherapy     in, 

266 
radiotherapy  in.  248 
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Pniritus  scroti,  high-frequency  cur- 
rents in,  580 
vulvae,  high-frequency  currents 
in,  qSo,  596 
radiotherapy  in,  267 
Pseudoleukaemia,    radiotherapy   in, 

302 
Pseudoxeroderma  pigmentosum,42o 
Psoas  abscess,  diagnosis  of,  145 
Psoriasis,  effect  of  light  on,  433 
high-frequency  currents  in,  581 
radiotherapy  m,  267 
radiiun  in,  $34 
Psorospermosis,     radiotherapy     in, 

272 
Pubic  region,  folliculitis  of,  radio- 
therapy in,  280 
sycosis  of,  radiotherapy  in, 
277 
Pulmonary   sclerosis,   diagnosis  of, 
140 
tuberculosis,  diagnosis  of,  137 
Pyopneumothorax,  diagnosis  of,  140 
Pyorrhoea  alveolaris  fromap-ray,  345 

QuEEN*s  radiograph  table,  115 

Radiant  matter,  18,  54,  55 
Radiation,  centre  of,  79 

secondary,  541 

at  surface  of  tube,  85 
Radioactive  substances,  397,  522 
Radioactivitv,  515,  516,  540 

acquirea,  521 

defanition  of,  20 

effect  of,  on  animals,  521 

measurement  of,  382 
Radiochemical  therapy,  503 
Radiochromometer,  244,  279 
Radiofluorescence,  536 
Radiograph  of  deep  structures,  124 
Radiographing  witn  radium,  528 
Radiographs,  mterpretation  of,  385 
Radiography  of  chest,  135,  136 

definition  of,   121 

relative  value  of,  to  radioscopy, 

without  plates,   128 
Radiometers,  371 

value  of,  377 
Radioscopy,  advantages  over  radi- 
ography in  examinations    of 
chest,  138 

examination  of  chest  in,  136 

increase  of  fluoroscopic  vision 

.    in,   139 

in  kidney  stones,   134 

and  radiography  compared,  133 

relative    value    of,    to    radiog- 
raphy, 133 


533 


Radio^erapy,  163 
Radiuiki,  518 

bactericidal  effects,  527 

btims  from,  523 

chtmical  action  of,  523 

deleterious  effects  of,  53 

in  diagnosis,  528 

effects  of,  52a 

em^ations,     developing     into 
helivun,  536 
Measurement  of,  535 

method  of  applying  to  cavities, 

pathological  effects  of,  528 

physidld  action  of,  523 

radiogfUphs,  528 

rays,  5x7 

source  fli,  520 

therapeutic  tises  of,  529 

time  of  ai)plication  of,  529 
Rantila,  radiotherapy  in,  295 
Rays,  diffusion  t>f ,  121 

efficient,  9^ 

invisible,  519 

secondary,  ili 

static  source  of,  489 
Reading  the  plate,  125 
Record-keeping,  114 
Recttun,   cancer  of,   treatment  of, 
191 

diseases  of,  high-ff^uency  cur- 
rents in,  585 

method  of  applying  raditmi  to, 

531 

Red  glasses,  in  seasicknesi,  452 

light,  treatment  by,  449,  450 

rays,  408 
Reflector,  use  of,  430 
Refraction,  400 
Regulator,  Bario  vacuum,  94 
Reinforced  potential,  555 
Renal  calculi,  diagnosis  of,  153 
Resonance,  573 

reinforced,  555 
Resonator,  573 

bipolar,   558,   575 

connections,  561 

Oudin,  557 
Rhinitis,  radiotherapy  in,  29^ 
Rhinoscleroma,  radiotherapy  in,  293 
Rhinophyma,  actino therapy  in,  502 
Rheumatism,  effect  of  light  on,  437 

high-frequency  currents  in,  588 

muscular,  high-frequency   cur- 
rents in,  589 

radiotherapy  in,  306 
Ring^vorm,  radiotherapy  in,  278 
Roentgen  erosion,  257 

ulcer,  348 
Rosacea,  radiotherapy  in,  231,  27a 
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Rtihmkorfif  coil,  47 
interrupter,  49 

Sarcoid  growth,  226 
Sarcoma  of  chin,  radiotherapy  in, 
218 
high-frequency  currents  in,  592 
of    inner    ear,    high-frequency 

currents  in,  584 
of  kidney,  radiotherapy  in,  217 
of  mouth,  radiotherapy  in,  217 
of  orbit,  radiotherapy  in,  291 
prevention  of,  264 
roimd-cell,  radiotherapy  in,  223 
spindle-celled,  radiotherapy  in, 

225 
of  thoracic  cavity,  radiotherapy 

in,  217 
of  tonsil,  radiotherapy  in,  218 
treatment  of,  216 
Sarcomatosis,  226 

general,  261 
Scabies,  high-frequency  currents  in, 

580 
Scar,  :c-ray,  nature  of,  235 
Scarlatina,  red  light  in,  449 
Scholtz    method    of    administering 

X'TSLy,  no 
Sciatica,  high-frequency  currents  in, 


^93 
clei 


Scleroderma  from  ^-ray,  339 

radiotherapy  in,  272 
Sclerosis  due  to  rays,  528 

of  lungs,  diagnosis  of,  140 
Screen,  fluorescent,  96 
Screens,  intensifying,  122 
Scrofuloderma,  radiotherapy  in,  273 
Seasickness,  red  glasses  in,  452 
Seborrhoea   crustea,    treatment   of. 
202,  206 

homy,  radiotherapy  in,  420 

oleosa,  radiotherapy  in,  273 
Self-induction,  50,  556 
Sensitized  paper,   129 
Seminal  vesiculitis,  high-frequency 

currents  in,  587 
Shadowgraph,  124 

of  calculus,   126 

of  ring  pessary,  126 
Shield,  Allen,  103,  105 

Friedlander,  104 

Stel  wagon,  106 
Shields,  stationary,   102 
Sinuses,  307 

tuberculous,  310 
Sketching  from  negative,  126 
Skiagrapny,  art  of,   124 

instantaneous,  126 

use  of  identification  marks  in, 
387 


Skiagraphy,  errors  of,  133.  386 

Skiameter,  371 

Skin  affections,  high-frequency  ctir^ 

rents  in,  597 
'  tuberculosis    of,    radiotherapy 

I  in,  280 

I  Snell's  law,  394,  395 
Solenoid,  bipolar,  556 
cage,  560 
D* Arson val,   556 
high-tension,  5J7 
Spark  gaps,  multiple,  95 

penetration  ot,  573 
i  Williams,  9J 

Spermatozoa  killed  by  «-ray,  3J5 
Spinal  cord,   granuloma  of,"  radio- 
therapy in,  ?i2 
I  Spine,  tuberculosis  of,  radiotherapy 
I      in,  306,  312 
Spintermetre,  B^l^re*s,  279 
Spinthariscope,  534 
Splenic    anaemia,    radiotherapy   in, 

I      ?°^ 

I  Splenomedullary   leukaemia,    radio- 

'      therapy  in,  303 

Static-excited   rays,   ability    of,   to 

I  bum,  33 

-induced  current,  548 

machines,  31 

advantages  of,  3  a 

amperage  of,  35 

care  of,  45 

disadvantages  of,  35 

measure  of  currents  of,  41 

methods  of  connecting  tube 

with,  41 

photographic    work    with, 

35 
worked  by  hand-power,  33 
Stenosis,  intestinal,  diagnosis  of,  144 
Step-up  transformer,  553 
Stereoscope,  reflecting,   129 
Weigel's,  129 
Wheats  tone,  129 
Stereoscopic  pictures,   129 
Sterility,    hign-frequency    currents 

in,  587 
Stem's  photoradiometer,  380 
Stomach,  cancer  of,  treatment  of, 
192 
dilatation    of,    high-frequency 

currents  in,  585 
effect  of  ^-ray  on,  345 
foreign  bodies  in,  diagnosis  of, 

150 
method  of  applying  radium  to, 
530 
Stye,  291 

Sun-and-air  bath,  431 
Sunburn,  412.  418 
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Sun  baths,   426,   427 

dermatitis,  431 

glasses,  456 

destructive  action  of,  426 

physical  effects  of,  457 
Sunlight,  advantages  of,  466 
Suppuration,  deep,  radiotherapy  in, 

229 
Sweet's  localizer,   152 
Sycosis,  actinic  ray  in,  513 

of  brow,  275 

of  neck,  276 

obstinate,  277 

radiotherapy  in,  273,  274 

of  pubic  region,  277 
Synovitis,  tuberculous,  radiotherapy 

in.  311 
Syphilides,  warty,  radiotherapy  in, 

288 
Syphilis  of  bones,  diagnosis  of,  159 

Tabes,  high-frequency  currents  in. 

radiotherapy  in,  307 
Tabic,  radiograph,  116 
Tanning,  412 
Target,  58 

heating  of,  113 
Teeth,  effect  of  it-ray  on,  345 
Telangiectasia,  radium  in,  534 
Telangiectasis  due  to  it-ray,  347 
Tesla's  alternator,   550 

apparatus,  572 
Tic  douloureux,  high-frequency  cur- 
rents in,  593 
radiotherapy  in,  307 
Tinea   tonsurans,    radiotherapy   in, 

279 
Thomas'  position  finder,   123 
Thompson's  high-potential   electro- 
scope, 41 
theory  of  .r-rays,   26 
Thoracic  cavity,  foreign  bodies  in, 
diagnosis  of,    149 
investigation  of,  135 
sarcoma   of.    radiotherapy 
in,   217 
Thorium,  emanations  of,  536,  539 
Tongue,  diseases  of,  :r-ray  in,  295 
epithelioma     of,     radiotherapy 

in,   215 
lues  of,  radiotherapy  in,  299 
papilloma  of,  radiotherapy  in, 

2q6 
warty  growths  of,  radiotherapy 
in.*  297 
Tonsil,  sarcoma  of,  radiotherapy  in, 

218 
Torticollis.      spasmodic,      high-fre- 
(jucncy  currents  in,  589 


Toxaemia  in  cancer,  183,  226,  341 
Toxoids,  high-frequency  currents  in, 

594 
Trachea,  foreign  bodies  in,  diagnosis 

of,  151 
Trachoma,  high-frequency  cturents 
in,  584 
radiotherapy  in,  291 
Transformer,  I^ard,  562 
Transillumination,   130 
Triangulation,  151 
Trichophytosis  capitis,  radiotherapy 
in,  278 
cruris,  radiotherapy  in,  280 
ectothrix,  radiotherapy  in,  278 
Trophic  changes  caused  by  ar-ray, 

338 
Tubercle  bacilli,  effects  of  high-fre- 
quency currents  on,  ^94 
Tubercular  leprosy,  radiotherapy  in, 

247 
Tuberculosis,  arc  light  in,  439 
blue  light  in,  448 
of  bones,  radiotherapy  in,  312 
of  buttock,  radiotherapy  in,  281 
chronic,  appearance  01  healed 

areas  in,  139 
of    conjimctiva,    radiotherapy 

in,  290 
cutis,  actino therapy  in,  497 

radiotherapy  in,  280 
diagnosis  of,  308 
effect  of  light  on,  430,  437 
high-frequency  currents  in,  588 
of  joints,  effect  of  light  on,  433 
radiotherapy  in,  311 
radiochemical  therapy  in, 

507 
of  larynx,  radiotherapy  in,  312 
of  lungs,  diagnosis  of,  137 

high-frequency  currents  in. 

5.79 
radiotherapy  in,  307,  309 
radium  in,  ^36 
of  skin,  radiotherapy  in,   280 
of  spine,  radiotherapy  in,  306 
verrucosa    cutis,    radiotherapy 
in,  281 
Tuberculous     affections,     high-fre- 
quency currents  in,  594 
granuloma,     radiotherapy     in, 

3" 
nodes,  radiotherapy  in,   301 
peritonitis,  blue  li^ht  in,  448 

radiotherapy  in,  310 
sinuses,  radiotherapy  in,  310 
synovitis,  radiotherapy  in,  311 
Tubes.  54 

absorption  of  rays  by,  85 
with  adjustable  focus,  89 
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Tubes  becoming  opaque,  86 

bianodal,   68 

blue,  74 

breakage  of,  86 

burning  out  of,  86 

with  changeable  target,  89 

classification  of,  64 

collapse  of,  87 

double  bulb,  68 

earlier  forms  of,  55 

effect  of  temperature  on,  87 

focus,  59 

Franklm,  82 

Geissler,  55 

Gtmdelach's,  69 

hard,  61 

healing  of.  58,  77 

high,  61,  65 

holders,  108 

ideal,  67,  112 

improved  Caldwell,  76 

life  of,  85 

low,  61,  64 

luminosity  in,  89 

medium,  65 

methods   ot   lowering  vacuum 
in,  88 
of  raising  vacuiun  in,  88 

middle  vacuum  of,  113 

modem,  58 

most  intense  rays  in,  82 

osmo-regulateur  (Chabaud-Vil- 
lard),  73 

penctrator,  60 

perforation  of,  86 

porous,  87 

position  of,   122 

radiations  at  surface  of,  85 

regulable,  69 

resistance  01,  87 

selection  of,  112,  167 

self -regulating,  70 

semihard,  251 

in  series,  113 

soft,  61 

strength  of  rays  in,  65 

for  treatment  of  cavities,  74 

two  acting  at  once,  309 

used  simultaneously,  231 

vacuum  of,  59 

water-cooled,  79 
Tumors    of  brain,     diagnosis    of, 
161 

of    chest    wall,    diagnosis   of, 

147 
destroyed    by    high-frequency 

spark,  583 
high-frequency  currents  in, 
of  lungs,  diagnosis  of,  142 
Tylosis,  radiotherapy  in,  236 


597 


Ulcer  of  cornea,  radiotherapy  in, 
290 

indolent,  radiotherapy  in,  304 

Roentgen,  448 

varicose,  radiotherapy  in,  281 
Ulceration,  actinotherapy  in,  501 

after  rr-ray,  333 

due  to  radiiun,  J24 

tuberculous,    radfiotherapy    in, 
280 
Uraemia  from  x-ray,  341 
Urananite,  517 
Uraniiun,  515,  538 

in  therapy,  538 
Ureteral  calctdi,  diagnosis  of,  153 
Urticaria,  high-frequency    currents 

in,  580,  581 
Uterus,  cancer  of,  actinotherapy  in, 

4p7 
radiotherapy  in,  193 
fibroid    of,    radiotherapy    in, 
301 

Vacuum,  degrees  of,  61 
Vaginismus,  high-frequency  currents 
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bum,  III,  314 

sjmiptoms  of,  320 
treatment  of,  328 
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causes  of  reaction  of,  167 

of  therapeutic  effect  of,  169 
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changes  produced  by,  227 
clinical  effect  of,  167 
conjtmctivitis  from,  102 
cimiulative  effect  of,  171 
death  due  to,  342 
definition  of,  19 
deleterious  effect  of,  333 
on  operator,  337 
depilatory  effect  of,  167 
determination  of  death  by,  391 
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diagnosis,  135 
effect  of,  on  eye,  289 

upon  gland  structure,  228, 
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at  point  of  exit,  loi,  228 
erythema,  279 
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intensity  of,  378 

latent  period   of   reaction  of, 

167 
methods  of  administration  of, 
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penetration  of,  65 
photography,  129 
physiolgical  effects  of,  164 
power  to  drive  substances  into 

tissues,  302 
selective  action  of,  290 
in  skin  diseases,  227 
styptic  effect  of,  168 
suits  for  damages  catised  by, 
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various  uses  of,  390 
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pigmentosum,  412,  419 
cancer  in,  179 
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radiotherapy  in,  282 
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KELLY    (A.  0.  J.)     A    MANUAL    OF    THE    PRACTICE    OF  MEDICINE. 
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KIEPE  (EDWARD  J.).  EPITOME  OF  MATERIA  MEDICA  AND  THERA- 
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KING  (A.  P,  A,).  A  MANUAL  OF  OBSTETRICS,  Ninth  edition.  In  one 
12mo.  volume  of  629  pagea,  with  276  illustrations.     Cloth*  $2,50,  net, 
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ANDA  DE  BARDAXL     in  one  12mo.  volume  of  522  pages.     Cloth.  12.50. 

A  HISTORY  OF  AURICULAR  CONFESSION  AND  INDULGENCES] 

IN  THE  LATIN  CHURCH.     In  three  octa?o  Toiumes  of  about  500  pages  each.] 
Per  volume,  cloth,  $3. 
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l2mo^  299  pages,  with  17  engraviiigB  and  2  colored  plates.     Cloth,  $2.50. 
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NATIONAL    FORMULARY.      See  National  Dispensatory,  page  14. 
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plates,  Test-types,  FormuUe  and  Color-blindness  Test     Cloth,  $2.25,  neL 
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Clinical  Manuals,  page  13. 
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PEPPER  (A.  J.).    SURGICAL  PATHOLOGY,     In  one  12mo  volume  of  511  pag^, ' 
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PLAYFAIR   (W.  S.).     THE  SCIENCE  AND  PRACTICE  OF  MIDWIFERY^i 
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POSEY   (W.   0.)   AND   WRIGHT   (JONATHAN).     A    TREATISE  ON  THE 

EYE,  NOSE,   THROAT  AND  EAR.     Octavo,   1251  pages,  richly  illustrated   with 
650  engravings  and  35  platen  in  black  and  colors.     Cloth,   |7,00;  leather,  $8.00, 
Published  also  in  two  volumes.     Vol.  I.,  Posey  on  the  Eye.     Cloth,  $4*00,  ntL     V< 
II.,  Wright  on  the  Nose,  Throat  and  Ear.     Cloth,  $3.50,  neU 

POTTS  (OHAS.  SJ.  A  POCKET  TEXT-BOOK  OF  NERVOUS  A 
3IENTAL  DISEASES.  12mo,  of  456  pages,  with  Hi<  illustrations.  Cloth,  $1.75» 
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SCHALEK  (ALFRED).  AN  EPITOME  OF  DERMATOLOGY,  12mo.,  225 
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SERIES  OF  POCKET  TEXT-BOOKS.    See  page  12, 

SERIES  OF  STATE  BOARD  LICENSE  EXAMINATIONS.    See  page  14. 

SERIES  OF  STUDENTS*  MANUALS,    See  f>age  15. 

SIMON   (CHARLES   E.).      CLINICAL   DIAGNOSIS,  BY  MICROSCOPICAL 

AND  CHEMICAL  METHODS.      Fifth  edition,  thoroughly  revised.     Octavo,  696 
pageSy  with  150  engravings  and  22  full-page  plates  in  colon.    Clotti,  $4.00,  net.     Just  ready, 

PHYSIOLOGICAL   CHEMISTRY^     In    one    octavo  volume    of   453    page*. 

Cloth,  $3.25,  net 
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Work,    A  Tcxt-bcx»k  specinllv  adopted  for  Student*  of  M<?dicine  and  PhaimMgr*    Sevtai] 
edItioD.      Jo  one  8to.  volume  of* 61 3  \i*.g^  with  64  ejigravlngij  and  8  plate»  idio 
colons  of  64  testfi  iind  b  speeiiti  (date*     C'lotJi,  |3,00,  ntt. 

BLADE  (D.  D. ) .    D  tPH  THERIA  ;  1 TS  NA  TVRB  A  ND  TEE  A  TMENT.     Bec€ii4 

edition.      In  one  royal  12ttiu.  volume,  loH  p»g««.     Clotii,  $1.25. 

SMITH   1  J.   LEWIS).     THE  DISEASES  OF  lyFASCT  AND  CHILDHOOD. 

Eighth  edition,  thoroughly  revised  and  rewritten  and  greatlj  enlarged.     8vo.,  983  psges> 
with  Z73  tUtigtniuon«  &nd  4  full-page  plates.     Cloth,  $4.50;  leather.  $5.50. 

SMITH  (STEPHENl  OPERA TIVE  SURGERY,  Second  and  thoroughly  rerwed 
edition.     In  one  i^ctavo  vol.  of  892  pageB,  with  1WJ5  eogrmvings.     Cloth,  $4;  leather,  $6^ 

S0LL7    <S.    EDWIN).     A    HANDBOOK    OF  MEDICAL    CLIMATOLOGY. 

Octavo,  402  pages,  with  engravings  and  11  full-page  plates.     Cloth,  $4.00. 

STARR  IM.  ALLEN).    A  TREATISE  ON  ORGANIC  NERVOUS  DISEASES, 
Octavo,  740  pagen,  with  275  engravinga  and  2d  plates.    Cloth,  $6.00,  met;  leather,  $7, 
ntl;  half  mnrocco,  $7.50,  nei.     JuM  ready ^ 

STATE  BOARD  LICENSE  EXAMINATION  SERIES,  i  la^.iaed  and  Edited  bj 
R.  J.  £,  Scott,  A»M,,  M,I>,  A  bttif^  of  handy,  well  ariauged,  12itiu,  volumes  of  about 
LOO  pages  each,  bound  in  tlesible  cloth  and  printed  on  paper  suitable  for  either  pen  or 
pencil,  every  uther  page  being  lefl  blank  for  memoranda.  The  respective  volumeh  cover 
the  Bubjecl*  of  (1  )  Anatomy;  (2(  Chemistry;  (3)  Obfitetrics;  (4»  buj^erv;  (o)  Practice, 
Materia  Medica  and  Therapeutics;  ((i/  Pathology  and  Diagtiosis ;  {i  )  I'hysiology  and 
Hygiene.      I'er  volume,  $l.o0,  nci, 
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See  piige  10. 


^ 


EPITOME  OF  PATHOLOGY.     Lta's  Strtt^  of  Mfdical  Ej.ifomc», 


I 


STILLE  (ALFRED).  CHOLERA;  ITS  ORIGIN,  HISTORY,  CAUSATION^ 
SYMP2X>MS,  LESIONS,  PREVENTION  AND  TREATMENT.  In  one  12mo. 
volume  of  WS  page^,  with  a  chart  showing  routes  of  previous  epidemics.     Clotli,  $1.26. 

THERAPEUTICS  AND  MA  TERIA  MEDICA,    Fourth  and  revised  edition 

In  two  octavo  volumea,  containing  1936  pages.     Cloth,  $10. 

STILLE   (ALFRED),  MAISCH   (JOHN   M.)   AND   CASFARI   (CHAS.   JR.). 

THE  NATIONAL  DISPENSATORY,  iontainiiig  the  Nnlural  History,  ChemiMl7, 
Phurmaeyp  Actions  and  U^etii  of  Medicineii,  including  tho^e  recognized  in  the  latest  Phar- 
BiaeotKjeiaH  of  the  United  StatCH,  Great  Britian  and  German j^  with  numerous  referaioca 
to  the  French  Codex.  Fifth  edition,  reviaed  and  enlarged  in  accordance  with  and  embrac- 
ing the  new  U.  S*  PhitrmaeopmOf  Seventh  Decennial  Revision.  With  Supplement  contain- 
ing the  new  edition  of  the  National  Formulary,  Injperial  octavo,  2025  page«i,  with  320  en- 
gravings    Cloth,  $7.25  ;  leather,  $8.    With  'Thumb  Indejt.    Cloth.  $7.76 ;  leather,  $8.5a 

8TIMS0N  (LEWIS  A,).    A  MANUAL  OF  OPERATIVE  SURGERY.     Fourth 

edition.      In  one  royal  12mo,  volume  of  Sfcil  pages,  with  293  engravings.    Cloth,  $3.00,  wL 


A   TREA  TISE  ON  FRA CT URES  A ND  DISLOCA TIONS.     Third  ed i tion. 

In  one  handsome  octavo   volume  of  842  pages,  wtlh  33$  engraving  and  32  full-page 
plates.     Cloth,  $5  net;  leather,  $6,  nei;  half  moroooo,  $6.d0|  net, 

STUDENTS*  QUIZ  SERIES.  A  Series  of  Manual*  in  question  and  auiiwer  form,  for 
StLj*it'nt*H  atid  rrnctiti oners,  covering  the  esienLiaLn  of  medical  fidence.  Thirteen  volumeB^ 
pocket  sixe^  cooveiMeiit,  authoritative,  well  illustrated,  handsomely  bound  in  dothi 
and  isHued  at  a  low  price  J.  Anatomy  (double  number);  2.  Physiology;  3.  Chenolalzy 
and  Physiicij ;  4.  Hiiitologv,  Pathology  and  Bacteriology ;  6.  Materia  Medlca  and  Thera- 
peiiticg ;  6.  Practice  of  Medicine ;  7.  Surgery  (double  number) ;  8.  Gen ito^Uri nary  and 
VenereAl  Ehfseai^e^;  9.  IKseases  of  the  Slan;  10.  Diseases  of  the  Eye,  Ear,  Throat  ind 
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STUDENTS'  SERIES  OF  MANUALS.  A  Series  of  Manuals  by  Eminent  Teachers 
or  Examiners.  The  volumes  are  pocket-size  12mo8.  of  from  300-640  pages,  profusely 
illustrated,  and  bound  in  red  limp  cloth.  The  following  volumes  may  now  be  an- 
nounced: Herman's  First  Lines  in  Midwifery,  $1.25;  fiRrcs's  Materia  Medica  and 
Therapeutics  (sixth  edition),  $1.50,  net;  Klein's  Elements  of  Histology  (5th  edition), 
$2.00,  net;  Pepper's  Surgical  Pathology,  $2;  Treves'  Surgical  Applied  Anatomy, 
$2.00,  net;  Balfe's  Clinical  Chemistry,  $1.50. 
For  separate  notices,  see  under  various  authors'  names. 

8TUBGES  (OCTAVIUS).  AN  INTEOBUCTION  TO  THE  STUDY  OF  CLIJS- 
ICAL  MEDICINE,    In  one  12mo.  volume.    Cloth.  $1.25. 

SUTEE  (W.  NORWOOD).  A  MANUAL  OF HEFR ACTION  AND  MOTILITY. 
12mo.,  882  pages,  101  engravings,  4  colored  plates.     Cloth,  $2.00,  net, 

BUTTON  (JOHN  BLAND).  SURGICAL  DISEASES  OF  THE  OVARIES 
AND  FALLOPIAN  TUBES.  Including  Abdominal  Pregnancy.  In  one  12mo.  vol- 
ume of  513  pages,  with  119  engravings  and  5  colored  plates.    Cloth,  $3. 

SZYMONOWIOZ  (L.)  AND  MacCALLUM  (J.BRUCE>.  A  TEXTBOOK  OF 
Hli^TOLOGY  OF  THE  HUMAN  BODY:  including  Microscopical  Technique. 
Octavo,  437  pages,  with  277  original  engravings  and  57  inset  plates  in  black  and  colors, 
containing  81  figures.     Cloth.  $4.75,  net. 

TAIT  (LAWSON  .  DISEASES  OF  WOMEN  AND  ABDOMINAL  SUROERY. 
Octavo,  554  pages,  62  engravings,  and  3  plates.     Cloth,  $3. 

TAYLOR  (ALFRED  S.).  MEDICAL  JURISPRUDENCE.  From  the  twelfth 
Fnglish  edition,  revised  by  Clark  Bell,  Esq.,  of  the  N.  Y.  Bar.  Octavo,  831  pages, 
with  54  engravings  and  8  full-page  plates.     Cloth,  $4.50;  leather,  $5.50. 

TATLOR  (ROBERT  W.).  GENITO-URINARY  AND  VENEREAL  DIS- 
EASES AND  SYPHILIS.  New  (third)  edition,  thoroughly  revised.  Octavo,  about 
750  pages,  with  153  engravings  and  39  full-page  colored  plates.  Cloth,  $5.00,  nei ;  leather, 
$6.00,  net;  half  morocco,  $6.50,  net.     Just  ready. 


A  PRACTICAL  TREATISE  ON  SEXUAL  DISORDERS  US  THE  MALE 

AND  FEMALE.      Second  edition.     Octavo,  434  pages,  with  91   engravings  and  13 
plates.     Cloth,  $3.00,  net 

A    CLINICAL   ATLAS    OF    VENEREAL   AND    SKIN    DISEASES. 


Including  Diagnosis,  Pro^osis  and  Treatment.     In  eight  large  foUo  parts,  measuring 
14  z  18  inches,  and  comprising  213  beautiful  figures  on  58  full-page  chromo-lithomphic 

Slates,  85  fine  engravings,  and  425  pages  of  text.    Bound  in  one  volume,  half  Turkey 
[orocco,  $28. 

TATLOR  (SEYMOUR).  INDEX  OF  MEDICINE.  A  Manual  for  the  use  of  Senior 
Students  and  others.    In  one  large  12mo.  volume  of  802  pages.     Cloth,  $3-75. 

THOMAS  (T.  GAILLARD)  AND  MUNDE  (PAUL  F.).  A  PRACTICAL 
TREATISE  ON  THE  DISEASES  OF  WOMEN  Sixth  ediUon,  thoroughly 
revised.     Octavo  824,  pages,  with  347  engravings.     Cloth,  $5 ;  leather,  $6. 

THOMPSON  (W.  OILMAN).  A  TEXT-BOOK  OF  PRACTICAL  MEDICINE. 
For  Students  and  Practitioners.  Second  edition.  Octavo,  1014  pages,  with  59  illustra- 
tions.    Cloth,  $5.00,  leather,  $6.00,  half  morocco,  $6.50,  net. 

THOMPSON  (SIR  HENRY).  THE  PATHOLOGY  AND  TREATMENT  OF 
STRICTURE  OF  THE  URETHRA  AND  URINARY  FISTULA.  From  the 
third  English  edition.   Octavo,  359  pages,  with  47  engravings  and  3  plates.   Cloth,  $3.50. 

THORNTON'S  FORMULARY.     The  Medical  News  Pocket  Formulary.     See  page  1. 

TIRARD  (NESTOR).  MEDICAL  TREATMENT  OF  DISEASES  AND  SYMP- 
TOMS.   Handsome  octavo  volume  of  627  pages.     Cloth,  $4.00,  neL 

TREVES  (SIR  FREDERICK).  OPERATIVE  SURGERY.  New  (second)  edition, 
revibcd  by  the  author  and  Jonathan  Hutchinson,  Jr.,  F.R.C.S.  In  two  8vo  volumes 
containing  1574  pages,  with  474  illustrations.  De  luxe  edition,  half  morocco,  $6.50,  fiefy 
per  volume.    Just  ready.  
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TEEVES  iFREDEEICK).     A  SYSTEM  OF  SUEOERT,     In  CoDtribotiozia 

T«renty-five  £0x11**^   Surgeons,       In  two  large  octavo  volumes,  contaiaini^  2296 
with  950  engraving«  and  4  full-^age  plates.     Per  set,  cloth,  $16. 

SUBOICAL  APPLIED  ANATOMY.    New  edition.     12mo.,  577  pAge%  80 

engravings.     Cloth,  |2.00^  net,     Su  Siudeni^  Serie*  <f  Manuals,  page  15. 

TULEY  iHENRY  E, ).  AN  EPITOME  OF  PEDIATRICS.  12ino,  266  pages,  with 
'S^  engraving^r^.     (  ioth^  ^l.OO^  neL     Lta  9  Series  of  Meditai  Epitomei.     See  page  10. 

TTJTTLE  (GEO.  MO.  A  POCKET  TEXT-BOOK  OF  DISEASES  OF 
CHILDREN     l2ino.  374  pageiv  with  6  pUt«k     Cloth,  |L60,  iksT;  flexible  leather. 

$2. 00»  fur/.     Lea'  f  Series  of  Pbcket  TtjiBooh.     Page  1 2. 

VAUGHAN    (VICTOR   C.)    AKD  NOVY    (FREDERICK   GO.     CELLULAR 

TOXINS^  rtr  the  Chemical  Factore  in  the  Cau»atioQ  of  IHi^ea^e.     New  (4th)  edition. 
12mo,,  480  pages  with  6  engraviugsu     Cloth,  $3,  net. 

VEASEY  (CLARENCE  A.).    A  MANUAL  OF  OPHTHALMOLOGY.     12mo., 

410  pa^en,  1 1*4  engniving^,  10  colored  plates.     Cloth,  $2.00,  ntL 

VISITING  LIST.  THE  MEDICAL  NEWS  VISITING  LIST  for  1»04  Fotir 
styles:  Weekly  [dated  for  30  patienU) ;  Monthly  (undated  for  120  patient*  per  month); 
Perpetual  \undated  for  3^  patients  each  week) ;  and  Perpetual  (nnaated  for  60  padeoti 
each  week).  The  60-patleQt  book  conaista  of  256  pages  of  assorted  blanks.  The  fint 
three  styles  contain  32  pages  of  important  data,  thoroughly  revi^ted,  and  160  pages  of 
morted  blanks.  Each  in  one  volume,  price,  $1  25.  With  tliumb-lettcr  index  for  qoick 
use,  26  cents  extra.     For  special  combination  rales  see  page  1. 

VON  BERGMANN  1  E.  ,  VON  BRUNS  iP.i,  AND  VON  MIKmJCZ  \J.). 
SYSTEM  OF  PRACTICAL  SURGERY,     Edited  hy  William  T/biLL,  ' 
In  tive  imperial  octavo  volumes  containing  about  4000  pi^ges,  with  about  1600  illi 
tlotoa  in  the  text  and  about  100   full-page  colored  plates.     Per  volume,  cloth^  $6.00; 
librtry  binding,  ^7.01^;  half  morocco,  $8  50,  nd.     For  sale  by  sabscriptioo  oaly.     FoJl 
prospectus  ^enl  on  reqaesL 

WATHEN  (JOHN  B  ).     AN  EPITOME  OF  HISTOLOGY.     12mo,  229  pagee, 

with  114  engravings.     Cloth,  $1.00,  net    Let^B  Seriet  of  MtdirttI  Epitome*.     See  page  10. 

WATSON  i THOMAS K    LECTURES  ON  THE  PRINCIPLES  AND  PRAC- 
TICE OF  PHYSIC.     Fifth  edition  with  additions  by  H.  Hartshohke,  M.D. 
two  8vo.  votumiis  of  1840  pages,  with  190  engravings.     Cloth,  $9. 

WHARTON  (HENRY  E.).  MINOR  SURGERY  AND  BANDAGING.  Fifth 
eihtlon      rimo  .  640   pages,  with  509  engravings,  many   of  which   are  pbotographic. 

Cloth.  $a  00.  nfL  '  ' 

WmTLA   iWILLIAM)*     DICTIONARY   OF   TREATMENT.     Octevo  of 

pages.     Cloth,  $4, 

WHITMAN  (ROYAL).    ORTHOPEDIC  SURGERY.    Second  editioo.    Oneoc^i 
volttme  of  843  pages,  with  507  illaatration&,  mostly  original.     Cloth,  $5.50,  mtL     JwM 

WICKS  MAUD  t  A.I.  A  POCKET  TEXT-BOOK  OF  NURSING.  l^msL,  aboot 
4iN)  {>age^^  illustrated.      Pre/ianrijr.     Let^t  Strin  of  Poesket  Tezi*Book$.     Pige  IS. 

WILLIAMS  DAWSON).  MEDICAL  DISEASES  OF  INFANCY  AND 
CHILDHOOD.  S  cond  edition  speclallr  reviaed  for  America  bj  F,  S.  Clisfchili, 
A.M.,  M. D.    Octavo,  53  i  pag«s,  52  eogrmviogs  and  2  colored  plates.     Clothe  fXSO,  ml 

WILSON  I  ERASMUS).    A  SYSTEM  OF  HUMAN  ANATOMY.    RetiscdttcfiiMM. 

octavo,  616  pi\^^^  with  397  engravings.    Cloth,  $4;  leather,  $5* 

WOOLSEY  I  GEORGE.    APPLIED  SURGICAL  ANATOMY  REGIONALLY 
PRESENTED,     exctavo,   5U   ji^%^   with   125  original   illastntiaihs  h 
colors.     Goth,  $5v00;  leather,  $6v00,  neL 
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